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Executive Summary 

The New Brunswick, NJ, Site is the former site of the New Brunswick Laboratory, which was 
operated by the U.S. Department of Energy (DOE) and its predecessor agencies, the Energy 
Research and Development Administration and the U.S. Atomic Energy Commission. The 
facility operated from 1948 to 1977 as a general radiochemistry and assay laboratory. It is 
currently managed by the DOE Office of Legacy Management. The site is located at 986 Jersey 
Avenue and is bordered by Jersey Avenue on the north, a railroad right-of-way on the south, and 
industrial property on the east and west. The site was partially remediated in two phases under 
the Formerly Utilized Site Remedial Action Program (FUSRAP). The Phase II investigation 
included sampling an abandoned lateral sewer line that connected the former New Brunswick 
Laboratory to a sanitary sewer manhole (manhole 26) in the Jersey Avenue right-of-way. 
 
The New Jersey Department of Environmental Protection (NJDEP) asked DOE to resolve a 
report of fixed surface contamination found in manhole 26 in 1982. Soils around the portion of 
the lateral sewer line inside the property were not contaminated. However, concentrations of 
thorium-232 in a scrape sample from inside the manhole to which the lateral discharged 
exceeded the established cleanup level. The sample also had detectable concentrations of 
radium-226, americium-241, and other radionuclides. Investigators were unable to find any 
documentation on the sample location, the sampling conditions, or whether the manhole had 
been remediated. During a preliminary site visit in November 2008, investigators noted that the 
interior of the manhole had been resurfaced with concrete, the lateral line was sealed, and the 
location of the 1982 sample was covered.  
 
Fieldwork for the manhole investigation was performed on March 23 and 24, 2009. The work 
included an interior survey of the manhole for beta/gamma emitters and dose rate, as well as two 
soil borings adjacent to the manhole exterior in the general location of the abandoned lateral 
sewer pipe. The survey covered 100 percent of the interior surface of the manhole and included 
the estimated vicinity of the 1982 sample. Results of the interior radiological survey indicated 
that beta/gamma activity and dose rates did not exceed background. 
 
A ground-penetrating radar survey performed over the area outside of the manhole identified the 
approximate location and depth (less than 10 feet [ft] below ground surface [bgs]) of the 
abandoned lateral sewer line. Two soil borings were drilled to 9 and 9.5 ft bgs adjacent to the 
manhole on either side of the abandoned lateral pipe. Soil samples were collected from the 
boreholes and analyzed for the same radionuclides as those in the 1982 samples. Analytical 
results for the 2009 samples were less than the detection limit for all analytes. Gamma 
measurements of each boring also indicated that radioactivity did not exceed background levels. 
DOE could not access the pipe interior and therefore cannot document that the pipe is not 
radiologically contaminated. 
 
At the request of the New Jersey Department of Environmental Protection, a sediment sample 
was also collected from the base of a storm water drop inlet and analyzed for the same suite of 
radionuclides as the manhole soil-boring samples. Analytical results of the sediment sample were 
slightly above detection limits but did not exceed cleanup standards. 
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On the basis of the historical record and the results of this investigation, DOE concludes that  

• Results of soil/sediment samples are within the range of background concentrations and 
below the DCGLs for the area associated with the manhole,  

• No excavation controls are necessary in the vicinity of the abandoned lateral sewer line. 

• Interior screening of the manhole revealed no indication that radiological contamination 
exists in the manhole and therefore no risk to utility workers. 

• The abandoned lateral sewer pipe poses no risk to the public in its present location. 

• The storm water drop inlet sample did not exceed cleanup standards. 
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1.0 Introduction 

1.1 Site Summary 
 

The New Brunswick site is a 5.6-acre U.S. Department of Energy (DOE) owned property located at 986 
Jersey Avenue in an industrial area less than 1.6 miles from downtown New Brunswick, New Jersey ( 

Figure 1). It is the former site of the New Brunswick Laboratory, a radiochemistry and assay 
laboratory operated by DOE and its predecessor agencies, the U.S Atomic Energy Commission 
and the Energy Research and Development Administration. The site is bordered by Jersey 
Avenue on the north, a rail line and a vacant property to the south, and industrial property on the 
east and west (Figure 2). The DOE Office of Legacy Management manages the site.  
 
This investigation focused on manhole 26 and an abandoned lateral sewer line that extended 
from the New Brunswick Laboratory to the manhole in the Jersey Avenue right-of-way. Figure 5 
is an aerial photograph showing the location of the investigation activities, manhole 26, and a 
storm drain sampled at the request of NJDEP.  
 
This report describes the investigation methods and results, including a radiological survey of the 
interior of the manhole, soil borings along side the manhole, and sampling of the storm drain.  
 
1.2 Previous Investigations 
 
DOE remediated the New Brunswick site under the Formerly Utilized Sites Remedial Action 
Program in two phases during the late 1970s and early 1980s. Phase I remedial action began in 
1978 to remove contaminated accessible plumbing and equipment and portions of floors, walls, 
and ceilings. Phase II took place in the early 1980s and involved removal of the remaining 
aboveground buildings, concrete foundations, and impacted soils from within the site boundary. 
The lateral sewer line was capped at the property boundary during remediation. Soil samples 
collected during the removal of the lateral inside the perimeter of the site were not contaminated. 
A scrape sample (sample 210), was collected from inside manhole 26. Analytical results from the 
scrape sample revealed an elevated concentration of thorium-232 and concentrations of radium-
226, americium-241, and other radionuclides above detection limits (DOE 2001). No information 
was collected to establish whether the contamination existed outside the sewer pipe in soil or in 
bedding material beneath the pipe or the manhole. Analytical tables from the previous 
investigations of the offsite manhole and storm sewer are provided in Appendix A: Excerpts 
From Phase II Decontamination and Decommissioning of the New Brunswick Laboratory-New 
Jersey Site Interim Report, Argonne National Laboratory, November 1984, Appendix E of the 
document.  
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1.3 Investigation Objectives  
 
DOE conducted this investigation at the request of NJDEP to replicate the sample results from 
the 1982 off-site sanitary and storm sewer drain investigation. The sampling locations included 
those of sample 210, collected from manhole 26 as a scrape sample, and sample 260, a storm 
sewer drop inlet sediment sample.  
 
In November 2008, prior to mobilization for the investigation, contractor personnel visited the 
site to inspect manhole 26. During the site visit, investigators observed that the sides of the 
manhole were grouted, and the location of sample 210 could not be seen from the manhole 
opening (Figure 3). Additionally, no evidence of the lateral pipe leading to the New Brunswick 
site property was observed. Investigators concluded that (1) until the manhole could be entered 
for closer inspection, a sample could not be collected from the original sample 210 location, and 
(2) the interior of the lateral pipe could not be accessed during the investigation.  
 

 
 

Figure 3. Interior of Manhole 26 at the New Brunswick, New Jersey, Site 
 
 

2.0 Data Quality Objectives 

The activities performed as part of this investigation were designed to fulfill requirements for a 
characterization survey as specified in the State of New Jersey’s Field Sampling Procedures 
Manual, Chapter 12, “Radiological Assessment.” The sampling method was consistent with 
general sampling requirements of the New Jersey Administrative Code (NJAC) 
Section 7:26E-3.4 for site investigations and for subsurface radiological surveys described in the 
State of New Jersey’s Field Sampling Procedures Manual, Chapter 12, “Radiological 
Assessment.” Results of soil laboratory analytical results were compared to derived 
concentration guideline levels (DCGLs) in NJAC 7:28-12, “Soil Remediation Standards for 
Radioactive Materials,” to determine if remediation would be necessary or if the manhole and 
surrounding soils could be released for unrestricted use.  
 
The survey and subsurface soil investigation of manhole 26 was biased, based on accessibility, 
professional judgment, and site history. The work consisted of a comprehensive dose rate and 
beta/gamma radiological survey of the manhole interior, followed by two hand-augered borings 
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to collect subsurface soil samples and to conduct a downhole gamma survey of soils as close to 
the location of the sanitary sewer connection and the base of the manhole as feasible (DOE 
2008). The tasks and objectives of the surveys are described in Table 1. 
 

Table 1. Characterization Tasks and Objectives for the Sewer Investigation at the New Brunswick, 
New Jersey, Site 

 
Task Use Decision/Conclusion 

Radiological gamma scan and dose 
rate measurements of the interior of 
manhole 26 using handheld 
instruments and following DOE-
NJDEP compliant procedures. 

Compare results to the unrestricted 
dose limit in N.J.A.C. 7:28-12.8 
(15mrem/yr). 
 
Determine if gamma activity from 
beneath the grout is present that 
would indicate the location of the 
1982 sample. 

Determine the need for controls for 
future utility work in the manhole and 
sewer. 
 
Determine if the manhole materials 
must be managed as radioactive 
waste for future disposal. 

Two soil borings with samples 
alongside manhole 26 (see Figure 5) 

Profile soil and determine if 
granular material was used to bed 
the manhole 
 
Perform field gamma 
measurements of soil cores. 

Granular material will suggest that 
samples be collected at top of native 
material 
 
Identify portions of cores with 
elevated gamma activity. 

Collect soil samples from the borings 
for laboratory analysis; collect 
samples from a depth as close as 
feasible to the manhole base; collect 
an additional sample from the top 
6 inches of native material if different 
from above. Collect samples of soil 
that has elevated gamma activity or 
unusual visual characteristics.  

Submit soil samples for laboratory 
analysis for alpha and gamma 
spectrometry. 
 
 

Determine if radiological 
contamination leaked into soil 
outside of the manhole 
 
Determine if liquid radiological 
contamination percolated down 
through the granular material and 
collected in top layer of native soil. 

Gamma logging of soil borings 
adjacent to manhole 26; 6-inch 
intervals according to New Jersey 
Radiological Assessment procedures. 

Identify areas of elevated gamma 
activity; measurement interval 
ensures that any soils >5 pCi/g 
Ra-226 are detected if the 
contamination is within 1.5 ft of the 
boring. 

Determine if soil requires future 
remediation. Evaluate potential 
concentrations of other radionuclides 
based on Ra-226 concentrations; 
compare to other radionuclide 
concentrations in 1982 sample.  
 
Determine depth to collect samples 
for laboratory analysis. 
 
Determine thickness of contaminated 
zone to select appropriate DCGLs. 

Results from laboratory analysis of soil 
samples for radionuclides 

Confirm presence/absence of 
contamination based on gamma 
survey; determine if non-gamma 
emitters present; compare to 
DCGLs; based on correlation with 
gamma survey, delineate areas 
requiring remediation; determine 
appropriate management of 
investigation-derived waste. 

If >DCGLs, require future 
remediation; if <DCGLs, soils need 
no restrictions. 

Notes: N.J.A.C. = New Jersey Administrative Code 
pCi/g = picocuries per gram. 
DCGLs = derived concentration guideline levels. 
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2.1 Data Management 
 
The data management process was implemented in accordance with the work plan data quality 
objectives to ensure that samples and measurement data collected during the investigation would 
be properly managed. Field personnel documented daily activities on a Field Activity Log. All 
field measurements, observations, and sample collection information were recorded, as 
applicable, on the Sample Collection Log, the Field Activity Log, and the Chain of Custody 
form. Borehole abandonment was documented on Borehole Logs and on the Field Activity Log.  
 
Subsurface soil and sediment samples were assigned a unique number for tracking purposes. 
This unique identifier was used on the Sample Collection Log and Chain of Custody form and 
was used to identify the samples during analysis, data entry, and data management by the 
analytical laboratory. 
 
Laboratory analytical data packages were validated and then filed and distributed in accordance 
with existing data management procedures. All analytical data and data validation reports are 
included in the appendixes of this report. 
 
 

3.0 Methodology 

Before fieldwork began, the field team held a pre-job briefing at the site to discuss task-specific 
health and safety procedures with the subcontractors. Underground utility clearances were 
completed prior to mobilization to the site, and while the field crew was present, a ground 
penetrating radar (GPR) survey was performed to confirm the presence of the lateral and the 
marked underground utilities. A traffic control plan was also prepared before the field team 
mobilized to the field and was continuously inspected during all field activities.  
 
Equipment used for the radiological survey consisted of scintillation detectors (Eberline SPA-3, 
Bicron) and Alpha Spectra detectors with an Eberline E-600 ratemeter. 
 
The contractor radiological control technician (RCT) entered manhole 26 under the conditions 
described in the approved Confined Space Entry Permit using the appropriate confined space 
entry and retrieval equipment. Air inside the manhole was monitored before entry and while the 
RCT performed the radiological scanning and collected wipe samples. No volatile organic 
compounds, hydrogen sulfide, combustible gases, or carbon monoxide were detected during the 
monitoring.  
 
3.1 Interior Radiological Survey of Manhole 26 
 
Background measurements were recorded outside and inside the manhole before the survey 
began. Dose rates were recorded before entry into the manhole and during the radiological 
survey. An alpha radiation survey was not performed because the manhole interior had been 
grouted, and the original location of sample 210 was found on the basis of an elevated gamma 
signal. The survey was performed in accordance with requirements specified in the State of New 
Jersey’s Field Sampling Procedures Manual, Chapter 12, “Radiological Assessment.” The 
approach was consistent with general sampling requirements of NJAC Section 7:26E-3.4 for site 
investigations, and safe working conditions were established according to the contractor Health 
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and Safety Manual (LMS/POL/S04321). A certified RCT performed the survey in accordance 
with the DOE contractor’s Radiological Control Manual (LMS/POL/S04322). 
 
The surface survey consisted of a beta/gamma scan, direct measurements, and smear sampling. A 
1-meter grid was established on the manhole interior. The beta/gamma scan was performed on 
100 per cent of the interior surface. Direct beta/gamma measurements were made at the center of 
each grid block. A smear sample (to measure removable contamination) was collected by wiping 
an area of 100 centimeters square where the direct measurement was taken. Survey results were 
recorded on the Radiological Survey Results Data Form (Appendix B).  
 
3.2 Subsurface Soil Sample Collection 
 
The two soil borings (NBL-1 and NBL-2) were located as close to the manhole side and as close 
to the location of the lateral as possible. A GPR survey performed by National Subsurface 
Imaging Services, LLC was used to determine the final location of the borings in relation to the 
lateral. The GPR surveyors estimated the depth as just under 10 ft below ground surface (bgs) 
(Appendix D). Figure 4 is a site plan illustrating the area of investigation, and Figure 5 is an 
aerial photo showing the boring locations. The final boring locations were surveyed using a 
handheld global positioning system instrument accurate to within 1 meter. 
 
An electric hammer drill was used to remove the asphalt from each soil boring location. Borings 
were driven through the asphalt, approximately 2 inches thick, followed by approximately 10 
inches of aggregate road base. A manual slide hammer was used to advance the 1¼-inch-
diameter soil sampling probe from the bottom of the road base into the subsurface soils. After the 
soil samples were collected, the borehole was reamed to a larger diameter for the downhole 
radiological survey using a standard 3-inch-diameter hand auger. Figure 6 in Section 4 provides 
a detailed cross section with plan view of the subsurface investigation.  
 
Soil cuttings for description and screening were collected continuously during the augering from 
immediately below the base of the road bed to the total depth of each boring. Both of the borings 
encountered wet, granular fill material at 7–8 ft bgs and the native shale or claystone at 9 ft bgs. 
Each boring was able to penetrate the claystone approximately 0.5 ft before reaching refusal 
(Appendix C). Previous borings within the boundary of the DOE-owned property for the initial 
assessment of the New Brunswick site encountered the same material at approximately 9 ft bgs.  
 
As each sampling tube was removed from a boring, the RCT first scanned the soil cores for 
volatile organic compounds using an HNU handheld photoionization detector (PID). The soil 
and equipment were then screened for beta/gamma activity. The field geologist generated a 
boring log for each location in accordance with ASTM D2487, “USCS Classification of Soils” 
and D2488, “Visual-Manual Procedure for the Description and Identification of Soil”, which 
describes soil color (based on the Munsell Color Chart), grain size, moisture content, and 
material type. The field geologist recorded PID and beta/gamma screening results on the boring 
logs included in Appendix C of this report.  
 
Upon completion of each boring to its total depth, the RCT performed gamma logging using a 
Bichron 1-inch by 1-inch sodium-iodide detector to collect one minute long, 6-inch increments 
inside the soil boring from the top down and again from the bottom to the surface. The gamma 
survey was intended to detect.  
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any gamma emitters that may have been outside of the cuttings samples and in the vicinity of the 
borehole wall. The gamma detector responds to gamma emitters within 1.5 ft of the boring and 
has a minimum detectable response sufficient to detect thorium-232 and other radionuclides in 
concentrations less than guideline levels (DOE 2008). Results of the downhole gamma survey 
were recorded on the boring log by the geologist and RCT (Appendix C). 
 
Each soil sample was labeled with a unique sample number generated by the Sample 
Management System provided by the laboratory sample coordinator and shipped to the 
laboratory under DOE contractor chain-of-custody procedures. 
 
3.3 Storm Drain Sample Collection 
 
After completion of the manhole 26 investigation, an additional sample (NBL-SG) was collected 
from a storm drain downgradient of manhole 26 (Figure 5) at the request of NJDEP. The sample 
was collected from water covered sediment at the base of the storm drain drop inlet. The field 
crew manufactured a tool to reach the bottom and collect the sample. The sample was allowed to 
settle overnight, and water was decanted prior to radiological screening and shipment to the 
laboratory for analysis. 
 
3.4 Analytical Program 

The analytical program for the subsurface soil and storm drain samples was developed in 
accordance with the data quality objectives and results of the previous sampling in manhole 26. 
Table 2 lists the analytes and analytical methods required.  
 

Table 2. Sample Analytical Program, New Brunswick, New Jersey, Site 
 

Analyte Line Item Code Preparation Method Analytical Method 
Americium Isotopes ASP-A-004 AM-05-RC Mod AM-05-RC Mod 

Gamma Spectrometry GAM-A-004,LMR-12 HASL 300,4.5.2.3 HASL 300, 4.5.2.3 

Neptunium-237 ASP-A-015 HASL 300 HASL 300 

Plutonium Isotopes ASP-A-004 Pu-11-RC Mod Pu-11-RC Mod 

Thorium Isotopes ASP-A-009 Th-01-RC Mod Th-01-RC Mod 

Uranium Isotopes ASP-A-004 U-02-RC Mod U-02-RC Mod 

 
 

4.0 Investigation Results 

Samples collected from the two soil borings and the storm drain were analyzed by General 
Engineering Laboratories, LLC in Charleston South Carolina. Validation was performed by the 
contractor. The validated data are presented in Appendix E. A complete analytical data package 
is provided as a compact disc in a clear sleeve as Appendix F.  
 
4.1 Interior Radiological Survey of Manhole 26 
 
The interior survey included a visual inspection of the provided a closer look at the sides and 
base of the manhole. Evidence of the lateral was not observed during the interior survey, and as 
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expected after the preliminary site visit, the 1982 sample location could not be found. Results of 
the interior radiological survey are included on (Figure 6) and also in Appendix B of this report  
 
Radiation levels from the surface scan, direct measurements, and smear samples of the interior 
wall in the estimated location of the 1982 sample 210 did not exceed background. Results of the 
scans are posted by section on (Figure 6). Appendix B shows the results of the smear sample 
counting, along with calibration and equipment checks of equipment used.  
 
4.2 Subsurface Investigation Results 
 
Samples were collected from NBL-1 at 5–7 ft bgs and at 7–9 ft bgs across the anticipated depth 
of the lateral (Figure 7). Results of both samples were below the radiochemical minimum 
detectable concentrations (MDCs). Results of the samples were both below the surface 
radium-226 DCGL of 3 pCi/g and at concentrations below the quantifiable limit but above the 
MDCs. Appendix E shows the validated analytical results for both subsurface soil samples 
collected in NBL-1.  
 
Samples were collected from NBL-2 at 8–9 ft bgs and 9–9.5ft bgs at the anticipated location of 
the abandoned lateral. The intent was to collect the samples from the depth of the bottom of the 
manhole or from the top of the impermeable bedrock. Results of the samples were both below 
the surface radium 226 DCGL of 3 pCi/g and at concentrations below the quantifiable limit but 
above the MDCs. Appendix E shows the validated analytical results for both subsurface soil 
samples collected in NBL-2.  
 
Downhole gamma activity in both borings did not exceed background levels. During the 
installation of the borings, beta/gamma and PID scans of the soil cores and cuttings detected no 
radioactivity above background levels and no volatile organic compounds. Sloughing of the 
borehole walls created difficulty in lowering the gamma logging sonde to the total depth of 9 ft; 
however, the crew was able to collect gamma data to a depth of 8.5 ft bgs in one of the borings 
by repeatedly clearing the boring with the hand auger.  
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4.3 Storm Drain Sampling Results 
 
The sampling crew adapted a length of PVC pipe to use as an extension (Figure 8) to collect a 
sediment sample from the base of the storm drain and north of manhole 26. Radionuclide 
concentrations in the sediment sample were only slightly above the MDC and pose no risk to 
human health. Appendix E provides validated analytical results for the sample collected from the 
storm sewer drop inlet  
 

 
 

Figure 8. Storm Drain Sampling at the New Brunswick, New Jersey, site 
 
The lack of fine-grained material in the sample collected from the storm drain indicates that the 
storm drain is occasionally flushed by either storm water or melt water runoff.  
 
4.4 Discussion of Results 
 
Results of the 100 percent radiological survey of the interior of manhole 26 indicated 
background levels of radioactivity. Therefore, there is no health risk to utility workers entering 
the manhole. Survey results in the vicinity of the 1982 location of sample 210 were also within 
background levels (ORISE Report (01-0987) and DOE Report (ANL-OHS/HP/81-101).  
 
The storm sewer drop inlet sample, Sample No. 260, was able to be replicated. Analytical results 
were only slightly above the MDCs and were below NJDEP regulatory guidelines. 
 
Subsurface soil results (Table 3) for all radionuclides meet unrestricted use DCGLs for 
contaminated soils ranging up to 6 ft in thickness (assumes soils from surface to 6 ft below land 
surface are uniformly contaminated; worse case exposure) and for unrestricted use of 
contaminated soils covered from 1 to 5 ft of uncontaminated surface soil. Assuming any 
contamination associated with the storm/sewer drain system is the result of subsurface leaks, the 
soils above the sampled areas should not have site-related contamination (and are assumed to be 
“clean”) and subsurface DCGLs should be met. 
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Table 3. Summary of Survey Results for the New Brunswick, New Jersey, Site 

 
Soil and Sediment Samples (pCi/g) 

Radionuclide Location Standard 

 NBL-1-5-7 NBL-1-7-9 NBL-2-8-9 NBL-2-9-9.5 NBL-SG DCGLb 

Uranium-238a 0.998/1.69 1.07/1.00 0.979/1.19 1.17/0.559 0.554/nd 54 

Uranium-234 1.06 0.972 1.06 0.704 0.556 62 

Radium-226 1.08 0.851 0.891 1.02 0.360 3 

Uranium-235 0.210 Nd 0.113 Nd Nd 29 

Thorium-232a 1.29/1.41 1.34/1.22 1.29/1.33 1.45/1.71 0.649/0.641 2 

Surface Contamination – Total Net Beta-Gamma Activity (dpm/100 cm2) 

Net Activity Range Net Average Activity Background Activity c 

(-)209 to 325 (-)1.7 1,602 d  

Surface Contamination – Total Net Alpha Activity (dpm/100 cm2) 

Net Activity Range Net Average Activity Background Activity c 

(-)72 to 72 05 72 d 

Surface Contamination –Removable Alpha/Beta Activity (dpm/100 cm2) 

Total Activity Range Net Average Activity Background Activity c 

(-)1.47 to 2.87 (-)1.26 72 d 

Exposure Rate (μR/hr) 

Exposure Rate Range Maximum Exposure Rate  Background Exposure Rate  

15 15 15e 

Note: Surface contamination results have had background activity subtracted from the gross count rate. 
Key: DCGL = derived concentration guideline level; dpm/100 cm2 = disintegrations per minute per 100 
centimeters square; nd = nondetect; NJAC = New Jersey Administrative Code; pCi/g = picocuries per 
gram; (μR/hr) = microRoentgens per hour 
aResults: Method RC modified/EML HASL 300. 
bNJAC 7:28 Subchapter 12. Assuming a 1-foot-thick layer of contaminated surface soil; provided as 
“worst case” comparison. 
cFor comparison, DOE Order 5400.5 establishes surface contamination limits for natural uranium and 
daughters of 5,000 dpm/100 cm2 for fixed contamination and 1,000 dpm/100 cm2 for removable 
contamination. 
dBackground activities for fixed or removable surface contamination based on background counts per 
minute divided by the efficiency of the instrument and multiplied by 6.5 to achieve the value in 
disintegrations per minute over a 100 cm squared area. 
e Exposure rates did not exceed background. Therefore, there is no incremental dose resulting from past 
New Brunswick Laboratory activities at the survey location. 
 
 
4.5 Restoration  
 
The field crew scanned the borings, sampling equipment, and soil cuttings to verify that all 
beta/gamma activity was within background range, then returned all soil cuttings to the boreholes 
in 6-inch lifts. In accordance with NJDEP requirements, each lift was tamped to decrease void 
spaces.  
 
Restoration of the area and boreholes included replacing the asphalt (Figure 9) that was removed 
from the New Jersey Department of Transportation right-of-way with an equal thickness of 
asphalt in accordance with the NJDOT permit.  
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Figure 9. Restoration of the Boring Locations (Location NBL-1 on the Right and NBL-2 on the Left), 
looking west at the New Brunswick, New Jersey, site. 

 
 

5.0 Decontamination of Equipment 

All soil boring equipment and tools used to collect samples were cleaned and decontaminated 
after being scanned and frisked for radioactivity by the contractor RCT at the completion of each 
borehole. Disposable sampling equipment was scanned and wiped for contamination. All 
disposable sampling equipment was verified free of radioactive contaminants, and the materials 
were disposed of as sanitary waste.  
 
Decontamination water was handled as nonhazardous investigation-derived waste after no 
elevated radioactivity was identified during any phase of the investigation. 
 
 

6.0 Investigation-Derived Waste 

Generation of investigation-derived waste was minimized in the field to the extent practicable. 
No radioactivity or hazardous substances were identified above background levels by visible 
inspection or by the screening instruments during any phase of the field activities. The 
investigation-derived waste was handled as directed by the Health and Safety representative and 
the Environmental Compliance lead and in accordance with state and federal requirements.  
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7.0 Conclusions 

Analytical results from soil samples collected from the borings, results of the radiological survey 
of the interior of the manhole, dose rate measurements and results from the downhole gamma 
logging of the borings support the following conclusions: 

• Results of soil/sediment samples are within the range of background concentrations and 
below the DCGL for the area associated with the manhole, and the storm drain drop inlet. 

• The abandoned lateral sewer pipe poses no risk to the public in its present location.  
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Dear Mr. Donivan: 

         GEL Laboratories, LLC (GEL) appreciates the opportunity to provide the enclosed analytical results for the
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         Our policy is to provide high quality, personalized analytical services to enable you to meet your analytical

needs on time every time. We trust that you will find everything in order and to your satisfaction. If you have

any questions, please do not hesitate to call me at (843) 556-8171, ext. 4512.  

 

Sincerely,

 

 

Ann Skradski  

Project Manager
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Receipt Narrative  

for  

Stoller - Grand Junction (3861)  

SDG: 09032167  

Work Order: 227075  

April 11, 2009  

 

Laboratory Identification:  

 

GEL Laboratories LLC  

2040 Savage Road  

Charleston, South Carolina 29407  

(843) 556-8171 

RIN

09032167

Summary

Sample Receipt  

 

The samples arrived at GEL Laboratories LLC, Charleston, South Carolina on March 26, 2009 for analysis.  

 

Sample Identification  

 

 

The laboratory received the following samples:  

Laboratory

Identification
     

Sample

Description

227075001   HET 796/NBL-1-5-7

227075002   HET 797/NBL-1-7-9

227075003   HET 801/NBL-2-8-9

227075004   HET 802/NBL-2-9-9.5

227075005   HET 806/NBL-SG

 

Items of Note  

 

There are no items to note.  

 

Case Narrative

Sample analyses were conducted using methodology as outlined in GEL Laboratories, LLC (GEL) Standard

Operating Procedures. Any technical or administrative problems during analysis, data review, and reduction are

contained in the analytical case narratives in the enclosed data package. 

Data Package 

2



The enclosed data package contains the following sections: General Narrative, Data Review Qualifier Flag

Definition Sheet, Chain of Custody and Supporting Documentation, and data from the following fractions:

Radiochemistry.  

 

 

 

Ann Skradski 

Project Manager 

3
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Data Review Qualifier Definitions

Qualifier   Explanation

*    A quality control analyte recovery is outside of specified acceptance criteria

**   Analyte is a surrogate compound

<    Result is less than value reported

>    Result is greater than value reported

^    RPD of sample and duplicate evaluated using +/-RL. Concentrations are <5X the RL

A    The TIC is a suspected aldol-condensation product

B    Target analyte was detected in the associated blank

B    Metals-Either presence of analyte detected in the associated blank, or

     MDL/IDL < sample value < PQL

BD   Results are either below the MDC or tracer recovery is low

C    Analyte has been confirmed by GC/MS analysis

D    Results are reported from a diluted aliquot of the sample

d    5-day BOD-The 2:1 depletion requirement was not met for this sample

E    Organics-Concentration of the target analyte exceeds the instrument calibration range

E    Metals-%difference of sample and SD is >10%.  Sample concentration must meet flagging criteria

H    Analytical holding time was exceeded

h    Preparation or preservation holding time was exceeded

J    Value is estimated

N    Metals-The Matrix spike sample recovery is not within specified control limits

N    Organics-Presumptive evidence based on mass spectral library search to make a tentative

     identification of the analyte (TIC). Quantitation is based on nearest internal standard

     response factor

N/A  Spike recovery limits do not apply.  Sample concentration exceeds spike concentration

     by 4X or more

ND    Analyte concentration is not detected above the reporting limit

UI    Gamma Spectroscopy-Uncertain identification

X     Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Y     QC Samples were not spiked with this compound

Z     Paint Filter Test-Particulates passed through the filter, however no free liquids were observed.
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Chain of Custody and

Supporting

Documentation
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Laboratory

Certifications
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State Certification
Arizona

Arkansas

CLIA

California − NELAP

Colorado

Connecticut

Dept. of Navy

EPA Region 5

Florida − NELAP

Georgia

Georgia DW

Hawaii

ISO 17025

Idaho

Illinois − NELAP

Indiana

Kansas − NELAP

Kentucky

Louisiana − NELAP

Maryland

Massachusetts

Nevada

New Jersey − NELAP

New Mexico

New York − NELAP

North Carolina

North Carolina DW

Oklahoma

Pennsylvania − NELAP

South Carolina

Tennessee

Texas − NELAP

U.S. Dept. of Agriculture

Utah − NELAP

Vermont

Virginia

Washington

AZ0668

88−0651

42D0904046

01151CA

GEL

PH−0169

NFESC 413

WG−15J

E87156

E87156 (FL/NELAP)

967

N/A

2567.01

SC00012

200029

C−SC−01

E−10332

90129

03046

270

M−SC012

SC00012

SC002

FL NELAP E87156

11501

233

45709

9904

68−00485

10120001/10120002

TN 02934

T104704235−07B−TX

S−52597

GEL

VT87156

00151

C1641

List of current GEL Certifications as of 11 April 2009
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Page 1 of 2

 $726.86

 $726.86

 $726.86

 $726.86

 $112.61

 $112.61

 $163.80

 $337.84

 $112.61

 $112.61

 $163.80

 $337.84

 $112.61

 $112.61

 $163.80

 $337.84

 $112.61

 $112.61

 $163.80

 $337.84

Charge*

Charge*

Charge*

Charge*

Charge*

Line Item

Line Item

Line Item

Line Item

Line Item

Alphaspec Np, Solid

Alphaspec Th, Solid

Gammaspec, Gamma, Solid

Product Group − Am,Pu,U

Alphaspec Np, Solid

Alphaspec Th, Solid

Gammaspec, Gamma, Solid

Product Group − Am,Pu,U

Alphaspec Np, Solid

Alphaspec Th, Solid

Gammaspec, Gamma, Solid

Product Group − Am,Pu,U

Alphaspec Np, Solid

Alphaspec Th, Solid

Gammaspec, Gamma, Solid

Product Group − Am,Pu,U

Description

Description

Description

Description

Description

28

28

28

28

28

28

28

28

28

28

28

28

28

28

28

28

Turn Days

Turn Days

Turn Days

Turn Days

Turn Days

Methods

Methods

Methods

Methods

Methods

Sample Total:

Sample Total:

Sample Total:

Sample Total:

Accounts Payable−−SM Stoller

S.M. Stoller Corporation

2597 B 3/4 Road

Grand Junction, Colorado 81503

227075001

227075002

227075003

227075004

227075005

GELID:

GELID:

GELID:

GELID:

GELID:

ClientID:

ClientID:

ClientID:

ClientID:

ClientID:

Soil

Soil

Soil

Soil

Solid

Matrix:

Matrix:

Matrix:

Matrix:

Matrix:

HET 796/NBL−1−5−7

HET 797/NBL−1−7−9

HET 801/NBL−2−8−9

HET 802/NBL−2−9−9.5

HET 806/NBL−SG

24−MAR−09

24−MAR−09

24−MAR−09

24−MAR−09

25−MAR−09

Collected:

Collected:

Collected:

Collected:

Collected:

Report:

Report:

Report:

Report:

Report:

Received:

Received:

Received:

Received:

Received:

26−MAR−09

26−MAR−09

26−MAR−09

26−MAR−09

26−MAR−09

Level5

Level5

Level5

Level5

Level5

Stoller − Grand Junction (3861)

3861PO:

DOE EML HASL 300

DOE EML HASL−300, Th−01−RC Mod

EML HASL 300, 4.5.2.3

DOE EML HASL−300, Am−05−RC Mo

DOE EML HASL−300, Pu−11−RC Mod

DOE EML HASL−300, U−02−RC Mod

DOE EML HASL 300

DOE EML HASL−300, Th−01−RC Mod

EML HASL 300, 4.5.2.3

DOE EML HASL−300, Am−05−RC Mo

DOE EML HASL−300, Pu−11−RC Mod

DOE EML HASL−300, U−02−RC Mod

DOE EML HASL 300

DOE EML HASL−300, Th−01−RC Mod

EML HASL 300, 4.5.2.3

DOE EML HASL−300, Am−05−RC Mo

DOE EML HASL−300, Pu−11−RC Mod

DOE EML HASL−300, U−02−RC Mod

DOE EML HASL 300

DOE EML HASL−300, Th−01−RC Mod

EML HASL 300, 4.5.2.3

DOE EML HASL−300, Am−05−RC Mo

DOE EML HASL−300, Pu−11−RC Mod

DOE EML HASL−300, U−02−RC Mod

P.O. Box 30712~Charleston, S.C. 29417~2040 Savage Road~29407

(843)556−8171~Fax(843)766−1178

Invoice for Analytical Services

Client:

STOL01409Project:

Description (Order):New Brunswick

11−APR−09

182811

Invoice Date:

Ann SkradskiProject Manager:

09032167Workorder/SDG:

Terms:

Invoice #:

ASP−A−015

ASP−A−009

GAM−A−004, LMR−1

ASP−A−004

ASP−A−015

ASP−A−009

GAM−A−004, LMR−1

ASP−A−004

ASP−A−015

ASP−A−009

GAM−A−004, LMR−1

ASP−A−004

ASP−A−015

ASP−A−009

GAM−A−004, LMR−1

ASP−A−004

GEL Laboratories LLC
problem solved
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Page 2 of 2

 $726.86

 $112.61

 $112.61

 $163.80

 $337.84

Charge*Line Item

Alphaspec Np, Solid

Alphaspec Th, Solid

Gammaspec, Gamma, Solid

Product Group − Am,Pu,U

Description

28

28

28

28

Turn DaysMethods

Sample Total:

*Charges include the Listed Multiplier. A Multiplier less

than 100 represents a discount; whereas, multipliers

greater than 100 are mark−ups.

227075005GELID:

DOE EML HASL 300

DOE EML HASL−300, Th−01−RC Mod

EML HASL 300, 4.5.2.3

DOE EML HASL−300, Am−05−RC Mo

DOE EML HASL−300, Pu−11−RC Mod

DOE EML HASL−300, U−02−RC Mod

 $3634.30Invoice Total:

Miscellaneous Charge Description Charge

ASP−A−015

ASP−A−009

GAM−A−004, LMR−1

ASP−A−004

12



RADIOLOGICAL
ANALYSIS

13



Radiochemistry Case Narrative
Stoller - Grand Junction (STOL)

SDG 09032167

Method/Analysis Information

Product: Alphaspec Np, Solid

Analytical Method: DOE EML HASL 300

Prep Method: Dry Soil Prep

Analytical Batch Number: 855386

Prep Batch Number: 855153

Sample ID Client ID
227075001  HET 796/NBL-1-5-7
227075002      HET 797/NBL-1-7-9
227075003      HET 801/NBL-2-8-9
227075004      HET 802/NBL-2-9-9.5
227075005      HET 806/NBL-SG
1201809877     Method Blank (MB)
1201809878     227075004(HET 802/NBL-2-9-9.5) Sample Duplicate (DUP)
1201809879     227075004(HET 802/NBL-2-9-9.5) Matrix Spike (MS)
1201809880     Laboratory Control Sample (LCS)

The samples in this SDG were analyzed on a "dry weight" basis.

SOP Reference
Procedure for preparation, analysis and reporting of analytical data are controlled by GEL Laboratories
LLC as Standard Operating Procedure (SOP). The data discussed in this narrative has been analyzed in
accordance with GL-RAD-A-032 REV# 12.

Calibration Information:

Calibration Information
All initial and continuing calibration requirements have been met.

Standards Information
Standard solution(s) for these analyses are NIST traceable and used before the expiration date(s).

Sample Geometry
All counting sources were prepared in the same geometry as the calibration standards.

14



Quality Control (QC) Information:

Blank Information
The blank volume is representative of the sample volumes in this batch.

Designated QC
The following sample was used for QC: 227075004 (HET 802/NBL-2-9-9.5).

QC Information
All of the QC samples met the required acceptance limits.

Technical Information:

Holding Time
All sample procedures for this sample set were performed within the required holding time.

Sample Re-prep/Re-analysis
Samples 1201809877 (MB), 227075001 (HET 796/NBL-1-5-7) and 227075003 (HET
801/NBL-2-8-9) were recounted due to a suspected false positive.

Miscellaneous Information:

NCR Documentation
Nonconformance reports are generated to document any procedural anomalies that may deviate from
referenced SOP or contractual documents. A nonconformance report (NCR) was not generated for this
SDG.  

Manual Integration
No manual integrations were performed on data in this batch.

Additional Comments
The data is being reported with MDCs not calculated via a blank population. A blank population for
Neptunium soil samples does not currently exist due to an insufficient amount of Neptunium soil
samples being analyzed to create one. 

Qualifier information

Manual qualifiers were not required.

Method/Analysis Information

Product: Alphaspec Am241 Solid

Analytical Method: DOE EML HASL-300, Am-05-RC Modified

Prep Method: Dry Soil Prep

Analytical Batch Number: 855383

Prep Batch Number: 855153
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Sample ID Client ID
227075001  HET 796/NBL-1-5-7
227075002      HET 797/NBL-1-7-9
227075003      HET 801/NBL-2-8-9
227075004      HET 802/NBL-2-9-9.5
227075005      HET 806/NBL-SG
1201809873     Method Blank (MB)
1201809874     227075004(HET 802/NBL-2-9-9.5) Sample Duplicate (DUP)
1201809875     227075004(HET 802/NBL-2-9-9.5) Matrix Spike (MS)
1201809876     Laboratory Control Sample (LCS)

The samples in this SDG were analyzed on a "dry weight" basis.

SOP Reference
Procedure for preparation, analysis and reporting of analytical data are controlled by GEL Laboratories
LLC as Standard Operating Procedure (SOP). The data discussed in this narrative has been analyzed in
accordance with GL-RAD-A-011 REV# 17.

Calibration Information:

Calibration Information
All initial and continuing calibration requirements have been met.

Standards Information
Standard solution(s) for these analyses are NIST traceable and used before the expiration date(s).

Sample Geometry
All counting sources were prepared in the same geometry as the calibration standards.

Quality Control (QC) Information:

Blank Information
Aliquots for samples 1201809873 (MB) and 1201809876 (LCS) were changed to 1.0 per client
request.  

Designated QC
The following sample was used for QC: 227075004 (HET 802/NBL-2-9-9.5).

QC Information
All of the QC samples met the required acceptance limits.

Technical Information:

Holding Time
All sample procedures for this sample set were performed within the required holding time.

Sample Re-prep/Re-analysis
None of the samples in this sample set required reprep or reanalysis.
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Miscellaneous Information:

NCR Documentation
Nonconformance reports are generated to document any procedural anomalies that may deviate from
referenced SOP or contractual documents. A nonconformance report (NCR) was not generated for this
SDG.  

Manual Integration
No manual integrations were performed on data in this batch.

Additional Comments
The MDCs are calculated using a blank population. 

Qualifier information

Manual qualifiers were not required.

Method/Analysis Information

Product: Alphaspec Pu, Solid

Analytical Method: DOE EML HASL-300, Pu-11-RC Modified

Prep Method: Dry Soil Prep

Analytical Batch Number: 855387

Prep Batch Number: 855153

Sample ID Client ID
227075001  HET 796/NBL-1-5-7
227075002      HET 797/NBL-1-7-9
227075003      HET 801/NBL-2-8-9
227075004      HET 802/NBL-2-9-9.5
227075005      HET 806/NBL-SG
1201809886     Method Blank (MB)
1201809887     227075004(HET 802/NBL-2-9-9.5) Sample Duplicate (DUP)
1201809888     227075004(HET 802/NBL-2-9-9.5) Matrix Spike (MS)
1201809889     Laboratory Control Sample (LCS)

The samples in this SDG were analyzed on a "dry weight" basis.

SOP Reference
Procedure for preparation, analysis and reporting of analytical data are controlled by GEL Laboratories
LLC as Standard Operating Procedure (SOP). The data discussed in this narrative has been analyzed in
accordance with GL-RAD-A-011 REV# 17.
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Calibration Information:

Calibration Information
All initial and continuing calibration requirements have been met.

Standards Information
Standard solution(s) for these analyses are NIST traceable and used before the expiration date(s).

Sample Geometry
All counting sources were prepared in the same geometry as the calibration standards.

Quality Control (QC) Information:

Blank Information
Aliquots for samples 1201809886 (MB) and 1201809889 (LCS) were changed to 1.0 per client
request.  

Designated QC
The following sample was used for QC: 227075004 (HET 802/NBL-2-9-9.5).

QC Information
All of the QC samples met the required acceptance limits.

Technical Information:

Holding Time
All sample procedures for this sample set were performed within the required holding time.

Sample Re-prep/Re-analysis
None of the samples in this sample set required reprep or reanalysis.

Miscellaneous Information:

NCR Documentation
Nonconformance reports are generated to document any procedural anomalies that may deviate from
referenced SOP or contractual documents. A nonconformance report (NCR) was not generated for this
SDG.  

Manual Integration
No manual integrations were performed on data in this batch.

Additional Comments
The MDCs are calculated using a blank population. 

Qualifier information

Manual qualifiers were not required.

Method/Analysis Information
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Product: Alphaspec Th, Solid

Analytical Method: DOE EML HASL-300, Th-01-RC Modified

Prep Method: Dry Soil Prep

Analytical Batch Number: 855388

Prep Batch Number: 855153

Sample ID Client ID
227075001  HET 796/NBL-1-5-7
227075002      HET 797/NBL-1-7-9
227075003      HET 801/NBL-2-8-9
227075004      HET 802/NBL-2-9-9.5
227075005      HET 806/NBL-SG
1201809890     Method Blank (MB)
1201809891     227075004(HET 802/NBL-2-9-9.5) Sample Duplicate (DUP)
1201809892     227075004(HET 802/NBL-2-9-9.5) Matrix Spike (MS)
1201809893     Laboratory Control Sample (LCS)

The samples in this SDG were analyzed on a "dry weight" basis.

SOP Reference
Procedure for preparation, analysis and reporting of analytical data are controlled by GEL Laboratories
LLC as Standard Operating Procedure (SOP). The data discussed in this narrative has been analyzed in
accordance with GL-RAD-A-038 REV# 11.

Calibration Information:

Calibration Information
All initial and continuing calibration requirements have been met.

Standards Information
Standard solution(s) for these analyses are NIST traceable and used before the expiration date(s).

Sample Geometry
All counting sources were prepared in the same geometry as the calibration standards.

Quality Control (QC) Information:

Blank Information
Aliquots for samples 1201809890 (MB) and 1201809893 (LCS) were changed to 1.0 per client
request.  

Designated QC
The following sample was used for QC: 227075004 (HET 802/NBL-2-9-9.5).
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QC Information
All of the QC samples met the required acceptance limits.

Technical Information:

Holding Time
All sample procedures for this sample set were performed within the required holding time.

Sample Re-prep/Re-analysis
None of the samples in this sample set required reprep or reanalysis.

Miscellaneous Information:

NCR Documentation
Nonconformance reports are generated to document any procedural anomalies that may deviate from
referenced SOP or contractual documents. A nonconformance report (NCR) was not generated for this
SDG.  

Manual Integration
No manual integrations were performed on data in this batch.

Additional Comments
The MDCs are calculated using a blank population. 

Qualifier information

Manual qualifiers were not required.

Method/Analysis Information

Product: Alphaspec U, Solid

Analytical Method: DOE EML HASL-300, U-02-RC Modified

Prep Method: Dry Soil Prep

Analytical Batch Number: 855389

Prep Batch Number: 855153
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Sample ID Client ID
227075001  HET 796/NBL-1-5-7
227075002      HET 797/NBL-1-7-9
227075003      HET 801/NBL-2-8-9
227075004      HET 802/NBL-2-9-9.5
227075005      HET 806/NBL-SG
1201809895     Method Blank (MB)
1201809896     227075004(HET 802/NBL-2-9-9.5) Sample Duplicate (DUP)
1201809897     227075004(HET 802/NBL-2-9-9.5) Matrix Spike (MS)
1201809898     Laboratory Control Sample (LCS)

The samples in this SDG were analyzed on a "dry weight" basis.

SOP Reference
Procedure for preparation, analysis and reporting of analytical data are controlled by GEL Laboratories
LLC as Standard Operating Procedure (SOP). The data discussed in this narrative has been analyzed in
accordance with GL-RAD-A-011 REV# 17.

Calibration Information:

Calibration Information
All initial and continuing calibration requirements have been met.

Standards Information
Standard solution(s) for these analyses are NIST traceable and used before the expiration date(s).

Sample Geometry
All counting sources were prepared in the same geometry as the calibration standards.

Quality Control (QC) Information:

Blank Information
Aliquots for samples 1201809895 (MB) and 1201809898 (LCS) were changed to 1.0 per client
request.  

Designated QC
The following sample was used for QC: 227075004 (HET 802/NBL-2-9-9.5).

QC Information
Refer to Non-Conformance Report.

Technical Information:

Holding Time
All sample procedures for this sample set were performed within the required holding time.

Sample Re-prep/Re-analysis
Samples 1201809895 (MB), 1201809897 (HET 802/NBL-2-9-9.5) and 227075004 (HET
802/NBL-2-9-9.5) were recounted due to poor resolution.
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Miscellaneous Information:

NCR Documentation
Nonconformance reports are generated to document any procedural anomalies that may deviate from
referenced SOP or contractual documents. The following NCR was generated for this SDG:
NCR 678310 was generated due to Other. 1. The Matrix Spike 1201809897 does not meet the
resolution requirements of having a full width half maximum of 100 keV or less, however the tracer
yield requirements and recovery requirements were met. 1. Reporting results.

Manual Integration
No manual integrations were performed on data in this batch.

Additional Comments
The MDCs are calculated using a blank population. 

Qualifier information

Manual qualifiers were not required.

Method/Analysis Information

Product: Gammaspec, Gamma, Solid

Analytical Method: EML HASL 300, 4.5.2.3

Prep Method: Dry Soil Prep

Analytical Batch Number: 855520

Prep Batch Number: 855153

Sample ID Client ID
227075001  HET 796/NBL-1-5-7
227075002      HET 797/NBL-1-7-9
227075003      HET 801/NBL-2-8-9
227075004      HET 802/NBL-2-9-9.5
227075005      HET 806/NBL-SG
1201810183     Method Blank (MB)
1201810184     227075005(HET 806/NBL-SG) Sample Duplicate (DUP)
1201810185     Laboratory Control Sample (LCS)

The samples in this SDG were analyzed on a "dry weight" basis.

SOP Reference
Procedure for preparation, analysis and reporting of analytical data are controlled by GEL Laboratories
LLC as Standard Operating Procedure (SOP). The data discussed in this narrative has been analyzed in
accordance with GL-RAD-A-013 REV# 17.
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Calibration Information:

Calibration Information
All initial and continuing calibration requirements have been met.

Standards Information
Standard solution(s) for these analyses are NIST traceable and used before the expiration date(s).

Sample Geometry
All counting sources were prepared in the same geometry as the calibration standards.

Quality Control (QC) Information:

Blank Information
The blank volume is representative of the sample volume in this batch.

Designated QC
The following sample was used for QC: 227075005 (HET 806/NBL-SG).

QC Information
All of the QC samples met the required acceptance limits.

Technical Information:

Holding Time
All sample procedures for this sample set were performed within the required holding time.

Sample Re-prep/Re-analysis
None of the samples in this sample set required reprep or reanalysis.

Miscellaneous Information:

NCR Documentation
Nonconformance reports are generated to document any procedural anomalies that may deviate from
referenced SOP or contractual documents. A nonconformance report (NCR) was not generated for this
SDG.  

Additional Comments
Additional comments were not required for this sample set. 

Qualifier information

Manual qualifiers were not required.

Certification Statement

Where the analytical method has been performed under NELAP certification, the analysis has met all
of the requirements of the NELAC standard unless otherwise noted in the analytical case narrative.

Review Validation: 
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GEL requires all analytical data to be verified by a qualified data validator. In addition, all data
designated for CLP or CLP-like packaging will receive a third level validation upon completion of the
data package.

The following data validator verified the information presented in this case narrative:

Reviewer/Date:__________________________________________________________
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678310NCR Report No.:

1Revision No.:

Jessica Downey

Originator's Name:

14-APR-09 Joseph Moulden

Data Validator/Group Leader:

14-APR-09

Instrument Type: Client Code:

Quality Criteria:

ALPHA SPECTROMETER

Specifications

STOL

Type:
Process

Division:
Radiochemistry

Mo.Day Yr.
14-APR-09

GEL Laboratories LLC
Form GEL-NCR
Rev. 06/05

COMPANY - WIDE NONCONFORMANCE REPORT

Quality Review:

Director:

   NRG Disposition:

1.  Reporting results.

    Specification and Requirements
    Nonconformance Description:

1.  The Matrix Spike 1201809897 does not meet the resolution
requirements of having a full width half maximum of 100 keV or less,
however the tracer yield requirements and recovery requirements were
met.

Application Issues:

Other

Batch ID:
855389

Test / Method:
DOE EML HASL-300, U-02-RC
Modified

Solid
Matrix Type:

See Below
Sample Numbers:

Potentially affected work order(s)(SDG):227075(09032167)
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SAMPLE DATA
SUMMARY
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GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Certificate of Analysis Report 

STOL006 Stoller - Grand Junction (3861)

Client SDG: 09032167  GEL Work Order: 227075

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the Certificate of Analysis.

The designation ND, if present, appears in the result column when the analyte concentration is not detected above
the detection limit.

This data report has been prepared and reviewed in accordance with GEL Laboratories LLC
standard operating procedures. Please direct any questions to your Project Manager, Ann Skradski.

___________________________________________________________
Reviewed by 

The Qualifiers in this report are defined as follows:
*     A quality control analyte recovery is outside of specified acceptance criteria
**    Analyte is a surrogate compound
U     Analyte was analyzed for, but not detected above the MDL, MDA, or LOD.

for
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Alpha Spec Analysis

Rad Gamma Spec Analysis

Parameter Result UnitsQualifier Analyst Date Time

Alphaspec Am241 Solid "Dry Weight Corrected"

Alphaspec Np, Solid "Dry Weight Corrected"

Alphaspec Pu, Solid "Dry Weight Corrected"

Alphaspec Th, Solid "Dry Weight Corrected"

Alphaspec U, Solid "Dry Weight Corrected"

Gammaspec, Gamma, Solid "Dry Weight Corrected"

855383

855386

855387

855388

855389

855520

1259

1758

1351

1328

1107

0032

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g
pCi/g

pCi/g

pCi/g
pCi/g

pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g

Americium-241

Neptunium-237

Plutonium-239/240

Thorium-228

Thorium-230
Thorium-232

Uranium-233/234

Uranium-235/236
Uranium-238

Americium-241
Cesium-137
Potassium-40
Radium-226
Thorium-232
Uranium-235
Uranium-238

04/03/09

04/14/09

04/02/09

04/03/09

04/03/09

04/22/09

KXM
4

KXM
4

KXM
4

KXM
4

KXM
4

MJH1

U

U

U

U

U
U

RL

0.300

1.00

0.300

1.00

1.00
1.00

1.00

1.00
1.00

0.100
0.150
3.00

0.500
1.00

0.100
1.00

DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075001
Soil
24-MAR-09
26-MAR-09

HET 796/NBL-1-5-7 STOL01409Project:
STOL006Client ID:

Client

0.00965

-0.0271

0.00332

1.21

0.968
1.29

1.06

0.0931
0.998

0.00613
-0.00578

26.5
1.08
1.41

0.210
1.69

+/-0.039

+/-0.150

+/-0.0172

+/-0.293

+/-0.261
+/-0.291

+/-0.300

+/-0.112
+/-0.284

+/-0.0636
+/-0.0292

+/-1.99
+/-0.111
+/-0.205
+/-0.146
+/-0.966

                                        Sample ID:

                                       Receive Date:

                                        Client Sample ID:

                                       Matrix:
                                       Collect Date:

                                       Collector:

Batch

0.0461

0.301

0.0474

0.703

0.520
0.184

0.538

0.291
0.259

0.0955
0.0271

0.231
0.0464
0.0934

0.128
0.785

Mtd.

The following Analytical Methods were performed 
Method Description

+/-0.0391

+/-0.150

+/-0.0172

+/-0.342

+/-0.297
+/-0.346

+/-0.340

+/-0.113
+/-0.321

+/-0.0636
+/-0.0292

+/-1.99
+/-0.111
+/-0.205
+/-0.146
+/-0.966

TPUUncertainty

1

2

3

DOE EML HASL-300, Am-05-RC Modified

DOE EML HASL 300

DOE EML HASL 300

1

2

4

5

6

7

 DL
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Parameter Result UnitsQualifier Analyst Date TimeRL DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075001
HET 796/NBL-1-5-7 STOL01409Project:

STOL006Client ID:

Surrogate/Tracer recovery Recovery%Test Acceptable Limits

Notes:

  The Qualifiers in this report are defined as follows :

                                        Sample ID:
                                        Client Sample ID:

Batch

**    Analyte is a surrogate compound
<     Result is less than value reported
>     Result is greater than value reported
A     The TIC is a suspected aldol-condensation product
B     For General Chemistry and Organic analysis the target analyte was detected in the associated blank.
BD    Results are either below the MDC or tracer recovery is low
C     Analyte has been confirmed by GC/MS analysis
D     Results are reported from a diluted aliquot of the sample
F     Estimated Value
H     Analytical holding time was exceeded
J     Value is estimated
M     M if above MDC and less than LLD
M     Matrix Related Failure
N/A   RPD or %Recovery limits do not apply.
ND    Analyte concentration is not detected above the detection limit
NJ    Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
R     Sample results are rejected
U     Analyte was analyzed for, but not detected above the MDL, MDA, or LOD.
UI    Gamma Spectroscopy--Uncertain identification 
X     Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
Y     QC Samples were not spiked with this compound
^     RPD of sample and duplicate evaluated using +/-RL.  Concentrations are <5X the RL.  Qualifier Not Applicable for Radiochemistry.
h     Preparation or preservation holding time was exceeded

Americium-243 Tracer
Americium-243 Tracer
Plutonium-242 Tracer
Thorium-229 Tracer
Uranium-232 Tracer

Alphaspec Am241 Solid "Dry Weig
Alphaspec Np, Solid "Dry Weight C
Alphaspec Pu, Solid "Dry Weight C
Alphaspec Th, Solid "Dry Weight C
Alphaspec U, Solid "Dry Weight C

87
102
88

101
92

(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)

Mtd.TPUUncertainty

4

5

6

7

DOE EML HASL-300, Pu-11-RC Modified

DOE EML HASL-300, Th-01-RC Modified

DOE EML HASL-300, U-02-RC Modified

EML HASL 300, 4.5.2.3

 DL

 The above sample is reported on a dry weight basis.
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Alpha Spec Analysis

Rad Gamma Spec Analysis

Parameter Result UnitsQualifier Analyst Date Time

Alphaspec Am241 Solid "Dry Weight Corrected"

Alphaspec Np, Solid "Dry Weight Corrected"

Alphaspec Pu, Solid "Dry Weight Corrected"

Alphaspec Th, Solid "Dry Weight Corrected"

Alphaspec U, Solid "Dry Weight Corrected"

Gammaspec, Gamma, Solid "Dry Weight Corrected"

855383

855386

855387

855388

855389

855520

1259

1606

1351

1950

1107

0033

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g
pCi/g

pCi/g

pCi/g
pCi/g

pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g

Americium-241

Neptunium-237

Plutonium-239/240

Thorium-228

Thorium-230
Thorium-232

Uranium-233/234

Uranium-235/236
Uranium-238

Americium-241
Cesium-137
Potassium-40
Radium-226
Thorium-232
Uranium-235
Uranium-238

04/03/09

04/03/09

04/02/09

04/03/09

04/03/09

04/22/09

KXM
4

KXM
4

KXM
4

KXM
4

KXM
4

MJH1

U

U

U

U

U
U

U

RL

0.300

1.00

0.300

1.00

1.00
1.00

1.00

1.00
1.00

0.100
0.150
3.00

0.500
1.00

0.100
1.00

DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075002
Soil
24-MAR-09
26-MAR-09

HET 797/NBL-1-7-9 STOL01409Project:
STOL006Client ID:

Client

-0.00684

-5.32E-
09

0.00847

1.23

0.827
1.34

0.972

0.0421
1.07

0.023
-0.00235

30.8
0.851
1.22

-0.113
1.00

+/-0.0095

+/-0.0692

+/-0.00959

+/-0.328

+/-0.254
+/-0.307

+/-0.293

+/-0.0826
+/-0.278

+/-0.0332
+/-0.0212

+/-2.02
+/-0.124
+/-0.195
+/-0.129
+/-0.598

                                        Sample ID:

                                       Receive Date:

                                        Client Sample ID:

                                       Matrix:
                                       Collect Date:

                                       Collector:

Batch

0.0482

0.150

0.0404

0.713

0.528
0.187

0.487

0.263
0.235

0.0423
0.0347

0.289
0.0611

0.124
0.155
0.406

Mtd.

The following Analytical Methods were performed 
Method Description

+/-0.00951

+/-0.0692

+/-0.00962

+/-0.374

+/-0.282
+/-0.364

+/-0.327

+/-0.0828
+/-0.320

+/-0.0332
+/-0.0212

+/-2.02
+/-0.124
+/-0.195
+/-0.129
+/-0.598

TPUUncertainty

1

2

3

4

DOE EML HASL-300, Am-05-RC Modified

DOE EML HASL 300

DOE EML HASL-300, Pu-11-RC Modified

DOE EML HASL-300, Th-01-RC Modified

1

2

3

4

5

6

 DL
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Parameter Result UnitsQualifier Analyst Date TimeRL DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075002
HET 797/NBL-1-7-9 STOL01409Project:

STOL006Client ID:

Surrogate/Tracer recovery Recovery%Test Acceptable Limits

Notes:

  The Qualifiers in this report are defined as follows :

                                        Sample ID:
                                        Client Sample ID:

Batch

**    Analyte is a surrogate compound
<     Result is less than value reported
>     Result is greater than value reported
A     The TIC is a suspected aldol-condensation product
B     For General Chemistry and Organic analysis the target analyte was detected in the associated blank.
BD    Results are either below the MDC or tracer recovery is low
C     Analyte has been confirmed by GC/MS analysis
D     Results are reported from a diluted aliquot of the sample
F     Estimated Value
H     Analytical holding time was exceeded
J     Value is estimated
M     M if above MDC and less than LLD
M     Matrix Related Failure
N/A   RPD or %Recovery limits do not apply.
ND    Analyte concentration is not detected above the detection limit
NJ    Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
R     Sample results are rejected
U     Analyte was analyzed for, but not detected above the MDL, MDA, or LOD.
UI    Gamma Spectroscopy--Uncertain identification 
X     Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
Y     QC Samples were not spiked with this compound
^     RPD of sample and duplicate evaluated using +/-RL.  Concentrations are <5X the RL.  Qualifier Not Applicable for Radiochemistry.
h     Preparation or preservation holding time was exceeded

Americium-243 Tracer
Americium-243 Tracer
Plutonium-242 Tracer
Thorium-229 Tracer
Uranium-232 Tracer

Alphaspec Am241 Solid "Dry Weig
Alphaspec Np, Solid "Dry Weight C
Alphaspec Pu, Solid "Dry Weight C
Alphaspec Th, Solid "Dry Weight C
Alphaspec U, Solid "Dry Weight C

82
98
95
98
99

(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)

Mtd.TPUUncertainty

5

6

DOE EML HASL-300, U-02-RC Modified

EML HASL 300, 4.5.2.3

 DL

 The above sample is reported on a dry weight basis.
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Alpha Spec Analysis

Rad Gamma Spec Analysis

Parameter Result UnitsQualifier Analyst Date Time

Alphaspec Am241 Solid "Dry Weight Corrected"

Alphaspec Np, Solid "Dry Weight Corrected"

Alphaspec Pu, Solid "Dry Weight Corrected"

Alphaspec Th, Solid "Dry Weight Corrected"

Alphaspec U, Solid "Dry Weight Corrected"

Gammaspec, Gamma, Solid "Dry Weight Corrected"

855383

855386

855387

855388

855389

855520

1259

1758

1351

1950

1107

0033

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g
pCi/g

pCi/g

pCi/g
pCi/g

pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g

Americium-241

Neptunium-237

Plutonium-239/240

Thorium-228

Thorium-230
Thorium-232

Uranium-233/234

Uranium-235/236
Uranium-238

Americium-241
Cesium-137
Potassium-40
Radium-226
Thorium-232
Uranium-235
Uranium-238

04/03/09

04/14/09

04/02/09

04/03/09

04/03/09

04/22/09

KXM
4

KXM
4

KXM
4

KXM
4

KXM
4

MJH1

U

U

U

U

U
U

U

RL

0.300

1.00

0.300

1.00

1.00
1.00

1.00

1.00
1.00

0.100
0.150
3.00

0.500
1.00

0.100
1.00

DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075003
Soil
24-MAR-09
26-MAR-09

HET 801/NBL-2-8-9 STOL01409Project:
STOL006Client ID:

Client

0.00652

-0.103

0.0125

0.991

0.990
1.29

1.06

0.0685
0.979

0.0291
-0.0138

44.3
0.891
1.33

0.113
1.19

+/-0.0382

+/-0.156

+/-0.015

+/-0.314

+/-0.277
+/-0.300

+/-0.288

+/-0.0775
+/-0.264

+/-0.0493
+/-0.0144

+/-3.25
+/-0.0875

+/-0.194
+/-0.107
+/-0.625

                                        Sample ID:

                                       Receive Date:

                                        Client Sample ID:

                                       Matrix:
                                       Collect Date:

                                       Collector:

Batch

0.0701

0.336

0.0445

0.743

0.550
0.195

0.528

0.285
0.254

0.0749
0.023
0.205

0.0416
0.0835

0.122
0.643

Mtd.

The following Analytical Methods were performed 
Method Description

+/-0.0382

+/-0.156

+/-0.015

+/-0.346

+/-0.313
+/-0.354

+/-0.328

+/-0.0782
+/-0.301

+/-0.0493
+/-0.0144

+/-3.25
+/-0.0875

+/-0.194
+/-0.107
+/-0.625

TPUUncertainty

1

2

3

4

DOE EML HASL-300, Am-05-RC Modified

DOE EML HASL 300

DOE EML HASL 300

DOE EML HASL-300, Pu-11-RC Modified

1

2

4

5

6

7

 DL
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Parameter Result UnitsQualifier Analyst Date TimeRL DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075003
HET 801/NBL-2-8-9 STOL01409Project:

STOL006Client ID:

Surrogate/Tracer recovery Recovery%Test Acceptable Limits

Notes:

  The Qualifiers in this report are defined as follows :

                                        Sample ID:
                                        Client Sample ID:

Batch

**    Analyte is a surrogate compound
<     Result is less than value reported
>     Result is greater than value reported
A     The TIC is a suspected aldol-condensation product
B     For General Chemistry and Organic analysis the target analyte was detected in the associated blank.
BD    Results are either below the MDC or tracer recovery is low
C     Analyte has been confirmed by GC/MS analysis
D     Results are reported from a diluted aliquot of the sample
F     Estimated Value
H     Analytical holding time was exceeded
J     Value is estimated
M     M if above MDC and less than LLD
M     Matrix Related Failure
N/A   RPD or %Recovery limits do not apply.
ND    Analyte concentration is not detected above the detection limit
NJ    Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
R     Sample results are rejected
U     Analyte was analyzed for, but not detected above the MDL, MDA, or LOD.
UI    Gamma Spectroscopy--Uncertain identification 
X     Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
Y     QC Samples were not spiked with this compound
^     RPD of sample and duplicate evaluated using +/-RL.  Concentrations are <5X the RL.  Qualifier Not Applicable for Radiochemistry.
h     Preparation or preservation holding time was exceeded

Americium-243 Tracer
Americium-243 Tracer
Plutonium-242 Tracer
Thorium-229 Tracer
Uranium-232 Tracer

Alphaspec Am241 Solid "Dry Weig
Alphaspec Np, Solid "Dry Weight C
Alphaspec Pu, Solid "Dry Weight C
Alphaspec Th, Solid "Dry Weight C
Alphaspec U, Solid "Dry Weight C

58
84
90
93
96

(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)

Mtd.TPUUncertainty

5

6

7

DOE EML HASL-300, Th-01-RC Modified

DOE EML HASL-300, U-02-RC Modified

EML HASL 300, 4.5.2.3

 DL

 The above sample is reported on a dry weight basis.
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Alpha Spec Analysis

Rad Gamma Spec Analysis

Parameter Result UnitsQualifier Analyst Date Time

Alphaspec Am241 Solid "Dry Weight Corrected"

Alphaspec Np, Solid "Dry Weight Corrected"

Alphaspec Pu, Solid "Dry Weight Corrected"

Alphaspec Th, Solid "Dry Weight Corrected"

Alphaspec U, Solid "Dry Weight Corrected"

Gammaspec, Gamma, Solid "Dry Weight Corrected"

855383

855386

855387

855388

855389

855520

1259

1606

1351

1344

1508

0034

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g
pCi/g

pCi/g

pCi/g
pCi/g

pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g

Americium-241

Neptunium-237

Plutonium-239/240

Thorium-228

Thorium-230
Thorium-232

Uranium-233/234

Uranium-235/236
Uranium-238

Americium-241
Cesium-137
Potassium-40
Radium-226
Thorium-232
Uranium-235
Uranium-238

04/03/09

04/03/09

04/02/09

04/03/09

04/06/09

04/22/09

KXM
4

KXM
4

KXM
4

KXM
4

KXM
4

MJH1

U

U

U

U

U
U

U
U

RL

0.300

1.00

0.300

1.00

1.00
1.00

1.00

1.00
1.00

0.100
0.150
3.00

0.500
1.00

0.100
1.00

DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075004
Soil
24-MAR-09
26-MAR-09

HET 802/NBL-2-9-9.5 STOL01409Project:
STOL006Client ID:

Client

0.0073

-0.0909

0.0033

1.47

0.829
1.45

0.704

0.00
1.17

0.024
-0.0175

43.1
1.02
1.71

0.0562
0.559

+/-0.0382

+/-0.111

+/-0.0171

+/-0.239

+/-0.188
+/-0.236

+/-0.223

+/-0.0813
+/-0.279

+/-0.0493
+/-0.0148

+/-2.83
+/-0.115
+/-0.244
+/-0.114
+/-0.795

                                        Sample ID:

                                       Receive Date:

                                        Client Sample ID:

                                       Matrix:
                                       Collect Date:

                                       Collector:

Batch

0.0421

0.257

0.0472

0.407

0.301
0.107

0.480

0.259
0.231

0.0729
0.0241

0.195
0.0437
0.0828

0.125
0.640

Mtd.

The following Analytical Methods were performed 
Method Description

+/-0.0382

+/-0.111

+/-0.0171

+/-0.310

+/-0.219
+/-0.306

+/-0.246

+/-0.0813
+/-0.329

+/-0.0493
+/-0.0148

+/-2.83
+/-0.115
+/-0.244
+/-0.114
+/-0.795

TPUUncertainty

1

2

3

4

DOE EML HASL-300, Am-05-RC Modified

DOE EML HASL 300

DOE EML HASL-300, Pu-11-RC Modified

DOE EML HASL-300, Th-01-RC Modified

1

2

3

4

5

7

 DL
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Parameter Result UnitsQualifier Analyst Date TimeRL DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075004
HET 802/NBL-2-9-9.5 STOL01409Project:

STOL006Client ID:

Surrogate/Tracer recovery Recovery%Test Acceptable Limits

Notes:

  The Qualifiers in this report are defined as follows :

                                        Sample ID:
                                        Client Sample ID:

Batch

**    Analyte is a surrogate compound
<     Result is less than value reported
>     Result is greater than value reported
A     The TIC is a suspected aldol-condensation product
B     For General Chemistry and Organic analysis the target analyte was detected in the associated blank.
BD    Results are either below the MDC or tracer recovery is low
C     Analyte has been confirmed by GC/MS analysis
D     Results are reported from a diluted aliquot of the sample
F     Estimated Value
H     Analytical holding time was exceeded
J     Value is estimated
M     M if above MDC and less than LLD
M     Matrix Related Failure
N/A   RPD or %Recovery limits do not apply.
ND    Analyte concentration is not detected above the detection limit
NJ    Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
R     Sample results are rejected
U     Analyte was analyzed for, but not detected above the MDL, MDA, or LOD.
UI    Gamma Spectroscopy--Uncertain identification 
X     Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
Y     QC Samples were not spiked with this compound
^     RPD of sample and duplicate evaluated using +/-RL.  Concentrations are <5X the RL.  Qualifier Not Applicable for Radiochemistry.
h     Preparation or preservation holding time was exceeded

Americium-243 Tracer
Americium-243 Tracer
Plutonium-242 Tracer
Thorium-229 Tracer
Uranium-232 Tracer

Alphaspec Am241 Solid "Dry Weig
Alphaspec Np, Solid "Dry Weight C
Alphaspec Pu, Solid "Dry Weight C
Alphaspec Th, Solid "Dry Weight C
Alphaspec U, Solid "Dry Weight C

83
101
91

106
100

(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)

Mtd.TPUUncertainty

5

6

7

DOE EML HASL-300, U-02-RC Modified

DOE EML HASL-300, U-02-RC Modified

EML HASL 300, 4.5.2.3

 DL

 The above sample is reported on a dry weight basis.
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Alpha Spec Analysis

Rad Gamma Spec Analysis

Parameter Result UnitsQualifier Analyst Date Time

Alphaspec Am241 Solid "Dry Weight Corrected"

Alphaspec Np, Solid "Dry Weight Corrected"

Alphaspec Pu, Solid "Dry Weight Corrected"

Alphaspec Th, Solid "Dry Weight Corrected"

Alphaspec U, Solid "Dry Weight Corrected"

Gammaspec, Gamma, Solid "Dry Weight Corrected"

855383

855386

855387

855388

855389

855520

1259

1606

1351

1344

1107

0034

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g
pCi/g

pCi/g

pCi/g
pCi/g

pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g
pCi/g

Americium-241

Neptunium-237

Plutonium-239/240

Thorium-228

Thorium-230
Thorium-232

Uranium-233/234

Uranium-235/236
Uranium-238

Americium-241
Cesium-137
Potassium-40
Radium-226
Thorium-232
Uranium-235
Uranium-238

04/03/09

04/03/09

04/02/09

04/03/09

04/03/09

04/22/09

KXM
4

KXM
4

KXM
4

KXM
4

KXM
4

MJH1

U

U

U

U

U

U
U

RL

0.300

1.00

0.300

1.00

1.00
1.00

1.00

1.00
1.00

0.100
0.150
3.00

0.500
1.00

0.100
1.00

DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075005
Solid
25-MAR-09
26-MAR-09

HET 806/NBL-SG STOL01409Project:
STOL006Client ID:

Client

0.00636

-0.0444

0.0126

0.575

0.791
0.649

0.556

0.0201
0.554

0.00976
0.0493

11.5
0.360
0.641

0.0458
0.294

+/-0.0237

+/-0.0923

+/-0.0195

+/-0.166

+/-0.197
+/-0.179

+/-0.187

+/-0.0395
+/-0.186

+/-0.033
+/-0.0106

+/-0.946
+/-0.0431
+/-0.0868
+/-0.0597

+/-0.408

                                        Sample ID:

                                       Receive Date:

                                        Client Sample ID:

                                       Matrix:
                                       Collect Date:

                                       Collector:

Batch

0.0398

0.205

0.0449

0.506

0.375
0.133

0.466

0.252
0.224

0.0563
0.0138

0.129
0.025

0.0461
0.0654

0.437

Mtd.

The following Analytical Methods were performed 
Method Description

+/-0.0237

+/-0.0923

+/-0.0195

+/-0.184

+/-0.225
+/-0.200

+/-0.204

+/-0.0396
+/-0.203

+/-0.033
+/-0.0106

+/-0.946
+/-0.0431
+/-0.0868
+/-0.0597

+/-0.408

TPUUncertainty

1

2

3

4

DOE EML HASL-300, Am-05-RC Modified

DOE EML HASL 300

DOE EML HASL-300, Pu-11-RC Modified

DOE EML HASL-300, Th-01-RC Modified

1

2

3

4

5

6

 DL
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Parameter Result UnitsQualifier Analyst Date TimeRL DF

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionCompany :
2597 B 3/4 Road

Grand Junction, Colorado 81503 April 22, 2009Report Date:

Address :

New BrunswickProject:

227075005
HET 806/NBL-SG STOL01409Project:

STOL006Client ID:

Surrogate/Tracer recovery Recovery%Test Acceptable Limits

Notes:

  The Qualifiers in this report are defined as follows :

                                        Sample ID:
                                        Client Sample ID:

Batch

**    Analyte is a surrogate compound
<     Result is less than value reported
>     Result is greater than value reported
A     The TIC is a suspected aldol-condensation product
B     For General Chemistry and Organic analysis the target analyte was detected in the associated blank.
BD    Results are either below the MDC or tracer recovery is low
C     Analyte has been confirmed by GC/MS analysis
D     Results are reported from a diluted aliquot of the sample
F     Estimated Value
H     Analytical holding time was exceeded
J     Value is estimated
M     M if above MDC and less than LLD
M     Matrix Related Failure
N/A   RPD or %Recovery limits do not apply.
ND    Analyte concentration is not detected above the detection limit
NJ    Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
R     Sample results are rejected
U     Analyte was analyzed for, but not detected above the MDL, MDA, or LOD.
UI    Gamma Spectroscopy--Uncertain identification 
X     Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
Y     QC Samples were not spiked with this compound
^     RPD of sample and duplicate evaluated using +/-RL.  Concentrations are <5X the RL.  Qualifier Not Applicable for Radiochemistry.
h     Preparation or preservation holding time was exceeded

Americium-243 Tracer
Americium-243 Tracer
Plutonium-242 Tracer
Thorium-229 Tracer
Uranium-232 Tracer

Alphaspec Am241 Solid "Dry Weig
Alphaspec Np, Solid "Dry Weight C
Alphaspec Pu, Solid "Dry Weight C
Alphaspec Th, Solid "Dry Weight C
Alphaspec U, Solid "Dry Weight C

92
102
95
96
96

(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)
(15%-125%)

Mtd.TPUUncertainty

5

6

DOE EML HASL-300, U-02-RC Modified

EML HASL 300, 4.5.2.3

 DL

 The above sample is reported on a dry weight basis.
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Alpha Spec
855383

855386

855387

Batch

Batch

Batch

Americium-241

Americium-241

Americium-241

Americium-241

Neptunium-237

Neptunium-237

Neptunium-237

Neptunium-237

Plutonium-239/240

Plutonium-239/240

Plutonium-239/240

Parmname

Mr. Steve DonivanContact:

SM Stoller--Grand JunctionClient :
2597 B 3/4 Road

Grand Junction, Colorado 

April 22, 2009Report Date:

Units

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

Anlst Date Time

KXM4

KXM4

KXM4

04/03/09

04/03/09

04/03/09

04/03/09

04/14/09

04/03/09

04/02/09

12:59

15:37

12:59

16:06

17:58

16:06

13:51

QC

-0.00605

2.51

0.0112

5.46

-0.0683

27.9

-0.10

27.8

0.00264

3.15

-0.00144

NOM Sample

0.0073

0.0073

-0.0909

-0.0909

0.0033

Range

N/A

(75%-125%)

(75%-125%)

N/A

(75%-125%)

(75%-125%)

N/A

(75%-125%)

Qual

U

U

U

U

U

U

QC1201809874    227075004

QC1201809876

QC1201809873

QC1201809875    227075004

QC1201809878    227075004

QC1201809880

QC1201809877

QC1201809879    227075004

QC1201809887    227075004

QC1201809889

QC1201809886

REC%

88.1

96.5

101

100

110

2.85

5.66

27.5

27.7

2.87

DUP

LCS

MB

MS

DUP

LCS

MB

MS

DUP

LCS

MB

227075Workorder:

U

U

U

U

U

+/-0.0382

+/-0.0382

+/-0.111

+/-0.111

+/-0.0171

+/-0.0156

+/-0.121

+/-0.016

+/-0.264

+/-0.123

+/-1.15

+/-0.0736

+/-1.10

+/-0.0137

+/-0.136

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

+/-0.0382

+/-0.0382

+/-0.111

+/-0.111

+/-0.0171

+/-0.0156

+/-0.287

+/-0.016

+/-0.633

+/-0.123

+/-4.30

+/-0.0741

+/-4.27

+/-0.0137

+/-0.331

2140

28.4

22.5

RPD%

Page 1 of 6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Alpha Spec
855387

855388

855389

Batch

Batch

Batch

Plutonium-239/240

Thorium-228

Thorium-230

Thorium-232

Thorium-228

Thorium-230

Thorium-232

Thorium-228

Thorium-230

Thorium-232

Thorium-228

Thorium-230

Thorium-232

Parmname Units

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

Anlst Date Time

KXM4 04/03/09

04/03/09

04/03/09

04/03/09

13:44

13:44

13:44

13:44

QC

5.83

1.35

0.905

1.28

2.12

0.879

2.03

-0.00248

0.00839

-0.000683

19.4

8.18

19.1

NOM Sample

0.0033

1.47

0.829

1.45

1.47

0.829

1.45

Range

(75%-125%)

(0% - 100%)

(0% - 100%)

(0% - 20%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

Qual

U

U

U

QC1201809888    227075004

QC1201809891    227075004

QC1201809893

QC1201809890

QC1201809892    227075004

REC%

102

98.5

93.4

5.70

2.07

18.9

MS

DUP

LCS

MB

MS

227075Workorder:

U
+/-0.0171

+/-0.239

+/-0.188

+/-0.236

+/-0.239

+/-0.188

+/-0.236

+/-0.00846

+/-0.251

+/-0.237

+/-0.197

+/-0.231

+/-0.0992

+/-0.0637

+/-0.0968

+/-0.0024

+/-0.00627

+/-0.00338

+/-0.863

+/-0.557

+/-0.852

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

+/-0.0171

+/-0.310

+/-0.219

+/-0.306

+/-0.310

+/-0.219

+/-0.306

+/-0.00846

+/-0.609

+/-0.299

+/-0.232

+/-0.288

+/-0.279

+/-0.126

+/-0.268

+/-0.00241

+/-0.00636

+/-0.00339

+/-2.74

+/-1.23

+/-2.70

8.82

8.72

13

RPD%

Page 2 of 6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Alpha Spec

Rad Gamma Spec

855389

855520

Batch

Batch

Uranium-233/234

Uranium-235/236

Uranium-238

Uranium-233/234

Uranium-235/236

Uranium-238

Uranium-233/234

Uranium-235/236

Uranium-238

Uranium-233/234

Uranium-235/236

Uranium-238

Americium-241

Cesium-137

Parmname Units

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

Anlst Date Time

KXM4

MJH1

04/03/09

04/03/09

04/06/09

04/06/09

04/22/09

11:08

11:08

15:08

15:08

00:37

QC

0.583

0.0758

1.10

2.69

0.116

2.91

-0.00719

-0.00456

0.00

25.5

1.77

27.6

0.0306

0.0444

NOM Sample

0.704

0.00

1.17

0.704

0.00

1.17

0.00976

0.0493

Range

(0% - 100%)

N/A

(0% - 100%)

(75%-125%)

(75%-125%)

N/A

(0% - 100%)

Qual

U

U

U

U

U

U

QC1201809896    227075004

QC1201809898

QC1201809895

QC1201809897    227075004

QC1201810184    227075005

REC%

112

107

2.60

24.7

DUP

LCS

MB

MS

DUP

227075Workorder:

U

U

U

+/-0.223

+/-0.0813

+/-0.279

+/-0.223

+/-0.0813

+/-0.279

+/-0.033

+/-0.0106

+/-0.235

+/-0.111

+/-0.294

+/-0.146

+/-0.035

+/-0.151

+/-0.00626

+/-0.00773

+/-0.00885

+/-1.29

+/-0.377

+/-1.34

+/-0.0203

+/-0.0109

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

+/-0.246

+/-0.0813

+/-0.329

+/-0.246

+/-0.0813

+/-0.329

+/-0.033

+/-0.0106

+/-0.252

+/-0.111

+/-0.339

+/-0.404

+/-0.0386

+/-0.435

+/-0.00626

+/-0.00774

+/-0.00885

+/-3.98

+/-0.459

+/-4.31

+/-0.0203

+/-0.0109

18.8

200

6.2

103

10.6

RPD%

Page 3 of 6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Gamma Spec
855520Batch

Potassium-40

Radium-226

Thorium-232

Uranium-235

Uranium-238

Americium-241

Cesium-137

Cobalt-60

Potassium-40

Radium-226

Thorium-232

Uranium-235

Uranium-238

Americium-241

Cesium-137

Potassium-40

Parmname Units

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

pCi/g

Anlst Date Time

04/22/09

04/22/09

11:37

00:36

QC

11.9

0.410

0.608

0.0598

0.340

15.3

6.10

7.94

0.709

0.781

1.78

0.109

-1.41

-0.0283

-0.000665

0.111

NOM Sample

11.5

0.360

0.641

0.0458

0.294

Range

(0% - 20%)

(0% - 20%)

(0% - 20%)

N/A

(0% - 100%)

(75%-125%)

(75%-125%)

(75%-125%)

Qual

U

U

U

U

U

U

U

QC1201810185

QC1201810183

REC%

93.9

105

108

16.3

5.81

7.34

LCS

MB

227075Workorder:

U

U

+/-0.946

+/-0.0431

+/-0.0868

+/-0.0597

+/-0.408

+/-0.805

+/-0.0473

+/-0.0887

+/-0.0557

+/-0.253

+/-1.65

+/-0.477

+/-0.689

+/-0.670

+/-0.260

+/-0.705

+/-0.358

+/-2.95

+/-0.025

+/-0.00573

+/-0.099

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

Uncert:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

+/-0.946

+/-0.0431

+/-0.0868

+/-0.0597

+/-0.408

+/-0.805

+/-0.0473

+/-0.0887

+/-0.0557

+/-0.253

+/-1.65

+/-0.477

+/-0.689

+/-0.670

+/-0.260

+/-0.705

+/-0.358

+/-2.95

+/-0.025

+/-0.00573

3.16

12.8

5.24

26.5

14.6

RPD%

Page 4 of 6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Gamma Spec
855520Batch

Radium-226

Thorium-232

Uranium-235

Uranium-238

Parmname Units

pCi/g

pCi/g

pCi/g

pCi/g

Anlst Date TimeQC

-0.0147

0.000822

0.0217

0.0941

NOM Sample RangeQual

U

U

U

U

Notes:
The Qualifiers in this report are defined as follows:

REC%

227075Workorder:

**

<

>

A

B

BD

C

D

F

H

J

M

M

N/A

ND

NJ

R

U

UI

X

Y

^

h

Analyte is a surrogate compound

Result is less than value reported

Result is greater than value reported

The TIC is a suspected aldol-condensation product

For General Chemistry and Organic analysis the target analyte was detected in the associated blank.

Results are either below the MDC or tracer recovery is low

Analyte has been confirmed by GC/MS analysis

Results are reported from a diluted aliquot of the sample

Estimated Value

Analytical holding time was exceeded

Value is estimated

M if above MDC and less than LLD

Matrix Related Failure

RPD or %Recovery limits do not apply.

Analyte concentration is not detected above the detection limit

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Sample results are rejected

Analyte was analyzed for, but not detected above the MDL, MDA, or LOD.

Gamma Spectroscopy--Uncertain identification 

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

QC Samples were not spiked with this compound

RPD of sample and duplicate evaluated using +/-RL.  Concentrations are <5X the RL.  Qualifier Not Applicable for Radiochemistry.

Preparation or preservation holding time was exceeded

+/-0.0208

+/-0.0324

+/-0.0313

+/-0.342

Uncert:

Uncert:

Uncert:

Uncert:

TPU:

TPU:

TPU:

TPU:

TPU:

+/-0.099

+/-0.0208

+/-0.0324

+/-0.0313

+/-0.342

RPD%

Page 5 of 6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Parmname

Page 6 of 6

Units Anlst Date TimeQCNOM Sample RangeQual REC%

227075Workorder:

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by a factor of 4 or more.
** Indicates analyte is a surrogate compound.
^ The Relative Percent Difference (RPD) obtained from the sample duplicate  (DUP) is evaluated against the acceptence criteria when the
sample is greater than         five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is
less than 5X the RL, a control limit of +/- the        RL is used to evaluate the DUP result.
For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the QC Summary.

RPD%
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S0227075001_AM 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.517 G     

DETECTOR NUMBER     :67041 COUNT DATE: 3-APR-2009 12:59:03
AVERAGE %EFFICIENCY :30.5579 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  87.049 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.504E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.504E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77110 dpm
RESULTS :   7.63515 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B032.CNF;1026       

BKG DATE : 29-MAR-2009  
EFF FILE :  W032.CNF;338        

CAL DATE : 10-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  5.86E-02CM-3/4 5795.020
       50.000
       17.000
       33.000
    4.7617    100.0000      5.57E-02   5.88E-02   6.11E-02

  3.07E-02CM-5/6 5386.000
       15.000
       13.000
        2.000
   20.7337    86.09000      4.95E-02   3.12E-02   2.71E-01

  3.90E-02AM-241 5479.150
       24.000
        2.944
       17.000
    3.3645    99.94000      9.65E-03   3.91E-02   4.61E-02

  2.85E-02CM-242 6102.000
       13.000
        8.000
        5.000
    2.2918    100.0000      2.74E-02   2.87E-02   3.45E-02

  3.11E-01AM243 5270.000
     2334.000
     2328.000
        6.000
    2.4495    99.78000      7.64E+00   8.65E-01   3.63E-02

  5.31E-02CM-247 4946.000
       35.000
       27.000
        8.000
   17.4777    79.30000      1.12E-01   5.44E-02   2.50E-01

  6.31E-02CM-248 5078.600
       77.000
       74.000
        3.000
   25.6609    91.00000      2.66E-01   6.91E-02   3.15E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
                     

 2336  2727  3123  3522  3926  4333  4745  5160  5580  6003  6431  6862  7298
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S0227075002_AM 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.502 G     

DETECTOR NUMBER     :78785 COUNT DATE: 3-APR-2009 12:59:03
AVERAGE %EFFICIENCY :31.9381 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  82.035 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.668E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.668E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77110 dpm
RESULTS :   7.19536 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B033.CNF;1011       

BKG DATE : 29-MAR-2009  
EFF FILE :  W033.CNF;307        

CAL DATE :  9-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  3.29E-02CM-3/4 5795.020
       10.000
       -4.000
       14.000
    4.7617    100.0000     -1.37E-02   3.29E-02   6.39E-02

  2.47E-02CM-5/6 5386.000
        9.000
        8.000
        1.000
   20.7337    86.09000      3.18E-02   2.49E-02   2.83E-01

  9.50E-03AM-241 5479.150
        3.000
       -1.995
        1.000
    3.3645    99.94000     -6.84E-03   9.51E-03   4.82E-02

  1.72E-02CM-242 6102.000
        2.000
       -2.000
        4.000
    2.2918    100.0000     -7.17E-03   1.72E-02   3.61E-02

  3.22E-01AM243 5270.000
     2293.000
     2293.000
        0.000
    0.0000    99.78000      7.87E+00   8.92E-01   1.03E-02

  5.15E-02CM-247 4946.000
       35.000
       33.000
        2.000
   17.4777    79.30000      1.43E-01   5.36E-02   2.61E-01

  6.43E-02CM-248 5078.600
       75.000
       74.000
        1.000
   25.6609    91.00000      2.79E-01   7.07E-02   3.29E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S0227075003_AM 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.513 G     

DETECTOR NUMBER     :78202 COUNT DATE: 3-APR-2009 12:59:03
AVERAGE %EFFICIENCY :30.4449 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  57.948 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.547E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.547E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77110 dpm
RESULTS :   5.08265 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B035.CNF;1009       

BKG DATE : 29-MAR-2009  
EFF FILE :  W035.CNF;296        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  9.72E-02CM-3/4 5795.020
       49.000
       -1.000
       50.000
    4.7617    100.0000     -4.98E-03   9.72E-02   9.29E-02

  3.21E-02CM-5/6 5386.000
        3.000
       -2.000
        5.000
   20.7337    86.09000     -1.16E-02   3.21E-02   4.12E-01

  3.82E-02AM-241 5479.150
       11.000
        1.310
        7.000
    3.3645    99.94000      6.52E-03   3.82E-02   7.01E-02

  3.07E-02CM-242 6102.000
        2.000
       -5.000
        7.000
    2.2918    100.0000     -2.61E-02   3.07E-02   5.25E-02

  3.88E-01AM243 5270.000
     1559.000
     1544.000
       15.000
    3.8730    99.78000      7.70E+00   9.29E-01   7.85E-02

  9.76E-02CM-247 4946.000
       54.000
       45.000
        9.000
   17.4777    79.30000      2.82E-01   1.02E-01   3.80E-01

  8.71E-02CM-248 5078.600
       56.000
       46.000
       10.000
   25.6609    91.00000      2.52E-01   9.14E-02   4.78E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S0227075004_AM 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.504 G     

DETECTOR NUMBER     :45-149BB5 COUNT DATE: 3-APR-2009 12:59:04
AVERAGE %EFFICIENCY :35.8903 ELAPSED LIVE TIME(SEC):    59999.99    

% YIELD             :  83.316 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.646E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.646E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77110 dpm
RESULTS :   7.30776 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B037.CNF;1018       

BKG DATE : 29-MAR-2009  
EFF FILE :  W037.CNF;284        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  5.59E-02CM-3/4 5795.020
       46.000
        1.000
       45.000
    4.7617    100.0000      2.99E-03   5.59E-02   5.58E-02

  4.41E-02CM-5/6 5386.000
       40.000
       38.000
        2.000
   20.7337    86.09000      1.32E-01   4.62E-02   2.47E-01

  3.82E-02AM-241 5479.150
       27.000
        2.440
       20.000
    3.3645    99.94000      7.30E-03   3.82E-02   4.21E-02

  2.30E-02CM-242 6102.000
        9.000
        4.000
        5.000
    2.2918    100.0000      1.25E-02   2.30E-02   3.15E-02

  3.01E-01AM243 5270.000
     2619.000
     2617.000
        2.000
    1.4142    99.78000      7.84E+00   8.73E-01   2.29E-02

  8.02E-02CM-247 4946.000
      108.000
       98.000
       10.000
   17.4777    79.30000      3.69E-01   8.91E-02   2.28E-01

  7.67E-02CM-248 5078.600
      141.000
      140.000
        1.000
   25.6609    91.00000      4.60E-01   9.05E-02   2.87E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S0227075005_AM 
SAMPLE DATE : 25-MAR-2009 00:00:00 SAMPLE QTY:        0.512 G     

DETECTOR NUMBER     :72532 COUNT DATE: 3-APR-2009 12:59:04
AVERAGE %EFFICIENCY :34.0127 ELAPSED LIVE TIME(SEC):    59999.99    

% YIELD             :  91.577 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.558E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.558E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77110 dpm
RESULTS :   8.03233 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B038.CNF;1015       

BKG DATE : 29-MAR-2009  
EFF FILE :  W038.CNF;296        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  4.86E-02CM-3/4 5795.020
       42.000
        7.000
       35.000
    4.7617    100.0000      1.98E-02   4.87E-02   5.27E-02

  3.02E-02CM-5/6 5386.000
       21.000
       20.000
        1.000
   20.7337    86.09000      6.56E-02   3.09E-02   2.34E-01

  2.37E-02AM-241 5479.150
       15.000
        2.250
        8.000
    3.3645    99.94000      6.36E-03   2.37E-02   3.98E-02

  1.41E-02CM-242 6102.000
        4.000
        2.000
        2.000
    2.2918    100.0000      5.89E-03   1.42E-02   2.98E-02

  2.90E-01AM243 5270.000
     2732.000
     2726.000
        6.000
    2.4495    99.78000      7.72E+00   8.55E-01   3.13E-02

  6.24E-02CM-247 4946.000
       72.000
       64.000
        8.000
   17.4777    79.30000      2.28E-01   6.68E-02   2.15E-01

  6.50E-02CM-248 5078.600
      114.000
      114.000
        0.000
   25.6609    91.00000      3.54E-01   7.47E-02   2.71E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S1201809873_AM 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        1.000 G     

DETECTOR NUMBER     :45-149BB2 COUNT DATE: 3-APR-2009 12:59:04
AVERAGE %EFFICIENCY :36.4873 ELAPSED LIVE TIME(SEC):    59999.99    

% YIELD             :  82.203 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   2.845E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   2.845E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77109 dpm
RESULTS :   7.21014 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B039.CNF;1015       

BKG DATE : 29-MAR-2009  
EFF FILE :  W039.CNF;275        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  3.00E-02CM-3/4 5795.020
       56.000
        8.000
       48.000
    4.7617    100.0000      1.20E-02   3.01E-02   2.80E-02

  2.78E-02CM-5/6 5386.000
       62.000
       58.000
        4.000
   20.7337    86.09000      1.01E-01   2.97E-02   1.24E-01

  1.60E-02AM-241 5479.150
       23.000
        7.426
       11.000
    3.3645    99.94000      1.12E-02   1.60E-02   2.11E-02

  1.30E-02CM-242 6102.000
        9.000
       -1.000
       10.000
    2.2918    100.0000     -1.52E-03   1.30E-02   1.58E-02

  1.52E-01AM243 5270.000
     2638.000
     2625.000
       13.000
    3.6056    99.78000      3.95E+00   4.38E-01   2.24E-02

  3.11E-02CM-247 4946.000
       56.000
       42.000
       14.000
   17.4777    79.30000      7.95E-02   3.21E-02   1.15E-01

  3.07E-02CM-248 5078.600
       88.000
       86.000
        2.000
   25.6609    91.00000      1.42E-01   3.41E-02   1.44E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S1201809874_AM 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.504 G     

DETECTOR NUMBER     :78773 COUNT DATE: 3-APR-2009 12:59:04
AVERAGE %EFFICIENCY :32.6098 ELAPSED LIVE TIME(SEC):    59999.99    

% YIELD             :  72.286 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.646E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.646E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77110 dpm
RESULTS :   6.34029 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B040.CNF;1018       

BKG DATE : 29-MAR-2009  
EFF FILE :  W040.CNF;294        

CAL DATE : 10-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  2.98E-02CM-3/4 5795.020
        6.000
       -4.000
       10.000
    4.7617    100.0000     -1.52E-02   2.98E-02   7.08E-02

  1.22E-02CM-5/6 5386.000
        0.000
       -1.000
        1.000
   20.7337    86.09000     -4.40E-03   1.22E-02   3.14E-01

  1.56E-02AM-241 5479.150
        5.000
       -1.595
        3.000
    3.3645    99.94000     -6.05E-03   1.56E-02   5.34E-02

  1.10E-02CM-242 6102.000
        1.000
        0.000
        1.000
    2.2918    100.0000      0.00E+00   1.10E-02   4.00E-02

  3.38E-01AM243 5270.000
     2064.000
     2063.000
        1.000
    1.0000    99.78000      7.84E+00   9.01E-01   2.39E-02

  1.05E-01CM-247 4946.000
      125.000
      124.000
        1.000
   17.4777    79.30000      5.93E-01   1.23E-01   2.89E-01

  1.08E-01CM-248 5078.600
      175.000
      175.000
        0.000
   25.6609    91.00000      7.29E-01   1.33E-01   3.64E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S1201809875_AM 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.503 G     

DETECTOR NUMBER     :78205 COUNT DATE: 3-APR-2009 12:59:04
AVERAGE %EFFICIENCY :33.5139 ELAPSED LIVE TIME(SEC):    59999.99    

% YIELD             :  80.905 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.657E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   5.657E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77110 dpm
RESULTS :   7.09629 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B041.CNF;1011       

BKG DATE : 29-MAR-2009  
EFF FILE :  W041.CNF;298        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  4.94E-02CM-3/4 5795.020
       28.000
       -2.000
       30.000
    4.7617    100.0000     -6.61E-03   4.94E-02   6.16E-02

  7.05E-02CM-5/6 5386.000
       87.000
       86.000
        1.000
   20.7337    86.09000      3.30E-01   7.86E-02   2.73E-01

  2.64E-01AM-241 5479.150
     1660.000
     1652.865
        3.000
    3.3645    99.94000      5.46E+00   6.33E-01   4.65E-02

  2.71E-02CM-242 6102.000
        6.000
       -4.000
       10.000
    2.2918    100.0000     -1.38E-02   2.71E-02   3.48E-02

  3.17E-01AM243 5270.000
     2379.000
     2373.000
        6.000
    2.4495    99.78000      7.85E+00   8.86E-01   3.66E-02

  5.48E-02CM-247 4946.000
       43.000
       41.000
        2.000
   17.4777    79.30000      1.71E-01   5.76E-02   2.52E-01

  6.71E-02CM-248 5078.600
       88.000
       87.000
        1.000
   25.6609    91.00000      3.16E-01   7.49E-02   3.17E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
                     

 2366  2764  3166  3574  3986  4403  4826  5253  5685  6121  6563  7010  7461
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855383 SAMPLE ID : S1201809876_AM 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        1.000 G     

DETECTOR NUMBER     :42483 COUNT DATE: 3-APR-2009 15:37:52
AVERAGE %EFFICIENCY :31.1017 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  97.136 ANALYST               :KXM4 

MS/MSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   2.845E+00

LCS/LCSD
ID :  0533-O          

ISOTOPE :  AM-241                          
PCI/G :   2.845E+00

TRACER
ID :  445-96-2-NN     

ISOTOPE :  AM243                           
NOMINAL :   8.77109 dpm
RESULTS :   8.51987 dpm

LIB FILE :  ENV_ALPHA_AM.N                
BKG FILE :  B048.CNF;1012       

BKG DATE : 29-MAR-2009  
EFF FILE :  W048.CNF;293        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  2.57E-02CM-3/4 5795.020
       42.000
        7.000
       35.000
    4.7617    100.0000      1.04E-02   2.57E-02   2.78E-02

  3.72E-02CM-5/6 5386.000
      119.000
      118.000
        1.000
   20.7337    86.09000      2.04E-01   4.28E-02   1.23E-01

  1.21E-01AM-241 5479.150
     1697.000
     1679.393
       13.000
    3.3645    99.94000      2.51E+00   2.87E-01   2.10E-02

  1.70E-02CM-242 6102.000
       15.000
       -3.000
       18.000
    2.2918    100.0000     -4.53E-03   1.70E-02   1.57E-02

  1.51E-01AM243 5270.000
     2648.000
     2644.000
        4.000
    2.0000    99.78000      3.95E+00   4.38E-01   1.43E-02

  2.90E-02CM-247 4946.000
       52.000
       42.000
       10.000
   17.4777    79.30000      7.90E-02   3.02E-02   1.14E-01

  3.77E-02CM-248 5078.600
      136.000
      134.000
        2.000
   25.6609    91.00000      2.20E-01   4.41E-02   1.43E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  AM243 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to AM-241 net area due to tracer impurity                
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S0227075001_NP 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.106 G     

DETECTOR NUMBER     :67602 COUNT DATE:14-APR-2009 17:58:34
AVERAGE %EFFICIENCY :30.7416 ELAPSED LIVE TIME(SEC):    59999.99    

% YIELD             : 102.000 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   3.085E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   3.085E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30811 dpm
RESULTS : 588.33710 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B001.CNF;1021       

BKG DATE : 12-APR-2009  
EFF FILE :  W001.CNF;327        

CAL DATE :  6-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.50E-01NP-237 4788.000
       15.000
       -2.000
       17.000
    4.1231    100.0000     -2.71E-02   1.50E-01   3.01E-01


                                                                                 
                     

 2367  2764  3165  3570  3980  4394  4811  5234  5660  6091  6526  6965  7409
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S0227075002_NP 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.119 G     

DETECTOR NUMBER     :78787 COUNT DATE: 3-APR-2009 16:06:25
AVERAGE %EFFICIENCY :34.7808 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  97.530 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.748E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.748E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30811 dpm
RESULTS : 562.47711 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B020.CNF;999        

BKG DATE : 29-MAR-2009  
EFF FILE :  W020.CNF;297        

CAL DATE : 10-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  6.92E-02NP-237 4788.000
        5.000
        0.000
        5.000
    2.2361    100.0000     -5.32E-09   6.92E-02   1.50E-01


                                                                                 
                     

 2338  2738  3142  3549  3961  4377  4798  5222  5650  6082  6519  6959  7403
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S0227075003_NP 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.118 G     

DETECTOR NUMBER     :64279 COUNT DATE:14-APR-2009 17:58:34
AVERAGE %EFFICIENCY :30.9259 ELAPSED LIVE TIME(SEC):    59999.99    

% YIELD             :  83.660 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.772E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.772E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30811 dpm
RESULTS :  -2.60039 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B004.CNF;1018       

BKG DATE : 12-APR-2009  
EFF FILE :  W004.CNF;278        

CAL DATE :  6-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.56E-01NP-237 4788.000
       11.000
       -7.000
       18.000
    4.2426    100.0000     -1.03E-01   1.56E-01   3.36E-01
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S0227075004_NP 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.107 G     

DETECTOR NUMBER     :72530 COUNT DATE: 3-APR-2009 16:06:25
AVERAGE %EFFICIENCY :31.9988 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 101.330 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   3.057E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   3.057E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30811 dpm
RESULTS : 584.40167 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B022.CNF;1009       

BKG DATE : 29-MAR-2009  
EFF FILE :  W022.CNF;292        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.11E-01NP-237 4788.000
        6.000
       -7.000
       13.000
    3.6056    100.0000     -9.09E-02   1.11E-01   2.57E-01
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S0227075005_NP 
SAMPLE DATE : 25-MAR-2009 00:00:00 SAMPLE QTY:        0.117 G     

DETECTOR NUMBER     :78264 COUNT DATE: 3-APR-2009 16:06:25
AVERAGE %EFFICIENCY :33.9099 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 102.280 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.795E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.795E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30811 dpm
RESULTS : 589.86224 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B023.CNF;1011       

BKG DATE : 29-MAR-2009  
EFF FILE :  W023.CNF;278        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  9.23E-02NP-237 4788.000
        7.000
       -4.000
       11.000
    3.3166    100.0000     -4.44E-02   9.23E-02   2.05E-01
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S1201809877_NP 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        0.119 G     

DETECTOR NUMBER     :67613 COUNT DATE:14-APR-2009 17:58:34
AVERAGE %EFFICIENCY :30.1194 ELAPSED LIVE TIME(SEC):    59999.99    

% YIELD             : 100.420 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.748E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.748E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30728 dpm
RESULTS :  -2.60039 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B006.CNF;1017       

BKG DATE : 12-APR-2009  
EFF FILE :  W006.CNF;307        

CAL DATE :  6-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  7.36E-02NP-237 4788.000
        0.000
       -8.000
        8.000
    2.8284    100.0000     -1.00E-01   7.41E-02   2.02E-01


                                                                                 
                     

 2332  2724  3120  3520  3924  4331  4742  5156  5574  5996  6421  6851  7283

Energy (keV)

    1

    2

A
ct

iv
ity

 (
C

O
U

N
T

S
)

   
   

  4
42

8 
ke

V

   
   

  4
92

2 
ke

V

N
P

23
7

 E
ne

rg
y 

=
   

   
   

46
75

 k
eV

 F
W

H
M

=
   

   
   

   
0 

ke
V

 

67



 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S1201809878_NP 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.102 G     

DETECTOR NUMBER     :67602 COUNT DATE: 3-APR-2009 16:06:24
AVERAGE %EFFICIENCY :31.0776 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 104.010 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   3.206E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   3.206E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30811 dpm
RESULTS : 599.87781 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B001.CNF;1017       

BKG DATE : 29-MAR-2009  
EFF FILE :  W001.CNF;325        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.23E-01NP-237 4788.000
        8.000
       -5.000
       13.000
    3.6056    100.0000     -6.83E-02   1.23E-01   2.70E-01
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S1201809879_NP 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.118 G     

DETECTOR NUMBER     :78266 COUNT DATE: 3-APR-2009 16:06:24
AVERAGE %EFFICIENCY :31.1077 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 109.410 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.772E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.772E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30811 dpm
RESULTS : 631.00751 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B002.CNF;1010       

BKG DATE : 29-MAR-2009  
EFF FILE :  W002.CNF;274        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.10E+00NP-237 4788.000
     2490.000
     2483.000
        7.000
    2.6458    100.0000      2.78E+01   4.27E+00   1.72E-01
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855386 SAMPLE ID : S1201809880_NP 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        0.119 G     

DETECTOR NUMBER     :64279 COUNT DATE: 3-APR-2009 16:06:24
AVERAGE %EFFICIENCY :31.0307 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 100.910 ANALYST               :KXM4 

MS/MSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.748E+01

LCS/LCSD
ID :  0518-H          

ISOTOPE :  NP237                           
PCI/G :   2.748E+01

TRACER
ID :  445-96-2-GG     

ISOTOPE :  AM243                           
NOMINAL : 429.30728 dpm
RESULTS : 581.99658 dpm
BETA %EFF. :   38.32664    

LIB FILE :  ENV_ALPHA_NP.N                
BKG FILE :  B004.CNF;1014       

BKG DATE : 29-MAR-2009  
EFF FILE :  W004.CNF;276        

CAL DATE :  5-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.15E+00NP-237 4788.000
     2326.000
     2312.000
       14.000
    3.7417    100.0000      2.79E+01   4.30E+00   2.47E-01
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S0227075001_PU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.517 G     

DETECTOR NUMBER     :67607 COUNT DATE: 2-APR-2009 13:51:40
AVERAGE %EFFICIENCY :30.0048 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  87.562 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.546E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.546E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   3.68607 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B007.CNF;1013       

BKG DATE : 29-MAR-2009  
EFF FILE :  W007.CNF;288        

CAL DATE : 23-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.72E-02PU-9/0 5155.000
        4.000
        1.000
        3.000
    3.4314    99.90000      3.32E-03   1.72E-02   4.74E-02

  3.52E-02PU-236 5749.000
       16.000
        3.000
       13.000
    4.4542    100.0000      1.00E-02   3.52E-02   5.85E-02

  3.68E-02PU-238 5499.000
       18.000
        4.000
       14.000
    3.9434    99.90000      1.33E-02   3.68E-02   5.30E-02

  2.18E-01PU242 4890.000
     1114.000
     1106.000
        8.000
    2.8284    100.0000      3.67E+00   4.22E-01   4.08E-02

  1.72E-02PU-244 4589.000
        5.000
        3.000
        2.000
    3.7170    99.90000      9.96E-03   1.72E-02   5.06E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S0227075002_PU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.502 G     

DETECTOR NUMBER     :72528 COUNT DATE: 2-APR-2009 13:51:40
AVERAGE %EFFICIENCY :33.5585 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  94.782 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.712E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.712E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   3.99004 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B009.CNF;1006       

BKG DATE : 29-MAR-2009  
EFF FILE :  W009.CNF;283        

CAL DATE : 23-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  9.59E-03PU-9/0 5155.000
        3.000
        3.000
        0.000
    3.4314    99.90000      8.47E-03   9.62E-03   4.04E-02

  2.84E-02PU-236 5749.000
       14.000
        2.000
       12.000
    4.4542    100.0000      5.68E-03   2.84E-02   4.98E-02

  2.60E-02PU-238 5499.000
       12.000
        2.000
       10.000
    3.9434    99.90000      5.65E-03   2.60E-02   4.51E-02

  2.03E-01PU242 4890.000
     1344.000
     1339.000
        5.000
    2.2361    100.0000      3.78E+00   4.13E-01   2.92E-02

  5.53E-03PU-244 4589.000
        1.000
        1.000
        0.000
    3.7170    99.90000      2.82E-03   5.54E-03   4.30E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S0227075003_PU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.513 G     

DETECTOR NUMBER     :72529 COUNT DATE: 2-APR-2009 13:51:40
AVERAGE %EFFICIENCY :31.3285 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  90.079 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.590E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.590E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   3.79207 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B010.CNF;1024       

BKG DATE : 29-MAR-2009  
EFF FILE :  W010.CNF;311        

CAL DATE : 23-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.50E-02PU-9/0 5155.000
        5.000
        4.000
        1.000
    3.4314    99.90000      1.25E-02   1.50E-02   4.45E-02

  2.46E-02PU-236 5749.000
        7.000
       -2.000
        9.000
    4.4542    100.0000     -6.26E-03   2.46E-02   5.49E-02

  2.20E-02PU-238 5499.000
        6.000
       -1.000
        7.000
    3.9434    99.90000     -3.12E-03   2.20E-02   4.98E-02

  2.11E-01PU242 4890.000
     1193.000
     1188.000
        5.000
    2.2361    100.0000      3.70E+00   4.17E-01   3.22E-02

  8.63E-03PU-244 4589.000
        2.000
        2.000
        0.000
    3.7170    99.90000      6.23E-03   8.65E-03   4.74E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S0227075004_PU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.504 G     

DETECTOR NUMBER     :72531 COUNT DATE: 2-APR-2009 13:51:40
AVERAGE %EFFICIENCY :29.6470 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  91.342 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.689E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.689E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   3.84524 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B011.CNF;1016       

BKG DATE : 29-MAR-2009  
EFF FILE :  W011.CNF;289        

CAL DATE : 23-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.71E-02PU-9/0 5155.000
        4.000
        1.000
        3.000
    3.4314    99.90000      3.30E-03   1.71E-02   4.72E-02

  2.76E-02PU-236 5749.000
        9.000
        0.000
        9.000
    4.4542    100.0000      0.00E+00   2.76E-02   5.83E-02

  2.42E-02PU-238 5499.000
        4.000
       -6.000
       10.000
    3.9434    99.90000     -1.98E-02   2.42E-02   5.28E-02

  2.19E-01PU242 4890.000
     1142.000
     1140.000
        2.000
    1.4142    100.0000      3.76E+00   4.28E-01   2.53E-02

  1.45E-02PU-244 4589.000
        2.000
       -1.000
        3.000
    3.7170    99.90000     -3.30E-03   1.45E-02   5.03E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S0227075005_PU 
SAMPLE DATE : 25-MAR-2009 00:00:00 SAMPLE QTY:        0.512 G     

DETECTOR NUMBER     :67594 COUNT DATE: 2-APR-2009 13:51:40
AVERAGE %EFFICIENCY :29.5637 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  94.814 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.600E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.600E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   3.99138 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B012.CNF;1018       

BKG DATE : 29-MAR-2009  
EFF FILE :  W012.CNF;290        

CAL DATE : 25-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.95E-02PU-9/0 5155.000
        7.000
        4.000
        3.000
    3.4314    99.90000      1.26E-02   1.95E-02   4.49E-02

  3.16E-02PU-236 5749.000
       12.000
       -2.000
       14.000
    4.4542    100.0000     -6.31E-03   3.16E-02   5.54E-02

  3.14E-02PU-238 5499.000
       10.000
       -6.000
       16.000
    3.9434    99.90000     -1.89E-02   3.14E-02   5.02E-02

  2.12E-01PU242 4890.000
     1185.000
     1180.000
        5.000
    2.2361    100.0000      3.70E+00   4.18E-01   3.25E-02

  1.23E-02PU-244 4589.000
        3.000
        2.000
        1.000
    3.7170    99.90000      6.28E-03   1.23E-02   4.78E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S1201809886_PU 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        1.000 G     

DETECTOR NUMBER     :78790 COUNT DATE: 2-APR-2009 13:51:41
AVERAGE %EFFICIENCY :34.0701 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  92.034 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   2.867E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   2.867E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   3.87436 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B013.CNF;996        

BKG DATE : 29-MAR-2009  
EFF FILE :  W013.CNF;303        

CAL DATE : 25-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  8.46E-03PU-9/0 5155.000
        4.000
       -1.000
        5.000
    3.4314    99.90000     -1.44E-03   8.46E-03   2.05E-02

  4.88E-03PU-236 5749.000
        0.000
       -2.000
        2.000
    4.4542    100.0000     -2.88E-03   4.89E-03   2.54E-02

  2.82E-03PU-238 5499.000
        0.000
        0.000
        0.000
    3.9434    99.90000      0.00E+00   2.82E-03   2.30E-02

  1.03E-01PU242 4890.000
     1326.000
     1320.000
        6.000
    2.4495    100.0000      1.90E+00   2.07E-01   1.59E-02

  5.64E-03PU-244 4589.000
        0.000
       -3.000
        3.000
    3.7170    99.90000     -4.31E-03   5.64E-03   2.19E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S1201809887_PU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.504 G     

DETECTOR NUMBER     :67616 COUNT DATE: 2-APR-2009 13:51:41
AVERAGE %EFFICIENCY :31.5035 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 107.751 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.689E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.689E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   4.53600 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B014.CNF;997        

BKG DATE : 29-MAR-2009  
EFF FILE :  W014.CNF;302        

CAL DATE : 23-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.37E-02PU-9/0 5155.000
        4.000
        1.000
        3.000
    3.4314    99.90000      2.64E-03   1.37E-02   3.77E-02

  3.96E-02PU-236 5749.000
       35.000
       12.000
       23.000
    4.4542    100.0000      3.18E-02   3.97E-02   4.65E-02

  4.17E-02PU-238 5499.000
       36.000
        7.000
       29.000
    3.9434    99.90000      1.85E-02   4.17E-02   4.21E-02

  1.95E-01PU242 4890.000
     1431.000
     1429.000
        2.000
    1.4142    100.0000      3.76E+00   4.05E-01   2.01E-02

  1.03E-02PU-244 4589.000
        2.000
        0.000
        2.000
    3.7170    99.90000     -6.28E-10   1.03E-02   4.01E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S1201809888_PU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.503 G     

DETECTOR NUMBER     :61581 COUNT DATE: 2-APR-2009 13:51:41
AVERAGE %EFFICIENCY :32.4449 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  98.255 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.701E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   5.701E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   4.13625 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B015.CNF;1016       

BKG DATE : 29-MAR-2009  
EFF FILE :  W015.CNF;306        

CAL DATE : 23-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  2.51E-01PU-9/0 5155.000
     2076.000
     2072.000
        4.000
    3.4314    99.90000      5.83E+00   6.09E-01   4.02E-02

  3.80E-02PU-236 5749.000
       19.000
       -9.000
       28.000
    4.4542    100.0000     -2.55E-02   3.80E-02   4.96E-02

  4.58E-02PU-238 5499.000
       43.000
       17.000
       26.000
    3.9434    99.90000      4.78E-02   4.60E-02   4.49E-02

  2.02E-01PU242 4890.000
     1347.000
     1342.000
        5.000
    2.2361    100.0000      3.77E+00   4.12E-01   2.91E-02

  1.35E-02PU-244 4589.000
        5.000
        4.000
        1.000
    3.7170    99.90000      1.12E-02   1.35E-02   4.28E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855387 SAMPLE ID : S1201809889_PU 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        1.000 G     

DETECTOR NUMBER     :78774 COUNT DATE: 2-APR-2009 13:51:41
AVERAGE %EFFICIENCY :33.4918 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  88.800 ANALYST               :KXM4 

MS/MSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   2.867E+00

LCS/LCSD
ID :  0338-Y          

ISOTOPE :  PU-9/0                          
PCI/G :   2.867E+00

TRACER
ID :  1260-A          

ISOTOPE :  PU242                           
NOMINAL :   4.20970 dpm
RESULTS :   3.73823 dpm

LIB FILE :  ENV_ALPHA_PU.N                
BKG FILE :  B016.CNF;992        

BKG DATE : 29-MAR-2009  
EFF FILE :  W016.CNF;288        

CAL DATE : 23-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.36E-01PU-9/0 5155.000
     2080.000
     2080.000
        0.000
    3.4314    99.90000      3.15E+00   3.31E-01   2.17E-02

  5.15E-03PU-236 5749.000
        1.000
       -1.000
        2.000
    4.4542    100.0000     -1.52E-03   5.15E-03   2.67E-02

  7.86E-03PU-238 5499.000
        5.000
        3.000
        2.000
    3.9434    99.90000      4.55E-03   7.87E-03   2.42E-02

  1.05E-01PU242 4890.000
     1256.000
     1252.000
        4.000
    2.0000    100.0000      1.90E+00   2.10E-01   1.45E-02

  5.15E-03PU-244 4589.000
        3.000
        3.000
        0.000
    3.7170    99.90000      4.55E-03   5.17E-03   2.31E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  PU242 calculated as sqrt(BKG AREA)
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S0227075001_TH 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.101 G     

DETECTOR NUMBER     :68637 COUNT DATE: 3-APR-2009 13:28:50
AVERAGE %EFFICIENCY :25.6828 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 101.156 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.054E+01

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.054E+01

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.26140 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B196.CNF;60         

BKG DATE : 29-MAR-2009  
EFF FILE :  W196.CNF;27         

CAL DATE : 31-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.65E-01AC-227 6038.010
        5.000
        5.000
        0.000
    2.9451    68.10000      1.89E-01   1.68E-01   3.20E-01

  2.93E-01TH-228 5363.000
       74.000
       69.871
        2.000
   11.5249    99.94000      1.21E+00   3.42E-01   7.03E-01

  8.21E-01TH229 4900.000
      584.000
      578.000
        6.000
    2.4495    99.52000      9.97E+00   1.67E+00   1.91E-01

  2.61E-01TH-230 4625.000
       62.000
       56.388
        2.000
    8.2997    100.0000      9.68E-01   2.97E-01   5.20E-01

  2.91E-01TH-232 3972.000
       76.000
       74.902
        0.000
    2.3529    100.0000      1.29E+00   3.46E-01   1.84E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S0227075002_TH 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.102 G     

DETECTOR NUMBER     :74436 COUNT DATE: 3-APR-2009 19:50:16
AVERAGE %EFFICIENCY :25.9425 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  97.718 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.034E+01

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.034E+01

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.18453 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B178.CNF;77         

BKG DATE : 29-MAR-2009  
EFF FILE :  W178.CNF;27         

CAL DATE : 31-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.31E-01AC-227 6038.010
        3.000
        3.000
        0.000
    2.9451    68.10000      1.16E-01   1.32E-01   3.25E-01

  3.28E-01TH-228 5363.000
       82.000
       69.924
       10.000
   11.5249    99.94000      1.23E+00   3.74E-01   7.13E-01

  8.22E-01TH229 4900.000
      569.000
      564.000
        5.000
    2.2361    99.52000      9.87E+00   1.66E+00   1.81E-01

  2.54E-01TH-230 4625.000
       55.000
       47.476
        4.000
    8.2997    100.0000      8.27E-01   2.82E-01   5.28E-01

  3.07E-01TH-232 3972.000
       80.000
       76.929
        2.000
    2.3529    100.0000      1.34E+00   3.64E-01   1.87E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S0227075003_TH 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.101 G     

DETECTOR NUMBER     :74437 COUNT DATE: 3-APR-2009 19:50:18
AVERAGE %EFFICIENCY :26.5005 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  92.777 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.054E+01

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.054E+01

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.07408 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B179.CNF;77         

BKG DATE : 29-MAR-2009  
EFF FILE :  W179.CNF;27         

CAL DATE : 31-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.58E-01AC-227 6038.010
        4.000
        4.000
        0.000
    2.9451    68.10000      1.61E-01   1.60E-01   3.38E-01

  3.14E-01TH-228 5363.000
       67.000
       53.986
       11.000
   11.5249    99.94000      9.91E-01   3.46E-01   7.43E-01

  8.40E-01TH229 4900.000
      550.000
      547.000
        3.000
    1.7321    99.52000      9.97E+00   1.69E+00   1.59E-01

  2.77E-01TH-230 4625.000
       61.000
       54.582
        3.000
    8.2997    100.0000      9.90E-01   3.13E-01   5.50E-01

  3.00E-01TH-232 3972.000
       72.000
       70.961
        0.000
    2.3529    100.0000      1.29E+00   3.54E-01   1.95E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S0227075004_TH 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.114 G     

DETECTOR NUMBER     :78907 COUNT DATE: 3-APR-2009 13:44:22
AVERAGE %EFFICIENCY :37.5099 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 106.048 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   1.820E+01

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   1.820E+01

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.37077 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B204.CNF;3          

BKG DATE :  1-APR-2009  
EFF FILE :  W204.CNF;17         

CAL DATE :  3-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.35E-01AC-227 6038.010
       10.000
       10.000
        0.000
    2.9451    68.10000      2.19E-01   1.39E-01   1.85E-01

  2.39E-01TH-228 5363.000
      150.000
      146.741
        0.000
   11.5249    99.94000      1.47E+00   3.10E-01   4.07E-01

  5.84E-01TH229 4900.000
      888.000
      885.000
        3.000
    1.7321    99.52000      8.83E+00   1.32E+00   8.68E-02

  1.88E-01TH-230 4625.000
       94.000
       83.470
        5.000
    8.2997    100.0000      8.29E-01   2.19E-01   3.01E-01

  2.36E-01TH-232 3972.000
      148.000
      146.319
        0.000
    2.3529    100.0000      1.45E+00   3.06E-01   1.07E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S0227075005_TH 
SAMPLE DATE : 25-MAR-2009 00:00:00 SAMPLE QTY:        0.102 G     

DETECTOR NUMBER     :78908 COUNT DATE: 3-APR-2009 13:44:25
AVERAGE %EFFICIENCY :37.3159 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  95.759 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.034E+01

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.034E+01

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.14074 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B205.CNF;3          

BKG DATE :  1-APR-2009  
EFF FILE :  W205.CNF;17         

CAL DATE :  3-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  5.14E-02AC-227 6038.010
        1.000
        1.000
        0.000
    2.9451    68.10000      2.62E-02   5.15E-02   2.30E-01

  1.66E-01TH-228 5363.000
       49.000
       46.072
        0.000
   11.5249    99.94000      5.75E-01   1.84E-01   5.06E-01

  6.88E-01TH229 4900.000
      797.000
      795.000
        2.000
    1.4142    99.52000      9.87E+00   1.53E+00   9.50E-02

  1.97E-01TH-230 4625.000
       70.000
       64.033
        1.000
    8.2997    100.0000      7.91E-01   2.25E-01   3.75E-01

  1.79E-01TH-232 3972.000
       55.000
       52.490
        1.000
    2.3529    100.0000      6.49E-01   2.00E-01   1.33E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S1201809890_TH 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        1.000 G     

DETECTOR NUMBER     :78909 COUNT DATE: 3-APR-2009 13:44:28
AVERAGE %EFFICIENCY :37.7770 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  97.683 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.075E+00

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.075E+00

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.18376 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B206.CNF;3          

BKG DATE :  1-APR-2009  
EFF FILE :  W206.CNF;17         

CAL DATE :  3-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  3.91E-03AC-227 6038.010
        0.000
        0.000
        0.000
    2.9451    68.10000      0.00E+00   3.92E-03   2.27E-02

  2.40E-03TH-228 5363.000
        1.000
       -2.023
        0.000
   11.5249    99.94000     -2.48E-03   2.41E-03   5.00E-02

  6.89E-02TH229 4900.000
      821.000
      821.000
        0.000
    0.0000    99.52000      1.01E+00   1.42E-01   3.68E-03

  6.27E-03TH-230 4625.000
       12.000
        6.870
        0.000
    8.2997    100.0000      8.39E-03   6.36E-03   3.70E-02

  3.38E-03TH-232 3972.000
        2.000
       -0.559
        1.000
    2.3529    100.0000     -6.83E-04   3.39E-03   1.31E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S1201809891_TH 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.109 G     

DETECTOR NUMBER     :78910 COUNT DATE: 3-APR-2009 13:44:32
AVERAGE %EFFICIENCY :38.1600 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 101.297 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   1.904E+01

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   1.904E+01

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.26454 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B207.CNF;3          

BKG DATE :  1-APR-2009  
EFF FILE :  W207.CNF;17         

CAL DATE :  3-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  6.52E-02AC-227 6038.010
        2.000
        2.000
        0.000
    2.9451    68.10000      4.70E-02   6.55E-02   1.99E-01

  2.37E-01TH-228 5363.000
      128.000
      124.833
        0.000
   11.5249    99.94000      1.35E+00   2.99E-01   4.38E-01

  6.17E-01TH229 4900.000
      860.000
      860.000
        0.000
    0.0000    99.52000      9.24E+00   1.40E+00   3.22E-02

  1.97E-01TH-230 4625.000
       92.000
       84.626
        2.000
    8.2997    100.0000      9.05E-01   2.32E-01   3.24E-01

  2.31E-01TH-232 3972.000
      122.000
      119.367
        1.000
    2.3529    100.0000      1.28E+00   2.88E-01   1.15E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S1201809892_TH 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.110 G     

DETECTOR NUMBER     :78911 COUNT DATE: 3-APR-2009 13:44:35
AVERAGE %EFFICIENCY :37.4149 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             : 110.883 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   1.886E+01

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   1.886E+01

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.47884 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B208.CNF;3          

BKG DATE :  1-APR-2009  
EFF FILE :  W208.CNF;17         

CAL DATE :  3-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  3.16E-01AC-227 6038.010
       55.000
       55.000
        0.000
    2.9451    68.10000      1.19E+00   3.54E-01   1.84E-01

  8.63E-01TH-228 5363.000
     1948.000
     1944.601
        0.000
   11.5249    99.94000      1.94E+01   2.74E+00   4.04E-01

  5.91E-01TH229 4900.000
      923.000
      923.000
        0.000
    0.0000    99.52000      9.15E+00   1.36E+00   2.98E-02

  5.57E-01TH-230 4625.000
      834.000
      828.233
        0.000
    8.2997    100.0000      8.18E+00   1.23E+00   2.99E-01

  8.52E-01TH-232 3972.000
     1939.000
     1936.247
        1.000
    2.3529    100.0000      1.91E+01   2.70E+00   1.06E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855388 SAMPLE ID : S1201809893_TH 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        1.000 G     

DETECTOR NUMBER     :78905 COUNT DATE: 3-APR-2009 13:44:20
AVERAGE %EFFICIENCY :38.3422 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  97.650 ANALYST               :KXM4 

MS/MSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.075E+00

LCS/LCSD
ID :  1245-C          

ISOTOPE :  TH-232                          
PCI/G :   2.075E+00

TRACER
ID :  0934-E          

ISOTOPE :  TH229                           
NOMINAL :   2.23555 dpm
RESULTS :   2.18302 dpm

LIB FILE :  ENV_ALPHA_TH.N                
BKG FILE :  B203.CNF;3          

BKG DATE :  1-APR-2009  
EFF FILE :  W203.CNF;17         

CAL DATE :  3-APR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  2.89E-02AC-227 6038.010
       56.000
       56.000
        0.000
    2.9451    68.10000      1.10E-01   3.19E-02   2.24E-02

  9.92E-02TH-228 5363.000
     1761.000
     1757.932
        0.000
   11.5249    99.94000      2.12E+00   2.79E-01   4.93E-02

  6.84E-02TH229 4900.000
      833.000
      833.000
        0.000
    0.0000    99.52000      1.01E+00   1.42E-01   3.63E-03

  6.37E-02TH-230 4625.000
      736.000
      730.795
        0.000
    8.2997    100.0000      8.79E-01   1.26E-01   3.65E-02

  9.68E-02TH-232 3972.000
     1687.000
     1685.418
        0.000
    2.3529    100.0000      2.03E+00   2.68E-01   1.29E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  TH229 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to TH-228, TH-230, TH-232 net area due to tracer impurity
                     

 2379  2777  3179  3585  3996  4410  4828  5251  5677  6108  6543  6981  7424
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S0227075001_UU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.101 G     

DETECTOR NUMBER     :33448 COUNT DATE: 3-APR-2009 11:07:49
AVERAGE %EFFICIENCY :25.7566 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  91.951 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.570E+01

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.570E+01

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30901 dpm
RESULTS :   4.88170 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B131.CNF;345        

BKG DATE : 29-MAR-2009  
EFF FILE :  W131.CNF;106        

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  3.00E-01U-3/4 4763.020
       65.000
       56.217
        5.000
    7.7795    100.0000      1.06E+00   3.40E-01   5.38E-01

  1.32E+00U232 5302.100
     1264.000
     1257.000
        7.000
    2.6458    100.0000      2.37E+01   3.78E+00   2.20E-01

  1.12E-01U-235 4391.000
        5.000
        4.000
        1.000
    2.8871    80.90000      9.31E-02   1.13E-01   2.91E-01

  2.84E-01U-238 4184.730
       56.000
       53.000
        3.000
    3.2700    100.0000      9.98E-01   3.21E-01   2.59E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S0227075002_UU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.106 G     

DETECTOR NUMBER     :67579 COUNT DATE: 3-APR-2009 11:07:50
AVERAGE %EFFICIENCY :25.0965 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  99.325 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.448E+01

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.448E+01

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30901 dpm
RESULTS :   5.27315 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B132.CNF;339        

BKG DATE : 29-MAR-2009  
EFF FILE :  W132.CNF;98         

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  2.93E-01U-3/4 4763.020
       71.000
       57.019
       10.000
    7.7795    100.0000      9.72E-01   3.27E-01   4.87E-01

  1.23E+00U232 5302.100
     1337.000
     1323.000
       14.000
    3.7417    100.0000      2.26E+01   3.56E+00   2.61E-01

  8.26E-02U-235 4391.000
        3.000
        2.000
        1.000
    2.8871    80.90000      4.21E-02   8.28E-02   2.63E-01

  2.78E-01U-238 4184.730
       66.000
       63.000
        3.000
    3.2700    100.0000      1.07E+00   3.20E-01   2.35E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S0227075003_UU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.104 G     

DETECTOR NUMBER     :76229 COUNT DATE: 3-APR-2009 11:07:54
AVERAGE %EFFICIENCY :24.4443 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  95.886 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.496E+01

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.496E+01

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30901 dpm
RESULTS :   5.09058 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B133.CNF;333        

BKG DATE : 29-MAR-2009  
EFF FILE :  W133.CNF;101        

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  2.88E-01U-3/4 4763.020
       64.000
       57.257
        3.000
    7.7795    100.0000      1.06E+00   3.28E-01   5.28E-01

  1.28E+00U232 5302.100
     1245.000
     1244.000
        1.000
    1.0000    100.0000      2.30E+01   3.66E+00   1.16E-01

  7.75E-02U-235 4391.000
        3.000
        3.000
        0.000
    2.8871    80.90000      6.85E-02   7.82E-02   2.85E-01

  2.64E-01U-238 4184.730
       53.000
       53.000
        0.000
    3.2700    100.0000      9.79E-01   3.01E-01   2.54E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
                     

 2315  2708  3105  3506  3910  4318  4729  5144  5562  5983  6408  6837  7269
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S0227075004_UU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.107 G     

DETECTOR NUMBER     :45-111B4 COUNT DATE: 6-APR-2009 15:08:36
AVERAGE %EFFICIENCY :25.2017 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  99.591 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.426E+01

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.426E+01

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30901 dpm
RESULTS :   5.28730 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B113.CNF;346        

BKG DATE :  5-APR-2009  
EFF FILE :  W113.CNF;102        

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  2.23E-01U-3/4 4763.020
       48.000
       41.991
        2.000
    7.7795    100.0000      7.04E-01   2.46E-01   4.80E-01

  1.21E+00U232 5302.100
     1338.000
     1332.000
        6.000
    2.4495    100.0000      2.23E+01   3.52E+00   1.85E-01

  8.13E-02U-235 4391.000
        2.000
        0.000
        2.000
    2.8871    80.90000      0.00E+00   8.13E-02   2.59E-01

  2.79E-01U-238 4184.730
       71.000
       70.000
        1.000
    3.2700    100.0000      1.17E+00   3.29E-01   2.31E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
                     

 2395  2796  3200  3609  4021  4436  4856  5279  5706  6136  6570  7008  7449
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S0227075005_UU 
SAMPLE DATE : 25-MAR-2009 00:00:00 SAMPLE QTY:        0.113 G     

DETECTOR NUMBER     :64270 COUNT DATE: 3-APR-2009 11:07:58
AVERAGE %EFFICIENCY :25.4511 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  96.090 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.297E+01

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.297E+01

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30887 dpm
RESULTS :   5.10130 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B135.CNF;342        

BKG DATE : 29-MAR-2009  
EFF FILE :  W135.CNF;116        

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.87E-01U-3/4 4763.020
       38.000
       34.094
        0.000
    7.7795    100.0000      5.56E-01   2.04E-01   4.66E-01

  1.15E+00U232 5302.100
     1301.000
     1298.000
        3.000
    1.7321    100.0000      2.12E+01   3.31E+00   1.42E-01

  3.95E-02U-235 4391.000
        1.000
        1.000
        0.000
    2.8871    80.90000      2.01E-02   3.96E-02   2.52E-01

  1.86E-01U-238 4184.730
       34.000
       34.000
        0.000
    3.2700    100.0000      5.54E-01   2.03E-01   2.24E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
                     

 2338  2734  3135  3538  3946  4356  4770  5188  5609  6033  6461  6892  7327
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S1201809895_UU 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        1.000 G     

DETECTOR NUMBER     :78258 COUNT DATE: 6-APR-2009 15:08:37
AVERAGE %EFFICIENCY :25.4429 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  96.055 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.595E+00

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.595E+00

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30788 dpm
RESULTS :   5.09849 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B114.CNF;347        

BKG DATE :  5-APR-2009  
EFF FILE :  W114.CNF;98         

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  6.26E-03U-3/4 4763.020
        2.000
       -3.903
        2.000
    7.7795    100.0000     -7.19E-03   6.26E-03   5.27E-02

  1.30E-01U232 5302.100
     1299.000
     1297.000
        2.000
    1.4142    100.0000      2.39E+00   3.50E-01   1.41E-02

  7.73E-03U-235 4391.000
        0.000
       -2.000
        2.000
    2.8871    80.90000     -4.56E-03   7.74E-03   2.85E-02

  8.85E-03U-238 4184.730
        3.000
        0.000
        3.000
    3.2700    100.0000      0.00E+00   8.85E-03   2.54E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
                     

 2342  2742  3145  3552  3962  4375  4792  5212  5635  6061  6491  6924  7361

Energy (keV)

    1

    9

   17

   25

   33

   41

   49

   57

   65

   73

   81

A
ct

iv
ity

 (
C

O
U

N
T

S
)

   
   

  3
97

8 
ke

V

   
   

  4
28

7 
ke

V

U
U

23
8

   
   

  4
31

3 
ke

V

   
   

  4
48

4 
ke

V
U

U
5/

6

   
   

  4
59

4 
ke

V

   
   

  4
83

9 
ke

V

U
U

23
4

   
   

  5
00

1 
ke

V

   
   

  5
39

7 
ke

V

U
U

23
2

 E
ne

rg
y 

=
   

   
   

47
81

 k
eV

 F
W

H
M

=
   

   
   

  1
5 

ke
V

 

 E
ne

rg
y 

=
   

   
   

52
83

 k
eV

 F
W

H
M

=
   

   
   

  7
2 

ke
V

 

 E
ne

rg
y 

=
   

   
   

43
99

 k
eV

 F
W

H
M

=
   

   
   

   
0 

ke
V

 

 E
ne

rg
y 

=
   

   
   

41
98

 k
eV

 F
W

H
M

=
   

   
   

   
0 

ke
V

 

103



 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S1201809896_UU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.102 G     

DETECTOR NUMBER     :72526 COUNT DATE: 3-APR-2009 11:08:02
AVERAGE %EFFICIENCY :25.1101 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  86.065 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.544E+01

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.544E+01

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30901 dpm
RESULTS :   4.56918 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B145.CNF;297        

BKG DATE : 29-MAR-2009  
EFF FILE :  W145.CNF;89         

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  2.35E-01U-3/4 4763.020
       35.000
       28.548
        3.000
    7.7795    100.0000      5.83E-01   2.52E-01   5.84E-01

  1.36E+00U232 5302.100
     1153.000
     1147.000
        6.000
    2.4495    100.0000      2.34E+01   3.84E+00   2.26E-01

  1.11E-01U-235 4391.000
        4.000
        3.000
        1.000
    2.8871    80.90000      7.58E-02   1.11E-01   3.16E-01

  2.94E-01U-238 4184.730
       54.000
       54.000
        0.000
    3.2700    100.0000      1.10E+00   3.39E-01   2.81E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
                     

 2359  2759  3162  3570  3981  4395  4814  5236  5661  6091  6524  6960  7401
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S1201809897_UU 
SAMPLE DATE : 24-MAR-2009 00:00:00 SAMPLE QTY:        0.105 G     

DETECTOR NUMBER     :45-132FF4 COUNT DATE: 6-APR-2009 15:08:42
AVERAGE %EFFICIENCY :26.5535 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  95.728 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.472E+01

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.472E+01

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30901 dpm
RESULTS :   5.08219 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B115.CNF;351        

BKG DATE :  5-APR-2009  
EFF FILE :  W115.CNF;118        

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.29E+00U-3/4 4763.020
     1518.000
     1507.940
        6.000
    7.7795    100.0000      2.54E+01   3.98E+00   4.83E-01

  1.22E+00U232 5302.100
     1355.000
     1349.000
        6.000
    2.4495    100.0000      2.28E+01   3.59E+00   1.87E-01

  3.77E-01U-235 4391.000
       85.000
       85.000
        0.000
    2.8871    80.90000      1.77E+00   4.59E-01   2.61E-01

  1.34E+00U-238 4184.730
     1640.000
     1638.000
        2.000
    3.2700    100.0000      2.76E+01   4.31E+00   2.32E-01

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
                     

 2374  2776  3182  3591  4003  4419  4837  5259  5685  6113  6545  6980  7419
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 Alpha Spectroscopy Software Version 2.0
effective date: 09-Mar-1997 GEL Laboratories LLC

ALPHA SPECTROSCOPY REPORT

BATCH NUMBER: 855389 SAMPLE ID : S1201809898_UU 
SAMPLE DATE : 1-APR-2009 00:00:00. SAMPLE QTY:        1.000 G     

DETECTOR NUMBER     :75550 COUNT DATE: 3-APR-2009 11:08:07
AVERAGE %EFFICIENCY :24.8566 ELAPSED LIVE TIME(SEC):    60000.00    

% YIELD             :  88.762 ANALYST               :KXM4 

MS/MSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.595E+00

LCS/LCSD
ID :  1163-E          

ISOTOPE :  U-238                           
PCI/G :   2.595E+00

TRACER
ID :  1283-B          

ISOTOPE :  U232                            
NOMINAL :   5.30788 dpm
RESULTS :   4.71138 dpm

LIB FILE :  ENV_ALPHA_UU.N                
BKG FILE :  B147.CNF;302        

BKG DATE : 29-MAR-2009  
EFF FILE :  W147.CNF;92         

CAL DATE : 20-MAR-2009  

NUCLIDE ACTIVITY SUMMARY

NUCLIDE ENERGY GROSS NET BKG BKG %ABUN ACTIVITY TPU MDA UNC
pCi/G AREA AREA AREA Sg pCi/G 1.96-SIGMA pCi/G 

  1.46E-01U-3/4 4763.020
     1330.000
     1318.476
        8.000
    7.7795    100.0000      2.69E+00   4.04E-01   5.84E-02

  1.38E-01U232 5302.100
     1176.000
     1171.000
        5.000
    2.2361    100.0000      2.39E+00   3.62E-01   2.11E-02

  3.50E-02U-235 4391.000
       48.000
       46.000
        2.000
    2.8871    80.90000      1.16E-01   3.86E-02   3.15E-02

  1.51E-01U-238 4184.730
     1428.000
     1427.000
        1.000
    3.2700    100.0000      2.91E+00   4.35E-01   2.81E-02

NOTE: Sg calculated via blank population (updated  2-APR-2009)
NOTE: Sg of  U232 calculated as sqrt(BKG AREA)


 NOTE: Corrections made to U-3/4 net area due to tracer impurity                 
                     

 2352  2752  3154  3561  3970  4383  4799  5218  5641  6067  6497  6930  7366
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:13:37.19

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075001.CNF;1
Sample date      : 24-MAR-2009 14:10:00 Acquisition date : 22-APR-2009 00:32:52
Sample ID        : G227075001           Sample quantity  : 8.69700E+01 GRAM
Detector name    : GAM12                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:09.19  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

1  0    46.02*     142    2012  1.12   91.43    89   8 2.37E-03 63.1
2  0    63.23*     398    2593  0.81  125.87   122   9 6.63E-03 27.8
3  3    74.85*    1972    2015  0.97  149.14   142  16 3.29E-02  4.8 3.54E+00
4  3    77.12     3106    1700  0.91  153.68   142  16 5.18E-02  2.7
5  4    84.36*     415    2296  1.26  168.15   164  29 6.92E-03 23.0 2.82E+00
6  4    87.27     1487    2121  1.28  174.00   164  29 2.48E-02  5.9
7  4    89.91      990    1706  1.23  179.27   164  29 1.65E-02  7.7
8  4    92.76*    1407    1758  1.39  184.99   164  29 2.34E-02  7.9
9  4    94.81      398    1405  1.46  189.07   164  29 6.63E-03 18.9
10  0    98.70*     228    1689  2.38  196.86   193   8 3.79E-03 36.4
11  0   105.17      266    1742  1.12  209.81   206   8 4.43E-03 27.9
12  0   129.20      299    1856  1.05  257.91   254   8 4.98E-03 25.7
13  0   143.93*     277    1986  1.32  287.41   284  10 4.62E-03 34.6
14  0   154.14      164    1377  1.08  307.83   304   7 2.73E-03 38.4
15  0   185.86*     948    2370  1.33  371.32   366  13 1.58E-02 13.2
16  0   209.28      531    1592  1.13  418.19   414   9 8.86E-03 14.2
17  3   238.67*    6092     946  1.05  477.04   472  17 1.02E-01  1.7 2.40E+00
18  3   241.75     1373    1385  1.61  483.20   472  17 2.29E-02  6.7
19  0   270.36      380    1165  1.21  540.46   536   9 6.33E-03 17.0
20  0   277.44      169     887  1.06  554.62   551   7 2.82E-03 30.2
21  0   295.30     1889    1099  1.20  590.37   586  10 3.15E-02  4.0
22  0   300.05      366     842  1.04  599.89   596   8 6.10E-03 14.7
23  0   328.21      352    1106  1.27  656.24   651  11 5.86E-03 19.1
24  0   338.33     1102    1109  1.16  676.50   672  11 1.84E-02  6.6
25  0   351.92*    3170    1212  1.14  703.68   697  13 5.28E-02  3.1
26  0   409.19      125     702  1.32  818.31   815   9 2.08E-03 39.2
27  0   462.95      439     659  1.03  925.90   920  12 7.32E-03 12.6
28  0   511.07*     389    1151  2.02 1022.19  1014  19 6.48E-03 29.5
29  0   583.24*    1874     699  1.41 1166.61  1160  15 3.12E-02  4.1
30  0   609.41*    2334     567  1.42 1218.98  1213  12 3.89E-02  3.2
31  0   665.69       95     353  1.81 1331.60  1328   8 1.58E-03 35.9
32  0   727.53*     404     501  1.37 1455.33  1449  14 6.73E-03 14.5
33  0   767.47      143     742  1.53 1535.27  1530  16 2.38E-03 43.3
34  0   787.37       82     456  1.50 1575.07  1566  12 1.37E-03 53.4
35  0   795.04      225     342  1.38 1590.42  1585  11 3.75E-03 17.3
36  0   838.57      122     668  5.43 1677.53  1666  19 2.03E-03 51.8
37  0   861.03      284     355  1.57 1722.46  1717  13 4.74E-03 15.0
38  0   911.39*    1287     412  1.70 1823.22  1815  16 2.15E-02  5.0
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Peak Search Report (continued)                                       Page :   2
Sample ID : G227075001                  Acquisition date : 22-APR-2009 00:32:52

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

39  0   934.32      124     344  1.74 1869.09  1864  12 2.07E-03 31.2
40  2   964.89      248     344  1.88 1930.26  1925  22 4.13E-03 15.7 8.85E-01
41  2   969.24      709     278  1.58 1938.96  1925  22 1.18E-02  5.7
42  0  1120.19*     570     403  1.99 2240.94  2233  15 9.51E-03  9.3
43  0  1238.20      232     428  1.75 2477.01  2470  15 3.86E-03 20.5
44  0  1377.97      182     140  1.75 2756.59  2749  15 3.04E-03 16.1
45  0  1406.02       98     366  7.87 2812.70  2797  30 1.64E-03 57.8
46  0  1461.13*    6205     190  2.14 2922.92  2913  17 1.03E-01  1.4
47  2  1588.61      109      92  2.54 3177.88  3170  27 1.82E-03 22.2 1.34E+00
48  2  1592.25       77      95  2.54 3185.16  3170  27 1.28E-03 31.6
49  0  1730.51      117      90  2.07 3461.66  3452  18 1.95E-03 21.1
50  0  1765.28*     415      83  2.46 3531.19  3523  18 6.92E-03  8.3
51  0  1849.11       75      67  1.85 3698.84  3692  15 1.25E-03 27.0

Flag: "*" = Peak area was modified by background subtraction
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration     : DKA300:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075001         *
* Acquisition date : 22-APR-2009 00:32:52 Detector SN#    :                   *
* Detector ID      : GAM12                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:09.19     Half life ratio :  8.000            *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 24-MAR-2009 14:10:00 Nuclide Library : SOLID             *
* Sample ID        : G227075001           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 8.6970E+01 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
* Standard Weight  :   0.00000                                                *
* CALIB. DATE/TIME : 10-FEB-2009 09:20:24 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act error         MDA            
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          2.649E+01       1.990E+00      2.309E-01      0.000E+00
CD-109        3.821E+00       5.232E-01      4.770E-01      0.000E+00
SN-126        3.680E-01       5.039E-02      4.616E-02      0.000E+00
EU-155        1.046E-01       5.754E-02      6.682E-02      0.000E+00
RE-188        1.180E-01       8.908E-02      1.210E-01      0.000E+00
TL-208        4.604E-01       4.939E-02      2.378E-02      0.000E+00
BI-210        1.915E+00       2.371E+00      2.189E+00      0.000E+00
PB-210        1.915E+00       2.371E+00      2.189E+00      0.000E+00
PO-210        1.915E+00       2.370E+00      2.189E+00      0.000E+00
BI-211        3.373E+00       2.931E-01      1.306E-01      0.000E+00
PB-212        1.411E+00       1.086E-01      3.493E-02      0.000E+00
PO-212        1.411E+00       1.086E-01      3.493E-02      0.000E+00
BI-214        1.082E+00       1.112E-01      4.644E-02      0.000E+00
PB-214        1.173E+00       1.183E-01      4.555E-02      0.000E+00
PO-214        1.173E+00       1.183E-01      4.555E-02      0.000E+00
PO-216        1.411E+00       1.086E-01      3.493E-02      0.000E+00
PO-218        1.173E+00       1.183E-01      4.555E-02      0.000E+00
RA-224        3.622E+00       5.136E-01      3.975E-01      0.000E+00
RA-226        1.082E+00       1.112E-01      4.644E-02      0.000E+00
AC-228        1.411E+00       2.051E-01      9.339E-02      0.000E+00
RA-228        1.411E+00       2.051E-01      9.339E-02      0.000E+00
TH-228        1.411E+00       1.086E-01      3.493E-02      0.000E+00
TH-229        1.396E-01       2.033E-01      3.266E-01      0.000E+00
TH-230        1.082E+00       1.112E-01      4.643E-02      0.000E+00
U-231         1.398E+01       5.280E+00      5.412E+00      0.000E+00
TH-232        1.411E+00       2.051E-01      9.339E-02      0.000E+00
TH-234        1.694E+00       9.661E-01      7.852E-01      0.000E+00
U-234         1.082E+00       1.112E-01      4.643E-02      0.000E+00
U-235         2.097E-01       1.459E-01      1.275E-01      0.000E+00
NP-237        1.081E+00       2.639E-01      1.371E-01      0.000E+00
U-238         1.694E+00       9.661E-01      7.852E-01      0.000E+00
AM-243        3.365E-01       3.873E-02      3.393E-02      0.000E+00
ANH-511       7.214E-02       4.198E-02      1.934E-02      0.000E+00
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---- Non-Identified Nuclides ----

Key-Line
Activity   K.L. Act error         MDA            

Nuclide     (pCi/GRAM      ) Ided              (pCi/GRAM      )

BE-7         -2.012E-02       1.597E-01      2.571E-01      0.000E+00 NOT IDENT.
NA-22        -6.701E-03       1.948E-02      3.199E-02      0.000E+00 NOT IDENT.
NA-24         0.000E+00       1.106E+12      0.000E+00      0.000E+00 SHORT HLIF
AL-26        -2.981E-03       1.239E-02      2.045E-02      0.000E+00 NOT IDENT.
TI-44         0.000E+00       2.940E-02      3.109E-02      0.000E+00 FAIL ABUN 
SC-46        -1.559E-02       1.907E-02      3.012E-02      0.000E+00 FAIL ABUN 
V-48          4.295E-02       5.689E-02      9.506E-02      0.000E+00 NOT IDENT.
CR-51        -1.018E-01       2.101E-01      3.442E-01      0.000E+00 NOT IDENT.
MN-52        -4.804E-02       5.319E-01      8.730E-01      0.000E+00 FAIL ABUN 
MN-54         2.456E-02       1.871E-02      2.826E-02      0.000E+00 NOT IDENT.
CO-56        -9.886E-03       1.941E-02      3.034E-02      0.000E+00 FAIL ABUN 
CO-57         9.680E-03       1.031E-02      1.699E-02      0.000E+00 NOT IDENT.
CO-58        -4.305E-03       1.938E-02      3.167E-02      0.000E+00 NOT IDENT.
FE-59        -2.464E-02       4.830E-02      7.979E-02      0.000E+00 FAIL ABUN 
CO-60         2.305E-03       1.724E-02      2.880E-02      0.000E+00 NOT IDENT.
ZN-65         1.383E-02       4.418E-02      6.519E-02      0.000E+00 NOT IDENT.
GE-68         3.607E-01       5.605E-01      9.668E-01      0.000E+00 NOT IDENT.
AS-73         3.601E-02       3.577E-01      5.997E-01      0.000E+00 NOT IDENT.
AS-74        -2.576E-02       6.418E-02      1.067E-01      0.000E+00 NOT IDENT.
SE-75        -1.082E-02       1.989E-02      3.048E-02      0.000E+00 NOT IDENT.
BR-77         0.000E+00       2.309E+02      0.000E+00      0.000E+00 SHORT HLIF
SR-82        -1.217E-01       2.522E-01      3.695E-01      0.000E+00 NOT IDENT.
RB-83        -2.263E-02       3.287E-02      4.954E-02      0.000E+00 NOT IDENT.
RB-84         6.718E-02       4.042E-02      6.983E-02      0.000E+00 NOT IDENT.
KR-85         0.000E+00       3.464E+00      6.048E+00      0.000E+00 NOT IDENT.
SR-85         0.000E+00       2.050E-02      3.578E-02      0.000E+00 NOT IDENT.
RB-86         1.663E-01       5.774E-01      9.843E-01      0.000E+00 NOT IDENT.
Y-88         -2.273E-03       1.654E-02      2.751E-02      0.000E+00 NOT IDENT.
ZR-88         4.862E-03       1.402E-02      2.317E-02      0.000E+00 NOT IDENT.
Y-91          2.131E-01       9.974E+00      1.670E+01      0.000E+00 NOT IDENT.
NB-94         1.198E-02       1.524E-02      2.592E-02      0.000E+00 NOT IDENT.
NB-95         0.000E+00       3.013E-02      4.788E-02      0.000E+00 NOT IDENT.
NB-95M        8.203E+00       1.101E+01      1.663E+01      0.000E+00 NOT IDENT.
ZR-95         2.429E-02       3.385E-02      5.740E-02      0.000E+00 NOT IDENT.
NB-97         0.000E+00       2.570E+10      0.000E+00      0.000E+00 SHORT HLIF
ZR-97         0.000E+00       5.592E+11      0.000E+00      0.000E+00 SHORT HLIF
MO-99         0.000E+00       1.502E+02      0.000E+00      0.000E+00 SHORT HLIF
TC-99M        0.000E+00       3.759E+32      0.000E+00      0.000E+00 SHORT HLIF
RH-101        7.568E-04       1.644E-02      2.146E-02      0.000E+00 NOT IDENT.
RH-102       -4.044E-03       1.212E-02      1.939E-02      0.000E+00 FAIL ABUN 
RU-103        2.323E-04       2.146E-02      3.460E-02      0.000E+00 FAIL ABUN 
RH-106        8.281E-03       1.371E-01      2.307E-01      0.000E+00 FAIL ABUN 
RU-106        8.281E-03       1.371E-01      2.307E-01      0.000E+00 FAIL ABUN 
AG-108M      -6.824E-03       1.332E-02      2.131E-02      0.000E+00 NOT IDENT.
AG-110M      -5.941E-03       1.455E-02      2.400E-02      0.000E+00 NOT IDENT.
IN-111        0.000E+00       1.223E+01      0.000E+00      0.000E+00 SHORT HLIF
IN-113M      -1.563E-04       1.971E-02      3.228E-02      0.000E+00 NOT IDENT.
SN-113       -1.563E-04       1.971E-02      3.228E-02      0.000E+00 NOT IDENT.
IN-114M      -7.596E-02       9.777E-02      1.346E-01      0.000E+00 NOT IDENT.
CD-115        0.000E+00       3.154E+02      0.000E+00      0.000E+00 SHORT HLIF
SN-117M       2.584E-02       4.446E-02      6.863E-02      0.000E+00 NOT IDENT.
SB-122        0.000E+00       3.723E+01      0.000E+00      0.000E+00 SHORT HLIF
I-123         0.000E+00       6.691E+13      0.000E+00      0.000E+00 SHORT HLIF
TE-123M       1.138E-02       1.181E-02      1.926E-02      0.000E+00 NOT IDENT.
I-124         4.259E-01       2.923E+00      4.503E+00      0.000E+00 NOT IDENT.
SB-124       -1.223E-02       3.855E-02      6.117E-02      0.000E+00 FAIL ABUN 
SB-125        1.010E-02       3.930E-02      6.446E-02      0.000E+00 FAIL ABUN 
TE-125M       1.115E+00       5.676E+00      7.003E+00      0.000E+00 NOT IDENT.
I-126         2.549E-01       1.800E-01      2.812E-01      0.000E+00 FAIL ABUN 
SB-126        1.003E-01       1.390E-01      2.162E-01      0.000E+00 FAIL ABUN 
SB-127        3.268E-01       6.730E+00      1.124E+01      0.000E+00 NOT IDENT.
XE-127        3.459E-03       2.474E-02      3.922E-02      0.000E+00 FAIL ABUN 
I-131         2.745E-02       1.495E-01      2.471E-01      0.000E+00 NOT IDENT.
TE-132        0.000E+00       4.744E+00      0.000E+00      0.000E+00 SHORT HLIF
BA-133        1.473E-02       1.928E-02      2.854E-02      0.000E+00 FAIL ABUN 
I-133         0.000E+00       1.409E+08      0.000E+00      0.000E+00 SHORT HLIF
CS-134        0.000E+00       2.809E-02      3.809E-02      0.000E+00 FAIL ABUN 
CS-135        0.000E+00       7.076E-02      1.089E-01      0.000E+00 NOT IDENT.
I-135         0.000E+00       1.688E+30      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -3.522E-02       9.912E-02      1.577E-01      0.000E+00 FAIL ABUN 
BA-137M      -5.468E-03       2.760E-02      2.560E-02      0.000E+00 NOT IDENT.
CS-137       -5.780E-03       2.918E-02      2.706E-02      0.000E+00 NOT IDENT.
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CE-139       -4.073E-03       1.248E-02      1.980E-02      0.000E+00 NOT IDENT.
BA-140       -2.290E-01       2.454E-01      3.629E-01      0.000E+00 NOT IDENT.
LA-140        6.112E-02       7.657E-02      1.160E-01      0.000E+00 FAIL ABUN 
CE-141        2.706E-03       4.471E-02      5.404E-02      0.000E+00 NOT IDENT.
CE-143        0.000E+00       1.382E+05      0.000E+00      0.000E+00 SHORT HLIF
CE-144        2.172E-02       9.077E-02      1.315E-01      0.000E+00 NOT IDENT.
PM-144       -8.226E-03       1.566E-02      2.565E-02      0.000E+00 NOT IDENT.
PR-144       -5.615E-01       1.069E+00      1.751E+00      0.000E+00 NOT IDENT.
PM-146       -3.002E-02       2.664E-02      2.941E-02      0.000E+00 NOT IDENT.
ND-147       -2.159E-01       5.672E-01      8.972E-01      0.000E+00 FAIL ABUN 
PM-149        0.000E+00       2.531E+03      0.000E+00      0.000E+00 SHORT HLIF
EU-152        1.393E-02       4.451E-02      6.517E-02      0.000E+00 FAIL ABUN 
GD-153        0.000E+00       4.699E-02      4.973E-02      0.000E+00 FAIL ABUN 
EU-154       -1.771E-02       5.408E-02      8.886E-02      0.000E+00 NOT IDENT.
TB-160       -3.210E-02       6.846E-02      1.100E-01      0.000E+00 FAIL ABUN 
TM-171       -1.144E+01       1.374E+01      1.750E+01      0.000E+00 NOT IDENT.
LU-176       -7.963E-04       9.651E-03      1.601E-02      0.000E+00 FAIL ABUN 
LU-177        0.000E+00       2.534E+00      3.211E+00      0.000E+00 FAIL ABUN 
LU-177M      -2.070E-02       8.880E-02      1.257E-01      0.000E+00 NOT IDENT.
HF-181        2.165E-02       2.223E-02      3.696E-02      0.000E+00 NOT IDENT.
W-181         1.988E-02       1.887E-01      2.458E-01      0.000E+00 NOT IDENT.
TA-182       -5.349E-02       9.352E-02      1.532E-01      0.000E+00 FAIL ABUN 
RE-183       -7.782E-03       4.859E-02      7.746E-02      0.000E+00 FAIL ABUN 
RE-184        1.364E-01       9.324E-02      1.609E-01      0.000E+00 NOT IDENT.
OS-185        1.747E-02       1.997E-02      3.431E-02      0.000E+00 NOT IDENT.
W-188        -1.536E+00       3.713E+00      5.373E+00      0.000E+00 FAIL ABUN 
IR-192        8.025E-03       1.577E-02      2.647E-02      0.000E+00 FAIL ABUN 
AU-195        0.000E+00       1.386E-01      1.550E-01      0.000E+00 FAIL ABUN 
TL-200        0.000E+00       1.065E+06      0.000E+00      0.000E+00 SHORT HLIF
TL-201        0.000E+00       6.048E+01      0.000E+00      0.000E+00 SHORT HLIF
TL-202        9.068E-02       6.119E-02      1.035E-01      0.000E+00 NOT IDENT.
HG-203        0.000E+00       2.222E-02      3.410E-02      0.000E+00 NOT IDENT.
BI-207        1.549E-02       2.223E-02      3.847E-02      0.000E+00 FAIL ABUN 
TL-207        5.685E-02       2.950E-01      4.318E-01      0.000E+00 FAIL ABUN 
PO-209       -1.599E+00       3.182E+00      5.094E+00      0.000E+00 NOT IDENT.
PB-211        2.212E-01       4.645E-01      6.477E-01      0.000E+00 NOT IDENT.
BI-212        0.000E+00       2.540E-01      2.711E-01      0.000E+00 FAIL ABUN 
PO-215        5.685E-02       2.950E-01      4.318E-01      0.000E+00 FAIL ABUN 
RN-219        2.682E-02       1.708E-01      2.804E-01      0.000E+00 FAIL ABUN 
RN-220       -8.610E+00       1.043E+01      1.719E+01      0.000E+00 NOT IDENT.
RA-223        5.685E-02       2.950E-01      4.318E-01      0.000E+00 FAIL ABUN 
AC-227       -1.832E-01       1.477E-01      2.378E-01      0.000E+00 FAIL ABUN 
TH-227       -1.832E-01       1.487E-01      2.378E-01      0.000E+00 FAIL ABUN 
PA-231       -3.364E-01       5.976E-01      9.823E-01      0.000E+00 FAIL ABUN 
TH-231        5.685E-02       2.950E-01      4.318E-01      0.000E+00 FAIL ABUN 
PA-233       -1.110E-03       2.524E-02      4.187E-02      0.000E+00 FAIL ABUN 
PA-234       -7.176E-02       1.324E-01      2.099E-01      0.000E+00 FAIL ABUN 
PA-234M      -2.425E+00       4.158E+00      5.015E+00      0.000E+00 FAIL ABUN 
NP-236       -2.198E-02       3.101E-02      4.887E-02      0.000E+00 FAIL ABUN 
NP-239       -1.177E-02       7.262E-02      1.176E-01      0.000E+00 FAIL ABUN 
AM-241        6.128E-03       6.361E-02      9.547E-02      0.000E+00 NOT IDENT.
CM-243        0.000E+00       5.130E-02      6.208E-02      0.000E+00 FAIL ABUN 
CM-247       -3.784E-03       1.547E-02      2.512E-02      0.000E+00 FAIL ABUN 
CF-249        1.815E-02       1.625E-02      2.739E-02      0.000E+00 NOT IDENT.
CF-251       -1.808E-02       5.034E-02      7.955E-02      0.000E+00 NOT IDENT.
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:13:38.28

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075001.CNF;1
Sample date      : 24-MAR-2009 14:10:00 Acquisition date : 22-APR-2009 00:32:52
Sample ID        : G227075001           Sample quantity  : 8.69700E+01 GRAM
Detector name    : GAM12                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:09.19  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Nuclide Line Activity Report

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
K-40       1460.81    6205   10.67*  1.137E+00  2.649E+01   2.649E+01     7.66
CD-109       88.03    1487    3.72*  5.655E+00  3.660E+00   3.821E+00    13.97
SN-126       64.28     398    9.60   3.198E+00  6.707E-01   6.707E-01    57.37

86.94    1487    8.90   5.655E+00  1.530E+00   1.530E+00    42.79
87.57    1487   37.00*  5.655E+00  3.680E-01   3.680E-01    13.97

EU-155       48.70  ------    4.60   1.254E+00  ------  Line Not Found  ------
60.01  ------    1.11   2.760E+00  ------  Line Not Found  ------
86.54    1487   30.90   5.655E+00  4.406E-01   4.455E-01    14.03
105.31     266   20.70*  6.437E+00  1.034E-01   1.046E-01    56.15

RE-188      155.03     164   15.00*  6.379E+00  8.850E-02   1.180E-01    77.05
477.96  ------    1.04   2.949E+00  ------  Line Not Found  ------
633.10  ------    1.26   2.338E+00  ------  Line Not Found  ------

TL-208      277.35     169    6.80   4.504E+00  2.857E-01   2.857E-01    61.36
510.84     389   21.60   2.793E+00  3.340E-01   3.340E-01    59.96
583.14    1874   84.20*  2.504E+00  4.604E-01   4.604E-01    10.95
860.37     284   12.46   1.793E+00  6.585E-01   6.585E-01    31.21

BI-210       46.50     142    4.05*  9.505E-01  1.910E+00   1.915E+00   126.39
PB-210       46.50     142    4.05*  9.505E-01  1.910E+00   1.915E+00   126.39
PO-210       46.50     142    4.05*  9.505E-01  1.910E+00   1.915E+00   126.33
BI-211       72.87  ------    1.27   4.387E+00  ------  Line Not Found  ------

351.07    3170   12.94*  3.761E+00  3.373E+00   3.373E+00     8.87
PB-212       74.81    1972   10.70   4.600E+00  2.076E+00   2.076E+00    15.01

77.11    3106   18.00   4.828E+00  1.851E+00   1.851E+00     8.78
87.30    1487    8.00   5.655E+00  1.702E+00   1.702E+00    17.18
238.63    6092   44.60*  5.013E+00  1.411E+00   1.411E+00     7.85
300.09     366    3.41   4.249E+00  1.309E+00   1.309E+00    30.48

PO-212       74.81    1972   10.70   4.600E+00  2.076E+00   2.076E+00    15.01
77.11    3106   18.00   4.828E+00  1.851E+00   1.851E+00     8.78
87.30    1487    8.00   5.655E+00  1.702E+00   1.702E+00    17.18
115.19  ------    0.60   6.604E+00  ------  Line Not Found  ------
238.63    6092   44.60*  5.013E+00  1.411E+00   1.411E+00     7.85
300.09     366    3.41   4.249E+00  1.309E+00   1.309E+00    30.48
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Nuclide Line Activity Report (continued)                             Page :   2
Sample ID : G227075001                  Acquisition date : 22-APR-2009 00:32:52

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
BI-214      609.31    2334   46.30*  2.414E+00  1.082E+00   1.082E+00    10.49

768.36     143    5.04   1.983E+00  7.413E-01   7.414E-01    87.04
934.06     124    3.21   1.669E+00  1.199E+00   1.199E+00    63.17
1120.29     570   15.10   1.423E+00  1.375E+00   1.375E+00    20.72
1238.11     232    5.94   1.304E+00  1.548E+00   1.548E+00    41.92
1377.67     182    4.11   1.192E+00  1.927E+00   1.927E+00    33.45
1764.49     415   15.80   9.898E-01  1.375E+00   1.375E+00    17.63

PB-214       74.81    1972    6.21   4.600E+00  3.576E+00   3.577E+00    13.89
77.11    3106   10.50   4.828E+00  3.173E+00   3.173E+00    11.62
87.30    1487    4.67   5.655E+00  2.915E+00   2.915E+00    15.96
241.98    1373    7.49   4.969E+00  1.910E+00   1.910E+00    15.52
295.21    1889   19.20   4.300E+00  1.185E+00   1.185E+00    11.65
351.92    3170   37.20*  3.761E+00  1.173E+00   1.173E+00    10.29

PO-214       74.81    1972    6.21   4.600E+00  3.576E+00   3.577E+00    13.89
77.11    3106   10.50   4.828E+00  3.173E+00   3.173E+00    11.62
87.30    1487    4.67   5.655E+00  2.915E+00   2.915E+00    15.96
241.98    1373    7.49   4.969E+00  1.910E+00   1.910E+00    15.52
295.21    1889   19.20   4.300E+00  1.185E+00   1.185E+00    11.65
351.92    3170   37.20*  3.761E+00  1.173E+00   1.173E+00    10.29

PO-216       74.81    1972   10.70   4.600E+00  2.076E+00   2.076E+00    15.01
77.11    3106   18.00   4.828E+00  1.851E+00   1.851E+00     8.78
87.30    1487    8.00   5.655E+00  1.702E+00   1.702E+00    17.18
238.63    6092   44.60*  5.013E+00  1.411E+00   1.411E+00     7.85
300.09     366    3.41   4.249E+00  1.309E+00   1.309E+00    30.48

PO-218       74.81    1972    6.21   4.600E+00  3.576E+00   3.577E+00    13.89
77.11    3106   10.50   4.828E+00  3.173E+00   3.173E+00    11.62
87.30    1487    4.67   5.655E+00  2.915E+00   2.915E+00    15.96
241.98    1373    7.49   4.969E+00  1.910E+00   1.910E+00    15.52
295.21    1889   19.20   4.300E+00  1.185E+00   1.185E+00    11.65
351.92    3170   37.20*  3.761E+00  1.173E+00   1.173E+00    10.29

RA-224      240.98    1373    3.95*  4.969E+00  3.622E+00   3.622E+00    14.47
RA-226      609.31    2334   46.30*  2.414E+00  1.082E+00   1.082E+00    10.49

768.36     143    5.04   1.983E+00  7.413E-01   7.414E-01    87.04
934.06     124    3.21   1.669E+00  1.199E+00   1.199E+00    63.17
1120.29     570   15.10   1.423E+00  1.375E+00   1.375E+00    20.72
1238.11     232    5.94   1.304E+00  1.548E+00   1.548E+00    41.92
1377.67     182    4.11   1.192E+00  1.927E+00   1.927E+00    33.45
1764.49     415   15.80   9.898E-01  1.375E+00   1.375E+00    17.63

AC-228      338.32    1102   11.40   3.877E+00  1.292E+00   1.292E+00    42.82
911.07    1287   27.70*  1.706E+00  1.411E+00   1.411E+00    14.83
969.11     709   16.60   1.616E+00  1.369E+00   1.369E+00    25.69

RA-228      338.32    1102   11.40   3.877E+00  1.292E+00   1.292E+00    42.82
911.07    1287   27.70*  1.706E+00  1.411E+00   1.411E+00    14.83
969.11     709   16.60   1.616E+00  1.369E+00   1.369E+00    25.69

TH-228       84.40     415    1.21   5.449E+00  3.261E+00   3.261E+00    47.56
238.60    6092   44.60*  5.013E+00  1.411E+00   1.411E+00     7.85
300.10     366    3.41   4.249E+00  1.309E+00   1.309E+00    65.84

TH-229       85.43     415   16.50   5.449E+00  2.391E-01   2.391E-01    46.51
88.47    1487   27.10   5.655E+00  5.024E-01   5.024E-01    13.97
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Nuclide Line Activity Report (continued)                             Page :   3
Sample ID : G227075001                  Acquisition date : 22-APR-2009 00:32:52

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
100.00     228   12.40   6.239E+00  1.524E-01   1.524E-01    73.14
193.63  ------    4.59*  5.727E+00  ------  Line Not Found  ------
210.97  ------    3.26   5.438E+00  ------  Line Not Found  ------

TH-230      609.31    2334   46.30*  2.414E+00  1.082E+00   1.082E+00    10.49
768.36     143    5.04   1.983E+00  7.413E-01   7.413E-01    87.04
934.06     124    3.21   1.669E+00  1.199E+00   1.199E+00    63.17
1120.29     570   15.10   1.423E+00  1.375E+00   1.375E+00    20.72
1238.11     232    5.94   1.304E+00  1.548E+00   1.548E+00    41.92
1377.67     182    4.11   1.192E+00  1.927E+00   1.927E+00    33.45
1764.49     415   15.80   9.898E-01  1.375E+00   1.375E+00    17.63

U-231        84.21     415    7.00   5.449E+00  5.636E-01   6.509E+01    46.51
92.29    1407   17.30   5.977E+00  7.046E-01   8.137E+01    17.44
95.87     398   28.00*  6.076E+00  1.211E-01   1.398E+01    38.54
108.00  ------   13.10   6.500E+00  ------  Line Not Found  ------

TH-232      338.32    1102   11.40   3.877E+00  1.292E+00   1.292E+00    14.34
911.07    1287   27.70*  1.706E+00  1.411E+00   1.411E+00    14.83
969.11     709   16.60   1.616E+00  1.369E+00   1.369E+00    25.69

TH-234       63.29     398    3.80*  3.198E+00  1.694E+00   1.694E+00    58.18
92.38    1407    5.41   5.977E+00  2.253E+00   2.253E+00    23.60

U-234       609.31    2334   46.30*  2.414E+00  1.082E+00   1.082E+00    10.49
768.36     143    5.04   1.983E+00  7.413E-01   7.413E-01    87.04
934.06     124    3.21   1.669E+00  1.199E+00   1.199E+00    63.17
1120.29     570   15.10   1.423E+00  1.375E+00   1.375E+00    20.72
1238.11     232    5.94   1.304E+00  1.548E+00   1.548E+00    41.92
1377.67     182    4.11   1.192E+00  1.927E+00   1.927E+00    33.45
1764.49     415   15.80   9.898E-01  1.375E+00   1.375E+00    17.63

U-235        89.95     990    2.70   5.820E+00  3.263E+00   3.263E+00    34.20
93.35    1407    4.50   5.977E+00  2.709E+00   2.709E+00    31.86
105.00     266    2.10   6.437E+00  1.020E+00   1.020E+00    62.98
143.76     277   10.50*  6.514E+00  2.097E-01   2.097E-01    71.00
163.35  ------    4.70   6.238E+00  ------  Line Not Found  ------
185.71     948   54.00   5.859E+00  1.553E-01   1.553E-01    26.88
205.31  ------    4.70   5.531E+00  ------  Line Not Found  ------

NP-237       86.50    1487   12.60*  5.655E+00  1.081E+00   1.081E+00    24.92
95.87     398    2.60   6.076E+00  1.304E+00   1.304E+00    44.92

U-238        63.29     398    3.80*  3.198E+00  1.694E+00   1.694E+00    58.18
92.38    1407    5.41   5.977E+00  2.253E+00   2.253E+00    17.44

AM-243       74.67    1972   66.00*  4.600E+00  3.365E-01   3.365E-01    11.74
86.72    1487    0.34   5.655E+00  4.052E+01   4.052E+01    13.97
117.66  ------    0.55   6.624E+00  ------  Line Not Found  ------
142.18  ------    0.13   6.534E+00  ------  Line Not Found  ------

ANH-511     511.00     389  100.00*  2.793E+00  7.214E-02   7.214E-02    59.38

Flag: "*" = Keyline
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Summary of Nuclide Activity                                          Page :   4
Sample ID : G227075001                  Acquisition date : 22-APR-2009 00:32:52

Total number of lines in spectrum              51
Number of unidentified lines                    8
Number of lines tentatively identified by NID  43       84.31%

Nuclide Type :                                 

Uncorrected  Decay Corr   Decay Corr   2-Sigma
Nuclide     Hlife   Decay  pCi/GRAM     pCi/GRAM   2-Sigma Error  %Error Flags
K-40    1.28E+09Y    1.00  2.649E+01    2.649E+01    0.203E+01     7.66       
CD-109    464.00D    1.04  3.660E+00    3.821E+00    0.534E+00    13.97       
SN-126  1.00E+05Y    1.00  3.680E-01    3.680E-01    0.514E-01    13.97       
EU-155      4.96Y    1.01  1.034E-01    1.046E-01    0.587E-01    56.15       
RE-188     69.40D    1.33  8.850E-02    1.180E-01    0.909E-01    77.05       
TL-208  1.41E+10Y    1.00  4.604E-01    4.604E-01    0.504E-01    10.95       
BI-210     22.26Y    1.00  1.910E+00    1.915E+00    2.420E+00   126.39       
PB-210     22.26Y    1.00  1.910E+00    1.915E+00    2.420E+00   126.39       
PO-210     22.26Y    1.00  1.910E+00    1.915E+00    2.419E+00   126.33       
BI-211  7.04E+08Y    1.00  3.373E+00    3.373E+00    0.299E+00     8.87       
PB-212  1.41E+10Y    1.00  1.411E+00    1.411E+00    0.111E+00     7.85       
PO-212  1.41E+10Y    1.00  1.411E+00    1.411E+00    0.111E+00     7.85       
BI-214   1600.00Y    1.00  1.082E+00    1.082E+00    0.113E+00    10.49       
PB-214   1600.00Y    1.00  1.173E+00    1.173E+00    0.121E+00    10.29       
PO-214   1600.00Y    1.00  1.173E+00    1.173E+00    0.121E+00    10.29       
PO-216  1.41E+10Y    1.00  1.411E+00    1.411E+00    0.111E+00     7.85       
PO-218   1600.00Y    1.00  1.173E+00    1.173E+00    0.121E+00    10.29       
RA-224  1.41E+10Y    1.00  3.622E+00    3.622E+00    0.524E+00    14.47       
RA-226   1600.00Y    1.00  1.082E+00    1.082E+00    0.113E+00    10.49       
AC-228  1.41E+10Y    1.00  1.411E+00    1.411E+00    0.209E+00    14.83       
RA-228  1.41E+10Y    1.00  1.411E+00    1.411E+00    0.209E+00    14.83       
TH-228  1.41E+10Y    1.00  1.411E+00    1.411E+00    0.111E+00     7.85       
TH-229   7340.00Y    1.00  5.024E-01    5.024E-01    0.702E-01    13.97  K    
TH-230  4.47E+09Y    1.00  1.082E+00    1.082E+00    0.113E+00    10.49       
U-231       4.20D    115.  1.211E-01    1.398E+01    0.539E+01    38.54       
TH-232  1.41E+10Y    1.00  1.411E+00    1.411E+00    0.209E+00    14.83       
TH-234  4.47E+09Y    1.00  1.694E+00    1.694E+00    0.986E+00    58.18       
U-234   4.47E+09Y    1.00  1.082E+00    1.082E+00    0.113E+00    10.49       
U-235   7.04E+08Y    1.00  2.097E-01    2.097E-01    1.489E-01    71.00       
NP-237  2.14E+06Y    1.00  1.081E+00    1.081E+00    0.269E+00    24.92       
U-238   4.47E+09Y    1.00  1.694E+00    1.694E+00    0.986E+00    58.18       
AM-243   7380.00Y    1.00  3.365E-01    3.365E-01    0.395E-01    11.74       
ANH-511 1.00E+09Y    1.00  7.214E-02    7.214E-02    4.284E-02    59.38       

---------    ---------
Total Activity :  6.733E+01    8.140E+01

Grand Total Activity :  6.733E+01    8.140E+01

Flags: "K" = Keyline not found         "M" = Manually accepted
"E" = Manually edited           "A" = Nuclide specific abn. limit
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Unidentified Energy Lines                                            Page :   5
Sample ID : G227075001                  Acquisition date : 22-APR-2009 00:32:52

It   Energy    Area   Bkgnd  FWHM  Channel Left Pw  Cts/Sec %Err   %Eff   Flags

0   129.20     299    1856  1.05   257.91  254  8 4.98E-03 51.3  6.63E+00  T
0   209.28     531    1592  1.13   418.19  414  9 8.86E-03 28.4  5.47E+00  T
0   270.36     380    1165  1.21   540.46  536  9 6.33E-03 34.1  4.59E+00  T
0   328.21     352    1106  1.27   656.24  651 11 5.86E-03 38.2  3.97E+00  T
0   409.19     125     702  1.32   818.31  815  9 2.08E-03 78.5  3.34E+00   
0   462.95     439     659  1.03   925.90  920 12 7.32E-03 25.2  3.03E+00  T
0   665.69      95     353  1.81  1331.60 1328  8 1.58E-03 71.8  2.24E+00  T
0   727.53     404     501  1.37  1455.33 1449 14 6.73E-03 29.1  2.08E+00  T
0   787.37      82     456  1.50  1575.07 1566 12 1.37E-03 ****  1.94E+00   
0   795.04     225     342  1.38  1590.42 1585 11 3.75E-03 34.5  1.92E+00  T
0   838.57     122     668  5.43  1677.53 1666 19 2.03E-03 ****  1.84E+00   
2   964.89     248     344  1.88  1930.26 1925 22 4.13E-03 31.4  1.62E+00  T
0  1406.02      98     366  7.87  2812.70 2797 30 1.64E-03 ****  1.17E+00   
2  1588.61     109      92  2.54  3177.88 3170 27 1.82E-03 44.4  1.07E+00   
2  1592.25      77      95  2.54  3185.16 3170 27 1.28E-03 63.3  1.06E+00   
0  1730.51     117      90  2.07  3461.66 3452 18 1.95E-03 42.3  1.00E+00   
0  1849.11      75      67  1.85  3698.84 3692 15 1.25E-03 54.0  9.61E-01   

Flags: "T" = Tentatively associated
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration    : SYS$SYSROOT:[ALPHA.ARCHIVE.GAMMA]G227075001              *
* Acquisition date : 22-APR-2009 00:32:52 Detector SN#    :                   *
* Detector ID      : GAM12                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:09.19     Half life ratio : 8.000             *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 24-MAR-2009 14:10:00 Nuclide Library : SOLID             *
* Sample ID        : G227075001           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 8.6970E+01 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
*                                                                             *
* CALIB. DATE/TIME : 10-FEB-2009 09:20:24 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act Error        LC            TPU
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          2.649E+01       1.990E+00      1.155E-01      1.990E+00
CD-109        3.821E+00       5.232E-01      2.387E-01      5.232E-01
SN-126        3.680E-01       5.039E-02      2.310E-02      5.039E-02
EU-155        1.046E-01       5.754E-02      3.343E-02      5.754E-02
RE-188        1.180E-01       8.908E-02      6.053E-02      8.908E-02
TL-208        4.604E-01       4.939E-02      1.190E-02      4.939E-02
BI-210        1.915E+00       2.371E+00      1.095E+00      2.371E+00
PB-210        1.915E+00       2.371E+00      1.095E+00      2.371E+00
PO-210        1.915E+00       2.370E+00      1.095E+00      2.370E+00
BI-211        3.373E+00       2.931E-01      6.536E-02      2.931E-01
PB-212        1.411E+00       1.086E-01      1.747E-02      1.086E-01
PO-212        1.411E+00       1.086E-01      1.747E-02      1.086E-01
BI-214        1.082E+00       1.112E-01      2.323E-02      1.112E-01
PB-214        1.173E+00       1.183E-01      2.279E-02      1.183E-01
PO-214        1.173E+00       1.183E-01      2.279E-02      1.183E-01
PO-216        1.411E+00       1.086E-01      1.747E-02      1.086E-01
PO-218        1.173E+00       1.183E-01      2.279E-02      1.183E-01
RA-224        3.622E+00       5.136E-01      1.989E-01      5.136E-01
RA-226        1.082E+00       1.112E-01      2.323E-02      1.112E-01
AC-228        1.411E+00       2.051E-01      4.672E-02      2.051E-01
RA-228        1.411E+00       2.051E-01      4.672E-02      2.051E-01
TH-228        1.411E+00       1.086E-01      1.747E-02      1.086E-01
TH-229        1.396E-01       2.033E-01      1.634E-01      2.033E-01
TH-230        1.082E+00       1.112E-01      2.323E-02      1.112E-01
U-231         1.398E+01       5.280E+00      2.707E+00      5.280E+00
TH-232        1.411E+00       2.051E-01      4.672E-02      2.051E-01
TH-234        1.694E+00       9.661E-01      3.929E-01      9.661E-01
U-234         1.082E+00       1.112E-01      2.323E-02      1.112E-01
U-235         2.097E-01       1.459E-01      6.381E-02      1.459E-01
NP-237        1.081E+00       2.639E-01      6.861E-02      2.639E-01
U-238         1.694E+00       9.661E-01      3.929E-01      9.661E-01
AM-243        3.365E-01       3.873E-02      1.698E-02      3.873E-02
ANH-511       7.214E-02       4.198E-02      9.678E-03      4.198E-02
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---- Non-Identified Nuclides ----

Key-Line
Activity     K.L Act error        LC             TPU

Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7         -2.012E-02       1.597E-01      1.286E-01      1.597E-01 NOT IDENT.
NA-22        -6.701E-03       1.948E-02      1.601E-02      1.948E-02 NOT IDENT.
NA-24        -2.906E+11       1.106E+12      0.000E+00      1.106E+12 SHORT HLIF
AL-26        -2.981E-03       1.239E-02      1.023E-02      1.239E-02 NOT IDENT.
TI-44         3.418E-01       2.940E-02      1.555E-02      2.940E-02 FAIL ABUN 
SC-46        -1.559E-02       1.907E-02      1.507E-02      1.907E-02 FAIL ABUN 
V-48          4.295E-02       5.689E-02      4.756E-02      5.689E-02 NOT IDENT.
CR-51        -1.018E-01       2.101E-01      1.722E-01      2.101E-01 NOT IDENT.
MN-52        -4.804E-02       5.319E-01      4.368E-01      5.319E-01 FAIL ABUN 
MN-54         2.456E-02       1.871E-02      1.414E-02      1.871E-02 NOT IDENT.
CO-56        -9.886E-03       1.941E-02      1.518E-02      1.941E-02 FAIL ABUN 
CO-57         9.680E-03       1.031E-02      8.501E-03      1.031E-02 NOT IDENT.
CO-58        -4.305E-03       1.938E-02      1.585E-02      1.938E-02 NOT IDENT.
FE-59        -2.464E-02       4.830E-02      3.992E-02      4.830E-02 FAIL ABUN 
CO-60         2.305E-03       1.724E-02      1.441E-02      1.724E-02 NOT IDENT.
ZN-65         1.383E-02       4.418E-02      3.261E-02      4.418E-02 NOT IDENT.
GE-68         3.607E-01       5.605E-01      4.837E-01      5.605E-01 NOT IDENT.
AS-73         3.601E-02       3.577E-01      3.000E-01      3.577E-01 NOT IDENT.
AS-74        -2.576E-02       6.418E-02      5.341E-02      6.418E-02 NOT IDENT.
SE-75        -1.082E-02       1.989E-02      1.525E-02      1.989E-02 NOT IDENT.
BR-77        -2.305E+02       2.309E+02      0.000E+00      2.309E+02 SHORT HLIF
SR-82        -1.217E-01       2.522E-01      1.848E-01      2.522E-01 NOT IDENT.
RB-83        -2.263E-02       3.287E-02      2.479E-02      3.287E-02 NOT IDENT.
RB-84         6.718E-02       4.042E-02      3.494E-02      4.042E-02 NOT IDENT.
KR-85         1.804E+01       3.464E+00      3.026E+00      3.464E+00 NOT IDENT.
SR-85         1.067E-01       2.050E-02      1.790E-02      2.050E-02 NOT IDENT.
RB-86         1.663E-01       5.774E-01      4.925E-01      5.774E-01 NOT IDENT.
Y-88         -2.273E-03       1.654E-02      1.376E-02      1.654E-02 NOT IDENT.
ZR-88         4.862E-03       1.402E-02      1.159E-02      1.402E-02 NOT IDENT.
Y-91          2.131E-01       9.974E+00      8.356E+00      9.974E+00 NOT IDENT.
NB-94         1.198E-02       1.524E-02      1.297E-02      1.524E-02 NOT IDENT.
NB-95         8.261E-02       3.013E-02      2.396E-02      3.013E-02 NOT IDENT.
NB-95M        8.203E+00       1.101E+01      8.320E+00      1.101E+01 NOT IDENT.
ZR-95         2.429E-02       3.385E-02      2.872E-02      3.385E-02 NOT IDENT.
NB-97        -1.581E+10       2.570E+10      0.000E+00      2.570E+10 SHORT HLIF
ZR-97         1.487E+12       5.592E+11      0.000E+00      5.592E+11 SHORT HLIF
MO-99        -7.166E+01       1.502E+02      0.000E+00      1.502E+02 SHORT HLIF
TC-99M       -1.609E+31       3.759E+32      0.000E+00      0.000E+00 SHORT HLIF
RH-101        7.568E-04       1.644E-02      1.074E-02      1.644E-02 NOT IDENT.
RH-102       -4.044E-03       1.212E-02      9.702E-03      1.212E-02 FAIL ABUN 
RU-103        2.323E-04       2.146E-02      1.731E-02      2.146E-02 FAIL ABUN 
RH-106        8.281E-03       1.371E-01      1.154E-01      1.371E-01 FAIL ABUN 
RU-106        8.281E-03       1.371E-01      1.154E-01      1.371E-01 FAIL ABUN 
AG-108M      -6.824E-03       1.332E-02      1.066E-02      1.332E-02 NOT IDENT.
AG-110M      -5.941E-03       1.455E-02      1.200E-02      1.455E-02 NOT IDENT.
IN-111       -1.367E+00       1.223E+01      0.000E+00      1.223E+01 SHORT HLIF
IN-113M      -1.563E-04       1.971E-02      1.615E-02      1.971E-02 NOT IDENT.
SN-113       -1.563E-04       1.971E-02      1.615E-02      1.971E-02 NOT IDENT.
IN-114M      -7.596E-02       9.777E-02      6.732E-02      9.777E-02 NOT IDENT.
CD-115       -1.246E+02       3.154E+02      0.000E+00      3.154E+02 SHORT HLIF
SN-117M       2.584E-02       4.446E-02      3.434E-02      4.446E-02 NOT IDENT.
SB-122        1.848E+00       3.723E+01      0.000E+00      3.723E+01 SHORT HLIF
I-123         6.450E+13       6.691E+13      0.000E+00      6.691E+13 SHORT HLIF
TE-123M       1.138E-02       1.181E-02      9.636E-03      1.181E-02 NOT IDENT.
I-124         4.259E-01       2.923E+00      2.253E+00      2.923E+00 NOT IDENT.
SB-124       -1.223E-02       3.855E-02      3.060E-02      3.855E-02 FAIL ABUN 
SB-125        1.010E-02       3.930E-02      3.225E-02      3.930E-02 FAIL ABUN 
TE-125M       1.115E+00       5.676E+00      3.504E+00      5.676E+00 NOT IDENT.
I-126         2.549E-01       1.800E-01      1.407E-01      1.800E-01 FAIL ABUN 
SB-126        1.003E-01       1.390E-01      1.082E-01      1.390E-01 FAIL ABUN 
SB-127        3.268E-01       6.730E+00      5.625E+00      6.730E+00 NOT IDENT.
XE-127        3.459E-03       2.474E-02      1.962E-02      2.474E-02 FAIL ABUN 
I-131         2.745E-02       1.495E-01      1.236E-01      1.495E-01 NOT IDENT.
TE-132        2.199E+00       4.744E+00      0.000E+00      4.744E+00 SHORT HLIF
BA-133        1.473E-02       1.928E-02      1.428E-02      1.928E-02 FAIL ABUN 
I-133        -1.307E+08       1.409E+08      0.000E+00      1.409E+08 SHORT HLIF
CS-134        8.103E-02       2.809E-02      1.906E-02      2.809E-02 FAIL ABUN 
CS-135        1.378E-01       7.076E-02      5.450E-02      7.076E-02 NOT IDENT.
I-135         1.238E+29       1.688E+30      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -3.522E-02       9.912E-02      7.889E-02      9.912E-02 FAIL ABUN 
BA-137M      -5.468E-03       2.760E-02      1.281E-02      2.760E-02 NOT IDENT.
CS-137       -5.780E-03       2.918E-02      1.354E-02      2.918E-02 NOT IDENT.
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CE-139       -4.073E-03       1.248E-02      9.905E-03      1.248E-02 NOT IDENT.
BA-140       -2.290E-01       2.454E-01      1.816E-01      2.454E-01 NOT IDENT.
LA-140        6.112E-02       7.657E-02      5.805E-02      7.657E-02 FAIL ABUN 
CE-141        2.706E-03       4.471E-02      2.704E-02      4.471E-02 NOT IDENT.
CE-143        4.773E+05       1.382E+05      0.000E+00      1.382E+05 SHORT HLIF
CE-144        2.172E-02       9.077E-02      6.577E-02      9.077E-02 NOT IDENT.
PM-144       -8.226E-03       1.566E-02      1.283E-02      1.566E-02 NOT IDENT.
PR-144       -5.615E-01       1.069E+00      8.759E-01      1.069E+00 NOT IDENT.
PM-146       -3.002E-02       2.664E-02      1.471E-02      2.664E-02 NOT IDENT.
ND-147       -2.159E-01       5.672E-01      4.488E-01      5.672E-01 FAIL ABUN 
PM-149        9.513E+02       2.531E+03      0.000E+00      2.531E+03 SHORT HLIF
EU-152        1.393E-02       4.451E-02      3.261E-02      4.451E-02 FAIL ABUN 
GD-153        6.556E-02       4.699E-02      2.488E-02      4.699E-02 FAIL ABUN 
EU-154       -1.771E-02       5.408E-02      4.446E-02      5.408E-02 NOT IDENT.
TB-160       -3.210E-02       6.846E-02      5.501E-02      6.846E-02 FAIL ABUN 
TM-171       -1.144E+01       1.374E+01      8.753E+00      1.374E+01 NOT IDENT.
LU-176       -7.963E-04       9.651E-03      8.010E-03      9.651E-03 FAIL ABUN 
LU-177        8.946E+00       2.534E+00      1.606E+00      2.534E+00 FAIL ABUN 
LU-177M      -2.070E-02       8.880E-02      6.286E-02      8.880E-02 NOT IDENT.
HF-181        2.165E-02       2.223E-02      1.849E-02      2.223E-02 NOT IDENT.
W-181         1.988E-02       1.887E-01      1.230E-01      1.887E-01 NOT IDENT.
TA-182       -5.349E-02       9.352E-02      7.662E-02      9.352E-02 FAIL ABUN 
RE-183       -7.782E-03       4.859E-02      3.875E-02      4.859E-02 FAIL ABUN 
RE-184        1.364E-01       9.324E-02      8.050E-02      9.324E-02 NOT IDENT.
OS-185        1.747E-02       1.997E-02      1.717E-02      1.997E-02 NOT IDENT.
W-188        -1.536E+00       3.713E+00      2.688E+00      3.713E+00 FAIL ABUN 
IR-192        8.025E-03       1.577E-02      1.324E-02      1.577E-02 FAIL ABUN 
AU-195        1.933E-01       1.386E-01      7.753E-02      1.386E-01 FAIL ABUN 
TL-200        4.350E+05       1.065E+06      0.000E+00      1.065E+06 SHORT HLIF
TL-201       -3.137E+01       6.048E+01      0.000E+00      6.048E+01 SHORT HLIF
TL-202        9.068E-02       6.119E-02      5.180E-02      6.119E-02 NOT IDENT.
HG-203        3.680E-02       2.222E-02      1.706E-02      2.222E-02 NOT IDENT.
BI-207        1.549E-02       2.223E-02      1.925E-02      2.223E-02 FAIL ABUN 
TL-207        5.685E-02       2.950E-01      2.160E-01      2.950E-01 FAIL ABUN 
PO-209       -1.599E+00       3.182E+00      2.549E+00      3.182E+00 NOT IDENT.
PB-211        2.212E-01       4.645E-01      3.241E-01      4.645E-01 NOT IDENT.
BI-212        8.539E-01       2.540E-01      1.356E-01      2.540E-01 FAIL ABUN 
PO-215        5.685E-02       2.950E-01      2.160E-01      2.950E-01 FAIL ABUN 
RN-219        2.682E-02       1.708E-01      1.403E-01      1.708E-01 FAIL ABUN 
RN-220       -8.610E+00       1.043E+01      8.602E+00      1.043E+01 NOT IDENT.
RA-223        5.685E-02       2.950E-01      2.160E-01      2.950E-01 FAIL ABUN 
AC-227       -1.832E-01       1.477E-01      1.190E-01      1.477E-01 FAIL ABUN 
TH-227       -1.832E-01       1.487E-01      1.190E-01      1.487E-01 FAIL ABUN 
PA-231       -3.364E-01       5.976E-01      4.914E-01      5.976E-01 FAIL ABUN 
TH-231        5.685E-02       2.950E-01      2.160E-01      2.950E-01 FAIL ABUN 
PA-233       -1.110E-03       2.524E-02      2.095E-02      2.524E-02 FAIL ABUN 
PA-234       -7.176E-02       1.324E-01      1.050E-01      1.324E-01 FAIL ABUN 
PA-234M      -2.425E+00       4.158E+00      2.509E+00      4.158E+00 FAIL ABUN 
NP-236       -2.198E-02       3.101E-02      2.445E-02      3.101E-02 FAIL ABUN 
NP-239       -1.177E-02       7.262E-02      5.885E-02      7.262E-02 FAIL ABUN 
AM-241        6.128E-03       6.361E-02      4.776E-02      6.361E-02 NOT IDENT.
CM-243        9.326E-02       5.130E-02      3.106E-02      5.130E-02 FAIL ABUN 
CM-247       -3.784E-03       1.547E-02      1.257E-02      1.547E-02 FAIL ABUN 
CF-249        1.815E-02       1.625E-02      1.370E-02      1.625E-02 NOT IDENT.
CF-251       -1.808E-02       5.034E-02      3.980E-02      5.034E-02 NOT IDENT.
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********************************************************************************
*                             GEL Laboratories LLC                             *
*                                2040 SAVAGE ROAD                              *
*                             CHARLESTON ,SC 29417                             *
*                       GAMMA SPECTROSCOPY BACKGROUND REPORT                   *
********************************************************************************

ENERGY        MDA COUNTS
______        __________

46.50         1425.3700
46.50         1425.3700
46.50         1425.3700
48.70         1476.9100
49.72            0.0000
51.35         1510.9891
52.39         1448.9442
52.97         1433.0916
53.15         1433.8051
53.44         1443.1458
54.07         1433.7800
56.28         1533.1566
56.28         1533.1693
57.37            0.0000
57.53         1517.9829
57.53         1517.9912
57.60         1518.2596
57.98         1514.2395
57.98         1514.2395
59.32         1530.1356
59.32         1530.1356
59.40         1530.4470
59.54         1533.7743
59.72         1483.1016
60.01         1491.1460
61.10         1520.3557
61.14         1520.5096
61.30         1521.1215
63.00         1655.9269
63.29         1657.1111
63.29         1657.1111
63.58         1658.2909
64.28         1751.4912
65.12         1726.9198
65.20         1715.9882
65.20         1715.9882
66.05         1774.5140
66.72         1808.4277
66.83         1808.9063
66.91         1809.2480
67.20         1810.4980
67.20         1810.4980
67.75         1819.9232
67.85         1820.3546
68.90            0.0000
68.90         1796.4329
69.30         1833.6381
69.67         1789.6881
70.82            0.0000
70.82         1838.6384
70.83         1838.6777
72.80         1895.1373
72.87         1895.4401
72.87         1895.4401
74.67         1903.0488
74.81         1903.6340
74.81         1903.6340
74.81         1903.6340
74.81         1903.6340
74.81         1903.6340
74.81         1903.6340
74.97         1904.3000
75.28         1905.6018
75.70         1907.3577
77.11         1913.2106
77.11         1913.2106
77.11         1913.2106
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77.11         1913.2106
77.11         1913.2106
77.11         1913.2106
78.38         1904.4170
79.62         1902.1744
79.80         1902.9030
79.80         1902.9030
80.11         1927.4326
80.18         1927.7155
80.30            0.0000
80.30         1928.2103
81.00         1907.7029
81.07         1907.9823
81.07         1907.9823
81.07         1907.9823
81.07         1907.9823
82.60         1845.2727
83.37         1833.5313
83.78         1683.9967
83.78         1683.9967
83.78         1683.9967
83.78         1683.9967
84.21         1685.4681
84.40         1686.1250
84.90         1687.8329
85.43         1689.6460
86.29         1692.5713
86.50         1693.2808
86.54         1693.4121
86.59         1693.5873
86.72         1694.0253
86.79         1694.2529
86.94         1694.7697
87.30         1695.9784
87.30         1695.9784
87.30         1695.9784
87.30         1695.9784
87.30         1695.9784
87.30         1695.9784
87.57         1696.8893
87.88            0.0000
88.03         1698.4396
88.36         1699.5431
88.47         1699.9110
89.95         1704.8508
91.11         1708.6870
92.29         1712.5758
92.38         1712.8649
92.38         1712.8649
93.35         1716.0354
94.00         1718.1550
94.67         1720.3096
94.67         1720.3271
94.90         1721.0717
94.90         1721.0717
94.90         1721.0717
94.90         1721.0717
95.87         1165.4861
95.87         1165.4861
96.73         1167.3628
97.43         1168.8666
98.44         1327.9828
98.44         1327.9828
98.88         1329.0503
99.55         1374.5269
99.55         1374.5269
99.86         1375.3036
100.00         1375.6504
100.10         1370.3638
103.18         1396.2052
103.76         1398.6558
105.00         1399.6805
105.31         1400.4427
108.00         1366.0582
109.28         1441.3582
111.00         1501.6298
111.00         1501.6298
111.76            0.0000
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112.95         1476.6213
115.19         1421.0090
116.30            0.0000
117.00         1362.8964
117.00         1362.8964
117.66         1463.1489
121.11         1336.3853
121.62         1325.9524
121.78         1326.2939
122.06         1349.9202
122.32         1387.1400
122.32         1387.1400
122.32         1387.1400
122.32         1387.1400
123.07         1372.0002
127.23         1477.4944
129.76         1411.6729
131.20         1451.3920
133.02         1346.7213
133.54         1350.9608
135.34            0.0000
136.00         1358.5476
136.25         1396.4923
136.48         1444.0710
140.51            0.0000
140.51            0.0000
142.18         1474.8704
142.65         1435.3562
143.76         1370.5470
144.24         1371.4750
144.24         1371.4750
144.24         1371.4750
144.24         1371.4750
145.22         1373.3567
145.44         1392.2147
147.16         1369.4733
152.43         1348.1934
152.70         1317.4701
153.22         1315.1123
154.21         1278.9983
154.21         1278.9983
154.21         1278.9983
154.21         1278.9983
155.03         1351.2683
156.02         1366.2582
158.56         1278.1421
159.00            0.0000
159.00         1245.7524
160.31         1366.2589
161.27         1403.4258
162.32         1323.2538
162.64         1310.4843
163.35         1280.5873
163.89         1263.6958
165.85         1341.5297
167.43            0.0000
171.28            0.0000
171.86         1325.8859
172.10         1326.2822
176.55         1326.7875
176.60         1326.8712
181.06            0.0000
185.71         1276.3560
186.00         1276.7882
190.27         1318.7366
192.34         1267.3488
193.63         1252.3987
197.04         1273.4457
198.01         1299.1501
198.60         1348.6694
200.40            0.0000
201.83         1355.8617
202.84         1314.2955
205.31         1337.7112
208.36         1336.5427
208.81         1273.3915
209.75         1230.1721
209.75         1230.1721
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210.97         1209.2333
215.65         1197.7382
216.55         1206.8485
218.09         1159.9884
222.10         1194.2502
223.80         1146.3446
226.40         1177.1514
227.00         1179.6550
227.08         1179.7556
227.20         1174.5209
228.16            0.0000
228.18         1118.2966
228.18         1118.2966
231.56            0.0000
235.69         1172.4553
236.00         1185.8269
236.00         1185.8269
238.60         1093.7240
238.63         1093.7517
238.63         1093.7517
238.63         1093.7517
239.00            0.0000
240.98         1096.2656
241.98         1097.3339
241.98         1097.3339
241.98         1097.3339
244.69          955.2750
245.39            0.0000
247.94          951.9874
248.90          979.2632
249.79            0.0000
252.40          891.6069
252.85          886.4730
252.85          886.4730
254.15            0.0000
256.20         1021.9490
256.20         1021.9490
260.50          962.1777
260.90            0.0000
262.80          938.2495
264.65          975.7335
268.24          963.0068
268.79          959.0057
269.46          996.8954
269.46          996.8954
269.46          996.8954
269.46          996.8954
271.23          937.1935
273.65          868.8105
276.40          941.4950
277.35          937.3915
277.60          932.9073
277.60          932.9073
278.00          942.8115
278.60          917.7402
279.20          901.6588
279.53          912.4620
281.68            0.0000
283.67          914.2206
284.30          918.5026
285.00          866.1019
285.90            0.0000
286.10          838.5338
286.10          838.5338
287.40          854.6263
288.45            0.0000
290.67          915.1547
290.80          883.3299
291.72          870.3170
293.26            0.0000
293.70          850.4323
295.21          904.9186
295.21          904.9186
295.21          904.9186
295.96          805.4807
296.50          805.8412
297.23            0.0000
298.57          807.2321
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299.80          856.3099
299.80          856.3099
300.09          845.7891
300.09          845.7891
300.09          845.7891
300.10          845.7891
300.12          845.8026
301.29          834.3547
302.84          846.1670
303.76            0.0000
303.91          770.0551
304.40          785.7498
304.40          785.7498
304.84          816.5320
306.84          806.9535
308.46          823.4423
311.98          798.7129
316.51          795.7889
318.01          839.4785
319.02          844.0405
319.41          852.0870
320.08          832.0908
323.87          790.2667
323.87          790.2667
323.87          790.2667
323.87          790.2667
325.23          870.8293
328.77          764.2776
333.44          778.8153
334.20          758.2840
334.20          758.2840
334.30          758.3428
338.28          752.0820
338.28          752.0820
338.28          752.0820
338.28          752.0820
338.32          752.1053
338.32          752.1053
338.32          752.1053
340.50          811.4693
340.57          811.5194
344.27          747.1375
345.85          760.7283
350.59            0.0000
351.07          725.4006
351.92          725.8561
351.92          725.8561
351.92          725.8561
355.39            0.0000
356.01          657.6251
364.48          661.0501
366.43            0.0000
367.43          672.5163
367.94            0.0000
369.80          609.0083
374.96          659.8806
383.85          715.9680
387.95          627.9784
388.63          664.0822
391.69          663.4080
391.69          663.4080
392.90          645.4794
398.62          658.2667
400.65          650.9017
401.10          651.0942
401.81          669.9844
402.60          698.2287
404.84          673.6069
411.60          684.9098
413.65          667.5044
414.70          654.6386
415.30          640.1684
415.76          626.2761
417.63            0.0000
418.52          676.2887
423.70          640.8369
427.08          615.9756
427.89          619.4478
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432.53          566.5024
433.93          581.7495
439.47            0.0000
439.56          511.8793
439.89          527.8500
443.98          589.6301
444.90          560.2507
445.03          560.2910
445.03          560.2910
445.03          560.2910
445.03          560.2910
453.90          546.2578
463.38          516.1047
468.07          506.1308
473.00          529.8239
475.06          533.7094
475.35          521.9062
476.78          539.6443
477.59          536.6572
477.96          543.2640
482.03          495.7295
484.57            0.0000
487.03          490.6249
490.36            0.0000
492.35            0.0000
497.08          499.9972
507.63            0.0000
510.53            0.0000
510.84          520.3768
511.00          520.4200
511.85          520.6649
511.85          520.6649
513.99          521.2771
513.99          521.2771
520.41          485.1084
520.65            0.0000
527.90            0.0000
528.96            0.0000
529.64          525.7136
529.87            0.0000
531.02          500.4662
537.32          527.8599
543.00          478.9677
546.56            0.0000
549.76          488.9916
552.65          445.5407
555.20          513.8503
563.23          502.3736
563.90            0.0000
568.70          477.3962
569.32          460.2673
569.50          453.9487
569.67          453.9852
573.80          503.2418
574.00          499.6486
574.64            0.0000
578.91            0.0000
579.30            0.0000
583.14          447.8958
585.48            0.0000
591.81          453.8040
592.07          447.1176
593.00          458.3643
595.88          490.3466
600.56          509.0158
602.52            0.0000
602.71          524.4687
602.71          524.4687
603.60          535.0571
604.41          546.0525
604.70          556.9383
609.31          479.6261
609.31          479.6261
609.31          479.6261
609.31          479.6261
610.33          454.7932
612.46          481.5843
614.37          446.3789
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618.01          454.6049
621.84          456.3602
621.84          456.3602
631.29          423.7059
633.02          426.8624
633.10          426.8735
634.78          411.2452
635.90          417.0955
636.97          417.3015
645.85          418.0704
646.12          414.3491
656.30          439.0248
657.75          421.2797
657.90            0.0000
661.65          370.7000
661.65          370.7000
664.57            0.0000
666.33          504.8198
666.33          504.8198
675.00          428.3672
677.61          391.5256
685.20          430.2922
692.80            0.0000
695.00          472.6299
696.49          514.4439
696.49          514.4439
697.00          516.4788
697.49          526.2523
698.33          518.7111
698.50          518.7504
699.00          522.7201
702.63          497.4105
706.10          493.3050
706.58            0.0000
706.67          506.0316
709.31          473.5959
713.82          389.9079
717.42          429.4582
720.50          378.8856
721.93            0.0000
722.20          385.4336
722.78          411.5471
722.78          411.5471
722.89          411.5677
722.95          411.5780
723.30          424.6560
724.18          432.9535
727.18          388.1896
733.00          382.2686
735.90          335.8390
739.58            0.0000
742.81          376.9221
744.21          366.3056
747.13          367.7274
751.79          389.1712
753.82          354.8894
755.35            0.0000
756.15          349.2856
756.87          356.3174
763.93          372.2168
765.79          334.4146
766.41          334.4968
766.84          366.0222
768.36          375.8590
768.36          375.8590
768.36          375.8590
768.36          375.8590
776.49          373.3719
778.00            0.0000
778.57          368.1468
778.89          365.1607
783.80          368.4862
785.46          354.3803
792.07          356.3000
795.84          358.4953
796.30          360.2317
801.93          386.6263
805.60          368.2526
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810.76          369.9942
815.85          342.3488
817.79            0.0000
818.51          330.5287
819.60          330.6639
826.30          317.2635
828.27            0.0000
831.60          324.3409
831.96          293.8170
834.83          341.7393
836.80            0.0000
846.75          352.9294
848.13          356.7510
856.28            0.0000
856.80          356.5098
860.37          387.8674
867.32          297.6605
867.82          277.0594
871.10          328.7294
873.19          310.3564
874.81          295.0126
875.33            0.0000
876.40          338.6797
879.36          334.8917
880.27          301.8059
880.51          295.6110
881.50          280.1514
883.24          290.7051
884.67          331.3675
889.25          345.4308
896.60          329.6399
898.02          363.1995
899.00          356.0186
903.28          333.1000
911.07          345.9844
911.07          345.9844
911.07          345.9844
919.63          297.0595
920.93          342.9606
925.00          293.9240
925.24          287.6231
926.50          285.7588
934.06          287.0839
934.06          287.0839
934.06          287.0839
934.06          287.0839
935.52          340.0903
937.48          310.3418
944.10          332.9504
946.00          334.2261
949.00          311.1909
962.29          332.4926
964.01          298.8809
966.15          295.8882
968.20          296.0843
969.11          296.1722
969.11          296.1722
969.11          296.1722
977.42          331.0243
980.50          310.1599
983.50          297.5721
989.30          290.5994
996.32          345.2031

1001.03          332.7618
1001.68          339.3132
1004.76          350.4674
1021.30            0.0000
1024.50            0.0000
1034.80          290.4699
1037.82          291.8357
1038.57          312.6868
1038.76            0.0000
1045.16          297.9781
1046.59          306.8789
1048.07          324.5738
1050.47          311.6373
1050.47          311.6373
1063.62          291.9658
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1076.63          324.4714
1077.35          307.0250
1085.78          313.3433
1099.22          333.1735
1112.02          286.4545
1112.84          284.3332
1115.52          318.1279
1120.29          318.4387
1120.29          318.4387
1120.29          318.4387
1120.29          318.4387
1120.51          318.4526
1121.28          328.2631
1124.00            0.0000
1129.67          338.0409
1131.51            0.0000
1147.95            0.0000
1167.94          355.9730
1173.22          354.5969
1175.09          344.3448
1177.93          348.4230
1189.05          363.7984
1204.90          399.8350
1205.75            0.0000
1213.00          421.8099
1221.42          406.4421
1230.97          386.4525
1235.34          398.4838
1236.41            0.0000
1238.11          382.2231
1238.11          382.2231
1238.11          382.2231
1238.11          382.2231
1238.25          382.2393
1246.25          348.2373
1260.41            0.0000
1271.85          262.9578
1274.45          297.2559
1274.54          297.2559
1291.56          227.1195
1298.22            0.0000
1312.09          204.7077
1325.50          222.1985
1325.50          222.1985
1332.49          210.7206
1333.61          214.7396
1360.21          163.3794
1362.66            0.0000
1365.15          165.5745
1368.21          165.5213
1368.53            0.0000
1376.25          162.8903
1377.67          167.0883
1377.67          167.0883
1377.67          167.0883
1377.67          167.0883
1384.27          123.6948
1394.10          139.4899
1395.20          136.0843
1407.95          161.2760
1434.06          146.0566
1436.60          157.3083
1457.56            0.0000
1460.81          138.8167
1489.15          125.3508
1509.49          124.9043
1596.49           82.9964
1620.62          119.5521
1678.03            0.0000
1691.02           93.4216
1691.02           93.4216
1706.46            0.0000
1750.46            0.0000
1764.49           87.8201
1764.49           87.8201
1764.49           87.8201
1764.49           87.8201
1770.23           62.2000
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1771.40           57.3022
1791.20            0.0000
1808.65           75.3962
1836.01           88.1152

139



TOTAL URANIUM BY GAMMA SPEC REPORT
Sample:G227075001               

Total Uranium Activity        5.1382E+00   ug/g
Total Uranium Counting Unc.   2.8750E+00   ug/g
Total Uranium Tpu             2.8750E-06   ug/g
Total Uranium Mda             1.1691E+00   ug/g
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********************************************************************************
*                                                                              *
*                          GEL Laboratories LLC                          *
*                               2040 SAVAGE ROAD                               *
*                             CHARLESTON ,SC 29417                             *
*                              GROSS GAMMA REPORT                              *
*                                                                              *
*                                                                              *
********************************************************************************
*                                                                              *
*   BATCH ID     : 855520                   SAMPLE ID  : G227075001            *
*   ANALYST      : MJH1                     DETECTOR   : GAM12                 *
*   SAMPLE DATE  : 24-MAR-2009 14:10:00.00  COUNT TIME :    0 16:40:00.00      *
*   ANALYSIS DATE: 22-APR-2009 00:32:52.31  SAMPLE ALQT:   86.970 GRAM         *
*                                                                              *
********************************************************************************

GROSS GAMMA ACTIVITY (pCi/GRAM  ) : 8.894E+00
GROSS GAMMA ERROR  (pCi/GRAM  )   : 1.076E+00
GROSS GAMMA MDA    (pCi/GRAM  )   : 2.051E+00
GROSS GAMMA DLC    (pCi/GRAM  )   : 1.010E+00
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:14:28.83

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075002.CNF;1
Sample date      : 24-MAR-2009 14:20:00 Acquisition date : 22-APR-2009 00:33:19
Sample ID        : G227075002           Sample quantity  : 9.58400E+01 GRAM
Detector name    : GAM13                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:11.38  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

1  0    46.76*     400    3176  0.99   93.28    90   8 6.66E-03 34.4
2  0    53.26*     146    3112  0.97  106.28   103   7 2.43E-03 78.0
3  0    63.47*     599    5017  1.00  126.70   122  10 9.98E-03 29.1
4  3    75.06     2790    3370  0.98  149.88   145  14 4.65E-02  3.8 1.92E+00
5  3    77.31*    4271    3224  0.99  154.39   145  14 7.12E-02  3.1
6  5    84.34*     420    3064  1.24  168.46   165  27 7.00E-03 30.8 4.50E+00
7  5    87.41     1504    2962  1.13  174.59   165  27 2.51E-02  6.5
8  5    90.09      999    2456  0.97  179.97   165  27 1.67E-02  8.5
9  5    92.87*    1715    3086  1.26  185.53   165  27 2.86E-02  9.3
10  0    99.26*     177    2824  1.94  198.31   194   8 2.95E-03 61.2
11  0   105.65      261    2308  1.22  211.08   208   7 4.35E-03 31.1
12  0   129.24      295    2603  0.95  258.29   255   8 4.91E-03 30.5
13  0   163.41*      18    2135  0.74  326.63   323   8 2.95E-04553.2
14  0   185.97*    1012    2904  1.31  371.76   366  12 1.69E-02 14.3
15  0   205.59*       3    1576  1.23  411.01   407   7 4.80E-05*****
16  0   209.58      796    2132  1.36  419.00   415  11 1.33E-02 11.8
17  3   238.73*    5500    1461  1.17  477.31   472  18 9.17E-02  2.1 1.42E+00
18  3   241.72     1163    1745  1.52  483.30   472  18 1.94E-02  7.5
19  0   270.24      796    2237  1.34  540.34   533  15 1.33E-02 13.4
20  0   277.41      225    1679  0.72  554.69   549  10 3.75E-03 34.7
21  0   295.29*    1231    1608  1.27  590.46   586  10 2.05E-02  8.3
22  0   300.19      240    1237  1.21  600.26   597   8 4.00E-03 26.2
23  0   328.07      264    1394  1.41  656.04   650  10 4.41E-03 27.1
24  0   338.58*    1079    1798  1.33  677.07   670  13 1.80E-02 10.1
25  0   351.87*    2418    1388  1.33  703.65   698  11 4.03E-02  4.2
26  0   409.46      150     981  1.77  818.87   815   9 2.51E-03 38.4
27  0   462.69*     388    1337  1.63  925.35   918  15 6.47E-03 23.5
28  0   510.70*     723    1541  2.09 1021.40  1012  19 1.21E-02 19.1
29  0   583.07*    1560     978  1.56 1166.21  1161  12 2.60E-02  5.7
30  0   609.08*    1819    1236  1.39 1218.24  1210  16 3.03E-02  5.8
31  0   726.93      482     688  1.24 1454.01  1448  12 8.03E-03 11.8
32  0   766.60      168     874  2.90 1533.39  1528  14 2.80E-03 38.1
33  0   794.74      326     613  1.68 1589.69  1583  14 5.44E-03 17.0
34  0   860.31      286     473  2.26 1720.88  1716  11 4.77E-03 15.8
35  0   910.77*    1097     590  1.86 1821.83  1816  13 1.83E-02  6.3
36  2   964.23      276     642  2.42 1928.79  1921  22 4.59E-03 21.6 1.41E+00
37  2   968.54      698     446  1.70 1937.43  1921  22 1.16E-02  6.8
38  0  1119.30      429     639  1.89 2239.06  2231  15 7.14E-03 13.8
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Peak Search Report (continued)                                       Page :   2
Sample ID : G227075002                  Acquisition date : 22-APR-2009 00:33:19

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

39  0  1459.97*    7284     354  2.28 2920.71  2912  17 1.21E-01  1.4
40  0  1589.26      248     226  5.10 3179.44  3168  23 4.13E-03 17.1
41  0  1763.54*     279      94  2.27 3528.18  3519  17 4.65E-03 13.1

Flag: "*" = Peak area was modified by background subtraction
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration     : DKA300:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075002         *
* Acquisition date : 22-APR-2009 00:33:19 Detector SN#    :                   *
* Detector ID      : GAM13                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:11.38     Half life ratio :  8.000            *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 24-MAR-2009 14:20:00 Nuclide Library : SOLID             *
* Sample ID        : G227075002           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 9.5840E+01 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
* Standard Weight  :   0.00000                                                *
* CALIB. DATE/TIME :  2-FEB-2009 10:41:22 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act error         MDA            
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          3.081E+01       2.022E+00      2.893E-01      0.000E+00
AS-73         1.162E-01       1.780E-01      1.742E-01      0.000E+00
NB-95         7.868E-02       5.912E-02      5.618E-02      0.000E+00
CD-109        2.738E+00       4.065E-01      4.290E-01      0.000E+00
SN-126        2.637E-01       3.915E-02      4.126E-02      0.000E+00
EU-155        8.586E-02       5.304E-02      6.687E-02      0.000E+00
TL-208        3.858E-01       5.339E-02      3.193E-02      0.000E+00
BI-210        6.367E-01       4.317E-01      3.266E-01      0.000E+00
PB-210        6.367E-01       4.317E-01      3.266E-01      0.000E+00
PO-210        6.367E-01       4.310E-01      3.266E-01      0.000E+00
BI-211        2.511E+00       2.728E-01      1.679E-01      0.000E+00
PB-212        1.230E+00       1.211E-01      3.965E-02      0.000E+00
PO-212        1.230E+00       1.211E-01      3.965E-02      0.000E+00
BI-214        8.507E-01       1.236E-01      6.114E-02      0.000E+00
PB-214        8.736E-01       1.049E-01      5.853E-02      0.000E+00
PO-214        8.736E-01       1.049E-01      5.853E-02      0.000E+00
PO-216        1.230E+00       1.211E-01      3.965E-02      0.000E+00
PO-218        8.736E-01       1.049E-01      5.853E-02      0.000E+00
RA-224        2.961E+00       4.934E-01      4.514E-01      0.000E+00
RA-226        8.507E-01       1.236E-01      6.114E-02      0.000E+00
AC-228        1.217E+00       1.945E-01      1.242E-01      0.000E+00
RA-228        1.217E+00       1.945E-01      1.242E-01      0.000E+00
TH-228        1.230E+00       1.211E-01      3.965E-02      0.000E+00
TH-229        5.588E-02       2.093E-01      3.604E-01      0.000E+00
TH-230        8.506E-01       1.236E-01      6.114E-02      0.000E+00
TH-232        1.217E+00       1.945E-01      1.242E-01      0.000E+00
TH-234        1.002E+00       5.984E-01      4.060E-01      0.000E+00
U-234         8.506E-01       1.236E-01      6.114E-02      0.000E+00
U-235        -1.126E-01       1.293E-01      1.545E-01      0.000E+00
NP-237        7.744E-01       1.943E-01      1.208E-01      0.000E+00
U-238         1.002E+00       5.984E-01      4.060E-01      0.000E+00
AM-243        2.701E-01       3.034E-02      2.412E-02      0.000E+00
ANH-511       1.340E-01       5.106E-02      2.438E-02      0.000E+00
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---- Non-Identified Nuclides ----

Key-Line
Activity   K.L. Act error         MDA            

Nuclide     (pCi/GRAM      ) Ided              (pCi/GRAM      )

BE-7          1.751E-01       2.002E-01      3.440E-01      0.000E+00 NOT IDENT.
NA-22        -1.589E-02       2.555E-02      4.208E-02      0.000E+00 NOT IDENT.
NA-24         0.000E+00       1.481E+12      0.000E+00      0.000E+00 SHORT HLIF
AL-26        -7.257E-03       1.573E-02      2.561E-02      0.000E+00 NOT IDENT.
TI-44         0.000E+00       2.877E-02      2.399E-02      0.000E+00 FAIL ABUN 
SC-46         9.465E-03       2.563E-02      4.331E-02      0.000E+00 FAIL ABUN 
V-48         -6.599E-02       7.580E-02      1.222E-01      0.000E+00 NOT IDENT.
CR-51         2.864E-02       2.430E-01      4.025E-01      0.000E+00 NOT IDENT.
MN-52         2.325E-01       6.859E-01      1.156E+00      0.000E+00 NOT IDENT.
MN-54         1.092E-02       2.163E-02      3.684E-02      0.000E+00 NOT IDENT.
CO-56        -2.264E-02       2.554E-02      4.179E-02      0.000E+00 NOT IDENT.
CO-57         5.873E-03       1.086E-02      1.804E-02      0.000E+00 NOT IDENT.
CO-58        -1.089E-02       2.522E-02      4.203E-02      0.000E+00 NOT IDENT.
FE-59        -1.461E-02       6.583E-02      1.072E-01      0.000E+00 NOT IDENT.
CO-60        -7.304E-03       2.182E-02      3.605E-02      0.000E+00 NOT IDENT.
ZN-65         4.116E-02       6.155E-02      8.861E-02      0.000E+00 NOT IDENT.
GE-68         6.262E-01       7.546E-01      1.269E+00      0.000E+00 NOT IDENT.
AS-74        -1.287E-02       8.595E-02      1.420E-01      0.000E+00 NOT IDENT.
SE-75         1.076E-03       2.384E-02      3.519E-02      0.000E+00 NOT IDENT.
BR-77         0.000E+00       2.830E+02      0.000E+00      0.000E+00 SHORT HLIF
SR-82        -3.861E-01       3.108E-01      5.071E-01      0.000E+00 NOT IDENT.
RB-83        -3.184E-02       3.946E-02      6.479E-02      0.000E+00 NOT IDENT.
RB-84         1.836E-02       5.457E-02      9.218E-02      0.000E+00 NOT IDENT.
KR-85         0.000E+00       4.486E+00      7.090E+00      0.000E+00 NOT IDENT.
SR-85         0.000E+00       2.654E-02      4.195E-02      0.000E+00 NOT IDENT.
RB-86         8.816E-01       7.678E-01      1.302E+00      0.000E+00 NOT IDENT.
Y-88          1.750E-02       1.832E-02      3.252E-02      0.000E+00 NOT IDENT.
ZR-88        -5.941E-03       1.772E-02      2.855E-02      0.000E+00 NOT IDENT.
Y-91          2.450E-01       1.253E+01      2.116E+01      0.000E+00 NOT IDENT.
NB-94         5.633E-03       1.928E-02      3.172E-02      0.000E+00 NOT IDENT.
NB-95M        1.312E+01       1.248E+01      1.885E+01      0.000E+00 NOT IDENT.
ZR-95         3.379E-02       4.690E-02      7.750E-02      0.000E+00 NOT IDENT.
NB-97         0.000E+00       3.459E+10      0.000E+00      0.000E+00 SHORT HLIF
ZR-97         0.000E+00       7.078E+11      0.000E+00      0.000E+00 SHORT HLIF
MO-99         0.000E+00       2.104E+02      0.000E+00      0.000E+00 SHORT HLIF
TC-99M        0.000E+00       3.818E+32      0.000E+00      0.000E+00 SHORT HLIF
RH-101       -9.228E-03       1.791E-02      2.382E-02      0.000E+00 NOT IDENT.
RH-102       -2.159E-03       1.526E-02      2.572E-02      0.000E+00 FAIL ABUN 
RU-103        2.760E-03       2.571E-02      4.341E-02      0.000E+00 FAIL ABUN 
RH-106       -1.451E-01       1.837E-01      2.957E-01      0.000E+00 FAIL ABUN 
RU-106       -1.451E-01       1.831E-01      2.957E-01      0.000E+00 FAIL ABUN 
AG-108M      -1.346E-02       1.622E-02      2.709E-02      0.000E+00 NOT IDENT.
AG-110M       2.538E-04       2.008E-02      3.302E-02      0.000E+00 NOT IDENT.
IN-111        0.000E+00       1.431E+01      0.000E+00      0.000E+00 SHORT HLIF
IN-113M       1.841E-03       2.476E-02      4.031E-02      0.000E+00 NOT IDENT.
SN-113        1.841E-03       2.476E-02      4.031E-02      0.000E+00 NOT IDENT.
IN-114M      -4.197E-03       1.083E-01      1.535E-01      0.000E+00 NOT IDENT.
CD-115        0.000E+00       3.884E+02      0.000E+00      0.000E+00 SHORT HLIF
SN-117M       3.293E-02       4.992E-02      7.783E-02      0.000E+00 NOT IDENT.
SB-122        0.000E+00       3.615E+01      0.000E+00      0.000E+00 SHORT HLIF
I-123         0.000E+00       8.390E+13      0.000E+00      0.000E+00 SHORT HLIF
TE-123M       7.098E-03       1.493E-02      2.174E-02      0.000E+00 NOT IDENT.
I-124        -2.701E-01       4.052E+00      5.794E+00      0.000E+00 NOT IDENT.
SB-124        2.706E-02       4.827E-02      8.143E-02      0.000E+00 FAIL ABUN 
SB-125       -2.904E-02       4.540E-02      7.629E-02      0.000E+00 FAIL ABUN 
TE-125M       6.793E-01       5.759E+00      7.357E+00      0.000E+00 NOT IDENT.
I-126         1.180E-02       2.122E-01      3.488E-01      0.000E+00 NOT IDENT.
SB-126        4.876E-02       2.017E-01      2.860E-01      0.000E+00 FAIL ABUN 
SB-127        7.991E+00       8.958E+00      1.488E+01      0.000E+00 NOT IDENT.
XE-127       -4.124E-02       3.590E-02      4.366E-02      0.000E+00 NOT IDENT.
I-131        -1.979E-02       1.856E-01      3.027E-01      0.000E+00 NOT IDENT.
TE-132        0.000E+00       5.294E+00      0.000E+00      0.000E+00 SHORT HLIF
BA-133       -5.931E-03       3.317E-02      3.716E-02      0.000E+00 FAIL ABUN 
I-133         0.000E+00       1.736E+08      0.000E+00      0.000E+00 SHORT HLIF
CS-134        0.000E+00       4.085E-02      4.780E-02      0.000E+00 FAIL ABUN 
CS-135        0.000E+00       8.095E-02      1.231E-01      0.000E+00 NOT IDENT.
I-135         0.000E+00       2.142E+30      0.000E+00      0.000E+00 SHORT HLIF
CS-136        1.200E-02       1.304E-01      2.154E-01      0.000E+00 FAIL ABUN 
BA-137M      -2.223E-03       2.006E-02      3.286E-02      0.000E+00 NOT IDENT.
CS-137       -2.350E-03       2.121E-02      3.473E-02      0.000E+00 NOT IDENT.
CE-139       -1.436E-03       1.553E-02      2.225E-02      0.000E+00 NOT IDENT.
BA-140       -1.524E-01       2.914E-01      4.744E-01      0.000E+00 FAIL ABUN 
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LA-140        7.486E-02       1.025E-01      1.514E-01      0.000E+00 FAIL ABUN 
CE-141        0.000E+00       3.717E-02      6.124E-02      0.000E+00 NOT IDENT.
CE-143        0.000E+00       1.209E+05      0.000E+00      0.000E+00 SHORT HLIF
CE-144        6.304E-02       9.941E-02      1.466E-01      0.000E+00 NOT IDENT.
PM-144        8.170E-03       2.083E-02      3.436E-02      0.000E+00 NOT IDENT.
PR-144        5.577E-01       1.421E+00      2.345E+00      0.000E+00 NOT IDENT.
PM-146        1.936E-02       2.179E-02      3.757E-02      0.000E+00 NOT IDENT.
ND-147       -2.313E-01       7.093E-01      1.178E+00      0.000E+00 FAIL ABUN 
PM-149        0.000E+00       3.008E+03      0.000E+00      0.000E+00 SHORT HLIF
EU-152        8.061E-03       5.268E-02      7.605E-02      0.000E+00 FAIL ABUN 
GD-153       -1.874E-02       4.189E-02      4.901E-02      0.000E+00 FAIL ABUN 
EU-154       -4.615E-02       7.087E-02      1.165E-01      0.000E+00 NOT IDENT.
TB-160        8.896E-03       9.231E-02      1.550E-01      0.000E+00 FAIL ABUN 
TM-171        2.469E+00       6.504E+00      1.006E+01      0.000E+00 FAIL ABUN 
LU-176       -8.752E-03       1.157E-02      1.887E-02      0.000E+00 FAIL ABUN 
LU-177        0.000E+00       3.155E+00      3.405E+00      0.000E+00 FAIL ABUN 
LU-177M      -7.104E-02       1.114E-01      1.537E-01      0.000E+00 FAIL ABUN 
HF-181       -3.488E-02       2.768E-02      4.525E-02      0.000E+00 NOT IDENT.
W-181         0.000E+00       9.258E-02      1.436E-01      0.000E+00 NOT IDENT.
TA-182       -1.417E-01       1.191E-01      1.941E-01      0.000E+00 FAIL ABUN 
RE-183        7.985E-03       8.659E-02      9.242E-02      0.000E+00 FAIL ABUN 
RE-184       -3.761E-02       1.091E-01      1.824E-01      0.000E+00 NOT IDENT.
OS-185       -1.302E-02       2.679E-02      4.349E-02      0.000E+00 NOT IDENT.
RE-188        9.980E-02       8.590E-02      1.414E-01      0.000E+00 NOT IDENT.
W-188        -2.157E+00       4.394E+00      6.331E+00      0.000E+00 FAIL ABUN 
IR-192        1.056E-02       1.846E-02      3.087E-02      0.000E+00 FAIL ABUN 
AU-195        1.203E-01       1.448E-01      1.522E-01      0.000E+00 FAIL ABUN 
TL-200        0.000E+00       1.334E+06      0.000E+00      0.000E+00 SHORT HLIF
TL-201        0.000E+00       7.725E+01      0.000E+00      0.000E+00 SHORT HLIF
TL-202        9.028E-02       7.557E-02      1.314E-01      0.000E+00 NOT IDENT.
HG-203        0.000E+00       2.551E-02      3.897E-02      0.000E+00 NOT IDENT.
BI-207        1.679E-02       3.091E-02      5.164E-02      0.000E+00 FAIL ABUN 
TL-207       -2.295E-01       3.502E-01      4.935E-01      0.000E+00 FAIL ABUN 
PO-209       -4.907E+00       4.346E+00      7.007E+00      0.000E+00 NOT IDENT.
PB-211       -2.204E-01       5.437E-01      7.337E-01      0.000E+00 NOT IDENT.
BI-212        0.000E+00       2.579E-01      3.288E-01      0.000E+00 FAIL ABUN 
PO-215       -2.295E-01       3.502E-01      4.935E-01      0.000E+00 FAIL ABUN 
RN-219       -3.117E-02       2.067E-01      3.338E-01      0.000E+00 FAIL ABUN 
RN-220        5.261E+00       1.380E+01      2.325E+01      0.000E+00 NOT IDENT.
RA-223       -2.295E-01       3.502E-01      4.935E-01      0.000E+00 FAIL ABUN 
AC-227       -8.604E-02       1.728E-01      2.873E-01      0.000E+00 FAIL ABUN 
TH-227       -8.604E-02       1.730E-01      2.873E-01      0.000E+00 FAIL ABUN 
PA-231       -1.901E-01       6.949E-01      1.153E+00      0.000E+00 FAIL ABUN 
TH-231       -2.295E-01       3.502E-01      4.935E-01      0.000E+00 FAIL ABUN 
U-231         4.266E+00       4.856E+00      5.914E+00      0.000E+00 FAIL ABUN 
PA-233       -1.493E-02       3.006E-02      4.923E-02      0.000E+00 FAIL ABUN 
PA-234       -4.159E-02       1.728E-01      2.851E-01      0.000E+00 FAIL ABUN 
PA-234M       3.521E-01       5.517E+00      6.830E+00      0.000E+00 FAIL ABUN 
NP-236       -8.008E-03       3.913E-02      5.607E-02      0.000E+00 FAIL ABUN 
NP-239       -3.368E-02       7.718E-02      1.266E-01      0.000E+00 FAIL ABUN 
AM-241        2.299E-02       3.315E-02      4.229E-02      0.000E+00 NOT IDENT.
CM-243       -1.762E-02       4.450E-02      5.998E-02      0.000E+00 FAIL ABUN 
CM-247       -6.514E-03       1.848E-02      2.969E-02      0.000E+00 FAIL ABUN 
CF-249        6.971E-03       2.045E-02      3.350E-02      0.000E+00 NOT IDENT.
CF-251       -1.845E-02       5.629E-02      8.990E-02      0.000E+00 NOT IDENT.
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:14:29.80

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075002.CNF;1
Sample date      : 24-MAR-2009 14:20:00 Acquisition date : 22-APR-2009 00:33:19
Sample ID        : G227075002           Sample quantity  : 9.58400E+01 GRAM
Detector name    : GAM13                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:11.38  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Nuclide Line Activity Report

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
K-40       1460.81    7284   10.67*  1.041E+00  3.081E+01   3.081E+01     6.70
AS-73        53.44     146   10.30*  7.354E+00  9.063E-02   1.162E-01   156.30
NB-95       765.79     168   99.81*  1.774E+00  4.455E-02   7.868E-02    76.68
CD-109       88.03    1504    3.72*  7.245E+00  2.623E+00   2.738E+00    15.15
SN-126       64.28     599    9.60   7.391E+00  3.966E-01   3.966E-01    60.18

86.94    1504    8.90   7.245E+00  1.096E+00   1.096E+00    43.19
87.57    1504   37.00*  7.245E+00  2.637E-01   2.637E-01    15.15

EU-155       48.70  ------    4.60   7.317E+00  ------  Line Not Found  ------
60.01  ------    1.11   7.386E+00  ------  Line Not Found  ------
86.54    1504   30.90   7.245E+00  3.158E-01   3.193E-01    15.20
105.31     261   20.70*  6.985E+00  8.492E-02   8.586E-02    63.04

TL-208      277.35     225    6.80   4.224E+00  3.679E-01   3.679E-01    70.40
510.84     723   21.60   2.537E+00  6.203E-01   6.203E-01    39.77
583.14    1560   84.20*  2.256E+00  3.858E-01   3.858E-01    14.12
860.37     286   12.46   1.606E+00  6.723E-01   6.723E-01    32.76

BI-210       46.50     400    4.05*  7.300E+00  6.352E-01   6.367E-01    69.19
PB-210       46.50     400    4.05*  7.300E+00  6.352E-01   6.367E-01    69.19
PO-210       46.50     400    4.05*  7.300E+00  6.352E-01   6.367E-01    69.07
BI-211       72.87  ------    1.27   7.369E+00  ------  Line Not Found  ------

351.07    2418   12.94*  3.497E+00  2.511E+00   2.511E+00    11.08
PB-212       74.81    2790   10.70   7.357E+00  1.666E+00   1.666E+00    14.79

77.11    4271   18.00   7.341E+00  1.519E+00   1.519E+00    10.47
87.30    1504    8.00   7.245E+00  1.220E+00   1.220E+00    18.15
238.63    5500   44.60*  4.712E+00  1.230E+00   1.230E+00    10.04
300.09     240    3.41   3.975E+00  8.315E-01   8.315E-01    53.29

PO-212       74.81    2790   10.70   7.357E+00  1.666E+00   1.666E+00    14.79
77.11    4271   18.00   7.341E+00  1.519E+00   1.519E+00    10.47
87.30    1504    8.00   7.245E+00  1.220E+00   1.220E+00    18.15
115.19  ------    0.60   6.822E+00  ------  Line Not Found  ------
238.63    5500   44.60*  4.712E+00  1.230E+00   1.230E+00    10.04
300.09     240    3.41   3.975E+00  8.315E-01   8.315E-01    53.29

BI-214      609.31    1819   46.30*  2.171E+00  8.506E-01   8.507E-01    14.82
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Nuclide Line Activity Report (continued)                             Page :   2
Sample ID : G227075002                  Acquisition date : 22-APR-2009 00:33:19

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
768.36  ------    5.04   1.770E+00  ------  Line Not Found  ------
934.06  ------    3.21   1.497E+00  ------  Line Not Found  ------
1120.29     429   15.10   1.288E+00  1.036E+00   1.036E+00    28.92
1238.11  ------    5.94   1.187E+00  ------  Line Not Found  ------
1377.67  ------    4.11   1.090E+00  ------  Line Not Found  ------
1764.49     279   15.80   8.991E-01  9.236E-01   9.236E-01    26.74

PB-214       74.81    2790    6.21   7.357E+00  2.870E+00   2.870E+00    13.65
77.11    4271   10.50   7.341E+00  2.604E+00   2.604E+00    12.95
87.30    1504    4.67   7.245E+00  2.090E+00   2.090E+00    17.00
241.98    1163    7.49   4.671E+00  1.562E+00   1.562E+00    17.90
295.21    1231   19.20   4.027E+00  7.481E-01   7.481E-01    19.21
351.92    2418   37.20*  3.497E+00  8.735E-01   8.736E-01    12.25

PO-214       74.81    2790    6.21   7.357E+00  2.870E+00   2.870E+00    13.65
77.11    4271   10.50   7.341E+00  2.604E+00   2.604E+00    12.95
87.30    1504    4.67   7.245E+00  2.090E+00   2.090E+00    17.00
241.98    1163    7.49   4.671E+00  1.562E+00   1.562E+00    17.90
295.21    1231   19.20   4.027E+00  7.481E-01   7.481E-01    19.21
351.92    2418   37.20*  3.497E+00  8.735E-01   8.736E-01    12.25

PO-216       74.81    2790   10.70   7.357E+00  1.666E+00   1.666E+00    14.79
77.11    4271   18.00   7.341E+00  1.519E+00   1.519E+00    10.47
87.30    1504    8.00   7.245E+00  1.220E+00   1.220E+00    18.15
238.63    5500   44.60*  4.712E+00  1.230E+00   1.230E+00    10.04
300.09     240    3.41   3.975E+00  8.315E-01   8.315E-01    53.29

PO-218       74.81    2790    6.21   7.357E+00  2.870E+00   2.870E+00    13.65
77.11    4271   10.50   7.341E+00  2.604E+00   2.604E+00    12.95
87.30    1504    4.67   7.245E+00  2.090E+00   2.090E+00    17.00
241.98    1163    7.49   4.671E+00  1.562E+00   1.562E+00    17.90
295.21    1231   19.20   4.027E+00  7.481E-01   7.481E-01    19.21
351.92    2418   37.20*  3.497E+00  8.735E-01   8.736E-01    12.25

RA-224      240.98    1163    3.95*  4.671E+00  2.961E+00   2.961E+00    17.00
RA-226      609.31    1819   46.30*  2.171E+00  8.506E-01   8.507E-01    14.82

768.36  ------    5.04   1.770E+00  ------  Line Not Found  ------
934.06  ------    3.21   1.497E+00  ------  Line Not Found  ------
1120.29     429   15.10   1.288E+00  1.036E+00   1.036E+00    28.92
1238.11  ------    5.94   1.187E+00  ------  Line Not Found  ------
1377.67  ------    4.11   1.090E+00  ------  Line Not Found  ------
1764.49     279   15.80   8.991E-01  9.236E-01   9.236E-01    26.74

AC-228      338.32    1079   11.40   3.610E+00  1.232E+00   1.232E+00    45.63
911.07    1097   27.70*  1.530E+00  1.217E+00   1.217E+00    16.31
969.11     698   16.60   1.452E+00  1.361E+00   1.361E+00    26.59

RA-228      338.32    1079   11.40   3.610E+00  1.232E+00   1.232E+00    45.63
911.07    1097   27.70*  1.530E+00  1.217E+00   1.217E+00    16.31
969.11     698   16.60   1.452E+00  1.361E+00   1.361E+00    26.59

TH-228       84.40     420    1.21   7.278E+00  2.243E+00   2.243E+00    62.90
238.60    5500   44.60*  4.712E+00  1.230E+00   1.230E+00    10.04
300.10     240    3.41   3.975E+00  8.315E-01   8.315E-01    79.03

TH-229       85.43     420   16.50   7.278E+00  1.645E-01   1.645E-01    62.11
88.47    1504   27.10   7.245E+00  3.601E-01   3.601E-01    15.15
100.00     177   12.40   7.085E+00  9.484E-02   9.484E-02   122.80
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Nuclide Line Activity Report (continued)                             Page :   3
Sample ID : G227075002                  Acquisition date : 22-APR-2009 00:33:19

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
193.63  ------    4.59*  5.397E+00  ------  Line Not Found  ------
210.97     796    3.26   5.140E+00  2.229E+00   2.229E+00    24.92

TH-230      609.31    1819   46.30*  2.171E+00  8.506E-01   8.506E-01    14.82
768.36  ------    5.04   1.770E+00  ------  Line Not Found  ------
934.06  ------    3.21   1.497E+00  ------  Line Not Found  ------
1120.29     429   15.10   1.288E+00  1.036E+00   1.036E+00    28.92
1238.11  ------    5.94   1.187E+00  ------  Line Not Found  ------
1377.67  ------    4.11   1.090E+00  ------  Line Not Found  ------
1764.49     279   15.80   8.991E-01  9.236E-01   9.236E-01    26.74

TH-232      338.32    1079   11.40   3.610E+00  1.232E+00   1.232E+00    21.29
911.07    1097   27.70*  1.530E+00  1.217E+00   1.217E+00    16.31
969.11     698   16.60   1.452E+00  1.361E+00   1.361E+00    26.59

TH-234       63.29     599    3.80*  7.391E+00  1.002E+00   1.002E+00    60.95
92.38    1715    5.41   7.176E+00  2.076E+00   2.076E+00    25.95

U-234       609.31    1819   46.30*  2.171E+00  8.506E-01   8.506E-01    14.82
768.36  ------    5.04   1.770E+00  ------  Line Not Found  ------
934.06  ------    3.21   1.497E+00  ------  Line Not Found  ------
1120.29     429   15.10   1.288E+00  1.036E+00   1.036E+00    28.92
1238.11  ------    5.94   1.187E+00  ------  Line Not Found  ------
1377.67  ------    4.11   1.090E+00  ------  Line Not Found  ------
1764.49     279   15.80   8.991E-01  9.236E-01   9.236E-01    26.74

U-235        89.95     999    2.70   7.212E+00  2.412E+00   2.412E+00    35.08
93.35    1715    4.50   7.176E+00  2.496E+00   2.496E+00    33.64
105.00     261    2.10   6.985E+00  8.371E-01   8.371E-01    69.20
143.76  ------   10.50*  6.293E+00  ------  Line Not Found  ------
163.35      18    4.70   5.927E+00  2.990E-02   2.990E-02  1106.66
185.71    1012   54.00   5.526E+00  1.594E-01   1.594E-01    29.75
205.31       3    4.70   5.203E+00  5.540E-03   5.540E-03  5879.59

NP-237       86.50    1504   12.60*  7.245E+00  7.744E-01   7.744E-01    25.60
95.87  ------    2.60   7.135E+00  ------  Line Not Found  ------

U-238        63.29     599    3.80*  7.391E+00  1.002E+00   1.002E+00    60.95
92.38    1715    5.41   7.176E+00  2.076E+00   2.076E+00    20.51

AM-243       74.67    2790   66.00*  7.357E+00  2.701E-01   2.701E-01    11.46
86.72    1504    0.34   7.245E+00  2.904E+01   2.904E+01    15.15
117.66  ------    0.55   6.778E+00  ------  Line Not Found  ------
142.18  ------    0.13   6.323E+00  ------  Line Not Found  ------

ANH-511     511.00     723  100.00*  2.537E+00  1.340E-01   1.340E-01    38.89

Flag: "*" = Keyline
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Summary of Nuclide Activity                                          Page :   4
Sample ID : G227075002                  Acquisition date : 22-APR-2009 00:33:19

Total number of lines in spectrum              41
Number of unidentified lines                    2
Number of lines tentatively identified by NID  39       95.12%

Nuclide Type :                                 

Uncorrected  Decay Corr   Decay Corr   2-Sigma
Nuclide     Hlife   Decay  pCi/GRAM     pCi/GRAM   2-Sigma Error  %Error Flags
K-40    1.28E+09Y    1.00  3.081E+01    3.081E+01    0.206E+01     6.70       
AS-73      80.30D    1.28  9.063E-02    1.162E-01    1.816E-01   156.30       
NB-95      35.06D    1.77  4.455E-02    7.868E-02    6.033E-02    76.68       
CD-109    464.00D    1.04  2.623E+00    2.738E+00    0.415E+00    15.15       
SN-126  1.00E+05Y    1.00  2.637E-01    2.637E-01    0.400E-01    15.15       
EU-155      4.96Y    1.01  8.492E-02    8.586E-02    5.413E-02    63.04       
TL-208  1.41E+10Y    1.00  3.858E-01    3.858E-01    0.545E-01    14.12       
BI-210     22.26Y    1.00  6.352E-01    6.367E-01    4.405E-01    69.19       
PB-210     22.26Y    1.00  6.352E-01    6.367E-01    4.405E-01    69.19       
PO-210     22.26Y    1.00  6.352E-01    6.367E-01    4.398E-01    69.07       
BI-211  7.04E+08Y    1.00  2.511E+00    2.511E+00    0.278E+00    11.08       
PB-212  1.41E+10Y    1.00  1.230E+00    1.230E+00    0.124E+00    10.04       
PO-212  1.41E+10Y    1.00  1.230E+00    1.230E+00    0.124E+00    10.04       
BI-214   1600.00Y    1.00  8.506E-01    8.507E-01    1.261E-01    14.82       
PB-214   1600.00Y    1.00  8.735E-01    8.736E-01    1.070E-01    12.25       
PO-214   1600.00Y    1.00  8.735E-01    8.736E-01    1.070E-01    12.25       
PO-216  1.41E+10Y    1.00  1.230E+00    1.230E+00    0.124E+00    10.04       
PO-218   1600.00Y    1.00  8.735E-01    8.736E-01    1.070E-01    12.25       
RA-224  1.41E+10Y    1.00  2.961E+00    2.961E+00    0.504E+00    17.00       
RA-226   1600.00Y    1.00  8.506E-01    8.507E-01    1.261E-01    14.82       
AC-228  1.41E+10Y    1.00  1.217E+00    1.217E+00    0.198E+00    16.31       
RA-228  1.41E+10Y    1.00  1.217E+00    1.217E+00    0.198E+00    16.31       
TH-228  1.41E+10Y    1.00  1.230E+00    1.230E+00    0.124E+00    10.04       
TH-229   7340.00Y    1.00  3.601E-01    3.601E-01    0.545E-01    15.15  K    
TH-230  4.47E+09Y    1.00  8.506E-01    8.506E-01    1.261E-01    14.82       
TH-232  1.41E+10Y    1.00  1.217E+00    1.217E+00    0.198E+00    16.31       
TH-234  4.47E+09Y    1.00  1.002E+00    1.002E+00    0.611E+00    60.95       
U-234   4.47E+09Y    1.00  8.506E-01    8.506E-01    1.261E-01    14.82       
U-235   7.04E+08Y    1.00  1.594E-01    1.594E-01    0.474E-01    29.75  K    
NP-237  2.14E+06Y    1.00  7.744E-01    7.744E-01    1.982E-01    25.60       
U-238   4.47E+09Y    1.00  1.002E+00    1.002E+00    0.611E+00    60.95       
AM-243   7380.00Y    1.00  2.701E-01    2.701E-01    0.310E-01    11.46       
ANH-511 1.00E+09Y    1.00  1.340E-01    1.340E-01    0.521E-01    38.89       

---------    ---------
Total Activity :  5.998E+01    6.016E+01

Grand Total Activity :  5.998E+01    6.016E+01

Flags: "K" = Keyline not found         "M" = Manually accepted
"E" = Manually edited           "A" = Nuclide specific abn. limit
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Unidentified Energy Lines                                            Page :   5
Sample ID : G227075002                  Acquisition date : 22-APR-2009 00:33:19

It   Energy    Area   Bkgnd  FWHM  Channel Left Pw  Cts/Sec %Err   %Eff   Flags

0   129.24     295    2603  0.95   258.29  255  8 4.91E-03 61.1  6.57E+00  T
0   270.24     796    2237  1.34   540.34  533 15 1.33E-02 26.9  4.31E+00  T
0   328.07     264    1394  1.41   656.04  650 10 4.41E-03 54.3  3.70E+00  T
0   409.46     150     981  1.77   818.87  815  9 2.51E-03 76.7  3.08E+00   
0   462.69     388    1337  1.63   925.35  918 15 6.47E-03 47.0  2.77E+00  T
0   726.93     482     688  1.24  1454.01 1448 12 8.03E-03 23.6  1.86E+00  T
0   794.74     326     613  1.68  1589.69 1583 14 5.44E-03 34.0  1.72E+00  T
2   964.23     276     642  2.42  1928.79 1921 22 4.59E-03 43.3  1.46E+00  T
0  1589.26     248     226  5.10  3179.44 3168 23 4.13E-03 34.2  9.75E-01   

Flags: "T" = Tentatively associated
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration    : SYS$SYSROOT:[ALPHA.ARCHIVE.GAMMA]G227075002              *
* Acquisition date : 22-APR-2009 00:33:19 Detector SN#    :                   *
* Detector ID      : GAM13                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:11.38     Half life ratio : 8.000             *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 24-MAR-2009 14:20:00 Nuclide Library : SOLID             *
* Sample ID        : G227075002           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 9.5840E+01 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
*                                                                             *
* CALIB. DATE/TIME :  2-FEB-2009 10:41:22 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act Error        LC            TPU
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          3.081E+01       2.022E+00      1.447E-01      2.022E+00
AS-73         1.162E-01       1.780E-01      8.715E-02      1.780E-01
NB-95         7.868E-02       5.912E-02      2.811E-02      5.912E-02
CD-109        2.738E+00       4.065E-01      2.146E-01      4.065E-01
SN-126        2.637E-01       3.915E-02      2.064E-02      3.915E-02
EU-155        8.586E-02       5.304E-02      3.345E-02      5.304E-02
TL-208        3.858E-01       5.339E-02      1.597E-02      5.339E-02
BI-210        6.367E-01       4.317E-01      1.634E-01      4.317E-01
PB-210        6.367E-01       4.317E-01      1.634E-01      4.317E-01
PO-210        6.367E-01       4.310E-01      1.634E-01      4.310E-01
BI-211        2.511E+00       2.728E-01      8.398E-02      2.728E-01
PB-212        1.230E+00       1.211E-01      1.984E-02      1.211E-01
PO-212        1.230E+00       1.211E-01      1.984E-02      1.211E-01
BI-214        8.507E-01       1.236E-01      3.059E-02      1.236E-01
PB-214        8.736E-01       1.049E-01      2.928E-02      1.049E-01
PO-214        8.736E-01       1.049E-01      2.928E-02      1.049E-01
PO-216        1.230E+00       1.211E-01      1.984E-02      1.211E-01
PO-218        8.736E-01       1.049E-01      2.928E-02      1.049E-01
RA-224        2.961E+00       4.934E-01      2.258E-01      4.934E-01
RA-226        8.507E-01       1.236E-01      3.059E-02      1.236E-01
AC-228        1.217E+00       1.945E-01      6.212E-02      1.945E-01
RA-228        1.217E+00       1.945E-01      6.212E-02      1.945E-01
TH-228        1.230E+00       1.211E-01      1.983E-02      1.211E-01
TH-229        5.588E-02       2.093E-01      1.803E-01      2.093E-01
TH-230        8.506E-01       1.236E-01      3.059E-02      1.236E-01
TH-232        1.217E+00       1.945E-01      6.212E-02      1.945E-01
TH-234        1.002E+00       5.984E-01      2.031E-01      5.984E-01
U-234         8.506E-01       1.236E-01      3.059E-02      1.236E-01
U-235        -1.126E-01       1.293E-01      7.727E-02      1.293E-01
NP-237        7.744E-01       1.943E-01      6.042E-02      1.943E-01
U-238         1.002E+00       5.984E-01      2.031E-01      5.984E-01
AM-243        2.701E-01       3.034E-02      1.207E-02      3.034E-02
ANH-511       1.340E-01       5.106E-02      1.220E-02      5.106E-02
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---- Non-Identified Nuclides ----

Key-Line
Activity     K.L Act error        LC             TPU

Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7          1.751E-01       2.002E-01      1.721E-01      2.002E-01 NOT IDENT.
NA-22        -1.589E-02       2.555E-02      2.105E-02      2.555E-02 NOT IDENT.
NA-24        -1.205E+12       1.481E+12      0.000E+00      1.481E+12 SHORT HLIF
AL-26        -7.257E-03       1.573E-02      1.281E-02      1.573E-02 NOT IDENT.
TI-44         2.805E-01       2.877E-02      1.200E-02      2.877E-02 FAIL ABUN 
SC-46         9.465E-03       2.563E-02      2.167E-02      2.563E-02 FAIL ABUN 
V-48         -6.599E-02       7.580E-02      6.112E-02      7.580E-02 NOT IDENT.
CR-51         2.864E-02       2.430E-01      2.014E-01      2.430E-01 NOT IDENT.
MN-52         2.325E-01       6.859E-01      5.782E-01      6.859E-01 NOT IDENT.
MN-54         1.092E-02       2.163E-02      1.843E-02      2.163E-02 NOT IDENT.
CO-56        -2.264E-02       2.554E-02      2.091E-02      2.554E-02 NOT IDENT.
CO-57         5.873E-03       1.086E-02      9.023E-03      1.086E-02 NOT IDENT.
CO-58        -1.089E-02       2.522E-02      2.103E-02      2.522E-02 NOT IDENT.
FE-59        -1.461E-02       6.583E-02      5.362E-02      6.583E-02 NOT IDENT.
CO-60        -7.304E-03       2.182E-02      1.804E-02      2.182E-02 NOT IDENT.
ZN-65         4.116E-02       6.155E-02      4.433E-02      6.155E-02 NOT IDENT.
GE-68         6.262E-01       7.546E-01      6.350E-01      7.546E-01 NOT IDENT.
AS-74        -1.287E-02       8.595E-02      7.104E-02      8.595E-02 NOT IDENT.
SE-75         1.076E-03       2.384E-02      1.760E-02      2.384E-02 NOT IDENT.
BR-77        -2.283E+02       2.830E+02      0.000E+00      2.830E+02 SHORT HLIF
SR-82        -3.861E-01       3.108E-01      2.537E-01      3.108E-01 NOT IDENT.
RB-83        -3.184E-02       3.946E-02      3.241E-02      3.946E-02 NOT IDENT.
RB-84         1.836E-02       5.457E-02      4.612E-02      5.457E-02 NOT IDENT.
KR-85         2.149E+01       4.486E+00      3.547E+00      4.486E+00 NOT IDENT.
SR-85         1.271E-01       2.654E-02      2.099E-02      2.654E-02 NOT IDENT.
RB-86         8.816E-01       7.678E-01      6.513E-01      7.678E-01 NOT IDENT.
Y-88          1.750E-02       1.832E-02      1.627E-02      1.832E-02 NOT IDENT.
ZR-88        -5.941E-03       1.772E-02      1.428E-02      1.772E-02 NOT IDENT.
Y-91          2.450E-01       1.253E+01      1.059E+01      1.253E+01 NOT IDENT.
NB-94         5.633E-03       1.928E-02      1.587E-02      1.928E-02 NOT IDENT.
NB-95M        1.312E+01       1.248E+01      9.432E+00      1.248E+01 NOT IDENT.
ZR-95         3.379E-02       4.690E-02      3.877E-02      4.690E-02 NOT IDENT.
NB-97         2.060E+10       3.459E+10      0.000E+00      3.459E+10 SHORT HLIF
ZR-97         3.196E+12       7.078E+11      0.000E+00      7.078E+11 SHORT HLIF
MO-99        -1.972E+02       2.104E+02      0.000E+00      2.104E+02 SHORT HLIF
TC-99M       -4.313E+32       3.818E+32      0.000E+00      0.000E+00 SHORT HLIF
RH-101       -9.228E-03       1.791E-02      1.192E-02      1.791E-02 NOT IDENT.
RH-102       -2.159E-03       1.526E-02      1.287E-02      1.526E-02 FAIL ABUN 
RU-103        2.760E-03       2.571E-02      2.172E-02      2.571E-02 FAIL ABUN 
RH-106       -1.451E-01       1.837E-01      1.479E-01      1.837E-01 FAIL ABUN 
RU-106       -1.451E-01       1.831E-01      1.479E-01      1.831E-01 FAIL ABUN 
AG-108M      -1.346E-02       1.622E-02      1.355E-02      1.622E-02 NOT IDENT.
AG-110M       2.538E-04       2.008E-02      1.652E-02      2.008E-02 NOT IDENT.
IN-111        2.954E+00       1.431E+01      0.000E+00      1.431E+01 SHORT HLIF
IN-113M       1.841E-03       2.476E-02      2.017E-02      2.476E-02 NOT IDENT.
SN-113        1.841E-03       2.476E-02      2.017E-02      2.476E-02 NOT IDENT.
IN-114M      -4.197E-03       1.083E-01      7.679E-02      1.083E-01 NOT IDENT.
CD-115        1.799E+01       3.884E+02      0.000E+00      3.884E+02 SHORT HLIF
SN-117M       3.293E-02       4.992E-02      3.894E-02      4.992E-02 NOT IDENT.
SB-122        1.585E+01       3.615E+01      0.000E+00      3.615E+01 SHORT HLIF
I-123         3.989E+13       8.390E+13      0.000E+00      8.390E+13 SHORT HLIF
TE-123M       7.098E-03       1.493E-02      1.088E-02      1.493E-02 NOT IDENT.
I-124        -2.701E-01       4.052E+00      2.899E+00      4.052E+00 NOT IDENT.
SB-124        2.706E-02       4.827E-02      4.074E-02      4.827E-02 FAIL ABUN 
SB-125       -2.904E-02       4.540E-02      3.817E-02      4.540E-02 FAIL ABUN 
TE-125M       6.793E-01       5.759E+00      3.681E+00      5.759E+00 NOT IDENT.
I-126         1.180E-02       2.122E-01      1.745E-01      2.122E-01 NOT IDENT.
SB-126        4.876E-02       2.017E-01      1.431E-01      2.017E-01 FAIL ABUN 
SB-127        7.991E+00       8.958E+00      7.443E+00      8.958E+00 NOT IDENT.
XE-127       -4.124E-02       3.590E-02      2.184E-02      3.590E-02 NOT IDENT.
I-131        -1.979E-02       1.856E-01      1.514E-01      1.856E-01 NOT IDENT.
TE-132       -2.380E+00       5.294E+00      0.000E+00      5.294E+00 SHORT HLIF
BA-133       -5.931E-03       3.317E-02      1.859E-02      3.317E-02 FAIL ABUN 
I-133        -1.608E+08       1.736E+08      0.000E+00      1.736E+08 SHORT HLIF
CS-134        1.192E-01       4.085E-02      2.391E-02      4.085E-02 FAIL ABUN 
CS-135        1.614E-01       8.095E-02      6.159E-02      8.095E-02 NOT IDENT.
I-135        -3.403E+29       2.142E+30      0.000E+00      0.000E+00 SHORT HLIF
CS-136        1.200E-02       1.304E-01      1.078E-01      1.304E-01 FAIL ABUN 
BA-137M      -2.223E-03       2.006E-02      1.644E-02      2.006E-02 NOT IDENT.
CS-137       -2.350E-03       2.121E-02      1.738E-02      2.121E-02 NOT IDENT.
CE-139       -1.436E-03       1.553E-02      1.113E-02      1.553E-02 NOT IDENT.
BA-140       -1.524E-01       2.914E-01      2.373E-01      2.914E-01 FAIL ABUN 
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LA-140        7.486E-02       1.025E-01      7.577E-02      1.025E-01 FAIL ABUN 
CE-141        7.933E-02       3.717E-02      3.064E-02      3.717E-02 NOT IDENT.
CE-143        3.788E+05       1.209E+05      0.000E+00      1.209E+05 SHORT HLIF
CE-144        6.304E-02       9.941E-02      7.334E-02      9.941E-02 NOT IDENT.
PM-144        8.170E-03       2.083E-02      1.719E-02      2.083E-02 NOT IDENT.
PR-144        5.577E-01       1.421E+00      1.173E+00      1.421E+00 NOT IDENT.
PM-146        1.936E-02       2.179E-02      1.879E-02      2.179E-02 NOT IDENT.
ND-147       -2.313E-01       7.093E-01      5.891E-01      7.093E-01 FAIL ABUN 
PM-149        3.258E+03       3.008E+03      0.000E+00      3.008E+03 SHORT HLIF
EU-152        8.061E-03       5.268E-02      3.805E-02      5.268E-02 FAIL ABUN 
GD-153       -1.874E-02       4.189E-02      2.452E-02      4.189E-02 FAIL ABUN 
EU-154       -4.615E-02       7.087E-02      5.829E-02      7.087E-02 NOT IDENT.
TB-160        8.896E-03       9.231E-02      7.755E-02      9.231E-02 FAIL ABUN 
TM-171        2.469E+00       6.504E+00      5.034E+00      6.504E+00 FAIL ABUN 
LU-176       -8.752E-03       1.157E-02      9.439E-03      1.157E-02 FAIL ABUN 
LU-177        1.292E+01       3.155E+00      1.704E+00      3.155E+00 FAIL ABUN 
LU-177M      -7.104E-02       1.114E-01      7.687E-02      1.114E-01 FAIL ABUN 
HF-181       -3.488E-02       2.768E-02      2.264E-02      2.768E-02 NOT IDENT.
W-181         2.916E-01       9.258E-02      7.185E-02      9.258E-02 NOT IDENT.
TA-182       -1.417E-01       1.191E-01      9.710E-02      1.191E-01 FAIL ABUN 
RE-183        7.985E-03       8.659E-02      4.624E-02      8.659E-02 FAIL ABUN 
RE-184       -3.761E-02       1.091E-01      9.127E-02      1.091E-01 NOT IDENT.
OS-185       -1.302E-02       2.679E-02      2.176E-02      2.679E-02 NOT IDENT.
RE-188        9.980E-02       8.590E-02      7.072E-02      8.590E-02 NOT IDENT.
W-188        -2.157E+00       4.394E+00      3.168E+00      4.394E+00 FAIL ABUN 
IR-192        1.056E-02       1.846E-02      1.544E-02      1.846E-02 FAIL ABUN 
AU-195        1.203E-01       1.448E-01      7.615E-02      1.448E-01 FAIL ABUN 
TL-200        2.331E+05       1.334E+06      0.000E+00      1.334E+06 SHORT HLIF
TL-201       -3.337E+01       7.725E+01      0.000E+00      7.725E+01 SHORT HLIF
TL-202        9.028E-02       7.557E-02      6.574E-02      7.557E-02 NOT IDENT.
HG-203        5.448E-02       2.551E-02      1.949E-02      2.551E-02 NOT IDENT.
BI-207        1.679E-02       3.091E-02      2.584E-02      3.091E-02 FAIL ABUN 
TL-207       -2.295E-01       3.502E-01      2.469E-01      3.502E-01 FAIL ABUN 
PO-209       -4.907E+00       4.346E+00      3.506E+00      4.346E+00 NOT IDENT.
PB-211       -2.204E-01       5.437E-01      3.670E-01      5.437E-01 NOT IDENT.
BI-212        1.033E+00       2.579E-01      1.645E-01      2.579E-01 FAIL ABUN 
PO-215       -2.295E-01       3.502E-01      2.469E-01      3.502E-01 FAIL ABUN 
RN-219       -3.117E-02       2.067E-01      1.670E-01      2.067E-01 FAIL ABUN 
RN-220        5.261E+00       1.380E+01      1.163E+01      1.380E+01 NOT IDENT.
RA-223       -2.295E-01       3.502E-01      2.469E-01      3.502E-01 FAIL ABUN 
AC-227       -8.604E-02       1.728E-01      1.437E-01      1.728E-01 FAIL ABUN 
TH-227       -8.604E-02       1.730E-01      1.437E-01      1.730E-01 FAIL ABUN 
PA-231       -1.901E-01       6.949E-01      5.766E-01      6.949E-01 FAIL ABUN 
TH-231       -2.295E-01       3.502E-01      2.469E-01      3.502E-01 FAIL ABUN 
U-231         4.266E+00       4.856E+00      2.959E+00      4.856E+00 FAIL ABUN 
PA-233       -1.493E-02       3.006E-02      2.463E-02      3.006E-02 FAIL ABUN 
PA-234       -4.159E-02       1.728E-01      1.426E-01      1.728E-01 FAIL ABUN 
PA-234M       3.521E-01       5.517E+00      3.417E+00      5.517E+00 FAIL ABUN 
NP-236       -8.008E-03       3.913E-02      2.805E-02      3.913E-02 FAIL ABUN 
NP-239       -3.368E-02       7.718E-02      6.336E-02      7.718E-02 FAIL ABUN 
AM-241        2.299E-02       3.315E-02      2.116E-02      3.315E-02 NOT IDENT.
CM-243       -1.762E-02       4.450E-02      3.001E-02      4.450E-02 FAIL ABUN 
CM-247       -6.514E-03       1.848E-02      1.485E-02      1.848E-02 FAIL ABUN 
CF-249        6.971E-03       2.045E-02      1.676E-02      2.045E-02 NOT IDENT.
CF-251       -1.845E-02       5.629E-02      4.498E-02      5.629E-02 NOT IDENT.
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********************************************************************************
*                             GEL Laboratories LLC                             *
*                                2040 SAVAGE ROAD                              *
*                             CHARLESTON ,SC 29417                             *
*                       GAMMA SPECTROSCOPY BACKGROUND REPORT                   *
********************************************************************************

ENERGY        MDA COUNTS
______        __________

46.50         1972.2963
46.50         1972.2963
46.50         1972.2963
48.70         2093.0620
49.72            0.0000
51.35         2078.7026
52.39         2179.7427
52.97         2250.1563
53.15         2251.7456
53.44         2254.2979
54.07         2296.5164
56.28         2545.7097
56.28         2545.7400
57.37            0.0000
57.53         2625.0757
57.53         2625.0989
57.60         2575.9385
57.98         2513.3826
57.98         2513.3826
59.32         2428.2300
59.32         2428.2300
59.40         2428.9326
59.54         2430.1599
59.72         2542.8704
60.01         2545.5264
61.10         2663.1748
61.14         2663.5537
61.30         2640.0806
63.00         2764.3044
63.29         2767.0791
63.29         2767.0791
63.58         2769.8535
64.28         2776.5146
65.12         2745.8196
65.20         2746.5625
65.20         2746.5625
66.05         2668.9033
66.72         2715.0437
66.83         2716.0642
66.91         2716.7756
67.20         2862.9387
67.20         2862.9387
67.75         2872.1643
67.85         2873.1262
68.90            0.0000
68.90         2850.1787
69.30         2919.6104
69.67         2926.7378
70.82            0.0000
70.82         2771.9177
70.83         2772.0112
72.80         3044.7229
72.87         3045.3862
72.87         3045.3862
74.67         2919.9658
74.81         2921.2144
74.81         2921.2144
74.81         2921.2144
74.81         2921.2144
74.81         2921.2144
74.81         2921.2144
74.97         2922.6575
75.28         2925.4141
75.70         2929.1597
77.11         2941.6453
77.11         2941.6453
77.11         2941.6453
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77.11         2941.6453
77.11         2941.6453
77.11         2941.6453
78.38         2927.3142
79.62         2909.6672
79.80         2911.1956
79.80         2911.1956
80.11         2829.1074
80.18         2829.6946
80.30            0.0000
80.30         2830.6685
81.00         2562.0168
81.07         2562.5403
81.07         2562.5403
81.07         2562.5403
81.07         2562.5403
82.60         2793.2217
83.37         2882.4590
83.78         2575.0908
83.78         2575.0908
83.78         2575.0908
83.78         2575.0908
84.21         2578.2095
84.40         2579.5808
84.90         2583.1936
85.43         2587.0083
86.29         2593.1758
86.50         2594.6794
86.54         2594.9578
86.59         2595.3198
86.72         2596.2385
86.79         2596.7258
86.94         2597.8118
87.30         2600.3735
87.30         2600.3735
87.30         2600.3735
87.30         2600.3735
87.30         2600.3735
87.30         2600.3735
87.57         2602.2947
87.88            0.0000
88.03         2605.5525
88.36         2607.8914
88.47         2608.6711
89.95         2619.0708
91.11         2627.1736
92.29         2635.3599
92.38         2635.9863
92.38         2635.9863
93.35         2642.6689
94.00         2647.1240
94.67         2069.2610
94.67         2069.2935
94.90         2070.5103
94.90         2070.5103
94.90         2070.5103
94.90         2070.5103
95.87         2075.6599
95.87         2075.6599
96.73         2080.2229
97.43         2230.2244
98.44         2079.7854
98.44         2079.7854
98.88         2082.0784
99.55         2064.0708
99.55         2064.0708
99.86         2065.6550
100.00         2005.9865
100.10         2006.4956
103.18         2039.4369
103.76         2047.2429
105.00         1948.4843
105.31         1949.9202
108.00         2148.4871
109.28         2115.7324
111.00         2239.5176
111.00         2239.5176
111.76            0.0000
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112.95         2226.1677
115.19         2104.0781
116.30            0.0000
117.00         1994.0071
117.00         1994.0071
117.66         2086.9202
121.11         1854.1665
121.62         1904.6827
121.78         1905.3306
122.06         1895.1064
122.32         1877.5520
122.32         1877.5520
122.32         1877.5520
122.32         1877.5520
123.07         1963.3344
127.23         1948.0922
129.76         1986.5293
131.20         1995.4829
133.02         1853.8330
133.54         1863.6738
135.34            0.0000
136.00         1995.4706
136.25         1996.4448
136.48         1939.9111
140.51            0.0000
140.51            0.0000
142.18         2153.7588
142.65         1995.3170
143.76         1917.5393
144.24         1875.0002
144.24         1875.0002
144.24         1875.0002
144.24         1875.0002
145.22         1852.4740
145.44         1872.7144
147.16         2116.3682
152.43         1905.5516
152.70         1900.9900
153.22         1796.3138
154.21         1855.5397
154.21         1855.5397
154.21         1855.5397
154.21         1855.5397
155.03         1848.3450
156.02         1947.5153
158.56         1771.8877
159.00            0.0000
159.00         1777.5615
160.31         1854.9208
161.27         1819.5995
162.32         1844.6167
162.64         1832.2404
163.35         1770.2262
163.89         1720.4318
165.85         1774.9197
167.43            0.0000
171.28            0.0000
171.86         1712.8279
172.10         1737.2877
176.55         1778.3616
176.60         1785.3534
181.06            0.0000
185.71         1758.9397
186.00         1759.7278
190.27         1691.3352
192.34         1700.3625
193.63         1669.1154
197.04         1741.1512
198.01         1743.6174
198.60         1734.4963
200.40            0.0000
201.83         1871.6277
202.84         1817.3264
205.31         1729.3481
208.36         1458.1208
208.81         1552.4736
209.75         1519.9723
209.75         1519.9723
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210.97         1522.5632
215.65         1524.9142
216.55         1538.0298
218.09         1607.9495
222.10         1541.6223
223.80         1538.6873
226.40         1489.6993
227.00         1505.6066
227.08         1505.7688
227.20         1470.9916
228.16            0.0000
228.18         1530.0614
228.18         1530.0614
231.56            0.0000
235.69         1563.0254
236.00         1563.6400
236.00         1563.6400
238.60         1480.5648
238.63         1480.6132
238.63         1480.6132
238.63         1480.6132
239.00            0.0000
240.98         1484.9940
241.98         1486.8490
241.98         1486.8490
241.98         1486.8490
244.69         1387.8859
245.39            0.0000
247.94         1317.5394
248.90         1369.8875
249.79            0.0000
252.40         1386.1635
252.85         1397.3835
252.85         1397.3835
254.15            0.0000
256.20         1453.6115
256.20         1453.6115
260.50         1351.6035
260.90            0.0000
262.80         1342.0341
264.65         1290.2484
268.24         1314.1930
268.79         1268.5192
269.46         1269.4778
269.46         1269.4778
269.46         1269.4778
269.46         1269.4778
271.23         1272.0540
273.65         1185.1064
276.40         1235.6865
277.35         1236.9980
277.60         1243.6102
277.60         1243.6102
278.00         1256.7081
278.60         1237.1659
279.20         1206.6128
279.53         1188.2090
281.68            0.0000
283.67         1277.2332
284.30         1286.9790
285.00         1236.6531
285.90            0.0000
286.10         1209.4695
286.10         1209.4695
287.40         1320.0364
288.45            0.0000
290.67         1328.2726
290.80         1350.7135
291.72         1261.3850
293.26            0.0000
293.70         1308.6892
295.21         1306.0042
295.21         1306.0042
295.21         1306.0042
295.96         1242.3296
296.50         1358.9417
297.23            0.0000
298.57         1361.9299
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299.80         1363.6731
299.80         1363.6731
300.09         1288.6621
300.09         1288.6621
300.09         1288.6621
300.10         1288.6818
300.12         1288.7013
301.29         1277.4346
302.84         1197.4114
303.76            0.0000
303.91         1184.2365
304.40         1157.4420
304.40         1157.4420
304.84         1190.2233
306.84         1231.2764
308.46         1121.0182
311.98         1192.0571
316.51         1128.1584
318.01         1180.9242
319.02         1165.7621
319.41         1120.1796
320.08         1117.8438
323.87         1165.6265
323.87         1165.6265
323.87         1165.6265
323.87         1165.6265
325.23         1167.1843
328.77         1229.0350
333.44         1207.2131
334.20         1205.6102
334.20         1205.6102
334.30         1205.7343
338.28         1177.3822
338.28         1177.3822
338.28         1177.3822
338.28         1177.3822
338.32         1177.4340
338.32         1177.4340
338.32         1177.4340
340.50         1042.4579
340.57         1042.5341
344.27         1072.9844
345.85         1126.6279
350.59            0.0000
351.07         1234.7889
351.92         1235.7538
351.92         1235.7538
351.92         1235.7538
355.39            0.0000
356.01         1067.7393
364.48         1050.3047
366.43            0.0000
367.43         1033.8040
367.94            0.0000
369.80         1016.6669
374.96         1050.3685
383.85         1035.6787
387.95         1050.1975
388.63         1052.9807
391.69         1046.9647
391.69         1046.9647
392.90         1067.7234
398.62         1002.4819
400.65          967.8174
401.10          956.0702
401.81          995.2070
402.60          996.9574
404.84          974.0432
411.60          956.3029
413.65         1048.6818
414.70         1037.0996
415.30          976.0898
415.76          987.2790
417.63            0.0000
418.52          926.0978
423.70          931.0271
427.08          925.6364
427.89          953.4490
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432.53          942.4432
433.93          958.8394
439.47            0.0000
439.56          890.3262
439.89          890.5535
443.98          925.2335
444.90          895.7753
445.03          905.8943
445.03          905.8943
445.03          905.8943
445.03          905.8943
453.90          846.7386
463.38          843.4330
468.07          883.1378
473.00          914.5354
475.06          908.4286
475.35          897.4126
476.78          868.4579
477.59          868.9574
477.96          859.8384
482.03          935.4423
484.57            0.0000
487.03          836.2156
490.36            0.0000
492.35            0.0000
497.08          771.9817
507.63            0.0000
510.53            0.0000
510.84          815.5876
511.00          815.6761
511.85          816.1498
511.85          816.1498
513.99          774.5229
513.99          774.5229
520.41          804.4663
520.65            0.0000
527.90            0.0000
528.96            0.0000
529.64          818.0780
529.87            0.0000
531.02          832.3870
537.32          822.1833
543.00          760.7232
546.56            0.0000
549.76          759.1096
552.65          794.8781
555.20          746.9553
563.23          774.4551
563.90            0.0000
568.70          801.8848
569.32          807.1447
569.50          807.2439
569.67          807.3233
573.80          810.3632
574.00          810.4626
574.64            0.0000
578.91            0.0000
579.30            0.0000
583.14          784.9379
585.48            0.0000
591.81          767.8806
592.07          767.9923
593.00          773.4563
595.88          813.1234
600.56          813.0905
602.52            0.0000
602.71          866.0215
602.71          866.0215
603.60          891.8164
604.41          873.6366
604.70          873.7838
609.31          805.3031
609.31          805.3031
609.31          805.3031
609.31          805.3031
610.33          763.0554
612.46          840.3882
614.37          795.4248
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618.01          757.2275
621.84          791.6645
621.84          791.6645
631.29          714.5693
633.02          734.8461
633.10          734.8809
634.78          736.6088
635.90          718.4976
636.97          753.0093
645.85          762.9573
646.12          756.8359
656.30          750.6318
657.75          726.1528
657.90            0.0000
661.65          765.3906
661.65          765.3906
664.57            0.0000
666.33          767.3180
666.33          767.3180
675.00          705.5043
677.61          706.4680
685.20          663.7189
692.80            0.0000
695.00          741.7090
696.49          799.8779
696.49          799.8779
697.00          828.9011
697.49          839.7805
698.33          832.6729
698.50          824.1891
699.00          825.4833
702.63          763.9068
706.10          803.8513
706.58            0.0000
706.67          777.2687
709.31          721.4156
713.82          740.2887
717.42          720.0897
720.50          689.1693
721.93            0.0000
722.20          671.7521
722.78          682.7583
722.78          682.7583
722.89          684.5906
722.95          684.6216
723.30          684.7298
724.18          712.0801
727.18          707.7246
733.00          657.2728
735.90          670.1857
739.58            0.0000
742.81          599.3161
744.21          641.2430
747.13          644.3338
751.79          640.3184
753.82          597.0453
755.35            0.0000
756.15          625.1915
756.87          625.3999
763.93          655.4118
765.79          678.0688
766.41          716.1362
766.84          758.3509
768.36          764.1671
768.36          764.1671
768.36          764.1671
768.36          764.1671
776.49          711.8959
778.00            0.0000
778.57          680.1950
778.89          695.1089
783.80          618.7852
785.46          618.8382
792.07          617.8475
795.84          575.7463
796.30          588.6563
801.93          655.9377
805.60          620.3557
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810.76          634.9740
815.85          611.9537
817.79            0.0000
818.51          534.4579
819.60          556.4020
826.30          610.1071
828.27            0.0000
831.60          644.7217
831.96          627.7633
834.83          656.0929
836.80            0.0000
846.75          655.7194
848.13          625.5628
856.28            0.0000
856.80          616.2807
860.37          626.0006
867.32          533.0163
867.82          517.5682
871.10          610.5658
873.19          565.7322
874.81          582.5491
875.33            0.0000
876.40          569.4074
879.36          589.4855
880.27          595.5185
880.51          595.5811
881.50          589.0371
883.24          582.6833
884.67          589.8288
889.25          581.2469
896.60          631.7842
898.02          662.3952
899.00          637.2835
903.28          560.1998
911.07          590.4504
911.07          590.4504
911.07          590.4504
919.63          560.4757
920.93          522.9084
925.00          560.2690
925.24          580.0566
926.50          588.2396
934.06          544.4946
934.06          544.4946
934.06          544.4946
934.06          544.4946
935.52          571.5648
937.48          622.5699
944.10          551.6577
946.00          564.0007
949.00          555.7181
962.29          557.7663
964.01          577.0313
966.15          577.5117
968.20          598.6105
969.11          602.2705
969.11          602.2705
969.11          602.2705
977.42          568.9658
980.50          563.5833
983.50          596.5430
989.30          516.9363
996.32          681.6250

1001.03          529.3950
1001.68          525.4673
1004.76          660.3950
1021.30            0.0000
1024.50            0.0000
1034.80          554.6156
1037.82          524.3264
1038.57          521.3801
1038.76            0.0000
1045.16          557.7539
1046.59          551.8391
1048.07          554.2113
1050.47          552.6213
1050.47          552.6213
1063.62          538.5927
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1076.63          506.6292
1077.35          518.2408
1085.78          539.7064
1099.22          562.2471
1112.02          533.0186
1112.84          547.6699
1115.52          559.0664
1120.29          589.0806
1120.29          589.0806
1120.29          589.0806
1120.29          589.0806
1120.51          581.8527
1121.28          560.1836
1124.00            0.0000
1129.67          546.8779
1131.51            0.0000
1147.95            0.0000
1167.94          595.9556
1173.22          592.6725
1175.09          601.6715
1177.93          602.2382
1189.05          589.6872
1204.90          639.4608
1205.75            0.0000
1213.00          675.7866
1221.42          683.2360
1230.97          720.1937
1235.34          674.9259
1236.41            0.0000
1238.11          636.7645
1238.11          636.7645
1238.11          636.7645
1238.11          636.7645
1238.25          636.8115
1246.25          591.9756
1260.41            0.0000
1271.85          494.5137
1274.45          525.4848
1274.54          525.5040
1291.56          439.8698
1298.22            0.0000
1312.09          372.9951
1325.50          346.3418
1325.50          346.3418
1332.49          357.7578
1333.61          375.3780
1360.21          327.3251
1362.66            0.0000
1365.15          303.2558
1368.21          316.2837
1368.53            0.0000
1376.25          293.3853
1377.67          294.4950
1377.67          294.4950
1377.67          294.4950
1377.67          294.4950
1384.27          351.2942
1394.10          313.6721
1395.20          312.7818
1407.95          266.2240
1434.06          239.1334
1436.60          277.3478
1457.56            0.0000
1460.81          220.4742
1489.15          233.5777
1509.49          212.3744
1596.49          155.2921
1620.62          174.3371
1678.03            0.0000
1691.02          132.4593
1691.02          132.4593
1706.46            0.0000
1750.46            0.0000
1764.49          113.2515
1764.49          113.2515
1764.49          113.2515
1764.49          113.2515
1770.23          133.7068
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1771.40          334.2577
1791.20            0.0000
1808.65          121.9577
1836.01           89.8497
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TOTAL URANIUM BY GAMMA SPEC REPORT
Sample:G227075002               

Total Uranium Activity        2.9284E+00   ug/g
Total Uranium Counting Unc.   1.7814E+00   ug/g
Total Uranium Tpu             1.7814E-06   ug/g
Total Uranium Mda             6.0537E-01   ug/g
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********************************************************************************
*                                                                              *
*                          GEL Laboratories LLC                          *
*                               2040 SAVAGE ROAD                               *
*                             CHARLESTON ,SC 29417                             *
*                              GROSS GAMMA REPORT                              *
*                                                                              *
*                                                                              *
********************************************************************************
*                                                                              *
*   BATCH ID     : 855520                   SAMPLE ID  : G227075002            *
*   ANALYST      : MJH1                     DETECTOR   : GAM13                 *
*   SAMPLE DATE  : 24-MAR-2009 14:20:00.00  COUNT TIME :    0 16:40:00.00      *
*   ANALYSIS DATE: 22-APR-2009 00:33:19.55  SAMPLE ALQT:   95.840 GRAM         *
*                                                                              *
********************************************************************************

GROSS GAMMA ACTIVITY (pCi/GRAM  ) : 8.129E+00
GROSS GAMMA ERROR  (pCi/GRAM  )   : 2.352E+00
GROSS GAMMA MDA    (pCi/GRAM  )   : 1.647E+00
GROSS GAMMA DLC    (pCi/GRAM  )   : 8.143E-01
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:15:19.98

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075003.CNF;1
Sample date      : 24-MAR-2009 15:55:00 Acquisition date : 22-APR-2009 00:33:43
Sample ID        : G227075003           Sample quantity  : 1.06270E+02 GRAM
Detector name    : GAM14                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:10.54  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

1  0    46.37*     399    3348  1.82   92.51    87  12 6.65E-03 33.0
2  0    63.27*     494    3582  1.22  126.27   122   9 8.24E-03 25.3
3  3    74.88*    2861    3518  1.40  149.47   143  15 4.77E-02  4.5 3.48E+00
4  3    77.16*    4124    3372  1.26  154.02   143  15 6.87E-02  3.3
5  3    84.36*     389    3150  1.29  168.41   163  28 6.48E-03 27.6 1.47E+00
6  3    87.31     1755    3357  1.50  174.30   163  28 2.93E-02  6.4
7  3    89.96      979    2471  1.16  179.60   163  28 1.63E-02  9.2
8  3    92.93*    1789    3617  1.76  185.54   163  28 2.98E-02  8.2
9  0    99.12      334    2644  1.62  197.91   194   9 5.57E-03 28.4
10  0   105.50      279    2318  1.35  210.64   207   8 4.65E-03 30.5
11  0   129.09      374    2613  1.36  257.78   254   9 6.23E-03 25.2
12  0   143.81*     207    2409  1.88  287.19   283   9 3.45E-03 47.6
13  0   153.40      133    2086  1.25  306.37   304   8 2.21E-03 60.3
14  0   185.76*    1265    2771  1.55  371.03   365  13 2.11E-02 10.1
15  0   209.25      743    2047  1.29  417.97   414  10 1.24E-02 12.0
16  3   238.49*    7478    1379  1.35  476.40   468  21 1.25E-01  1.7 2.65E+00
17  3   241.46     1802    1877  1.93  482.33   468  21 3.00E-02  6.4
18  0   270.07      562    1641  1.56  539.53   534  11 9.36E-03 14.6
19  0   277.41      328    1596  1.04  554.19   549  11 5.46E-03 24.4
20  2   295.01*    2004    1061  1.37  589.36   583  21 3.34E-02  4.1 1.54E+00
21  2   299.93      505    1189  1.53  599.20   583  21 8.42E-03 13.0
22  0   327.58      418    1112  1.32  654.45   650   9 6.96E-03 15.2
23  0   338.06     1364    1379  1.41  675.41   669  11 2.27E-02  5.9
24  0   351.66*    3761    1504  1.40  702.59   695  15 6.27E-02  3.0
25  0   409.55      205     813  1.05  818.29   814   9 3.42E-03 26.1
26  0   462.81      555    1023  1.43  924.75   918  15 9.25E-03 13.3
27  0   510.68*     452    1368  1.92 1020.45  1012  19 7.53E-03 25.8
28  0   568.27*     852    1067  2.97 1135.59  1128  17 1.42E-02 10.2
29  0   583.13*    2127     973  1.51 1165.29  1159  15 3.55E-02  4.2
30  0   609.18     2583     878  1.58 1217.38  1211  13 4.31E-02  3.1
31  0   727.20*     553     624  1.78 1453.35  1446  13 9.21E-03 11.1
32  0   768.37      165     501  1.10 1535.68  1532   9 2.75E-03 25.7
33  0   785.87      128     356  0.98 1570.68  1567   8 2.13E-03 27.2
34  0   794.65      284     496  1.27 1588.24  1582  12 4.74E-03 16.7
35  0   860.82      273     513  1.53 1720.57  1715  12 4.56E-03 17.7
36  0   911.26*    1599     604  1.83 1821.44  1814  15 2.66E-02  4.6
37  0   934.38      118     445  2.31 1867.69  1862  11 1.97E-03 35.7
38  2   964.57      323     559  2.30 1928.09  1921  23 5.38E-03 16.9 1.35E+00
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Peak Search Report (continued)                                       Page :   2
Sample ID : G227075003                  Acquisition date : 22-APR-2009 00:33:43

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

39  2   968.97*     896     461  1.88 1936.87  1921  23 1.49E-02  6.4
40  0  1120.31*     511     627  1.39 2239.63  2233  14 8.51E-03 11.7
41  0  1237.78      359     626  2.65 2474.63  2468  13 5.98E-03 15.3
42  0  1377.75      121     182  2.21 2754.72  2749  11 2.01E-03 23.8
43  0  1460.86*   13516     222  2.09 2921.06  2912  19 2.25E-01  0.9
44  0  1588.20       90     149  1.94 3175.93  3169  12 1.50E-03 29.2
45  0  1620.47       56      86  1.85 3240.52  3236  10 9.33E-04 33.6
46  0  1630.58       87      49  2.46 3260.77  3255  11 1.44E-03 19.0
47  0  1729.97      184      72  2.27 3459.74  3451  21 3.07E-03 13.8
48  0  1764.45*     475      82  1.73 3528.78  3521  18 7.92E-03  7.9

Flag: "*" = Peak area was modified by background subtraction

168



VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration     : DKA300:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075003         *
* Acquisition date : 22-APR-2009 00:33:43 Detector SN#    :                   *
* Detector ID      : GAM14                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:10.54     Half life ratio :  8.000            *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 24-MAR-2009 15:55:00 Nuclide Library : SOLID             *
* Sample ID        : G227075003           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.0627E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
* Standard Weight  :   0.00000                                                *
* CALIB. DATE/TIME :  6-MAR-2009 11:43:06 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act error         MDA            
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          4.433E+01       3.254E+00      2.051E-01      0.000E+00
CD-109        2.960E+00       4.480E-01      4.290E-01      0.000E+00
SN-126        2.851E-01       4.315E-02      4.146E-02      0.000E+00
EU-155        7.569E-02       4.560E-02      6.427E-02      0.000E+00
TL-208        3.882E-01       4.095E-02      2.126E-02      0.000E+00
BI-210        2.310E+00       1.505E+00      1.297E+00      0.000E+00
PB-210        2.310E+00       1.505E+00      1.297E+00      0.000E+00
PO-210        2.310E+00       1.502E+00      1.297E+00      0.000E+00
BI-211        2.948E+00       2.534E-01      1.181E-01      0.000E+00
BI-212        8.751E-01       2.045E-01      1.729E-01      0.000E+00
PB-212        1.276E+00       9.999E-02      3.178E-02      0.000E+00
PO-212        1.276E+00       9.999E-02      3.178E-02      0.000E+00
BI-214        8.906E-01       8.753E-02      4.162E-02      0.000E+00
PB-214        1.026E+00       1.026E-01      4.116E-02      0.000E+00
PO-214        1.026E+00       1.026E-01      4.116E-02      0.000E+00
PO-216        1.276E+00       9.999E-02      3.178E-02      0.000E+00
PO-218        1.026E+00       1.026E-01      4.116E-02      0.000E+00
RA-224        3.502E+00       4.825E-01      3.615E-01      0.000E+00
RA-226        8.906E-01       8.753E-02      4.162E-02      0.000E+00
AC-228        1.327E+00       1.940E-01      8.348E-02      0.000E+00
RA-228        1.327E+00       1.940E-01      8.348E-02      0.000E+00
TH-228        1.276E+00       9.999E-02      3.178E-02      0.000E+00
TH-229       -9.836E-03       1.787E-01      2.948E-01      0.000E+00
TH-230        8.906E-01       8.752E-02      4.162E-02      0.000E+00
TH-232        1.327E+00       1.940E-01      8.348E-02      0.000E+00
TH-234        1.193E+00       6.252E-01      6.433E-01      0.000E+00
U-234         8.906E-01       8.752E-02      4.162E-02      0.000E+00
U-235         1.134E-01       1.072E-01      1.217E-01      0.000E+00
NP-237        8.372E-01       2.115E-01      1.227E-01      0.000E+00
U-238         1.193E+00       6.252E-01      6.433E-01      0.000E+00
AM-243        3.018E-01       3.477E-02      2.918E-02      0.000E+00
ANH-511       6.198E-02       3.155E-02      1.687E-02      0.000E+00

---- Non-Identified Nuclides ----

169



Key-Line
Activity   K.L. Act error         MDA            

Nuclide     (pCi/GRAM      ) Ided              (pCi/GRAM      )

BE-7         -3.574E-02       1.371E-01      2.288E-01      0.000E+00 NOT IDENT.
NA-22        -2.917E-02       1.891E-02      2.967E-02      0.000E+00 NOT IDENT.
NA-24         0.000E+00       9.409E+11      0.000E+00      0.000E+00 SHORT HLIF
AL-26        -3.760E-03       1.006E-02      1.653E-02      0.000E+00 NOT IDENT.
TI-44         0.000E+00       2.837E-02      2.700E-02      0.000E+00 FAIL ABUN 
SC-46         3.362E-03       1.697E-02      2.902E-02      0.000E+00 FAIL ABUN 
V-48         -5.194E-02       5.275E-02      8.622E-02      0.000E+00 NOT IDENT.
CR-51         2.800E-02       1.838E-01      3.154E-01      0.000E+00 NOT IDENT.
MN-52        -1.871E-01       4.348E-01      7.002E-01      0.000E+00 FAIL ABUN 
MN-54        -1.875E-03       1.483E-02      2.522E-02      0.000E+00 NOT IDENT.
CO-56         2.564E-03       1.737E-02      2.974E-02      0.000E+00 FAIL ABUN 
CO-57        -7.158E-03       9.242E-03      1.530E-02      0.000E+00 NOT IDENT.
CO-58        -1.891E-02       1.784E-02      2.800E-02      0.000E+00 NOT IDENT.
FE-59        -2.029E-02       4.941E-02      8.196E-02      0.000E+00 FAIL ABUN 
CO-60         4.683E-04       1.645E-02      2.733E-02      0.000E+00 NOT IDENT.
ZN-65        -8.933E-03       4.515E-02      6.456E-02      0.000E+00 NOT IDENT.
GE-68        -3.107E-02       5.620E-01      9.434E-01      0.000E+00 NOT IDENT.
AS-73        -6.250E-03       2.441E-01      4.190E-01      0.000E+00 NOT IDENT.
AS-74        -1.167E-02       5.853E-02      9.669E-02      0.000E+00 NOT IDENT.
SE-75        -6.244E-03       1.897E-02      2.826E-02      0.000E+00 NOT IDENT.
BR-77         0.000E+00       2.004E+02      0.000E+00      0.000E+00 SHORT HLIF
SR-82        -3.695E-01       2.226E-01      3.425E-01      0.000E+00 NOT IDENT.
RB-83        -8.293E-03       2.849E-02      4.598E-02      0.000E+00 NOT IDENT.
RB-84         1.555E-02       3.628E-02      6.245E-02      0.000E+00 NOT IDENT.
KR-85         0.000E+00       3.119E+00      4.996E+00      0.000E+00 NOT IDENT.
SR-85         0.000E+00       1.844E-02      2.953E-02      0.000E+00 NOT IDENT.
RB-86         1.749E-01       5.656E-01      9.593E-01      0.000E+00 NOT IDENT.
Y-88          2.026E-03       1.328E-02      2.265E-02      0.000E+00 NOT IDENT.
ZR-88        -4.279E-03       1.245E-02      2.095E-02      0.000E+00 NOT IDENT.
Y-91          3.462E-01       1.007E+01      1.683E+01      0.000E+00 NOT IDENT.
NB-94         2.609E-03       1.323E-02      2.190E-02      0.000E+00 NOT IDENT.
NB-95         3.302E-02       3.702E-02      4.303E-02      0.000E+00 NOT IDENT.
NB-95M        0.000E+00       1.727E+01      1.943E+01      0.000E+00 NOT IDENT.
ZR-95         9.328E-03       3.234E-02      5.347E-02      0.000E+00 NOT IDENT.
NB-97         0.000E+00       2.194E+10      0.000E+00      0.000E+00 SHORT HLIF
ZR-97         0.000E+00       4.784E+11      0.000E+00      0.000E+00 SHORT HLIF
MO-99         0.000E+00       1.376E+02      0.000E+00      0.000E+00 SHORT HLIF
TC-99M        0.000E+00       2.665E+32      0.000E+00      0.000E+00 SHORT HLIF
RH-101        2.938E-03       1.442E-02      1.941E-02      0.000E+00 NOT IDENT.
RH-102        1.872E-03       1.053E-02      1.777E-02      0.000E+00 NOT IDENT.
RU-103        6.134E-03       1.854E-02      3.133E-02      0.000E+00 FAIL ABUN 
RH-106       -1.604E-01       1.471E-01      2.015E-01      0.000E+00 FAIL ABUN 
RU-106       -1.604E-01       1.462E-01      2.015E-01      0.000E+00 FAIL ABUN 
AG-108M      -9.381E-03       1.193E-02      1.974E-02      0.000E+00 NOT IDENT.
AG-110M       7.308E-04       1.345E-02      2.225E-02      0.000E+00 NOT IDENT.
IN-111        0.000E+00       1.154E+01      0.000E+00      0.000E+00 SHORT HLIF
IN-113M      -1.007E-02       1.759E-02      2.944E-02      0.000E+00 NOT IDENT.
SN-113       -1.007E-02       1.759E-02      2.944E-02      0.000E+00 NOT IDENT.
IN-114M       9.020E-02       8.688E-02      1.281E-01      0.000E+00 NOT IDENT.
CD-115        0.000E+00       2.646E+02      0.000E+00      0.000E+00 SHORT HLIF
SN-117M       4.686E-02       4.382E-02      6.509E-02      0.000E+00 NOT IDENT.
SB-122        0.000E+00       2.923E+01      0.000E+00      0.000E+00 SHORT HLIF
I-123         0.000E+00       6.424E+13      0.000E+00      0.000E+00 SHORT HLIF
TE-123M      -2.173E-04       1.242E-02      1.805E-02      0.000E+00 NOT IDENT.
I-124        -2.107E+00       2.771E+00      3.857E+00      0.000E+00 FAIL ABUN 
SB-124        9.631E-03       3.282E-02      5.466E-02      0.000E+00 FAIL ABUN 
SB-125       -4.011E-03       3.302E-02      5.561E-02      0.000E+00 FAIL ABUN 
TE-125M       1.451E+00       4.371E+00      6.488E+00      0.000E+00 NOT IDENT.
I-126         2.160E-01       1.437E-01      2.463E-01      0.000E+00 NOT IDENT.
SB-126       -3.084E-02       1.337E-01      1.876E-01      0.000E+00 FAIL ABUN 
SB-127       -1.278E+00       6.034E+00      9.881E+00      0.000E+00 NOT IDENT.
XE-127       -1.351E-02       2.248E-02      3.531E-02      0.000E+00 FAIL ABUN 
I-131         3.506E-02       1.291E-01      2.209E-01      0.000E+00 NOT IDENT.
TE-132        0.000E+00       4.516E+00      0.000E+00      0.000E+00 SHORT HLIF
BA-133       -3.229E-03       1.692E-02      2.488E-02      0.000E+00 FAIL ABUN 
I-133         0.000E+00       1.097E+08      0.000E+00      0.000E+00 SHORT HLIF
CS-134        0.000E+00       2.593E-02      3.431E-02      0.000E+00 FAIL ABUN 
CS-135        0.000E+00       6.525E-02      1.022E-01      0.000E+00 NOT IDENT.
I-135         0.000E+00       1.432E+30      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -1.171E-02       9.151E-02      1.535E-01      0.000E+00 FAIL ABUN 
BA-137M      -1.306E-02       1.359E-02      2.179E-02      0.000E+00 NOT IDENT.
CS-137       -1.381E-02       1.437E-02      2.303E-02      0.000E+00 NOT IDENT.
CE-139       -3.682E-03       1.104E-02      1.823E-02      0.000E+00 NOT IDENT.
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BA-140       -1.003E-01       2.002E-01      3.255E-01      0.000E+00 NOT IDENT.
LA-140       -2.679E-02       6.329E-02      9.851E-02      0.000E+00 FAIL ABUN 
CE-141        0.000E+00       3.432E-02      5.157E-02      0.000E+00 NOT IDENT.
CE-143        0.000E+00       1.755E+05      0.000E+00      0.000E+00 SHORT HLIF
CE-144        6.490E-03       8.519E-02      1.249E-01      0.000E+00 NOT IDENT.
PM-144        5.643E-03       1.377E-02      2.293E-02      0.000E+00 NOT IDENT.
PR-144        3.851E-01       9.396E-01      1.565E+00      0.000E+00 NOT IDENT.
PM-146        2.308E-02       1.567E-02      2.711E-02      0.000E+00 NOT IDENT.
ND-147        2.539E-01       4.832E-01      8.168E-01      0.000E+00 FAIL ABUN 
PM-149        0.000E+00       2.216E+03      0.000E+00      0.000E+00 SHORT HLIF
EU-152       -4.988E-02       4.601E-02      5.711E-02      0.000E+00 FAIL ABUN 
GD-153        2.205E-02       4.401E-02      4.777E-02      0.000E+00 FAIL ABUN 
EU-154       -8.123E-02       5.275E-02      8.225E-02      0.000E+00 NOT IDENT.
TB-160        1.917E-02       6.024E-02      1.034E-01      0.000E+00 FAIL ABUN 
TM-171       -8.928E+00       9.856E+00      1.453E+01      0.000E+00 NOT IDENT.
LU-176       -1.790E-03       8.888E-03      1.478E-02      0.000E+00 FAIL ABUN 
LU-177        0.000E+00       2.202E+00      2.879E+00      0.000E+00 FAIL ABUN 
LU-177M      -1.027E-03       7.415E-02      1.088E-01      0.000E+00 FAIL ABUN 
HF-181        1.660E-03       1.916E-02      3.224E-02      0.000E+00 NOT IDENT.
W-181         0.000E+00       1.372E-01      2.109E-01      0.000E+00 NOT IDENT.
TA-182        1.560E-03       9.953E-02      1.661E-01      0.000E+00 FAIL ABUN 
RE-183        1.810E-02       4.353E-02      7.279E-02      0.000E+00 FAIL ABUN 
RE-184        2.618E-02       8.823E-02      1.449E-01      0.000E+00 NOT IDENT.
OS-185       -1.213E-02       1.775E-02      2.874E-02      0.000E+00 NOT IDENT.
RE-188        0.000E+00       8.050E-02      1.204E-01      0.000E+00 NOT IDENT.
W-188        -1.537E+00       3.314E+00      4.895E+00      0.000E+00 FAIL ABUN 
IR-192       -1.078E-02       1.376E-02      2.317E-02      0.000E+00 FAIL ABUN 
AU-195        0.000E+00       1.081E-01      1.414E-01      0.000E+00 FAIL ABUN 
TL-200        0.000E+00       9.044E+05      0.000E+00      0.000E+00 SHORT HLIF
TL-201        0.000E+00       5.352E+01      0.000E+00      0.000E+00 SHORT HLIF
TL-202        2.562E-02       5.448E-02      9.286E-02      0.000E+00 NOT IDENT.
HG-203        0.000E+00       1.952E-02      3.057E-02      0.000E+00 NOT IDENT.
BI-207        1.243E-02       2.212E-02      3.781E-02      0.000E+00 FAIL ABUN 
TL-207        1.895E-01       2.656E-01      4.001E-01      0.000E+00 FAIL ABUN 
PO-209        1.918E-01       2.942E+00      5.009E+00      0.000E+00 NOT IDENT.
PB-211       -4.004E-01       4.609E-01      5.556E-01      0.000E+00 NOT IDENT.
PO-215        1.895E-01       2.656E-01      4.001E-01      0.000E+00 FAIL ABUN 
RN-219        9.796E-02       1.495E-01      2.558E-01      0.000E+00 FAIL ABUN 
RN-220       -5.339E-01       9.478E+00      1.579E+01      0.000E+00 NOT IDENT.
RA-223        1.895E-01       2.656E-01      4.001E-01      0.000E+00 FAIL ABUN 
AC-227       -8.170E-02       1.307E-01      2.224E-01      0.000E+00 FAIL ABUN 
TH-227       -8.170E-02       1.309E-01      2.224E-01      0.000E+00 FAIL ABUN 
PA-231       -2.504E-01       5.821E-01      9.010E-01      0.000E+00 FAIL ABUN 
TH-231        1.895E-01       2.656E-01      4.001E-01      0.000E+00 FAIL ABUN 
U-231         4.213E+00       5.229E+00      5.728E+00      0.000E+00 FAIL ABUN 
PA-233        5.229E-03       2.235E-02      3.844E-02      0.000E+00 FAIL ABUN 
PA-234       -3.467E-02       1.270E-01      2.133E-01      0.000E+00 FAIL ABUN 
PA-234M       0.000E+00       2.726E+00      4.756E+00      0.000E+00 NOT IDENT.
NP-236       -4.905E-02       2.844E-02      4.577E-02      0.000E+00 FAIL ABUN 
NP-239       -5.311E-03       6.736E-02      1.130E-01      0.000E+00 FAIL ABUN 
AM-241        2.910E-02       4.931E-02      7.490E-02      0.000E+00 NOT IDENT.
CM-243        0.000E+00       5.246E-02      5.816E-02      0.000E+00 FAIL ABUN 
CM-247        1.181E-03       1.370E-02      2.263E-02      0.000E+00 FAIL ABUN 
CF-249        2.066E-02       1.444E-02      2.515E-02      0.000E+00 NOT IDENT.
CF-251        7.313E-03       4.511E-02      7.492E-02      0.000E+00 NOT IDENT.
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:15:21.14

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075003.CNF;1
Sample date      : 24-MAR-2009 15:55:00 Acquisition date : 22-APR-2009 00:33:43
Sample ID        : G227075003           Sample quantity  : 1.06270E+02 GRAM
Detector name    : GAM14                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:10.54  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Nuclide Line Activity Report

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
K-40       1460.81   13516   10.67*  1.211E+00  4.433E+01   4.433E+01     7.49
CD-109       88.03    1755    3.72*  7.054E+00  2.836E+00   2.960E+00    15.44
SN-126       64.28     494    9.60   4.624E+00  4.721E-01   4.721E-01    52.61

86.94    1755    8.90   7.054E+00  1.185E+00   1.185E+00    43.30
87.57    1755   37.00*  7.054E+00  2.851E-01   2.851E-01    15.44

EU-155       48.70  ------    4.60   2.195E+00  ------  Line Not Found  ------
60.01  ------    1.11   4.118E+00  ------  Line Not Found  ------
86.54    1755   30.90   7.054E+00  3.414E-01   3.452E-01    15.49
105.31     279   20.70*  7.634E+00  7.487E-02   7.569E-02    61.48

TL-208      277.35     328    6.80   5.001E+00  4.083E-01   4.083E-01    49.85
510.84     452   21.60   3.089E+00  2.869E-01   2.869E-01    52.61
583.14    2127   84.20*  2.758E+00  3.882E-01   3.882E-01    10.76
860.37     273   12.46   1.944E+00  4.787E-01   4.787E-01    36.56

BI-210       46.50     399    4.05*  1.811E+00  2.305E+00   2.310E+00    66.46
PB-210       46.50     399    4.05*  1.811E+00  2.305E+00   2.310E+00    66.46
PO-210       46.50     399    4.05*  1.811E+00  2.305E+00   2.310E+00    66.34
BI-211       72.87  ------    1.27   5.875E+00  ------  Line Not Found  ------

351.07    3761   12.94*  4.179E+00  2.948E+00   2.948E+00     8.77
BI-212      727.18     553   11.80*  2.268E+00  8.751E-01   8.751E-01    23.85

785.46     128    1.97   2.113E+00  1.302E+00   1.302E+00    55.00
1620.62      56    2.75   1.120E+00  7.702E-01   7.702E-01    67.60

PB-212       74.81    2861   10.70   6.088E+00  1.862E+00   1.862E+00    15.02
77.11    4124   18.00   6.310E+00  1.539E+00   1.539E+00    10.19
87.30    1755    8.00   7.054E+00  1.319E+00   1.319E+00    18.40
238.63    7478   44.60*  5.570E+00  1.276E+00   1.276E+00     8.00
300.09     505    3.41   4.720E+00  1.331E+00   1.331E+00    27.35

PO-212       74.81    2861   10.70   6.088E+00  1.862E+00   1.862E+00    15.02
77.11    4124   18.00   6.310E+00  1.539E+00   1.539E+00    10.19
87.30    1755    8.00   7.054E+00  1.319E+00   1.319E+00    18.40
115.19  ------    0.60   7.689E+00  ------  Line Not Found  ------
238.63    7478   44.60*  5.570E+00  1.276E+00   1.276E+00     8.00
300.09     505    3.41   4.720E+00  1.331E+00   1.331E+00    27.35
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Nuclide Line Activity Report (continued)                             Page :   2
Sample ID : G227075003                  Acquisition date : 22-APR-2009 00:33:43

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
BI-214      609.31    2583   46.30*  2.655E+00  8.906E-01   8.906E-01    10.03

768.36     165    5.04   2.157E+00  6.427E-01   6.427E-01    52.20
934.06     118    3.21   1.801E+00  8.671E-01   8.671E-01    72.34
1120.29     511   15.10   1.524E+00  9.412E-01   9.412E-01    25.19
1238.11     359    5.94   1.393E+00  1.838E+00   1.838E+00    31.77
1377.67     121    4.11   1.270E+00  9.805E-01   9.806E-01    48.49
1764.49     475   15.80   1.059E+00  1.204E+00   1.204E+00    16.96

PB-214       74.81    2861    6.21   6.088E+00  3.208E+00   3.208E+00    13.89
77.11    4124   10.50   6.310E+00  2.638E+00   2.638E+00    12.72
87.30    1755    4.67   7.054E+00  2.259E+00   2.259E+00    17.26
241.98    1802    7.49   5.522E+00  1.847E+00   1.847E+00    15.14
295.21    2004   19.20   4.779E+00  9.258E-01   9.258E-01    11.82
351.92    3761   37.20*  4.179E+00  1.025E+00   1.026E+00    10.20

PO-214       74.81    2861    6.21   6.088E+00  3.208E+00   3.208E+00    13.89
77.11    4124   10.50   6.310E+00  2.638E+00   2.638E+00    12.72
87.30    1755    4.67   7.054E+00  2.259E+00   2.259E+00    17.26
241.98    1802    7.49   5.522E+00  1.847E+00   1.847E+00    15.14
295.21    2004   19.20   4.779E+00  9.258E-01   9.258E-01    11.82
351.92    3761   37.20*  4.179E+00  1.025E+00   1.026E+00    10.20

PO-216       74.81    2861   10.70   6.088E+00  1.862E+00   1.862E+00    15.02
77.11    4124   18.00   6.310E+00  1.539E+00   1.539E+00    10.19
87.30    1755    8.00   7.054E+00  1.319E+00   1.319E+00    18.40
238.63    7478   44.60*  5.570E+00  1.276E+00   1.276E+00     8.00
300.09     505    3.41   4.720E+00  1.331E+00   1.331E+00    27.35

PO-218       74.81    2861    6.21   6.088E+00  3.208E+00   3.208E+00    13.89
77.11    4124   10.50   6.310E+00  2.638E+00   2.638E+00    12.72
87.30    1755    4.67   7.054E+00  2.259E+00   2.259E+00    17.26
241.98    1802    7.49   5.522E+00  1.847E+00   1.847E+00    15.14
295.21    2004   19.20   4.779E+00  9.258E-01   9.258E-01    11.82
351.92    3761   37.20*  4.179E+00  1.025E+00   1.026E+00    10.20

RA-224      240.98    1802    3.95*  5.522E+00  3.502E+00   3.502E+00    14.06
RA-226      609.31    2583   46.30*  2.655E+00  8.906E-01   8.906E-01    10.03

768.36     165    5.04   2.157E+00  6.427E-01   6.427E-01    52.20
934.06     118    3.21   1.801E+00  8.671E-01   8.671E-01    72.34
1120.29     511   15.10   1.524E+00  9.412E-01   9.412E-01    25.19
1238.11     359    5.94   1.393E+00  1.838E+00   1.838E+00    31.77
1377.67     121    4.11   1.270E+00  9.805E-01   9.806E-01    48.49
1764.49     475   15.80   1.059E+00  1.204E+00   1.204E+00    16.96

AC-228      338.32    1364   11.40   4.309E+00  1.177E+00   1.177E+00    42.45
911.07    1599   27.70*  1.844E+00  1.327E+00   1.327E+00    14.92
969.11     896   16.60   1.742E+00  1.314E+00   1.314E+00    26.60

RA-228      338.32    1364   11.40   4.309E+00  1.177E+00   1.177E+00    42.45
911.07    1599   27.70*  1.844E+00  1.327E+00   1.327E+00    14.92
969.11     896   16.60   1.742E+00  1.314E+00   1.314E+00    26.60

TH-228       84.40     389    1.21   6.875E+00  1.982E+00   1.982E+00    56.79
238.60    7478   44.60*  5.570E+00  1.276E+00   1.276E+00     8.00
300.10     505    3.41   4.720E+00  1.331E+00   1.331E+00    64.45

TH-229       85.43     389   16.50   6.875E+00  1.454E-01   1.454E-01    55.92
88.47    1755   27.10   7.054E+00  3.893E-01   3.893E-01    15.44
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Nuclide Line Activity Report (continued)                             Page :   3
Sample ID : G227075003                  Acquisition date : 22-APR-2009 00:33:43

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
100.00     334   12.40   7.517E+00  1.519E-01   1.519E-01    57.26
193.63  ------    4.59*  6.375E+00  ------  Line Not Found  ------
210.97  ------    3.26   6.045E+00  ------  Line Not Found  ------

TH-230      609.31    2583   46.30*  2.655E+00  8.906E-01   8.906E-01    10.03
768.36     165    5.04   2.157E+00  6.427E-01   6.427E-01    52.20
934.06     118    3.21   1.801E+00  8.671E-01   8.671E-01    72.34
1120.29     511   15.10   1.524E+00  9.412E-01   9.412E-01    25.19
1238.11     359    5.94   1.393E+00  1.838E+00   1.838E+00    31.77
1377.67     121    4.11   1.270E+00  9.805E-01   9.805E-01    48.49
1764.49     475   15.80   1.059E+00  1.204E+00   1.204E+00    16.96

TH-232      338.32    1364   11.40   4.309E+00  1.177E+00   1.177E+00    13.17
911.07    1599   27.70*  1.844E+00  1.327E+00   1.327E+00    14.92
969.11     896   16.60   1.742E+00  1.314E+00   1.314E+00    26.60

TH-234       63.29     494    3.80*  4.624E+00  1.193E+00   1.193E+00    53.49
92.38    1789    5.41   7.320E+00  1.915E+00   1.915E+00    24.25

U-234       609.31    2583   46.30*  2.655E+00  8.906E-01   8.906E-01    10.03
768.36     165    5.04   2.157E+00  6.427E-01   6.427E-01    52.20
934.06     118    3.21   1.801E+00  8.671E-01   8.671E-01    72.34
1120.29     511   15.10   1.524E+00  9.412E-01   9.412E-01    25.19
1238.11     359    5.94   1.393E+00  1.838E+00   1.838E+00    31.77
1377.67     121    4.11   1.270E+00  9.805E-01   9.805E-01    48.49
1764.49     475   15.80   1.059E+00  1.204E+00   1.204E+00    16.96

U-235        89.95     979    2.70   7.191E+00  2.138E+00   2.138E+00    35.95
93.35    1789    4.50   7.320E+00  2.303E+00   2.303E+00    32.35
105.00     279    2.10   7.634E+00  7.380E-01   7.380E-01    67.78
143.76     207   10.50*  7.371E+00  1.134E-01   1.134E-01    96.53
163.35  ------    4.70   6.991E+00  ------  Line Not Found  ------
185.71    1265   54.00   6.532E+00  1.521E-01   1.521E-01    20.93
205.31  ------    4.70   6.150E+00  ------  Line Not Found  ------

NP-237       86.50    1755   12.60*  7.054E+00  8.372E-01   8.372E-01    25.77
95.87  ------    2.60   7.425E+00  ------  Line Not Found  ------

U-238        63.29     494    3.80*  4.624E+00  1.193E+00   1.193E+00    53.49
92.38    1789    5.41   7.320E+00  1.915E+00   1.915E+00    18.32

AM-243       74.67    2861   66.00*  6.088E+00  3.018E-01   3.018E-01    11.75
86.72    1755    0.34   7.054E+00  3.139E+01   3.140E+01    15.44
117.66  ------    0.55   7.685E+00  ------  Line Not Found  ------
142.18  ------    0.13   7.399E+00  ------  Line Not Found  ------

ANH-511     511.00     452  100.00*  3.089E+00  6.198E-02   6.198E-02    51.95

Flag: "*" = Keyline
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Summary of Nuclide Activity                                          Page :   4
Sample ID : G227075003                  Acquisition date : 22-APR-2009 00:33:43

Total number of lines in spectrum              48
Number of unidentified lines                    4
Number of lines tentatively identified by NID  44       91.67%

Nuclide Type :                                 

Uncorrected  Decay Corr   Decay Corr   2-Sigma
Nuclide     Hlife   Decay  pCi/GRAM     pCi/GRAM   2-Sigma Error  %Error Flags
K-40    1.28E+09Y    1.00  4.433E+01    4.433E+01    0.332E+01     7.49       
CD-109    464.00D    1.04  2.836E+00    2.960E+00    0.457E+00    15.44       
SN-126  1.00E+05Y    1.00  2.851E-01    2.851E-01    0.440E-01    15.44       
EU-155      4.96Y    1.01  7.487E-02    7.569E-02    4.653E-02    61.48       
TL-208  1.41E+10Y    1.00  3.882E-01    3.882E-01    0.418E-01    10.76       
BI-210     22.26Y    1.00  2.305E+00    2.310E+00    1.535E+00    66.46       
PB-210     22.26Y    1.00  2.305E+00    2.310E+00    1.535E+00    66.46       
PO-210     22.26Y    1.00  2.305E+00    2.310E+00    1.533E+00    66.34       
BI-211  7.04E+08Y    1.00  2.948E+00    2.948E+00    0.259E+00     8.77       
BI-212  1.41E+10Y    1.00  8.751E-01    8.751E-01    2.087E-01    23.85       
PB-212  1.41E+10Y    1.00  1.276E+00    1.276E+00    0.102E+00     8.00       
PO-212  1.41E+10Y    1.00  1.276E+00    1.276E+00    0.102E+00     8.00       
BI-214   1600.00Y    1.00  8.906E-01    8.906E-01    0.893E-01    10.03       
PB-214   1600.00Y    1.00  1.025E+00    1.026E+00    0.105E+00    10.20       
PO-214   1600.00Y    1.00  1.025E+00    1.026E+00    0.105E+00    10.20       
PO-216  1.41E+10Y    1.00  1.276E+00    1.276E+00    0.102E+00     8.00       
PO-218   1600.00Y    1.00  1.025E+00    1.026E+00    0.105E+00    10.20       
RA-224  1.41E+10Y    1.00  3.502E+00    3.502E+00    0.492E+00    14.06       
RA-226   1600.00Y    1.00  8.906E-01    8.906E-01    0.893E-01    10.03       
AC-228  1.41E+10Y    1.00  1.327E+00    1.327E+00    0.198E+00    14.92       
RA-228  1.41E+10Y    1.00  1.327E+00    1.327E+00    0.198E+00    14.92       
TH-228  1.41E+10Y    1.00  1.276E+00    1.276E+00    0.102E+00     8.00       
TH-229   7340.00Y    1.00  3.893E-01    3.893E-01    0.601E-01    15.44  K    
TH-230  4.47E+09Y    1.00  8.906E-01    8.906E-01    0.893E-01    10.03       
TH-232  1.41E+10Y    1.00  1.327E+00    1.327E+00    0.198E+00    14.92       
TH-234  4.47E+09Y    1.00  1.193E+00    1.193E+00    0.638E+00    53.49       
U-234   4.47E+09Y    1.00  8.906E-01    8.906E-01    0.893E-01    10.03       
U-235   7.04E+08Y    1.00  1.134E-01    1.134E-01    1.094E-01    96.53       
NP-237  2.14E+06Y    1.00  8.372E-01    8.372E-01    2.158E-01    25.77       
U-238   4.47E+09Y    1.00  1.193E+00    1.193E+00    0.638E+00    53.49       
AM-243   7380.00Y    1.00  3.018E-01    3.018E-01    0.355E-01    11.75       
ANH-511 1.00E+09Y    1.00  6.198E-02    6.198E-02    3.220E-02    51.95       

---------    ---------
Total Activity :  8.197E+01    8.211E+01

Grand Total Activity :  8.197E+01    8.211E+01

Flags: "K" = Keyline not found         "M" = Manually accepted
"E" = Manually edited           "A" = Nuclide specific abn. limit
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Unidentified Energy Lines                                            Page :   5
Sample ID : G227075003                  Acquisition date : 22-APR-2009 00:33:43

It   Energy    Area   Bkgnd  FWHM  Channel Left Pw  Cts/Sec %Err   %Eff   Flags

0   129.09     374    2613  1.36   257.78  254  9 6.23E-03 50.5  7.59E+00  T
0   153.40     133    2086  1.25   306.37  304  8 2.21E-03 ****  7.19E+00  T
0   209.25     743    2047  1.29   417.97  414 10 1.24E-02 23.9  6.08E+00  T
0   270.07     562    1641  1.56   539.53  534 11 9.36E-03 29.2  5.10E+00  T
0   327.58     418    1112  1.32   654.45  650  9 6.96E-03 30.4  4.41E+00  T
0   409.55     205     813  1.05   818.29  814  9 3.42E-03 52.1  3.70E+00   
0   462.81     555    1023  1.43   924.75  918 15 9.25E-03 26.5  3.35E+00  T
0   568.27     852    1067  2.97  1135.59 1128 17 1.42E-02 20.4  2.82E+00  T
0   794.65     284     496  1.27  1588.24 1582 12 4.74E-03 33.5  2.09E+00  T
2   964.57     323     559  2.30  1928.09 1921 23 5.38E-03 33.9  1.75E+00  T
0  1588.20      90     149  1.94  3175.93 3169 12 1.50E-03 58.3  1.14E+00   
0  1630.58      87      49  2.46  3260.77 3255 11 1.44E-03 38.1  1.12E+00   
0  1729.97     184      72  2.27  3459.74 3451 21 3.07E-03 27.5  1.07E+00   

Flags: "T" = Tentatively associated
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration    : SYS$SYSROOT:[ALPHA.ARCHIVE.GAMMA]G227075003              *
* Acquisition date : 22-APR-2009 00:33:43 Detector SN#    :                   *
* Detector ID      : GAM14                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:10.54     Half life ratio : 8.000             *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 24-MAR-2009 15:55:00 Nuclide Library : SOLID             *
* Sample ID        : G227075003           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.0627E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
*                                                                             *
* CALIB. DATE/TIME :  6-MAR-2009 11:43:06 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act Error        LC            TPU
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          4.433E+01       3.254E+00      1.026E-01      3.254E+00
CD-109        2.960E+00       4.480E-01      2.146E-01      4.480E-01
SN-126        2.851E-01       4.315E-02      2.074E-02      4.315E-02
EU-155        7.569E-02       4.560E-02      3.215E-02      4.560E-02
TL-208        3.882E-01       4.095E-02      1.064E-02      4.095E-02
BI-210        2.310E+00       1.505E+00      6.487E-01      1.505E+00
PB-210        2.310E+00       1.505E+00      6.487E-01      1.505E+00
PO-210        2.310E+00       1.502E+00      6.487E-01      1.502E+00
BI-211        2.948E+00       2.534E-01      5.908E-02      2.534E-01
BI-212        8.751E-01       2.045E-01      8.650E-02      2.045E-01
PB-212        1.276E+00       9.999E-02      1.590E-02      9.999E-02
PO-212        1.276E+00       9.999E-02      1.590E-02      9.999E-02
BI-214        8.906E-01       8.753E-02      2.082E-02      8.753E-02
PB-214        1.026E+00       1.026E-01      2.059E-02      1.026E-01
PO-214        1.026E+00       1.026E-01      2.059E-02      1.026E-01
PO-216        1.276E+00       9.999E-02      1.590E-02      9.999E-02
PO-218        1.026E+00       1.026E-01      2.059E-02      1.026E-01
RA-224        3.502E+00       4.825E-01      1.809E-01      4.825E-01
RA-226        8.906E-01       8.753E-02      2.082E-02      8.753E-02
AC-228        1.327E+00       1.940E-01      4.176E-02      1.940E-01
RA-228        1.327E+00       1.940E-01      4.176E-02      1.940E-01
TH-228        1.276E+00       9.999E-02      1.590E-02      9.999E-02
TH-229       -9.836E-03       1.787E-01      1.475E-01      1.787E-01
TH-230        8.906E-01       8.752E-02      2.082E-02      8.752E-02
TH-232        1.327E+00       1.940E-01      4.176E-02      1.940E-01
TH-234        1.193E+00       6.252E-01      3.219E-01      6.252E-01
U-234         8.906E-01       8.752E-02      2.082E-02      8.752E-02
U-235         1.134E-01       1.072E-01      6.090E-02      1.072E-01
NP-237        8.372E-01       2.115E-01      6.140E-02      2.115E-01
U-238         1.193E+00       6.252E-01      3.219E-01      6.252E-01
AM-243        3.018E-01       3.477E-02      1.460E-02      3.477E-02
ANH-511       6.198E-02       3.155E-02      8.442E-03      3.155E-02

---- Non-Identified Nuclides ----
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Key-Line
Activity     K.L Act error        LC             TPU

Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7         -3.574E-02       1.371E-01      1.145E-01      1.371E-01 NOT IDENT.
NA-22        -2.917E-02       1.891E-02      1.484E-02      1.891E-02 NOT IDENT.
NA-24        -5.148E+11       9.409E+11      0.000E+00      9.409E+11 SHORT HLIF
AL-26        -3.760E-03       1.006E-02      8.268E-03      1.006E-02 NOT IDENT.
TI-44         2.842E-01       2.837E-02      1.351E-02      2.837E-02 FAIL ABUN 
SC-46         3.362E-03       1.697E-02      1.452E-02      1.697E-02 FAIL ABUN 
V-48         -5.194E-02       5.275E-02      4.313E-02      5.275E-02 NOT IDENT.
CR-51         2.800E-02       1.838E-01      1.578E-01      1.838E-01 NOT IDENT.
MN-52        -1.871E-01       4.348E-01      3.503E-01      4.348E-01 FAIL ABUN 
MN-54        -1.875E-03       1.483E-02      1.262E-02      1.483E-02 NOT IDENT.
CO-56         2.564E-03       1.737E-02      1.488E-02      1.737E-02 FAIL ABUN 
CO-57        -7.158E-03       9.242E-03      7.656E-03      9.242E-03 NOT IDENT.
CO-58        -1.891E-02       1.784E-02      1.401E-02      1.784E-02 NOT IDENT.
FE-59        -2.029E-02       4.941E-02      4.100E-02      4.941E-02 FAIL ABUN 
CO-60         4.683E-04       1.645E-02      1.367E-02      1.645E-02 NOT IDENT.
ZN-65        -8.933E-03       4.515E-02      3.230E-02      4.515E-02 NOT IDENT.
GE-68        -3.107E-02       5.620E-01      4.720E-01      5.620E-01 NOT IDENT.
AS-73        -6.250E-03       2.441E-01      2.096E-01      2.441E-01 NOT IDENT.
AS-74        -1.167E-02       5.853E-02      4.837E-02      5.853E-02 NOT IDENT.
SE-75        -6.244E-03       1.897E-02      1.414E-02      1.897E-02 NOT IDENT.
BR-77        -7.003E+01       2.004E+02      0.000E+00      2.004E+02 SHORT HLIF
SR-82        -3.695E-01       2.226E-01      1.714E-01      2.226E-01 NOT IDENT.
RB-83        -8.293E-03       2.849E-02      2.301E-02      2.849E-02 NOT IDENT.
RB-84         1.555E-02       3.628E-02      3.124E-02      3.628E-02 NOT IDENT.
KR-85         1.339E+01       3.119E+00      2.499E+00      3.119E+00 NOT IDENT.
SR-85         7.916E-02       1.844E-02      1.478E-02      1.844E-02 NOT IDENT.
RB-86         1.749E-01       5.656E-01      4.799E-01      5.656E-01 NOT IDENT.
Y-88          2.026E-03       1.328E-02      1.133E-02      1.328E-02 NOT IDENT.
ZR-88        -4.279E-03       1.245E-02      1.048E-02      1.245E-02 NOT IDENT.
Y-91          3.462E-01       1.007E+01      8.421E+00      1.007E+01 NOT IDENT.
NB-94         2.609E-03       1.323E-02      1.096E-02      1.323E-02 NOT IDENT.
NB-95         3.302E-02       3.702E-02      2.153E-02      3.702E-02 NOT IDENT.
NB-95M        1.042E+02       1.727E+01      9.719E+00      1.727E+01 NOT IDENT.
ZR-95         9.328E-03       3.234E-02      2.675E-02      3.234E-02 NOT IDENT.
NB-97         1.548E+09       2.194E+10      0.000E+00      2.194E+10 SHORT HLIF
ZR-97         2.852E+12       4.784E+11      0.000E+00      4.784E+11 SHORT HLIF
MO-99        -5.275E+01       1.376E+02      0.000E+00      1.376E+02 SHORT HLIF
TC-99M       -1.288E+32       2.665E+32      0.000E+00      0.000E+00 SHORT HLIF
RH-101        2.938E-03       1.442E-02      9.709E-03      1.442E-02 NOT IDENT.
RH-102        1.872E-03       1.053E-02      8.893E-03      1.053E-02 NOT IDENT.
RU-103        6.134E-03       1.854E-02      1.567E-02      1.854E-02 FAIL ABUN 
RH-106       -1.604E-01       1.471E-01      1.008E-01      1.471E-01 FAIL ABUN 
RU-106       -1.604E-01       1.462E-01      1.008E-01      1.462E-01 FAIL ABUN 
AG-108M      -9.381E-03       1.193E-02      9.874E-03      1.193E-02 NOT IDENT.
AG-110M       7.308E-04       1.345E-02      1.113E-02      1.345E-02 NOT IDENT.
IN-111       -1.758E+00       1.154E+01      0.000E+00      1.154E+01 SHORT HLIF
IN-113M      -1.007E-02       1.759E-02      1.473E-02      1.759E-02 NOT IDENT.
SN-113       -1.007E-02       1.759E-02      1.473E-02      1.759E-02 NOT IDENT.
IN-114M       9.020E-02       8.688E-02      6.411E-02      8.688E-02 NOT IDENT.
CD-115       -9.096E+01       2.646E+02      0.000E+00      2.646E+02 SHORT HLIF
SN-117M       4.686E-02       4.382E-02      3.256E-02      4.382E-02 NOT IDENT.
SB-122        5.964E+01       2.923E+01      0.000E+00      2.923E+01 SHORT HLIF
I-123        -1.124E+12       6.424E+13      0.000E+00      6.424E+13 SHORT HLIF
TE-123M      -2.173E-04       1.242E-02      9.029E-03      1.242E-02 NOT IDENT.
I-124        -2.107E+00       2.771E+00      1.930E+00      2.771E+00 FAIL ABUN 
SB-124        9.631E-03       3.282E-02      2.734E-02      3.282E-02 FAIL ABUN 
SB-125       -4.011E-03       3.302E-02      2.782E-02      3.302E-02 FAIL ABUN 
TE-125M       1.451E+00       4.371E+00      3.246E+00      4.371E+00 NOT IDENT.
I-126         2.160E-01       1.437E-01      1.232E-01      1.437E-01 NOT IDENT.
SB-126       -3.084E-02       1.337E-01      9.383E-02      1.337E-01 FAIL ABUN 
SB-127       -1.278E+00       6.034E+00      4.944E+00      6.034E+00 NOT IDENT.
XE-127       -1.351E-02       2.248E-02      1.766E-02      2.248E-02 FAIL ABUN 
I-131         3.506E-02       1.291E-01      1.105E-01      1.291E-01 NOT IDENT.
TE-132       -1.669E+00       4.516E+00      0.000E+00      4.516E+00 SHORT HLIF
BA-133       -3.229E-03       1.692E-02      1.245E-02      1.692E-02 FAIL ABUN 
I-133         1.337E+07       1.097E+08      0.000E+00      1.097E+08 SHORT HLIF
CS-134        7.696E-02       2.593E-02      1.717E-02      2.593E-02 FAIL ABUN 
CS-135        2.060E-01       6.525E-02      5.114E-02      6.525E-02 NOT IDENT.
I-135        -7.618E+27       1.432E+30      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -1.171E-02       9.151E-02      7.680E-02      9.151E-02 FAIL ABUN 
BA-137M      -1.306E-02       1.359E-02      1.090E-02      1.359E-02 NOT IDENT.
CS-137       -1.381E-02       1.437E-02      1.152E-02      1.437E-02 NOT IDENT.
CE-139       -3.682E-03       1.104E-02      9.122E-03      1.104E-02 NOT IDENT.
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BA-140       -1.003E-01       2.002E-01      1.628E-01      2.002E-01 NOT IDENT.
LA-140       -2.679E-02       6.329E-02      4.929E-02      6.329E-02 FAIL ABUN 
CE-141        6.096E-02       3.432E-02      2.580E-02      3.432E-02 NOT IDENT.
CE-143        6.296E+05       1.755E+05      0.000E+00      1.755E+05 SHORT HLIF
CE-144        6.490E-03       8.519E-02      6.249E-02      8.519E-02 NOT IDENT.
PM-144        5.643E-03       1.377E-02      1.147E-02      1.377E-02 NOT IDENT.
PR-144        3.851E-01       9.396E-01      7.830E-01      9.396E-01 NOT IDENT.
PM-146        2.308E-02       1.567E-02      1.356E-02      1.567E-02 NOT IDENT.
ND-147        2.539E-01       4.832E-01      4.086E-01      4.832E-01 FAIL ABUN 
PM-149        4.989E+02       2.216E+03      0.000E+00      2.216E+03 SHORT HLIF
EU-152       -4.988E-02       4.601E-02      2.857E-02      4.601E-02 FAIL ABUN 
GD-153        2.205E-02       4.401E-02      2.390E-02      4.401E-02 FAIL ABUN 
EU-154       -8.123E-02       5.275E-02      4.115E-02      5.275E-02 NOT IDENT.
TB-160        1.917E-02       6.024E-02      5.175E-02      6.024E-02 FAIL ABUN 
TM-171       -8.928E+00       9.856E+00      7.271E+00      9.856E+00 NOT IDENT.
LU-176       -1.790E-03       8.888E-03      7.393E-03      8.888E-03 FAIL ABUN 
LU-177        9.142E+00       2.202E+00      1.440E+00      2.202E+00 FAIL ABUN 
LU-177M      -1.027E-03       7.415E-02      5.442E-02      7.415E-02 FAIL ABUN 
HF-181        1.660E-03       1.916E-02      1.613E-02      1.916E-02 NOT IDENT.
W-181         3.056E-01       1.372E-01      1.055E-01      1.372E-01 NOT IDENT.
TA-182        1.560E-03       9.953E-02      8.312E-02      9.953E-02 FAIL ABUN 
RE-183        1.810E-02       4.353E-02      3.642E-02      4.353E-02 FAIL ABUN 
RE-184        2.618E-02       8.823E-02      7.250E-02      8.823E-02 NOT IDENT.
OS-185       -1.213E-02       1.775E-02      1.438E-02      1.775E-02 NOT IDENT.
RE-188        1.230E-01       8.050E-02      6.025E-02      8.050E-02 NOT IDENT.
W-188        -1.537E+00       3.314E+00      2.449E+00      3.314E+00 FAIL ABUN 
IR-192       -1.078E-02       1.376E-02      1.159E-02      1.376E-02 FAIL ABUN 
AU-195        1.926E-01       1.081E-01      7.074E-02      1.081E-01 FAIL ABUN 
TL-200       -6.788E+05       9.044E+05      0.000E+00      9.044E+05 SHORT HLIF
TL-201       -3.966E+01       5.352E+01      0.000E+00      5.352E+01 SHORT HLIF
TL-202        2.562E-02       5.448E-02      4.646E-02      5.448E-02 NOT IDENT.
HG-203        4.262E-02       1.952E-02      1.530E-02      1.952E-02 NOT IDENT.
BI-207        1.243E-02       2.212E-02      1.892E-02      2.212E-02 FAIL ABUN 
TL-207        1.895E-01       2.656E-01      2.002E-01      2.656E-01 FAIL ABUN 
PO-209        1.918E-01       2.942E+00      2.506E+00      2.942E+00 NOT IDENT.
PB-211       -4.004E-01       4.609E-01      2.780E-01      4.609E-01 NOT IDENT.
PO-215        1.895E-01       2.656E-01      2.002E-01      2.656E-01 FAIL ABUN 
RN-219        9.796E-02       1.495E-01      1.280E-01      1.495E-01 FAIL ABUN 
RN-220       -5.339E-01       9.478E+00      7.898E+00      9.478E+00 NOT IDENT.
RA-223        1.895E-01       2.656E-01      2.002E-01      2.656E-01 FAIL ABUN 
AC-227       -8.170E-02       1.307E-01      1.113E-01      1.307E-01 FAIL ABUN 
TH-227       -8.170E-02       1.309E-01      1.113E-01      1.309E-01 FAIL ABUN 
PA-231       -2.504E-01       5.821E-01      4.508E-01      5.821E-01 FAIL ABUN 
TH-231        1.895E-01       2.656E-01      2.002E-01      2.656E-01 FAIL ABUN 
U-231         4.213E+00       5.229E+00      2.866E+00      5.229E+00 FAIL ABUN 
PA-233        5.229E-03       2.235E-02      1.923E-02      2.235E-02 FAIL ABUN 
PA-234       -3.467E-02       1.270E-01      1.067E-01      1.270E-01 FAIL ABUN 
PA-234M       5.177E+00       2.726E+00      2.379E+00      2.726E+00 NOT IDENT.
NP-236       -4.905E-02       2.844E-02      2.290E-02      2.844E-02 FAIL ABUN 
NP-239       -5.311E-03       6.736E-02      5.655E-02      6.736E-02 FAIL ABUN 
AM-241        2.910E-02       4.931E-02      3.747E-02      4.931E-02 NOT IDENT.
CM-243        6.845E-02       5.246E-02      2.910E-02      5.246E-02 FAIL ABUN 
CM-247        1.181E-03       1.370E-02      1.132E-02      1.370E-02 FAIL ABUN 
CF-249        2.066E-02       1.444E-02      1.258E-02      1.444E-02 NOT IDENT.
CF-251        7.313E-03       4.511E-02      3.748E-02      4.511E-02 NOT IDENT.
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********************************************************************************
*                             GEL Laboratories LLC                             *
*                                2040 SAVAGE ROAD                              *
*                             CHARLESTON ,SC 29417                             *
*                       GAMMA SPECTROSCOPY BACKGROUND REPORT                   *
********************************************************************************

ENERGY        MDA COUNTS
______        __________

46.50         2310.5735
46.50         2310.5735
46.50         2310.5735
48.70         2389.9045
49.72            0.0000
51.35         2479.8850
52.39         2574.0488
52.97         2600.5129
53.15         2601.1785
53.44         2591.8838
54.07         2604.6853
56.28         2851.2185
56.28         2851.2300
57.37            0.0000
57.53         2714.0466
57.53         2714.0576
57.60         2714.3057
57.98         2718.0020
57.98         2718.0020
59.32         2873.7202
59.32         2873.7202
59.40         2874.0222
59.54         2874.5579
59.72         2875.2415
60.01         2864.0217
61.10         2826.4614
61.14         2826.6125
61.30         2827.1995
63.00         3223.7493
63.29         3224.9482
63.29         3224.9482
63.58         3316.8826
64.28         3295.0486
65.12         3283.0427
65.20         3283.3689
65.20         3283.3689
66.05         3434.3650
66.72         3455.8738
66.83         3456.3489
66.91         3456.6882
67.20         3523.2332
67.20         3523.2332
67.75         3422.9309
67.85         3512.8347
68.90            0.0000
68.90         3482.2839
69.30         3435.2622
69.67         3440.3247
70.82            0.0000
70.82         3368.5615
70.83         3368.6011
72.80         3509.5564
72.87         3528.6296
72.87         3528.6296
74.67         3446.4414
74.81         3447.0046
74.81         3447.0046
74.81         3447.0046
74.81         3447.0046
74.81         3447.0046
74.81         3447.0046
74.97         3447.6482
75.28         3448.8818
75.70         3450.5579
77.11         3308.4514
77.11         3308.4514
77.11         3308.4514
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77.11         3308.4514
77.11         3308.4514
77.11         3308.4514
78.38         3408.2798
79.62         3356.4871
79.80         3357.1624
79.80         3357.1624
80.11         3358.3311
80.18         3358.5906
80.30            0.0000
80.30         3359.0452
81.00         3179.9441
81.07         3180.1897
81.07         3180.1897
81.07         3180.1897
81.07         3180.1897
82.60         3276.5608
83.37         3331.5813
83.78         2961.5330
83.78         2961.5330
83.78         2961.5330
83.78         2961.5330
84.21         2962.9128
84.40         2963.5173
84.90         2965.1140
85.43         2966.8135
86.29         2969.5391
86.50         2970.2007
86.54         2970.3262
86.59         2970.4858
86.72         2970.8962
86.79         2971.1130
86.94         2971.5920
87.30         2972.7324
87.30         2972.7324
87.30         2972.7324
87.30         2972.7324
87.30         2972.7324
87.30         2972.7324
87.57         2973.5764
87.88            0.0000
88.03         2975.0249
88.36         2976.0627
88.47         2976.4048
89.95         2981.0125
91.11         2984.5935
92.29         2988.2202
92.38         2988.5054
92.38         2988.5054
93.35         2991.4592
94.00         2571.1936
94.67         2420.6357
94.67         2420.6450
94.90         2421.2073
94.90         2421.2073
94.90         2421.2073
94.90         2421.2073
95.87         2576.0525
95.87         2576.0525
96.73         2578.2664
97.43         2568.0027
98.44         2537.0439
98.44         2537.0439
98.88         2538.1458
99.55         2428.3962
99.55         2428.3962
99.86         2429.1323
100.00         2401.2610
100.10         2401.5063
103.18         2449.0774
103.76         2333.1716
105.00         2555.1194
105.31         2555.8706
108.00         2401.8042
109.28         2479.4561
111.00         2582.2637
111.00         2582.2637
111.76            0.0000
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112.95         2558.1665
115.19         2328.3628
116.30            0.0000
117.00         2369.9985
117.00         2369.9985
117.66         2355.0029
121.11         2275.8838
121.62         2246.0652
121.78         2246.3738
122.06         2305.5127
122.32         2306.0261
122.32         2306.0261
122.32         2306.0261
122.32         2306.0261
123.07         2298.5586
127.23         2266.3833
129.76         2287.7566
131.20         2260.6733
133.02         2327.1453
133.54         2271.6782
135.34            0.0000
136.00         2253.5662
136.25         2259.2300
136.48         2256.5315
140.51            0.0000
140.51            0.0000
142.18         2193.8843
142.65         2199.7195
143.76         2257.1055
144.24         2331.4299
144.24         2331.4299
144.24         2331.4299
144.24         2331.4299
145.22         2252.7749
145.44         2233.0349
147.16         2189.0071
152.43         2202.9141
152.70         2151.1003
153.22         2135.0769
154.21         2192.9966
154.21         2192.9966
154.21         2192.9966
154.21         2192.9966
155.03         2165.0024
156.02         2144.6440
158.56         2011.5370
159.00            0.0000
159.00         2110.4277
160.31         2246.4023
161.27         2095.2788
162.32         2004.5692
162.64         2028.3817
163.35         1999.6963
163.89         2001.5488
165.85         2013.9410
167.43            0.0000
171.28            0.0000
171.86         2034.3160
172.10         2034.6647
176.55         2002.3794
176.60         2002.4507
181.06            0.0000
185.71         1984.6906
186.00         1985.0836
190.27         1821.0695
192.34         1824.4147
193.63         1905.1101
197.04         1899.5524
198.01         1865.9431
198.60         1838.3676
200.40            0.0000
201.83         2087.4160
202.84         1977.0376
205.31         1831.7997
208.36         2013.9319
208.81         2049.5281
209.75         1864.4972
209.75         1864.4972
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210.97         1661.1110
215.65         1750.3231
216.55         1760.0830
218.09         1774.9440
222.10         1780.3398
223.80         1786.5684
226.40         1812.5574
227.00         1845.3092
227.08         1845.3982
227.20         1845.5254
228.16            0.0000
228.18         1791.1947
228.18         1791.1947
231.56            0.0000
235.69         1698.2528
236.00         1728.8232
236.00         1728.8232
238.60         1592.5361
238.63         1592.5687
238.63         1592.5687
238.63         1592.5687
239.00            0.0000
240.98         1594.7057
241.98         1595.6106
241.98         1595.6106
241.98         1595.6106
244.69         1438.5829
245.39            0.0000
247.94         1383.2445
248.90         1453.8508
249.79            0.0000
252.40         1431.9626
252.85         1409.8547
252.85         1409.8547
254.15            0.0000
256.20         1473.8944
256.20         1473.8944
260.50         1398.8220
260.90            0.0000
262.80         1466.0730
264.65         1442.6650
268.24         1400.0997
268.79         1385.4065
269.46         1409.5691
269.46         1409.5691
269.46         1409.5691
269.46         1409.5691
271.23         1415.9399
273.65         1417.7300
276.40         1403.8407
277.35         1341.5570
277.60         1341.7368
277.60         1341.7368
278.00         1263.0652
278.60         1271.0643
279.20         1256.2653
279.53         1239.7549
281.68            0.0000
283.67         1335.0699
284.30         1294.2125
285.00         1306.3174
285.90            0.0000
286.10         1300.6475
286.10         1300.6475
287.40         1299.6848
288.45            0.0000
290.67         1338.5056
290.80         1338.5947
291.72         1320.8730
293.26            0.0000
293.70         1323.7042
295.21         1304.7983
295.21         1304.7983
295.21         1304.7983
295.96         1305.2837
296.50         1305.6304
297.23            0.0000
298.57         1306.9824
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299.80         1258.6614
299.80         1258.6614
300.09         1258.8448
300.09         1258.8448
300.09         1258.8448
300.10         1258.8448
300.12         1258.8616
301.29         1207.3524
302.84         1248.2484
303.76            0.0000
303.91         1215.0558
304.40         1203.0377
304.40         1203.0377
304.84         1181.7656
306.84         1225.0062
308.46         1214.3647
311.98         1163.6245
316.51         1207.0068
318.01         1186.4939
319.02         1179.6340
319.41         1166.8345
320.08         1169.0621
323.87         1149.0988
323.87         1149.0988
323.87         1149.0988
323.87         1149.0988
325.23         1219.7589
328.77         1196.8689
333.44         1235.3247
334.20         1196.4402
334.20         1196.4402
334.30         1196.5026
338.28         1102.0789
338.28         1102.0789
338.28         1102.0789
338.28         1102.0789
338.32         1102.0933
338.32         1102.0933
338.32         1102.0933
340.50         1046.8506
340.57         1046.8914
344.27         1185.0183
345.85         1113.7085
350.59            0.0000
351.07         1049.9590
351.92         1050.3530
351.92         1050.3530
351.92         1050.3530
355.39            0.0000
356.01          989.5548
364.48          944.1933
366.43            0.0000
367.43         1023.3209
367.94            0.0000
369.80          975.8522
374.96          981.8319
383.85          991.2693
387.95          935.4683
388.63          951.0703
391.69         1029.0781
391.69         1029.0781
392.90         1002.6962
398.62          973.2973
400.65          908.5814
401.10          933.8099
401.81          949.5054
402.60          971.7699
404.84         1035.9265
411.60          858.1033
413.65          863.6497
414.70          857.5490
415.30          893.0614
415.76          900.3275
417.63            0.0000
418.52          857.8857
423.70          860.6171
427.08          840.3294
427.89          851.3178
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432.53          841.1445
433.93          896.2715
439.47            0.0000
439.56          840.4925
439.89          825.9187
443.98          836.0379
444.90          743.1861
445.03          743.2231
445.03          743.2231
445.03          743.2231
445.03          743.2231
453.90          731.9482
463.38          702.9435
468.07          702.1824
473.00          752.9956
475.06          748.6039
475.35          710.0042
476.78          754.0347
477.59          762.1969
477.96          784.1367
482.03          748.5052
484.57            0.0000
487.03          716.9941
490.36            0.0000
492.35            0.0000
497.08          703.5703
507.63            0.0000
510.53            0.0000
510.84          699.9396
511.00          699.9736
511.85          700.1863
511.85          700.1863
513.99          713.7745
513.99          713.7745
520.41          694.0858
520.65            0.0000
527.90            0.0000
528.96            0.0000
529.64          708.4960
529.87            0.0000
531.02          665.3575
537.32          703.2511
543.00          652.8115
546.56            0.0000
549.76          659.3590
552.65          698.6783
555.20          679.8970
563.23          706.8982
563.90            0.0000
568.70          728.9656
569.32          729.1047
569.50          729.1568
569.67          729.1916
573.80          635.8179
574.00          635.8633
574.64            0.0000
578.91            0.0000
579.30            0.0000
583.14          629.4814
585.48            0.0000
591.81          626.5585
592.07          631.4887
593.00          663.4235
595.88          690.8699
600.56          710.4982
602.52            0.0000
602.71          772.7161
602.71          772.7161
603.60          800.5397
604.41          757.6036
604.70          757.6572
609.31          676.1316
609.31          676.1316
609.31          676.1316
609.31          676.1316
610.33          648.3307
612.46          667.7882
614.37          635.2911
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618.01          624.9020
621.84          671.4393
621.84          671.4393
631.29          600.2686
633.02          572.3897
633.10          572.4031
634.78          594.6300
635.90          608.4145
636.97          620.1164
645.85          617.5585
646.12          617.6160
656.30          622.6118
657.75          595.5160
657.90            0.0000
661.65          672.0339
661.65          672.0339
664.57            0.0000
666.33          594.8989
666.33          594.8989
675.00          624.9363
677.61          561.9058
685.20          612.9678
692.80            0.0000
695.00          638.0566
696.49          641.5266
696.49          641.5266
697.00          635.2308
697.49          641.7033
698.33          661.0102
698.50          662.1050
699.00          667.5193
702.63          664.9957
706.10          654.9833
706.58            0.0000
706.67          661.4897
709.31          552.0010
713.82          617.8927
717.42          513.6328
720.50          574.7548
721.93            0.0000
722.20          621.4609
722.78          621.5601
722.78          621.5601
722.89          621.5742
722.95          616.2299
723.30          616.2860
724.18          550.3294
727.18          554.3571
733.00          571.3470
735.90          544.1971
739.58            0.0000
742.81          561.3597
744.21          511.9934
747.13          566.3297
751.79          608.0703
753.82          481.9653
755.35            0.0000
756.15          563.3694
756.87          553.7375
763.93          567.0552
765.79          572.7438
766.41          563.8115
766.84          578.3333
768.36          674.7394
768.36          674.7394
768.36          674.7394
768.36          674.7394
776.49          628.3492
778.00            0.0000
778.57          563.1844
778.89          563.2224
783.80          495.5679
785.46          524.1091
792.07          491.1658
795.84          515.3097
796.30          535.3992
801.93          590.8887
805.60          532.2863
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810.76          551.6299
815.85          489.7398
817.79            0.0000
818.51          504.3509
819.60          473.7212
826.30          543.1364
828.27            0.0000
831.60          581.5121
831.96          581.5636
834.83          588.4114
836.80            0.0000
846.75          529.2847
848.13          521.1582
856.28            0.0000
856.80          522.9220
860.37          524.9568
867.32          502.0159
867.82          485.1897
871.10          484.1818
873.19          498.3463
874.81          505.9590
875.33            0.0000
876.40          500.5862
879.36          453.5386
880.27          451.7787
880.51          450.8688
881.50          474.2236
883.24          468.8394
884.67          469.0034
889.25          471.3690
896.60          499.2549
898.02          508.7532
899.00          521.9357
903.28          517.3185
911.07          471.9155
911.07          471.9155
911.07          471.9155
919.63          436.8221
920.93          442.0225
925.00          467.7970
925.24          464.0698
926.50          461.0681
934.06          460.2979
934.06          460.2979
934.06          460.2979
934.06          460.2979
935.52          385.7910
937.48          416.6495
944.10          521.7283
946.00          556.8701
949.00          479.8053
962.29          469.3327
964.01          472.8886
966.15          473.1221
968.20          473.3353
969.11          473.4266
969.11          473.4266
969.11          473.4266
977.42          497.3018
980.50          458.4550
983.50          532.0463
989.30          443.1369
996.32          554.5340

1001.03          462.4252
1001.68          452.9385
1004.76          587.1050
1021.30            0.0000
1024.50            0.0000
1034.80          506.2022
1037.82          489.1898
1038.57          483.4937
1038.76            0.0000
1045.16          487.0612
1046.59          500.7117
1048.07          502.8108
1050.47          477.9602
1050.47          477.9602
1063.62          495.7292
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1076.63          526.1873
1077.35          547.6143
1085.78          515.5078
1099.22          576.4030
1112.02          559.3153
1112.84          615.2933
1115.52          570.3348
1120.29          569.0613
1120.29          569.0613
1120.29          569.0613
1120.29          569.0613
1120.51          569.0850
1121.28          565.9606
1124.00            0.0000
1129.67          554.5139
1131.51            0.0000
1147.95            0.0000
1167.94          603.0997
1173.22          611.6379
1175.09          612.8543
1177.93          635.9656
1189.05          632.3863
1204.90          682.0734
1205.75            0.0000
1213.00          717.0399
1221.42          740.1558
1230.97          746.1998
1235.34          681.5684
1236.41            0.0000
1238.11          669.9045
1238.11          669.9045
1238.11          669.9045
1238.11          669.9045
1238.25          647.5743
1246.25          574.7314
1260.41            0.0000
1271.85          462.7727
1274.45          496.2842
1274.54          496.2842
1291.56          396.6416
1298.22            0.0000
1312.09          348.3454
1325.50          300.3056
1325.50          300.3056
1332.49          324.1204
1333.61          294.6210
1360.21          215.0842
1362.66            0.0000
1365.15          226.5484
1368.21          256.4087
1368.53            0.0000
1376.25          267.6222
1377.67          240.3889
1377.67          240.3889
1377.67          240.3889
1377.67          240.3889
1384.27          191.2979
1394.10          203.9780
1395.20          218.4438
1407.95          211.6899
1434.06          172.1737
1436.60          153.5645
1457.56            0.0000
1460.81          183.3548
1489.15          158.0413
1509.49           99.7585
1596.49          146.3307
1620.62          106.8522
1678.03            0.0000
1691.02          105.8277
1691.02          105.8277
1706.46            0.0000
1750.46            0.0000
1764.49           90.7480
1764.49           90.7480
1764.49           90.7480
1764.49           90.7480
1770.23           96.6744
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1771.40           96.6888
1791.20            0.0000
1808.65           86.6094
1836.01           93.5549
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TOTAL URANIUM BY GAMMA SPEC REPORT
Sample:G227075003               

Total Uranium Activity        3.6007E+00   ug/g
Total Uranium Counting Unc.   1.8605E+00   ug/g
Total Uranium Tpu             1.8605E-06   ug/g
Total Uranium Mda             9.5792E-01   ug/g
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********************************************************************************
*                                                                              *
*                          GEL Laboratories LLC                          *
*                               2040 SAVAGE ROAD                               *
*                             CHARLESTON ,SC 29417                             *
*                              GROSS GAMMA REPORT                              *
*                                                                              *
*                                                                              *
********************************************************************************
*                                                                              *
*   BATCH ID     : 855520                   SAMPLE ID  : G227075003            *
*   ANALYST      : MJH1                     DETECTOR   : GAM14                 *
*   SAMPLE DATE  : 24-MAR-2009 15:55:00.00  COUNT TIME :    0 16:40:00.00      *
*   ANALYSIS DATE: 22-APR-2009 00:33:43.62  SAMPLE ALQT:  106.270 GRAM         *
*                                                                              *
********************************************************************************

GROSS GAMMA ACTIVITY (pCi/GRAM  ) : 1.004E+01
GROSS GAMMA ERROR  (pCi/GRAM  )   : 9.965E-01
GROSS GAMMA MDA    (pCi/GRAM  )   : 1.959E+00
GROSS GAMMA DLC    (pCi/GRAM  )   : 9.693E-01
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:19:01.04

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075004.CNF;1
Sample date      : 24-MAR-2009 16:00:00 Acquisition date : 22-APR-2009 00:34:09
Sample ID        : G227075004           Sample quantity  : 9.23100E+01 GRAM
Detector name    : GAM20                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:44:29.21  0.4%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

1  0    46.48*      76    2491  1.21   93.06    90   8 1.27E-03137.4
2  0    63.09*     198    4446  1.07  126.23   122  11 3.30E-03 72.1
3  2    74.87     3067    2715  1.06  149.75   145  16 5.11E-02  3.2 3.08E+00
4  2    77.16*    5001    2778  1.10  154.32   145  16 8.33E-02  2.5
5  4    84.42*     579    3014  1.27  168.83   164  28 9.65E-03 19.0 5.95E+00
6  4    87.26     1881    2876  1.28  174.50   164  28 3.14E-02  5.4
7  4    89.87     1175    2419  1.09  179.71   164  28 1.96E-02  7.7
8  4    92.73*    1471    2601  1.30  185.42   164  28 2.45E-02  8.3
9  0   105.42      303    2563  1.19  210.78   207   9 5.06E-03 30.6
10  0   129.19      441    2516  0.86  258.24   254   9 7.35E-03 21.0
11  0   143.55*      87    1806  1.33  286.93   284   7 1.46E-03103.1
12  0   153.51      234    2168  1.50  306.83   303   9 3.91E-03 36.5
13  0   185.75*     978    1879  1.28  371.24   367   9 1.63E-02 10.5
14  0   209.20      801    1761  1.18  418.07   414   9 1.34E-02 10.1
15  5   238.49*    8776    1077  1.14  476.59   469  24 1.46E-01  1.4 3.79E+00
16  5   241.44     1992    1716  1.98  482.50   469  24 3.32E-02  5.9
17  0   269.94      768    1661  1.54  539.43   533  13 1.28E-02 11.5
18  0   277.28      380    1348  1.27  554.09   550  10 6.34E-03 18.8
19  0   295.12     2191    1314  1.17  589.74   585  11 3.65E-02  3.9
20  0   300.09      662    1277  1.27  599.67   596  11 1.10E-02 11.1
21  0   327.88      390    1182  1.30  655.21   650  10 6.49E-03 17.3
22  0   338.17     1711    1094  1.30  675.77   670  10 2.85E-02  4.3
23  0   351.72*    3501    1230  1.26  702.84   696  12 5.83E-02  2.8
24  0   409.16      304     935  1.26  817.63   813  11 5.07E-03 20.3
25  0   439.33       98     705  1.52  877.92   873   9 1.63E-03 50.0
26  0   462.69      598    1005  1.48  924.61   917  16 9.96E-03 12.5
27  0   510.69*     815    1158  1.97 1020.54  1012  18 1.36E-02 13.9
28  0   583.09*    2577     770  1.40 1165.29  1159  13 4.29E-02  3.2
29  0   609.23*    2619     824  1.48 1217.53  1212  13 4.36E-02  3.1
30  0   727.14*     601     475  1.24 1453.29  1448  10 1.00E-02  8.9
31  0   768.10      228     529  1.23 1535.20  1530  11 3.80E-03 20.6
32  0   785.66       72     440  1.77 1570.32  1566   9 1.20E-03 53.9
33  0   795.02      277     536  1.55 1589.04  1583  13 4.62E-03 18.3
34  0   838.92      233     870  5.66 1676.83  1665  20 3.88E-03 31.8
35  0   860.48      414     379  1.91 1719.95  1715  11 6.90E-03 10.3
36  0   911.14*    1881     621  1.64 1821.28  1815  15 3.14E-02  3.9
37  0   934.40      107     443  1.57 1867.81  1861  12 1.78E-03 40.7
38  1   964.82      372     380  1.79 1928.66  1919  26 6.20E-03 11.3 1.68E+00
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Peak Search Report (continued)                                       Page :   2
Sample ID : G227075004                  Acquisition date : 22-APR-2009 00:34:09

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

39  1   969.00*    1031     328  1.72 1937.02  1919  26 1.72E-02  5.1
40  0  1025.60       59     273  1.35 2050.27  2047   9 9.91E-04 51.7
41  0  1120.35      482     460  1.39 2239.84  2235  11 8.04E-03  9.7
42  0  1238.25*     235     717  1.87 2475.80  2469  14 3.91E-03 26.8
43  0  1377.78      138     177  1.90 2755.11  2749  12 2.30E-03 21.1
44  0  1408.80       92     195  1.03 2817.20  2810  14 1.54E-03 33.8
45  0  1460.87*   12104     257  1.91 2921.47  2911  21 2.02E-01  1.0
46  0  1509.74       60     148  3.76 3019.32  3013  14 1.00E-03 44.8
47  3  1588.19      133     125  2.25 3176.44  3169  26 2.22E-03 18.5 1.65E+00
48  3  1593.11      114      99  2.59 3186.28  3169  26 1.90E-03 24.4
49  0  1620.27       93     115  1.75 3240.68  3232  16 1.54E-03 28.0
50  0  1631.05       52      84  1.84 3262.28  3257  11 8.65E-04 37.1
51  0  1730.14      121     119  2.12 3460.77  3451  21 2.01E-03 24.5
52  0  1764.32*     457     110  1.81 3529.23  3520  19 7.61E-03  8.5
53  0  1847.68       44      93  1.65 3696.27  3690  14 7.37E-04 48.2

Flag: "*" = Peak area was modified by background subtraction
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration     : DKA300:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075004         *
* Acquisition date : 22-APR-2009 00:34:09 Detector SN#    :                   *
* Detector ID      : GAM20                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:44:29.21     Half life ratio :  8.000            *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 24-MAR-2009 16:00:00 Nuclide Library : SOLID             *
* Sample ID        : G227075004           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 9.2310E+01 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
* Standard Weight  :   0.00000                                                *
* CALIB. DATE/TIME : 30-SEP-2008 10:47:39 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act error         MDA            
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          4.305E+01       2.834E+00      1.949E-01      0.000E+00
CD-109        3.747E+00       4.987E-01      4.260E-01      0.000E+00
SN-126        3.609E-01       4.804E-02      4.116E-02      0.000E+00
EU-155        9.716E-02       5.883E-02      6.523E-02      0.000E+00
TL-208        5.306E-01       5.637E-02      2.138E-02      0.000E+00
BI-210        4.807E-01       1.295E+00      1.259E+00      0.000E+00
PB-210        4.807E-01       1.295E+00      1.259E+00      0.000E+00
PO-210        4.807E-01       1.295E+00      1.259E+00      0.000E+00
BI-211        3.164E+00       3.469E-01      1.210E-01      0.000E+00
BI-212        1.060E+00       2.124E-01      1.775E-01      0.000E+00
PB-212        1.742E+00       1.834E-01      3.221E-02      0.000E+00
PO-212        1.742E+00       1.834E-01      3.221E-02      0.000E+00
BI-214        1.016E+00       1.147E-01      4.369E-02      0.000E+00
PB-214        1.101E+00       1.331E-01      4.217E-02      0.000E+00
PO-214        1.101E+00       1.331E-01      4.217E-02      0.000E+00
PO-216        1.742E+00       1.834E-01      3.221E-02      0.000E+00
PO-218        1.101E+00       1.331E-01      4.217E-02      0.000E+00
RA-224        4.502E+00       6.726E-01      3.665E-01      0.000E+00
RA-226        1.016E+00       1.147E-01      4.369E-02      0.000E+00
AC-228        1.713E+00       2.439E-01      8.281E-02      0.000E+00
RA-228        1.713E+00       2.439E-01      8.281E-02      0.000E+00
TH-228        1.742E+00       1.834E-01      3.221E-02      0.000E+00
TH-230        1.016E+00       1.147E-01      4.369E-02      0.000E+00
TH-232        1.713E+00       2.439E-01      8.281E-02      0.000E+00
TH-234        5.586E-01       7.947E-01      6.404E-01      0.000E+00
U-234         1.016E+00       1.147E-01      4.369E-02      0.000E+00
U-235         5.615E-02       1.138E-01      1.247E-01      0.000E+00
NP-237        1.060E+00       2.566E-01      1.218E-01      0.000E+00
U-238         5.586E-01       7.947E-01      6.404E-01      0.000E+00
AM-243        3.804E-01       3.605E-02      3.014E-02      0.000E+00
ANH-511       1.271E-01       3.589E-02      1.717E-02      0.000E+00

---- Non-Identified Nuclides ----
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Key-Line
Activity   K.L. Act error         MDA            

Nuclide     (pCi/GRAM      ) Ided              (pCi/GRAM      )

BE-7         -8.273E-02       1.425E-01      2.277E-01      0.000E+00 NOT IDENT.
NA-22        -1.261E-04       1.934E-02      3.135E-02      0.000E+00 NOT IDENT.
NA-24         0.000E+00       8.718E+11      0.000E+00      0.000E+00 SHORT HLIF
AL-26        -2.962E-04       1.098E-02      1.815E-02      0.000E+00 NOT IDENT.
TI-44         0.000E+00       3.534E-02      2.940E-02      0.000E+00 FAIL ABUN 
SC-46        -5.837E-03       1.731E-02      2.841E-02      0.000E+00 FAIL ABUN 
V-48         -1.934E-02       5.232E-02      8.517E-02      0.000E+00 NOT IDENT.
CR-51         1.039E-01       1.905E-01      3.199E-01      0.000E+00 NOT IDENT.
MN-52         8.261E-02       4.446E-01      7.559E-01      0.000E+00 FAIL ABUN 
MN-54         1.005E-02       1.758E-02      2.602E-02      0.000E+00 NOT IDENT.
CO-56         1.273E-02       1.891E-02      3.041E-02      0.000E+00 FAIL ABUN 
CO-57        -2.213E-03       9.976E-03      1.596E-02      0.000E+00 NOT IDENT.
CO-58         3.681E-03       1.683E-02      2.831E-02      0.000E+00 NOT IDENT.
FE-59         6.390E-03       4.785E-02      7.874E-02      0.000E+00 FAIL ABUN 
CO-60        -1.547E-03       1.537E-02      2.590E-02      0.000E+00 NOT IDENT.
ZN-65        -1.399E-02       4.639E-02      6.459E-02      0.000E+00 NOT IDENT.
GE-68         2.125E-01       5.484E-01      9.112E-01      0.000E+00 NOT IDENT.
AS-73         1.378E-01       2.482E-01      4.119E-01      0.000E+00 NOT IDENT.
AS-74         1.298E-03       5.915E-02      1.006E-01      0.000E+00 NOT IDENT.
SE-75         7.553E-03       1.885E-02      2.807E-02      0.000E+00 NOT IDENT.
BR-77         0.000E+00       2.035E+02      0.000E+00      0.000E+00 SHORT HLIF
SR-82        -3.334E-01       2.147E-01      3.381E-01      0.000E+00 NOT IDENT.
RB-83        -2.523E-02       2.888E-02      4.537E-02      0.000E+00 NOT IDENT.
RB-84        -4.594E-02       3.584E-02      5.633E-02      0.000E+00 NOT IDENT.
KR-85         0.000E+00       3.277E+00      5.058E+00      0.000E+00 NOT IDENT.
SR-85         0.000E+00       1.937E-02      2.990E-02      0.000E+00 NOT IDENT.
RB-86        -1.717E-01       5.608E-01      9.099E-01      0.000E+00 NOT IDENT.
Y-88         -4.898E-03       1.266E-02      2.024E-02      0.000E+00 NOT IDENT.
ZR-88        -6.511E-03       1.295E-02      2.101E-02      0.000E+00 NOT IDENT.
Y-91         -5.971E+00       9.895E+00      1.579E+01      0.000E+00 NOT IDENT.
NB-94         1.518E-02       1.320E-02      2.283E-02      0.000E+00 NOT IDENT.
NB-95         0.000E+00       2.829E-02      4.348E-02      0.000E+00 NOT IDENT.
NB-95M        0.000E+00       1.138E+01      1.659E+01      0.000E+00 NOT IDENT.
ZR-95         2.169E-02       3.313E-02      5.652E-02      0.000E+00 NOT IDENT.
NB-97         0.000E+00       2.225E+10      0.000E+00      0.000E+00 SHORT HLIF
ZR-97         0.000E+00       4.977E+11      0.000E+00      0.000E+00 SHORT HLIF
MO-99         0.000E+00       1.331E+02      0.000E+00      0.000E+00 SHORT HLIF
TC-99M        0.000E+00       2.570E+32      0.000E+00      0.000E+00 SHORT HLIF
RH-101        9.486E-03       1.461E-02      2.040E-02      0.000E+00 NOT IDENT.
RH-102       -1.538E-03       1.083E-02      1.755E-02      0.000E+00 FAIL ABUN 
RU-103       -5.843E-04       1.925E-02      3.123E-02      0.000E+00 FAIL ABUN 
RH-106        6.730E-02       1.246E-01      2.140E-01      0.000E+00 FAIL ABUN 
RU-106        6.730E-02       1.244E-01      2.140E-01      0.000E+00 FAIL ABUN 
AG-108M      -2.652E-03       1.410E-02      2.004E-02      0.000E+00 NOT IDENT.
AG-110M       1.015E-02       1.368E-02      2.356E-02      0.000E+00 NOT IDENT.
IN-111        0.000E+00       1.133E+01      0.000E+00      0.000E+00 SHORT HLIF
IN-113M      -3.269E-03       1.821E-02      2.983E-02      0.000E+00 NOT IDENT.
SN-113       -3.269E-03       1.821E-02      2.983E-02      0.000E+00 NOT IDENT.
IN-114M       7.555E-02       8.641E-02      1.319E-01      0.000E+00 NOT IDENT.
CD-115        0.000E+00       2.826E+02      0.000E+00      0.000E+00 SHORT HLIF
SN-117M       3.313E-04       4.555E-02      6.430E-02      0.000E+00 NOT IDENT.
SB-122        0.000E+00       2.660E+01      0.000E+00      0.000E+00 SHORT HLIF
I-123         0.000E+00       5.839E+13      0.000E+00      0.000E+00 SHORT HLIF
TE-123M      -2.464E-03       1.132E-02      1.791E-02      0.000E+00 NOT IDENT.
I-124         1.175E+00       2.603E+00      4.090E+00      0.000E+00 FAIL ABUN 
SB-124       -5.623E-03       3.027E-02      4.966E-02      0.000E+00 FAIL ABUN 
SB-125        4.728E-03       3.544E-02      5.825E-02      0.000E+00 FAIL ABUN 
TE-125M      -2.334E-02       4.614E+00      6.620E+00      0.000E+00 NOT IDENT.
I-126         1.434E-01       1.435E-01      2.482E-01      0.000E+00 NOT IDENT.
SB-126        7.255E-02       1.275E-01      1.992E-01      0.000E+00 FAIL ABUN 
SB-127        2.658E+00       5.880E+00      1.003E+01      0.000E+00 NOT IDENT.
XE-127       -2.379E-02       2.178E-02      3.612E-02      0.000E+00 NOT IDENT.
I-131        -1.298E-02       1.349E-01      2.222E-01      0.000E+00 NOT IDENT.
TE-132        0.000E+00       4.459E+00      0.000E+00      0.000E+00 SHORT HLIF
BA-133       -4.907E-03       1.796E-02      2.577E-02      0.000E+00 FAIL ABUN 
I-133         0.000E+00       1.162E+08      0.000E+00      0.000E+00 SHORT HLIF
CS-134        0.000E+00       3.073E-02      3.552E-02      0.000E+00 FAIL ABUN 
CS-135        0.000E+00       6.890E-02      1.027E-01      0.000E+00 NOT IDENT.
I-135         0.000E+00       1.404E+30      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -1.356E-02       9.374E-02      1.533E-01      0.000E+00 FAIL ABUN 
BA-137M      -1.656E-02       1.400E-02      2.278E-02      0.000E+00 NOT IDENT.
CS-137       -1.750E-02       1.480E-02      2.409E-02      0.000E+00 NOT IDENT.
CE-139       -1.387E-03       1.136E-02      1.935E-02      0.000E+00 NOT IDENT.
BA-140        1.667E-02       2.098E-01      3.399E-01      0.000E+00 NOT IDENT.
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LA-140        6.975E-02       6.143E-02      9.812E-02      0.000E+00 FAIL ABUN 
CE-141        0.000E+00       3.522E-02      5.155E-02      0.000E+00 NOT IDENT.
CE-143        0.000E+00       1.731E+05      0.000E+00      0.000E+00 SHORT HLIF
CE-144       -1.051E-02       8.933E-02      1.267E-01      0.000E+00 NOT IDENT.
PM-144       -1.314E-03       1.373E-02      2.307E-02      0.000E+00 NOT IDENT.
PR-144       -8.967E-02       9.368E-01      1.575E+00      0.000E+00 NOT IDENT.
PM-146        2.812E-03       1.617E-02      2.653E-02      0.000E+00 NOT IDENT.
ND-147        1.321E-01       5.132E-01      8.366E-01      0.000E+00 FAIL ABUN 
PM-149        0.000E+00       2.307E+03      0.000E+00      0.000E+00 SHORT HLIF
EU-152       -1.578E-02       3.634E-02      5.740E-02      0.000E+00 FAIL ABUN 
GD-153       -4.196E-02       3.384E-02      4.723E-02      0.000E+00 FAIL ABUN 
EU-154       -6.922E-04       5.363E-02      8.692E-02      0.000E+00 NOT IDENT.
TB-160       -1.724E-02       6.121E-02      1.007E-01      0.000E+00 FAIL ABUN 
TM-171       -7.768E+00       1.115E+01      1.488E+01      0.000E+00 NOT IDENT.
LU-176       -2.194E-03       9.895E-03      1.517E-02      0.000E+00 FAIL ABUN 
LU-177        0.000E+00       2.430E+00      3.095E+00      0.000E+00 FAIL ABUN 
LU-177M      -3.724E-02       7.949E-02      1.121E-01      0.000E+00 FAIL ABUN 
HF-181        1.405E-02       1.989E-02      3.299E-02      0.000E+00 NOT IDENT.
W-181         3.421E-02       1.530E-01      2.083E-01      0.000E+00 NOT IDENT.
TA-182        2.159E-04       9.770E-02      1.589E-01      0.000E+00 FAIL ABUN 
RE-183       -3.094E-02       5.467E-02      7.508E-02      0.000E+00 FAIL ABUN 
RE-184       -3.128E-02       8.618E-02      1.435E-01      0.000E+00 NOT IDENT.
OS-185        1.765E-03       1.808E-02      3.068E-02      0.000E+00 NOT IDENT.
RE-188        9.074E-02       8.355E-02      1.210E-01      0.000E+00 NOT IDENT.
W-188        -2.923E+00       3.467E+00      4.932E+00      0.000E+00 FAIL ABUN 
IR-192        6.861E-03       1.446E-02      2.426E-02      0.000E+00 FAIL ABUN 
AU-195        0.000E+00       9.153E-02      1.442E-01      0.000E+00 FAIL ABUN 
TL-200        0.000E+00       9.349E+05      0.000E+00      0.000E+00 SHORT HLIF
TL-201        0.000E+00       5.415E+01      0.000E+00      0.000E+00 SHORT HLIF
TL-202        7.531E-02       7.406E-02      9.832E-02      0.000E+00 FAIL ABUN 
HG-203        0.000E+00       2.083E-02      3.142E-02      0.000E+00 NOT IDENT.
BI-207        4.415E-03       3.100E-02      3.841E-02      0.000E+00 FAIL ABUN 
TL-207       -7.126E-03       2.688E-01      3.914E-01      0.000E+00 FAIL ABUN 
PO-209        3.505E-01       3.009E+00      5.014E+00      0.000E+00 NOT IDENT.
PB-211       -3.601E-01       4.609E-01      5.633E-01      0.000E+00 NOT IDENT.
PO-215       -7.126E-03       2.688E-01      3.914E-01      0.000E+00 FAIL ABUN 
RN-219        6.202E-02       1.575E-01      2.609E-01      0.000E+00 FAIL ABUN 
RN-220        5.060E+00       1.022E+01      1.675E+01      0.000E+00 NOT IDENT.
RA-223       -7.126E-03       2.688E-01      3.914E-01      0.000E+00 FAIL ABUN 
AC-227       -2.328E-03       1.340E-01      2.248E-01      0.000E+00 FAIL ABUN 
TH-227       -2.328E-03       1.340E-01      2.248E-01      0.000E+00 FAIL ABUN 
TH-229       -2.244E-01       1.801E-01      2.984E-01      0.000E+00 FAIL ABUN 
PA-231       -1.603E-01       5.688E-01      9.115E-01      0.000E+00 FAIL ABUN 
TH-231       -7.126E-03       2.688E-01      3.914E-01      0.000E+00 FAIL ABUN 
U-231        -3.985E-01       3.982E+00      5.730E+00      0.000E+00 FAIL ABUN 
PA-233        3.008E-03       2.379E-02      3.969E-02      0.000E+00 FAIL ABUN 
PA-234       -8.583E-02       1.246E-01      1.994E-01      0.000E+00 FAIL ABUN 
PA-234M      -1.123E+00       3.858E+00      4.782E+00      0.000E+00 NOT IDENT.
NP-236       -3.497E-02       2.755E-02      4.601E-02      0.000E+00 NOT IDENT.
NP-239       -5.147E-02       7.199E-02      1.142E-01      0.000E+00 FAIL ABUN 
AM-241        2.403E-02       4.925E-02      7.288E-02      0.000E+00 NOT IDENT.
CM-243        3.281E-02       4.025E-02      5.881E-02      0.000E+00 FAIL ABUN 
CM-247        2.980E-03       1.453E-02      2.317E-02      0.000E+00 FAIL ABUN 
CF-249        1.786E-02       1.516E-02      2.559E-02      0.000E+00 NOT IDENT.
CF-251        3.488E-03       4.581E-02      7.809E-02      0.000E+00 NOT IDENT.
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:19:01.99

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075004.CNF;1
Sample date      : 24-MAR-2009 16:00:00 Acquisition date : 22-APR-2009 00:34:09
Sample ID        : G227075004           Sample quantity  : 9.23100E+01 GRAM
Detector name    : GAM20                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:44:29.21  0.4%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Nuclide Line Activity Report

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
K-40       1460.81   12104   10.67*  1.286E+00  4.305E+01   4.305E+01     6.72
CD-109       88.03    1881    3.72*  6.875E+00  3.590E+00   3.747E+00    13.58
SN-126       64.28     198    9.60   4.556E+00  2.211E-01   2.211E-01   144.86

86.94    1881    8.90   6.875E+00  1.500E+00   1.500E+00    42.67
87.57    1881   37.00*  6.875E+00  3.609E-01   3.609E-01    13.58

EU-155       48.70  ------    4.60   2.270E+00  ------  Line Not Found  ------
60.01  ------    1.11   4.104E+00  ------  Line Not Found  ------
86.54    1881   30.90   6.875E+00  4.322E-01   4.369E-01    13.64
105.31     303   20.70*  7.442E+00  9.610E-02   9.716E-02    61.78

TL-208      277.35     380    6.80   4.966E+00  5.497E-01   5.497E-01    40.38
510.84     815   21.60   3.130E+00  5.884E-01   5.884E-01    30.00
583.14    2577   84.20*  2.814E+00  5.306E-01   5.306E-01    10.84
860.37     414   12.46   2.033E+00  7.979E-01   7.979E-01    23.12

BI-210       46.50      76    4.05*  1.913E+00  4.796E-01   4.807E-01   274.92
PB-210       46.50      76    4.05*  1.913E+00  4.796E-01   4.807E-01   274.92
PO-210       46.50      76    4.05*  1.913E+00  4.796E-01   4.807E-01   274.90
BI-211       72.87  ------    1.27   5.761E+00  ------  Line Not Found  ------

351.07    3501   12.94*  4.173E+00  3.164E+00   3.164E+00    11.19
BI-212      727.18     601   11.80*  2.346E+00  1.060E+00   1.060E+00    20.45

785.46      72    1.97   2.197E+00  8.112E-01   8.112E-01   108.19
1620.62      93    2.75   1.182E+00  1.390E+00   1.390E+00    56.31

PB-212       74.81    3067   10.70   5.960E+00  2.347E+00   2.347E+00    13.45
77.11    5001   18.00   6.170E+00  2.197E+00   2.197E+00     8.89
87.30    1881    8.00   6.875E+00  1.669E+00   1.669E+00    16.87
238.63    8776   44.60*  5.513E+00  1.742E+00   1.742E+00    10.74
300.09     662    3.41   4.692E+00  2.021E+00   2.021E+00    25.70

PO-212       74.81    3067   10.70   5.960E+00  2.347E+00   2.347E+00    13.45
77.11    5001   18.00   6.170E+00  2.197E+00   2.197E+00     8.89
87.30    1881    8.00   6.875E+00  1.669E+00   1.669E+00    16.87
115.19  ------    0.60   7.504E+00  ------  Line Not Found  ------
238.63    8776   44.60*  5.513E+00  1.742E+00   1.742E+00    10.74
300.09     662    3.41   4.692E+00  2.021E+00   2.021E+00    25.70
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Nuclide Line Activity Report (continued)                             Page :   2
Sample ID : G227075004                  Acquisition date : 22-APR-2009 00:34:09

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
BI-214      609.31    2619   46.30*  2.716E+00  1.016E+00   1.016E+00    11.52

768.36     228    5.04   2.240E+00  9.863E-01   9.863E-01    42.62
934.06     107    3.21   1.893E+00  8.559E-01   8.560E-01    82.21
1120.29     482   15.10   1.615E+00  9.651E-01   9.651E-01    21.65
1238.11     235    5.94   1.481E+00  1.302E+00   1.303E+00    54.21
1377.67     138    4.11   1.351E+00  1.212E+00   1.212E+00    43.09
1764.49     457   15.80   1.107E+00  1.274E+00   1.274E+00    17.86

PB-214       74.81    3067    6.21   5.960E+00  4.043E+00   4.043E+00    12.18
77.11    5001   10.50   6.170E+00  3.767E+00   3.767E+00    11.71
87.30    1881    4.67   6.875E+00  2.859E+00   2.860E+00    15.62
241.98    1992    7.49   5.467E+00  2.374E+00   2.374E+00    16.24
295.21    2191   19.20   4.749E+00  1.173E+00   1.173E+00    15.26
351.92    3501   37.20*  4.173E+00  1.101E+00   1.101E+00    12.34

PO-214       74.81    3067    6.21   5.960E+00  4.043E+00   4.043E+00    12.18
77.11    5001   10.50   6.170E+00  3.767E+00   3.767E+00    11.71
87.30    1881    4.67   6.875E+00  2.859E+00   2.860E+00    15.62
241.98    1992    7.49   5.467E+00  2.374E+00   2.374E+00    16.24
295.21    2191   19.20   4.749E+00  1.173E+00   1.173E+00    15.26
351.92    3501   37.20*  4.173E+00  1.101E+00   1.101E+00    12.34

PO-216       74.81    3067   10.70   5.960E+00  2.347E+00   2.347E+00    13.45
77.11    5001   18.00   6.170E+00  2.197E+00   2.197E+00     8.89
87.30    1881    8.00   6.875E+00  1.669E+00   1.669E+00    16.87
238.63    8776   44.60*  5.513E+00  1.742E+00   1.742E+00    10.74
300.09     662    3.41   4.692E+00  2.021E+00   2.021E+00    25.70

PO-218       74.81    3067    6.21   5.960E+00  4.043E+00   4.043E+00    12.18
77.11    5001   10.50   6.170E+00  3.767E+00   3.767E+00    11.71
87.30    1881    4.67   6.875E+00  2.859E+00   2.860E+00    15.62
241.98    1992    7.49   5.467E+00  2.374E+00   2.374E+00    16.24
295.21    2191   19.20   4.749E+00  1.173E+00   1.173E+00    15.26
351.92    3501   37.20*  4.173E+00  1.101E+00   1.101E+00    12.34

RA-224      240.98    1992    3.95*  5.467E+00  4.502E+00   4.502E+00    15.25
RA-226      609.31    2619   46.30*  2.716E+00  1.016E+00   1.016E+00    11.52

768.36     228    5.04   2.240E+00  9.863E-01   9.863E-01    42.62
934.06     107    3.21   1.893E+00  8.559E-01   8.560E-01    82.21
1120.29     482   15.10   1.615E+00  9.651E-01   9.651E-01    21.65
1238.11     235    5.94   1.481E+00  1.302E+00   1.303E+00    54.21
1377.67     138    4.11   1.351E+00  1.212E+00   1.212E+00    43.09
1764.49     457   15.80   1.107E+00  1.274E+00   1.274E+00    17.86

AC-228      338.32    1711   11.40   4.297E+00  1.705E+00   1.705E+00    42.44
911.07    1881   27.70*  1.935E+00  1.713E+00   1.713E+00    14.53
969.11    1031   16.60   1.834E+00  1.653E+00   1.653E+00    25.69

RA-228      338.32    1711   11.40   4.297E+00  1.705E+00   1.705E+00    42.44
911.07    1881   27.70*  1.935E+00  1.713E+00   1.713E+00    14.53
969.11    1031   16.60   1.834E+00  1.653E+00   1.653E+00    25.69

TH-228       84.40     579    1.21   6.711E+00  3.478E+00   3.478E+00    40.11
238.60    8776   44.60*  5.513E+00  1.742E+00   1.742E+00    10.74
300.10     662    3.41   4.692E+00  2.021E+00   2.021E+00    63.77

TH-230      609.31    2619   46.30*  2.716E+00  1.016E+00   1.016E+00    11.52
768.36     228    5.04   2.240E+00  9.863E-01   9.863E-01    42.62

198



Nuclide Line Activity Report (continued)                             Page :   3
Sample ID : G227075004                  Acquisition date : 22-APR-2009 00:34:09

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
934.06     107    3.21   1.893E+00  8.559E-01   8.559E-01    82.21
1120.29     482   15.10   1.615E+00  9.651E-01   9.651E-01    21.65
1238.11     235    5.94   1.481E+00  1.302E+00   1.302E+00    54.21
1377.67     138    4.11   1.351E+00  1.212E+00   1.212E+00    43.09
1764.49     457   15.80   1.107E+00  1.274E+00   1.274E+00    17.86

TH-232      338.32    1711   11.40   4.297E+00  1.705E+00   1.705E+00    13.16
911.07    1881   27.70*  1.935E+00  1.713E+00   1.713E+00    14.53
969.11    1031   16.60   1.834E+00  1.653E+00   1.653E+00    25.69

TH-234       63.29     198    3.80*  4.556E+00  5.586E-01   5.586E-01   145.18
92.38    1471    5.41   7.125E+00  1.862E+00   1.862E+00    24.26

U-234       609.31    2619   46.30*  2.716E+00  1.016E+00   1.016E+00    11.52
768.36     228    5.04   2.240E+00  9.863E-01   9.863E-01    42.62
934.06     107    3.21   1.893E+00  8.559E-01   8.559E-01    82.21
1120.29     482   15.10   1.615E+00  9.651E-01   9.651E-01    21.65
1238.11     235    5.94   1.481E+00  1.302E+00   1.302E+00    54.21
1377.67     138    4.11   1.351E+00  1.212E+00   1.212E+00    43.09
1764.49     457   15.80   1.107E+00  1.274E+00   1.274E+00    17.86

U-235        89.95    1175    2.70   7.005E+00  3.032E+00   3.032E+00    34.35
93.35    1471    4.50   7.125E+00  2.238E+00   2.238E+00    32.36
105.00     303    2.10   7.442E+00  9.473E-01   9.473E-01    68.06
143.76      87   10.50*  7.227E+00  5.615E-02   5.615E-02   206.84
163.35  ------    4.70   6.869E+00  ------  Line Not Found  ------
185.71     978   54.00   6.435E+00  1.373E-01   1.373E-01    21.96
205.31  ------    4.70   6.070E+00  ------  Line Not Found  ------

NP-237       86.50    1881   12.60*  6.875E+00  1.060E+00   1.060E+00    24.70
95.87  ------    2.60   7.235E+00  ------  Line Not Found  ------

U-238        63.29     198    3.80*  4.556E+00  5.586E-01   5.586E-01   145.18
92.38    1471    5.41   7.125E+00  1.862E+00   1.862E+00    18.32

AM-243       74.67    3067   66.00*  5.960E+00  3.804E-01   3.804E-01     9.67
86.72    1881    0.34   6.875E+00  3.974E+01   3.974E+01    13.58
117.66  ------    0.55   7.502E+00  ------  Line Not Found  ------
142.18      87    0.13   7.227E+00  4.717E+00   4.717E+00   206.28

ANH-511     511.00     815  100.00*  3.130E+00  1.271E-01   1.271E-01    28.82

Flag: "*" = Keyline
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Summary of Nuclide Activity                                          Page :   4
Sample ID : G227075004                  Acquisition date : 22-APR-2009 00:34:09

Total number of lines in spectrum              53
Number of unidentified lines                    7
Number of lines tentatively identified by NID  46       86.79%

Nuclide Type :                                 

Uncorrected  Decay Corr   Decay Corr   2-Sigma
Nuclide     Hlife   Decay  pCi/GRAM     pCi/GRAM   2-Sigma Error  %Error Flags
K-40    1.28E+09Y    1.00  4.305E+01    4.305E+01    0.289E+01     6.72       
CD-109    464.00D    1.04  3.590E+00    3.747E+00    0.509E+00    13.58       
SN-126  1.00E+05Y    1.00  3.609E-01    3.609E-01    0.490E-01    13.58       
EU-155      4.96Y    1.01  9.610E-02    9.716E-02    6.003E-02    61.78       
TL-208  1.41E+10Y    1.00  5.306E-01    5.306E-01    0.575E-01    10.84       
BI-210     22.26Y    1.00  4.796E-01    4.807E-01    13.22E-01   274.92       
PB-210     22.26Y    1.00  4.796E-01    4.807E-01    13.22E-01   274.92       
PO-210     22.26Y    1.00  4.796E-01    4.807E-01    13.22E-01   274.90       
BI-211  7.04E+08Y    1.00  3.164E+00    3.164E+00    0.354E+00    11.19       
BI-212  1.41E+10Y    1.00  1.060E+00    1.060E+00    0.217E+00    20.45       
PB-212  1.41E+10Y    1.00  1.742E+00    1.742E+00    0.187E+00    10.74       
PO-212  1.41E+10Y    1.00  1.742E+00    1.742E+00    0.187E+00    10.74       
BI-214   1600.00Y    1.00  1.016E+00    1.016E+00    0.117E+00    11.52       
PB-214   1600.00Y    1.00  1.101E+00    1.101E+00    0.136E+00    12.34       
PO-214   1600.00Y    1.00  1.101E+00    1.101E+00    0.136E+00    12.34       
PO-216  1.41E+10Y    1.00  1.742E+00    1.742E+00    0.187E+00    10.74       
PO-218   1600.00Y    1.00  1.101E+00    1.101E+00    0.136E+00    12.34       
RA-224  1.41E+10Y    1.00  4.502E+00    4.502E+00    0.686E+00    15.25       
RA-226   1600.00Y    1.00  1.016E+00    1.016E+00    0.117E+00    11.52       
AC-228  1.41E+10Y    1.00  1.713E+00    1.713E+00    0.249E+00    14.53       
RA-228  1.41E+10Y    1.00  1.713E+00    1.713E+00    0.249E+00    14.53       
TH-228  1.41E+10Y    1.00  1.742E+00    1.742E+00    0.187E+00    10.74       
TH-230  4.47E+09Y    1.00  1.016E+00    1.016E+00    0.117E+00    11.52       
TH-232  1.41E+10Y    1.00  1.713E+00    1.713E+00    0.249E+00    14.53       
TH-234  4.47E+09Y    1.00  5.586E-01    5.586E-01    8.110E-01   145.18       
U-234   4.47E+09Y    1.00  1.016E+00    1.016E+00    0.117E+00    11.52       
U-235   7.04E+08Y    1.00  5.615E-02    5.615E-02    11.61E-02   206.84       
NP-237  2.14E+06Y    1.00  1.060E+00    1.060E+00    0.262E+00    24.70       
U-238   4.47E+09Y    1.00  5.586E-01    5.586E-01    8.110E-01   145.18       
AM-243   7380.00Y    1.00  3.804E-01    3.804E-01    0.368E-01     9.67       
ANH-511 1.00E+09Y    1.00  1.271E-01    1.271E-01    0.366E-01    28.82       

---------    ---------
Total Activity :  8.001E+01    8.017E+01

Grand Total Activity :  8.001E+01    8.017E+01

Flags: "K" = Keyline not found         "M" = Manually accepted
"E" = Manually edited           "A" = Nuclide specific abn. limit
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Unidentified Energy Lines                                            Page :   5
Sample ID : G227075004                  Acquisition date : 22-APR-2009 00:34:09

It   Energy    Area   Bkgnd  FWHM  Channel Left Pw  Cts/Sec %Err   %Eff   Flags

0   129.19     441    2516  0.86   258.24  254  9 7.35E-03 42.1  7.43E+00  T
0   153.51     234    2168  1.50   306.83  303  9 3.91E-03 72.9  7.05E+00  T
0   209.20     801    1761  1.18   418.07  414  9 1.34E-02 20.2  6.00E+00  T
0   269.94     768    1661  1.54   539.43  533 13 1.28E-02 23.0  5.06E+00  T
0   327.88     390    1182  1.30   655.21  650 10 6.49E-03 34.5  4.40E+00  T
0   409.16     304     935  1.26   817.63  813 11 5.07E-03 40.6  3.72E+00   
0   439.33      98     705  1.52   877.92  873  9 1.63E-03 ****  3.52E+00  T
0   462.69     598    1005  1.48   924.61  917 16 9.96E-03 25.1  3.38E+00  T
0   795.02     277     536  1.55  1589.04 1583 13 4.62E-03 36.6  2.18E+00  T
0   838.92     233     870  5.66  1676.83 1665 20 3.88E-03 63.5  2.08E+00   
1   964.82     372     380  1.79  1928.66 1919 26 6.20E-03 22.6  1.84E+00  T
0  1025.60      59     273  1.35  2050.27 2047  9 9.91E-04 ****  1.75E+00  T
0  1408.80      92     195  1.03  2817.20 2810 14 1.54E-03 67.5  1.33E+00  T
0  1509.74      60     148  3.76  3019.32 3013 14 1.00E-03 89.6  1.25E+00  T
3  1588.19     133     125  2.25  3176.44 3169 26 2.22E-03 37.0  1.20E+00   
3  1593.11     114      99  2.59  3186.28 3169 26 1.90E-03 48.8  1.20E+00   
0  1631.05      52      84  1.84  3262.28 3257 11 8.65E-04 74.1  1.18E+00   
0  1730.14     121     119  2.12  3460.77 3451 21 2.01E-03 48.9  1.12E+00   
0  1847.68      44      93  1.65  3696.27 3690 14 7.37E-04 96.5  1.07E+00   

Flags: "T" = Tentatively associated
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration    : SYS$SYSROOT:[ALPHA.ARCHIVE.GAMMA]G227075004              *
* Acquisition date : 22-APR-2009 00:34:09 Detector SN#    :                   *
* Detector ID      : GAM20                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:44:29.21     Half life ratio : 8.000             *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 24-MAR-2009 16:00:00 Nuclide Library : SOLID             *
* Sample ID        : G227075004           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 9.2310E+01 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
*                                                                             *
* CALIB. DATE/TIME : 30-SEP-2008 10:47:39 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act Error        LC            TPU
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          4.305E+01       2.834E+00      9.751E-02      2.834E+00
CD-109        3.747E+00       4.987E-01      2.131E-01      4.987E-01
SN-126        3.609E-01       4.804E-02      2.059E-02      4.804E-02
EU-155        9.716E-02       5.883E-02      3.264E-02      5.883E-02
TL-208        5.306E-01       5.637E-02      1.070E-02      5.637E-02
BI-210        4.807E-01       1.295E+00      6.299E-01      1.295E+00
PB-210        4.807E-01       1.295E+00      6.299E-01      1.295E+00
PO-210        4.807E-01       1.295E+00      6.299E-01      1.295E+00
BI-211        3.164E+00       3.469E-01      6.053E-02      3.469E-01
BI-212        1.060E+00       2.124E-01      8.880E-02      2.124E-01
PB-212        1.742E+00       1.834E-01      1.612E-02      1.834E-01
PO-212        1.742E+00       1.834E-01      1.612E-02      1.834E-01
BI-214        1.016E+00       1.147E-01      2.186E-02      1.147E-01
PB-214        1.101E+00       1.331E-01      2.110E-02      1.331E-01
PO-214        1.101E+00       1.331E-01      2.110E-02      1.331E-01
PO-216        1.742E+00       1.834E-01      1.612E-02      1.834E-01
PO-218        1.101E+00       1.331E-01      2.110E-02      1.331E-01
RA-224        4.502E+00       6.726E-01      1.833E-01      6.726E-01
RA-226        1.016E+00       1.147E-01      2.186E-02      1.147E-01
AC-228        1.713E+00       2.439E-01      4.143E-02      2.439E-01
RA-228        1.713E+00       2.439E-01      4.143E-02      2.439E-01
TH-228        1.742E+00       1.834E-01      1.611E-02      1.834E-01
TH-230        1.016E+00       1.147E-01      2.186E-02      1.147E-01
TH-232        1.713E+00       2.439E-01      4.143E-02      2.439E-01
TH-234        5.586E-01       7.947E-01      3.204E-01      7.947E-01
U-234         1.016E+00       1.147E-01      2.186E-02      1.147E-01
U-235         5.615E-02       1.138E-01      6.239E-02      1.138E-01
NP-237        1.060E+00       2.566E-01      6.094E-02      2.566E-01
U-238         5.586E-01       7.947E-01      3.204E-01      7.947E-01
AM-243        3.804E-01       3.605E-02      1.508E-02      3.605E-02
ANH-511       1.271E-01       3.589E-02      8.590E-03      3.589E-02

---- Non-Identified Nuclides ----

202



Key-Line
Activity     K.L Act error        LC             TPU

Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7         -8.273E-02       1.425E-01      1.139E-01      1.425E-01 NOT IDENT.
NA-22        -1.261E-04       1.934E-02      1.568E-02      1.934E-02 NOT IDENT.
NA-24         3.776E+11       8.718E+11      0.000E+00      8.718E+11 SHORT HLIF
AL-26        -2.962E-04       1.098E-02      9.081E-03      1.098E-02 NOT IDENT.
TI-44         4.057E-01       3.534E-02      1.471E-02      3.534E-02 FAIL ABUN 
SC-46        -5.837E-03       1.731E-02      1.421E-02      1.731E-02 FAIL ABUN 
V-48         -1.934E-02       5.232E-02      4.261E-02      5.232E-02 NOT IDENT.
CR-51         1.039E-01       1.905E-01      1.600E-01      1.905E-01 NOT IDENT.
MN-52         8.261E-02       4.446E-01      3.782E-01      4.446E-01 FAIL ABUN 
MN-54         1.005E-02       1.758E-02      1.302E-02      1.758E-02 NOT IDENT.
CO-56         1.273E-02       1.891E-02      1.521E-02      1.891E-02 FAIL ABUN 
CO-57        -2.213E-03       9.976E-03      7.983E-03      9.976E-03 NOT IDENT.
CO-58         3.681E-03       1.683E-02      1.416E-02      1.683E-02 NOT IDENT.
FE-59         6.390E-03       4.785E-02      3.939E-02      4.785E-02 FAIL ABUN 
CO-60        -1.547E-03       1.537E-02      1.296E-02      1.537E-02 NOT IDENT.
ZN-65        -1.399E-02       4.639E-02      3.231E-02      4.639E-02 NOT IDENT.
GE-68         2.125E-01       5.484E-01      4.559E-01      5.484E-01 NOT IDENT.
AS-73         1.378E-01       2.482E-01      2.061E-01      2.482E-01 NOT IDENT.
AS-74         1.298E-03       5.915E-02      5.034E-02      5.915E-02 NOT IDENT.
SE-75         7.553E-03       1.885E-02      1.405E-02      1.885E-02 NOT IDENT.
BR-77        -1.935E+02       2.035E+02      0.000E+00      2.035E+02 SHORT HLIF
SR-82        -3.334E-01       2.147E-01      1.691E-01      2.147E-01 NOT IDENT.
RB-83        -2.523E-02       2.888E-02      2.270E-02      2.888E-02 NOT IDENT.
RB-84        -4.594E-02       3.584E-02      2.818E-02      3.584E-02 NOT IDENT.
KR-85         1.166E+01       3.277E+00      2.531E+00      3.277E+00 NOT IDENT.
SR-85         6.894E-02       1.937E-02      1.496E-02      1.937E-02 NOT IDENT.
RB-86        -1.717E-01       5.608E-01      4.552E-01      5.608E-01 NOT IDENT.
Y-88         -4.898E-03       1.266E-02      1.013E-02      1.266E-02 NOT IDENT.
ZR-88        -6.511E-03       1.295E-02      1.051E-02      1.295E-02 NOT IDENT.
Y-91         -5.971E+00       9.895E+00      7.899E+00      9.895E+00 NOT IDENT.
NB-94         1.518E-02       1.320E-02      1.142E-02      1.320E-02 NOT IDENT.
NB-95         4.648E-02       2.829E-02      2.176E-02      2.829E-02 NOT IDENT.
NB-95M        3.138E+01       1.138E+01      8.302E+00      1.138E+01 NOT IDENT.
ZR-95         2.169E-02       3.313E-02      2.828E-02      3.313E-02 NOT IDENT.
NB-97         1.569E+10       2.225E+10      0.000E+00      2.225E+10 SHORT HLIF
ZR-97         1.881E+12       4.977E+11      0.000E+00      4.977E+11 SHORT HLIF
MO-99         1.482E+00       1.331E+02      0.000E+00      1.331E+02 SHORT HLIF
TC-99M       -9.883E+31       2.570E+32      0.000E+00      0.000E+00 SHORT HLIF
RH-101        9.486E-03       1.461E-02      1.020E-02      1.461E-02 NOT IDENT.
RH-102       -1.538E-03       1.083E-02      8.782E-03      1.083E-02 FAIL ABUN 
RU-103       -5.843E-04       1.925E-02      1.563E-02      1.925E-02 FAIL ABUN 
RH-106        6.730E-02       1.246E-01      1.070E-01      1.246E-01 FAIL ABUN 
RU-106        6.730E-02       1.244E-01      1.070E-01      1.244E-01 FAIL ABUN 
AG-108M      -2.652E-03       1.410E-02      1.002E-02      1.410E-02 NOT IDENT.
AG-110M       1.015E-02       1.368E-02      1.179E-02      1.368E-02 NOT IDENT.
IN-111        2.450E+00       1.133E+01      0.000E+00      1.133E+01 SHORT HLIF
IN-113M      -3.269E-03       1.821E-02      1.492E-02      1.821E-02 NOT IDENT.
SN-113       -3.269E-03       1.821E-02      1.492E-02      1.821E-02 NOT IDENT.
IN-114M       7.555E-02       8.641E-02      6.597E-02      8.641E-02 NOT IDENT.
CD-115       -1.362E+02       2.826E+02      0.000E+00      2.826E+02 SHORT HLIF
SN-117M       3.313E-04       4.555E-02      3.217E-02      4.555E-02 NOT IDENT.
SB-122        4.892E+01       2.660E+01      0.000E+00      2.660E+01 SHORT HLIF
I-123        -1.271E+13       5.839E+13      0.000E+00      5.839E+13 SHORT HLIF
TE-123M      -2.464E-03       1.132E-02      8.962E-03      1.132E-02 NOT IDENT.
I-124         1.175E+00       2.603E+00      2.046E+00      2.603E+00 FAIL ABUN 
SB-124       -5.623E-03       3.027E-02      2.485E-02      3.027E-02 FAIL ABUN 
SB-125        4.728E-03       3.544E-02      2.914E-02      3.544E-02 FAIL ABUN 
TE-125M      -2.334E-02       4.614E+00      3.312E+00      4.614E+00 NOT IDENT.
I-126         1.434E-01       1.435E-01      1.242E-01      1.435E-01 NOT IDENT.
SB-126        7.255E-02       1.275E-01      9.968E-02      1.275E-01 FAIL ABUN 
SB-127        2.658E+00       5.880E+00      5.016E+00      5.880E+00 NOT IDENT.
XE-127       -2.379E-02       2.178E-02      1.807E-02      2.178E-02 NOT IDENT.
I-131        -1.298E-02       1.349E-01      1.111E-01      1.349E-01 NOT IDENT.
TE-132       -4.275E+00       4.459E+00      0.000E+00      4.459E+00 SHORT HLIF
BA-133       -4.907E-03       1.796E-02      1.289E-02      1.796E-02 FAIL ABUN 
I-133         4.388E+07       1.162E+08      0.000E+00      1.162E+08 SHORT HLIF
CS-134        8.305E-02       3.073E-02      1.777E-02      3.073E-02 FAIL ABUN 
CS-135        1.996E-01       6.890E-02      5.139E-02      6.890E-02 NOT IDENT.
I-135         1.122E+30       1.404E+30      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -1.356E-02       9.374E-02      7.668E-02      9.374E-02 FAIL ABUN 
BA-137M      -1.656E-02       1.400E-02      1.140E-02      1.400E-02 NOT IDENT.
CS-137       -1.750E-02       1.480E-02      1.205E-02      1.480E-02 NOT IDENT.
CE-139       -1.387E-03       1.136E-02      9.682E-03      1.136E-02 NOT IDENT.
BA-140        1.667E-02       2.098E-01      1.701E-01      2.098E-01 NOT IDENT.
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LA-140        6.975E-02       6.143E-02      4.909E-02      6.143E-02 FAIL ABUN 
CE-141        5.639E-02       3.522E-02      2.579E-02      3.522E-02 NOT IDENT.
CE-143        5.887E+05       1.731E+05      0.000E+00      1.731E+05 SHORT HLIF
CE-144       -1.051E-02       8.933E-02      6.340E-02      8.933E-02 NOT IDENT.
PM-144       -1.314E-03       1.373E-02      1.154E-02      1.373E-02 NOT IDENT.
PR-144       -8.967E-02       9.368E-01      7.878E-01      9.368E-01 NOT IDENT.
PM-146        2.812E-03       1.617E-02      1.327E-02      1.617E-02 NOT IDENT.
ND-147        1.321E-01       5.132E-01      4.185E-01      5.132E-01 FAIL ABUN 
PM-149        6.878E+02       2.307E+03      0.000E+00      2.307E+03 SHORT HLIF
EU-152       -1.578E-02       3.634E-02      2.872E-02      3.634E-02 FAIL ABUN 
GD-153       -4.196E-02       3.384E-02      2.363E-02      3.384E-02 FAIL ABUN 
EU-154       -6.922E-04       5.363E-02      4.348E-02      5.363E-02 NOT IDENT.
TB-160       -1.724E-02       6.121E-02      5.038E-02      6.121E-02 FAIL ABUN 
TM-171       -7.768E+00       1.115E+01      7.443E+00      1.115E+01 NOT IDENT.
LU-176       -2.194E-03       9.895E-03      7.588E-03      9.895E-03 FAIL ABUN 
LU-177        1.149E+01       2.430E+00      1.549E+00      2.430E+00 FAIL ABUN 
LU-177M      -3.724E-02       7.949E-02      5.607E-02      7.949E-02 FAIL ABUN 
HF-181        1.405E-02       1.989E-02      1.650E-02      1.989E-02 NOT IDENT.
W-181         3.421E-02       1.530E-01      1.042E-01      1.530E-01 NOT IDENT.
TA-182        2.159E-04       9.770E-02      7.950E-02      9.770E-02 FAIL ABUN 
RE-183       -3.094E-02       5.467E-02      3.756E-02      5.467E-02 FAIL ABUN 
RE-184       -3.128E-02       8.618E-02      7.181E-02      8.618E-02 NOT IDENT.
OS-185        1.765E-03       1.808E-02      1.535E-02      1.808E-02 NOT IDENT.
RE-188        9.074E-02       8.355E-02      6.051E-02      8.355E-02 NOT IDENT.
W-188        -2.923E+00       3.467E+00      2.467E+00      3.467E+00 FAIL ABUN 
IR-192        6.861E-03       1.446E-02      1.214E-02      1.446E-02 FAIL ABUN 
AU-195        1.598E-01       9.153E-02      7.215E-02      9.153E-02 FAIL ABUN 
TL-200        2.457E+05       9.349E+05      0.000E+00      9.349E+05 SHORT HLIF
TL-201       -1.459E+01       5.415E+01      0.000E+00      5.415E+01 SHORT HLIF
TL-202        7.531E-02       7.406E-02      4.919E-02      7.406E-02 FAIL ABUN 
HG-203        4.220E-02       2.083E-02      1.572E-02      2.083E-02 NOT IDENT.
BI-207        4.415E-03       3.100E-02      1.921E-02      3.100E-02 FAIL ABUN 
TL-207       -7.126E-03       2.688E-01      1.958E-01      2.688E-01 FAIL ABUN 
PO-209        3.505E-01       3.009E+00      2.509E+00      3.009E+00 NOT IDENT.
PB-211       -3.601E-01       4.609E-01      2.818E-01      4.609E-01 NOT IDENT.
PO-215       -7.126E-03       2.688E-01      1.958E-01      2.688E-01 FAIL ABUN 
RN-219        6.202E-02       1.575E-01      1.305E-01      1.575E-01 FAIL ABUN 
RN-220        5.060E+00       1.022E+01      8.382E+00      1.022E+01 NOT IDENT.
RA-223       -7.126E-03       2.688E-01      1.958E-01      2.688E-01 FAIL ABUN 
AC-227       -2.328E-03       1.340E-01      1.125E-01      1.340E-01 FAIL ABUN 
TH-227       -2.328E-03       1.340E-01      1.125E-01      1.340E-01 FAIL ABUN 
TH-229       -2.244E-01       1.801E-01      1.493E-01      1.801E-01 FAIL ABUN 
PA-231       -1.603E-01       5.688E-01      4.560E-01      5.688E-01 FAIL ABUN 
TH-231       -7.126E-03       2.688E-01      1.958E-01      2.688E-01 FAIL ABUN 
U-231        -3.985E-01       3.982E+00      2.867E+00      3.982E+00 FAIL ABUN 
PA-233        3.008E-03       2.379E-02      1.986E-02      2.379E-02 FAIL ABUN 
PA-234       -8.583E-02       1.246E-01      9.978E-02      1.246E-01 FAIL ABUN 
PA-234M      -1.123E+00       3.858E+00      2.393E+00      3.858E+00 NOT IDENT.
NP-236       -3.497E-02       2.755E-02      2.302E-02      2.755E-02 NOT IDENT.
NP-239       -5.147E-02       7.199E-02      5.712E-02      7.199E-02 FAIL ABUN 
AM-241        2.403E-02       4.925E-02      3.646E-02      4.925E-02 NOT IDENT.
CM-243        3.281E-02       4.025E-02      2.942E-02      4.025E-02 FAIL ABUN 
CM-247        2.980E-03       1.453E-02      1.159E-02      1.453E-02 FAIL ABUN 
CF-249        1.786E-02       1.516E-02      1.280E-02      1.516E-02 NOT IDENT.
CF-251        3.488E-03       4.581E-02      3.907E-02      4.581E-02 NOT IDENT.
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********************************************************************************
*                             GEL Laboratories LLC                             *
*                                2040 SAVAGE ROAD                              *
*                             CHARLESTON ,SC 29417                             *
*                       GAMMA SPECTROSCOPY BACKGROUND REPORT                   *
********************************************************************************

ENERGY        MDA COUNTS
______        __________

46.50         1899.5205
46.50         1899.5205
46.50         1899.5205
48.70         1930.2483
49.72            0.0000
51.35         2012.7129
52.39         1963.6405
52.97         1947.5541
53.15         1948.2272
53.44         1976.7509
54.07         1994.3833
56.28         2168.1726
56.28         2168.1833
57.37            0.0000
57.53         2144.5000
57.53         2144.5054
57.60         2144.7715
57.98         2121.6584
57.98         2121.6584
59.32         2152.9961
59.32         2152.9961
59.40         2153.3052
59.54         2153.8433
59.72         2154.5361
60.01         2130.9609
61.10         2213.9287
61.14         2214.0815
61.30         2288.9402
63.00         2488.0833
63.29         2489.3254
63.29         2489.3254
63.58         2490.5676
64.28         2493.5596
65.12         2708.8467
65.20         2640.7095
65.20         2640.7095
66.05         2624.2175
66.72         2667.7439
66.83         2668.2393
66.91         2668.6045
67.20         2766.7417
67.20         2766.7417
67.75         2745.8132
67.85         2707.1704
68.90            0.0000
68.90         2941.5142
69.30         2962.8870
69.67         2854.8723
70.82            0.0000
70.82         2728.1685
70.83         2728.2083
72.80         2875.5359
72.87         2852.2058
72.87         2852.2058
74.67         2792.2773
74.81         2792.8972
74.81         2792.8972
74.81         2792.8972
74.81         2792.8972
74.81         2792.8972
74.81         2792.8972
74.97         2793.5842
75.28         2794.9316
75.70         2796.7505
77.11         2802.8137
77.11         2802.8137
77.11         2802.8137
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77.11         2802.8137
77.11         2802.8137
77.11         2802.8137
78.38         2808.2166
79.62         2431.1194
79.80         2428.5842
79.80         2428.5842
80.11         2429.7122
80.18         2433.1453
80.30            0.0000
80.30         2433.5876
81.00         2436.1140
81.07         2436.3701
81.07         2436.3701
81.07         2436.3701
81.07         2436.3701
82.60         2441.8655
83.37         2188.2764
83.78         2189.5999
83.78         2189.5999
83.78         2189.5999
83.78         2189.5999
84.21         2190.9546
84.40         2191.5591
84.90         2193.1433
85.43         2194.8108
86.29         2197.5100
86.50         2198.1665
86.54         2198.2915
86.59         2198.4480
86.72         2198.8545
86.79         2199.0627
86.94         2199.5422
87.30         2200.6575
87.30         2200.6575
87.30         2200.6575
87.30         2200.6575
87.30         2200.6575
87.30         2200.6575
87.57         2201.5015
87.88            0.0000
88.03         2202.9292
88.36         2203.9507
88.47         2204.2842
89.95         2208.8384
91.11         2212.3923
92.29         2215.9668
92.38         2216.2378
92.38         2216.2378
93.35         2219.1665
94.00         2221.1204
94.67         1902.4968
94.67         1902.5146
94.90         1903.1033
94.90         1903.1033
94.90         1903.1033
94.90         1903.1033
95.87         2083.2534
95.87         2083.2534
96.73         2173.7681
97.43         2143.1008
98.44         1882.9434
98.44         1882.9434
98.88         1893.1975
99.55         1834.5691
99.55         1834.5691
99.86         1826.5729
100.00         1871.7031
100.10         1871.9558
103.18         1973.1743
103.76         1888.9901
105.00         1971.6818
105.31         1972.4478
108.00         1851.0393
109.28         1976.6691
111.00         2010.7369
111.00         2010.7369
111.76            0.0000
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112.95         1929.9766
115.19         1839.3928
116.30            0.0000
117.00         1893.5454
117.00         1893.5454
117.66         1925.1632
121.11         1733.3209
121.62         1780.3301
121.78         1822.1677
122.06         1824.9991
122.32         1846.8682
122.32         1846.8682
122.32         1846.8682
122.32         1846.8682
123.07         1816.9949
127.23         1872.9398
129.76         1750.8248
131.20         1840.3378
133.02         1755.3661
133.54         1783.6394
135.34            0.0000
136.00         1797.4663
136.25         1820.7495
136.48         1821.2045
140.51            0.0000
140.51            0.0000
142.18         1781.0857
142.65         1781.9542
143.76         1785.7152
144.24         1726.2423
144.24         1726.2423
144.24         1726.2423
144.24         1726.2423
145.22         1672.7434
145.44         1673.1130
147.16         1807.5107
152.43         1801.4285
152.70         1824.5294
153.22         1701.9044
154.21         1614.7390
154.21         1614.7390
154.21         1614.7390
154.21         1614.7390
155.03         1680.5426
156.02         1694.3755
158.56         1598.8585
159.00            0.0000
159.00         1594.8750
160.31         1681.2772
161.27         1648.6289
162.32         1623.9441
162.64         1614.7793
163.35         1619.3743
163.89         1590.3141
165.85         1694.5386
167.43            0.0000
171.28            0.0000
171.86         1648.2101
172.10         1624.6610
176.55         1649.9158
176.60         1657.9918
181.06            0.0000
185.71         1547.6744
186.00         1548.0695
190.27         1477.8057
192.34         1502.4276
193.63         1610.5979
197.04         1505.6854
198.01         1452.5353
198.60         1484.9749
200.40            0.0000
201.83         1746.2118
202.84         1630.3027
205.31         1495.0336
208.36         1690.2831
208.81         1576.9816
209.75         1447.7164
209.75         1447.7164
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210.97         1375.8666
215.65         1433.0164
216.55         1421.1497
218.09         1423.7915
222.10         1425.4668
223.80         1389.4119
226.40         1331.0105
227.00         1350.1592
227.08         1366.0133
227.20         1366.1370
228.16            0.0000
228.18         1405.2020
228.18         1405.2020
231.56            0.0000
235.69         1361.9994
236.00         1381.7301
236.00         1381.7301
238.60         1249.6970
238.63         1249.7174
238.63         1249.7174
238.63         1249.7174
239.00            0.0000
240.98         1251.8783
241.98         1252.7957
241.98         1252.7957
241.98         1252.7957
244.69         1131.9911
245.39            0.0000
247.94         1063.8262
248.90         1061.5430
249.79            0.0000
252.40         1139.3936
252.85         1115.1897
252.85         1115.1897
254.15            0.0000
256.20         1103.6133
256.20         1103.6133
260.50         1112.6251
260.90            0.0000
262.80         1037.5815
264.65         1021.4883
268.24         1059.1429
268.79         1086.4963
269.46         1086.9822
269.46         1086.9822
269.46         1086.9822
269.46         1086.9822
271.23         1114.1265
273.65         1054.5807
276.40         1070.6147
277.35         1067.7711
277.60         1067.9407
277.60         1067.9407
278.00         1068.2288
278.60          992.6638
279.20         1006.9141
279.53         1007.1377
281.68            0.0000
283.67         1037.8995
284.30         1050.4639
285.00         1047.0815
285.90            0.0000
286.10          983.0617
286.10          983.0617
287.40         1017.7606
288.45            0.0000
290.67         1088.9397
290.80         1089.0254
291.72         1086.5723
293.26            0.0000
293.70         1005.5826
295.21         1026.7705
295.21         1026.7705
295.21         1026.7705
295.96         1027.2700
296.50          887.4800
297.23            0.0000
298.57          888.6489
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299.80          889.3447
299.80          889.3447
300.09          955.0397
300.09          955.0397
300.09          955.0397
300.10          955.0547
300.12          955.0696
301.29          955.7719
302.84          981.7100
303.76            0.0000
303.91          943.2621
304.40          945.1067
304.40          945.1067
304.84          979.8062
306.84          997.7450
308.46          977.4969
311.98          961.9255
316.51          917.3055
318.01          929.9636
319.02          942.3806
319.41          951.4822
320.08          892.6200
323.87          907.3152
323.87          907.3152
323.87          907.3152
323.87          907.3152
325.23          919.1499
328.77         1105.3077
333.44          928.9327
334.20         1019.6250
334.20         1019.6250
334.30         1019.6719
338.28          887.9032
338.28          887.9032
338.28          887.9032
338.28          887.9032
338.32          887.9167
338.32          887.9167
338.32          887.9167
340.50          855.4645
340.57          873.0801
344.27          858.4639
345.85          851.6742
350.59            0.0000
351.07          852.5935
351.92          853.0076
351.92          853.0076
351.92          853.0076
355.39            0.0000
356.01          830.7644
364.48          765.8053
366.43            0.0000
367.43          787.3317
367.94            0.0000
369.80          752.7930
374.96          782.4141
383.85          832.2036
387.95          759.1278
388.63          798.3950
391.69          795.5656
391.69          795.5656
392.90          800.1757
398.62          798.4355
400.65          737.3040
401.10          779.8264
401.81          784.2475
402.60          783.2312
404.84          827.8931
411.60          714.4341
413.65          755.0964
414.70          723.8778
415.30          690.7987
415.76          686.2038
417.63            0.0000
418.52          716.9221
423.70          709.3672
427.08          718.9306
427.89          711.8854
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432.53          693.1182
433.93          687.1121
439.47            0.0000
439.56          670.4590
439.89          670.5659
443.98          688.7590
444.90          641.7788
445.03          641.8159
445.03          641.8159
445.03          641.8159
445.03          641.8159
453.90          624.3835
463.38          587.7634
468.07          600.9868
473.00          573.2622
475.06          595.2125
475.35          587.7943
476.78          613.8923
477.59          619.4697
477.96          609.9282
482.03          574.5438
484.57            0.0000
487.03          618.8866
490.36            0.0000
492.35            0.0000
497.08          574.0887
507.63            0.0000
510.53            0.0000
510.84          574.2894
511.00          574.3337
511.85          574.5392
511.85          574.5392
513.99          599.4679
513.99          599.4679
520.41          577.7543
520.65            0.0000
527.90            0.0000
528.96            0.0000
529.64          549.3142
529.87            0.0000
531.02          569.3827
537.32          573.0873
543.00          604.2081
546.56            0.0000
549.76          555.0372
552.65          584.4771
555.20          517.4938
563.23          535.8514
563.90            0.0000
568.70          596.0790
569.32          585.0975
569.50          543.8918
569.67          543.9365
573.80          590.6047
574.00          581.7208
574.64            0.0000
578.91            0.0000
579.30            0.0000
583.14          510.9822
585.48            0.0000
591.81          548.7021
592.07          561.1313
593.00          578.2029
595.88          587.4048
600.56          629.0867
602.52            0.0000
602.71          605.2246
602.71          605.2246
603.60          632.5293
604.41          596.5781
604.70          629.7894
609.31          600.4067
609.31          600.4067
609.31          600.4067
609.31          600.4067
610.33          600.6334
612.46          595.3767
614.37          535.3213
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618.01          574.2158
621.84          525.9151
621.84          525.9151
631.29          525.9515
633.02          520.8069
633.10          520.8208
634.78          467.1982
635.90          496.6674
636.97          503.2581
645.85          506.7457
646.12          521.4756
656.30          519.7172
657.75          499.7092
657.90            0.0000
661.65          613.9723
661.65          613.9723
664.57            0.0000
666.33          516.9658
666.33          516.9658
675.00          500.9370
677.61          487.4707
685.20          475.7440
692.80            0.0000
695.00          482.9709
696.49          561.7208
696.49          561.7208
697.00          592.6724
697.49          585.3008
698.33          601.3683
698.50          608.8821
699.00          581.8494
702.63          529.1909
706.10          587.9656
706.58            0.0000
706.67          586.1969
709.31          504.1192
713.82          511.4742
717.42          500.8022
720.50          477.8979
721.93            0.0000
722.20          491.8644
722.78          521.8165
722.78          521.8165
722.89          521.8436
722.95          521.8571
723.30          528.1992
724.18          537.7983
727.18          480.0871
733.00          481.2556
735.90          448.0220
739.58            0.0000
742.81          436.6968
744.21          462.5430
747.13          474.4033
751.79          517.9688
753.82          443.0442
755.35            0.0000
756.15          496.7689
756.87          489.2537
763.93          479.5473
765.79          486.2054
766.41          508.6269
766.84          551.7473
768.36          555.2197
768.36          555.2197
768.36          555.2197
768.36          555.2197
776.49          507.7160
778.00            0.0000
778.57          455.6566
778.89          463.4403
783.80          460.1506
785.46          475.4630
792.07          458.1384
795.84          392.6875
796.30          392.7471
801.93          482.3459
805.60          408.7301
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810.76          398.7181
815.85          403.2268
817.79            0.0000
818.51          404.5234
819.60          371.5920
826.30          462.0227
828.27            0.0000
831.60          419.8064
831.96          387.3117
834.83          475.5931
836.80            0.0000
846.75          429.0833
848.13          443.4809
856.28            0.0000
856.80          378.7212
860.37          393.8867
867.32          421.8327
867.82          460.5485
871.10          387.2244
873.19          384.4984
874.81          398.5233
875.33            0.0000
876.40          415.5293
879.36          391.1329
880.27          390.2389
880.51          390.2678
881.50          411.1904
883.24          384.6277
884.67          365.9460
889.25          408.1403
896.60          417.9492
898.02          393.2352
899.00          412.2615
903.28          441.1820
911.07          391.6938
911.07          391.6938
911.07          391.6938
919.63          403.1584
920.93          360.7207
925.00          373.1716
925.24          382.2185
926.50          376.3367
934.06          398.2430
934.06          398.2430
934.06          398.2430
934.06          398.2430
935.52          383.9869
937.48          348.9603
944.10          396.3198
946.00          438.9082
949.00          413.0141
962.29          400.3232
964.01          400.5065
966.15          400.7379
968.20          400.9597
969.11          401.0562
969.11          401.0562
969.11          401.0562
977.42          375.3823
980.50          350.3492
983.50          411.7821
989.30          412.4134
996.32          510.3420

1001.03          410.6236
1001.68          382.0154
1004.76          482.7750
1021.30            0.0000
1024.50            0.0000
1034.80          390.4770
1037.82          389.7385
1038.57          407.3899
1038.76            0.0000
1045.16          398.7607
1046.59          413.4170
1048.07          430.1572
1050.47          460.4983
1050.47          460.4983
1063.62          408.9464
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1076.63          438.4673
1077.35          412.4355
1085.78          418.5352
1099.22          427.2705
1112.02          491.7866
1112.84          451.7365
1115.52          498.8721
1120.29          495.9326
1120.29          495.9326
1120.29          495.9326
1120.29          495.9326
1120.51          479.0720
1121.28          471.4209
1124.00            0.0000
1129.67          449.4666
1131.51            0.0000
1147.95            0.0000
1167.94          504.7797
1173.22          503.2662
1175.09          526.9901
1177.93          571.2079
1189.05          529.7716
1204.90          558.6093
1205.75            0.0000
1213.00          580.1100
1221.42          584.4808
1230.97          550.3552
1235.34          597.8634
1236.41            0.0000
1238.11          594.2642
1238.11          594.2642
1238.11          594.2642
1238.11          594.2642
1238.25          594.2642
1246.25          513.3131
1260.41            0.0000
1271.85          374.7375
1274.45          390.2422
1274.54          390.2596
1291.56          317.0956
1298.22            0.0000
1312.09          279.1862
1325.50          272.6100
1325.50          272.6100
1332.49          256.4170
1333.61          250.0156
1360.21          176.2618
1362.66            0.0000
1365.15          200.5928
1368.21          176.5556
1368.53            0.0000
1376.25          161.1590
1377.67          170.3860
1377.67          170.3860
1377.67          170.3860
1377.67          170.3860
1384.27          188.7932
1394.10          169.0836
1395.20          191.5536
1407.95          158.3206
1434.06          150.6771
1436.60          163.9392
1457.56            0.0000
1460.81          142.0044
1489.15          127.5606
1509.49          124.2395
1596.49           76.5950
1620.62          116.0947
1678.03            0.0000
1691.02           83.9693
1691.02           83.9693
1706.46            0.0000
1750.46            0.0000
1764.49           83.0338
1764.49           83.0338
1764.49           83.0338
1764.49           83.0338
1770.23           75.5329
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1771.40           65.2462
1791.20            0.0000
1808.65           77.6016
1836.01           72.8906
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TOTAL URANIUM BY GAMMA SPEC REPORT
Sample:G227075004               

Total Uranium Activity        1.6878E+00   ug/g
Total Uranium Counting Unc.   2.3649E+00   ug/g
Total Uranium Tpu             2.3649E-06   ug/g
Total Uranium Mda             9.5363E-01   ug/g
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********************************************************************************
*                                                                              *
*                          GEL Laboratories LLC                          *
*                               2040 SAVAGE ROAD                               *
*                             CHARLESTON ,SC 29417                             *
*                              GROSS GAMMA REPORT                              *
*                                                                              *
*                                                                              *
********************************************************************************
*                                                                              *
*   BATCH ID     : 855520                   SAMPLE ID  : G227075004            *
*   ANALYST      : MJH1                     DETECTOR   : GAM20                 *
*   SAMPLE DATE  : 24-MAR-2009 16:00:00.00  COUNT TIME :    0 16:40:00.00      *
*   ANALYSIS DATE: 22-APR-2009 00:34:09.14  SAMPLE ALQT:   92.310 GRAM         *
*                                                                              *
********************************************************************************

GROSS GAMMA ACTIVITY (pCi/GRAM  ) : 1.110E+01
GROSS GAMMA ERROR  (pCi/GRAM  )   : 1.274E+00
GROSS GAMMA MDA    (pCi/GRAM  )   : 2.350E+00
GROSS GAMMA DLC    (pCi/GRAM  )   : 1.161E+00
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:16:09.82

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075005.CNF;1
Sample date      : 25-MAR-2009 12:55:00 Acquisition date : 22-APR-2009 00:34:39
Sample ID        : G227075005           Sample quantity  : 1.81110E+02 GRAM
Detector name    : GAM23                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:34.76  0.1%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

1  0    63.31*     119    1634  1.05  126.57   123   7 1.99E-03 70.3
2  2    74.85     1253    1707  0.94  149.66   144  18 2.09E-02  5.9 2.50E+00
3  2    77.12     1856    1417  0.81  154.19   144  18 3.09E-02  3.8
4  5    84.32*     349    1951  1.34  168.60   164  29 5.82E-03 25.0 2.10E+00
5  5    87.29      881    1643  1.12  174.53   164  29 1.47E-02  8.3
6  5    89.96      553    1354  1.04  179.88   164  29 9.22E-03 11.4
7  5    92.80*     852    1730  1.37  185.56   164  29 1.42E-02 11.6
8  0   105.50      197    1390  1.39  210.96   208   7 3.28E-03 32.2
9  0   128.96      171    1516  0.76  257.89   255   7 2.84E-03 38.6
10  0   143.52*     121    1521  1.06  287.02   284   8 2.01E-03 66.0
11  0   153.88      189    1330  1.10  307.74   305   7 3.14E-03 32.8
12  0   185.78*     639    1629  1.03  371.55   368   9 1.06E-02 14.4
13  0   209.27      469    1394  1.05  418.54   414   9 7.82E-03 15.1
14  4   238.58*    4629     856  0.97  477.15   470  18 7.71E-02  2.0 2.19E+00
15  4   241.45     1020    1285  1.63  482.91   470  18 1.70E-02  8.4
16  0   270.02      461    1244  1.17  540.05   534  12 7.69E-03 16.0
17  0   277.33      227    1082  1.34  554.67   550  10 3.79E-03 27.9
18  0   295.10*    1070    1112  1.11  590.22   586  10 1.78E-02  7.0
19  0   300.00      236     940  0.98  600.03   596   9 3.93E-03 24.3
20  0   328.12      185     806  1.39  656.27   652   9 3.08E-03 28.7
21  0   338.06     1002    1016  1.17  676.15   669  12 1.67E-02  7.1
22  0   351.81*    1962     834  1.16  703.66   699  10 3.27E-02  4.2
23  0   409.29      127     609  1.40  818.66   813   9 2.11E-03 36.3
24  0   462.63      242     582  1.37  925.36   921  10 4.04E-03 19.7
25  0   477.27      134     496  1.17  954.65   950  10 2.24E-03 32.2
26  0   510.56*     410     869  1.77 1021.24  1013  17 6.84E-03 24.8
27  0   582.93*    1482     473  1.38 1166.03  1161  10 2.47E-02  4.1
28  0   608.99*    1481     597  1.32 1218.18  1211  13 2.47E-02  4.8
29  0   661.25      347     315  1.59 1322.73  1318   9 5.78E-03 10.7
30  0   726.79      303     375  1.51 1453.84  1449  11 5.05E-03 13.6
31  1   767.68*     145     350  1.82 1535.67  1530  22 2.41E-03 30.4 1.71E+00
32  1   771.68      109     304  1.77 1543.67  1530  22 1.82E-03 33.3
33  0   794.74      169     311  1.87 1589.81  1584  12 2.82E-03 22.2
34  0   860.14      149     304  1.31 1720.67  1715  10 2.49E-03 23.3
35  0   910.59     1101     249  1.63 1821.60  1814  13 1.83E-02  4.2
36  3   964.15      184     244  1.88 1928.77  1924  21 3.07E-03 16.8 1.71E+00
37  3   968.37      569     273  1.75 1937.22  1924  21 9.48E-03  6.8
38  0  1119.56      462     378  1.75 2239.75  2231  18 7.71E-03 10.9
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Peak Search Report (continued)                                       Page :   2
Sample ID : G227075005                  Acquisition date : 22-APR-2009 00:34:39

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

39  0  1154.82       57     213  1.29 2310.31  2307  10 9.51E-04 49.4
40  0  1237.08*      74     316  1.76 2474.92  2471  11 1.23E-03 61.7
41  0  1376.39       90     127  1.22 2753.71  2749  12 1.50E-03 27.0
42  0  1459.90     5007     249  2.22 2920.84  2911  19 8.35E-02  1.6
43  0  1728.43       76      64  2.59 3458.30  3449  17 1.27E-03 26.6
44  0  1763.56      281     103  2.57 3528.59  3520  18 4.68E-03 10.4

Flag: "*" = Peak area was modified by background subtraction
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration     : DKA300:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075005         *
* Acquisition date : 22-APR-2009 00:34:39 Detector SN#    :                   *
* Detector ID      : GAM23                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:34.76     Half life ratio :  8.000            *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 25-MAR-2009 12:55:00 Nuclide Library : SOLID             *
* Sample ID        : G227075005           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.8111E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
* Standard Weight  :   0.00000                                                *
* CALIB. DATE/TIME : 14-MAY-2008 10:50:12 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act error         MDA            
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7          1.697E-01       1.077E-01      1.310E-01      0.000E+00
K-40          1.154E+01       9.462E-01      1.286E-01      0.000E+00
CD-109        1.158E+00       2.155E-01      2.373E-01      0.000E+00
SN-126        1.117E-01       2.078E-02      2.302E-02      0.000E+00
BA-137M       4.668E-02       1.006E-02      1.307E-02      0.000E+00
CS-137        4.934E-02       1.063E-02      1.382E-02      0.000E+00
EU-155        3.872E-02       2.458E-02      3.452E-02      0.000E+00
RE-188        6.790E-02       4.382E-02      6.395E-02      0.000E+00
TL-208        1.910E-01       1.945E-02      1.235E-02      0.000E+00
BI-211        1.092E+00       1.105E-01      7.249E-02      0.000E+00
PB-212        5.542E-01       4.363E-02      1.899E-02      0.000E+00
PO-212        5.542E-01       4.363E-02      1.899E-02      0.000E+00
BI-214        3.603E-01       4.306E-02      2.501E-02      0.000E+00
PB-214        3.797E-01       4.307E-02      2.458E-02      0.000E+00
PO-214        3.797E-01       4.307E-02      2.458E-02      0.000E+00
PO-216        5.542E-01       4.363E-02      1.899E-02      0.000E+00
PO-218        3.797E-01       4.307E-02      2.458E-02      0.000E+00
RA-224        1.391E+00       2.407E-01      2.163E-01      0.000E+00
RA-226        3.603E-01       4.306E-02      2.501E-02      0.000E+00
AC-228        6.407E-01       8.681E-02      4.609E-02      0.000E+00
RA-228        6.407E-01       8.681E-02      4.609E-02      0.000E+00
TH-228        5.542E-01       4.363E-02      1.899E-02      0.000E+00
TH-230        3.603E-01       4.306E-02      2.501E-02      0.000E+00
TH-232        6.407E-01       8.681E-02      4.609E-02      0.000E+00
TH-234        2.936E-01       4.080E-01      4.369E-01      0.000E+00
U-234         3.603E-01       4.306E-02      2.501E-02      0.000E+00
U-235         4.582E-02       5.974E-02      6.540E-02      0.000E+00
NP-237        3.281E-01       9.015E-02      6.855E-02      0.000E+00
U-238         2.936E-01       4.080E-01      4.369E-01      0.000E+00
AM-243        1.142E-01       1.661E-02      1.813E-02      0.000E+00
ANH-511       3.984E-02       1.944E-02      9.942E-03      0.000E+00

---- Non-Identified Nuclides ----

219



Key-Line
Activity   K.L. Act error         MDA            

Nuclide     (pCi/GRAM      ) Ided              (pCi/GRAM      )

NA-22        -6.681E-03       9.744E-03      1.614E-02      0.000E+00 NOT IDENT.
NA-24         0.000E+00       2.008E+11      0.000E+00      0.000E+00 SHORT HLIF
AL-26        -6.691E-03       6.564E-03      1.011E-02      0.000E+00 NOT IDENT.
TI-44         0.000E+00       1.246E-02      1.379E-02      0.000E+00 FAIL ABUN 
SC-46         1.939E-03       9.009E-03      1.561E-02      0.000E+00 FAIL ABUN 
V-48         -3.691E-03       2.638E-02      4.437E-02      0.000E+00 NOT IDENT.
CR-51        -4.805E-03       9.630E-02      1.774E-01      0.000E+00 NOT IDENT.
MN-52         1.696E-01       2.360E-01      4.151E-01      0.000E+00 NOT IDENT.
MN-54        -7.349E-03       8.749E-03      1.466E-02      0.000E+00 NOT IDENT.
CO-56        -1.087E-03       8.975E-03      1.543E-02      0.000E+00 FAIL ABUN 
CO-57        -1.314E-03       4.411E-03      8.357E-03      0.000E+00 NOT IDENT.
CO-58        -7.197E-03       9.005E-03      1.510E-02      0.000E+00 NOT IDENT.
FE-59        -1.293E-02       2.462E-02      4.208E-02      0.000E+00 FAIL ABUN 
CO-60        -6.649E-05       8.598E-03      1.462E-02      0.000E+00 NOT IDENT.
ZN-65         2.420E-02       2.231E-02      3.546E-02      0.000E+00 NOT IDENT.
GE-68        -2.763E-02       2.772E-01      4.834E-01      0.000E+00 NOT IDENT.
AS-73         1.539E-01       2.045E-01      3.859E-01      0.000E+00 NOT IDENT.
AS-74        -2.354E-02       4.299E-02      5.625E-02      0.000E+00 NOT IDENT.
SE-75         6.968E-04       1.022E-02      1.595E-02      0.000E+00 NOT IDENT.
BR-77         0.000E+00       8.357E+01      0.000E+00      0.000E+00 SHORT HLIF
SR-82        -3.608E-02       1.204E-01      1.789E-01      0.000E+00 NOT IDENT.
RB-83        -3.037E-03       1.518E-02      2.621E-02      0.000E+00 NOT IDENT.
RB-84         2.849E-03       1.923E-02      3.326E-02      0.000E+00 NOT IDENT.
KR-85         0.000E+00       1.683E+00      2.858E+00      0.000E+00 NOT IDENT.
SR-85         0.000E+00       9.857E-03      1.674E-02      0.000E+00 NOT IDENT.
RB-86         2.547E-02       2.729E-01      4.795E-01      0.000E+00 NOT IDENT.
Y-88          3.041E-03       8.391E-03      1.458E-02      0.000E+00 NOT IDENT.
ZR-88        -5.064E-03       6.638E-03      1.168E-02      0.000E+00 NOT IDENT.
Y-91          2.779E+00       4.873E+00      8.576E+00      0.000E+00 NOT IDENT.
NB-94         3.165E-03       7.200E-03      1.293E-02      0.000E+00 NOT IDENT.
NB-95         2.305E-02       1.836E-02      2.459E-02      0.000E+00 NOT IDENT.
NB-95M       -1.178E+00       4.685E+00      7.349E+00      0.000E+00 NOT IDENT.
ZR-95         7.632E-03       1.730E-02      3.082E-02      0.000E+00 NOT IDENT.
NB-97         0.000E+00       5.546E+09      0.000E+00      0.000E+00 SHORT HLIF
ZR-97         0.000E+00       1.084E+11      0.000E+00      0.000E+00 SHORT HLIF
MO-99         0.000E+00       5.776E+01      0.000E+00      0.000E+00 SHORT HLIF
TC-99M        0.000E+00       1.202E+31      0.000E+00      0.000E+00 SHORT HLIF
RH-101        2.719E-03       8.522E-03      1.123E-02      0.000E+00 NOT IDENT.
RH-102        3.740E-03       6.595E-03      1.042E-02      0.000E+00 FAIL ABUN 
RU-103       -1.384E-03       1.027E-02      1.788E-02      0.000E+00 FAIL ABUN 
RH-106        1.542E-02       6.657E-02      1.206E-01      0.000E+00 FAIL ABUN 
RU-106        1.542E-02       6.656E-02      1.206E-01      0.000E+00 FAIL ABUN 
AG-108M       1.551E-03       6.648E-03      1.191E-02      0.000E+00 NOT IDENT.
AG-110M       2.055E-03       7.984E-03      1.256E-02      0.000E+00 NOT IDENT.
IN-111        0.000E+00       4.945E+00      0.000E+00      0.000E+00 SHORT HLIF
IN-113M       3.649E-04       9.254E-03      1.669E-02      0.000E+00 NOT IDENT.
SN-113        3.649E-04       9.254E-03      1.669E-02      0.000E+00 NOT IDENT.
IN-114M       4.181E-03       4.331E-02      7.058E-02      0.000E+00 NOT IDENT.
CD-115        0.000E+00       1.125E+02      0.000E+00      0.000E+00 SHORT HLIF
SN-117M       4.710E-03       1.939E-02      3.453E-02      0.000E+00 NOT IDENT.
SB-122        0.000E+00       1.155E+01      0.000E+00      0.000E+00 SHORT HLIF
I-123         0.000E+00       9.272E+12      0.000E+00      0.000E+00 SHORT HLIF
TE-123M      -1.183E-03       5.399E-03      9.975E-03      0.000E+00 NOT IDENT.
I-124         8.543E-01       1.265E+00      2.047E+00      0.000E+00 FAIL ABUN 
SB-124        1.256E-02       1.881E-02      3.372E-02      0.000E+00 FAIL ABUN 
SB-125       -5.410E-03       1.818E-02      3.210E-02      0.000E+00 FAIL ABUN 
TE-125M       2.172E+00       1.982E+00      3.513E+00      0.000E+00 NOT IDENT.
I-126         2.169E-02       8.190E-02      1.285E-01      0.000E+00 NOT IDENT.
SB-126        3.196E-02       6.408E-02      1.051E-01      0.000E+00 FAIL ABUN 
SB-127       -1.832E+00       2.716E+00      4.686E+00      0.000E+00 NOT IDENT.
XE-127       -1.819E-02       1.090E-02      1.889E-02      0.000E+00 NOT IDENT.
I-131        -8.025E-02       6.521E-02      1.139E-01      0.000E+00 NOT IDENT.
TE-132        0.000E+00       1.920E+00      0.000E+00      0.000E+00 SHORT HLIF
BA-133        2.928E-03       9.225E-03      1.496E-02      0.000E+00 FAIL ABUN 
I-133         0.000E+00       3.044E+07      0.000E+00      0.000E+00 SHORT HLIF
CS-134        0.000E+00       1.418E-02      1.882E-02      0.000E+00 FAIL ABUN 
CS-135        4.944E-02       3.421E-02      5.555E-02      0.000E+00 NOT IDENT.
I-135         0.000E+00       7.895E+28      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -6.372E-03       4.348E-02      7.594E-02      0.000E+00 FAIL ABUN 
CE-139       -2.352E-03       5.631E-03      1.031E-02      0.000E+00 NOT IDENT.
BA-140        6.002E-02       1.052E-01      1.830E-01      0.000E+00 NOT IDENT.
LA-140       -4.960E-02       3.460E-02      5.345E-02      0.000E+00 FAIL ABUN 
CE-141       -4.450E-03       1.579E-02      2.630E-02      0.000E+00 NOT IDENT.
CE-143        0.000E+00       3.403E+04      0.000E+00      0.000E+00 SHORT HLIF
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CE-144       -2.036E-02       3.782E-02      6.720E-02      0.000E+00 NOT IDENT.
PM-144       -4.755E-03       7.497E-03      1.300E-02      0.000E+00 FAIL ABUN 
PR-144       -3.244E-01       5.114E-01      8.867E-01      0.000E+00 NOT IDENT.
PM-146        1.114E-02       8.703E-03      1.594E-02      0.000E+00 NOT IDENT.
ND-147        1.047E-01       2.496E-01      4.390E-01      0.000E+00 FAIL ABUN 
PM-149        0.000E+00       8.749E+02      0.000E+00      0.000E+00 SHORT HLIF
EU-152       -1.586E-02       1.830E-02      3.266E-02      0.000E+00 FAIL ABUN 
GD-153       -1.785E-02       1.509E-02      2.560E-02      0.000E+00 FAIL ABUN 
EU-154       -1.809E-02       2.709E-02      4.485E-02      0.000E+00 NOT IDENT.
TB-160       -5.635E-03       3.342E-02      5.703E-02      0.000E+00 FAIL ABUN 
TM-171       -3.980E+00       6.780E+00      9.829E+00      0.000E+00 NOT IDENT.
LU-176        1.811E-03       4.647E-03      8.689E-03      0.000E+00 FAIL ABUN 
LU-177        0.000E+00       1.104E+00      1.495E+00      0.000E+00 FAIL ABUN 
LU-177M       1.371E-02       4.086E-02      6.504E-02      0.000E+00 FAIL ABUN 
HF-181        9.923E-03       1.184E-02      1.888E-02      0.000E+00 NOT IDENT.
W-181        -8.453E-02       9.260E-02      1.317E-01      0.000E+00 NOT IDENT.
TA-182       -2.267E-02       4.825E-02      8.159E-02      0.000E+00 FAIL ABUN 
RE-183        2.276E-02       2.187E-02      4.129E-02      0.000E+00 FAIL ABUN 
RE-184        2.594E-02       4.599E-02      8.226E-02      0.000E+00 NOT IDENT.
OS-185        3.676E-03       9.176E-03      1.665E-02      0.000E+00 NOT IDENT.
W-188        -1.952E+00       1.737E+00      2.749E+00      0.000E+00 FAIL ABUN 
IR-192        3.138E-03       7.103E-03      1.326E-02      0.000E+00 FAIL ABUN 
AU-195        0.000E+00       4.132E-02      7.929E-02      0.000E+00 FAIL ABUN 
TL-200        0.000E+00       2.751E+05      0.000E+00      0.000E+00 SHORT HLIF
TL-201        0.000E+00       2.201E+01      0.000E+00      0.000E+00 SHORT HLIF
TL-202        1.230E-02       2.813E-02      5.065E-02      0.000E+00 NOT IDENT.
HG-203        1.495E-02       9.882E-03      1.707E-02      0.000E+00 NOT IDENT.
BI-207        9.634E-03       1.127E-02      2.038E-02      0.000E+00 FAIL ABUN 
TL-207       -1.040E-02       1.419E-01      2.297E-01      0.000E+00 FAIL ABUN 
PO-209        2.956E-01       1.592E+00      2.751E+00      0.000E+00 NOT IDENT.
BI-210       -1.266E+00       1.253E+00      1.691E+00      0.000E+00 NOT IDENT.
PB-210       -1.266E+00       1.253E+00      1.691E+00      0.000E+00 NOT IDENT.
PO-210       -1.266E+00       1.252E+00      1.691E+00      0.000E+00 NOT IDENT.
PB-211       -9.922E-02       2.180E-01      3.234E-01      0.000E+00 NOT IDENT.
BI-212        0.000E+00       9.362E-02      1.370E-01      0.000E+00 FAIL ABUN 
PO-215       -1.040E-02       1.419E-01      2.297E-01      0.000E+00 FAIL ABUN 
RN-219        6.420E-02       8.093E-02      1.479E-01      0.000E+00 FAIL ABUN 
RN-220        2.625E+00       5.202E+00      9.151E+00      0.000E+00 NOT IDENT.
RA-223       -1.040E-02       1.419E-01      2.297E-01      0.000E+00 FAIL ABUN 
AC-227       -4.758E-02       7.357E-02      1.267E-01      0.000E+00 FAIL ABUN 
TH-227       -4.758E-02       7.370E-02      1.267E-01      0.000E+00 FAIL ABUN 
TH-229       -6.026E-02       9.114E-02      1.631E-01      0.000E+00 FAIL ABUN 
PA-231       -1.928E-02       2.731E-01      5.095E-01      0.000E+00 FAIL ABUN 
TH-231       -1.040E-02       1.419E-01      2.297E-01      0.000E+00 FAIL ABUN 
U-231        -7.180E-01       1.504E+00      2.609E+00      0.000E+00 FAIL ABUN 
PA-233       -1.484E-02       1.182E-02      2.110E-02      0.000E+00 FAIL ABUN 
PA-234       -5.559E-03       6.664E-02      1.130E-01      0.000E+00 FAIL ABUN 
PA-234M       0.000E+00       1.423E+00      2.556E+00      0.000E+00 FAIL ABUN 
NP-236       -1.227E-02       1.419E-02      2.582E-02      0.000E+00 NOT IDENT.
NP-239       -1.932E-02       3.180E-02      6.010E-02      0.000E+00 FAIL ABUN 
AM-241        9.763E-03       3.295E-02      5.633E-02      0.000E+00 NOT IDENT.
CM-243        1.264E-02       1.756E-02      3.111E-02      0.000E+00 FAIL ABUN 
CM-247        3.302E-03       7.504E-03      1.320E-02      0.000E+00 FAIL ABUN 
CF-249        6.795E-03       7.691E-03      1.421E-02      0.000E+00 NOT IDENT.
CF-251        7.682E-03       2.262E-02      4.180E-02      0.000E+00 NOT IDENT.
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:16:10.80

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G227075005.CNF;1
Sample date      : 25-MAR-2009 12:55:00 Acquisition date : 22-APR-2009 00:34:39
Sample ID        : G227075005           Sample quantity  : 1.81110E+02 GRAM
Detector name    : GAM23                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:34.76  0.1%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Nuclide Line Activity Report

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
BE-7        477.59     134   10.42*  2.706E+00  1.183E-01   1.697E-01    64.76
K-40       1460.81    5007   10.67*  1.011E+00  1.154E+01   1.154E+01     8.36
CD-109       88.03     881    3.72*  5.303E+00  1.111E+00   1.158E+00    18.98
SN-126       64.28     119    9.60   2.657E+00  1.162E-01   1.162E-01   141.51

86.94     881    8.90   5.303E+00  4.645E-01   4.645E-01    44.68
87.57     881   37.00*  5.303E+00  1.117E-01   1.117E-01    18.98

BA-137M     661.65     347   89.98*  2.057E+00  4.659E-02   4.668E-02    21.98
CS-137      661.65     347   85.12*  2.057E+00  4.926E-02   4.934E-02    21.99
EU-155       48.70  ------    4.60   8.180E-01  ------  Line Not Found  ------

60.01  ------    1.11   2.204E+00  ------  Line Not Found  ------
86.54     881   30.90   5.303E+00  1.338E-01   1.352E-01    19.02
105.31     197   20.70*  6.180E+00  3.831E-02   3.872E-02    64.78

RE-188      155.03     189   15.00*  6.083E+00  5.142E-02   6.790E-02    65.86
477.96     134    1.04   2.706E+00  1.185E+00   1.565E+00    64.66
633.10  ------    1.26   2.136E+00  ------  Line Not Found  ------

TL-208      277.35     227    6.80   4.159E+00  1.998E-01   1.998E-01    56.83
510.84     410   21.60   2.560E+00  1.844E-01   1.844E-01    50.49
583.14    1482   84.20*  2.292E+00  1.910E-01   1.910E-01    10.40
860.37     149   12.46   1.626E+00  1.835E-01   1.835E-01    47.42

BI-211       72.87  ------    1.27   3.903E+00  ------  Line Not Found  ------
351.07    1962   12.94*  3.455E+00  1.092E+00   1.092E+00    10.33

PB-212       74.81    1253   10.70   4.134E+00  7.043E-01   7.043E-01    17.54
77.11    1856   18.00   4.384E+00  5.848E-01   5.848E-01    11.77
87.30     881    8.00   5.303E+00  5.167E-01   5.167E-01    21.45
238.63    4629   44.60*  4.658E+00  5.542E-01   5.542E-01     8.03
300.09     236    3.41   3.915E+00  4.397E-01   4.397E-01    49.29

PO-212       74.81    1253   10.70   4.134E+00  7.043E-01   7.043E-01    17.54
77.11    1856   18.00   4.384E+00  5.848E-01   5.848E-01    11.77
87.30     881    8.00   5.303E+00  5.167E-01   5.167E-01    21.45
115.19  ------    0.60   6.350E+00  ------  Line Not Found  ------
238.63    4629   44.60*  4.658E+00  5.542E-01   5.542E-01     8.03
300.09     236    3.41   3.915E+00  4.397E-01   4.397E-01    49.29
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Nuclide Line Activity Report (continued)                             Page :   2
Sample ID : G227075005                  Acquisition date : 22-APR-2009 00:34:39

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
BI-214      609.31    1481   46.30*  2.208E+00  3.603E-01   3.603E-01    12.20

768.36     145    5.04   1.803E+00  3.959E-01   3.960E-01    61.34
934.06  ------    3.21   1.507E+00  ------  Line Not Found  ------
1120.29     462   15.10   1.275E+00  5.975E-01   5.975E-01    23.73
1238.11      74    5.94   1.164E+00  2.646E-01   2.646E-01   123.75
1377.67      90    4.11   1.061E+00  5.146E-01   5.146E-01    54.97
1764.49     281   15.80   8.853E-01  4.993E-01   4.993E-01    21.62

PB-214       74.81    1253    6.21   4.134E+00  1.214E+00   1.214E+00    16.58
77.11    1856   10.50   4.384E+00  1.003E+00   1.003E+00    14.02
87.30     881    4.67   5.303E+00  8.852E-01   8.853E-01    20.49
241.98    1020    7.49   4.617E+00  7.338E-01   7.338E-01    18.52
295.21    1070   19.20   3.965E+00  3.496E-01   3.496E-01    16.35
351.92    1962   37.20*  3.455E+00  3.797E-01   3.797E-01    11.57

PO-214       74.81    1253    6.21   4.134E+00  1.214E+00   1.214E+00    16.58
77.11    1856   10.50   4.384E+00  1.003E+00   1.003E+00    14.02
87.30     881    4.67   5.303E+00  8.852E-01   8.853E-01    20.49
241.98    1020    7.49   4.617E+00  7.338E-01   7.338E-01    18.52
295.21    1070   19.20   3.965E+00  3.496E-01   3.496E-01    16.35
351.92    1962   37.20*  3.455E+00  3.797E-01   3.797E-01    11.57

PO-216       74.81    1253   10.70   4.134E+00  7.043E-01   7.043E-01    17.54
77.11    1856   18.00   4.384E+00  5.848E-01   5.848E-01    11.77
87.30     881    8.00   5.303E+00  5.167E-01   5.167E-01    21.45
238.63    4629   44.60*  4.658E+00  5.542E-01   5.542E-01     8.03
300.09     236    3.41   3.915E+00  4.397E-01   4.397E-01    49.29

PO-218       74.81    1253    6.21   4.134E+00  1.214E+00   1.214E+00    16.58
77.11    1856   10.50   4.384E+00  1.003E+00   1.003E+00    14.02
87.30     881    4.67   5.303E+00  8.852E-01   8.853E-01    20.49
241.98    1020    7.49   4.617E+00  7.338E-01   7.338E-01    18.52
295.21    1070   19.20   3.965E+00  3.496E-01   3.496E-01    16.35
351.92    1962   37.20*  3.455E+00  3.797E-01   3.797E-01    11.57

RA-224      240.98    1020    3.95*  4.617E+00  1.391E+00   1.391E+00    17.65
RA-226      609.31    1481   46.30*  2.208E+00  3.603E-01   3.603E-01    12.20

768.36     145    5.04   1.803E+00  3.959E-01   3.960E-01    61.34
934.06  ------    3.21   1.507E+00  ------  Line Not Found  ------
1120.29     462   15.10   1.275E+00  5.975E-01   5.975E-01    23.73
1238.11      74    5.94   1.164E+00  2.646E-01   2.646E-01   123.75
1377.67      90    4.11   1.061E+00  5.146E-01   5.146E-01    54.97
1764.49     281   15.80   8.853E-01  4.993E-01   4.993E-01    21.62

AC-228      338.32    1002   11.40   3.566E+00  6.132E-01   6.132E-01    43.13
911.07    1101   27.70*  1.543E+00  6.407E-01   6.407E-01    13.83
969.11     569   16.60   1.458E+00  5.849E-01   5.849E-01    26.82

RA-228      338.32    1002   11.40   3.566E+00  6.132E-01   6.132E-01    43.13
911.07    1101   27.70*  1.543E+00  6.407E-01   6.407E-01    13.83
969.11     569   16.60   1.458E+00  5.849E-01   5.849E-01    26.82

TH-228       84.40     349    1.21   5.070E+00  1.416E+00   1.416E+00    51.77
238.60    4629   44.60*  4.658E+00  5.542E-01   5.542E-01     8.03
300.10     236    3.41   3.915E+00  4.397E-01   4.397E-01    76.38

TH-230      609.31    1481   46.30*  2.208E+00  3.603E-01   3.603E-01    12.20
768.36     145    5.04   1.803E+00  3.959E-01   3.959E-01    61.34
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Nuclide Line Activity Report (continued)                             Page :   3
Sample ID : G227075005                  Acquisition date : 22-APR-2009 00:34:39

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
934.06  ------    3.21   1.507E+00  ------  Line Not Found  ------
1120.29     462   15.10   1.275E+00  5.975E-01   5.975E-01    23.73
1238.11      74    5.94   1.164E+00  2.646E-01   2.646E-01   123.75
1377.67      90    4.11   1.061E+00  5.146E-01   5.146E-01    54.97
1764.49     281   15.80   8.853E-01  4.993E-01   4.993E-01    21.62

TH-232      338.32    1002   11.40   3.566E+00  6.132E-01   6.132E-01    15.23
911.07    1101   27.70*  1.543E+00  6.407E-01   6.407E-01    13.83
969.11     569   16.60   1.458E+00  5.849E-01   5.849E-01    26.82

TH-234       63.29     119    3.80*  2.657E+00  2.936E-01   2.936E-01   141.83
92.38     852    5.41   5.663E+00  6.917E-01   6.917E-01    29.32

U-234       609.31    1481   46.30*  2.208E+00  3.603E-01   3.603E-01    12.20
768.36     145    5.04   1.803E+00  3.959E-01   3.959E-01    61.34
934.06  ------    3.21   1.507E+00  ------  Line Not Found  ------
1120.29     462   15.10   1.275E+00  5.975E-01   5.975E-01    23.73
1238.11      74    5.94   1.164E+00  2.646E-01   2.646E-01   123.75
1377.67      90    4.11   1.061E+00  5.146E-01   5.146E-01    54.97
1764.49     281   15.80   8.853E-01  4.993E-01   4.993E-01    21.62

U-235        89.95     553    2.70   5.489E+00  9.285E-01   9.285E-01    38.44
93.35     852    4.50   5.663E+00  8.315E-01   8.315E-01    36.31
105.00     197    2.10   6.180E+00  3.776E-01   3.776E-01    70.79
143.76     121   10.50*  6.236E+00  4.582E-02   4.582E-02   133.05
163.35  ------    4.70   5.923E+00  ------  Line Not Found  ------
185.71     639   54.00   5.520E+00  5.328E-02   5.328E-02    29.29
205.31  ------    4.70   5.178E+00  ------  Line Not Found  ------

NP-237       86.50     881   12.60*  5.303E+00  3.281E-01   3.281E-01    28.04
95.87  ------    2.60   5.825E+00  ------  Line Not Found  ------

U-238        63.29     119    3.80*  2.657E+00  2.936E-01   2.936E-01   141.83
92.38     852    5.41   5.663E+00  6.917E-01   6.917E-01    24.64

AM-243       74.67    1253   66.00*  4.134E+00  1.142E-01   1.142E-01    14.84
86.72     881    0.34   5.303E+00  1.230E+01   1.230E+01    18.98
117.66  ------    0.55   6.370E+00  ------  Line Not Found  ------
142.18     121    0.13   6.236E+00  3.849E+00   3.849E+00   132.18

ANH-511     511.00     410  100.00*  2.560E+00  3.984E-02   3.984E-02    49.80

Flag: "*" = Keyline
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Summary of Nuclide Activity                                          Page :   4
Sample ID : G227075005                  Acquisition date : 22-APR-2009 00:34:39

Total number of lines in spectrum              44
Number of unidentified lines                    4
Number of lines tentatively identified by NID  40       90.91%

Nuclide Type :                                 

Uncorrected  Decay Corr   Decay Corr   2-Sigma
Nuclide     Hlife   Decay  pCi/GRAM     pCi/GRAM   2-Sigma Error  %Error Flags
BE-7       53.44D    1.43  1.183E-01    1.697E-01    1.099E-01    64.76       
K-40    1.28E+09Y    1.00  1.154E+01    1.154E+01    0.097E+01     8.36       
CD-109    464.00D    1.04  1.111E+00    1.158E+00    0.220E+00    18.98       
SN-126  1.00E+05Y    1.00  1.117E-01    1.117E-01    0.212E-01    18.98       
BA-137M    30.17Y    1.00  4.659E-02    4.668E-02    1.026E-02    21.98       
CS-137     30.17Y    1.00  4.926E-02    4.934E-02    1.085E-02    21.99       
EU-155      4.96Y    1.01  3.831E-02    3.872E-02    2.508E-02    64.78       
RE-188     69.40D    1.32  5.142E-02    6.790E-02    4.472E-02    65.86       
TL-208  1.41E+10Y    1.00  1.910E-01    1.910E-01    0.199E-01    10.40       
BI-211  7.04E+08Y    1.00  1.092E+00    1.092E+00    0.113E+00    10.33       
PB-212  1.41E+10Y    1.00  5.542E-01    5.542E-01    0.445E-01     8.03       
PO-212  1.41E+10Y    1.00  5.542E-01    5.542E-01    0.445E-01     8.03       
BI-214   1600.00Y    1.00  3.603E-01    3.603E-01    0.439E-01    12.20       
PB-214   1600.00Y    1.00  3.797E-01    3.797E-01    0.439E-01    11.57       
PO-214   1600.00Y    1.00  3.797E-01    3.797E-01    0.439E-01    11.57       
PO-216  1.41E+10Y    1.00  5.542E-01    5.542E-01    0.445E-01     8.03       
PO-218   1600.00Y    1.00  3.797E-01    3.797E-01    0.439E-01    11.57       
RA-224  1.41E+10Y    1.00  1.391E+00    1.391E+00    0.246E+00    17.65       
RA-226   1600.00Y    1.00  3.603E-01    3.603E-01    0.439E-01    12.20       
AC-228  1.41E+10Y    1.00  6.407E-01    6.407E-01    0.886E-01    13.83       
RA-228  1.41E+10Y    1.00  6.407E-01    6.407E-01    0.886E-01    13.83       
TH-228  1.41E+10Y    1.00  5.542E-01    5.542E-01    0.445E-01     8.03       
TH-230  4.47E+09Y    1.00  3.603E-01    3.603E-01    0.439E-01    12.20       
TH-232  1.41E+10Y    1.00  6.407E-01    6.407E-01    0.886E-01    13.83       
TH-234  4.47E+09Y    1.00  2.936E-01    2.936E-01    4.164E-01   141.83       
U-234   4.47E+09Y    1.00  3.603E-01    3.603E-01    0.439E-01    12.20       
U-235   7.04E+08Y    1.00  4.582E-02    4.582E-02    6.096E-02   133.05       
NP-237  2.14E+06Y    1.00  3.281E-01    3.281E-01    0.920E-01    28.04       
U-238   4.47E+09Y    1.00  2.936E-01    2.936E-01    4.164E-01   141.83       
AM-243   7380.00Y    1.00  1.142E-01    1.142E-01    0.169E-01    14.84       
ANH-511 1.00E+09Y    1.00  3.984E-02    3.984E-02    1.984E-02    49.80       

---------    ---------
Total Activity :  2.358E+01    2.369E+01

Grand Total Activity :  2.358E+01    2.369E+01

Flags: "K" = Keyline not found         "M" = Manually accepted
"E" = Manually edited           "A" = Nuclide specific abn. limit
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Unidentified Energy Lines                                            Page :   5
Sample ID : G227075005                  Acquisition date : 22-APR-2009 00:34:39

It   Energy    Area   Bkgnd  FWHM  Channel Left Pw  Cts/Sec %Err   %Eff   Flags

0   128.96     171    1516  0.76   257.89  255  7 2.84E-03 77.3  6.37E+00  T
0   209.27     469    1394  1.05   418.54  414  9 7.82E-03 30.2  5.11E+00  T
0   270.02     461    1244  1.17   540.05  534 12 7.69E-03 32.0  4.25E+00  T
0   328.12     185     806  1.39   656.27  652  9 3.08E-03 57.3  3.65E+00  T
0   409.29     127     609  1.40   818.66  813  9 2.11E-03 72.6  3.06E+00   
0   462.63     242     582  1.37   925.36  921 10 4.04E-03 39.3  2.78E+00  T
0   726.79     303     375  1.51  1453.84 1449 11 5.05E-03 27.2  1.89E+00  T
1   771.68     109     304  1.77  1543.67 1530 22 1.82E-03 66.6  1.79E+00   
0   794.74     169     311  1.87  1589.81 1584 12 2.82E-03 44.4  1.75E+00  T
3   964.15     184     244  1.88  1928.77 1924 21 3.07E-03 33.7  1.46E+00  T
0  1154.82      57     213  1.29  2310.31 2307 10 9.51E-04 98.8  1.24E+00   
0  1728.43      76      64  2.59  3458.30 3449 17 1.27E-03 53.2  8.96E-01   

Flags: "T" = Tentatively associated
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration    : SYS$SYSROOT:[ALPHA.ARCHIVE.GAMMA]G227075005              *
* Acquisition date : 22-APR-2009 00:34:39 Detector SN#    :                   *
* Detector ID      : GAM23                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:34.76     Half life ratio : 8.000             *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 25-MAR-2009 12:55:00 Nuclide Library : SOLID             *
* Sample ID        : G227075005           Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.8111E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
*                                                                             *
* CALIB. DATE/TIME : 14-MAY-2008 10:50:12 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act Error        LC            TPU
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7          1.697E-01       1.077E-01      6.553E-02      1.077E-01
K-40          1.154E+01       9.462E-01      6.436E-02      9.462E-01
CD-109        1.158E+00       2.155E-01      1.187E-01      2.155E-01
SN-126        1.117E-01       2.078E-02      1.152E-02      2.078E-02
BA-137M       4.668E-02       1.006E-02      6.541E-03      1.006E-02
CS-137        4.934E-02       1.063E-02      6.914E-03      1.063E-02
EU-155        3.872E-02       2.458E-02      1.727E-02      2.458E-02
RE-188        6.790E-02       4.382E-02      3.199E-02      4.382E-02
TL-208        1.910E-01       1.945E-02      6.180E-03      1.945E-02
BI-211        1.092E+00       1.105E-01      3.627E-02      1.105E-01
PB-212        5.542E-01       4.363E-02      9.502E-03      4.363E-02
PO-212        5.542E-01       4.363E-02      9.502E-03      4.363E-02
BI-214        3.603E-01       4.306E-02      1.251E-02      4.306E-02
PB-214        3.797E-01       4.307E-02      1.230E-02      4.307E-02
PO-214        3.797E-01       4.307E-02      1.230E-02      4.307E-02
PO-216        5.542E-01       4.363E-02      9.502E-03      4.363E-02
PO-218        3.797E-01       4.307E-02      1.230E-02      4.307E-02
RA-224        1.391E+00       2.407E-01      1.082E-01      2.407E-01
RA-226        3.603E-01       4.306E-02      1.251E-02      4.306E-02
AC-228        6.407E-01       8.681E-02      2.306E-02      8.681E-02
RA-228        6.407E-01       8.681E-02      2.306E-02      8.681E-02
TH-228        5.542E-01       4.363E-02      9.501E-03      4.363E-02
TH-230        3.603E-01       4.306E-02      1.251E-02      4.306E-02
TH-232        6.407E-01       8.681E-02      2.306E-02      8.681E-02
TH-234        2.936E-01       4.080E-01      2.186E-01      4.080E-01
U-234         3.603E-01       4.306E-02      1.251E-02      4.306E-02
U-235         4.582E-02       5.974E-02      3.272E-02      5.974E-02
NP-237        3.281E-01       9.015E-02      3.430E-02      9.015E-02
U-238         2.936E-01       4.080E-01      2.186E-01      4.080E-01
AM-243        1.142E-01       1.661E-02      9.068E-03      1.661E-02
ANH-511       3.984E-02       1.944E-02      4.974E-03      1.944E-02

---- Non-Identified Nuclides ----
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Key-Line
Activity     K.L Act error        LC             TPU

Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

NA-22        -6.681E-03       9.744E-03      8.074E-03      9.744E-03 NOT IDENT.
NA-24         2.386E+09       2.008E+11      0.000E+00      2.008E+11 SHORT HLIF
AL-26        -6.691E-03       6.564E-03      5.058E-03      6.564E-03 NOT IDENT.
TI-44         1.080E-01       1.246E-02      6.901E-03      1.246E-02 FAIL ABUN 
SC-46         1.939E-03       9.009E-03      7.809E-03      9.009E-03 FAIL ABUN 
V-48         -3.691E-03       2.638E-02      2.220E-02      2.638E-02 NOT IDENT.
CR-51        -4.805E-03       9.630E-02      8.874E-02      9.630E-02 NOT IDENT.
MN-52         1.696E-01       2.360E-01      2.077E-01      2.360E-01 NOT IDENT.
MN-54        -7.349E-03       8.749E-03      7.332E-03      8.749E-03 NOT IDENT.
CO-56        -1.087E-03       8.975E-03      7.718E-03      8.975E-03 FAIL ABUN 
CO-57        -1.314E-03       4.411E-03      4.181E-03      4.411E-03 NOT IDENT.
CO-58        -7.197E-03       9.005E-03      7.553E-03      9.005E-03 NOT IDENT.
FE-59        -1.293E-02       2.462E-02      2.105E-02      2.462E-02 FAIL ABUN 
CO-60        -6.649E-05       8.598E-03      7.313E-03      8.598E-03 NOT IDENT.
ZN-65         2.420E-02       2.231E-02      1.774E-02      2.231E-02 NOT IDENT.
GE-68        -2.763E-02       2.772E-01      2.419E-01      2.772E-01 NOT IDENT.
AS-73         1.539E-01       2.045E-01      1.931E-01      2.045E-01 NOT IDENT.
AS-74        -2.354E-02       4.299E-02      2.814E-02      4.299E-02 NOT IDENT.
SE-75         6.968E-04       1.022E-02      7.981E-03      1.022E-02 NOT IDENT.
BR-77        -8.913E-02       8.357E+01      0.000E+00      8.357E+01 SHORT HLIF
SR-82        -3.608E-02       1.204E-01      8.950E-02      1.204E-01 NOT IDENT.
RB-83        -3.037E-03       1.518E-02      1.311E-02      1.518E-02 NOT IDENT.
RB-84         2.849E-03       1.923E-02      1.664E-02      1.923E-02 NOT IDENT.
KR-85         5.166E+00       1.683E+00      1.430E+00      1.683E+00 NOT IDENT.
SR-85         3.026E-02       9.857E-03      8.376E-03      9.857E-03 NOT IDENT.
RB-86         2.547E-02       2.729E-01      2.399E-01      2.729E-01 NOT IDENT.
Y-88          3.041E-03       8.391E-03      7.293E-03      8.391E-03 NOT IDENT.
ZR-88        -5.064E-03       6.638E-03      5.843E-03      6.638E-03 NOT IDENT.
Y-91          2.779E+00       4.873E+00      4.291E+00      4.873E+00 NOT IDENT.
NB-94         3.165E-03       7.200E-03      6.466E-03      7.200E-03 NOT IDENT.
NB-95         2.305E-02       1.836E-02      1.230E-02      1.836E-02 NOT IDENT.
NB-95M       -1.178E+00       4.685E+00      3.677E+00      4.685E+00 NOT IDENT.
ZR-95         7.632E-03       1.730E-02      1.542E-02      1.730E-02 NOT IDENT.
NB-97         2.008E+09       5.546E+09      0.000E+00      5.546E+09 SHORT HLIF
ZR-97         4.550E+11       1.084E+11      0.000E+00      1.084E+11 SHORT HLIF
MO-99        -7.143E+00       5.776E+01      0.000E+00      5.776E+01 SHORT HLIF
TC-99M       -3.635E+30       1.202E+31      0.000E+00      0.000E+00 SHORT HLIF
RH-101        2.719E-03       8.522E-03      5.616E-03      8.522E-03 NOT IDENT.
RH-102        3.740E-03       6.595E-03      5.212E-03      6.595E-03 FAIL ABUN 
RU-103       -1.384E-03       1.027E-02      8.947E-03      1.027E-02 FAIL ABUN 
RH-106        1.542E-02       6.657E-02      6.032E-02      6.657E-02 FAIL ABUN 
RU-106        1.542E-02       6.656E-02      6.032E-02      6.656E-02 FAIL ABUN 
AG-108M       1.551E-03       6.648E-03      5.959E-03      6.648E-03 NOT IDENT.
AG-110M       2.055E-03       7.984E-03      6.282E-03      7.984E-03 NOT IDENT.
IN-111        7.160E-01       4.945E+00      0.000E+00      4.945E+00 SHORT HLIF
IN-113M       3.649E-04       9.254E-03      8.349E-03      9.254E-03 NOT IDENT.
SN-113        3.649E-04       9.254E-03      8.349E-03      9.254E-03 NOT IDENT.
IN-114M       4.181E-03       4.331E-02      3.531E-02      4.331E-02 NOT IDENT.
CD-115       -3.573E+01       1.125E+02      0.000E+00      1.125E+02 SHORT HLIF
SN-117M       4.710E-03       1.939E-02      1.727E-02      1.939E-02 NOT IDENT.
SB-122       -1.987E+00       1.155E+01      0.000E+00      1.155E+01 SHORT HLIF
I-123        -2.032E+12       9.272E+12      0.000E+00      9.272E+12 SHORT HLIF
TE-123M      -1.183E-03       5.399E-03      4.990E-03      5.399E-03 NOT IDENT.
I-124         8.543E-01       1.265E+00      1.024E+00      1.265E+00 FAIL ABUN 
SB-124        1.256E-02       1.881E-02      1.687E-02      1.881E-02 FAIL ABUN 
SB-125       -5.410E-03       1.818E-02      1.606E-02      1.818E-02 FAIL ABUN 
TE-125M       2.172E+00       1.982E+00      1.758E+00      1.982E+00 NOT IDENT.
I-126         2.169E-02       8.190E-02      6.430E-02      8.190E-02 NOT IDENT.
SB-126        3.196E-02       6.408E-02      5.260E-02      6.408E-02 FAIL ABUN 
SB-127       -1.832E+00       2.716E+00      2.344E+00      2.716E+00 NOT IDENT.
XE-127       -1.819E-02       1.090E-02      9.450E-03      1.090E-02 NOT IDENT.
I-131        -8.025E-02       6.521E-02      5.700E-02      6.521E-02 NOT IDENT.
TE-132        7.046E-01       1.920E+00      0.000E+00      1.920E+00 SHORT HLIF
BA-133        2.928E-03       9.225E-03      7.482E-03      9.225E-03 FAIL ABUN 
I-133         2.317E+07       3.044E+07      0.000E+00      3.044E+07 SHORT HLIF
CS-134        3.219E-02       1.418E-02      9.417E-03      1.418E-02 FAIL ABUN 
CS-135        4.944E-02       3.421E-02      2.779E-02      3.421E-02 NOT IDENT.
I-135         5.931E+28       7.895E+28      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -6.372E-03       4.348E-02      3.799E-02      4.348E-02 FAIL ABUN 
CE-139       -2.352E-03       5.631E-03      5.159E-03      5.631E-03 NOT IDENT.
BA-140        6.002E-02       1.052E-01      9.155E-02      1.052E-01 NOT IDENT.
LA-140       -4.960E-02       3.460E-02      2.674E-02      3.460E-02 FAIL ABUN 
CE-141       -4.450E-03       1.579E-02      1.316E-02      1.579E-02 NOT IDENT.
CE-143        1.144E+05       3.403E+04      0.000E+00      3.403E+04 SHORT HLIF
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CE-144       -2.036E-02       3.782E-02      3.362E-02      3.782E-02 NOT IDENT.
PM-144       -4.755E-03       7.497E-03      6.503E-03      7.497E-03 FAIL ABUN 
PR-144       -3.244E-01       5.114E-01      4.436E-01      5.114E-01 NOT IDENT.
PM-146        1.114E-02       8.703E-03      7.976E-03      8.703E-03 NOT IDENT.
ND-147        1.047E-01       2.496E-01      2.196E-01      2.496E-01 FAIL ABUN 
PM-149       -5.095E+01       8.749E+02      0.000E+00      8.749E+02 SHORT HLIF
EU-152       -1.586E-02       1.830E-02      1.634E-02      1.830E-02 FAIL ABUN 
GD-153       -1.785E-02       1.509E-02      1.281E-02      1.509E-02 FAIL ABUN 
EU-154       -1.809E-02       2.709E-02      2.244E-02      2.709E-02 NOT IDENT.
TB-160       -5.635E-03       3.342E-02      2.853E-02      3.342E-02 FAIL ABUN 
TM-171       -3.980E+00       6.780E+00      4.917E+00      6.780E+00 NOT IDENT.
LU-176        1.811E-03       4.647E-03      4.347E-03      4.647E-03 FAIL ABUN 
LU-177        3.677E+00       1.104E+00      7.477E-01      1.104E+00 FAIL ABUN 
LU-177M       1.371E-02       4.086E-02      3.254E-02      4.086E-02 FAIL ABUN 
HF-181        9.923E-03       1.184E-02      9.448E-03      1.184E-02 NOT IDENT.
W-181        -8.453E-02       9.260E-02      6.591E-02      9.260E-02 NOT IDENT.
TA-182       -2.267E-02       4.825E-02      4.082E-02      4.825E-02 FAIL ABUN 
RE-183        2.276E-02       2.187E-02      2.066E-02      2.187E-02 FAIL ABUN 
RE-184        2.594E-02       4.599E-02      4.115E-02      4.599E-02 NOT IDENT.
OS-185        3.676E-03       9.176E-03      8.329E-03      9.176E-03 NOT IDENT.
W-188        -1.952E+00       1.737E+00      1.375E+00      1.737E+00 FAIL ABUN 
IR-192        3.138E-03       7.103E-03      6.634E-03      7.103E-03 FAIL ABUN 
AU-195        9.687E-02       4.132E-02      3.967E-02      4.132E-02 FAIL ABUN 
TL-200        2.088E+05       2.751E+05      0.000E+00      2.751E+05 SHORT HLIF
TL-201        9.599E-01       2.201E+01      0.000E+00      2.201E+01 SHORT HLIF
TL-202        1.230E-02       2.813E-02      2.534E-02      2.813E-02 NOT IDENT.
HG-203        1.495E-02       9.882E-03      8.539E-03      9.882E-03 NOT IDENT.
BI-207        9.634E-03       1.127E-02      1.020E-02      1.127E-02 FAIL ABUN 
TL-207       -1.040E-02       1.419E-01      1.149E-01      1.419E-01 FAIL ABUN 
PO-209        2.956E-01       1.592E+00      1.376E+00      1.592E+00 NOT IDENT.
BI-210       -1.266E+00       1.253E+00      8.458E-01      1.253E+00 NOT IDENT.
PB-210       -1.266E+00       1.253E+00      8.458E-01      1.253E+00 NOT IDENT.
PO-210       -1.266E+00       1.252E+00      8.458E-01      1.252E+00 NOT IDENT.
PB-211       -9.922E-02       2.180E-01      1.618E-01      2.180E-01 NOT IDENT.
BI-212        3.375E-01       9.362E-02      6.853E-02      9.362E-02 FAIL ABUN 
PO-215       -1.040E-02       1.419E-01      1.149E-01      1.419E-01 FAIL ABUN 
RN-219        6.420E-02       8.093E-02      7.397E-02      8.093E-02 FAIL ABUN 
RN-220        2.625E+00       5.202E+00      4.578E+00      5.202E+00 NOT IDENT.
RA-223       -1.040E-02       1.419E-01      1.149E-01      1.419E-01 FAIL ABUN 
AC-227       -4.758E-02       7.357E-02      6.340E-02      7.357E-02 FAIL ABUN 
TH-227       -4.758E-02       7.370E-02      6.340E-02      7.370E-02 FAIL ABUN 
TH-229       -6.026E-02       9.114E-02      8.158E-02      9.114E-02 FAIL ABUN 
PA-231       -1.928E-02       2.731E-01      2.549E-01      2.731E-01 FAIL ABUN 
TH-231       -1.040E-02       1.419E-01      1.149E-01      1.419E-01 FAIL ABUN 
U-231        -7.180E-01       1.504E+00      1.305E+00      1.504E+00 FAIL ABUN 
PA-233       -1.484E-02       1.182E-02      1.056E-02      1.182E-02 FAIL ABUN 
PA-234       -5.559E-03       6.664E-02      5.654E-02      6.664E-02 FAIL ABUN 
PA-234M       2.735E+00       1.423E+00      1.279E+00      1.423E+00 FAIL ABUN 
NP-236       -1.227E-02       1.419E-02      1.292E-02      1.419E-02 NOT IDENT.
NP-239       -1.932E-02       3.180E-02      3.007E-02      3.180E-02 FAIL ABUN 
AM-241        9.763E-03       3.295E-02      2.818E-02      3.295E-02 NOT IDENT.
CM-243        1.264E-02       1.756E-02      1.557E-02      1.756E-02 FAIL ABUN 
CM-247        3.302E-03       7.504E-03      6.602E-03      7.504E-03 FAIL ABUN 
CF-249        6.795E-03       7.691E-03      7.107E-03      7.691E-03 NOT IDENT.
CF-251        7.682E-03       2.262E-02      2.091E-02      2.262E-02 NOT IDENT.
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********************************************************************************
*                             GEL Laboratories LLC                             *
*                                2040 SAVAGE ROAD                              *
*                             CHARLESTON ,SC 29417                             *
*                       GAMMA SPECTROSCOPY BACKGROUND REPORT                   *
********************************************************************************

ENERGY        MDA COUNTS
______        __________

46.50          953.0602
46.50          953.0602
46.50          953.0602
48.70          957.9678
49.72            0.0000
51.35          979.9997
52.39          897.0062
52.97          899.1478
53.15          899.8086
53.44          944.6813
54.07          987.6387
56.28          979.3057
56.28          979.3172
57.37            0.0000
57.53         1016.0560
57.53         1016.0627
57.60         1016.3309
57.98         1057.8446
57.98         1057.8446
59.32         1106.5504
59.32         1106.5504
59.40         1106.8845
59.54         1050.7145
59.72         1051.4252
60.01         1058.7145
61.10         1079.9855
61.14         1080.1458
61.30         1080.7831
63.00         1124.4081
63.29         1125.5824
63.29         1125.5824
63.58         1126.7567
64.28         1275.1185
65.12         1200.6534
65.20         1200.9889
65.20         1200.9889
66.05         1140.1873
66.72         1267.1970
66.83         1267.6884
66.91         1268.0404
67.20         1234.6205
67.20         1234.6205
67.75         1238.1390
67.85         1238.5616
68.90            0.0000
68.90         1338.1605
69.30         1331.6254
69.67         1284.7993
70.82            0.0000
70.82         1387.0991
70.83         1387.1433
72.80         1376.8630
72.87         1377.1769
72.87         1377.1769
74.67         1418.3143
74.81         1418.9481
74.81         1418.9481
74.81         1418.9481
74.81         1418.9481
74.81         1418.9481
74.81         1418.9481
74.97         1419.6711
75.28         1421.0726
75.70         1422.9561
77.11         1429.2671
77.11         1429.2671
77.11         1429.2671
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77.11         1429.2671
77.11         1429.2671
77.11         1429.2671
78.38         1434.8997
79.62         1437.8915
79.80         1438.6757
79.80         1438.6757
80.11         1368.5219
80.18         1368.8097
80.30            0.0000
80.30         1369.3094
81.00         1443.8976
81.07         1444.2006
81.07         1444.2006
81.07         1444.2006
81.07         1444.2006
82.60         1450.8037
83.37         1241.2069
83.78         1242.7130
83.78         1242.7130
83.78         1242.7130
83.78         1242.7130
84.21         1244.2723
84.40         1244.9645
84.90         1207.5083
85.43         1209.3647
86.29         1212.3557
86.50         1213.0851
86.54         1213.2250
86.59         1213.3945
86.72         1213.8512
86.79         1214.0869
86.94         1214.6100
87.30         1215.8550
87.30         1215.8550
87.30         1215.8550
87.30         1215.8550
87.30         1215.8550
87.30         1215.8550
87.57         1216.7833
87.88            0.0000
88.03         1218.3672
88.36         1219.5017
88.47         1219.8848
89.95         1224.9385
91.11         1228.8724
92.29         1232.8506
92.38         1233.1526
92.38         1233.1526
93.35         1236.4015
94.00         1238.5673
94.67         1240.7773
94.67         1240.7921
94.90         1241.5509
94.90         1241.5509
94.90         1241.5509
94.90         1241.5509
95.87         1152.4559
95.87         1152.4559
96.73         1257.1604
97.43         1256.8654
98.44         1074.5895
98.44         1074.5895
98.88         1053.9900
99.55         1099.3710
99.55         1099.3710
99.86         1147.1404
100.00         1165.7928
100.10         1174.7961
103.18         1050.8728
103.76         1076.0776
105.00         1140.0974
105.31         1141.8479
108.00         1066.0741
109.28         1086.6998
111.00         1227.2810
111.00         1227.2810
111.76            0.0000
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112.95         1123.5306
115.19         1131.1903
116.30            0.0000
117.00         1142.2175
117.00         1142.2175
117.66         1151.1830
121.11         1078.8170
121.62         1096.4976
121.78         1114.2698
122.06         1119.5344
122.32         1131.1599
122.32         1131.1599
122.32         1131.1599
122.32         1131.1599
123.07         1113.7595
127.23         1117.8010
129.76         1197.7909
131.20         1157.9968
133.02         1167.9978
133.54         1178.5396
135.34            0.0000
136.00         1108.6729
136.25         1110.1783
136.48         1123.9045
140.51            0.0000
140.51            0.0000
142.18         1152.4707
142.65         1166.4237
143.76         1120.1194
144.24         1121.1667
144.24         1121.1667
144.24         1121.1667
144.24         1121.1667
145.22         1167.9286
145.44         1195.7972
147.16         1172.2722
152.43         1119.7081
152.70         1120.2699
153.22         1122.8086
154.21         1185.3987
154.21         1185.3987
154.21         1185.3987
154.21         1185.3987
155.03         1192.5679
156.02         1166.8054
158.56         1133.7891
159.00            0.0000
159.00         1149.4661
160.31         1198.5631
161.27         1166.9762
162.32         1074.0316
162.64         1074.6381
163.35         1118.6653
163.89         1102.8300
165.85         1145.4935
167.43            0.0000
171.28            0.0000
171.86         1107.9783
172.10         1108.4259
176.55         1065.9257
176.60         1066.0111
181.06            0.0000
185.71         1100.3972
186.00         1100.8970
190.27         1055.3817
192.34         1050.4464
193.63         1071.3065
197.04         1064.3025
198.01         1042.7692
198.60         1046.8416
200.40            0.0000
201.83         1093.0967
202.84         1130.7015
205.31         1006.3628
208.36         1030.0404
208.81         1030.7086
209.75          964.7928
209.75          964.7928
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210.97          889.4297
215.65          982.6284
216.55          937.4828
218.09          941.6696
222.10          962.1440
223.80          958.9283
226.40         1012.6335
227.00          984.9976
227.08          985.1074
227.20          967.7473
228.16            0.0000
228.18          937.2437
228.18          937.2437
231.56            0.0000
235.69         1097.7667
236.00         1124.7936
236.00         1124.7936
238.60          984.6818
238.63          984.7269
238.63          984.7269
238.63          984.7269
239.00            0.0000
240.98          987.7192
241.98          988.9900
241.98          988.9900
241.98          988.9900
244.69          828.3192
245.39            0.0000
247.94          840.1699
248.90          829.9197
249.79            0.0000
252.40          793.9633
252.85          763.8519
252.85          763.8519
254.15            0.0000
256.20          844.2797
256.20          844.2797
260.50          814.4406
260.90            0.0000
262.80          785.7765
264.65          774.8932
268.24          781.6477
268.79          782.1581
269.46          782.7788
269.46          782.7788
269.46          782.7788
269.46          782.7788
271.23          784.4065
273.65          800.5359
276.40          789.1240
277.35          758.5199
277.60          758.7451
277.60          758.7451
278.00          722.3593
278.60          714.0996
279.20          706.1907
279.53          700.8423
281.68            0.0000
283.67          716.4730
284.30          731.9561
285.00          733.4082
285.90            0.0000
286.10          710.4798
286.10          710.4798
287.40          695.6021
288.45            0.0000
290.67          807.6022
290.80          807.7133
291.72          764.4827
293.26            0.0000
293.70          706.3398
295.21          758.8533
295.21          758.8533
295.21          758.8533
295.96          749.4836
296.50          749.9323
297.23            0.0000
298.57          751.6113
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299.80          723.9402
299.80          723.9402
300.09          724.1621
300.09          724.1621
300.09          724.1621
300.10          724.1744
300.12          724.1868
301.29          717.9199
302.84          743.5662
303.76            0.0000
303.91          718.4943
304.40          707.3469
304.40          707.3469
304.84          732.1724
306.84          691.4758
308.46          682.7211
311.98          704.2920
316.51          621.8921
318.01          661.2068
319.02          677.4334
319.41          669.4735
320.08          679.0836
323.87          704.1277
323.87          704.1277
323.87          704.1277
323.87          704.1277
325.23          712.4466
328.77          664.7607
333.44          596.1161
334.20          619.3305
334.20          619.3305
334.30          619.3916
338.28          660.7712
338.28          660.7712
338.28          660.7712
338.28          660.7712
338.32          660.7928
338.32          660.7928
338.32          660.7928
340.50          612.6978
340.57          612.7378
344.27          655.2379
345.85          653.4133
350.59            0.0000
351.07          685.3450
351.92          648.6959
351.92          648.6959
351.92          648.6959
355.39            0.0000
356.01          583.8916
364.48          598.9966
366.43            0.0000
367.43          520.1403
367.94            0.0000
369.80          553.9063
374.96          540.0818
383.85          583.2367
387.95          530.7021
388.63          531.0176
391.69          551.0160
391.69          551.0160
392.90          583.9229
398.62          543.4677
400.65          580.8934
401.10          563.3589
401.81          534.0823
402.60          550.9488
404.84          587.5042
411.60          554.1917
413.65          518.4448
414.70          538.2762
415.30          529.1266
415.76          508.3554
417.63            0.0000
418.52          563.5584
423.70          522.7057
427.08          473.7364
427.89          510.3546
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432.53          538.5672
433.93          516.8637
439.47            0.0000
439.56          479.4590
439.89          476.5336
443.98          478.0547
444.90          477.3752
445.03          477.4180
445.03          477.4180
445.03          477.4180
445.03          477.4180
453.90          437.4512
463.38          462.7817
468.07          426.1187
473.00          466.0989
475.06          424.9787
475.35          466.9027
476.78          448.9654
477.59          440.0143
477.96          449.3514
482.03          415.3652
484.57            0.0000
487.03          465.1778
490.36            0.0000
492.35            0.0000
497.08          441.9556
507.63            0.0000
510.53            0.0000
510.84          432.2768
511.00          432.3229
511.85          432.5750
511.85          432.5750
513.99          431.7035
513.99          431.7035
520.41          405.9602
520.65            0.0000
527.90            0.0000
528.96            0.0000
529.64          374.8169
529.87            0.0000
531.02          381.6782
537.32          381.1010
543.00          385.8057
546.56            0.0000
549.76          366.5967
552.65          405.8804
555.20          365.6677
563.23          421.9568
563.90            0.0000
568.70          417.8467
569.32          433.6125
569.50          411.3751
569.67          411.4201
573.80          440.4244
574.00          403.5911
574.64            0.0000
578.91            0.0000
579.30            0.0000
583.14          383.1712
585.48            0.0000
591.81          428.6136
592.07          411.4884
593.00          401.7680
595.88          397.9402
600.56          457.5467
602.52            0.0000
602.71          435.3814
602.71          435.3814
603.60          456.8645
604.41          460.1221
604.70          486.0156
609.31          442.2763
609.31          442.2763
609.31          442.2763
609.31          442.2763
610.33          412.9729
612.46          396.7073
614.37          387.9970
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618.01          421.5830
621.84          388.4646
621.84          388.4646
631.29          369.3088
633.02          354.8454
633.10          354.8641
634.78          345.0082
635.90          337.8020
636.97          328.7205
645.85          330.3799
646.12          333.2320
656.30          328.5608
657.75          335.0891
657.90            0.0000
661.65          397.0214
661.65          397.0214
664.57            0.0000
666.33          368.1482
666.33          368.1482
675.00          351.8703
677.61          340.9711
685.20          372.8819
692.80            0.0000
695.00          413.1855
696.49          432.7001
696.49          432.7001
697.00          435.6893
697.49          428.1208
698.33          418.7133
698.50          418.7452
699.00          395.8057
702.63          410.0354
706.10          435.8445
706.58            0.0000
706.67          415.7214
709.31          347.7129
713.82          385.3196
717.42          332.6916
720.50          327.5208
721.93            0.0000
722.20          338.6895
722.78          348.5176
722.78          348.5176
722.89          348.5352
722.95          348.5439
723.30          350.2354
724.18          360.1177
727.18          362.2933
733.00          368.2524
735.90          326.0408
739.58            0.0000
742.81          327.1709
744.21          318.5499
747.13          345.6013
751.79          378.9656
753.82          298.3356
755.35            0.0000
756.15          342.1987
756.87          339.3489
763.93          320.9967
765.79          329.5695
766.41          319.7269
766.84          334.7104
768.36          308.4258
768.36          308.4258
768.36          308.4258
768.36          308.4258
776.49          289.6602
778.00            0.0000
778.57          319.9453
778.89          316.6589
783.80          284.6587
785.46          316.9875
792.07          306.9137
795.84          305.7772
796.30          307.5243
801.93          303.2813
805.60          300.7633
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810.76          303.5113
815.85          277.7722
817.79            0.0000
818.51          247.5503
819.60          285.3867
826.30          291.3735
828.27            0.0000
831.60          359.7064
831.96          358.7415
834.83          413.6063
836.80            0.0000
846.75          280.6527
848.13          324.1881
856.28            0.0000
856.80          305.7384
860.37          282.0001
867.32          282.1616
867.82          279.1034
871.10          283.6742
873.19          280.7950
874.81          269.5016
875.33            0.0000
876.40          280.1437
879.36          281.5503
880.27          283.7495
880.51          281.6882
881.50          269.2351
883.24          253.7101
884.67          260.1578
889.25          256.4680
896.60          276.2450
898.02          282.7413
899.00          309.2452
903.28          259.0504
911.07          270.5079
911.07          270.5079
911.07          270.5079
919.63          266.1499
920.93          275.8767
925.00          277.4116
925.24          276.3699
926.50          254.0952
934.06          276.2981
934.06          276.2981
934.06          276.2981
934.06          276.2981
935.52          265.7463
937.48          347.4615
944.10          311.8420
946.00          289.4771
949.00          258.5859
962.29          274.4053
964.01          267.3708
966.15          285.3126
968.20          285.5438
969.11          285.6465
969.11          285.6465
969.11          285.6465
977.42          278.9563
980.50          230.1991
983.50          261.0532
989.30          259.4560
996.32          305.1688

1001.03          227.6394
1001.68          225.4950
1004.76          296.4316
1021.30            0.0000
1024.50            0.0000
1034.80          277.5386
1037.82          286.2184
1038.57          282.5755
1038.76            0.0000
1045.16          263.7004
1046.59          270.3646
1048.07          258.3801
1050.47          253.9486
1050.47          253.9486
1063.62          254.2279
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1076.63          272.3957
1077.35          277.1802
1085.78          284.6371
1099.22          307.8633
1112.02          274.8867
1112.84          268.4219
1115.52          262.1205
1120.29          284.2987
1120.29          284.2987
1120.29          284.2987
1120.29          284.2987
1120.51          284.3229
1121.28          331.5894
1124.00            0.0000
1129.67          310.0984
1131.51            0.0000
1147.95            0.0000
1167.94          301.6118
1173.22          275.8260
1175.09          294.5286
1177.93          301.6321
1189.05          310.5893
1204.90          318.1108
1205.75            0.0000
1213.00          365.3630
1221.42          370.3172
1230.97          366.0669
1235.34          337.5917
1236.41            0.0000
1238.11          348.4049
1238.11          348.4049
1238.11          348.4049
1238.11          348.4049
1238.25          348.4334
1246.25          324.4560
1260.41            0.0000
1271.85          227.3702
1274.45          259.7742
1274.54          259.7847
1291.56          218.6367
1298.22            0.0000
1312.09          168.0615
1325.50          187.1476
1325.50          187.1476
1332.49          179.3365
1333.61          181.4509
1360.21          142.5820
1362.66            0.0000
1365.15          132.4427
1368.21          146.6415
1368.53            0.0000
1376.25          117.2991
1377.67          126.3945
1377.67          126.3945
1377.67          126.3945
1377.67          126.3945
1384.27          124.8535
1394.10          134.5955
1395.20          129.4189
1407.95          103.7010
1434.06          109.7425
1436.60          114.0425
1457.56            0.0000
1460.81          139.2568
1489.15          117.8396
1509.49           91.5542
1596.49          122.7637
1620.62           78.8546
1678.03            0.0000
1691.02           70.5609
1691.02           70.5609
1706.46            0.0000
1750.46            0.0000
1764.49           84.5783
1764.49           84.5783
1764.49           84.5783
1764.49           84.5783
1770.23           55.1465
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1771.40           51.7145
1791.20            0.0000
1808.65           80.4689
1836.01           71.9674
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TOTAL URANIUM BY GAMMA SPEC REPORT
Sample:G227075005               

Total Uranium Activity        8.9456E-01   ug/g
Total Uranium Counting Unc.   1.2143E+00   ug/g
Total Uranium Tpu             1.2143E-06   ug/g
Total Uranium Mda             6.5041E-01   ug/g
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********************************************************************************
*                                                                              *
*                          GEL Laboratories LLC                          *
*                               2040 SAVAGE ROAD                               *
*                             CHARLESTON ,SC 29417                             *
*                              GROSS GAMMA REPORT                              *
*                                                                              *
*                                                                              *
********************************************************************************
*                                                                              *
*   BATCH ID     : 855520                   SAMPLE ID  : G227075005            *
*   ANALYST      : MJH1                     DETECTOR   : GAM23                 *
*   SAMPLE DATE  : 25-MAR-2009 12:55:00.00  COUNT TIME :    0 16:40:00.00      *
*   ANALYSIS DATE: 22-APR-2009 00:34:39.47  SAMPLE ALQT:  181.110 GRAM         *
*                                                                              *
********************************************************************************

GROSS GAMMA ACTIVITY (pCi/GRAM  ) : 3.392E+00
GROSS GAMMA ERROR  (pCi/GRAM  )   : 4.415E-01
GROSS GAMMA MDA    (pCi/GRAM  )   : 7.464E-01
GROSS GAMMA DLC    (pCi/GRAM  )   : 3.669E-01
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:17:14.84

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810183.CNF;1
Sample date      : 1-APR-2009 00:00:00. Acquisition date : 22-APR-2009 00:36:52
Sample ID        : G1201810183          Sample quantity  : 1.81000E+02 GRAM
Detector name    : GAM06                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:03.88  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

1  0    63.36*      40     726  0.96  125.34   122   8 6.61E-04185.5
2  0   185.63*      13     741  1.10  369.91   366   9 2.10E-04649.2
3  0   198.08*      25     692  1.80  394.81   391   9 4.22E-04290.3
4  0   238.91*      95     710  1.04  476.49   472  10 1.59E-03 77.4
5  0   804.35      106     149  5.29 1607.82  1599  17 1.77E-03 28.5
6  0   911.38*       1      71  1.93 1822.03  1817  10 2.23E-05*****
7  0  1092.88       46      75  3.34 2185.30  2177  15 7.74E-04 43.2
8  0  1461.86       46      79  3.43 2923.98  2916  14 7.64E-04 45.3
9  0  1766.07       18      79  1.53 3533.15  3524  17 2.96E-04115.7

Flag: "*" = Peak area was modified by background subtraction
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration     : DKA300:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810183        *
* Acquisition date : 22-APR-2009 00:36:52 Detector SN#    :                   *
* Detector ID      : GAM06                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:03.88     Half life ratio :  8.000            *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      :  1-APR-2009 00:00:00 Nuclide Library : SOLID             *
* Sample ID        : G1201810183          Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.8100E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
* Standard Weight  :   0.00000                                                *
* CALIB. DATE/TIME :  4-FEB-2009 13:05:54 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act error         MDA            
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          1.111E-01       9.897E-02      1.131E-01      0.000E+00
TH-228        1.219E-02       1.850E-02      1.600E-02      0.000E+00

---- Non-Identified Nuclides ----

Key-Line
Activity   K.L. Act error         MDA            

Nuclide     (pCi/GRAM      ) Ided              (pCi/GRAM      )

BE-7          1.058E-02       5.549E-02      9.967E-02      0.000E+00 NOT IDENT.
NA-22        -6.331E-04       5.954E-03      1.003E-02      0.000E+00 NOT IDENT.
NA-24         0.000E+00       1.015E+08      0.000E+00      0.000E+00 SHORT HLIF
AL-26        -5.569E-04       6.081E-03      1.026E-02      0.000E+00 NOT IDENT.
TI-44        -6.316E-03       6.933E-03      8.327E-03      0.000E+00 NOT IDENT.
SC-46         8.495E-04       6.293E-03      1.117E-02      0.000E+00 NOT IDENT.
V-48          6.201E-03       1.233E-02      2.224E-02      0.000E+00 NOT IDENT.
CR-51         3.827E-02       7.181E-02      1.342E-01      0.000E+00 NOT IDENT.
MN-52         2.604E-02       7.946E-02      1.373E-01      0.000E+00 NOT IDENT.
MN-54        -2.134E-03       5.340E-03      9.248E-03      0.000E+00 NOT IDENT.
CO-56        -3.350E-03       6.518E-03      1.121E-02      0.000E+00 NOT IDENT.
CO-57        -1.796E-03       3.732E-03      6.871E-03      0.000E+00 NOT IDENT.
CO-58         2.164E-03       6.362E-03      1.005E-02      0.000E+00 NOT IDENT.
FE-59        -1.197E-02       1.544E-02      2.088E-02      0.000E+00 NOT IDENT.
CO-60         7.513E-03       6.119E-03      1.129E-02      0.000E+00 NOT IDENT.
ZN-65        -1.368E-02       1.210E-02      1.912E-02      0.000E+00 NOT IDENT.
GE-68        -2.743E-02       1.739E-01      2.973E-01      0.000E+00 NOT IDENT.
AS-73        -2.069E-01       2.065E-01      2.703E-01      0.000E+00 NOT IDENT.
AS-74        -4.561E-02       3.827E-02      3.510E-02      0.000E+00 NOT IDENT.
SE-75        -4.434E-03       7.808E-03      1.353E-02      0.000E+00 FAIL ABUN 
BR-77         0.000E+00       1.028E+01      0.000E+00      0.000E+00 SHORT HLIF
SR-82         1.882E-02       6.472E-02      1.172E-01      0.000E+00 NOT IDENT.
RB-83        -6.851E-03       1.165E-02      2.005E-02      0.000E+00 NOT IDENT.
RB-84         7.467E-03       1.182E-02      2.158E-02      0.000E+00 NOT IDENT.
KR-85        -5.391E+00       1.956E+00      3.186E+00      0.000E+00 NOT IDENT.
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SR-85        -2.951E-02       1.071E-02      1.744E-02      0.000E+00 NOT IDENT.
RB-86        -1.855E-02       1.384E-01      2.370E-01      0.000E+00 NOT IDENT.
Y-88         -1.321E-03       6.901E-03      1.150E-02      0.000E+00 NOT IDENT.
ZR-88        -1.794E-03       5.323E-03      9.523E-03      0.000E+00 NOT IDENT.
Y-91         -7.553E-01       2.447E+00      4.083E+00      0.000E+00 NOT IDENT.
NB-94         1.069E-03       5.585E-03      9.702E-03      0.000E+00 NOT IDENT.
NB-95         5.309E-03       7.804E-03      1.384E-02      0.000E+00 NOT IDENT.
NB-95M       -3.756E-01       1.135E+00      1.739E+00      0.000E+00 NOT IDENT.
ZR-95        -2.315E-03       1.095E-02      1.845E-02      0.000E+00 NOT IDENT.
NB-97         0.000E+00       6.674E+06      0.000E+00      0.000E+00 SHORT HLIF
ZR-97         0.000E+00       2.221E+08      0.000E+00      0.000E+00 SHORT HLIF
MO-99         5.817E+00       8.387E+00      1.489E+01      0.000E+00 NOT IDENT.
TC-99M        0.000E+00       2.288E+23      0.000E+00      0.000E+00 SHORT HLIF
RH-101        1.758E-03       1.000E-02      1.008E-02      0.000E+00 FAIL ABUN 
RH-102       -3.386E-03       4.739E-03      8.184E-03      0.000E+00 NOT IDENT.
RU-103       -2.816E-03       7.324E-03      1.277E-02      0.000E+00 NOT IDENT.
RH-106        1.615E-02       5.204E-02      9.191E-02      0.000E+00 NOT IDENT.
RU-106        1.615E-02       5.201E-02      9.191E-02      0.000E+00 NOT IDENT.
AG-108M      -3.212E-03       5.414E-03      9.495E-03      0.000E+00 NOT IDENT.
CD-109       -1.670E-01       1.449E-01      1.977E-01      0.000E+00 NOT IDENT.
AG-110M       2.451E-03       5.474E-03      9.699E-03      0.000E+00 NOT IDENT.
IN-111        6.851E-02       8.570E-01      1.472E+00      0.000E+00 NOT IDENT.
IN-113M       2.562E-05       7.593E-03      1.376E-02      0.000E+00 NOT IDENT.
SN-113        2.562E-05       7.593E-03      1.376E-02      0.000E+00 NOT IDENT.
IN-114M       7.574E-03       3.582E-02      5.713E-02      0.000E+00 NOT IDENT.
CD-115        0.000E+00       1.141E+01      0.000E+00      0.000E+00 SHORT HLIF
SN-117M       5.729E-03       1.162E-02      2.157E-02      0.000E+00 NOT IDENT.
SB-122        5.756E-02       1.603E+00      2.820E+00      0.000E+00 NOT IDENT.
I-123         0.000E+00       2.254E+09      0.000E+00      0.000E+00 SHORT HLIF
TE-123M       2.171E-03       4.535E-03      8.414E-03      0.000E+00 NOT IDENT.
I-124        -3.224E-01       5.333E-01      6.190E-01      0.000E+00 NOT IDENT.
SB-124       -1.938E-02       1.532E-02      2.296E-02      0.000E+00 NOT IDENT.
SB-125       -2.109E-04       1.554E-02      2.793E-02      0.000E+00 NOT IDENT.
TE-125M      -8.687E-01       2.012E+00      2.696E+00      0.000E+00 NOT IDENT.
I-126        -5.234E-02       3.784E-02      6.014E-02      0.000E+00 NOT IDENT.
SB-126        3.392E-02       3.121E-02      5.670E-02      0.000E+00 NOT IDENT.
SN-126       -5.814E-03       1.382E-02      1.908E-02      0.000E+00 FAIL ABUN 
SB-127       -6.954E-01       6.298E-01      1.007E+00      0.000E+00 NOT IDENT.
XE-127       -3.406E-04       9.707E-03      1.526E-02      0.000E+00 NOT IDENT.
I-131         1.644E-02       3.448E-02      6.375E-02      0.000E+00 NOT IDENT.
TE-132       -1.344E-01       4.161E-01      7.352E-01      0.000E+00 NOT IDENT.
BA-133       -1.487E-02       7.588E-03      1.262E-02      0.000E+00 NOT IDENT.
I-133         0.000E+00       1.329E+05      0.000E+00      0.000E+00 SHORT HLIF
CS-134        3.368E-04       7.039E-03      1.129E-02      0.000E+00 NOT IDENT.
CS-135        1.289E-02       2.502E-02      4.487E-02      0.000E+00 NOT IDENT.
I-135         0.000E+00       4.138E+21      0.000E+00      0.000E+00 SHORT HLIF
CS-136        9.991E-03       2.114E-02      3.777E-02      0.000E+00 NOT IDENT.
BA-137M      -6.288E-04       5.422E-03      9.324E-03      0.000E+00 NOT IDENT.
CS-137       -6.647E-04       5.731E-03      9.857E-03      0.000E+00 NOT IDENT.
CE-139       -2.106E-04       4.698E-03      8.576E-03      0.000E+00 NOT IDENT.
BA-140       -8.687E-03       5.684E-02      9.940E-02      0.000E+00 NOT IDENT.
LA-140        5.760E-03       1.934E-02      3.419E-02      0.000E+00 NOT IDENT.
CE-141        8.235E-03       1.055E-02      1.982E-02      0.000E+00 NOT IDENT.
CE-143        0.000E+00       4.701E+02      0.000E+00      0.000E+00 SHORT HLIF
CE-144       -1.255E-03       3.097E-02      5.739E-02      0.000E+00 NOT IDENT.
PM-144        2.016E-04       6.066E-03      1.046E-02      0.000E+00 NOT IDENT.
PR-144        1.371E-02       4.124E-01      7.115E-01      0.000E+00 NOT IDENT.
PM-146        9.543E-04       7.198E-03      1.295E-02      0.000E+00 NOT IDENT.
ND-147       -8.032E-02       1.284E-01      2.191E-01      0.000E+00 NOT IDENT.
PM-149        0.000E+00       1.032E+02      0.000E+00      0.000E+00 SHORT HLIF
EU-152        1.403E-03       1.580E-02      2.900E-02      0.000E+00 NOT IDENT.
GD-153        6.393E-03       1.082E-02      2.076E-02      0.000E+00 NOT IDENT.
EU-154       -1.292E-03       1.661E-02      2.805E-02      0.000E+00 NOT IDENT.
EU-155       -2.326E-03       1.482E-02      2.780E-02      0.000E+00 NOT IDENT.
TB-160        1.251E-03       2.241E-02      3.964E-02      0.000E+00 FAIL ABUN 
TM-171       -4.795E+00       5.352E+00      7.162E+00      0.000E+00 NOT IDENT.
LU-176        9.812E-04       4.154E-03      7.724E-03      0.000E+00 NOT IDENT.
LU-177       -1.358E-01       3.218E-01      5.718E-01      0.000E+00 NOT IDENT.
LU-177M      -2.279E-03       2.855E-02      5.133E-02      0.000E+00 NOT IDENT.
HF-181        5.179E-03       7.595E-03      1.390E-02      0.000E+00 NOT IDENT.
W-181         8.148E-02       7.251E-02      1.054E-01      0.000E+00 NOT IDENT.
TA-182       -7.513E-03       2.471E-02      4.120E-02      0.000E+00 NOT IDENT.
RE-183       -6.717E-03       1.787E-02      3.239E-02      0.000E+00 NOT IDENT.
RE-184        1.112E-02       4.099E-02      7.325E-02      0.000E+00 NOT IDENT.
OS-185       -6.755E-03       7.293E-03      1.202E-02      0.000E+00 NOT IDENT.
RE-188       -2.841E-02       2.735E-02      4.876E-02      0.000E+00 NOT IDENT.
W-188        -8.977E-01       1.260E+00      2.286E+00      0.000E+00 FAIL ABUN 
IR-192       -6.505E-03       6.166E-03      1.097E-02      0.000E+00 NOT IDENT.
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AU-195        4.015E-03       3.105E-02      5.889E-02      0.000E+00 NOT IDENT.
TL-200        0.000E+00       4.083E+03      0.000E+00      0.000E+00 SHORT HLIF
TL-201        1.108E+00       4.425E+00      8.136E+00      0.000E+00 NOT IDENT.
TL-202       -6.427E-03       1.605E-02      2.834E-02      0.000E+00 NOT IDENT.
HG-203       -7.205E-05       7.110E-03      1.322E-02      0.000E+00 NOT IDENT.
BI-207        1.965E-03       7.654E-03      1.347E-02      0.000E+00 NOT IDENT.
TL-207       -8.211E-02       1.082E-01      1.928E-01      0.000E+00 NOT IDENT.
TL-208       -5.459E-03       1.213E-02      1.152E-02      0.000E+00 NOT IDENT.
PO-209       -3.019E-01       1.075E+00      1.860E+00      0.000E+00 NOT IDENT.
BI-210       -5.525E-02       1.014E+00      1.287E+00      0.000E+00 NOT IDENT.
PB-210       -5.525E-02       1.014E+00      1.287E+00      0.000E+00 NOT IDENT.
PO-210       -5.525E-02       1.014E+00      1.287E+00      0.000E+00 NOT IDENT.
BI-211       -1.442E-02       6.216E-02      6.674E-02      0.000E+00 NOT IDENT.
PB-211        3.024E-02       1.532E-01      2.767E-01      0.000E+00 NOT IDENT.
BI-212       -1.242E-02       4.269E-02      7.197E-02      0.000E+00 NOT IDENT.
PB-212        1.219E-02       1.850E-02      1.962E-02      0.000E+00 FAIL ABUN 
PO-212        1.219E-02       1.850E-02      1.962E-02      0.000E+00 FAIL ABUN 
BI-214       -1.468E-02       2.080E-02      2.314E-02      0.000E+00 NOT IDENT.
PB-214       -3.364E-03       2.165E-02      2.329E-02      0.000E+00 NOT IDENT.
PO-214       -3.364E-03       2.165E-02      2.329E-02      0.000E+00 NOT IDENT.
PO-215       -8.211E-02       1.082E-01      1.928E-01      0.000E+00 NOT IDENT.
PO-216        1.219E-02       1.850E-02      1.962E-02      0.000E+00 FAIL ABUN 
PO-218       -3.364E-03       2.165E-02      2.329E-02      0.000E+00 NOT IDENT.
RN-219        3.189E-03       6.624E-02      1.200E-01      0.000E+00 NOT IDENT.
RN-220        6.653E-01       3.809E+00      6.763E+00      0.000E+00 NOT IDENT.
RA-223       -8.211E-02       1.082E-01      1.928E-01      0.000E+00 NOT IDENT.
RA-224        0.000E+00       1.236E-01      2.034E-01      0.000E+00 NOT IDENT.
RA-226       -1.468E-02       2.080E-02      2.314E-02      0.000E+00 NOT IDENT.
AC-227       -5.448E-02       6.561E-02      1.124E-01      0.000E+00 NOT IDENT.
TH-227       -5.448E-02       6.581E-02      1.124E-01      0.000E+00 NOT IDENT.
AC-228        8.222E-04       3.243E-02      3.688E-02      0.000E+00 FAIL ABUN 
RA-228        8.222E-04       3.243E-02      3.688E-02      0.000E+00 FAIL ABUN 
TH-229       -1.812E-02       9.391E-02      1.473E-01      0.000E+00 NOT IDENT.
TH-230       -1.468E-02       2.080E-02      2.314E-02      0.000E+00 NOT IDENT.
PA-231        4.763E-02       2.467E-01      4.606E-01      0.000E+00 NOT IDENT.
TH-231       -8.211E-02       1.082E-01      1.928E-01      0.000E+00 NOT IDENT.
U-231        -2.791E+00       5.131E-01      7.390E-01      0.000E+00 NOT IDENT.
TH-232        8.222E-04       3.243E-02      3.688E-02      0.000E+00 FAIL ABUN 
PA-233        5.960E-03       1.076E-02      2.016E-02      0.000E+00 NOT IDENT.
PA-234       -1.757E-02       4.188E-02      7.110E-02      0.000E+00 FAIL ABUN 
PA-234M       1.256E+00       9.200E-01      1.723E+00      0.000E+00 NOT IDENT.
TH-234        9.407E-02       3.424E-01      3.802E-01      0.000E+00 FAIL ABUN 
U-234        -1.468E-02       2.080E-02      2.314E-02      0.000E+00 NOT IDENT.
U-235         2.172E-02       3.132E-02      5.846E-02      0.000E+00 FAIL ABUN 
NP-236        1.061E-02       1.224E-02      2.291E-02      0.000E+00 NOT IDENT.
NP-237       -1.960E-03       4.114E-02      5.760E-02      0.000E+00 NOT IDENT.
U-238         9.407E-02       3.424E-01      3.802E-01      0.000E+00 FAIL ABUN 
NP-239       -1.246E-03       2.748E-02      5.134E-02      0.000E+00 NOT IDENT.
AM-241       -2.834E-02       2.502E-02      4.090E-02      0.000E+00 NOT IDENT.
AM-243        3.299E-04       1.144E-02      1.373E-02      0.000E+00 NOT IDENT.
CM-243        1.084E-02       1.313E-02      2.523E-02      0.000E+00 NOT IDENT.
CM-247        2.736E-03       5.910E-03      1.086E-02      0.000E+00 NOT IDENT.
CF-249        2.310E-03       6.618E-03      1.214E-02      0.000E+00 NOT IDENT.
CF-251       -4.802E-03       2.038E-02      3.685E-02      0.000E+00 NOT IDENT.
ANH-511      -2.565E-03       1.589E-02      1.946E-02      0.000E+00 NOT IDENT.
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:17:15.72

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810183.CNF;1
Sample date      : 1-APR-2009 00:00:00. Acquisition date : 22-APR-2009 00:36:52
Sample ID        : G1201810183          Sample quantity  : 1.81000E+02 GRAM
Detector name    : GAM06                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:03.88  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Nuclide Line Activity Report

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
K-40       1460.81      46   10.67*  9.618E-01  1.111E-01   1.111E-01    90.89
TH-228       84.40  ------    1.21   4.965E+00  ------  Line Not Found  ------

238.60      95   44.60*  4.360E+00  1.219E-02   1.219E-02   154.92
300.10  ------    3.41   3.669E+00  ------  Line Not Found  ------

Flag: "*" = Keyline
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Summary of Nuclide Activity                                          Page :   2
Sample ID : G1201810183                 Acquisition date : 22-APR-2009 00:36:52

Total number of lines in spectrum               9
Number of unidentified lines                    2
Number of lines tentatively identified by NID   7       77.78%

Nuclide Type :                                 

Uncorrected  Decay Corr   Decay Corr   2-Sigma
Nuclide     Hlife   Decay  pCi/GRAM     pCi/GRAM   2-Sigma Error  %Error Flags
K-40    1.28E+09Y    1.00  1.111E-01    1.111E-01    1.010E-01    90.89       
TH-228  1.41E+10Y    1.00  1.219E-02    1.219E-02    1.888E-02   154.92       

---------    ---------
Total Activity :  1.233E-01    1.233E-01

Grand Total Activity :  1.233E-01    1.233E-01

Flags: "K" = Keyline not found         "M" = Manually accepted
"E" = Manually edited           "A" = Nuclide specific abn. limit
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Unidentified Energy Lines                                            Page :   3
Sample ID : G1201810183                 Acquisition date : 22-APR-2009 00:36:52

It   Energy    Area   Bkgnd  FWHM  Channel Left Pw  Cts/Sec %Err   %Eff   Flags

0    63.36      40     726  0.96   125.34  122  8 6.61E-04 ****  2.76E+00  T
0   185.63      13     741  1.10   369.91  366  9 2.10E-04 ****  5.18E+00  T
0   198.08      25     692  1.80   394.81  391  9 4.22E-04 ****  4.97E+00  T
0   804.35     106     149  5.29  1607.82 1599 17 1.77E-03 57.1  1.63E+00  T
0   911.38       1      71  1.93  1822.03 1817 10 2.23E-05 ****  1.46E+00  T
0  1092.88      46      75  3.34  2185.30 2177 15 7.74E-04 86.4  1.24E+00   
0  1766.07      18      79  1.53  3533.15 3524 17 2.96E-04 ****  8.40E-01   

Flags: "T" = Tentatively associated
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration    : SYS$SYSROOT:[ALPHA.ARCHIVE.GAMMA]G1201810183             *
* Acquisition date : 22-APR-2009 00:36:52 Detector SN#    :                   *
* Detector ID      : GAM06                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:03.88     Half life ratio : 8.000             *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      :  1-APR-2009 00:00:00 Nuclide Library : SOLID             *
* Sample ID        : G1201810183          Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.8100E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
*                                                                             *
* CALIB. DATE/TIME :  4-FEB-2009 13:05:54 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act Error        LC            TPU
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          1.111E-01       9.897E-02      5.659E-02      9.897E-02
TH-228        1.219E-02       1.850E-02      8.002E-03      1.850E-02

---- Non-Identified Nuclides ----

Key-Line
Activity     K.L Act error        LC             TPU

Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7          1.058E-02       5.549E-02      4.986E-02      5.549E-02 NOT IDENT.
NA-22        -6.331E-04       5.954E-03      5.019E-03      5.954E-03 NOT IDENT.
NA-24        -8.035E+07       1.015E+08      0.000E+00      1.015E+08 SHORT HLIF
AL-26        -5.569E-04       6.081E-03      5.131E-03      6.081E-03 NOT IDENT.
TI-44        -6.316E-03       6.933E-03      4.166E-03      6.933E-03 NOT IDENT.
SC-46         8.495E-04       6.293E-03      5.588E-03      6.293E-03 NOT IDENT.
V-48          6.201E-03       1.233E-02      1.113E-02      1.233E-02 NOT IDENT.
CR-51         3.827E-02       7.181E-02      6.716E-02      7.181E-02 NOT IDENT.
MN-52         2.604E-02       7.946E-02      6.870E-02      7.946E-02 NOT IDENT.
MN-54        -2.134E-03       5.340E-03      4.627E-03      5.340E-03 NOT IDENT.
CO-56        -3.350E-03       6.518E-03      5.608E-03      6.518E-03 NOT IDENT.
CO-57        -1.796E-03       3.732E-03      3.437E-03      3.732E-03 NOT IDENT.
CO-58         2.164E-03       6.362E-03      5.027E-03      6.362E-03 NOT IDENT.
FE-59        -1.197E-02       1.544E-02      1.044E-02      1.544E-02 NOT IDENT.
CO-60         7.513E-03       6.119E-03      5.646E-03      6.119E-03 NOT IDENT.
ZN-65        -1.368E-02       1.210E-02      9.564E-03      1.210E-02 NOT IDENT.
GE-68        -2.743E-02       1.739E-01      1.487E-01      1.739E-01 NOT IDENT.
AS-73        -2.069E-01       2.065E-01      1.352E-01      2.065E-01 NOT IDENT.
AS-74        -4.561E-02       3.827E-02      1.756E-02      3.827E-02 NOT IDENT.
SE-75        -4.434E-03       7.808E-03      6.768E-03      7.808E-03 FAIL ABUN 
BR-77        -5.341E+00       1.028E+01      0.000E+00      1.028E+01 SHORT HLIF
SR-82         1.882E-02       6.472E-02      5.866E-02      6.472E-02 NOT IDENT.
RB-83        -6.851E-03       1.165E-02      1.003E-02      1.165E-02 NOT IDENT.
RB-84         7.467E-03       1.182E-02      1.080E-02      1.182E-02 NOT IDENT.
KR-85        -5.391E+00       1.956E+00      1.594E+00      1.956E+00 NOT IDENT.
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SR-85        -2.951E-02       1.071E-02      8.724E-03      1.071E-02 NOT IDENT.
RB-86        -1.855E-02       1.384E-01      1.186E-01      1.384E-01 NOT IDENT.
Y-88         -1.321E-03       6.901E-03      5.755E-03      6.901E-03 NOT IDENT.
ZR-88        -1.794E-03       5.323E-03      4.764E-03      5.323E-03 NOT IDENT.
Y-91         -7.553E-01       2.447E+00      2.043E+00      2.447E+00 NOT IDENT.
NB-94         1.069E-03       5.585E-03      4.854E-03      5.585E-03 NOT IDENT.
NB-95         5.309E-03       7.804E-03      6.926E-03      7.804E-03 NOT IDENT.
NB-95M       -3.756E-01       1.135E+00      8.701E-01      1.135E+00 NOT IDENT.
ZR-95        -2.315E-03       1.095E-02      9.230E-03      1.095E-02 NOT IDENT.
NB-97         2.989E+06       6.674E+06      0.000E+00      6.674E+06 SHORT HLIF
ZR-97        -1.412E+09       2.221E+08      0.000E+00      2.221E+08 SHORT HLIF
MO-99         5.817E+00       8.387E+00      7.448E+00      8.387E+00 NOT IDENT.
TC-99M       -1.616E+23       2.288E+23      0.000E+00      0.000E+00 SHORT HLIF
RH-101        1.758E-03       1.000E-02      5.041E-03      1.000E-02 FAIL ABUN 
RH-102       -3.386E-03       4.739E-03      4.094E-03      4.739E-03 NOT IDENT.
RU-103       -2.816E-03       7.324E-03      6.389E-03      7.324E-03 NOT IDENT.
RH-106        1.615E-02       5.204E-02      4.598E-02      5.204E-02 NOT IDENT.
RU-106        1.615E-02       5.201E-02      4.598E-02      5.201E-02 NOT IDENT.
AG-108M      -3.212E-03       5.414E-03      4.750E-03      5.414E-03 NOT IDENT.
CD-109       -1.670E-01       1.449E-01      9.891E-02      1.449E-01 NOT IDENT.
AG-110M       2.451E-03       5.474E-03      4.853E-03      5.474E-03 NOT IDENT.
IN-111        6.851E-02       8.570E-01      7.365E-01      8.570E-01 NOT IDENT.
IN-113M       2.562E-05       7.593E-03      6.882E-03      7.593E-03 NOT IDENT.
SN-113        2.562E-05       7.593E-03      6.882E-03      7.593E-03 NOT IDENT.
IN-114M       7.574E-03       3.582E-02      2.858E-02      3.582E-02 NOT IDENT.
CD-115       -2.321E+00       1.141E+01      0.000E+00      1.141E+01 SHORT HLIF
SN-117M       5.729E-03       1.162E-02      1.079E-02      1.162E-02 NOT IDENT.
SB-122        5.756E-02       1.603E+00      1.411E+00      1.603E+00 NOT IDENT.
I-123         1.079E+09       2.254E+09      0.000E+00      2.254E+09 SHORT HLIF
TE-123M       2.171E-03       4.535E-03      4.210E-03      4.535E-03 NOT IDENT.
I-124        -3.224E-01       5.333E-01      3.097E-01      5.333E-01 NOT IDENT.
SB-124       -1.938E-02       1.532E-02      1.149E-02      1.532E-02 NOT IDENT.
SB-125       -2.109E-04       1.554E-02      1.397E-02      1.554E-02 NOT IDENT.
TE-125M      -8.687E-01       2.012E+00      1.349E+00      2.012E+00 NOT IDENT.
I-126        -5.234E-02       3.784E-02      3.009E-02      3.784E-02 NOT IDENT.
SB-126        3.392E-02       3.121E-02      2.837E-02      3.121E-02 NOT IDENT.
SN-126       -5.814E-03       1.382E-02      9.543E-03      1.382E-02 FAIL ABUN 
SB-127       -6.954E-01       6.298E-01      5.038E-01      6.298E-01 NOT IDENT.
XE-127       -3.406E-04       9.707E-03      7.635E-03      9.707E-03 NOT IDENT.
I-131         1.644E-02       3.448E-02      3.189E-02      3.448E-02 NOT IDENT.
TE-132       -1.344E-01       4.161E-01      3.678E-01      4.161E-01 NOT IDENT.
BA-133       -1.487E-02       7.588E-03      6.313E-03      7.588E-03 NOT IDENT.
I-133        -6.956E+04       1.329E+05      0.000E+00      1.329E+05 SHORT HLIF
CS-134        3.368E-04       7.039E-03      5.649E-03      7.039E-03 NOT IDENT.
CS-135        1.289E-02       2.502E-02      2.245E-02      2.502E-02 NOT IDENT.
I-135         7.233E+20       4.138E+21      0.000E+00      0.000E+00 SHORT HLIF
CS-136        9.991E-03       2.114E-02      1.890E-02      2.114E-02 NOT IDENT.
BA-137M      -6.288E-04       5.422E-03      4.665E-03      5.422E-03 NOT IDENT.
CS-137       -6.647E-04       5.731E-03      4.931E-03      5.731E-03 NOT IDENT.
CE-139       -2.106E-04       4.698E-03      4.291E-03      4.698E-03 NOT IDENT.
BA-140       -8.687E-03       5.684E-02      4.973E-02      5.684E-02 NOT IDENT.
LA-140        5.760E-03       1.934E-02      1.710E-02      1.934E-02 NOT IDENT.
CE-141        8.235E-03       1.055E-02      9.918E-03      1.055E-02 NOT IDENT.
CE-143        3.735E+02       4.701E+02      0.000E+00      4.701E+02 SHORT HLIF
CE-144       -1.255E-03       3.097E-02      2.871E-02      3.097E-02 NOT IDENT.
PM-144        2.016E-04       6.066E-03      5.235E-03      6.066E-03 NOT IDENT.
PR-144        1.371E-02       4.124E-01      3.559E-01      4.124E-01 NOT IDENT.
PM-146        9.543E-04       7.198E-03      6.478E-03      7.198E-03 NOT IDENT.
ND-147       -8.032E-02       1.284E-01      1.096E-01      1.284E-01 NOT IDENT.
PM-149       -7.111E+00       1.032E+02      0.000E+00      1.032E+02 SHORT HLIF
EU-152        1.403E-03       1.580E-02      1.451E-02      1.580E-02 NOT IDENT.
GD-153        6.393E-03       1.082E-02      1.039E-02      1.082E-02 NOT IDENT.
EU-154       -1.292E-03       1.661E-02      1.404E-02      1.661E-02 NOT IDENT.
EU-155       -2.326E-03       1.482E-02      1.391E-02      1.482E-02 NOT IDENT.
TB-160        1.251E-03       2.241E-02      1.983E-02      2.241E-02 FAIL ABUN 
TM-171       -4.795E+00       5.352E+00      3.583E+00      5.352E+00 NOT IDENT.
LU-176        9.812E-04       4.154E-03      3.864E-03      4.154E-03 NOT IDENT.
LU-177       -1.358E-01       3.218E-01      2.860E-01      3.218E-01 NOT IDENT.
LU-177M      -2.279E-03       2.855E-02      2.568E-02      2.855E-02 NOT IDENT.
HF-181        5.179E-03       7.595E-03      6.954E-03      7.595E-03 NOT IDENT.
W-181         8.148E-02       7.251E-02      5.271E-02      7.251E-02 NOT IDENT.
TA-182       -7.513E-03       2.471E-02      2.061E-02      2.471E-02 NOT IDENT.
RE-183       -6.717E-03       1.787E-02      1.620E-02      1.787E-02 NOT IDENT.
RE-184        1.112E-02       4.099E-02      3.665E-02      4.099E-02 NOT IDENT.
OS-185       -6.755E-03       7.293E-03      6.014E-03      7.293E-03 NOT IDENT.
RE-188       -2.841E-02       2.735E-02      2.439E-02      2.735E-02 NOT IDENT.
W-188        -8.977E-01       1.260E+00      1.144E+00      1.260E+00 FAIL ABUN 
IR-192       -6.505E-03       6.166E-03      5.490E-03      6.166E-03 NOT IDENT.
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AU-195        4.015E-03       3.105E-02      2.946E-02      3.105E-02 NOT IDENT.
TL-200       -3.706E+03       4.083E+03      0.000E+00      4.083E+03 SHORT HLIF
TL-201        1.108E+00       4.425E+00      4.070E+00      4.425E+00 NOT IDENT.
TL-202       -6.427E-03       1.605E-02      1.418E-02      1.605E-02 NOT IDENT.
HG-203       -7.205E-05       7.110E-03      6.614E-03      7.110E-03 NOT IDENT.
BI-207        1.965E-03       7.654E-03      6.737E-03      7.654E-03 NOT IDENT.
TL-207       -8.211E-02       1.082E-01      9.648E-02      1.082E-01 NOT IDENT.
TL-208       -5.459E-03       1.213E-02      5.765E-03      1.213E-02 NOT IDENT.
PO-209       -3.019E-01       1.075E+00      9.305E-01      1.075E+00 NOT IDENT.
BI-210       -5.525E-02       1.014E+00      6.439E-01      1.014E+00 NOT IDENT.
PB-210       -5.525E-02       1.014E+00      6.439E-01      1.014E+00 NOT IDENT.
PO-210       -5.525E-02       1.014E+00      6.439E-01      1.014E+00 NOT IDENT.
BI-211       -1.442E-02       6.216E-02      3.339E-02      6.216E-02 NOT IDENT.
PB-211        3.024E-02       1.532E-01      1.384E-01      1.532E-01 NOT IDENT.
BI-212       -1.242E-02       4.269E-02      3.601E-02      4.269E-02 NOT IDENT.
PB-212        1.219E-02       1.850E-02      9.818E-03      1.850E-02 FAIL ABUN 
PO-212        1.219E-02       1.850E-02      9.818E-03      1.850E-02 FAIL ABUN 
BI-214       -1.468E-02       2.080E-02      1.158E-02      2.080E-02 NOT IDENT.
PB-214       -3.364E-03       2.165E-02      1.165E-02      2.165E-02 NOT IDENT.
PO-214       -3.364E-03       2.165E-02      1.165E-02      2.165E-02 NOT IDENT.
PO-215       -8.211E-02       1.082E-01      9.648E-02      1.082E-01 NOT IDENT.
PO-216        1.219E-02       1.850E-02      9.818E-03      1.850E-02 FAIL ABUN 
PO-218       -3.364E-03       2.165E-02      1.165E-02      2.165E-02 NOT IDENT.
RN-219        3.189E-03       6.624E-02      6.001E-02      6.624E-02 NOT IDENT.
RN-220        6.653E-01       3.809E+00      3.384E+00      3.809E+00 NOT IDENT.
RA-223       -8.211E-02       1.082E-01      9.648E-02      1.082E-01 NOT IDENT.
RA-224        2.096E-01       1.236E-01      1.018E-01      1.236E-01 NOT IDENT.
RA-226       -1.468E-02       2.080E-02      1.158E-02      2.080E-02 NOT IDENT.
AC-227       -5.448E-02       6.561E-02      5.622E-02      6.561E-02 NOT IDENT.
TH-227       -5.448E-02       6.581E-02      5.622E-02      6.581E-02 NOT IDENT.
AC-228        8.222E-04       3.243E-02      1.845E-02      3.243E-02 FAIL ABUN 
RA-228        8.222E-04       3.243E-02      1.845E-02      3.243E-02 FAIL ABUN 
TH-229       -1.812E-02       9.391E-02      7.370E-02      9.391E-02 NOT IDENT.
TH-230       -1.468E-02       2.080E-02      1.158E-02      2.080E-02 NOT IDENT.
PA-231        4.763E-02       2.467E-01      2.304E-01      2.467E-01 NOT IDENT.
TH-231       -8.211E-02       1.082E-01      9.648E-02      1.082E-01 NOT IDENT.
U-231        -2.791E+00       5.131E-01      3.697E-01      5.131E-01 NOT IDENT.
TH-232        8.222E-04       3.243E-02      1.845E-02      3.243E-02 FAIL ABUN 
PA-233        5.960E-03       1.076E-02      1.009E-02      1.076E-02 NOT IDENT.
PA-234       -1.757E-02       4.188E-02      3.557E-02      4.188E-02 FAIL ABUN 
PA-234M       1.256E+00       9.200E-01      8.622E-01      9.200E-01 NOT IDENT.
TH-234        9.407E-02       3.424E-01      1.902E-01      3.424E-01 FAIL ABUN 
U-234        -1.468E-02       2.080E-02      1.158E-02      2.080E-02 NOT IDENT.
U-235         2.172E-02       3.132E-02      2.925E-02      3.132E-02 FAIL ABUN 
NP-236        1.061E-02       1.224E-02      1.146E-02      1.224E-02 NOT IDENT.
NP-237       -1.960E-03       4.114E-02      2.881E-02      4.114E-02 NOT IDENT.
U-238         9.407E-02       3.424E-01      1.902E-01      3.424E-01 FAIL ABUN 
NP-239       -1.246E-03       2.748E-02      2.569E-02      2.748E-02 NOT IDENT.
AM-241       -2.834E-02       2.502E-02      2.046E-02      2.502E-02 NOT IDENT.
AM-243        3.299E-04       1.144E-02      6.867E-03      1.144E-02 NOT IDENT.
CM-243        1.084E-02       1.313E-02      1.262E-02      1.313E-02 NOT IDENT.
CM-247        2.736E-03       5.910E-03      5.433E-03      5.910E-03 NOT IDENT.
CF-249        2.310E-03       6.618E-03      6.074E-03      6.618E-03 NOT IDENT.
CF-251       -4.802E-03       2.038E-02      1.844E-02      2.038E-02 NOT IDENT.
ANH-511      -2.565E-03       1.589E-02      9.738E-03      1.589E-02 NOT IDENT.
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********************************************************************************
*                             GEL Laboratories LLC                             *
*                                2040 SAVAGE ROAD                              *
*                             CHARLESTON ,SC 29417                             *
*                       GAMMA SPECTROSCOPY BACKGROUND REPORT                   *
********************************************************************************

ENERGY        MDA COUNTS
______        __________

46.50          694.7472
46.50          694.7472
46.50          694.7472
48.70          734.6944
49.72          761.4626
51.35          678.8778
52.39          681.0013
52.97          695.3781
53.15          694.6759
53.44          692.2716
54.07          666.4553
56.28          655.1074
56.28          652.3537
57.37            0.0000
57.53          666.5662
57.53          666.5689
57.60          659.8020
57.98          675.9996
57.98          675.9996
59.32          726.8276
59.32          726.8276
59.40          726.9192
59.54          727.0798
59.72          727.2870
60.01          675.8574
61.10          626.6411
61.14          626.6797
61.30          613.4990
63.00          644.8207
63.29          708.8364
63.29          708.8364
63.58          711.0081
64.28          702.6438
65.12          645.3990
65.20          645.4769
65.20          645.4769
66.05          673.1609
66.72          723.1316
66.83          723.2498
66.91          723.3354
67.20          768.4997
67.20          768.4997
67.75          764.6287
67.85          761.7479
68.90          798.6678
68.90          798.6678
69.30          781.9901
69.67          767.1371
70.82          715.7935
70.82          715.7935
70.83          715.8022
72.80          753.5919
72.87          777.2172
72.87          777.2172
74.67          776.3288
74.81          776.4793
74.81          776.4793
74.81          776.4793
74.81          776.4793
74.81          776.4793
74.81          776.4793
74.97          772.8724
75.28          756.1859
75.70          742.4357
77.11          777.9713
77.11          777.9713
77.11          777.9713
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77.11          777.9713
77.11          777.9713
77.11          777.9713
78.38          781.2007
79.62          780.5927
79.80          780.7775
79.80          780.7775
80.11          792.5137
80.18          792.5867
80.30          792.7139
80.30          792.7139
81.00          795.3497
81.07          800.1860
81.07          800.1860
81.07          800.1860
81.07          800.1860
82.60          755.0112
83.37          759.5843
83.78          763.8115
83.78          763.8115
83.78          763.8115
83.78          763.8115
84.21          788.1443
84.40          779.7255
84.90          770.6528
85.43          770.2137
86.29          772.9722
86.50          780.8493
86.54          751.1506
86.59          751.1984
86.72          751.3209
86.79          751.3866
86.94          788.0027
87.30          795.0782
87.30          795.0782
87.30          795.0782
87.30          795.0782
87.30          795.0782
87.30          795.0782
87.57          798.2316
87.88            0.0000
88.03          903.4498
88.36          903.8227
88.47          900.1016
89.95         1208.1155
91.11          766.9992
92.29          755.5430
92.38          729.5342
92.38          729.5342
93.35          720.7155
94.00          741.6096
94.67          841.9996
94.67          842.0062
94.90         1080.6582
94.90         1080.6582
94.90         1080.6582
94.90         1080.6582
95.87         1210.9567
95.87         1210.9567
96.73         1043.1865
97.43          672.6954
98.44          675.4365
98.44          675.4365
98.88          674.8095
99.55          673.3839
99.55          673.3839
99.86          673.6264
100.00          712.7350
100.10          712.8215
103.18          658.5718
103.76          631.5880
105.00          689.3419
105.31          689.5806
108.00          730.9938
109.28          735.9608
111.00          661.3344
111.00          661.3344
111.76          669.7805
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112.95          762.6266
115.19          736.6823
116.30          747.4734
117.00          717.2269
117.00          717.2269
117.66          678.9537
121.11          700.3344
121.62          695.7078
121.78          695.8221
122.06          718.9893
122.32          719.1788
122.32          719.1788
122.32          719.1788
122.32          719.1788
123.07          698.7360
127.23          738.8020
129.76          718.5104
131.20          755.8022
133.02          733.9166
133.54          756.5087
135.34          769.9586
136.00          761.3289
136.25          761.5125
136.48          777.8848
140.51          802.1949
140.51            0.0000
142.18          736.2330
142.65          752.8528
143.76          738.3284
144.24          720.2900
144.24          720.2900
144.24          720.2900
144.24          720.2900
145.22          714.8094
145.44          712.9109
147.16          787.6827
152.43          726.6584
152.70          737.1142
153.22          725.1110
154.21          737.0640
154.21          737.0640
154.21          737.0640
154.21          737.0640
155.03          774.6853
156.02          752.6733
158.56          731.6050
159.00            0.0000
159.00          726.7119
160.31          708.9044
161.27          757.1287
162.32          749.5157
162.64          776.6807
163.35          732.5332
163.89          741.1716
165.85          722.6469
167.43          713.1898
171.28          737.4025
171.86          729.3981
172.10          726.4063
176.55          767.8539
176.60          767.8818
181.06          747.8896
185.71          780.8518
186.00          786.3166
190.27          715.9680
192.34          767.5135
193.63          741.6204
197.04          723.0722
198.01          747.7059
198.60          667.5733
200.40            0.0000
201.83          804.3873
202.84          719.3525
205.31          702.4290
208.36          723.3395
208.81          755.8301
209.75          692.8631
209.75          692.8631
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210.97          629.9399
215.65          643.9357
216.55          650.8317
218.09          684.0077
222.10          637.0915
223.80          640.0172
226.40          627.0117
227.00          603.3127
227.08          603.3466
227.20          617.5564
228.16          626.6777
228.18          626.6865
228.18          626.6865
231.56            0.0000
235.69          657.2662
236.00          657.3990
236.00          657.3990
238.60          612.8801
238.63          623.4297
238.63          623.4297
238.63          623.4297
239.00            0.0000
240.98          622.6416
241.98          635.3723
241.98          635.3723
241.98          635.3723
244.69          625.9215
245.39          624.9475
247.94          616.2002
248.90          636.4731
249.79            0.0000
252.40          593.6068
252.85          574.9460
252.85          574.9460
254.15            0.0000
256.20          602.8132
256.20          602.8132
260.50          524.2980
260.90            0.0000
262.80          523.9379
264.65          569.1820
268.24          492.1466
268.79          501.2656
269.46          502.5901
269.46          502.5901
269.46          502.5901
269.46          502.5901
271.23          537.8760
273.65          543.1559
276.40          499.0935
277.35          516.2490
277.60          516.3260
277.60          516.3260
278.00          523.8782
278.60          529.4656
279.20          532.3617
279.53          532.4627
281.68            0.0000
283.67          498.5520
284.30          496.0301
285.00          487.1923
285.90            0.0000
286.10          501.9796
286.10          501.9796
287.40          508.7019
288.45            0.0000
290.67          535.9761
290.80          536.9264
291.72          516.3370
293.26            0.0000
293.70          487.8624
295.21          504.6489
295.21          504.6489
295.21          504.6489
295.96          529.4339
296.50          535.0570
297.23            0.0000
298.57          539.3328
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299.80          499.6018
299.80          499.6018
300.09          499.6821
300.09          499.6821
300.09          499.6821
300.10          499.6821
300.12          499.6888
301.29          489.9863
302.84          519.6431
303.76            0.0000
303.91          518.1281
304.40          517.3594
304.40          517.3594
304.84          516.5695
306.84          485.1195
308.46          491.0563
311.98          461.7260
316.51          505.2181
318.01          477.0823
319.02          438.6382
319.41          444.2614
320.08          438.8938
323.87          476.7583
323.87          476.7583
323.87          476.7583
323.87          476.7583
325.23          474.3309
328.77          446.5208
333.44          452.2763
334.20          455.2478
334.20          455.2478
334.30          456.2008
338.28          442.2626
338.28          442.2626
338.28          442.2626
338.28          442.2626
338.32          442.2684
338.32          442.2684
338.32          442.2684
340.50          441.8465
340.57          446.5190
344.27          409.0905
345.85          408.4926
350.59            0.0000
351.07          368.3511
351.92          361.9457
351.92          361.9457
351.92          361.9457
355.39            0.0000
356.01          496.1279
364.48          408.6015
366.43          426.9502
367.43          421.4896
367.94            0.0000
369.80          400.2235
374.96          357.6070
383.85          372.4953
387.95          359.8666
388.63          350.4330
391.69          357.6375
391.69          357.6375
392.90          365.4973
398.62          327.1510
400.65          360.1135
401.10          362.1124
401.81          337.2505
402.60          322.9570
404.84          345.4236
411.60          303.0721
413.65          318.8134
414.70          333.4649
415.30          323.8892
415.76          323.9587
417.63            0.0000
418.52          310.8081
423.70          333.8589
427.08          313.9550
427.89          331.5717
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432.53          333.2329
433.93          326.6168
439.47            0.0000
439.56          309.8335
439.89          320.6328
443.98          291.8268
444.90          283.1297
445.03          272.3667
445.03          272.3667
445.03          272.3667
445.03          272.3667
453.90          295.0525
463.38          263.6592
468.07          298.8112
473.00          249.8559
475.06          286.7845
475.35          288.8047
476.78          289.9718
477.59          257.2864
477.96          267.2596
482.03          247.8055
484.57            0.0000
487.03          269.2584
490.36            0.0000
492.35            0.0000
497.08          262.3486
507.63            0.0000
510.53            0.0000
510.84          306.0818
511.00          334.2939
511.85          347.5016
511.85          347.5016
513.99          950.6378
513.99          950.6378
520.41          251.6505
520.65            0.0000
527.90            0.0000
528.96            0.0000
529.64          223.1367
529.87            0.0000
531.02          227.3141
537.32          223.7974
543.00          186.5608
546.56            0.0000
549.76          183.9727
552.65          182.1241
555.20          197.6601
563.23          215.7114
563.90          223.9822
568.70          207.9130
569.32          224.4293
569.50          228.5635
569.67          228.5798
573.80          260.8877
574.00          252.6622
574.64            0.0000
578.91            0.0000
579.30            0.0000
583.14          224.5283
585.48            0.0000
591.81          259.4788
592.07          251.1932
593.00          274.1256
595.88          278.5603
600.56          318.5881
602.52            0.0000
602.71          300.0727
602.71          300.0727
603.60          325.1777
604.41          351.3324
604.70          360.7574
609.31          280.9264
609.31          280.9264
609.31          280.9264
609.31          280.9264
610.33          263.2650
612.46          293.7809
614.37          300.2499
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618.01          245.1116
621.84          199.2866
621.84          199.2866
631.29          173.6246
633.02          184.2542
633.10          184.2627
634.78          182.2582
635.90          173.8986
636.97          205.5879
645.85          222.0688
646.12          216.7965
656.30          195.2529
657.75          175.1715
657.90            0.0000
661.65          183.9012
661.65          183.9012
664.57            0.0000
666.33          201.2186
666.33          201.2186
675.00          195.3847
677.61          182.7270
685.20          182.1025
692.80          197.5799
695.00          188.0438
696.49          233.2856
696.49          233.2856
697.00          238.6988
697.49          247.3398
698.33          215.1367
698.50          226.9795
699.00          218.4084
702.63          210.0439
706.10          193.0193
706.58            0.0000
706.67          182.2691
709.31          208.3279
713.82          159.9780
717.42          200.1938
720.50          149.4787
721.93            0.0000
722.20          157.1423
722.78          176.6815
722.78          176.6815
722.89          176.6894
722.95          179.9414
723.30          176.7093
724.18          181.0947
727.18          168.2371
733.00          152.2295
735.90          161.0692
739.58          138.3698
742.81          149.4123
744.21          160.3865
747.13          150.6983
751.79          132.3201
753.82          141.1536
755.35            0.0000
756.15          141.2512
756.87          143.4731
763.93          155.8499
765.79          140.5594
766.41          152.6692
766.84          151.5878
768.36          136.2728
768.36          136.2728
768.36          136.2728
768.36          136.2728
776.49          140.4523
778.00          157.9641
778.57          161.6664
778.89          161.6807
783.80          145.3541
785.46          139.9023
792.07          144.7791
795.84          134.3223
796.30          142.4519
801.93          133.1689
805.60          117.4394
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810.76          108.0762
815.85          127.2000
817.79            0.0000
818.51          131.9405
819.60          133.8398
826.30          130.3670
828.27            0.0000
831.60          149.2122
831.96          152.9592
834.83          147.4789
836.80            0.0000
846.75          162.9515
848.13          158.3275
856.28            0.0000
856.80          159.6448
860.37          112.8003
867.32          140.3241
867.82          133.7490
871.10          130.0966
873.19          121.6802
874.81          129.2820
875.33            0.0000
876.40          151.9955
879.36          132.2754
880.27          130.4166
880.51          134.2055
881.50          117.2263
883.24          117.2793
884.67          145.7097
889.25          131.6784
896.60          125.2888
898.02          124.3876
899.00          124.4196
903.28          130.0730
911.07          127.6724
911.07          127.6724
911.07          127.6724
919.63          117.4521
920.93          114.6265
925.00          116.6585
925.24          117.6223
926.50          129.1388
934.06          102.5547
934.06          102.5547
934.06          102.5547
934.06          102.5547
935.52          110.2621
937.48          125.6669
944.10          117.2319
946.00          113.4410
949.00          101.9823
962.29          119.7012
964.01          152.5868
966.15          123.6823
968.20          133.4124
969.11          131.5093
969.11          131.5093
969.11          131.5093
977.42          110.4630
980.50           99.8797
983.50           87.3376
989.30           99.1238
996.32          134.3417

1001.03           90.6387
1001.68           96.5004
1004.76          127.7884
1021.30            0.0000
1024.50            0.0000
1034.80          110.0449
1037.82          109.1392
1038.57          114.0742
1038.76            0.0000
1045.16          116.2235
1046.59          104.4386
1048.07           97.5780
1050.47           95.6580
1050.47           95.6580
1063.62          107.8247
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1076.63          102.1953
1077.35          100.2274
1085.78           93.7448
1099.22          100.8712
1112.02          106.0216
1112.84          106.0431
1115.52          119.1211
1120.29           98.2034
1120.29           98.2034
1120.29           98.2034
1120.29           98.2034
1120.51           97.2052
1121.28          100.2279
1124.00            0.0000
1129.67           92.3856
1131.51            0.0000
1147.95            0.0000
1167.94           84.0503
1173.22           86.1725
1175.09           95.3349
1177.93           75.0960
1189.05           70.1904
1204.90           90.8397
1205.75            0.0000
1213.00           80.7712
1221.42           94.2311
1230.97           94.4183
1235.34           85.2594
1236.41            0.0000
1238.11          105.8667
1238.11          105.8667
1238.11          105.8667
1238.11          105.8667
1238.25          105.8667
1246.25           89.5701
1260.41            0.0000
1271.85           71.4117
1274.45           83.8773
1274.54           83.8773
1291.56           73.7763
1298.22            0.0000
1312.09           59.4724
1325.50           80.5530
1325.50           80.5530
1332.49           65.9967
1333.61           69.1555
1360.21           65.2998
1362.66            0.0000
1365.15           54.8205
1368.21           66.4556
1368.53            0.0000
1376.25           54.9369
1377.67           57.0652
1377.67           57.0652
1377.67           57.0652
1377.67           57.0652
1384.27           81.4741
1394.10           76.3271
1395.20           76.3418
1407.95           60.5834
1434.06           57.6738
1436.60           69.4566
1457.56            0.0000
1460.81           97.5191
1489.15           52.8640
1509.49           75.7963
1596.49           55.5965
1620.62           43.5245
1678.03            0.0000
1691.02           67.9690
1691.02           67.9690
1706.46            0.0000
1750.46            0.0000
1764.49           47.4636
1764.49           47.4636
1764.49           47.4636
1764.49           47.4636
1770.23           44.1146
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1771.40           54.3047
1791.20            0.0000
1808.65           54.6211
1836.01           52.8926
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TOTAL URANIUM BY GAMMA SPEC REPORT
Sample:G1201810183              

Total Uranium Activity        2.8992E-01   ug/g
Total Uranium Counting Unc.   1.0188E+00   ug/g
Total Uranium Tpu             1.0188E-06   ug/g
Total Uranium Mda             5.6607E-01   ug/g
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********************************************************************************
*                                                                              *
*                          GEL Laboratories LLC                          *
*                               2040 SAVAGE ROAD                               *
*                             CHARLESTON ,SC 29417                             *
*                              GROSS GAMMA REPORT                              *
*                                                                              *
*                                                                              *
********************************************************************************
*                                                                              *
*   BATCH ID     : 855520                   SAMPLE ID  : G1201810183           *
*   ANALYST      : MJH1                     DETECTOR   : GAM06                 *
*   SAMPLE DATE  :  1-APR-2009 00:00:00.00  COUNT TIME :    0 16:40:00.00      *
*   ANALYSIS DATE: 22-APR-2009 00:36:52.30  SAMPLE ALQT:  181.000 GRAM         *
*                                                                              *
********************************************************************************

GROSS GAMMA ACTIVITY (pCi/GRAM  ) : 5.377E-02
GROSS GAMMA ERROR  (pCi/GRAM  )   : 1.064E-01
GROSS GAMMA MDA    (pCi/GRAM  )   : 1.665E-01
GROSS GAMMA DLC    (pCi/GRAM  )   : 8.148E-02
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:18:05.55

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810184.CNF;1
Sample date      : 25-MAR-2009 12:55:00 Acquisition date : 22-APR-2009 00:37:22
Sample ID        : G1201810184          Sample quantity  : 1.80700E+02 GRAM
Detector name    : GAM07                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:08.21  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

1  0    46.31*      99    2262  1.04   92.21    88   9 1.66E-03109.3
2  0    63.35*     269    2416  1.10  126.30   123   7 4.48E-03 37.0
3  3    73.34*     116    2944  1.37  146.27   142  19 1.93E-03 96.2 4.53E+00
4  3    74.84*    1873    2154  0.98  149.28   142  19 3.12E-02  5.3
5  3    77.11*    3209    2352  1.09  153.82   142  19 5.35E-02  3.4
6  4    84.28*     321    2340  1.11  168.16   163  28 5.35E-03 29.3 2.75E+00
7  4    87.22*    1069    2212  1.14  174.04   163  28 1.78E-02  8.9
8  4    89.95      713    1794  0.97  179.51   163  28 1.19E-02 10.2
9  4    92.77*    1055    2254  1.37  185.14   163  28 1.76E-02 10.8
10  0    99.03      262    1691  1.55  197.67   195   7 4.37E-03 26.7
11  0   105.28      295    2127  1.87  210.17   206   9 4.91E-03 28.8
12  0   129.13      313    1885  0.93  257.86   254   8 5.21E-03 24.7
13  0   143.77*     177    1595  1.11  287.14   284   7 2.94E-03 46.7
14  0   186.02*     728    2166  1.28  371.67   367  11 1.21E-02 15.5
15  0   209.47*     403    1389  1.01  418.57   415   8 6.72E-03 19.0
16  3   238.68*    5084    1146  1.09  476.98   472  17 8.47E-02  2.1 2.63E+00
17  3   241.64     1124    1482  1.69  482.91   472  17 1.87E-02  8.0
18  0   270.31      383    1132  1.49  540.26   536   9 6.39E-03 16.6
19  0   277.72      198    1094  0.98  555.09   551   9 3.30E-03 31.0
20  0   295.27     1559    1230  1.25  590.19   585  11 2.60E-02  5.0
21  0   300.15*     198    1208  1.28  599.95   596  11 3.30E-03 39.7
22  0   328.40      303    1287  1.37  656.45   650  13 5.04E-03 25.2
23  0   338.40*     905     993  1.17  676.46   672  10 1.51E-02  8.3
24  0   351.94*    2567     902  1.24  703.54   698  10 4.28E-02  3.3
25  0   409.50      190     675  1.67  818.70   814  10 3.17E-03 26.6
26  0   462.76      263     813  1.49  925.22   918  13 4.38E-03 23.2
27  0   510.78*     392    1051  1.87 1021.30  1013  17 6.54E-03 27.1
28  0   583.09*    1441     787  1.38 1165.95  1160  14 2.40E-02  5.3
29  0   609.23*    1887     682  1.38 1218.24  1212  14 3.15E-02  4.3
30  0   661.56      349     410  1.43 1322.94  1318  10 5.82E-03 12.1
31  0   727.14      390     513  1.53 1454.14  1448  14 6.50E-03 13.3
32  0   767.98      256     418  1.82 1535.85  1529  13 4.27E-03 17.6
33  0   795.39      163     422  1.73 1590.69  1584  13 2.72E-03 27.2
34  0   860.74      281     332  1.72 1721.44  1714  14 4.68E-03 15.1
35  0   911.13*    1175     390  1.61 1822.26  1816  15 1.96E-02  5.1
36  0   932.83      110     353  1.17 1865.68  1860  13 1.83E-03 36.4
37  1   964.43      236     337  1.99 1928.90  1922  22 3.93E-03 16.6 2.22E+00
38  1   968.79*     623     271  1.71 1937.64  1922  22 1.04E-02  7.0
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Peak Search Report (continued)                                       Page :   2
Sample ID : G1201810184                 Acquisition date : 22-APR-2009 00:37:22

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

39  0  1120.22      436     348  1.62 2240.64  2235  13 7.27E-03 10.0
40  0  1377.95       75     165  1.61 2756.39  2750  12 1.24E-03 36.6
41  0  1460.44*    5959     225  2.04 2921.48  2912  20 9.93E-02  1.5
42  4  1587.90       82     121  1.89 3176.59  3169  22 1.36E-03 27.3 2.04E+00
43  4  1592.17       66      99  2.41 3185.12  3169  22 1.10E-03 34.9
44  0  1729.34       83      78  2.71 3459.69  3453  14 1.38E-03 25.0
45  0  1764.00*     313     116  2.00 3529.05  3518  22 5.22E-03 13.4
46  0  1847.36       51      63  1.65 3695.92  3688  12 8.51E-04 34.1

Flag: "*" = Peak area was modified by background subtraction
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration     : DKA300:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810184        *
* Acquisition date : 22-APR-2009 00:37:22 Detector SN#    :                   *
* Detector ID      : GAM07                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:08.21     Half life ratio :  8.000            *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 25-MAR-2009 12:55:00 Nuclide Library : SOLID             *
* Sample ID        : G1201810184          Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.8070E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
* Standard Weight  :   0.00000                                                *
* CALIB. DATE/TIME :  2-NOV-2008 14:41:14 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act error         MDA            
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          1.191E+01       8.048E-01      1.072E-01      0.000E+00
CD-109        1.055E+00       1.999E-01      2.217E-01      0.000E+00
SN-126        1.018E-01       1.928E-02      2.143E-02      0.000E+00
BA-137M       4.196E-02       1.029E-02      1.219E-02      0.000E+00
CS-137        4.436E-02       1.088E-02      1.288E-02      0.000E+00
EU-155        4.832E-02       2.755E-02      3.545E-02      0.000E+00
HG-203        2.057E-02       1.258E-02      1.623E-02      0.000E+00
TL-208        1.656E-01       2.069E-02      1.210E-02      0.000E+00
BI-210        2.434E-01       5.216E-01      5.088E-01      0.000E+00
PB-210        2.434E-01       5.216E-01      5.088E-01      0.000E+00
PO-210        2.434E-01       5.216E-01      5.088E-01      0.000E+00
BI-211        1.264E+00       1.143E-01      6.886E-02      0.000E+00
PB-212        5.420E-01       4.825E-02      1.834E-02      0.000E+00
PO-212        5.420E-01       4.825E-02      1.834E-02      0.000E+00
BI-214        4.097E-01       4.725E-02      2.365E-02      0.000E+00
PB-214        4.396E-01       4.568E-02      2.271E-02      0.000E+00
PO-214        4.396E-01       4.568E-02      2.271E-02      0.000E+00
PO-216        5.420E-01       4.825E-02      1.834E-02      0.000E+00
PO-218        4.396E-01       4.568E-02      2.271E-02      0.000E+00
RA-224        1.366E+00       2.331E-01      2.087E-01      0.000E+00
RA-226        4.097E-01       4.725E-02      2.365E-02      0.000E+00
AC-228        6.080E-01       8.866E-02      4.546E-02      0.000E+00
RA-228        6.080E-01       8.866E-02      4.546E-02      0.000E+00
TH-228        5.420E-01       4.825E-02      1.834E-02      0.000E+00
TH-229       -2.379E-02       9.234E-02      1.726E-01      0.000E+00
TH-230        4.097E-01       4.725E-02      2.365E-02      0.000E+00
TH-232        6.080E-01       8.866E-02      4.546E-02      0.000E+00
TH-234        3.397E-01       2.528E-01      3.101E-01      0.000E+00
U-234         4.097E-01       4.725E-02      2.365E-02      0.000E+00
U-235         5.984E-02       5.573E-02      7.142E-02      0.000E+00
NP-237        2.989E-01       8.282E-02      6.326E-02      0.000E+00
U-238         3.397E-01       2.528E-01      3.101E-01      0.000E+00
AM-243        1.111E-01       1.375E-02      1.487E-02      0.000E+00
ANH-511       3.393E-02       1.812E-02      9.676E-03      0.000E+00

266



---- Non-Identified Nuclides ----

Key-Line
Activity   K.L. Act error         MDA            

Nuclide     (pCi/GRAM      ) Ided              (pCi/GRAM      )

BE-7          7.897E-02       7.646E-02      1.361E-01      0.000E+00 NOT IDENT.
NA-22         7.888E-03       8.982E-03      1.598E-02      0.000E+00 NOT IDENT.
NA-24         0.000E+00       1.849E+11      0.000E+00      0.000E+00 SHORT HLIF
AL-26        -4.339E-05       5.249E-03      8.985E-03      0.000E+00 NOT IDENT.
TI-44         0.000E+00       1.194E-02      1.350E-02      0.000E+00 FAIL ABUN 
SC-46        -1.606E-03       8.818E-03      1.498E-02      0.000E+00 FAIL ABUN 
V-48         -2.047E-02       2.503E-02      4.076E-02      0.000E+00 NOT IDENT.
CR-51         3.987E-02       9.695E-02      1.759E-01      0.000E+00 NOT IDENT.
MN-52        -3.559E-02       2.086E-01      3.500E-01      0.000E+00 NOT IDENT.
MN-54         1.380E-03       8.994E-03      1.377E-02      0.000E+00 NOT IDENT.
CO-56        -2.894E-03       8.862E-03      1.506E-02      0.000E+00 NOT IDENT.
CO-57        -2.291E-03       4.826E-03      8.664E-03      0.000E+00 NOT IDENT.
CO-58         3.765E-03       9.081E-03      1.594E-02      0.000E+00 NOT IDENT.
FE-59         2.281E-03       2.295E-02      4.029E-02      0.000E+00 FAIL ABUN 
CO-60         1.138E-03       9.579E-03      1.349E-02      0.000E+00 NOT IDENT.
ZN-65        -3.195E-03       2.071E-02      3.089E-02      0.000E+00 NOT IDENT.
GE-68         7.311E-02       2.594E-01      4.595E-01      0.000E+00 NOT IDENT.
AS-73         1.665E-01       9.393E-02      1.846E-01      0.000E+00 NOT IDENT.
AS-74         1.184E-02       2.849E-02      5.157E-02      0.000E+00 NOT IDENT.
SE-75         9.326E-03       9.423E-03      1.635E-02      0.000E+00 NOT IDENT.
BR-77         0.000E+00       7.788E+01      0.000E+00      0.000E+00 SHORT HLIF
SR-82        -2.536E-01       1.084E-01      1.689E-01      0.000E+00 NOT IDENT.
RB-83         6.146E-03       1.420E-02      2.606E-02      0.000E+00 NOT IDENT.
RB-84         2.178E-02       1.828E-02      3.270E-02      0.000E+00 NOT IDENT.
KR-85         0.000E+00       1.619E+00      2.907E+00      0.000E+00 NOT IDENT.
SR-85         0.000E+00       9.482E-03      1.703E-02      0.000E+00 NOT IDENT.
RB-86         1.146E-01       2.564E-01      4.569E-01      0.000E+00 NOT IDENT.
Y-88          5.206E-04       7.368E-03      1.267E-02      0.000E+00 NOT IDENT.
ZR-88        -7.354E-03       6.577E-03      1.120E-02      0.000E+00 NOT IDENT.
Y-91          3.317E+00       4.420E+00      7.846E+00      0.000E+00 NOT IDENT.
NB-94         2.175E-03       6.877E-03      1.220E-02      0.000E+00 NOT IDENT.
NB-95         0.000E+00       1.427E-02      2.333E-02      0.000E+00 NOT IDENT.
NB-95M        5.299E+00       4.549E+00      7.531E+00      0.000E+00 NOT IDENT.
ZR-95         1.575E-02       1.643E-02      2.951E-02      0.000E+00 NOT IDENT.
NB-97         0.000E+00       5.338E+09      0.000E+00      0.000E+00 SHORT HLIF
ZR-97         0.000E+00       1.003E+11      0.000E+00      0.000E+00 SHORT HLIF
MO-99         0.000E+00       5.456E+01      0.000E+00      0.000E+00 SHORT HLIF
TC-99M        0.000E+00       1.656E+31      0.000E+00      0.000E+00 SHORT HLIF
RH-101        3.589E-03       7.516E-03      1.161E-02      0.000E+00 NOT IDENT.
RH-102       -4.865E-03       5.917E-03      9.951E-03      0.000E+00 FAIL ABUN 
RU-103        6.564E-03       9.651E-03      1.784E-02      0.000E+00 FAIL ABUN 
RH-106       -2.191E-02       8.307E-02      1.133E-01      0.000E+00 FAIL ABUN 
RU-106       -2.191E-02       8.304E-02      1.133E-01      0.000E+00 FAIL ABUN 
AG-108M      -3.315E-03       6.438E-03      1.105E-02      0.000E+00 NOT IDENT.
AG-110M       1.370E-03       7.649E-03      1.184E-02      0.000E+00 NOT IDENT.
IN-111        0.000E+00       4.740E+00      0.000E+00      0.000E+00 SHORT HLIF
IN-113M      -5.058E-03       9.184E-03      1.593E-02      0.000E+00 NOT IDENT.
SN-113       -5.058E-03       9.184E-03      1.593E-02      0.000E+00 NOT IDENT.
IN-114M      -3.949E-03       4.353E-02      7.206E-02      0.000E+00 NOT IDENT.
CD-115        0.000E+00       1.027E+02      0.000E+00      0.000E+00 SHORT HLIF
SN-117M      -4.112E-04       1.866E-02      3.559E-02      0.000E+00 NOT IDENT.
SB-122        0.000E+00       1.039E+01      0.000E+00      0.000E+00 SHORT HLIF
I-123         0.000E+00       9.386E+12      0.000E+00      0.000E+00 SHORT HLIF
TE-123M      -5.983E-04       5.454E-03      1.039E-02      0.000E+00 NOT IDENT.
I-124         1.611E+00       1.216E+00      1.984E+00      0.000E+00 NOT IDENT.
SB-124       -1.283E-02       1.742E-02      2.717E-02      0.000E+00 FAIL ABUN 
SB-125        2.851E-03       1.829E-02      3.210E-02      0.000E+00 FAIL ABUN 
TE-125M       2.603E+00       2.182E+00      3.628E+00      0.000E+00 NOT IDENT.
I-126         3.798E-02       7.608E-02      1.194E-01      0.000E+00 NOT IDENT.
SB-126        1.881E-02       6.477E-02      9.972E-02      0.000E+00 FAIL ABUN 
SB-127       -7.406E-01       2.623E+00      4.574E+00      0.000E+00 NOT IDENT.
XE-127       -9.762E-03       1.087E-02      1.999E-02      0.000E+00 FAIL ABUN 
I-131         8.230E-03       6.527E-02      1.163E-01      0.000E+00 NOT IDENT.
TE-132        0.000E+00       1.924E+00      0.000E+00      0.000E+00 SHORT HLIF
BA-133        1.557E-03       9.077E-03      1.423E-02      0.000E+00 FAIL ABUN 
I-133         0.000E+00       2.846E+07      0.000E+00      0.000E+00 SHORT HLIF
CS-134        0.000E+00       1.488E-02      1.831E-02      0.000E+00 FAIL ABUN 
CS-135        4.324E-02       3.372E-02      5.577E-02      0.000E+00 NOT IDENT.
I-135         0.000E+00       7.215E+28      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -8.293E-03       4.291E-02      7.493E-02      0.000E+00 FAIL ABUN 
CE-139        4.450E-04       5.630E-03      1.072E-02      0.000E+00 NOT IDENT.
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BA-140        2.836E-04       9.614E-02      1.737E-01      0.000E+00 NOT IDENT.
LA-140       -4.223E-03       3.384E-02      4.775E-02      0.000E+00 FAIL ABUN 
CE-141        2.214E-03       2.146E-02      2.841E-02      0.000E+00 NOT IDENT.
CE-143        0.000E+00       3.801E+04      0.000E+00      0.000E+00 SHORT HLIF
CE-144        2.871E-02       4.399E-02      7.122E-02      0.000E+00 NOT IDENT.
PM-144       -2.086E-03       7.156E-03      1.247E-02      0.000E+00 NOT IDENT.
PR-144       -1.423E-01       4.882E-01      8.504E-01      0.000E+00 NOT IDENT.
PM-146        4.629E-03       8.797E-03      1.551E-02      0.000E+00 NOT IDENT.
ND-147       -3.337E-01       2.371E-01      4.026E-01      0.000E+00 FAIL ABUN 
PM-149        0.000E+00       1.082E+03      0.000E+00      0.000E+00 SHORT HLIF
EU-152       -6.473E-03       2.023E-02      3.307E-02      0.000E+00 FAIL ABUN 
GD-153        8.122E-03       1.933E-02      2.538E-02      0.000E+00 FAIL ABUN 
EU-154        2.849E-02       2.473E-02      4.429E-02      0.000E+00 NOT IDENT.
TB-160       -1.517E-02       3.141E-02      5.272E-02      0.000E+00 FAIL ABUN 
TM-171        5.251E-01       4.686E+00      7.321E+00      0.000E+00 NOT IDENT.
LU-176       -2.160E-03       4.994E-03      8.232E-03      0.000E+00 FAIL ABUN 
LU-177        0.000E+00       1.073E+00      1.463E+00      0.000E+00 FAIL ABUN 
LU-177M      -2.286E-02       4.032E-02      6.027E-02      0.000E+00 NOT IDENT.
HF-181       -1.958E-02       1.074E-02      1.734E-02      0.000E+00 NOT IDENT.
W-181         5.316E-03       6.387E-02      1.001E-01      0.000E+00 NOT IDENT.
TA-182        7.853E-03       4.407E-02      7.663E-02      0.000E+00 FAIL ABUN 
RE-183        9.342E-03       2.228E-02      4.270E-02      0.000E+00 FAIL ABUN 
RE-184       -3.133E-02       4.503E-02      8.140E-02      0.000E+00 NOT IDENT.
OS-185        4.435E-04       8.660E-03      1.538E-02      0.000E+00 NOT IDENT.
RE-188        1.905E-02       3.712E-02      6.662E-02      0.000E+00 NOT IDENT.
W-188        -7.966E-01       1.788E+00      2.804E+00      0.000E+00 FAIL ABUN 
IR-192       -2.516E-03       7.383E-03      1.317E-02      0.000E+00 FAIL ABUN 
AU-195        0.000E+00       4.795E-02      7.700E-02      0.000E+00 FAIL ABUN 
TL-200        0.000E+00       2.746E+05      0.000E+00      0.000E+00 SHORT HLIF
TL-201        0.000E+00       2.211E+01      0.000E+00      0.000E+00 SHORT HLIF
TL-202        3.781E-02       2.804E-02      5.069E-02      0.000E+00 NOT IDENT.
BI-207        1.885E-03       1.064E-02      1.880E-02      0.000E+00 FAIL ABUN 
TL-207       -2.366E-02       1.432E-01      2.240E-01      0.000E+00 FAIL ABUN 
PO-209        1.434E+00       1.514E+00      2.680E+00      0.000E+00 NOT IDENT.
PB-211       -9.705E-02       2.119E-01      3.063E-01      0.000E+00 NOT IDENT.
BI-212        0.000E+00       1.064E-01      1.334E-01      0.000E+00 FAIL ABUN 
PO-215       -2.366E-02       1.432E-01      2.240E-01      0.000E+00 FAIL ABUN 
RN-219       -4.784E-02       7.933E-02      1.367E-01      0.000E+00 FAIL ABUN 
RN-220       -2.599E-01       4.889E+00      8.797E+00      0.000E+00 NOT IDENT.
RA-223       -2.366E-02       1.432E-01      2.240E-01      0.000E+00 FAIL ABUN 
AC-227        1.540E-02       7.086E-02      1.305E-01      0.000E+00 FAIL ABUN 
TH-227        1.540E-02       7.087E-02      1.305E-01      0.000E+00 FAIL ABUN 
PA-231        1.930E-02       3.011E-01      5.296E-01      0.000E+00 FAIL ABUN 
TH-231       -2.366E-02       1.432E-01      2.240E-01      0.000E+00 FAIL ABUN 
U-231         1.804E+00       1.959E+00      2.618E+00      0.000E+00 FAIL ABUN 
PA-233        6.824E-03       1.206E-02      2.201E-02      0.000E+00 FAIL ABUN 
PA-234       -4.832E-02       6.299E-02      1.026E-01      0.000E+00 FAIL ABUN 
PA-234M      -1.487E-01       1.602E+00      2.338E+00      0.000E+00 NOT IDENT.
NP-236        3.832E-04       1.417E-02      2.703E-02      0.000E+00 FAIL ABUN 
NP-239        2.256E-02       3.438E-02      6.320E-02      0.000E+00 FAIL ABUN 
AM-241        3.062E-02       2.032E-02      3.557E-02      0.000E+00 NOT IDENT.
CM-243        5.610E-03       2.083E-02      3.125E-02      0.000E+00 FAIL ABUN 
CM-247       -4.575E-03       7.062E-03      1.218E-02      0.000E+00 FAIL ABUN 
CF-249        4.075E-03       7.845E-03      1.403E-02      0.000E+00 NOT IDENT.
CF-251       -1.267E-03       2.258E-02      4.269E-02      0.000E+00 NOT IDENT.
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 17:18:06.48

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810184.CNF;1
Sample date      : 25-MAR-2009 12:55:00 Acquisition date : 22-APR-2009 00:37:22
Sample ID        : G1201810184          Sample quantity  : 1.80700E+02 GRAM
Detector name    : GAM07                Detector geometry: CAN
Elapsed live time: 0 16:40:00.00        Elapsed real time: 0 16:40:08.21  0.0%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Nuclide Line Activity Report

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
K-40       1460.81    5959   10.67*  1.169E+00  1.191E+01   1.191E+01     6.90
CD-109       88.03    1069    3.72*  7.075E+00  1.012E+00   1.055E+00    19.32
SN-126       64.28     269    9.60   5.192E+00  1.345E-01   1.345E-01    75.31

86.94    1069    8.90   7.075E+00  4.232E-01   4.232E-01    44.83
87.57    1069   37.00*  7.075E+00  1.018E-01   1.018E-01    19.32

BA-137M     661.65     349   89.98*  2.308E+00  4.189E-02   4.196E-02    25.03
CS-137      661.65     349   85.12*  2.308E+00  4.428E-02   4.436E-02    25.03
EU-155       48.70  ------    4.60   2.933E+00  ------  Line Not Found  ------

60.01  ------    1.11   4.744E+00  ------  Line Not Found  ------
86.54    1069   30.90   7.075E+00  1.219E-01   1.232E-01    19.36
105.31     295   20.70*  7.424E+00  4.780E-02   4.832E-02    58.18

HG-203       70.83  ------    4.75   6.018E+00  ------  Line Not Found  ------
72.87     116    8.00   6.242E+00  5.779E-02   8.743E-02   192.78
82.60  ------    3.55   6.867E+00  ------  Line Not Found  ------
279.20     198   77.30*  4.697E+00  1.360E-02   2.057E-02    62.42

TL-208      277.35     198    6.80   4.697E+00  1.546E-01   1.546E-01    63.00
510.84     392   21.60   2.884E+00  1.571E-01   1.571E-01    55.14
583.14    1441   84.20*  2.576E+00  1.656E-01   1.656E-01    12.75
860.37     281   12.46   1.829E+00  3.071E-01   3.071E-01    31.30

BI-210       46.50      99    4.05*  2.518E+00  2.428E-01   2.434E-01   218.73
PB-210       46.50      99    4.05*  2.518E+00  2.428E-01   2.434E-01   218.73
PO-210       46.50      99    4.05*  2.518E+00  2.428E-01   2.434E-01   218.69
BI-211       72.87     116    1.27   6.242E+00  3.640E-01   3.640E-01   192.52

351.07    2567   12.94*  3.914E+00  1.264E+00   1.264E+00     9.23
PB-212       74.81    1873   10.70   6.365E+00  6.855E-01   6.855E-01    15.71

77.11    3209   18.00   6.534E+00  6.801E-01   6.801E-01     9.70
87.30    1069    8.00   7.075E+00  4.708E-01   4.708E-01    21.76
238.63    5084   44.60*  5.242E+00  5.420E-01   5.420E-01     9.08
300.09     198    3.41   4.429E+00  3.263E-01   3.263E-01    79.97

PO-212       74.81    1873   10.70   6.365E+00  6.855E-01   6.855E-01    15.71
77.11    3209   18.00   6.534E+00  6.801E-01   6.801E-01     9.70
87.30    1069    8.00   7.075E+00  4.708E-01   4.708E-01    21.76
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Nuclide Line Activity Report (continued)                             Page :   2
Sample ID : G1201810184                 Acquisition date : 22-APR-2009 00:37:22

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
115.19  ------    0.60   7.410E+00  ------  Line Not Found  ------
238.63    5084   44.60*  5.242E+00  5.420E-01   5.420E-01     9.08
300.09     198    3.41   4.429E+00  3.263E-01   3.263E-01    79.97

BI-214      609.31    1887   46.30*  2.480E+00  4.097E-01   4.097E-01    11.77
768.36     256    5.04   2.024E+00  6.256E-01   6.256E-01    36.46
934.06     110    3.21   1.703E+00  5.013E-01   5.014E-01    73.53
1120.29     436   15.10   1.451E+00  4.959E-01   4.959E-01    22.09
1238.11  ------    5.94   1.333E+00  ------  Line Not Found  ------
1377.67      75    4.11   1.223E+00  3.698E-01   3.698E-01    73.69
1764.49     313   15.80   1.028E+00  4.810E-01   4.811E-01    27.35

PB-214       74.81    1873    6.21   6.365E+00  1.181E+00   1.181E+00    14.64
77.11    3209   10.50   6.534E+00  1.166E+00   1.166E+00    12.34
87.30    1069    4.67   7.075E+00  8.065E-01   8.066E-01    20.81
241.98    1124    7.49   5.197E+00  7.202E-01   7.202E-01    18.30
295.21    1559   19.20   4.485E+00  4.513E-01   4.513E-01    13.54
351.92    2567   37.20*  3.914E+00  4.396E-01   4.396E-01    10.60

PO-214       74.81    1873    6.21   6.365E+00  1.181E+00   1.181E+00    14.64
77.11    3209   10.50   6.534E+00  1.166E+00   1.166E+00    12.34
87.30    1069    4.67   7.075E+00  8.065E-01   8.066E-01    20.81
241.98    1124    7.49   5.197E+00  7.202E-01   7.202E-01    18.30
295.21    1559   19.20   4.485E+00  4.513E-01   4.513E-01    13.54
351.92    2567   37.20*  3.914E+00  4.396E-01   4.396E-01    10.60

PO-216       74.81    1873   10.70   6.365E+00  6.855E-01   6.855E-01    15.71
77.11    3209   18.00   6.534E+00  6.801E-01   6.801E-01     9.70
87.30    1069    8.00   7.075E+00  4.708E-01   4.708E-01    21.76
238.63    5084   44.60*  5.242E+00  5.420E-01   5.420E-01     9.08
300.09     198    3.41   4.429E+00  3.263E-01   3.263E-01    79.97

PO-218       74.81    1873    6.21   6.365E+00  1.181E+00   1.181E+00    14.64
77.11    3209   10.50   6.534E+00  1.166E+00   1.166E+00    12.34
87.30    1069    4.67   7.075E+00  8.065E-01   8.066E-01    20.81
241.98    1124    7.49   5.197E+00  7.202E-01   7.202E-01    18.30
295.21    1559   19.20   4.485E+00  4.513E-01   4.513E-01    13.54
351.92    2567   37.20*  3.914E+00  4.396E-01   4.396E-01    10.60

RA-224      240.98    1124    3.95*  5.197E+00  1.366E+00   1.366E+00    17.42
RA-226      609.31    1887   46.30*  2.480E+00  4.097E-01   4.097E-01    11.77

768.36     256    5.04   2.024E+00  6.256E-01   6.256E-01    36.46
934.06     110    3.21   1.703E+00  5.013E-01   5.014E-01    73.53
1120.29     436   15.10   1.451E+00  4.959E-01   4.959E-01    22.09
1238.11  ------    5.94   1.333E+00  ------  Line Not Found  ------
1377.67      75    4.11   1.223E+00  3.698E-01   3.698E-01    73.69
1764.49     313   15.80   1.028E+00  4.810E-01   4.811E-01    27.35

AC-228      338.32     905   11.40   4.037E+00  4.903E-01   4.903E-01    44.09
911.07    1175   27.70*  1.739E+00  6.080E-01   6.080E-01    14.88
969.11     623   16.60   1.647E+00  5.675E-01   5.675E-01    26.88

RA-228      338.32     905   11.40   4.037E+00  4.903E-01   4.903E-01    44.09
911.07    1175   27.70*  1.739E+00  6.080E-01   6.080E-01    14.88
969.11     623   16.60   1.647E+00  5.675E-01   5.675E-01    26.88

TH-228       84.40     321    1.21   6.950E+00  9.510E-01   9.510E-01    59.82
238.60    5084   44.60*  5.242E+00  5.420E-01   5.420E-01     9.08
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Nuclide Line Activity Report (continued)                             Page :   3
Sample ID : G1201810184                 Acquisition date : 22-APR-2009 00:37:22

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
300.10     198    3.41   4.429E+00  3.263E-01   3.263E-01    99.00

TH-229       85.43     321   16.50   6.950E+00  6.974E-02   6.974E-02    58.99
88.47    1069   27.10   7.075E+00  1.390E-01   1.390E-01    19.32
100.00     262   12.40   7.371E+00  7.155E-02   7.155E-02    54.09
193.63  ------    4.59*  6.019E+00  ------  Line Not Found  ------
210.97     403    3.26   5.727E+00  5.381E-01   5.381E-01    38.67

TH-230      609.31    1887   46.30*  2.480E+00  4.097E-01   4.097E-01    11.77
768.36     256    5.04   2.024E+00  6.256E-01   6.256E-01    36.46
934.06     110    3.21   1.703E+00  5.013E-01   5.013E-01    73.53
1120.29     436   15.10   1.451E+00  4.959E-01   4.959E-01    22.09
1238.11  ------    5.94   1.333E+00  ------  Line Not Found  ------
1377.67      75    4.11   1.223E+00  3.698E-01   3.698E-01    73.69
1764.49     313   15.80   1.028E+00  4.810E-01   4.810E-01    27.35

TH-232      338.32     905   11.40   4.037E+00  4.903E-01   4.903E-01    17.76
911.07    1175   27.70*  1.739E+00  6.080E-01   6.080E-01    14.88
969.11     623   16.60   1.647E+00  5.675E-01   5.675E-01    26.88

TH-234       63.29     269    3.80*  5.192E+00  3.397E-01   3.397E-01    75.93
92.38    1055    5.41   7.251E+00  6.706E-01   6.706E-01    27.90

U-234       609.31    1887   46.30*  2.480E+00  4.097E-01   4.097E-01    11.77
768.36     256    5.04   2.024E+00  6.256E-01   6.256E-01    36.46
934.06     110    3.21   1.703E+00  5.013E-01   5.013E-01    73.53
1120.29     436   15.10   1.451E+00  4.959E-01   4.959E-01    22.09
1238.11  ------    5.94   1.333E+00  ------  Line Not Found  ------
1377.67      75    4.11   1.223E+00  3.698E-01   3.698E-01    73.69
1764.49     313   15.80   1.028E+00  4.810E-01   4.810E-01    27.35

U-235        89.95     713    2.70   7.171E+00  9.179E-01   9.179E-01    36.77
93.35    1055    4.50   7.251E+00  8.062E-01   8.062E-01    35.17
105.00     295    2.10   7.424E+00  4.712E-01   4.712E-01    64.81
143.76     177   10.50*  7.008E+00  5.984E-02   5.984E-02    95.03
163.35  ------    4.70   6.620E+00  ------  Line Not Found  ------
185.71     728   54.00   6.166E+00  5.447E-02   5.447E-02    31.78
205.31  ------    4.70   5.802E+00  ------  Line Not Found  ------

NP-237       86.50    1069   12.60*  7.075E+00  2.989E-01   2.989E-01    28.27
95.87  ------    2.60   7.320E+00  ------  Line Not Found  ------

U-238        63.29     269    3.80*  5.192E+00  3.397E-01   3.397E-01    75.93
92.38    1055    5.41   7.251E+00  6.706E-01   6.706E-01    22.92

AM-243       74.67    1873   66.00*  6.365E+00  1.111E-01   1.111E-01    12.62
86.72    1069    0.34   7.075E+00  1.121E+01   1.121E+01    19.32
117.66  ------    0.55   7.392E+00  ------  Line Not Found  ------
142.18  ------    0.13   7.037E+00  ------  Line Not Found  ------

ANH-511     511.00     392  100.00*  2.884E+00  3.393E-02   3.393E-02    54.51

Flag: "*" = Keyline
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Summary of Nuclide Activity                                          Page :   4
Sample ID : G1201810184                 Acquisition date : 22-APR-2009 00:37:22

Total number of lines in spectrum              46
Number of unidentified lines                    5
Number of lines tentatively identified by NID  41       89.13%

Nuclide Type :                                 

Uncorrected  Decay Corr   Decay Corr   2-Sigma
Nuclide     Hlife   Decay  pCi/GRAM     pCi/GRAM   2-Sigma Error  %Error Flags
K-40    1.28E+09Y    1.00  1.191E+01    1.191E+01    0.082E+01     6.90       
CD-109    464.00D    1.04  1.012E+00    1.055E+00    0.204E+00    19.32       
SN-126  1.00E+05Y    1.00  1.018E-01    1.018E-01    0.197E-01    19.32       
BA-137M    30.17Y    1.00  4.189E-02    4.196E-02    1.050E-02    25.03       
CS-137     30.17Y    1.00  4.428E-02    4.436E-02    1.110E-02    25.03       
EU-155      4.96Y    1.01  4.780E-02    4.832E-02    2.811E-02    58.18       
HG-203     46.60D    1.51  1.360E-02    2.057E-02    1.284E-02    62.42       
TL-208  1.41E+10Y    1.00  1.656E-01    1.656E-01    0.211E-01    12.75       
BI-210     22.26Y    1.00  2.428E-01    2.434E-01    5.323E-01   218.73       
PB-210     22.26Y    1.00  2.428E-01    2.434E-01    5.323E-01   218.73       
PO-210     22.26Y    1.00  2.428E-01    2.434E-01    5.322E-01   218.69       
BI-211  7.04E+08Y    1.00  1.264E+00    1.264E+00    0.117E+00     9.23       
PB-212  1.41E+10Y    1.00  5.420E-01    5.420E-01    0.492E-01     9.08       
PO-212  1.41E+10Y    1.00  5.420E-01    5.420E-01    0.492E-01     9.08       
BI-214   1600.00Y    1.00  4.097E-01    4.097E-01    0.482E-01    11.77       
PB-214   1600.00Y    1.00  4.396E-01    4.396E-01    0.466E-01    10.60       
PO-214   1600.00Y    1.00  4.396E-01    4.396E-01    0.466E-01    10.60       
PO-216  1.41E+10Y    1.00  5.420E-01    5.420E-01    0.492E-01     9.08       
PO-218   1600.00Y    1.00  4.396E-01    4.396E-01    0.466E-01    10.60       
RA-224  1.41E+10Y    1.00  1.366E+00    1.366E+00    0.238E+00    17.42       
RA-226   1600.00Y    1.00  4.097E-01    4.097E-01    0.482E-01    11.77       
AC-228  1.41E+10Y    1.00  6.080E-01    6.080E-01    0.905E-01    14.88       
RA-228  1.41E+10Y    1.00  6.080E-01    6.080E-01    0.905E-01    14.88       
TH-228  1.41E+10Y    1.00  5.420E-01    5.420E-01    0.492E-01     9.08       
TH-229   7340.00Y    1.00  1.390E-01    1.390E-01    0.269E-01    19.32  K    
TH-230  4.47E+09Y    1.00  4.097E-01    4.097E-01    0.482E-01    11.77       
TH-232  1.41E+10Y    1.00  6.080E-01    6.080E-01    0.905E-01    14.88       
TH-234  4.47E+09Y    1.00  3.397E-01    3.397E-01    2.579E-01    75.93       
U-234   4.47E+09Y    1.00  4.097E-01    4.097E-01    0.482E-01    11.77       
U-235   7.04E+08Y    1.00  5.984E-02    5.984E-02    5.687E-02    95.03       
NP-237  2.14E+06Y    1.00  2.989E-01    2.989E-01    0.845E-01    28.27       
U-238   4.47E+09Y    1.00  3.397E-01    3.397E-01    2.579E-01    75.93       
AM-243   7380.00Y    1.00  1.111E-01    1.111E-01    0.140E-01    12.62       
ANH-511 1.00E+09Y    1.00  3.393E-02    3.393E-02    1.849E-02    54.51       

---------    ---------
Total Activity :  2.496E+01    2.502E+01

Grand Total Activity :  2.496E+01    2.502E+01

Flags: "K" = Keyline not found         "M" = Manually accepted
"E" = Manually edited           "A" = Nuclide specific abn. limit
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Unidentified Energy Lines                                            Page :   5
Sample ID : G1201810184                 Acquisition date : 22-APR-2009 00:37:22

It   Energy    Area   Bkgnd  FWHM  Channel Left Pw  Cts/Sec %Err   %Eff   Flags

0   129.13     313    1885  0.93   257.86  254  8 5.21E-03 49.5  7.26E+00  T
0   270.31     383    1132  1.49   540.26  536  9 6.39E-03 33.3  4.79E+00  T
0   328.40     303    1287  1.37   656.45  650 13 5.04E-03 50.3  4.13E+00  T
0   409.50     190     675  1.67   818.70  814 10 3.17E-03 53.2  3.46E+00   
0   462.76     263     813  1.49   925.22  918 13 4.38E-03 46.4  3.13E+00  T
0   727.14     390     513  1.53  1454.14 1448 14 6.50E-03 26.6  2.12E+00  T
0   795.39     163     422  1.73  1590.69 1584 13 2.72E-03 54.4  1.96E+00  T
1   964.43     236     337  1.99  1928.90 1922 22 3.93E-03 33.2  1.65E+00  T
4  1587.90      82     121  1.89  3176.59 3169 22 1.36E-03 54.6  1.10E+00   
4  1592.17      66      99  2.41  3185.12 3169 22 1.10E-03 69.9  1.10E+00   
0  1729.34      83      78  2.71  3459.69 3453 14 1.38E-03 50.0  1.04E+00   
0  1847.36      51      63  1.65  3695.92 3688 12 8.51E-04 68.2  1.00E+00   

Flags: "T" = Tentatively associated
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration    : SYS$SYSROOT:[ALPHA.ARCHIVE.GAMMA]G1201810184             *
* Acquisition date : 22-APR-2009 00:37:22 Detector SN#    :                   *
* Detector ID      : GAM07                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 16:40:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 16:40:08.21     Half life ratio : 8.000             *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      : 25-MAR-2009 12:55:00 Nuclide Library : SOLID             *
* Sample ID        : G1201810184          Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.8070E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
*                                                                             *
* CALIB. DATE/TIME :  2-NOV-2008 14:41:14 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act Error        LC            TPU
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

K-40          1.191E+01       8.048E-01      5.362E-02      8.048E-01
CD-109        1.055E+00       1.999E-01      1.109E-01      1.999E-01
SN-126        1.018E-01       1.928E-02      1.072E-02      1.928E-02
BA-137M       4.196E-02       1.029E-02      6.098E-03      1.029E-02
CS-137        4.436E-02       1.088E-02      6.446E-03      1.088E-02
EU-155        4.832E-02       2.755E-02      1.774E-02      2.755E-02
HG-203        2.057E-02       1.258E-02      8.122E-03      1.258E-02
TL-208        1.656E-01       2.069E-02      6.054E-03      2.069E-02
BI-210        2.434E-01       5.216E-01      2.545E-01      5.216E-01
PB-210        2.434E-01       5.216E-01      2.545E-01      5.216E-01
PO-210        2.434E-01       5.216E-01      2.545E-01      5.216E-01
BI-211        1.264E+00       1.143E-01      3.445E-02      1.143E-01
PB-212        5.420E-01       4.825E-02      9.176E-03      4.825E-02
PO-212        5.420E-01       4.825E-02      9.176E-03      4.825E-02
BI-214        4.097E-01       4.725E-02      1.183E-02      4.725E-02
PB-214        4.396E-01       4.568E-02      1.136E-02      4.568E-02
PO-214        4.396E-01       4.568E-02      1.136E-02      4.568E-02
PO-216        5.420E-01       4.825E-02      9.176E-03      4.825E-02
PO-218        4.396E-01       4.568E-02      1.136E-02      4.568E-02
RA-224        1.366E+00       2.331E-01      1.044E-01      2.331E-01
RA-226        4.097E-01       4.725E-02      1.183E-02      4.725E-02
AC-228        6.080E-01       8.866E-02      2.275E-02      8.866E-02
RA-228        6.080E-01       8.866E-02      2.275E-02      8.866E-02
TH-228        5.420E-01       4.825E-02      9.175E-03      4.825E-02
TH-229       -2.379E-02       9.234E-02      8.637E-02      9.234E-02
TH-230        4.097E-01       4.725E-02      1.183E-02      4.725E-02
TH-232        6.080E-01       8.866E-02      2.275E-02      8.866E-02
TH-234        3.397E-01       2.528E-01      1.552E-01      2.528E-01
U-234         4.097E-01       4.725E-02      1.183E-02      4.725E-02
U-235         5.984E-02       5.573E-02      3.573E-02      5.573E-02
NP-237        2.989E-01       8.282E-02      3.165E-02      8.282E-02
U-238         3.397E-01       2.528E-01      1.552E-01      2.528E-01
AM-243        1.111E-01       1.375E-02      7.438E-03      1.375E-02
ANH-511       3.393E-02       1.812E-02      4.841E-03      1.812E-02
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---- Non-Identified Nuclides ----

Key-Line
Activity     K.L Act error        LC             TPU

Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7          7.897E-02       7.646E-02      6.809E-02      7.646E-02 NOT IDENT.
NA-22         7.888E-03       8.982E-03      7.994E-03      8.982E-03 NOT IDENT.
NA-24        -7.868E+10       1.849E+11      0.000E+00      1.849E+11 SHORT HLIF
AL-26        -4.339E-05       5.249E-03      4.495E-03      5.249E-03 NOT IDENT.
TI-44         1.256E-01       1.194E-02      6.756E-03      1.194E-02 FAIL ABUN 
SC-46        -1.606E-03       8.818E-03      7.496E-03      8.818E-03 FAIL ABUN 
V-48         -2.047E-02       2.503E-02      2.039E-02      2.503E-02 NOT IDENT.
CR-51         3.987E-02       9.695E-02      8.802E-02      9.695E-02 NOT IDENT.
MN-52        -3.559E-02       2.086E-01      1.751E-01      2.086E-01 NOT IDENT.
MN-54         1.380E-03       8.994E-03      6.888E-03      8.994E-03 NOT IDENT.
CO-56        -2.894E-03       8.862E-03      7.533E-03      8.862E-03 NOT IDENT.
CO-57        -2.291E-03       4.826E-03      4.335E-03      4.826E-03 NOT IDENT.
CO-58         3.765E-03       9.081E-03      7.976E-03      9.081E-03 NOT IDENT.
FE-59         2.281E-03       2.295E-02      2.016E-02      2.295E-02 FAIL ABUN 
CO-60         1.138E-03       9.579E-03      6.747E-03      9.579E-03 NOT IDENT.
ZN-65        -3.195E-03       2.071E-02      1.545E-02      2.071E-02 NOT IDENT.
GE-68         7.311E-02       2.594E-01      2.299E-01      2.594E-01 NOT IDENT.
AS-73         1.665E-01       9.393E-02      9.236E-02      9.393E-02 NOT IDENT.
AS-74         1.184E-02       2.849E-02      2.580E-02      2.849E-02 NOT IDENT.
SE-75         9.326E-03       9.423E-03      8.182E-03      9.423E-03 NOT IDENT.
BR-77         5.509E+01       7.788E+01      0.000E+00      7.788E+01 SHORT HLIF
SR-82        -2.536E-01       1.084E-01      8.449E-02      1.084E-01 NOT IDENT.
RB-83         6.146E-03       1.420E-02      1.304E-02      1.420E-02 NOT IDENT.
RB-84         2.178E-02       1.828E-02      1.636E-02      1.828E-02 NOT IDENT.
KR-85         8.662E+00       1.619E+00      1.454E+00      1.619E+00 NOT IDENT.
SR-85         5.074E-02       9.482E-03      8.520E-03      9.482E-03 NOT IDENT.
RB-86         1.146E-01       2.564E-01      2.286E-01      2.564E-01 NOT IDENT.
Y-88          5.206E-04       7.368E-03      6.337E-03      7.368E-03 NOT IDENT.
ZR-88        -7.354E-03       6.577E-03      5.605E-03      6.577E-03 NOT IDENT.
Y-91          3.317E+00       4.420E+00      3.926E+00      4.420E+00 NOT IDENT.
NB-94         2.175E-03       6.877E-03      6.104E-03      6.877E-03 NOT IDENT.
NB-95         2.920E-02       1.427E-02      1.167E-02      1.427E-02 NOT IDENT.
NB-95M        5.299E+00       4.549E+00      3.768E+00      4.549E+00 NOT IDENT.
ZR-95         1.575E-02       1.643E-02      1.476E-02      1.643E-02 NOT IDENT.
NB-97         6.482E+08       5.338E+09      0.000E+00      5.338E+09 SHORT HLIF
ZR-97         3.576E+11       1.003E+11      0.000E+00      1.003E+11 SHORT HLIF
MO-99         1.665E+01       5.456E+01      0.000E+00      5.456E+01 SHORT HLIF
TC-99M       -1.460E+31       1.656E+31      0.000E+00      0.000E+00 SHORT HLIF
RH-101        3.589E-03       7.516E-03      5.806E-03      7.516E-03 NOT IDENT.
RH-102       -4.865E-03       5.917E-03      4.979E-03      5.917E-03 FAIL ABUN 
RU-103        6.564E-03       9.651E-03      8.923E-03      9.651E-03 FAIL ABUN 
RH-106       -2.191E-02       8.307E-02      5.667E-02      8.307E-02 FAIL ABUN 
RU-106       -2.191E-02       8.304E-02      5.667E-02      8.304E-02 FAIL ABUN 
AG-108M      -3.315E-03       6.438E-03      5.531E-03      6.438E-03 NOT IDENT.
AG-110M       1.370E-03       7.649E-03      5.926E-03      7.649E-03 NOT IDENT.
IN-111        4.514E-01       4.740E+00      0.000E+00      4.740E+00 SHORT HLIF
IN-113M      -5.058E-03       9.184E-03      7.971E-03      9.184E-03 NOT IDENT.
SN-113       -5.058E-03       9.184E-03      7.971E-03      9.184E-03 NOT IDENT.
IN-114M      -3.949E-03       4.353E-02      3.605E-02      4.353E-02 NOT IDENT.
CD-115       -7.230E+00       1.027E+02      0.000E+00      1.027E+02 SHORT HLIF
SN-117M      -4.112E-04       1.866E-02      1.781E-02      1.866E-02 NOT IDENT.
SB-122        1.041E+01       1.039E+01      0.000E+00      1.039E+01 SHORT HLIF
I-123        -1.030E+12       9.386E+12      0.000E+00      9.386E+12 SHORT HLIF
TE-123M      -5.983E-04       5.454E-03      5.196E-03      5.454E-03 NOT IDENT.
I-124         1.611E+00       1.216E+00      9.925E-01      1.216E+00 NOT IDENT.
SB-124       -1.283E-02       1.742E-02      1.359E-02      1.742E-02 FAIL ABUN 
SB-125        2.851E-03       1.829E-02      1.606E-02      1.829E-02 FAIL ABUN 
TE-125M       2.603E+00       2.182E+00      1.815E+00      2.182E+00 NOT IDENT.
I-126         3.798E-02       7.608E-02      5.973E-02      7.608E-02 NOT IDENT.
SB-126        1.881E-02       6.477E-02      4.989E-02      6.477E-02 FAIL ABUN 
SB-127       -7.406E-01       2.623E+00      2.288E+00      2.623E+00 NOT IDENT.
XE-127       -9.762E-03       1.087E-02      1.000E-02      1.087E-02 FAIL ABUN 
I-131         8.230E-03       6.527E-02      5.818E-02      6.527E-02 NOT IDENT.
TE-132       -1.916E+00       1.924E+00      0.000E+00      1.924E+00 SHORT HLIF
BA-133        1.557E-03       9.077E-03      7.117E-03      9.077E-03 FAIL ABUN 
I-133        -2.749E+07       2.846E+07      0.000E+00      2.846E+07 SHORT HLIF
CS-134        2.765E-02       1.488E-02      9.158E-03      1.488E-02 FAIL ABUN 
CS-135        4.324E-02       3.372E-02      2.790E-02      3.372E-02 NOT IDENT.
I-135         7.911E+27       7.215E+28      0.000E+00      0.000E+00 SHORT HLIF
CS-136       -8.293E-03       4.291E-02      3.749E-02      4.291E-02 FAIL ABUN 
CE-139        4.450E-04       5.630E-03      5.363E-03      5.630E-03 NOT IDENT.
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BA-140        2.836E-04       9.614E-02      8.689E-02      9.614E-02 NOT IDENT.
LA-140       -4.223E-03       3.384E-02      2.389E-02      3.384E-02 FAIL ABUN 
CE-141        2.214E-03       2.146E-02      1.421E-02      2.146E-02 NOT IDENT.
CE-143        1.298E+05       3.801E+04      0.000E+00      3.801E+04 SHORT HLIF
CE-144        2.871E-02       4.399E-02      3.563E-02      4.399E-02 NOT IDENT.
PM-144       -2.086E-03       7.156E-03      6.236E-03      7.156E-03 NOT IDENT.
PR-144       -1.423E-01       4.882E-01      4.254E-01      4.882E-01 NOT IDENT.
PM-146        4.629E-03       8.797E-03      7.760E-03      8.797E-03 NOT IDENT.
ND-147       -3.337E-01       2.371E-01      2.014E-01      2.371E-01 FAIL ABUN 
PM-149        1.555E+02       1.082E+03      0.000E+00      1.082E+03 SHORT HLIF
EU-152       -6.473E-03       2.023E-02      1.654E-02      2.023E-02 FAIL ABUN 
GD-153        8.122E-03       1.933E-02      1.270E-02      1.933E-02 FAIL ABUN 
EU-154        2.849E-02       2.473E-02      2.216E-02      2.473E-02 NOT IDENT.
TB-160       -1.517E-02       3.141E-02      2.637E-02      3.141E-02 FAIL ABUN 
TM-171        5.251E-01       4.686E+00      3.663E+00      4.686E+00 NOT IDENT.
LU-176       -2.160E-03       4.994E-03      4.118E-03      4.994E-03 FAIL ABUN 
LU-177        2.831E+00       1.073E+00      7.319E-01      1.073E+00 FAIL ABUN 
LU-177M      -2.286E-02       4.032E-02      3.015E-02      4.032E-02 NOT IDENT.
HF-181       -1.958E-02       1.074E-02      8.673E-03      1.074E-02 NOT IDENT.
W-181         5.316E-03       6.387E-02      5.007E-02      6.387E-02 NOT IDENT.
TA-182        7.853E-03       4.407E-02      3.834E-02      4.407E-02 FAIL ABUN 
RE-183        9.342E-03       2.228E-02      2.136E-02      2.228E-02 FAIL ABUN 
RE-184       -3.133E-02       4.503E-02      4.072E-02      4.503E-02 NOT IDENT.
OS-185        4.435E-04       8.660E-03      7.694E-03      8.660E-03 NOT IDENT.
RE-188        1.905E-02       3.712E-02      3.333E-02      3.712E-02 NOT IDENT.
W-188        -7.966E-01       1.788E+00      1.403E+00      1.788E+00 FAIL ABUN 
IR-192       -2.516E-03       7.383E-03      6.590E-03      7.383E-03 FAIL ABUN 
AU-195        9.045E-02       4.795E-02      3.852E-02      4.795E-02 FAIL ABUN 
TL-200        2.258E+04       2.746E+05      0.000E+00      2.746E+05 SHORT HLIF
TL-201       -1.505E-01       2.211E+01      0.000E+00      2.211E+01 SHORT HLIF
TL-202        3.781E-02       2.804E-02      2.536E-02      2.804E-02 NOT IDENT.
BI-207        1.885E-03       1.064E-02      9.405E-03      1.064E-02 FAIL ABUN 
TL-207       -2.366E-02       1.432E-01      1.120E-01      1.432E-01 FAIL ABUN 
PO-209        1.434E+00       1.514E+00      1.341E+00      1.514E+00 NOT IDENT.
PB-211       -9.705E-02       2.119E-01      1.532E-01      2.119E-01 NOT IDENT.
BI-212        3.881E-01       1.064E-01      6.674E-02      1.064E-01 FAIL ABUN 
PO-215       -2.366E-02       1.432E-01      1.120E-01      1.432E-01 FAIL ABUN 
RN-219       -4.784E-02       7.933E-02      6.838E-02      7.933E-02 FAIL ABUN 
RN-220       -2.599E-01       4.889E+00      4.401E+00      4.889E+00 NOT IDENT.
RA-223       -2.366E-02       1.432E-01      1.120E-01      1.432E-01 FAIL ABUN 
AC-227        1.540E-02       7.086E-02      6.529E-02      7.086E-02 FAIL ABUN 
TH-227        1.540E-02       7.087E-02      6.529E-02      7.087E-02 FAIL ABUN 
PA-231        1.930E-02       3.011E-01      2.649E-01      3.011E-01 FAIL ABUN 
TH-231       -2.366E-02       1.432E-01      1.120E-01      1.432E-01 FAIL ABUN 
U-231         1.804E+00       1.959E+00      1.310E+00      1.959E+00 FAIL ABUN 
PA-233        6.824E-03       1.206E-02      1.101E-02      1.206E-02 FAIL ABUN 
PA-234       -4.832E-02       6.299E-02      5.134E-02      6.299E-02 FAIL ABUN 
PA-234M      -1.487E-01       1.602E+00      1.170E+00      1.602E+00 NOT IDENT.
NP-236        3.832E-04       1.417E-02      1.352E-02      1.417E-02 FAIL ABUN 
NP-239        2.256E-02       3.438E-02      3.162E-02      3.438E-02 FAIL ABUN 
AM-241        3.062E-02       2.032E-02      1.779E-02      2.032E-02 NOT IDENT.
CM-243        5.610E-03       2.083E-02      1.564E-02      2.083E-02 FAIL ABUN 
CM-247       -4.575E-03       7.062E-03      6.093E-03      7.062E-03 FAIL ABUN 
CF-249        4.075E-03       7.845E-03      7.021E-03      7.845E-03 NOT IDENT.
CF-251       -1.267E-03       2.258E-02      2.136E-02      2.258E-02 NOT IDENT.
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********************************************************************************
*                             GEL Laboratories LLC                             *
*                                2040 SAVAGE ROAD                              *
*                             CHARLESTON ,SC 29417                             *
*                       GAMMA SPECTROSCOPY BACKGROUND REPORT                   *
********************************************************************************

ENERGY        MDA COUNTS
______        __________

46.50         1558.3904
46.50         1558.3904
46.50         1558.3904
48.70         1515.3259
49.72            0.0000
51.35         1700.8079
52.39         1616.2687
52.97         1600.8706
53.15         1611.4023
53.44         1582.0408
54.07         1622.8740
56.28         1913.6979
56.28         1913.7126
57.37            0.0000
57.53         1868.6248
57.53         1868.6343
57.60         1868.9261
57.98         1875.5344
57.98         1875.5344
59.32         1799.9889
59.32         1799.9889
59.40         1800.3148
59.54         1845.7936
59.72         1846.5461
60.01         1912.1941
61.10         2028.0281
61.14         2028.2084
61.30         2028.9293
63.00         2154.2021
63.29         2155.5640
63.29         2155.5640
63.58         2250.5710
64.28         2241.8794
65.12         2294.4136
65.20         2294.8064
65.20         2294.8064
66.05         2315.6563
66.72         2230.7305
66.83         2231.2566
66.91         2231.6370
67.20         2281.7000
67.20         2281.7000
67.75         2278.5281
67.85         2279.0073
68.90            0.0000
68.90         2315.7422
69.30         2282.4771
69.67         2330.1184
70.82            0.0000
70.82         2389.2417
70.83         2389.2891
72.80         2258.9631
72.87         2259.2766
72.87         2259.2766
74.67         2267.3025
74.81         2267.9294
74.81         2267.9294
74.81         2267.9294
74.81         2267.9294
74.81         2267.9294
74.81         2267.9294
74.97         2268.6345
75.28         2270.0115
75.70         2271.8584
77.11         2278.0486
77.11         2278.0486
77.11         2278.0486
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77.11         2278.0486
77.11         2278.0486
77.11         2278.0486
78.38         2283.5671
79.62         2099.8389
79.80         2100.5474
79.80         2100.5474
80.11         2161.0957
80.18         2161.3809
80.30            0.0000
80.30         2161.8665
81.00         2164.6858
81.07         2164.9709
81.07         2164.9709
81.07         2164.9709
81.07         2164.9709
82.60         2171.0845
83.37         1848.6351
83.78         1850.0267
83.78         1850.0267
83.78         1850.0267
83.78         1850.0267
84.21         1851.4633
84.40         1852.1007
84.90         1853.7708
85.43         1855.5394
86.29         1858.3945
86.50         1859.0858
86.54         1859.2206
86.59         1859.3822
86.72         1859.8131
86.79         1860.0376
86.94         1860.5403
87.30         1861.7255
87.30         1861.7255
87.30         1861.7255
87.30         1861.7255
87.30         1861.7255
87.30         1861.7255
87.57         1862.6144
87.88            0.0000
88.03         1864.1227
88.36         1865.2090
88.47         1865.5681
89.95         1870.3805
91.11         1874.1334
92.29         1877.9222
92.38         1878.2096
92.38         1878.2096
93.35         1881.2981
94.00         1632.4226
94.67         1659.8827
94.67         1659.8986
94.90         1596.4253
94.90         1596.4253
94.90         1596.4253
94.90         1596.4253
95.87         1599.0089
95.87         1599.0089
96.73         1601.2961
97.43         1654.6415
98.44         1592.8892
98.44         1592.8967
98.88         1685.4607
99.55         1650.6915
99.55         1650.6915
99.86         1622.4307
100.00         1622.7983
100.10         1623.0741
103.18         1592.0813
103.76         1649.9171
105.00         1733.5054
105.31         1734.3496
108.00         1715.4012
109.28         1633.4774
111.00         1757.2355
111.00         1757.2355
111.76            0.0000
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112.95         1741.4912
115.19         1681.0912
116.30            0.0000
117.00         1543.9800
117.00         1543.9800
117.66         1621.8514
121.11         1602.0923
121.62         1622.1841
121.78         1602.5057
122.06         1603.1388
122.32         1597.0448
122.32         1597.0448
122.32         1597.0448
122.32         1597.0448
123.07         1550.7626
127.23         1742.1129
129.76         1569.1086
131.20         1573.8593
133.02         1618.4199
133.54         1534.6592
135.34            0.0000
136.00         1563.5107
136.25         1646.9442
136.48         1647.4457
140.51            0.0000
140.51            0.0000
142.18         1713.4395
142.65         1714.4597
143.76         1682.4746
144.24         1611.1923
144.24         1611.1923
144.24         1611.1923
144.24         1611.1923
145.22         1623.5327
145.44         1641.2180
147.16         1579.1102
152.43         1556.9286
152.70         1531.9214
153.22         1537.5305
154.21         1580.0399
154.21         1580.0399
154.21         1580.0399
154.21         1580.0399
155.03         1557.1814
156.02         1576.4988
158.56         1535.4398
159.00            0.0000
159.00         1537.1052
160.31         1521.9332
161.27         1491.1414
162.32         1514.0814
162.64         1514.6460
163.35         1532.6289
163.89         1503.6182
165.85         1479.6438
167.43            0.0000
171.28            0.0000
171.86         1363.4685
172.10         1363.8311
176.55         1428.6929
176.60         1428.7782
181.06            0.0000
185.71         1464.5792
186.00         1465.0247
190.27         1393.5938
192.34         1434.0024
193.63         1440.3379
197.04         1411.5782
198.01         1394.6783
198.60         1388.1953
200.40            0.0000
201.83         1541.4489
202.84         1460.3011
205.31         1331.0432
208.36         1487.3253
208.81         1468.7479
209.75         1365.7212
209.75         1365.7212
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210.97         1277.6687
215.65         1281.3983
216.55         1278.7760
218.09         1223.7539
222.10         1281.7559
223.80         1267.8507
226.40         1182.5422
227.00         1206.7181
227.08         1199.2814
227.20         1199.4077
228.16            0.0000
228.18         1313.4746
228.18         1313.4746
231.56            0.0000
235.69         1284.7373
236.00         1256.2616
236.00         1256.2616
238.60         1159.5734
238.63         1159.6106
238.63         1159.6106
238.63         1159.6106
239.00            0.0000
240.98         1162.0306
241.98         1163.0546
241.98         1163.0546
241.98         1163.0546
244.69         1071.7889
245.39            0.0000
247.94         1044.8184
248.90         1020.4730
249.79            0.0000
252.40         1058.1810
252.85         1065.3203
252.85         1065.3203
254.15            0.0000
256.20         1044.2292
256.20         1044.2292
260.50         1087.7178
260.90            0.0000
262.80         1062.6359
264.65          949.9084
268.24         1041.8745
268.79         1039.2267
269.46         1005.4482
269.46         1005.4482
269.46         1005.4482
269.46         1005.4482
271.23         1003.7676
273.65         1041.7576
276.40          984.4023
277.35          980.4387
277.60          958.6353
277.60          958.6353
278.00          936.9393
278.60          960.9675
279.20          959.8564
279.53          966.4055
281.68            0.0000
283.67          973.4033
284.30          953.8542
285.00          974.1444
285.90            0.0000
286.10          945.3074
286.10          945.3074
287.40          971.0157
288.45            0.0000
290.67          989.1646
290.80          989.2559
291.72          975.6694
293.26            0.0000
293.70          958.0560
295.21          979.8710
295.21          979.8710
295.21          979.8710
295.96          852.8914
296.50          853.2440
297.23            0.0000
298.57          854.5894
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299.80          855.3861
299.80          855.3861
300.09          837.9778
300.09          837.9778
300.09          837.9778
300.10          837.9907
300.12          838.0034
301.29          838.7327
302.84          868.5629
303.76            0.0000
303.91          890.1002
304.40          859.9424
304.40          859.9424
304.84          837.7616
306.84          862.5842
308.46          828.7527
311.98          811.7435
316.51          849.8438
318.01          843.6769
319.02          808.8127
319.41          801.9472
320.08          816.5341
323.87          864.1195
323.87          864.1195
323.87          864.1195
323.87          864.1195
325.23          822.6100
328.77          860.3910
333.44          774.1340
334.20          905.6899
334.20          905.6899
334.30          905.7439
338.28          818.8660
338.28          818.8660
338.28          818.8660
338.28          818.8660
338.32          818.8903
338.32          818.8903
338.32          818.8903
340.50          744.1779
340.57          744.2109
344.27          808.8350
345.85          866.1547
350.59            0.0000
351.07          790.8022
351.92          708.5010
351.92          708.5010
351.92          708.5010
355.39            0.0000
356.01          688.8107
364.48          681.7964
366.43            0.0000
367.43          664.2509
367.94            0.0000
369.80          675.7696
374.96          651.6993
383.85          695.6164
387.95          694.2264
388.63          673.2864
391.69          684.1392
391.69          684.1392
392.90          709.1392
398.62          655.0165
400.65          651.5416
401.10          649.5871
401.81          683.0541
402.60          678.0294
404.84          671.0098
411.60          563.4683
413.65          640.0656
414.70          635.2852
415.30          561.2598
415.76          583.6202
417.63            0.0000
418.52          590.4475
423.70          617.1952
427.08          622.7581
427.89          615.4352
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432.53          593.1074
433.93          618.6768
439.47            0.0000
439.56          551.7114
439.89          541.9652
443.98          560.7776
444.90          551.1920
445.03          551.2303
445.03          551.2303
445.03          551.2303
445.03          551.2303
453.90          583.7678
463.38          525.3711
468.07          508.9208
473.00          546.4125
475.06          591.6727
475.35          548.2169
476.78          548.6365
477.59          532.1081
477.96          510.9661
482.03          628.6169
484.57            0.0000
487.03          496.5823
490.36            0.0000
492.35            0.0000
497.08          504.1685
507.63            0.0000
510.53            0.0000
510.84          517.7539
511.00          517.7956
511.85          518.0178
511.85          518.0178
513.99          432.9070
513.99          432.9070
520.41          467.2231
520.65            0.0000
527.90            0.0000
528.96            0.0000
529.64          489.5896
529.87            0.0000
531.02          514.7324
537.32          470.2310
543.00          468.7646
546.56            0.0000
549.76          462.8664
552.65          466.2987
555.20          438.0323
563.23          457.4490
563.90            0.0000
568.70          486.7002
569.32          496.2021
569.50          496.2539
569.67          499.1019
573.80          503.8177
574.00          503.8570
574.64            0.0000
578.91            0.0000
579.30            0.0000
583.14          462.6500
585.48            0.0000
591.81          458.8081
592.07          460.7596
593.00          460.0033
595.88          443.5374
600.56          509.0560
602.52            0.0000
602.71          472.1607
602.71          472.1607
603.60          459.6623
604.41          513.7515
604.70          513.8174
609.31          496.7562
609.31          496.7562
609.31          496.7562
609.31          496.7562
610.33          496.9724
612.46          437.6099
614.37          455.4983

282



618.01          446.0221
621.84          442.9380
621.84          442.9380
631.29          426.4632
633.02          446.0557
633.10          446.0670
634.78          446.3948
635.90          458.1848
636.97          397.5961
645.85          385.5431
646.12          375.9034
656.30          360.0002
657.75          379.6978
657.90            0.0000
661.65          432.9759
661.65          432.9759
664.57            0.0000
666.33          384.3066
666.33          384.3066
675.00          399.0905
677.61          400.4994
685.20          419.4581
692.80            0.0000
695.00          446.8245
696.49          475.7743
696.49          475.7743
697.00          488.7296
697.49          491.7946
698.33          499.8834
698.50          489.0311
699.00          463.3840
702.63          467.0213
706.10          464.6865
706.58            0.0000
706.67          457.8486
709.31          431.4782
713.82          397.3830
717.42          409.9163
720.50          382.7812
721.93            0.0000
722.20          404.6836
722.78          403.1068
722.78          403.1068
722.89          398.1291
722.95          398.1388
723.30          398.1972
724.18          391.6667
727.18          399.4579
733.00          364.5752
735.90          373.6802
739.58            0.0000
742.81          348.4835
744.21          355.7233
747.13          374.2788
751.79          397.1737
753.82          364.1045
755.35            0.0000
756.15          367.4577
756.87          362.4925
763.93          365.4844
765.79          372.5033
766.41          391.2224
766.84          391.2882
768.36          422.0112
768.36          422.0112
768.36          422.0112
768.36          422.0112
776.49          433.4772
778.00            0.0000
778.57          385.8350
778.89          368.5267
783.80          353.8475
785.46          394.9997
792.07          372.6961
795.84          397.1735
796.30          386.9662
801.93          419.1206
805.60          389.6279
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810.76          351.1064
815.85          330.0201
817.79            0.0000
818.51          336.5369
819.60          277.6247
826.30          352.0022
828.27            0.0000
831.60          389.0568
831.96          384.9500
834.83          359.2936
836.80            0.0000
846.75          347.1815
848.13          309.6871
856.28            0.0000
856.80          313.0533
860.37          312.0313
867.32          308.9023
867.82          293.4045
871.10          294.1829
873.19          273.2842
874.81          310.3867
875.33            0.0000
876.40          322.1711
879.36          319.3193
880.27          301.4348
880.51          289.8206
881.50          278.2753
883.24          305.9618
884.67          324.1165
889.25          319.3055
896.60          294.5560
898.02          309.5854
899.00          329.9048
903.28          334.3628
911.07          333.3434
911.07          333.3434
911.07          333.3434
919.63          293.2854
920.93          326.9070
925.00          257.5723
925.24          256.2482
926.50          263.0640
934.06          313.9262
934.06          313.9262
934.06          313.9262
934.06          313.9262
935.52          297.9232
937.48          294.5140
944.10          314.2033
946.00          338.1638
949.00          280.0880
962.29          300.4359
964.01          302.0399
966.15          302.2436
968.20          302.4336
969.11          301.0709
969.11          301.0709
969.11          301.0709
977.42          320.7514
980.50          267.5441
983.50          313.6960
989.30          257.3124
996.32          326.9851

1001.03          291.1895
1001.68          287.9505
1004.76          312.5972
1021.30            0.0000
1024.50            0.0000
1034.80          291.3519
1037.82          310.1231
1038.57          323.1545
1038.76            0.0000
1045.16          289.4404
1046.59          307.2013
1048.07          324.0491
1050.47          327.9786
1050.47          327.9786
1063.62          311.5078
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1076.63          301.4295
1077.35          303.3677
1085.78          292.8301
1099.22          329.7343
1112.02          319.9351
1112.84          306.3867
1115.52          322.8475
1120.29          325.9713
1120.29          325.9713
1120.29          325.9713
1120.29          325.9713
1120.51          325.9854
1121.28          315.2229
1124.00            0.0000
1129.67          327.7612
1131.51            0.0000
1147.95            0.0000
1167.94          364.7542
1173.22          352.7686
1175.09          334.6611
1177.93          358.9761
1189.05          365.8146
1204.90          339.2191
1205.75            0.0000
1213.00          386.5504
1221.42          388.3658
1230.97          403.9431
1235.34          387.7922
1236.41            0.0000
1238.11          358.7419
1238.11          358.7419
1238.11          358.7419
1238.11          358.7419
1238.25          372.4424
1246.25          341.8428
1260.41            0.0000
1271.85          262.2226
1274.45          242.6567
1274.54          255.4906
1291.56          231.7910
1298.22            0.0000
1312.09          220.0108
1325.50          184.7666
1325.50          184.7666
1332.49          177.0720
1333.61          187.1293
1360.21          182.2668
1362.66            0.0000
1365.15          145.1777
1368.21          169.4902
1368.53            0.0000
1376.25          168.0788
1377.67          148.6329
1377.67          148.6329
1377.67          148.6329
1377.67          148.6329
1384.27          131.9344
1394.10          150.2101
1395.20          146.1914
1407.95          155.7828
1434.06          130.0747
1436.60          120.9241
1457.56            0.0000
1460.81          128.7893
1489.15          120.2622
1509.49          119.7542
1596.49           92.7221
1620.62           86.3295
1678.03            0.0000
1691.02           95.1149
1691.02           95.1149
1706.46            0.0000
1750.46            0.0000
1764.49           67.6557
1764.49           67.6557
1764.49           67.6557
1764.49           67.6557
1770.23           74.0781
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1771.40           62.5687
1791.20            0.0000
1808.65           60.6362
1836.01           79.9863
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TOTAL URANIUM BY GAMMA SPEC REPORT
Sample:G1201810184              

Total Uranium Activity        1.0384E+00   ug/g
Total Uranium Counting Unc.   7.5247E-01   ug/g
Total Uranium Tpu             7.5247E-07   ug/g
Total Uranium Mda             4.6187E-01   ug/g
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********************************************************************************
*                                                                              *
*                          GEL Laboratories LLC                          *
*                               2040 SAVAGE ROAD                               *
*                             CHARLESTON ,SC 29417                             *
*                              GROSS GAMMA REPORT                              *
*                                                                              *
*                                                                              *
********************************************************************************
*                                                                              *
*   BATCH ID     : 855520                   SAMPLE ID  : G1201810184           *
*   ANALYST      : MJH1                     DETECTOR   : GAM07                 *
*   SAMPLE DATE  : 25-MAR-2009 12:55:00.00  COUNT TIME :    0 16:40:00.00      *
*   ANALYSIS DATE: 22-APR-2009 00:37:22.98  SAMPLE ALQT:  180.700 GRAM         *
*                                                                              *
********************************************************************************

GROSS GAMMA ACTIVITY (pCi/GRAM  ) : 3.466E+00
GROSS GAMMA ERROR  (pCi/GRAM  )   : 4.830E-01
GROSS GAMMA MDA    (pCi/GRAM  )   : 9.114E-01
GROSS GAMMA DLC    (pCi/GRAM  )   : 4.498E-01

288



VAX/VMS Nuclide Identification Report Generated 22-APR-2009 12:38:04.50

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810185.CNF;1
Sample date      : 1-APR-2009 00:00:00. Acquisition date : 22-APR-2009 11:37:00
Sample ID        : G1201810185          Sample quantity  : 1.51730E+02 GRAM
Detector name    : GAM02                Detector geometry: CAN
Elapsed live time: 0 01:00:00.00        Elapsed real time: 0 01:00:02.46  0.1%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Pk It   Energy     Area   Bkgnd  FWHM Channel  Left  Pw  Cts/Sec %Err    Fit

1  0    59.51     2257     699  0.85  117.93   113   9 6.27E-01  3.0
2  3    74.81      139     394  1.03  148.55   145  13 3.87E-02 24.2 2.68E-01
3  3    77.08      234     340  0.84  153.09   145  13 6.49E-02 13.5
4  0    88.07     2183     664  0.90  175.06   171  10 6.06E-01  3.1
5  0    92.96*      98     380  1.60  184.85   181   8 2.71E-02 38.1
6  0   122.15      496     390  1.11  243.26   239   9 1.38E-01  8.5
7  0   166.03       67     239  0.73  331.03   328   7 1.85E-02 40.3
8  0   185.73*      56     378  1.00  370.44   367   9 1.56E-02 65.5
9  4   238.70*     612     179  1.03  476.40   472  23 1.70E-01  5.4 1.21E+00
10  4   241.42      123     303  1.79  481.84   472  23 3.43E-02 34.8
11  0   295.28      148     242  0.87  589.59   585  10 4.10E-02 21.4
12  0   338.44      138     205  1.11  675.95   672  10 3.83E-02 21.2
13  0   351.84*     224     243  1.48  702.75   698  10 6.21E-02 14.7
14  0   371.11       29     124  1.39  741.31   738   8 7.95E-03 70.6
15  0   511.04*      78     188  1.43 1021.27  1016  13 2.17E-02 39.7
16  0   583.17*     183     148  1.19 1165.60  1159  14 5.10E-02 16.0
17  0   609.36*     166     150  1.37 1218.00  1212  11 4.60E-02 16.5
18  0   661.74     2218     129  1.55 1322.80  1318  13 6.16E-01  2.4
19  0   727.42       40      91  1.04 1454.24  1449  11 1.10E-02 49.2
20  0   911.40*     159     162  1.41 1822.41  1815  15 4.42E-02 19.3
21  0  1173.27     1975     104  1.91 2346.50  2339  17 5.49E-01  2.5
22  0  1332.59     1797      35  2.02 2665.39  2657  15 4.99E-01  2.5
23  0  1764.73*      24       6  2.00 3530.46  3524  11 6.71E-03 30.9
24  0  1835.01       16      10  1.43 3671.17  3665  13 4.39E-03 48.1

Flag: "*" = Peak area was modified by background subtraction
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration     : DKA300:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810185        *
* Acquisition date : 22-APR-2009 11:37:00 Detector SN#    :                   *
* Detector ID      : GAM02                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 01:00:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 01:00:02.46     Half life ratio :  8.000            *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      :  1-APR-2009 00:00:00 Nuclide Library : SOLID             *
* Sample ID        : G1201810185          Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.5173E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
* Standard Weight  :   0.00000                                                *
* CALIB. DATE/TIME :  1-NOV-2008 14:03:38 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act error         MDA            
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

CO-57         4.791E-01       8.429E-02      8.346E-02      0.000E+00
CO-60         7.935E+00       6.887E-01      9.979E-02      0.000E+00
CD-109        5.641E+01       7.367E+00      2.842E+00      0.000E+00
SN-126        5.493E+00       7.173E-01      2.784E-01      0.000E+00
BA-137M       5.770E+00       4.502E-01      1.326E-01      0.000E+00
CS-137        6.100E+00       4.770E-01      1.402E-01      0.000E+00
CE-139        7.884E-02       6.254E-02      9.280E-02      0.000E+00
TL-208        4.590E-01       1.475E-01      1.184E-01      0.000E+00
BI-211        2.470E+00       7.395E-01      7.255E-01      0.000E+00
PB-212        1.474E+00       2.065E-01      1.871E-01      0.000E+00
PO-212        1.474E+00       2.065E-01      1.871E-01      0.000E+00
PB-214        8.591E-01       2.610E-01      2.470E-01      0.000E+00
PO-214        8.591E-01       2.610E-01      2.470E-01      0.000E+00
PO-216        1.474E+00       2.065E-01      1.871E-01      0.000E+00
PO-218        8.591E-01       2.610E-01      2.470E-01      0.000E+00
RA-224        3.387E+00       2.329E+00      2.130E+00      0.000E+00
TH-228        1.474E+00       2.065E-01      1.871E-01      0.000E+00
AM-241        1.533E+01       1.654E+00      7.197E-01      0.000E+00
AM-243        2.570E-01       1.245E-01      1.884E-01      0.000E+00
ANH-511       1.485E-01       1.159E-01      1.091E-01      0.000E+00

---- Non-Identified Nuclides ----

Key-Line
Activity   K.L. Act error         MDA            

Nuclide     (pCi/GRAM      ) Ided              (pCi/GRAM      )

BE-7         -1.026E+00       8.872E-01      1.405E+00      0.000E+00 NOT IDENT.
NA-22         2.992E-02       5.967E-02      1.081E-01      0.000E+00 NOT IDENT.
NA-24         0.000E+00       1.144E+09      0.000E+00      0.000E+00 SHORT HLIF
AL-26        -4.063E-03       4.789E-02      7.979E-02      0.000E+00 NOT IDENT.
K-40          7.088E-01       6.697E-01      1.309E+00      0.000E+00 NOT IDENT.
TI-44         0.000E+00       7.805E-02      1.344E-01      0.000E+00 FAIL ABUN 
SC-46        -3.706E-02       1.133E-01      1.872E-01      0.000E+00 NOT IDENT.
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V-48         -3.566E-01       2.649E-01      3.974E-01      0.000E+00 NOT IDENT.
CR-51         2.731E-01       8.679E-01      1.556E+00      0.000E+00 NOT IDENT.
MN-52         3.956E-01       6.548E-01      1.225E+00      0.000E+00 FAIL ABUN 
MN-54         6.634E-02       9.316E-02      1.652E-01      0.000E+00 NOT IDENT.
CO-56         3.899E-02       1.002E-01      1.746E-01      0.000E+00 NOT IDENT.
CO-58        -5.686E-02       9.749E-02      1.591E-01      0.000E+00 NOT IDENT.
FE-59        -1.839E-01       2.516E-01      4.125E-01      0.000E+00 NOT IDENT.
ZN-65        -3.960E-01       2.340E-01      3.569E-01      0.000E+00 NOT IDENT.
GE-68         1.002E-01       2.988E+00      5.184E+00      0.000E+00 NOT IDENT.
AS-73        -2.742E-01       2.781E+00      5.204E+00      0.000E+00 NOT IDENT.
AS-74         7.754E-02       2.560E-01      4.575E-01      0.000E+00 NOT IDENT.
SE-75         5.656E-02       8.497E-02      1.569E-01      0.000E+00 FAIL ABUN 
BR-77         0.000E+00       1.465E+02      0.000E+00      0.000E+00 SHORT HLIF
SR-82        -5.684E-01       1.041E+00      1.715E+00      0.000E+00 NOT IDENT.
RB-83         9.668E-02       1.614E-01      2.825E-01      0.000E+00 NOT IDENT.
RB-84        -1.837E-01       2.136E-01      3.387E-01      0.000E+00 NOT IDENT.
KR-85         1.859E+01       1.588E+01      2.578E+01      0.000E+00 NOT IDENT.
SR-85         1.019E-01       8.706E-02      1.413E-01      0.000E+00 NOT IDENT.
RB-86        -4.770E-01       2.370E+00      4.044E+00      0.000E+00 NOT IDENT.
Y-88          1.003E-01       9.473E-02      1.635E-01      0.000E+00 FAIL ABUN 
ZR-88         3.818E-02       7.175E-02      1.277E-01      0.000E+00 NOT IDENT.
Y-91          1.097E+01       2.898E+01      5.160E+01      0.000E+00 NOT IDENT.
NB-94        -3.551E-02       6.576E-02      1.093E-01      0.000E+00 NOT IDENT.
NB-95        -1.242E-01       1.191E-01      1.906E-01      0.000E+00 NOT IDENT.
NB-95M       -2.798E+00       1.311E+01      2.068E+01      0.000E+00 NOT IDENT.
ZR-95        -4.340E-02       1.573E-01      2.645E-01      0.000E+00 NOT IDENT.
NB-97         0.000E+00       1.249E+08      0.000E+00      0.000E+00 SHORT HLIF
ZR-97         0.000E+00       2.387E+09      0.000E+00      0.000E+00 SHORT HLIF
MO-99         1.867E+01       1.266E+02      2.201E+02      0.000E+00 NOT IDENT.
TC-99M        0.000E+00       2.603E+24      0.000E+00      0.000E+00 SHORT HLIF
RH-101       -2.146E-02       6.417E-02      1.078E-01      0.000E+00 NOT IDENT.
RH-102        2.769E-02       7.153E-02      1.236E-01      0.000E+00 NOT IDENT.
RU-103        3.316E-02       9.381E-02      1.625E-01      0.000E+00 FAIL ABUN 
RH-106       -5.629E-01       6.758E-01      1.114E+00      0.000E+00 FAIL ABUN 
RU-106       -5.629E-01       6.734E-01      1.114E+00      0.000E+00 FAIL ABUN 
AG-108M       2.859E-03       7.369E-02      1.267E-01      0.000E+00 NOT IDENT.
AG-110M       8.600E-02       8.517E-02      1.403E-01      0.000E+00 NOT IDENT.
IN-111       -2.683E+00       9.632E+00      1.719E+01      0.000E+00 NOT IDENT.
IN-113M       3.917E-02       1.045E-01      1.845E-01      0.000E+00 NOT IDENT.
SN-113        3.917E-02       1.045E-01      1.845E-01      0.000E+00 NOT IDENT.
IN-114M      -3.009E-01       4.211E-01      6.116E-01      0.000E+00 NOT IDENT.
CD-115        0.000E+00       1.612E+02      0.000E+00      0.000E+00 SHORT HLIF
SN-117M      -7.581E-03       1.320E-01      2.292E-01      0.000E+00 NOT IDENT.
SB-122        2.670E+01       2.141E+01      4.049E+01      0.000E+00 NOT IDENT.
I-123         0.000E+00       3.112E+10      0.000E+00      0.000E+00 SHORT HLIF
TE-123M       8.333E-03       5.135E-02      9.004E-02      0.000E+00 NOT IDENT.
I-124        -7.556E-01       4.364E+00      6.887E+00      0.000E+00 NOT IDENT.
SB-124       -2.162E-02       9.688E-02      1.559E-01      0.000E+00 NOT IDENT.
SB-125       -2.080E-01       2.100E-01      3.396E-01      0.000E+00 NOT IDENT.
TE-125M       1.479E+00       1.672E+01      3.005E+01      0.000E+00 NOT IDENT.
I-126         5.691E-02       5.892E-01      8.982E-01      0.000E+00 NOT IDENT.
SB-126        1.629E-01       4.665E-01      7.800E-01      0.000E+00 FAIL ABUN 
SB-127       -1.453E+00       8.427E+00      1.444E+01      0.000E+00 NOT IDENT.
XE-127        2.078E-03       9.219E-02      1.692E-01      0.000E+00 NOT IDENT.
I-131         4.655E-01       4.205E-01      7.733E-01      0.000E+00 NOT IDENT.
TE-132       -3.059E+00       4.924E+00      8.669E+00      0.000E+00 NOT IDENT.
BA-133       -2.563E-02       1.040E-01      1.564E-01      0.000E+00 NOT IDENT.
I-133         0.000E+00       2.052E+06      0.000E+00      0.000E+00 SHORT HLIF
CS-134        9.288E-02       1.058E-01      1.908E-01      0.000E+00 NOT IDENT.
CS-135       -2.199E-01       3.010E-01      5.204E-01      0.000E+00 NOT IDENT.
I-135         0.000E+00       5.950E+22      0.000E+00      0.000E+00 SHORT HLIF
CS-136        7.286E-02       3.607E-01      6.346E-01      0.000E+00 NOT IDENT.
BA-140        9.574E-03       7.827E-01      1.392E+00      0.000E+00 NOT IDENT.
LA-140       -3.039E-02       1.732E-01      2.765E-01      0.000E+00 NOT IDENT.
CE-141        8.272E-02       1.218E-01      2.197E-01      0.000E+00 NOT IDENT.
CE-143        0.000E+00       7.083E+03      0.000E+00      0.000E+00 SHORT HLIF
CE-144       -3.286E-01       3.698E-01      6.221E-01      0.000E+00 NOT IDENT.
PM-144        6.118E-02       7.032E-02      1.287E-01      0.000E+00 NOT IDENT.
PR-144        4.160E+00       4.781E+00      8.748E+00      0.000E+00 NOT IDENT.
PM-146        4.696E-02       1.038E-01      1.816E-01      0.000E+00 NOT IDENT.
ND-147        7.468E-01       1.818E+00      3.301E+00      0.000E+00 NOT IDENT.
PM-149        0.000E+00       1.219E+03      0.000E+00      0.000E+00 SHORT HLIF
EU-152        5.620E-02       2.150E-01      3.547E-01      0.000E+00 FAIL ABUN 
GD-153       -7.579E-03       1.367E-01      2.341E-01      0.000E+00 NOT IDENT.
EU-154        8.329E-02       1.662E-01      3.009E-01      0.000E+00 FAIL ABUN 
EU-155        7.071E-02       1.750E-01      3.196E-01      0.000E+00 FAIL ABUN 
TB-160        1.351E-02       3.846E-01      6.517E-01      0.000E+00 FAIL ABUN 
TM-171        4.734E+01       5.489E+01      1.043E+02      0.000E+00 FAIL ABUN 
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LU-176       -2.641E-02       4.846E-02      8.341E-02      0.000E+00 FAIL ABUN 
LU-177        3.460E+00       3.618E+00      6.842E+00      0.000E+00 NOT IDENT.
LU-177M      -2.360E-01       4.040E-01      6.737E-01      0.000E+00 FAIL ABUN 
HF-181        9.973E-02       1.149E-01      2.044E-01      0.000E+00 NOT IDENT.
W-181        -7.017E-01       7.604E-01      1.360E+00      0.000E+00 NOT IDENT.
TA-182        3.066E-02       2.456E-01      4.261E-01      0.000E+00 NOT IDENT.
RE-183       -7.468E-02       2.298E-01      3.475E-01      0.000E+00 FAIL ABUN 
RE-184       -7.484E-02       4.559E-01      8.152E-01      0.000E+00 FAIL ABUN 
OS-185       -9.900E-02       9.578E-02      1.553E-01      0.000E+00 FAIL ABUN 
RE-188        2.123E-01       3.180E-01      5.706E-01      0.000E+00 NOT IDENT.
W-188        -1.064E+01       1.645E+01      2.453E+01      0.000E+00 NOT IDENT.
IR-192       -1.458E-02       7.099E-02      1.241E-01      0.000E+00 FAIL ABUN 
AU-195        2.348E-01       3.764E-01      6.932E-01      0.000E+00 FAIL ABUN 
TL-200        0.000E+00       6.262E+04      0.000E+00      0.000E+00 SHORT HLIF
TL-201        7.608E+01       6.035E+01      9.783E+01      0.000E+00 FAIL ABUN 
TL-202        3.508E-02       2.285E-01      3.950E-01      0.000E+00 NOT IDENT.
HG-203        2.841E-02       8.460E-02      1.534E-01      0.000E+00 NOT IDENT.
BI-207        5.005E-02       1.319E-01      2.341E-01      0.000E+00 FAIL ABUN 
TL-207        2.698E-01       1.295E+00      2.305E+00      0.000E+00 FAIL ABUN 
PO-209        9.686E+00       2.129E+01      3.688E+01      0.000E+00 NOT IDENT.
BI-210        3.795E+00       1.202E+01      2.287E+01      0.000E+00 NOT IDENT.
PB-210        3.795E+00       1.202E+01      2.287E+01      0.000E+00 NOT IDENT.
PO-210        3.795E+00       1.202E+01      2.287E+01      0.000E+00 NOT IDENT.
PB-211        6.895E-01       2.051E+00      3.533E+00      0.000E+00 NOT IDENT.
BI-212        8.511E-01       8.245E-01      1.132E+00      0.000E+00 FAIL ABUN 
BI-214        0.000E+00       2.598E-01      3.990E-01      0.000E+00 FAIL ABUN 
PO-215        2.698E-01       1.295E+00      2.305E+00      0.000E+00 FAIL ABUN 
RN-219       -8.590E-01       9.008E-01      1.461E+00      0.000E+00 NOT IDENT.
RN-220       -1.936E+01       5.325E+01      9.231E+01      0.000E+00 NOT IDENT.
RA-223        2.698E-01       1.295E+00      2.305E+00      0.000E+00 FAIL ABUN 
RA-226        0.000E+00       2.598E-01      3.990E-01      0.000E+00 FAIL ABUN 
AC-227        3.088E-02       7.424E-01      1.338E+00      0.000E+00 NOT IDENT.
TH-227        3.088E-02       7.424E-01      1.338E+00      0.000E+00 FAIL ABUN 
AC-228        0.000E+00       7.045E-01      8.633E-01      0.000E+00 FAIL ABUN 
RA-228        0.000E+00       7.045E-01      8.633E-01      0.000E+00 FAIL ABUN 
TH-229        4.187E-01       9.256E-01      1.619E+00      0.000E+00 FAIL ABUN 
TH-230        0.000E+00       2.598E-01      3.990E-01      0.000E+00 FAIL ABUN 
PA-231       -5.990E-01       2.890E+00      5.101E+00      0.000E+00 NOT IDENT.
TH-231        2.698E-01       1.295E+00      2.305E+00      0.000E+00 FAIL ABUN 
U-231        -2.241E+00       5.379E+00      8.481E+00      0.000E+00 FAIL ABUN 
TH-232        0.000E+00       7.045E-01      8.633E-01      0.000E+00 FAIL ABUN 
PA-233        7.634E-02       1.243E-01      2.264E-01      0.000E+00 FAIL ABUN 
PA-234       -2.506E-01       9.215E-01      1.518E+00      0.000E+00 FAIL ABUN 
PA-234M       4.686E+00       1.748E+01      2.976E+01      0.000E+00 NOT IDENT.
TH-234       -1.406E+00       2.945E+00      4.913E+00      0.000E+00 FAIL ABUN 
U-234         0.000E+00       2.598E-01      3.990E-01      0.000E+00 FAIL ABUN 
U-235         1.087E-01       3.581E-01      6.389E-01      0.000E+00 FAIL ABUN 
NP-236        4.466E-02       1.395E-01      2.462E-01      0.000E+00 NOT IDENT.
NP-237        0.000E+00       1.650E+00      1.418E+00      0.000E+00 NOT IDENT.
U-238        -1.406E+00       2.945E+00      4.913E+00      0.000E+00 FAIL ABUN 
NP-239       -2.896E-01       3.636E-01      5.893E-01      0.000E+00 NOT IDENT.
CM-243        5.726E-02       1.572E-01      2.870E-01      0.000E+00 NOT IDENT.
CM-247       -9.033E-02       8.107E-02      1.311E-01      0.000E+00 NOT IDENT.
CF-249       -7.481E-02       9.172E-02      1.522E-01      0.000E+00 NOT IDENT.
CF-251       -4.585E-02       2.310E-01      3.949E-01      0.000E+00 NOT IDENT.
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VAX/VMS Nuclide Identification Report Generated 22-APR-2009 12:38:05.40

********************************************************************************
*                             GEL Laboratories LLC                              *
*                               2040 Savage Road                               *
*                             Charleston, SC 29414                             *
********************************************************************************
Configuration    : DKA100:[CANBERRA.GAMMA.ARCHIVE.GAMMA]G1201810185.CNF;1
Sample date      : 1-APR-2009 00:00:00. Acquisition date : 22-APR-2009 11:37:00
Sample ID        : G1201810185          Sample quantity  : 1.51730E+02 GRAM
Detector name    : GAM02                Detector geometry: CAN
Elapsed live time: 0 01:00:00.00        Elapsed real time: 0 01:00:02.46  0.1%
Energy tolerance : 1.50000 keV          Analyst Initials : MJH1
Abundance limit  : 75.00000             Sensitivity      : 5.00000
Batch ID         : 855520               Detector SN#     : 
Matrix Spike ID  :                      LCS ID           : 1032-A
********************************************************************************

Nuclide Line Activity Report

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
CO-57       122.06     496   85.51*  6.336E+00  4.534E-01   4.791E-01    17.95

136.48  ------   10.60   6.255E+00  ------  Line Not Found  ------
CO-60      1173.22    1975  100.00   1.265E+00  7.728E+00   7.788E+00     7.52

1332.49    1797  100.00*  1.129E+00  7.874E+00   7.935E+00     8.86
CD-109       88.03    2183    3.72*  5.316E+00  5.463E+01   5.641E+01    13.33
SN-126       64.28  ------    9.60   2.691E+00  ------  Line Not Found  ------

86.94    2183    8.90   5.316E+00  2.283E+01   2.283E+01    42.59
87.57    2183   37.00*  5.316E+00  5.493E+00   5.493E+00    13.33

BA-137M     661.65    2218   89.98*  2.116E+00  5.762E+00   5.770E+00     7.96
CS-137      661.65    2218   85.12*  2.116E+00  6.091E+00   6.100E+00     7.98
CE-139      165.85      67   80.35*  5.801E+00  7.074E-02   7.884E-02    80.95
TL-208      277.35  ------    6.80   4.129E+00  ------  Line Not Found  ------

510.84      78   21.60   2.608E+00  6.874E-01   6.874E-01    80.06
583.14     183   84.20*  2.349E+00  4.590E-01   4.590E-01    32.80
860.37  ------   12.46   1.682E+00  ------  Line Not Found  ------

BI-211       72.87  ------    1.27   3.827E+00  ------  Line Not Found  ------
351.07     224   12.94*  3.462E+00  2.470E+00   2.470E+00    30.55

PB-212       74.81     139   10.70   4.059E+00  1.586E+00   1.586E+00    50.29
77.11     234   18.00   4.316E+00  1.489E+00   1.489E+00    28.98
87.30    2183    8.00   5.316E+00  2.540E+01   2.540E+01    16.66
238.63     612   44.60*  4.605E+00  1.474E+00   1.474E+00    14.30
300.09  ------    3.41   3.896E+00  ------  Line Not Found  ------

PO-212       74.81     139   10.70   4.059E+00  1.586E+00   1.586E+00    50.29
77.11     234   18.00   4.316E+00  1.489E+00   1.489E+00    28.98
87.30    2183    8.00   5.316E+00  2.540E+01   2.540E+01    16.66
115.19  ------    0.60   6.304E+00  ------  Line Not Found  ------
238.63     612   44.60*  4.605E+00  1.474E+00   1.474E+00    14.30
300.09  ------    3.41   3.896E+00  ------  Line Not Found  ------

PB-214       74.81     139    6.21   4.059E+00  2.732E+00   2.732E+00    49.97
77.11     234   10.50   4.316E+00  2.553E+00   2.553E+00    29.96
87.30    2183    4.67   5.316E+00  4.352E+01   4.352E+01    15.40
241.98     123    7.49   4.567E+00  1.786E+00   1.786E+00    70.39
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Nuclide Line Activity Report (continued)                             Page :   2
Sample ID : G1201810185                 Acquisition date : 22-APR-2009 11:37:00

Nuclide Type:                                 
Uncorrected Decay Corr   2-Sigma

Nuclide     Energy    Area    %Abn     %Eff     pCi/GRAM    pCi/GRAM     %Error
295.21     148   19.20   3.943E+00  9.655E-01   9.656E-01    44.11
351.92     224   37.20*  3.462E+00  8.591E-01   8.591E-01    31.00

PO-214       74.81     139    6.21   4.059E+00  2.732E+00   2.732E+00    49.97
77.11     234   10.50   4.316E+00  2.553E+00   2.553E+00    29.96
87.30    2183    4.67   5.316E+00  4.352E+01   4.352E+01    15.40
241.98     123    7.49   4.567E+00  1.786E+00   1.786E+00    70.39
295.21     148   19.20   3.943E+00  9.655E-01   9.656E-01    44.11
351.92     224   37.20*  3.462E+00  8.591E-01   8.591E-01    31.00

PO-216       74.81     139   10.70   4.059E+00  1.586E+00   1.586E+00    50.29
77.11     234   18.00   4.316E+00  1.489E+00   1.489E+00    28.98
87.30    2183    8.00   5.316E+00  2.540E+01   2.540E+01    16.66
238.63     612   44.60*  4.605E+00  1.474E+00   1.474E+00    14.30
300.09  ------    3.41   3.896E+00  ------  Line Not Found  ------

PO-218       74.81     139    6.21   4.059E+00  2.732E+00   2.732E+00    49.97
77.11     234   10.50   4.316E+00  2.553E+00   2.553E+00    29.96
87.30    2183    4.67   5.316E+00  4.352E+01   4.352E+01    15.40
241.98     123    7.49   4.567E+00  1.786E+00   1.786E+00    70.39
295.21     148   19.20   3.943E+00  9.655E-01   9.656E-01    44.11
351.92     224   37.20*  3.462E+00  8.591E-01   8.591E-01    31.00

RA-224      240.98     123    3.95*  4.567E+00  3.387E+00   3.387E+00    70.17
TH-228       84.40  ------    1.21   5.028E+00  ------  Line Not Found  ------

238.60     612   44.60*  4.605E+00  1.474E+00   1.474E+00    14.30
300.10  ------    3.41   3.896E+00  ------  Line Not Found  ------

AM-241       59.54    2257   35.90*  2.029E+00  1.533E+01   1.533E+01    11.01
AM-243       74.67     139   66.00*  4.059E+00  2.570E-01   2.570E-01    49.41

86.72    2183    0.34   5.316E+00  6.048E+02   6.048E+02    13.33
117.66  ------    0.55   6.322E+00  ------  Line Not Found  ------
142.18  ------    0.13   6.186E+00  ------  Line Not Found  ------

ANH-511     511.00      78  100.00*  2.608E+00  1.485E-01   1.485E-01    79.62

Flag: "*" = Keyline

294



Summary of Nuclide Activity                                          Page :   3
Sample ID : G1201810185                 Acquisition date : 22-APR-2009 11:37:00

Total number of lines in spectrum              24
Number of unidentified lines                    0
Number of lines tentatively identified by NID  24      100.00%

Nuclide Type :                                 

Uncorrected  Decay Corr   Decay Corr   2-Sigma
Nuclide     Hlife   Decay  pCi/GRAM     pCi/GRAM   2-Sigma Error  %Error Flags
CO-57     270.90D    1.06  4.534E-01    4.791E-01    0.860E-01    17.95       
CO-60       5.27Y    1.01  7.874E+00    7.935E+00    0.703E+00     8.86       
CD-109    464.00D    1.03  5.463E+01    5.641E+01    0.752E+01    13.33       
SN-126  1.00E+05Y    1.00  5.493E+00    5.493E+00    0.732E+00    13.33       
BA-137M    30.17Y    1.00  5.762E+00    5.770E+00    0.459E+00     7.96       
CS-137     30.17Y    1.00  6.091E+00    6.100E+00    0.487E+00     7.98       
CE-139    137.66D    1.11  7.074E-02    7.884E-02    6.381E-02    80.95       
TL-208  1.41E+10Y    1.00  4.590E-01    4.590E-01    1.505E-01    32.80       
BI-211  7.04E+08Y    1.00  2.470E+00    2.470E+00    0.755E+00    30.55       
PB-212  1.41E+10Y    1.00  1.474E+00    1.474E+00    0.211E+00    14.30       
PO-212  1.41E+10Y    1.00  1.474E+00    1.474E+00    0.211E+00    14.30       
PB-214   1600.00Y    1.00  8.591E-01    8.591E-01    2.663E-01    31.00       
PO-214   1600.00Y    1.00  8.591E-01    8.591E-01    2.663E-01    31.00       
PO-216  1.41E+10Y    1.00  1.474E+00    1.474E+00    0.211E+00    14.30       
PO-218   1600.00Y    1.00  8.591E-01    8.591E-01    2.663E-01    31.00       
RA-224  1.41E+10Y    1.00  3.387E+00    3.387E+00    2.376E+00    70.17       
TH-228  1.41E+10Y    1.00  1.474E+00    1.474E+00    0.211E+00    14.30       
AM-241    432.20Y    1.00  1.533E+01    1.533E+01    0.169E+01    11.01       
AM-243   7380.00Y    1.00  2.570E-01    2.570E-01    1.270E-01    49.41       
ANH-511 1.00E+09Y    1.00  1.485E-01    1.485E-01    1.182E-01    79.62       

---------    ---------
Total Activity :  1.109E+02    1.128E+02

Grand Total Activity :  1.109E+02    1.128E+02

Flags: "K" = Keyline not found         "M" = Manually accepted
"E" = Manually edited           "A" = Nuclide specific abn. limit
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Unidentified Energy Lines                                            Page :   4
Sample ID : G1201810185                 Acquisition date : 22-APR-2009 11:37:00

It   Energy    Area   Bkgnd  FWHM  Channel Left Pw  Cts/Sec %Err   %Eff   Flags

0    92.96      98     380  1.60   184.85  181  8 2.71E-02 76.2  5.63E+00  T
0   185.73      56     378  1.00   370.44  367  9 1.56E-02 ****  5.45E+00  T
0   338.44     138     205  1.11   675.95  672 10 3.83E-02 42.4  3.56E+00  T
0   371.11      29     124  1.39   741.31  738  8 7.95E-03 ****  3.33E+00  T
0   609.36     166     150  1.37  1218.00 1212 11 4.60E-02 32.9  2.27E+00  T
0   727.42      40      91  1.04  1454.24 1449 11 1.10E-02 98.5  1.95E+00  T
0   911.40     159     162  1.41  1822.41 1815 15 4.42E-02 38.6  1.60E+00  T
0  1764.73      24       6  2.00  3530.46 3524 11 6.71E-03 61.7  9.19E-01  T
0  1835.01      16      10  1.43  3671.17 3665 13 4.39E-03 96.2  9.01E-01  T

Flags: "T" = Tentatively associated
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VAX/VMS Nuclide Identification Report Generated 

*******************************************************************************
*                          GEL Laboratories LLC                               *
*                              2040 Savage Road                               *
*                            Charleston, SC 29414                             *
*******************************************************************************
*                                                                             *
*                               DETECTOR DATA                                 *
*                                                                             *
* Configuration    : SYS$SYSROOT:[ALPHA.ARCHIVE.GAMMA]G1201810185             *
* Acquisition date : 22-APR-2009 11:37:00 Detector SN#    :                   *
* Detector ID      : GAM02                Sensitivity     : 5.000             *
* Geometry         : CAN                  Energy tolerance: 1.500             *
* Elapsed live time:    0 01:00:00.00     Abundance limit : 75.000            *
* Elapsed real time:    0 01:00:02.46     Half life ratio : 8.000             *
*******************************************************************************
*                                                                             *
*                                SAMPLE DATA                                  *
*                                                                             *
* Sample date      :  1-APR-2009 00:00:00 Nuclide Library : SOLID             *
* Sample ID        : G1201810185          Analyst initials: MJH1              *
* Batch Number     : 855520               Sample Quantity : 1.5173E+02 GRAM   *
* Recovery         :    1.00000           Carrier Weight :    0.00000         *
*******************************************************************************
*                                                                             *
*                                  QC DATA                                    *
*                                                                             *
* CALIB. DATE/TIME :  1-NOV-2008 14:03:38 MS Isotope      :                   *
* MSD DPM          :    0.000             MSD Isotope     :                   *
* LCS DPM          :    0.000             LCS Isotope     :                   *
* LCSD DPM         :    0.000             LCSD Isotope    :                   *
*******************************************************************************

Combined Activity-MDA Report

---- Identified Nuclides ----

Activity        Act Error        LC            TPU
Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

CO-57         4.791E-01       8.429E-02      4.175E-02      8.429E-02
CO-60         7.935E+00       6.887E-01      4.992E-02      6.887E-01
CD-109        5.641E+01       7.367E+00      1.422E+00      7.367E+00
SN-126        5.493E+00       7.173E-01      1.393E-01      7.173E-01
BA-137M       5.770E+00       4.502E-01      6.635E-02      4.502E-01
CS-137        6.100E+00       4.770E-01      7.014E-02      4.770E-01
CE-139        7.884E-02       6.254E-02      4.643E-02      6.254E-02
TL-208        4.590E-01       1.475E-01      5.926E-02      1.475E-01
BI-211        2.470E+00       7.395E-01      3.630E-01      7.395E-01
PB-212        1.474E+00       2.065E-01      9.361E-02      2.065E-01
PO-212        1.474E+00       2.065E-01      9.361E-02      2.065E-01
PB-214        8.591E-01       2.610E-01      1.236E-01      2.610E-01
PO-214        8.591E-01       2.610E-01      1.236E-01      2.610E-01
PO-216        1.474E+00       2.065E-01      9.361E-02      2.065E-01
PO-218        8.591E-01       2.610E-01      1.236E-01      2.610E-01
RA-224        3.387E+00       2.329E+00      1.065E+00      2.329E+00
TH-228        1.474E+00       2.065E-01      9.360E-02      2.065E-01
AM-241        1.533E+01       1.654E+00      3.600E-01      1.654E+00
AM-243        2.570E-01       1.245E-01      9.427E-02      1.245E-01
ANH-511       1.485E-01       1.159E-01      5.458E-02      1.159E-01

---- Non-Identified Nuclides ----

Key-Line
Activity     K.L Act error        LC             TPU

Nuclide     (pCi/GRAM  )                   (pCi/GRAM  )

BE-7         -1.026E+00       8.872E-01      7.030E-01      8.872E-01 NOT IDENT.
NA-22         2.992E-02       5.967E-02      5.408E-02      5.967E-02 NOT IDENT.
NA-24        -4.173E+07       1.144E+09      0.000E+00      1.144E+09 SHORT HLIF
AL-26        -4.063E-03       4.789E-02      3.992E-02      4.789E-02 NOT IDENT.
K-40          7.088E-01       6.697E-01      6.551E-01      6.697E-01 NOT IDENT.
TI-44         2.748E-01       7.805E-02      6.724E-02      7.805E-02 FAIL ABUN 
SC-46        -3.706E-02       1.133E-01      9.365E-02      1.133E-01 NOT IDENT.

297



V-48         -3.566E-01       2.649E-01      1.988E-01      2.649E-01 NOT IDENT.
CR-51         2.731E-01       8.679E-01      7.782E-01      8.679E-01 NOT IDENT.
MN-52         3.956E-01       6.548E-01      6.126E-01      6.548E-01 FAIL ABUN 
MN-54         6.634E-02       9.316E-02      8.264E-02      9.316E-02 NOT IDENT.
CO-56         3.899E-02       1.002E-01      8.734E-02      1.002E-01 NOT IDENT.
CO-58        -5.686E-02       9.749E-02      7.961E-02      9.749E-02 NOT IDENT.
FE-59        -1.839E-01       2.516E-01      2.064E-01      2.516E-01 NOT IDENT.
ZN-65        -3.960E-01       2.340E-01      1.786E-01      2.340E-01 NOT IDENT.
GE-68         1.002E-01       2.988E+00      2.594E+00      2.988E+00 NOT IDENT.
AS-73        -2.742E-01       2.781E+00      2.604E+00      2.781E+00 NOT IDENT.
AS-74         7.754E-02       2.560E-01      2.289E-01      2.560E-01 NOT IDENT.
SE-75         5.656E-02       8.497E-02      7.848E-02      8.497E-02 FAIL ABUN 
BR-77         6.878E+01       1.465E+02      0.000E+00      1.465E+02 SHORT HLIF
SR-82        -5.684E-01       1.041E+00      8.580E-01      1.041E+00 NOT IDENT.
RB-83         9.668E-02       1.614E-01      1.413E-01      1.614E-01 NOT IDENT.
RB-84        -1.837E-01       2.136E-01      1.695E-01      2.136E-01 NOT IDENT.
KR-85         1.859E+01       1.588E+01      1.290E+01      1.588E+01 NOT IDENT.
SR-85         1.019E-01       8.706E-02      7.068E-02      8.706E-02 NOT IDENT.
RB-86        -4.770E-01       2.370E+00      2.023E+00      2.370E+00 NOT IDENT.
Y-88          1.003E-01       9.473E-02      8.179E-02      9.473E-02 FAIL ABUN 
ZR-88         3.818E-02       7.175E-02      6.389E-02      7.175E-02 NOT IDENT.
Y-91          1.097E+01       2.898E+01      2.581E+01      2.898E+01 NOT IDENT.
NB-94        -3.551E-02       6.576E-02      5.469E-02      6.576E-02 NOT IDENT.
NB-95        -1.242E-01       1.191E-01      9.536E-02      1.191E-01 NOT IDENT.
NB-95M       -2.798E+00       1.311E+01      1.035E+01      1.311E+01 NOT IDENT.
ZR-95        -4.340E-02       1.573E-01      1.324E-01      1.573E-01 NOT IDENT.
NB-97         1.917E+08       1.249E+08      0.000E+00      1.249E+08 SHORT HLIF
ZR-97         5.275E+08       2.387E+09      0.000E+00      2.387E+09 SHORT HLIF
MO-99         1.867E+01       1.266E+02      1.101E+02      1.266E+02 NOT IDENT.
TC-99M        3.239E+22       2.603E+24      0.000E+00      0.000E+00 SHORT HLIF
RH-101       -2.146E-02       6.417E-02      5.393E-02      6.417E-02 NOT IDENT.
RH-102        2.769E-02       7.153E-02      6.186E-02      7.153E-02 NOT IDENT.
RU-103        3.316E-02       9.381E-02      8.131E-02      9.381E-02 FAIL ABUN 
RH-106       -5.629E-01       6.758E-01      5.571E-01      6.758E-01 FAIL ABUN 
RU-106       -5.629E-01       6.734E-01      5.571E-01      6.734E-01 FAIL ABUN 
AG-108M       2.859E-03       7.369E-02      6.341E-02      7.369E-02 NOT IDENT.
AG-110M       8.600E-02       8.517E-02      7.020E-02      8.517E-02 NOT IDENT.
IN-111       -2.683E+00       9.632E+00      8.599E+00      9.632E+00 NOT IDENT.
IN-113M       3.917E-02       1.045E-01      9.233E-02      1.045E-01 NOT IDENT.
SN-113        3.917E-02       1.045E-01      9.233E-02      1.045E-01 NOT IDENT.
IN-114M      -3.009E-01       4.211E-01      3.060E-01      4.211E-01 NOT IDENT.
CD-115        1.880E+01       1.612E+02      0.000E+00      1.612E+02 SHORT HLIF
SN-117M      -7.581E-03       1.320E-01      1.147E-01      1.320E-01 NOT IDENT.
SB-122        2.670E+01       2.141E+01      2.026E+01      2.141E+01 NOT IDENT.
I-123         5.050E+09       3.112E+10      0.000E+00      3.112E+10 SHORT HLIF
TE-123M       8.333E-03       5.135E-02      4.505E-02      5.135E-02 NOT IDENT.
I-124        -7.556E-01       4.364E+00      3.445E+00      4.364E+00 NOT IDENT.
SB-124       -2.162E-02       9.688E-02      7.801E-02      9.688E-02 NOT IDENT.
SB-125       -2.080E-01       2.100E-01      1.699E-01      2.100E-01 NOT IDENT.
TE-125M       1.479E+00       1.672E+01      1.503E+01      1.672E+01 NOT IDENT.
I-126         5.691E-02       5.892E-01      4.494E-01      5.892E-01 NOT IDENT.
SB-126        1.629E-01       4.665E-01      3.902E-01      4.665E-01 FAIL ABUN 
SB-127       -1.453E+00       8.427E+00      7.223E+00      8.427E+00 NOT IDENT.
XE-127        2.078E-03       9.219E-02      8.465E-02      9.219E-02 NOT IDENT.
I-131         4.655E-01       4.205E-01      3.869E-01      4.205E-01 NOT IDENT.
TE-132       -3.059E+00       4.924E+00      4.337E+00      4.924E+00 NOT IDENT.
BA-133       -2.563E-02       1.040E-01      7.827E-02      1.040E-01 NOT IDENT.
I-133         7.137E+05       2.052E+06      0.000E+00      2.052E+06 SHORT HLIF
CS-134        9.288E-02       1.058E-01      9.547E-02      1.058E-01 NOT IDENT.
CS-135       -2.199E-01       3.010E-01      2.604E-01      3.010E-01 NOT IDENT.
I-135        -1.338E+22       5.950E+22      0.000E+00      0.000E+00 SHORT HLIF
CS-136        7.286E-02       3.607E-01      3.175E-01      3.607E-01 NOT IDENT.
BA-140        9.574E-03       7.827E-01      6.962E-01      7.827E-01 NOT IDENT.
LA-140       -3.039E-02       1.732E-01      1.384E-01      1.732E-01 NOT IDENT.
CE-141        8.272E-02       1.218E-01      1.099E-01      1.218E-01 NOT IDENT.
CE-143        9.512E+03       7.083E+03      0.000E+00      7.083E+03 SHORT HLIF
CE-144       -3.286E-01       3.698E-01      3.112E-01      3.698E-01 NOT IDENT.
PM-144        6.118E-02       7.032E-02      6.437E-02      7.032E-02 NOT IDENT.
PR-144        4.160E+00       4.781E+00      4.376E+00      4.781E+00 NOT IDENT.
PM-146        4.696E-02       1.038E-01      9.087E-02      1.038E-01 NOT IDENT.
ND-147        7.468E-01       1.818E+00      1.652E+00      1.818E+00 NOT IDENT.
PM-149       -3.269E+02       1.219E+03      0.000E+00      1.219E+03 SHORT HLIF
EU-152        5.620E-02       2.150E-01      1.774E-01      2.150E-01 FAIL ABUN 
GD-153       -7.579E-03       1.367E-01      1.171E-01      1.367E-01 NOT IDENT.
EU-154        8.329E-02       1.662E-01      1.506E-01      1.662E-01 FAIL ABUN 
EU-155        7.071E-02       1.750E-01      1.599E-01      1.750E-01 FAIL ABUN 
TB-160        1.351E-02       3.846E-01      3.260E-01      3.846E-01 FAIL ABUN 
TM-171        4.734E+01       5.489E+01      5.219E+01      5.489E+01 FAIL ABUN 
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LU-176       -2.641E-02       4.846E-02      4.173E-02      4.846E-02 FAIL ABUN 
LU-177        3.460E+00       3.618E+00      3.423E+00      3.618E+00 NOT IDENT.
LU-177M      -2.360E-01       4.040E-01      3.371E-01      4.040E-01 FAIL ABUN 
HF-181        9.973E-02       1.149E-01      1.023E-01      1.149E-01 NOT IDENT.
W-181        -7.017E-01       7.604E-01      6.803E-01      7.604E-01 NOT IDENT.
TA-182        3.066E-02       2.456E-01      2.132E-01      2.456E-01 NOT IDENT.
RE-183       -7.468E-02       2.298E-01      1.738E-01      2.298E-01 FAIL ABUN 
RE-184       -7.484E-02       4.559E-01      4.078E-01      4.559E-01 FAIL ABUN 
OS-185       -9.900E-02       9.578E-02      7.770E-02      9.578E-02 FAIL ABUN 
RE-188        2.123E-01       3.180E-01      2.855E-01      3.180E-01 NOT IDENT.
W-188        -1.064E+01       1.645E+01      1.227E+01      1.645E+01 NOT IDENT.
IR-192       -1.458E-02       7.099E-02      6.208E-02      7.099E-02 FAIL ABUN 
AU-195        2.348E-01       3.764E-01      3.468E-01      3.764E-01 FAIL ABUN 
TL-200       -3.047E+04       6.262E+04      0.000E+00      6.262E+04 SHORT HLIF
TL-201        7.608E+01       6.035E+01      4.894E+01      6.035E+01 FAIL ABUN 
TL-202        3.508E-02       2.285E-01      1.976E-01      2.285E-01 NOT IDENT.
HG-203        2.841E-02       8.460E-02      7.674E-02      8.460E-02 NOT IDENT.
BI-207        5.005E-02       1.319E-01      1.171E-01      1.319E-01 FAIL ABUN 
TL-207        2.698E-01       1.295E+00      1.153E+00      1.295E+00 FAIL ABUN 
PO-209        9.686E+00       2.129E+01      1.845E+01      2.129E+01 NOT IDENT.
BI-210        3.795E+00       1.202E+01      1.144E+01      1.202E+01 NOT IDENT.
PB-210        3.795E+00       1.202E+01      1.144E+01      1.202E+01 NOT IDENT.
PO-210        3.795E+00       1.202E+01      1.144E+01      1.202E+01 NOT IDENT.
PB-211        6.895E-01       2.051E+00      1.767E+00      2.051E+00 NOT IDENT.
BI-212        8.511E-01       8.245E-01      5.663E-01      8.245E-01 FAIL ABUN 
BI-214        7.811E-01       2.598E-01      1.996E-01      2.598E-01 FAIL ABUN 
PO-215        2.698E-01       1.295E+00      1.153E+00      1.295E+00 FAIL ABUN 
RN-219       -8.590E-01       9.008E-01      7.310E-01      9.008E-01 NOT IDENT.
RN-220       -1.936E+01       5.325E+01      4.618E+01      5.325E+01 NOT IDENT.
RA-223        2.698E-01       1.295E+00      1.153E+00      1.295E+00 FAIL ABUN 
RA-226        7.811E-01       2.598E-01      1.996E-01      2.598E-01 FAIL ABUN 
AC-227        3.088E-02       7.424E-01      6.695E-01      7.424E-01 NOT IDENT.
TH-227        3.088E-02       7.424E-01      6.695E-01      7.424E-01 FAIL ABUN 
AC-228        1.781E+00       7.045E-01      4.319E-01      7.045E-01 FAIL ABUN 
RA-228        1.781E+00       7.045E-01      4.319E-01      7.045E-01 FAIL ABUN 
TH-229        4.187E-01       9.256E-01      8.099E-01      9.256E-01 FAIL ABUN 
TH-230        7.810E-01       2.598E-01      1.996E-01      2.598E-01 FAIL ABUN 
PA-231       -5.990E-01       2.890E+00      2.552E+00      2.890E+00 NOT IDENT.
TH-231        2.698E-01       1.295E+00      1.153E+00      1.295E+00 FAIL ABUN 
U-231        -2.241E+00       5.379E+00      4.243E+00      5.379E+00 FAIL ABUN 
TH-232        1.781E+00       7.045E-01      4.319E-01      7.045E-01 FAIL ABUN 
PA-233        7.634E-02       1.243E-01      1.133E-01      1.243E-01 FAIL ABUN 
PA-234       -2.506E-01       9.215E-01      7.594E-01      9.215E-01 FAIL ABUN 
PA-234M       4.686E+00       1.748E+01      1.489E+01      1.748E+01 NOT IDENT.
TH-234       -1.406E+00       2.945E+00      2.458E+00      2.945E+00 FAIL ABUN 
U-234         7.810E-01       2.598E-01      1.996E-01      2.598E-01 FAIL ABUN 
U-235         1.087E-01       3.581E-01      3.196E-01      3.581E-01 FAIL ABUN 
NP-236        4.466E-02       1.395E-01      1.232E-01      1.395E-01 NOT IDENT.
NP-237        6.453E+00       1.650E+00      7.093E-01      1.650E+00 NOT IDENT.
U-238        -1.406E+00       2.945E+00      2.458E+00      2.945E+00 FAIL ABUN 
NP-239       -2.896E-01       3.636E-01      2.948E-01      3.636E-01 NOT IDENT.
CM-243        5.726E-02       1.572E-01      1.436E-01      1.572E-01 NOT IDENT.
CM-247       -9.033E-02       8.107E-02      6.559E-02      8.107E-02 NOT IDENT.
CF-249       -7.481E-02       9.172E-02      7.614E-02      9.172E-02 NOT IDENT.
CF-251       -4.585E-02       2.310E-01      1.975E-01      2.310E-01 NOT IDENT.
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********************************************************************************
*                             GEL Laboratories LLC                             *
*                                2040 SAVAGE ROAD                              *
*                             CHARLESTON ,SC 29417                             *
*                       GAMMA SPECTROSCOPY BACKGROUND REPORT                   *
********************************************************************************

ENERGY        MDA COUNTS
______        __________

46.50          366.1600
46.50          366.1600
46.50          366.1600
48.70          427.7063
49.72          354.5282
51.35          442.8260
52.39          465.8819
52.97          500.1882
53.15          500.4479
53.44          480.9015
54.07          438.4963
56.28          518.5907
56.28          518.5950
57.37            0.0000
57.53          521.7524
57.53          521.7554
57.60          521.8522
57.98          533.4182
57.98          533.4182
59.32          438.9723
59.32          438.9723
59.40          439.0655
59.54          439.2301
59.72          439.4402
60.01          347.8500
61.10          372.4769
61.14          372.5157
61.30          372.6722
63.00          335.2075
63.29          348.0362
63.29          348.0362
63.58          352.4904
64.28          364.3282
65.12          381.0145
65.20          397.9446
65.20          397.9446
66.05          377.2083
66.72          336.4790
66.83          336.5719
66.91          341.3391
67.20          321.8218
67.20          321.8218
67.75          356.1784
67.85          356.2649
68.90          393.0829
68.90          393.0829
69.30          394.4074
69.67          390.0262
70.82          375.9088
70.82          375.9088
70.83          375.9168
72.80          394.8296
72.87          394.8928
72.87          394.8928
74.67          406.1155
74.81          406.2471
74.81          406.2471
74.81          406.2471
74.81          406.2471
74.81          406.2471
74.81          406.2471
74.97          406.3959
75.28          406.6827
75.70          407.0709
77.11          408.3670
77.11          408.3670
77.11          408.3670
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77.11          408.3670
77.11          408.3670
77.11          408.3670
78.38          420.1495
79.62          431.4694
79.80          431.6393
79.80          431.6393
80.11          436.2946
80.18          436.3632
80.30          436.4754
80.30          436.4754
81.00          461.9128
81.07          461.9829
81.07          461.9829
81.07          461.9829
81.07          461.9829
82.60          478.6156
83.37          443.7621
83.78          435.3577
83.78          435.3577
83.78          435.3577
83.78          435.3577
84.21          422.5474
84.40          455.0098
84.90          459.8955
85.43          478.0579
86.29          540.8065
86.50          541.0416
86.54          541.0864
86.59          541.1425
86.72          541.2880
86.79          539.8914
86.94          540.0589
87.30          478.4409
87.30          478.4409
87.30          478.4409
87.30          478.4409
87.30          478.4409
87.30          478.4409
87.57          478.7078
87.88            0.0000
88.03          479.1602
88.36          479.4840
88.47          479.5903
89.95          332.5667
91.11          333.3442
92.29          298.3292
92.38          298.3826
92.38          298.3826
93.35          260.0907
94.00          237.9723
94.67          247.2747
94.67          247.2759
94.90          269.8771
94.90          269.8771
94.90          269.8771
94.90          269.8771
95.87          274.8923
95.87          274.8923
96.73          252.7793
97.43          262.7603
98.44          255.6175
98.44          255.6175
98.88          243.7454
99.55          253.1294
99.55          253.1294
99.86          255.2957
100.00          255.3626
100.10          255.4128
103.18          252.8146
103.76          246.9860
105.00          246.5259
105.31          246.6650
108.00          277.5625
109.28          269.9800
111.00          292.4200
111.00          292.4200
111.76          280.4350
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112.95          298.5781
115.19          297.6533
116.30          328.3470
117.00          317.0845
117.00          317.0845
117.66          321.8106
121.11          311.0911
121.62          300.8677
121.78          300.9465
122.06          301.0852
122.32          301.2122
122.32          301.2122
122.32          301.2122
122.32          301.2122
123.07          282.1416
127.23          278.0039
129.76          252.7764
131.20          288.4723
133.02          287.1506
133.54          307.6787
135.34          248.5367
136.00          250.9292
136.25          257.4609
136.48          251.1125
140.51          247.2331
140.51            0.0000
142.18          283.5588
142.65          264.2589
143.76          249.5012
144.24          255.1045
144.24          255.1045
144.24          255.1045
144.24          255.1045
145.22          238.0721
145.44          251.1970
147.16          271.4420
152.43          254.8049
152.70          234.0261
153.22          236.3941
154.21          264.2456
154.21          264.2456
154.21          264.2456
154.21          264.2456
155.03          253.5231
156.02          279.2564
158.56          259.1819
159.00            0.0000
159.00          253.7953
160.31          253.1346
161.27          262.7997
162.32          258.8284
162.64          263.9513
163.35          272.5629
163.89          261.0434
165.85          251.6556
167.43          237.0468
171.28          274.8401
171.86          263.7737
172.10          264.9822
176.55          278.9572
176.60          266.5002
181.06          258.2917
185.71          283.2771
186.00          283.3776
190.27          288.8711
192.34          284.3799
193.63          240.8174
197.04          253.4041
198.01          289.7629
198.60          302.7700
200.40            0.0000
201.83          272.6304
202.84          260.6567
205.31          291.3094
208.36          245.5046
208.81          250.9289
209.75          223.7724
209.75          223.7724
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210.97          247.1029
215.65          243.0323
216.55          246.8342
218.09          260.6328
222.10          259.0685
223.80          255.9416
226.40          252.1414
227.00          245.9941
227.08          240.6080
227.20          240.6365
228.16          263.4331
228.18          263.4376
228.18          263.4376
231.56            0.0000
235.69          263.3029
236.00          263.3868
236.00          263.3868
238.60          250.7671
238.63          250.7755
238.63          250.7755
238.63          250.7755
239.00            0.0000
240.98          251.3693
241.98          251.6211
241.98          251.6211
241.98          251.6211
244.69          252.3008
245.39          252.4750
247.94          223.8400
248.90          222.5775
249.79            0.0000
252.40          224.6311
252.85          226.5790
252.85          226.5790
254.15            0.0000
256.20          230.0942
256.20          230.0942
260.50          247.8042
260.90            0.0000
262.80          210.9991
264.65          187.9836
268.24          242.0994
268.79          223.4446
269.46          198.2182
269.46          198.2182
269.46          198.2182
269.46          198.2182
271.23          194.7795
273.65          248.9623
276.40          213.6613
277.35          213.8441
277.60          213.8924
277.60          213.8924
278.00          224.3826
278.60          200.8235
279.20          200.9303
279.53          205.7288
281.68            0.0000
283.67          196.0231
284.30          204.7021
285.00          189.5869
285.90            0.0000
286.10          182.1431
286.10          182.1431
287.40          191.8971
288.45            0.0000
290.67          197.6163
290.80          197.6383
291.72          190.1323
293.26            0.0000
293.70          190.4593
295.21          176.8658
295.21          176.8658
295.21          176.8658
295.96          187.7507
296.50          214.0111
297.23            0.0000
298.57          194.3402
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299.80          183.7353
299.80          183.7353
300.09          183.7818
300.09          183.7818
300.09          183.7818
300.10          183.7847
300.12          183.7876
301.29          194.3507
302.84          201.2397
303.76            0.0000
303.91          213.0411
304.40          185.0342
304.40          185.0342
304.84          172.5054
306.84          196.0913
308.46          170.1107
311.98          165.7329
316.51          178.0940
318.01          178.3120
319.02          181.4008
319.41          184.3998
320.08          177.6306
323.87          179.1590
323.87          179.1590
323.87          179.1590
323.87          179.1590
325.23          200.0480
328.77          172.9439
333.44          190.4443
334.20          177.8519
334.20          177.8519
334.30          192.1614
338.28          194.1520
338.28          194.1520
338.28          194.1520
338.28          194.1520
338.32          194.1579
338.32          194.1579
338.32          194.1579
340.50          180.3227
340.57          180.3338
344.27          177.3793
345.85          186.9401
350.59            0.0000
351.07          183.3936
351.92          175.0594
351.92          175.0594
351.92          175.0594
355.39            0.0000
356.01          188.9167
364.48          150.2967
366.43          185.4949
367.43          169.3478
367.94            0.0000
369.80          176.1645
374.96          171.9093
383.85          181.2368
387.95          213.7751
388.63          213.8762
391.69          182.2332
391.69          182.2332
392.90          170.9871
398.62          157.0966
400.65          165.6501
401.10          174.0382
401.81          189.7620
402.60          196.1240
404.84          165.0784
411.60          180.5218
413.65          188.1254
414.70          169.3256
415.30          157.8209
415.76          166.2886
417.63            0.0000
418.52          192.9520
423.70          170.3329
427.08          159.0431
427.89          186.7100
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432.53          138.3253
433.93          161.8781
439.47            0.0000
439.56          165.6667
439.89          175.3235
443.98          169.3456
444.90          176.9515
445.03          176.9666
445.03          176.9666
445.03          176.9666
445.03          176.9666
453.90          166.0829
463.38          188.7487
468.07          156.6497
473.00          188.7568
475.06          163.8634
475.35          163.8931
476.78          190.2780
477.59          207.8734
477.96          194.7880
482.03          153.5736
484.57            0.0000
487.03          151.8261
490.36            0.0000
492.35            0.0000
497.08          111.7695
507.63            0.0000
510.53            0.0000
510.84          142.7637
511.00          142.7773
511.85          142.8457
511.85          142.8457
513.99          105.4747
513.99          105.4747
520.41          119.9832
520.65            0.0000
527.90            0.0000
528.96            0.0000
529.64          123.5274
529.87            0.0000
531.02          127.2305
537.32          130.3840
543.00          135.3223
546.56            0.0000
549.76          121.2294
552.65          112.2855
555.20          106.0397
563.23          109.2412
563.90           98.2592
568.70          121.5199
569.32          125.2422
569.50          125.2555
569.67          125.2654
573.80          114.4578
574.00          113.5468
574.64            0.0000
578.91            0.0000
579.30            0.0000
583.14           97.3839
585.48            0.0000
591.81          113.6453
592.07          118.3184
593.00          130.4912
595.88          121.3450
600.56          127.2410
602.52            0.0000
602.71          128.4475
602.71          128.4475
603.60          109.3180
604.41          110.9230
604.70          135.9410
609.31          123.7204
609.31          123.7204
609.31          123.7204
609.31          123.7204
610.33          120.6477
612.46          128.6155
614.37          108.3263
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618.01          103.8018
621.84          121.0094
621.84          121.0094
631.29          116.8110
633.02           95.0464
633.10           95.0513
634.78           85.6143
635.90           96.1275
636.97          108.5561
645.85          124.3125
646.12          123.3720
656.30           97.6904
657.75           92.9496
657.90            0.0000
661.65          113.6643
661.65          113.6643
664.57            0.0000
666.33           99.7510
666.33           99.7510
675.00           90.1301
677.61           83.4448
685.20           91.5169
692.80          114.2949
695.00          105.6059
696.49           87.0835
696.49           87.0835
697.00           89.0605
697.49           80.2703
698.33           88.1345
698.50           88.1411
699.00           98.9361
702.63          101.0562
706.10          100.2245
706.58            0.0000
706.67          112.0434
709.31           85.6066
713.82          110.4195
717.42           98.7427
720.50          100.1104
721.93            0.0000
722.20          105.5417
722.78           98.9697
722.78           98.9697
722.89           98.9746
722.95           98.9771
723.30          102.2914
724.18          108.9312
727.18           97.1722
733.00           96.0885
735.90          104.5001
739.58           99.6777
742.81          104.8026
744.21          111.8551
747.13           96.9929
751.79           96.1781
753.82           85.2283
755.35            0.0000
756.15           93.3406
756.87           95.3757
763.93          100.6860
765.79          122.9323
766.41          125.9857
766.84          116.9346
768.36           93.8083
768.36           93.8083
768.36           93.8083
768.36           93.8083
776.49          115.3693
778.00           89.1107
778.57          102.2995
778.89          102.3118
783.80          106.5740
785.46          108.6771
792.07          102.8518
795.84           95.8681
796.30           88.7438
801.93          101.2091
805.60           81.9023
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810.76          109.7664
815.85          102.7881
817.79            0.0000
818.51          100.8376
819.60          100.8783
826.30           98.0430
828.27            0.0000
831.60          122.0274
831.96          116.8733
834.83          111.8232
836.80            0.0000
846.75           98.8083
848.13          110.3063
856.28            0.0000
856.80          141.9832
860.37           98.2663
867.32          125.7686
867.82          109.0197
871.10          129.0929
873.19          137.5948
874.81          121.9105
875.33            0.0000
876.40          112.5172
879.36          111.5873
880.27          120.0479
880.51          123.2185
881.50          130.6359
883.24          108.5825
884.67          120.2399
889.25          128.8923
896.60          128.1726
898.02          130.3572
899.00          117.6828
903.28          140.6907
911.07          113.9278
911.07          113.9278
911.07          113.9278
919.63          105.6102
920.93          139.9679
925.00          142.3094
925.24          132.6885
926.50          115.6201
934.06          144.9042
934.06          144.9042
934.06          144.9042
934.06          144.9042
935.52          144.9767
937.48          149.3741
944.10          152.9481
946.00          153.0487
949.00          141.3367
962.29          150.6467
964.01          175.6767
966.15          158.4399
968.20          142.2610
969.11          144.4751
969.11          144.4751
969.11          144.4751
977.42          114.3798
980.50           89.4152
983.50          140.8071
989.30           94.0520
996.32          115.0975

1001.03          108.6873
1001.68          105.4172
1004.76          117.6138
1021.30            0.0000
1024.50            0.0000
1034.80          113.7660
1037.82           89.8047
1038.57           90.7505
1038.76            0.0000
1045.16           95.5818
1046.59           96.5521
1048.07           90.0968
1050.47          101.3182
1050.47          101.3182
1063.62           97.0684
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1076.63           92.7762
1077.35           89.0470
1085.78           87.3956
1099.22          112.2888
1112.02           89.9902
1112.84           98.5410
1115.52          144.1328
1120.29           88.3152
1120.29           88.3152
1120.29           88.3152
1120.29           88.3152
1120.51           93.0673
1121.28           87.3880
1124.00            0.0000
1129.67           75.2294
1131.51            0.0000
1147.95            0.0000
1167.94           72.6356
1173.22           55.9373
1175.09           57.8955
1177.93           38.0777
1189.05           46.5020
1204.90           34.0601
1205.75            0.0000
1213.00           39.0137
1221.42           26.3958
1230.97           22.5452
1235.34           31.4049
1236.41            0.0000
1238.11           28.4820
1238.11           28.4820
1238.11           28.4820
1238.11           28.4820
1238.25           30.4475
1246.25           31.4987
1260.41            0.0000
1271.85           16.8499
1274.45           21.8210
1274.54           21.8210
1291.56           28.8950
1298.22            0.0000
1312.09           28.0501
1325.50           20.6802
1325.50           20.6802
1332.49           23.1628
1333.61           20.7229
1360.21           17.2421
1362.66            0.0000
1365.15           11.1710
1368.21           15.2448
1368.53            0.0000
1376.25           14.2569
1377.67           17.3182
1377.67           17.3182
1377.67           17.3182
1377.67           17.3182
1384.27           21.4290
1394.10           21.4811
1395.20           14.3247
1407.95           18.4753
1434.06            9.2970
1436.60           11.3697
1457.56            0.0000
1460.81           16.6341
1489.15           10.4663
1509.49           13.6713
1596.49           13.9432
1620.62            7.5477
1678.03            0.0000
1691.02            7.5061
1691.02            7.5061
1706.46            0.0000
1750.46            0.0000
1764.49           13.3369
1764.49           13.3369
1764.49           13.3369
1764.49           13.3369
1770.23            8.3453
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1771.40           13.3555
1791.20            0.0000
1808.65           10.5722
1836.01            8.4555
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TOTAL URANIUM BY GAMMA SPEC REPORT
Sample:G1201810185              

Total Uranium Activity       -4.1340E+00   ug/g
Total Uranium Counting Unc.   8.7628E+00   ug/g
Total Uranium Tpu             8.7628E-06   ug/g
Total Uranium Mda             7.3134E+00   ug/g
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********************************************************************************
*                                                                              *
*                          GEL Laboratories LLC                          *
*                               2040 SAVAGE ROAD                               *
*                             CHARLESTON ,SC 29417                             *
*                              GROSS GAMMA REPORT                              *
*                                                                              *
*                                                                              *
********************************************************************************
*                                                                              *
*   BATCH ID     : 855520                   SAMPLE ID  : G1201810185           *
*   ANALYST      : MJH1                     DETECTOR   : GAM02                 *
*   SAMPLE DATE  :  1-APR-2009 00:00:00.00  COUNT TIME :    0 01:00:00.00      *
*   ANALYSIS DATE: 22-APR-2009 11:37:00.19  SAMPLE ALQT:  151.730 GRAM         *
*                                                                              *
********************************************************************************

GROSS GAMMA ACTIVITY (pCi/GRAM  ) : 3.258E+01
GROSS GAMMA ERROR  (pCi/GRAM  )   : 3.603E+00
GROSS GAMMA MDA    (pCi/GRAM  )   : 4.979E+00
GROSS GAMMA DLC    (pCi/GRAM  )   : 2.423E+00
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Subsection 1:     Energy Calibration 
The Energy Calibration energy=Cal_Zero+(e1*C)+(e2*C^2) 

where :      Cal_Zero =  Energy Calibration Zero 
                   e1 =  Energy Calibration Slope 
                   e2 =  Energy Calibration Quadratic 
                   C  =  Channel 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Calibration Date/Time   :    6-APR-2009 12:58:51                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.553     
 NP-237  4341  2/28/10    4768.800        4768.660     
 CM-244  4320A  2/28/10    5795.020        5794.881     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.456     

 Energy Calibration Slope   :     4.931817     
 Energy Calibration Quadratic   :    3.3200788E-04 

 Energy Calibration Range   :     7761.000     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Calibration Date/Time   :    6-APR-2009 13:03:36                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.659     
 NP-237  4341  2/28/10    4768.800        4768.615     
 CM-244  4320A  2/28/10    5795.020        5794.779     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.644     

 Energy Calibration Slope   :     5.006940     
 Energy Calibration Quadratic   :    3.0747175E-04 

 Energy Calibration Range   :     7796.000     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Calibration Date/Time   :    6-APR-2009 13:04:03                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.454     
 NP-237  4341  2/28/10    4768.800        4768.352     
 CM-244  4320A  2/28/10    5795.020        5794.822     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.849     

 Energy Calibration Slope   :     5.038005     
 Energy Calibration Quadratic   :    2.6238136E-04 

 Energy Calibration Range   :     7811.000     
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 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Calibration Date/Time   :    6-APR-2009 13:04:37                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.729     
 NP-237  4341  2/28/10    4768.800        4768.613     
 CM-244  4320A  2/28/10    5795.020        5794.959     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.399     

 Energy Calibration Slope   :     4.938306     
 Energy Calibration Quadratic   :    3.0002519E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Calibration Date/Time   :    6-APR-2009 13:05:34                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.952     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.026     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.053     

 Energy Calibration Slope   :     4.918316     
 Energy Calibration Quadratic   :    3.4386959E-04 

 Energy Calibration Range   :     7764.000     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Calibration Date/Time   :    6-APR-2009 13:06:30                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.496     
 CM-244  4320A  2/28/10    5795.020        5794.898     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2327.011     

 Energy Calibration Slope   :     4.882113     
 Energy Calibration Quadratic   :    2.8657101E-04 

 Energy Calibration Range   :     7627.000     
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 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Calibration Date/Time   :    6-APR-2009 13:07:04                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.892     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2426.757     

 Energy Calibration Slope   :     5.113023     
 Energy Calibration Quadratic   :    3.1910368E-04 

 Energy Calibration Range   :     7997.000     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Calibration Date/Time   :    6-APR-2009 13:07:33                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.689     
 NP-237  4341  2/28/10    4768.800        4768.435     
 CM-244  4320A  2/28/10    5795.020        5794.617     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2329.761     

 Energy Calibration Slope   :     4.875983     
 Energy Calibration Quadratic   :    2.9833676E-04 

 Energy Calibration Range   :     7636.000     

 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Calibration Date/Time   :    6-APR-2009 13:10:12                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.594     
 CM-244  4320A  2/28/10    5795.020        5795.015     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.470     

 Energy Calibration Slope   :     4.948487     
 Energy Calibration Quadratic   :    3.3885636E-04 

 Energy Calibration Range   :     7796.000     
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 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Calibration Date/Time   :    6-APR-2009 13:10:53                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.667     
 NP-237  4341  2/28/10    4768.800        4768.768     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.840     

 Energy Calibration Slope   :     4.961565     
 Energy Calibration Quadratic   :    2.7261511E-04 

 Energy Calibration Range   :     7735.000     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Calibration Date/Time   :    6-APR-2009 13:11:26                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.745     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.412     

 Energy Calibration Slope   :     4.984505     
 Energy Calibration Quadratic   :    3.3001977E-04 

 Energy Calibration Range   :     7804.000     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Calibration Date/Time   :    6-APR-2009 13:11:52                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.196     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.413     

 Energy Calibration Slope   :     4.960374     
 Energy Calibration Quadratic   :    2.8473127E-04 

 Energy Calibration Range   :     7760.000     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Calibration Date/Time   :    6-APR-2009 13:12:38                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.855     
 CM-244  4320A  2/28/10    5795.020        5794.731     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.131     

 Energy Calibration Slope   :     4.922171     
 Energy Calibration Quadratic   :    3.3269136E-04 

 Energy Calibration Range   :     7756.000     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Calibration Date/Time   :    6-APR-2009 13:13:04                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.025     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2350.282     

 Energy Calibration Slope   :     4.967618     
 Energy Calibration Quadratic   :    3.0861920E-04 

 Energy Calibration Range   :     7761.000     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Calibration Date/Time   :    6-APR-2009 13:14:01                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.438     
 NP-237  4341  2/28/10    4768.800        4768.971     
 CM-244  4320A  2/28/10    5795.020        5795.194     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2339.432     

 Energy Calibration Slope   :     4.907022     
 Energy Calibration Quadratic   :    2.8995721E-04 

 Energy Calibration Range   :     7668.000     
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 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Calibration Date/Time   :    6-APR-2009 13:14:41                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.792     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2350.175     

 Energy Calibration Slope   :     4.890538     
 Energy Calibration Quadratic   :    3.1985081E-04 

 Energy Calibration Range   :     7693.000     

 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Calibration Date/Time   :    6-APR-2009 13:15:11                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.733     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.599     

 Energy Calibration Slope   :     4.959947     
 Energy Calibration Quadratic   :    3.2012837E-04 

 Energy Calibration Range   :     7778.000     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Calibration Date/Time   :    6-APR-2009 13:16:12                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.524     

 Energy Calibration Slope   :     4.961061     
 Energy Calibration Quadratic   :    2.9221922E-04 

 Energy Calibration Range   :     7752.000     
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 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Calibration Date/Time   :    6-APR-2009 13:16:44                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.375     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.481     

 Energy Calibration Slope   :     5.078040     
 Energy Calibration Quadratic   :    2.1563405E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Calibration Date/Time   :    6-APR-2009 13:17:48                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.357     
 NP-237  4341  2/28/10    4768.800        4768.444     
 CM-244  4320A  2/28/10    5795.020        5794.756     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2338.077     

 Energy Calibration Slope   :     4.987164     
 Energy Calibration Quadratic   :    2.9329740E-04 

 Energy Calibration Range   :     7752.000     

 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Calibration Date/Time   :    6-APR-2009 13:18:08                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.542     
 NP-237  4341  2/28/10    4768.800        4768.354     
 CM-244  4320A  2/28/10    5795.020        5794.802     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2273.645     

 Energy Calibration Slope   :     4.966667     
 Energy Calibration Quadratic   :    2.7828364E-04 

 Energy Calibration Range   :     7651.000     
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 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Calibration Date/Time   :    6-APR-2009 13:18:28                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.999     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.802     

 Energy Calibration Slope   :     4.983055     
 Energy Calibration Quadratic   :    2.6666990E-04 

 Energy Calibration Range   :     7760.000     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Calibration Date/Time   :    6-APR-2009 13:18:47                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.667     
 NP-237  4341  2/28/10    4768.800        4768.558     
 CM-244  4320A  2/28/10    5795.020        5794.497     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.813     

 Energy Calibration Slope   :     4.993198     
 Energy Calibration Quadratic   :    3.0278138E-04 

 Energy Calibration Range   :     7811.000     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Calibration Date/Time   :    6-APR-2009 13:19:49                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.472     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.428     

 Energy Calibration Slope   :     4.982252     
 Energy Calibration Quadratic   :    2.5462170E-04 

 Energy Calibration Range   :     7713.000     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Calibration Date/Time   :    6-APR-2009 13:20:36                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.389     
 NP-237  4341  2/28/10    4768.800        4769.488     
 CM-244  4320A  2/28/10    5795.020        5795.167     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2325.594     

 Energy Calibration Slope   :     4.886506     
 Energy Calibration Quadratic   :    2.8044375E-04 

 Energy Calibration Range   :     7623.000     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Calibration Date/Time   :    6-APR-2009 13:21:04                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.470     
 NP-237  4341  2/28/10    4768.800        4768.434     
 CM-244  4320A  2/28/10    5795.020        5794.906     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.566     

 Energy Calibration Slope   :     4.945718     
 Energy Calibration Quadratic   :    3.3158966E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Calibration Date/Time   :    6-APR-2009 13:21:48                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.229     
 NP-237  4341  2/28/10    4768.800        4768.304     
 CM-244  4320A  2/28/10    5795.020        5794.701     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.113     

 Energy Calibration Slope   :     4.994022     
 Energy Calibration Quadratic   :    3.0271555E-04 

 Energy Calibration Range   :     7811.000     
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 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Calibration Date/Time   :    6-APR-2009 13:22:18                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.810     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5794.925     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2317.417     

 Energy Calibration Slope   :     4.940191     
 Energy Calibration Quadratic   :    3.4573264E-04 

 Energy Calibration Range   :     7739.000     

 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Calibration Date/Time   :    6-APR-2009 15:01:47                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.778     

 Energy Calibration Slope   :     4.929035     
 Energy Calibration Quadratic   :    2.9254600E-04 

 Energy Calibration Range   :     7715.000     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Calibration Date/Time   :    6-APR-2009 15:02:16                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.827     

 Energy Calibration Slope   :     4.958842     
 Energy Calibration Quadratic   :    2.9750221E-04 

 Energy Calibration Range   :     7773.000     
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 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Calibration Date/Time   :    6-APR-2009 13:25:48                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2403.002     

 Energy Calibration Slope   :     4.988713     
 Energy Calibration Quadratic   :    3.5655219E-04 

 Energy Calibration Range   :     7885.000     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Calibration Date/Time   :    6-APR-2009 13:27:13                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2336.683     

 Energy Calibration Slope   :     4.840258     
 Energy Calibration Quadratic   :    3.3991461E-04 

 Energy Calibration Range   :     7650.000     

 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Calibration Date/Time   :    6-APR-2009 13:27:44                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.254     
 NP-237  4341  2/28/10    4768.800        4768.941     
 CM-244  4320A  2/28/10    5795.020        5795.071     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.263     

 Energy Calibration Slope   :     4.965797     
 Energy Calibration Quadratic   :    3.1331257E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Calibration Date/Time   :    6-APR-2009 15:04:06                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.699     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5794.857     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2413.531     

 Energy Calibration Slope   :     5.146168     
 Energy Calibration Quadratic   :    3.7651160E-04 

 Energy Calibration Range   :     8078.000     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Calibration Date/Time   :    6-APR-2009 13:46:56                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2333.129     

 Energy Calibration Slope   :     4.960517     
 Energy Calibration Quadratic   :    3.3577872E-04 

 Energy Calibration Range   :     7765.000     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Calibration Date/Time   :    6-APR-2009 13:47:41                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.740     
 CM-244  4320A  2/28/10    5795.020        5794.863     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.383     

 Energy Calibration Slope   :     4.905147     
 Energy Calibration Quadratic   :    3.6476713E-04 

 Energy Calibration Range   :     7758.000     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Calibration Date/Time   :    6-APR-2009 13:48:53                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.392     
 NP-237  4341  2/28/10    4768.800        4769.454     
 CM-244  4320A  2/28/10    5795.020        5795.396     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2384.184     

 Energy Calibration Slope   :     4.943643     
 Energy Calibration Quadratic   :    2.7267355E-04 

 Energy Calibration Range   :     7732.000     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Calibration Date/Time   :    6-APR-2009 13:49:27                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.109     
 CM-244  4320A  2/28/10    5795.020        5795.144     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.611     

 Energy Calibration Slope   :     4.928907     
 Energy Calibration Quadratic   :    3.5636651E-04 

 Energy Calibration Range   :     7799.000     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Calibration Date/Time   :    6-APR-2009 13:49:59                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.151     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.928     

 Energy Calibration Slope   :     4.920143     
 Energy Calibration Quadratic   :    3.1362279E-04 

 Energy Calibration Range   :     7751.000     
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 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Calibration Date/Time   :    6-APR-2009 13:50:29                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.749     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.250     

 Energy Calibration Slope   :     4.895535     
 Energy Calibration Quadratic   :    3.3696624E-04 

 Energy Calibration Range   :     7716.000     

 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Calibration Date/Time   :    6-APR-2009 13:50:57                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.259     
 NP-237  4341  2/28/10    4768.800        4768.875     
 CM-244  4320A  2/28/10    5795.020        5795.114     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.489     

 Energy Calibration Slope   :     4.936915     
 Energy Calibration Quadratic   :    3.7290287E-04 

 Energy Calibration Range   :     7806.000     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Calibration Date/Time   :    6-APR-2009 13:51:12                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.140     

 Energy Calibration Slope   :     4.906584     
 Energy Calibration Quadratic   :    3.4236698E-04 

 Energy Calibration Range   :     7764.000     
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 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Calibration Date/Time   :    6-APR-2009 13:51:41                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.282     
 NP-237  4341  2/28/10    4768.800        4769.305     
 CM-244  4320A  2/28/10    5795.020        5795.116     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2371.929     

 Energy Calibration Slope   :     4.936819     
 Energy Calibration Quadratic   :    3.2606977E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Calibration Date/Time   :    6-APR-2009 13:52:25                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.104     
 NP-237  4341  2/28/10    4768.800        4767.807     
 CM-244  4320A  2/28/10    5795.020        5794.121     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.421     

 Energy Calibration Slope   :     4.959243     
 Energy Calibration Quadratic   :    3.4402995E-04 

 Energy Calibration Range   :     7829.000     

 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Calibration Date/Time   :    6-APR-2009 13:53:02                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.830     
 NP-237  4341  2/28/10    4768.800        4768.643     
 CM-244  4320A  2/28/10    5795.020        5794.908     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2387.220     

 Energy Calibration Slope   :     4.932350     
 Energy Calibration Quadratic   :    3.4446726E-04 

 Energy Calibration Range   :     7799.000     
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 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Calibration Date/Time   :    6-APR-2009 13:53:31                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.455     
 NP-237  4341  2/28/10    4768.800        4769.188     
 CM-244  4320A  2/28/10    5795.020        5795.434     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.093     

 Energy Calibration Slope   :     4.876299     
 Energy Calibration Quadratic   :    3.6112565E-04 

 Energy Calibration Range   :     7742.000     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Calibration Date/Time   :    6-APR-2009 13:54:15                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.228     

 Energy Calibration Slope   :     4.962677     
 Energy Calibration Quadratic   :    3.1803889E-04 

 Energy Calibration Range   :     7778.000     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Calibration Date/Time   :    6-APR-2009 13:54:28                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.802     
 CM-244  4320A  2/28/10    5795.020        5794.948     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.525     

 Energy Calibration Slope   :     4.948871     
 Energy Calibration Quadratic   :    2.9736495E-04 

 Energy Calibration Range   :     7758.000     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Calibration Date/Time   :   13-MAR-2009 11:20:25                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.036     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.282     

 Energy Calibration Slope   :     4.896818     
 Energy Calibration Quadratic   :    3.5505110E-04 

 Energy Calibration Range   :     7764.000     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Calibration Date/Time   :   13-MAR-2009 11:20:35                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.710     

 Energy Calibration Slope   :     4.992016     
 Energy Calibration Quadratic   :    2.7183423E-04 

 Energy Calibration Range   :     7762.000     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Calibration Date/Time   :   13-MAR-2009 11:20:47                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.177     
 CM-244  4320A  2/28/10    5795.020        5795.231     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2393.461     

 Energy Calibration Slope   :     4.982059     
 Energy Calibration Quadratic   :    2.7655027E-04 

 Energy Calibration Range   :     7785.000     
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 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Calibration Date/Time   :   13-MAR-2009 11:20:58                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.746     
 CM-244  4320A  2/28/10    5795.020        5794.756     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.810     

 Energy Calibration Slope   :     4.980313     
 Energy Calibration Quadratic   :    3.1797198E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Calibration Date/Time   :   13-MAR-2009 11:21:11                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.333     

 Energy Calibration Slope   :     4.940224     
 Energy Calibration Quadratic   :    3.3915672E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Calibration Date/Time   :   13-MAR-2009 11:21:24                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.032     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.869     

 Energy Calibration Slope   :     4.961095     
 Energy Calibration Quadratic   :    2.7642085E-04 

 Energy Calibration Range   :     7751.000     

341



 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Calibration Date/Time   :   13-MAR-2009 11:21:35                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5794.682     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.067     

 Energy Calibration Slope   :     5.011117     
 Energy Calibration Quadratic   :    2.8002827E-04 

 Energy Calibration Range   :     7800.000     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Calibration Date/Time   :   13-MAR-2009 11:21:46                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.591     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.334     

 Energy Calibration Slope   :     4.957768     
 Energy Calibration Quadratic   :    2.8650014E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Calibration Date/Time   :   13-MAR-2009 11:21:56                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.988     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2327.904     

 Energy Calibration Slope   :     4.899108     
 Energy Calibration Quadratic   :    3.4872713E-04 

 Energy Calibration Range   :     7710.000     

342



 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Calibration Date/Time   :   13-MAR-2009 11:22:06                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.045     
 CM-244  4320A  2/28/10    5795.020        5795.075     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.449     

 Energy Calibration Slope   :     5.031458     
 Energy Calibration Quadratic   :    3.2966709E-04 

 Energy Calibration Range   :     7888.000     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Calibration Date/Time   :   13-MAR-2009 11:22:17                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.340     
 NP-237  4341  2/28/10    4768.800        4769.728     
 CM-244  4320A  2/28/10    5795.020        5795.457     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.637     

 Energy Calibration Slope   :     4.939292     
 Energy Calibration Quadratic   :    3.2271090E-04 

 Energy Calibration Range   :     7749.000     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Calibration Date/Time   :   13-MAR-2009 11:22:26                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.213     
 NP-237  4341  2/28/10    4768.800        4768.974     
 CM-244  4320A  2/28/10    5795.020        5795.189     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2336.130     

 Energy Calibration Slope   :     4.963729     
 Energy Calibration Quadratic   :    2.9927163E-04 

 Energy Calibration Range   :     7733.000     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Calibration Date/Time   :   12-MAR-2009 12:10:29                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.506     
 NP-237  4341  2/28/10    4768.800        4768.498     
 CM-244  4320A  2/28/10    5795.020        5794.542     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.062     

 Energy Calibration Slope   :     4.936412     
 Energy Calibration Quadratic   :    3.0559002E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Calibration Date/Time   :   12-MAR-2009 12:11:10                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.696     
 NP-237  4341  2/28/10    4768.800        4768.561     
 CM-244  4320A  2/28/10    5795.020        5794.678     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.403     

 Energy Calibration Slope   :     4.920486     
 Energy Calibration Quadratic   :    3.2583860E-04 

 Energy Calibration Range   :     7770.000     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Calibration Date/Time   :   12-MAR-2009 12:11:21                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.679     
 NP-237  4341  2/28/10    4768.800        4768.612     
 CM-244  4320A  2/28/10    5795.020        5794.878     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.854     

 Energy Calibration Slope   :     4.923721     
 Energy Calibration Quadratic   :    3.1238669E-04 

 Energy Calibration Range   :     7738.000     
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 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Calibration Date/Time   :   12-MAR-2009 12:11:37                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.068     
 NP-237  4341  2/28/10    4768.800        4768.243     
 CM-244  4320A  2/28/10    5795.020        5794.352     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.246     

 Energy Calibration Slope   :     5.025999     
 Energy Calibration Quadratic   :    2.8540698E-04 

 Energy Calibration Range   :     7801.000     

 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Calibration Date/Time   :   12-MAR-2009 12:12:07                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.014     
 NP-237  4341  2/28/10    4768.800        4769.601     
 CM-244  4320A  2/28/10    5795.020        5795.490     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.542     

 Energy Calibration Slope   :     4.914219     
 Energy Calibration Quadratic   :    3.1207455E-04 

 Energy Calibration Range   :     7738.000     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Calibration Date/Time   :   12-MAR-2009 12:12:19                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.993     
 NP-237  4341  2/28/10    4768.800        4768.456     
 CM-244  4320A  2/28/10    5795.020        5794.876     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.721     

 Energy Calibration Slope   :     4.952895     
 Energy Calibration Quadratic   :    3.2754047E-04 

 Energy Calibration Range   :     7796.000     
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 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Calibration Date/Time   :   12-MAR-2009 12:12:31                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.145     
 CM-244  4320A  2/28/10    5795.020        5794.469     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2371.508     

 Energy Calibration Slope   :     5.053528     
 Energy Calibration Quadratic   :    2.2536243E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Calibration Date/Time   :   12-MAR-2009 12:13:02                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.543     
 NP-237  4341  2/28/10    4768.800        4767.700     
 CM-244  4320A  2/28/10    5795.020        5794.244     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.381     

 Energy Calibration Slope   :     5.018235     
 Energy Calibration Quadratic   :    2.7823509E-04 

 Energy Calibration Range   :     7792.000     

 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Calibration Date/Time   :   12-MAR-2009 12:13:12                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.543     
 NP-237  4341  2/28/10    4768.800        4768.072     
 CM-244  4320A  2/28/10    5795.020        5794.832     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.980     

 Energy Calibration Slope   :     5.014958     
 Energy Calibration Quadratic   :    2.6781534E-04 

 Energy Calibration Range   :     7775.000     
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 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Calibration Date/Time   :   12-MAR-2009 12:13:31                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.226     
 NP-237  4341  2/28/10    4768.800        4768.347     
 CM-244  4320A  2/28/10    5795.020        5794.541     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.809     

 Energy Calibration Slope   :     5.008537     
 Energy Calibration Quadratic   :    2.4430885E-04 

 Energy Calibration Range   :     7739.000     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:04                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.161     
 NP-237  4341  2/28/10    4768.800        4768.480     
 CM-244  4320A  2/28/10    5795.020        5794.872     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.027     

 Energy Calibration Slope   :     4.966862     
 Energy Calibration Quadratic   :    2.6274298E-04 

 Energy Calibration Range   :     7705.000     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:14                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.576     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.886     

 Energy Calibration Slope   :     4.952398     
 Energy Calibration Quadratic   :    2.3699914E-04 

 Energy Calibration Range   :     7670.000     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:26                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.742     
 NP-237  4341  2/28/10    4768.800        4768.718     
 CM-244  4320A  2/28/10    5795.020        5794.922     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2351.852     

 Energy Calibration Slope   :     4.983537     
 Energy Calibration Quadratic   :    3.3106629E-04 

 Energy Calibration Range   :     7802.000     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:36                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.814     
 NP-237  4341  2/28/10    4768.800        4768.576     
 CM-244  4320A  2/28/10    5795.020        5794.708     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.767     

 Energy Calibration Slope   :     4.906150     
 Energy Calibration Quadratic   :    3.4614422E-04 

 Energy Calibration Range   :     7743.000     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:45                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.556     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.236     

 Energy Calibration Slope   :     4.943504     
 Energy Calibration Quadratic   :    3.5817982E-04 

 Energy Calibration Range   :     7803.000     
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 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:57                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.690     
 NP-237  4341  2/28/10    4768.800        4768.726     
 CM-244  4320A  2/28/10    5795.020        5794.794     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.611     

 Energy Calibration Slope   :     4.920186     
 Energy Calibration Quadratic   :    3.4697275E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Calibration Date/Time   :   12-MAR-2009 12:15:09                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.790     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.214     

 Energy Calibration Slope   :     4.876163     
 Energy Calibration Quadratic   :    3.2337513E-04 

 Energy Calibration Range   :     7684.000     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Calibration Date/Time   :   12-MAR-2009 12:15:19                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.519     
 CM-244  4320A  2/28/10    5795.020        5794.784     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.661     

 Energy Calibration Slope   :     4.952625     
 Energy Calibration Quadratic   :    2.9085696E-04 

 Energy Calibration Range   :     7733.000     
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 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Calibration Date/Time   :   12-MAR-2009 12:15:43                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.970     
 CM-244  4320A  2/28/10    5795.020        5795.067     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2436.415     

 Energy Calibration Slope   :     5.097895     
 Energy Calibration Quadratic   :    3.5279189E-04 

 Energy Calibration Range   :     8027.000     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Calibration Date/Time   :   12-MAR-2009 12:15:59                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.117     
 NP-237  4341  2/28/10    4768.800        4768.742     
 CM-244  4320A  2/28/10    5795.020        5794.948     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.075     

 Energy Calibration Slope   :     4.906751     
 Energy Calibration Quadratic   :    3.6075976E-04 

 Energy Calibration Range   :     7762.000     

 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Calibration Date/Time   :   12-MAR-2009 12:16:11                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.562     
 NP-237  4341  2/28/10    4768.800        4768.128     
 CM-244  4320A  2/28/10    5795.020        5794.180     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.040     

 Energy Calibration Slope   :     4.948520     
 Energy Calibration Quadratic   :    3.4318419E-04 

 Energy Calibration Range   :     7801.000     

350



 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Calibration Date/Time   :   12-MAR-2009 12:16:24                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.693     
 NP-237  4341  2/28/10    4768.800        4768.611     
 CM-244  4320A  2/28/10    5795.020        5794.935     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.790     

 Energy Calibration Slope   :     4.971808     
 Energy Calibration Quadratic   :    3.4161669E-04 

 Energy Calibration Range   :     7836.000     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Calibration Date/Time   :   12-MAR-2009 12:16:44                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.643     
 CM-244  4320A  2/28/10    5795.020        5794.935     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.871     

 Energy Calibration Slope   :     4.918782     
 Energy Calibration Quadratic   :    3.2914517E-04 

 Energy Calibration Range   :     7749.000     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Calibration Date/Time   :   12-MAR-2009 12:16:56                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.226     
 NP-237  4341  2/28/10    4768.800        4768.449     
 CM-244  4320A  2/28/10    5795.020        5794.670     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.096     

 Energy Calibration Slope   :     4.876735     
 Energy Calibration Quadratic   :    3.7854380E-04 

 Energy Calibration Range   :     7780.000     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:08                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.498     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2407.215     

 Energy Calibration Slope   :     4.916148     
 Energy Calibration Quadratic   :    3.4422966E-04 

 Energy Calibration Range   :     7802.000     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:21                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.477     

 Energy Calibration Slope   :     4.861971     
 Energy Calibration Quadratic   :    3.6400429E-04 

 Energy Calibration Range   :     7726.000     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:33                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.671     
 CM-244  4320A  2/28/10    5795.020        5794.774     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2392.138     

 Energy Calibration Slope   :     4.863501     
 Energy Calibration Quadratic   :    3.7100894E-04 

 Energy Calibration Range   :     7761.000     
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 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:44                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5794.997     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.686     

 Energy Calibration Slope   :     4.903550     
 Energy Calibration Quadratic   :    3.3358022E-04 

 Energy Calibration Range   :     7724.000     

 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:58                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.777     
 NP-237  4341  2/28/10    4768.800        4768.741     
 CM-244  4320A  2/28/10    5795.020        5794.803     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.143     

 Energy Calibration Slope   :     4.890046     
 Energy Calibration Quadratic   :    3.4571218E-04 

 Energy Calibration Range   :     7742.000     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Calibration Date/Time   :   12-MAR-2009 12:18:12                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3180.017     
 NP-237  4341  2/28/10    4768.800        4766.970     
 CM-244  4320A  2/28/10    5795.020        5794.228     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2392.608     

 Energy Calibration Slope   :     4.980177     
 Energy Calibration Quadratic   :    2.8168320E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Calibration Date/Time   :   12-MAR-2009 12:18:25                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.703     
 NP-237  4341  2/28/10    4768.800        4768.653     
 CM-244  4320A  2/28/10    5795.020        5794.949     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.282     

 Energy Calibration Slope   :     4.964136     
 Energy Calibration Quadratic   :    3.3229371E-04 

 Energy Calibration Range   :     7795.000     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Calibration Date/Time   :   12-MAR-2009 12:18:41                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.539     
 CM-244  4320A  2/28/10    5795.020        5794.791     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.332     

 Energy Calibration Slope   :     4.926358     
 Energy Calibration Quadratic   :    3.4498281E-04 

 Energy Calibration Range   :     7772.000     

 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Calibration Date/Time   :   12-MAR-2009 12:19:07                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3176.818     
 NP-237  4341  2/28/10    4768.800        4764.804     
 CM-244  4320A  2/28/10    5795.020        5789.559     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2493.713     

 Energy Calibration Slope   :     5.223169     
 Energy Calibration Quadratic   :    3.6458342E-04 

 Energy Calibration Range   :     8225.000     
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 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Calibration Date/Time   :   12-MAR-2009 12:19:24                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.779     
 CM-244  4320A  2/28/10    5795.020        5794.882     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2455.613     

 Energy Calibration Slope   :     5.067777     
 Energy Calibration Quadratic   :    3.7100250E-04 

 Energy Calibration Range   :     8034.000     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Calibration Date/Time   :   12-MAR-2009 12:19:34                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.165     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.153     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.119     

 Energy Calibration Slope   :     4.919501     
 Energy Calibration Quadratic   :    3.3207823E-04 

 Energy Calibration Range   :     7763.000     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Calibration Date/Time   :   12-MAR-2009 12:20:02                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.746     
 NP-237  4341  2/28/10    4768.800        4768.665     
 CM-244  4320A  2/28/10    5795.020        5794.738     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.031     

 Energy Calibration Slope   :     4.918711     
 Energy Calibration Quadratic   :    3.5672245E-04 

 Energy Calibration Range   :     7787.000     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Calibration Date/Time   :   20-MAR-2009 13:51:31                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.832     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.013     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.754     

 Energy Calibration Slope   :     4.988745     
 Energy Calibration Quadratic   :    2.8750030E-04 

 Energy Calibration Range   :     7800.000     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Calibration Date/Time   :   20-MAR-2009 13:51:43                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.104     

 Energy Calibration Slope   :     4.979509     
 Energy Calibration Quadratic   :    2.5800819E-04 

 Energy Calibration Range   :     7707.000     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Calibration Date/Time   :   20-MAR-2009 13:51:54                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.004     
 CM-244  4320A  2/28/10    5795.020        5795.198     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.008     

 Energy Calibration Slope   :     5.008197     
 Energy Calibration Quadratic   :    2.5630640E-04 

 Energy Calibration Range   :     7766.000     
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 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Calibration Date/Time   :   20-MAR-2009 13:52:07                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.305     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.021     

 Energy Calibration Slope   :     4.995662     
 Energy Calibration Quadratic   :    2.5201842E-04 

 Energy Calibration Range   :     7744.000     

 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Calibration Date/Time   :   20-MAR-2009 13:52:35                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.835     

 Energy Calibration Slope   :     4.970750     
 Energy Calibration Quadratic   :    2.7092927E-04 

 Energy Calibration Range   :     7757.000     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Calibration Date/Time   :   20-MAR-2009 13:53:04                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.015     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2340.054     

 Energy Calibration Slope   :     4.987895     
 Energy Calibration Quadratic   :    2.5827254E-04 

 Energy Calibration Range   :     7718.000     
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 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Calibration Date/Time   :    2-FEB-2009 15:15:38                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3109.382     
 NP-237  4341  2/28/10    4768.800        4669.281     
 CM-244  4320A  2/28/10    5795.020        5706.875     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2437.949     

 Energy Calibration Slope   :     5.036866     
 Energy Calibration Quadratic   :                                                                   

 Energy Calibration Range   :     7596.000     

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Calibration Date/Time   :   20-MAR-2009 13:53:47                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2331.485     

 Energy Calibration Slope   :     5.004156     
 Energy Calibration Quadratic   :    2.6908101E-04 

 Energy Calibration Range   :     7738.000     

 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Calibration Date/Time   :   20-MAR-2009 13:54:01                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.001     
 NP-237  4341  2/28/10    4768.800        4768.670     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2335.016     

 Energy Calibration Slope   :     4.965841     
 Energy Calibration Quadratic   :    2.7313517E-04 

 Energy Calibration Range   :     7706.000     
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 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Calibration Date/Time   :   20-MAR-2009 13:54:20                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.159     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2332.087     

 Energy Calibration Slope   :     4.962059     
 Energy Calibration Quadratic   :    2.7414435E-04 

 Energy Calibration Range   :     7701.000     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Calibration Date/Time   :   20-MAR-2009 13:54:48                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.216     
 NP-237  4341  2/28/10    4768.800        4769.247     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.245     

 Energy Calibration Slope   :     4.972630     
 Energy Calibration Quadratic   :    2.6128639E-04 

 Energy Calibration Range   :     7746.000     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Calibration Date/Time   :   23-MAR-2009 08:12:56                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.985     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.770     

 Energy Calibration Slope   :     4.983198     
 Energy Calibration Quadratic   :    2.7558714E-04 

 Energy Calibration Range   :     7775.000     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Calibration Date/Time   :   20-MAR-2009 15:52:37                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.812     

 Energy Calibration Slope   :     4.972337     
 Energy Calibration Quadratic   :    2.4822183E-04 

 Energy Calibration Range   :     7690.000     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Calibration Date/Time   :   20-MAR-2009 15:53:39                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.436     
 NP-237  4341  2/28/10    4768.800        4769.152     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.289     

 Energy Calibration Slope   :     5.043994     
 Energy Calibration Quadratic   :    1.8878102E-04 

 Energy Calibration Range   :     7710.000     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Calibration Date/Time   :   20-MAR-2009 15:53:50                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.254     
 NP-237  4341  2/28/10    4768.800        4768.927     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.116     

 Energy Calibration Slope   :     4.966410     
 Energy Calibration Quadratic   :    2.6351991E-04 

 Energy Calibration Range   :     7692.000     
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 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:03                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.310     
 NP-237  4341  2/28/10    4768.800        4768.798     
 CM-244  4320A  2/28/10    5795.020        5795.201     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2325.543     

 Energy Calibration Slope   :     5.009267     
 Energy Calibration Quadratic   :    2.2929002E-04 

 Energy Calibration Range   :     7695.000     

 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:17                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.159     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.431     

 Energy Calibration Slope   :     4.946262     
 Energy Calibration Quadratic   :    2.7680930E-04 

 Energy Calibration Range   :     7699.000     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:59                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.008     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.225     

 Energy Calibration Slope   :     4.987213     
 Energy Calibration Quadratic   :    2.3013890E-04 

 Energy Calibration Range   :     7678.000     
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 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:13                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.183     

 Energy Calibration Slope   :     4.957605     
 Energy Calibration Quadratic   :    2.7774065E-04 

 Energy Calibration Range   :     7737.000     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:26                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.015     
 CM-244  4320A  2/28/10    5795.020        5795.220     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.693     

 Energy Calibration Slope   :     5.010604     
 Energy Calibration Quadratic   :    2.6280206E-04 

 Energy Calibration Range   :     7754.000     

 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:36                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.266     
 NP-237  4341  2/28/10    4768.800        4768.972     
 CM-244  4320A  2/28/10    5795.020        5795.131     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2309.654     

 Energy Calibration Slope   :     4.898695     
 Energy Calibration Quadratic   :    2.7266255E-04 

 Energy Calibration Range   :     7612.000     
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 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Calibration Date/Time   :   23-MAR-2009 08:02:34                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2326.197     

 Energy Calibration Slope   :     4.965754     
 Energy Calibration Quadratic   :    2.5224153E-04 

 Energy Calibration Range   :     7676.000     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Calibration Date/Time   :   20-MAR-2009 15:59:38                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.196     
 NP-237  4341  2/28/10    4768.800        4768.886     
 CM-244  4320A  2/28/10    5795.020        5795.057     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2332.680     

 Energy Calibration Slope   :     4.937988     
 Energy Calibration Quadratic   :    2.6983488E-04 

 Energy Calibration Range   :     7672.000     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Calibration Date/Time   :   20-MAR-2009 16:01:56                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3184.369     
 NP-237  4341  2/28/10    4768.800        4770.434     
 CM-244  4320A  2/28/10    5795.020        5796.146     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.431     

 Energy Calibration Slope   :     4.978001     
 Energy Calibration Quadratic   :    2.1714697E-04 

 Energy Calibration Range   :     7679.000     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:09                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.274     
 NP-237  4341  2/28/10    4768.800        4768.945     
 CM-244  4320A  2/28/10    5795.020        5795.116     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.558     

 Energy Calibration Slope   :     4.999058     
 Energy Calibration Quadratic   :    3.1703810E-04 

 Energy Calibration Range   :     7835.000     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:22                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.744     
 CM-244  4320A  2/28/10    5795.020        5794.881     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.774     

 Energy Calibration Slope   :     4.981778     
 Energy Calibration Quadratic   :    2.9511662E-04 

 Energy Calibration Range   :     7792.000     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:35                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.146     
 NP-237  4341  2/28/10    4768.800        4768.891     
 CM-244  4320A  2/28/10    5795.020        5795.113     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.793     

 Energy Calibration Slope   :     4.957643     
 Energy Calibration Quadratic   :    2.9300826E-04 

 Energy Calibration Range   :     7728.000     
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 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:12                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.132     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.114     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2339.608     

 Energy Calibration Slope   :     4.962541     
 Energy Calibration Quadratic   :    2.9560257E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:28                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.234     
 NP-237  4341  2/28/10    4768.800        4768.828     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2357.035     

 Energy Calibration Slope   :     4.949696     
 Energy Calibration Quadratic   :    3.0001078E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:46                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.250     
 NP-237  4341  2/28/10    4768.800        4768.880     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.956     

 Energy Calibration Slope   :     4.965377     
 Energy Calibration Quadratic   :    2.9196273E-04 

 Energy Calibration Range   :     7767.000     
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 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:04                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.966     
 CM-244  4320A  2/28/10    5795.020        5795.174     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.641     

 Energy Calibration Slope   :     4.982494     
 Energy Calibration Quadratic   :    3.0277422E-04 

 Energy Calibration Range   :     7800.000     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:36                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.110     
 NP-237  4341  2/28/10    4768.800        4768.858     
 CM-244  4320A  2/28/10    5795.020        5795.092     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.517     

 Energy Calibration Slope   :     4.962343     
 Energy Calibration Quadratic   :    2.8387719E-04 

 Energy Calibration Range   :     7723.000     

 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:49                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.120     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.705     

 Energy Calibration Slope   :     4.976065     
 Energy Calibration Quadratic   :    2.8692774E-04 

 Energy Calibration Range   :     7750.000     
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 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:18                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.310     
 NP-237  4341  2/28/10    4768.800        4768.931     
 CM-244  4320A  2/28/10    5795.020        5795.066     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2348.480     

 Energy Calibration Slope   :     4.953371     
 Energy Calibration Quadratic   :    2.7009219E-04 

 Energy Calibration Range   :     7704.000     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:31                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.016     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.139     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.274     

 Energy Calibration Slope   :     4.971742     
 Energy Calibration Quadratic   :    2.6068027E-04 

 Energy Calibration Range   :     7712.000     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:42                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.191     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.061     

 Energy Calibration Slope   :     4.948849     
 Energy Calibration Quadratic   :    2.9117076E-04 

 Energy Calibration Range   :     7719.000     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Calibration Date/Time   :   20-MAR-2009 17:24:10                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.114     
 CM-244  4320A  2/28/10    5795.020        5795.067     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.517     

 Energy Calibration Slope   :     4.946508     
 Energy Calibration Quadratic   :    3.0372696E-04 

 Energy Calibration Range   :     7770.000     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Calibration Date/Time   :   20-MAR-2009 17:24:39                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.219     
 NP-237  4341  2/28/10    4768.800        4768.862     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.307     

 Energy Calibration Slope   :     4.960446     
 Energy Calibration Quadratic   :    2.9027814E-04 

 Energy Calibration Range   :     7739.000     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Calibration Date/Time   :   20-MAR-2009 17:25:03                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.145     
 NP-237  4341  2/28/10    4768.800        4768.850     
 CM-244  4320A  2/28/10    5795.020        5795.044     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2345.551     

 Energy Calibration Slope   :     4.923249     
 Energy Calibration Quadratic   :    2.9239827E-04 

 Energy Calibration Range   :     7694.000     
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 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Calibration Date/Time   :   20-MAR-2009 17:25:30                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.137     
 NP-237  4341  2/28/10    4768.800        4769.006     
 CM-244  4320A  2/28/10    5795.020        5795.141     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.044     

 Energy Calibration Slope   :     4.932791     
 Energy Calibration Quadratic   :    2.9151197E-04 

 Energy Calibration Range   :     7701.000     

 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:20                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.916     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.754     

 Energy Calibration Slope   :     4.951847     
 Energy Calibration Quadratic   :    2.8355792E-04 

 Energy Calibration Range   :     7699.000     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:36                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.055     
 NP-237  4341  2/28/10    4768.800        4768.826     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.781     

 Energy Calibration Slope   :     4.953677     
 Energy Calibration Quadratic   :    2.8045851E-04 

 Energy Calibration Range   :     7704.000     
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 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:49                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.184     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.858     

 Energy Calibration Slope   :     4.981354     
 Energy Calibration Quadratic   :    2.8928390E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Calibration Date/Time   :   20-MAR-2009 17:27:07                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.409     
 NP-237  4341  2/28/10    4768.800        4768.998     
 CM-244  4320A  2/28/10    5795.020        5795.045     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.862     

 Energy Calibration Slope   :     4.988223     
 Energy Calibration Quadratic   :    2.7968286E-04 

 Energy Calibration Range   :     7764.000     

 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Calibration Date/Time   :   20-MAR-2009 17:27:35                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.119     
 NP-237  4341  2/28/10    4768.800        4768.854     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.449     

 Energy Calibration Slope   :     4.980990     
 Energy Calibration Quadratic   :    2.8404358E-04 

 Energy Calibration Range   :     7753.000     
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 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:04                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.246     

 Energy Calibration Slope   :     5.002591     
 Energy Calibration Quadratic   :    2.9938444E-04 

 Energy Calibration Range   :     7810.000     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:18                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.141     
 NP-237  4341  2/28/10    4768.800        4768.811     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2357.448     

 Energy Calibration Slope   :     4.973632     
 Energy Calibration Quadratic   :    3.0872165E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:45                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.236     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.071     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.359     

 Energy Calibration Slope   :     4.992017     
 Energy Calibration Quadratic   :    2.9163322E-04 

 Energy Calibration Range   :     7771.000     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Calibration Date/Time   :   30-MAR-2009 08:14:55                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.299     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.372     

 Energy Calibration Slope   :     4.867168     
 Energy Calibration Quadratic   :    3.7813190E-04 

 Energy Calibration Range   :     7759.000     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:11                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.533     

 Energy Calibration Slope   :     4.931921     
 Energy Calibration Quadratic   :    2.9988508E-04 

 Energy Calibration Range   :     7733.000     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:20                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.242     

 Energy Calibration Slope   :     4.927336     
 Energy Calibration Quadratic   :    3.3069123E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:30                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.750     

 Energy Calibration Slope   :     4.929502     
 Energy Calibration Quadratic   :    3.3091530E-04 

 Energy Calibration Range   :     7775.000     

 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:40                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.797     

 Energy Calibration Slope   :     4.964153     
 Energy Calibration Quadratic   :    2.8749279E-04 

 Energy Calibration Range   :     7772.000     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:56                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.006     

 Energy Calibration Slope   :     4.927468     
 Energy Calibration Quadratic   :    3.3021177E-04 

 Energy Calibration Range   :     7771.000     
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 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:06                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.431     

 Energy Calibration Slope   :     4.909687     
 Energy Calibration Quadratic   :    3.4297883E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:15                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.556     

 Energy Calibration Slope   :     4.959439     
 Energy Calibration Quadratic   :    2.9317304E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:25                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.846     

 Energy Calibration Slope   :     4.912193     
 Energy Calibration Quadratic   :    3.4401834E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:35                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.130     

 Energy Calibration Slope   :     4.933905     
 Energy Calibration Quadratic   :    3.3635538E-04 

 Energy Calibration Range   :     7786.000     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:44                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.802     

 Energy Calibration Slope   :     4.928967     
 Energy Calibration Quadratic   :    3.1665963E-04 

 Energy Calibration Range   :     7750.000     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:53                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.173     

 Energy Calibration Slope   :     4.932994     
 Energy Calibration Quadratic   :    3.1871998E-04 

 Energy Calibration Range   :     7759.000     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:07                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.106     

 Energy Calibration Slope   :     4.985664     
 Energy Calibration Quadratic   :    2.6791944E-04 

 Energy Calibration Range   :     7751.000     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:17                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.798     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.324     

 Energy Calibration Slope   :     5.047641     
 Energy Calibration Quadratic   :    1.8721516E-04 

 Energy Calibration Range   :     7726.000     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:26                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.403     

 Energy Calibration Slope   :     4.970407     
 Energy Calibration Quadratic   :    2.8861160E-04 

 Energy Calibration Range   :     7752.000     
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 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:36                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.124     

 Energy Calibration Slope   :     5.024008     
 Energy Calibration Quadratic   :    2.2732108E-04 

 Energy Calibration Range   :     7741.000     

 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:46                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.137     

 Energy Calibration Slope   :     4.980155     
 Energy Calibration Quadratic   :    2.7307397E-04 

 Energy Calibration Range   :     7747.000     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:56                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.299     

 Energy Calibration Slope   :     5.005922     
 Energy Calibration Quadratic   :    2.3971348E-04 

 Energy Calibration Range   :     7732.000     
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 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:07                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.024     

 Energy Calibration Slope   :     4.974108     
 Energy Calibration Quadratic   :    2.7920396E-04 

 Energy Calibration Range   :     7745.000     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:16                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.001     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.388     

 Energy Calibration Slope   :     5.030578     
 Energy Calibration Quadratic   :    2.1629673E-04 

 Energy Calibration Range   :     7734.000     

 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:25                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.594     

 Energy Calibration Slope   :     4.970244     
 Energy Calibration Quadratic   :    2.8036340E-04 

 Energy Calibration Range   :     7744.000     

378



 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:18                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.194     

 Energy Calibration Slope   :     5.001173     
 Energy Calibration Quadratic   :    2.4327284E-04 

 Energy Calibration Range   :     7728.000     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:28                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.534     

 Energy Calibration Slope   :     4.976827     
 Energy Calibration Quadratic   :    2.7777941E-04 

 Energy Calibration Range   :     7749.000     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:37                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.216     

 Energy Calibration Slope   :     5.041510     
 Energy Calibration Quadratic   :    2.0420850E-04 

 Energy Calibration Range   :     7729.000     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:54                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.745     

 Energy Calibration Slope   :     4.932212     
 Energy Calibration Quadratic   :    2.9747782E-04 

 Energy Calibration Range   :     7723.000     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:05                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.299     

 Energy Calibration Slope   :     4.969139     
 Energy Calibration Quadratic   :    2.6946943E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:15                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.313     

 Energy Calibration Slope   :     4.979070     
 Energy Calibration Quadratic   :    2.9835338E-04 

 Energy Calibration Range   :     7782.000     
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 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:25                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.406     

 Energy Calibration Slope   :     4.972644     
 Energy Calibration Quadratic   :    2.9822273E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:34                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.505     

 Energy Calibration Slope   :     4.973050     
 Energy Calibration Quadratic   :    2.5861213E-04 

 Energy Calibration Range   :     7720.000     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:44                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.359     

 Energy Calibration Slope   :     4.952878     
 Energy Calibration Quadratic   :    2.8951291E-04 

 Energy Calibration Range   :     7734.000     
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 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:52                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.785     

 Energy Calibration Slope   :     4.985325     
 Energy Calibration Quadratic   :    2.8584892E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:11                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.090     

 Energy Calibration Slope   :     4.982796     
 Energy Calibration Quadratic   :    2.9861878E-04 

 Energy Calibration Range   :     7782.000     

 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:20                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.459     

 Energy Calibration Slope   :     4.924727     
 Energy Calibration Quadratic   :    3.1613579E-04 

 Energy Calibration Range   :     7736.000     
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 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:29                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.499     

 Energy Calibration Slope   :     4.954069     
 Energy Calibration Quadratic   :    2.9061513E-04 

 Energy Calibration Range   :     7737.000     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:38                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.062     

 Energy Calibration Slope   :     4.961628     
 Energy Calibration Quadratic   :    2.7721003E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:47                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.004     

 Energy Calibration Slope   :     4.957539     
 Energy Calibration Quadratic   :    2.8027029E-04 

 Energy Calibration Range   :     7730.000     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Calibration Date/Time   :    3-APR-2009 10:44:31                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.638     
 NP-237  4341  2/28/10    4768.800        4768.286     
 CM-244  4320A  2/28/10    5795.020        5793.626     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.772     

 Energy Calibration Slope   :     4.969982     
 Energy Calibration Quadratic   :    3.0582940E-04 

 Energy Calibration Range   :     7784.000     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Calibration Date/Time   :    3-APR-2009 10:45:00                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.514     
 NP-237  4341  2/28/10    4768.800        4767.845     
 CM-244  4320A  2/28/10    5795.020        5793.585     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.015     

 Energy Calibration Slope   :     4.947466     
 Energy Calibration Quadratic   :    3.1719072E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Calibration Date/Time   :    3-APR-2009 10:45:22                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.908     
 NP-237  4341  2/28/10    4768.800        4768.249     
 CM-244  4320A  2/28/10    5795.020        5794.013     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.674     

 Energy Calibration Slope   :     4.929296     
 Energy Calibration Quadratic   :    3.4555912E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Calibration Date/Time   :    3-APR-2009 10:45:45                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.710     
 NP-237  4341  2/28/10    4768.800        4767.908     
 CM-244  4320A  2/28/10    5795.020        5793.288     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.272     

 Energy Calibration Slope   :     4.956338     
 Energy Calibration Quadratic   :    3.1870403E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Calibration Date/Time   :    3-APR-2009 10:46:12                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.601     
 NP-237  4341  2/28/10    4768.800        4768.219     
 CM-244  4320A  2/28/10    5795.020        5794.076     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.934     

 Energy Calibration Slope   :     4.957986     
 Energy Calibration Quadratic   :    3.1803793E-04 

 Energy Calibration Range   :     7779.000     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Calibration Date/Time   :    3-APR-2009 10:46:40                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.918     
 NP-237  4341  2/28/10    4768.800        4768.453     
 CM-244  4320A  2/28/10    5795.020        5794.263     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.041     

 Energy Calibration Slope   :     4.922439     
 Energy Calibration Quadratic   :    3.4755000E-04 

 Energy Calibration Range   :     7772.000     

385



 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Calibration Date/Time   :    3-APR-2009 10:47:02                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.989     
 NP-237  4341  2/28/10    4768.800        4768.313     
 CM-244  4320A  2/28/10    5795.020        5794.108     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.208     

 Energy Calibration Slope   :     4.948413     
 Energy Calibration Quadratic   :    3.1914903E-04 

 Energy Calibration Range   :     7776.000     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Calibration Date/Time   :    3-APR-2009 10:47:22                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.499     
 NP-237  4341  2/28/10    4768.800        4768.292     
 CM-244  4320A  2/28/10    5795.020        5794.087     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.812     

 Energy Calibration Slope   :     4.945933     
 Energy Calibration Quadratic   :    3.1968721E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Calibration Date/Time   :    3-APR-2009 10:48:08                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.670     
 NP-237  4341  2/28/10    4768.800        4767.917     
 CM-244  4320A  2/28/10    5795.020        5793.537     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.457     

 Energy Calibration Slope   :     4.940961     
 Energy Calibration Quadratic   :    3.3323694E-04 

 Energy Calibration Range   :     7789.000     
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 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Calibration Date/Time   :    3-APR-2009 10:48:30                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.453     
 NP-237  4341  2/28/10    4768.800        4768.266     
 CM-244  4320A  2/28/10    5795.020        5793.539     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.851     

 Energy Calibration Slope   :     4.949171     
 Energy Calibration Quadratic   :    3.1573806E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Calibration Date/Time   :    3-APR-2009 10:48:55                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.864     
 NP-237  4341  2/28/10    4768.800        4767.812     
 CM-244  4320A  2/28/10    5795.020        5793.669     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.326     

 Energy Calibration Slope   :     4.952408     
 Energy Calibration Quadratic   :    3.2653011E-04 

 Energy Calibration Range   :     7791.000     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Calibration Date/Time   :    3-APR-2009 10:49:23                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.141     
 NP-237  4341  2/28/10    4768.800        4768.024     
 CM-244  4320A  2/28/10    5795.020        5793.912     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.013     

 Energy Calibration Slope   :     4.936169     
 Energy Calibration Quadratic   :    3.4311009E-04 

 Energy Calibration Range   :     7792.000     
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Subsection 2:    Background Calibration 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.136         3301.372         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.108         4906.104         14.00000         3.359998         26.72612        95.00000     
 CM-244     5531.779         5885.766         45.00000         10.79999         14.90712        95.00000     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.485         3298.816         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.401         4905.729         7.000000         1.679999         37.79645        95.00000     
 CM-244     5531.437         5882.689         21.00000         5.039997         21.82179        95.00000     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.289         3302.457         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.032         4903.174         10.00000         2.399998         31.62278        95.00000     
 CM-244     5531.593         5886.267         6.000000         1.439999         40.82483        95.00000     

 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.375         3302.354         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4433.171         4902.083         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.859         5886.569         56.00000         13.43999         13.36306        95.00000     
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 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.220         3298.802         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.167         4901.655         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5532.561         5886.674         12.00000         2.879998         28.86751        95.00000     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.319         3299.909        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.173         4901.776         2.000000        0.4799997         70.71068        95.00000     
 CM-244     5532.215         5884.911         3.000000        0.7199995         57.73503        95.00000     

 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.868         3299.972         5.000000         1.199999         44.72136        95.00000     
 NP-237     4437.211         4905.781         8.000000         1.919999         35.35534        95.00000     
 CM-244     5532.568         5885.043         14.00000         3.359998         26.72612        95.00000     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.500         3301.908         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.428         4904.472         14.00000         3.359998         26.72612        95.00000     
 CM-244     5530.546         5883.841         8.000000         1.919999         35.35534        95.00000     
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 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.293         3300.538         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4433.189         4906.000         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.225         5884.312         9.000000         2.159998         33.33334        95.00000     

 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.265         3301.122         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4433.354         4902.076         12.00000         2.879998         28.86751        95.00000     
 CM-244     5533.907         5884.760         14.00000         3.359998         26.72612        95.00000     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.767         3302.163         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.773         4901.605         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.925         5884.611         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.816         3299.697         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4432.876         4902.322         13.00000         3.119998         27.73501        95.00000     
 CM-244     5535.425         5887.126         18.00000         4.319997         23.57022        95.00000     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.601         3299.211        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.952         4906.135         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5530.762         5884.170        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.193         3300.186         6.000000         1.440000         40.82483        95.00000     
 NP-237     4433.664         4905.970         9.000000         2.160001         33.33334        95.00000     
 CM-244     5532.790         5887.132         20.00000         4.800001         22.36068        95.00000     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.211         3302.307         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4436.081         4901.826         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5535.396         5884.559         18.00000         4.320001         23.57022        95.00000     

 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.351         3300.949        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.834         4901.467         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5531.703         5887.592         2.000000        0.4800001         70.71068        95.00000     
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 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.594         3302.304         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4435.326         4902.490         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5535.047         5884.390         1.000000        0.2400001         100.0000        95.00000     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.222         3298.391         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4433.081         4903.352         7.000000         1.680000         37.79645        95.00000     
 CM-244     5532.421         5884.885         23.00000         5.520001         20.85144        95.00000     

 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.737         3298.456         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.204         4902.364         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5535.006         5883.146         5.000000         1.199999         44.72136        95.00000     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.365         3301.325         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.346         4904.984         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.162         5886.519         13.00000         3.119998         27.73501        95.00000     
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 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.569         3298.426         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.743         4905.286         9.000000         2.159998         33.33334        95.00000     
 CM-244     5534.369         5886.670         36.00000         8.639994         16.66667        95.00000     

 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.704         3298.632         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.481         4904.509         12.00000         2.879998         28.86751        95.00000     
 CM-244     5532.621         5884.243         62.00000         14.87999         12.70001        95.00000     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.423         3299.604         21.00000         5.039997         21.82179        95.00000     
 NP-237     4437.009         4905.468         11.00000         2.639998         30.15113        95.00000     
 CM-244     5533.967         5883.775         43.00000         10.31999         15.24986        95.00000     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.375         3300.248         37.00000         8.879993         16.43990        95.00000     
 NP-237     4435.145         4904.447         24.00000         5.759996         20.41241        95.00000     
 CM-244     5531.301         5887.409         46.00000         11.03999         14.74419        95.00000     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.384         3299.120         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4432.520         4906.176         5.000000         1.199999         44.72136        95.00000     
 CM-244     5531.124         5883.566         45.00000         10.79999         14.90712        95.00000     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.991         3298.011         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.617         4901.494         9.000000         2.159998         33.33334        95.00000     
 CM-244     5533.953         5883.379         36.00000         8.639994         16.66667        95.00000     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.821         3299.052         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.629         4905.156         9.000000         2.159998         33.33334        95.00000     
 CM-244     5533.744         5883.600         65.00000         15.59999         12.40347        95.00000     

 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.644         3298.976         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.596         4905.674         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.717         5885.335         19.00000         4.559997         22.94157        95.00000     
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 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.484         3297.776         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.028         4903.653         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.526         5885.098         41.00000         9.839993         15.61738        95.00000     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.234         3300.259         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.757         4905.096         12.00000         2.879998         28.86751        95.00000     
 CM-244     5534.390         5887.042         61.00000         14.63999         12.80369        95.00000     

 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.563         3302.290         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4434.446         4906.398         19.00000         4.560001         22.94157        95.00000     
 CM-244     5535.423         5883.636         58.00000         13.92000         13.13064        95.00000     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.381         3298.431        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.678         4904.001         9.000000         2.160000         33.33334        95.00000     
 CM-244     5531.496         5886.105         40.00000         9.600001         15.81139        95.00000     
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 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.797         3298.578         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4436.803         4903.827         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.681         5885.099         17.00000         4.080001         24.25356        95.00000     

 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.394         3299.260         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4434.309         4904.402         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.550         5883.816         5.000000         1.200000         44.72136        95.00000     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.719         3297.926         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4433.858         4902.628         17.00000         4.080001         24.25356        95.00000     
 CM-244     5532.346         5883.219         52.00000         12.48000         13.86751        95.00000     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.217         3297.529         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.221         4901.419         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5533.791         5883.566         63.00000         15.12000         12.59882        95.00000     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.367         3298.002         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.250         4903.313         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.936         5882.576         52.00000         12.47999         13.86751        95.00000     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.258         3297.595         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.271         4905.739         15.00000         3.599998         25.81989        95.00000     
 CM-244     5533.943         5884.226         37.00000         8.879993         16.43990        95.00000     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.853         3299.852         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.202         4901.475         13.00000         3.119998         27.73501        95.00000     
 CM-244     5533.742         5885.339         56.00000         13.43999         13.36306        95.00000     

 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.365         3301.615        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.757         4902.195         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.271         5887.599         13.00000         3.119998         27.73501        95.00000     
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 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.491         3300.809         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.825         4905.246         6.000000         1.439999         40.82483        95.00000     
 CM-244     5531.338         5883.578         37.00000         8.879993         16.43990        95.00000     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.829         3300.575         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4434.832         4904.280         10.00000         2.399998         31.62278        95.00000     
 CM-244     5533.508         5886.673         23.00000         5.519996         20.85144        95.00000     

 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.109         3301.458         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.228         4906.071         3.000000        0.7199995         57.73503        95.00000     
 CM-244     5531.401         5885.122         35.00000         8.399994         16.90309        95.00000     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.484         3299.315         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.397         4903.052         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.816         5883.813         45.00000         10.79999         14.90712        95.00000     
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 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.078         3301.376         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4436.112         4902.591         16.00000         3.839997         25.00000        95.00000     
 CM-244     5534.836         5884.300         69.00000         16.55999         12.03858        95.00000     

 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.240         3299.601         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.253         4903.762         8.000000         1.919999         35.35534        95.00000     
 CM-244     5532.215         5885.178         51.00000         12.23999         14.00280        95.00000     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.531         3302.370         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.720         4902.958         5.000000         1.199999         44.72136        95.00000     
 CM-244     5535.564         5884.909         43.00000         10.31999         15.24986        95.00000     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.735         3299.185         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.784         4906.322         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.552         5886.613         48.00000         11.51999         14.43376        95.00000     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.947         3300.374         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.287         4903.952         14.00000         3.359998         26.72612        95.00000     
 CM-244     5533.783         5887.436         31.00000         7.439995         17.96053        95.00000     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.899         3297.536         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.276         4902.364         15.00000         3.599998         25.81989        95.00000     
 CM-244     5532.288         5884.977         31.00000         7.439995         17.96053        95.00000     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.243         3299.192         5.000000         1.199999         44.72136        95.00000     
 NP-237     4435.737         4906.324         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.422         5882.355         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.500         3302.448         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4434.708         4903.568         5.000000         1.199999         44.72136        95.00000     
 CM-244     5532.968         5883.453         10.00000         2.399998         31.62278        95.00000     
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 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.185         3298.014        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.401         4901.399         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.205         5883.913         8.000000         1.919999         35.35534        95.00000     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.237         3298.007         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.453         4904.341         8.000000         1.919999         35.35534        95.00000     
 CM-244     5531.191         5887.568         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.591         3301.479         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.790         4903.035         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5530.694         5885.159         19.00000         4.559997         22.94157        95.00000     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.562         3299.456         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4432.796         4902.356         9.000000         2.159999         33.33334        95.00000     
 CM-244     5530.345         5887.489         25.00000         5.999996         20.00000        95.00000     
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 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.646         3301.526         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4436.663         4901.392         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5531.404         5885.080         15.00000         3.599998         25.81989        95.00000     

 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.752         3301.643         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.604         4902.902         10.00000         2.399998         31.62278        95.00000     
 CM-244     5533.432         5887.626         5.000000         1.199999         44.72136        95.00000     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.154         3297.691         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4437.199         4902.961         19.00000         4.559997         22.94157        95.00000     
 CM-244     5533.709         5887.477         19.00000         4.559997         22.94157        95.00000     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.514         3300.198         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4437.196         4903.339         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.017         5887.459         17.00000         4.079998         24.25356        95.00000     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.901         3298.857         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.174         4904.424         9.000000         2.159999         33.33334        95.00000     
 CM-244     5532.477         5884.540         31.00000         7.439995         17.96053        95.00000     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.552         3300.764         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4435.646         4904.882         5.000000         1.199999         44.72136        95.00000     
 CM-244     5533.421         5886.001         57.00000         13.67999         13.24532        95.00000     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.200         3300.514         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.913         4903.576         3.000000        0.7199996         57.73503        95.00000     
 CM-244     5531.022         5882.832         57.00000         13.67999         13.24532        95.00000     

 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.956         3299.956         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.590         4902.432         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5532.680         5883.246         37.00000         8.879994         16.43990        95.00000     
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 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.712         3298.353         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.493         4903.219         5.000000         1.199999         44.72136        95.00000     
 CM-244     5534.718         5885.874         43.00000         10.31999         15.24986        95.00000     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.849         3298.069         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.150         4902.106         12.00000         2.879998         28.86751        95.00000     
 CM-244     5534.571         5883.952         50.00000         11.99999         14.14214        95.00000     

 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.393         3298.715         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4434.211         4901.846         12.00000         2.880001         28.86751        95.00000     
 CM-244     5532.689         5885.320         36.00000         8.640002         16.66667        95.00000     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.920         3299.277        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.160         4902.996         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5531.394         5886.250         24.00000         5.760001         20.41241        95.00000     
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 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.034         3301.028         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4433.966         4901.726         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.786         5887.610         12.00000         2.880001         28.86751        95.00000     

 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.763         3298.948         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4432.753         4903.398         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5531.772         5883.265         45.00000         10.80000         14.90712        95.00000     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.125         3301.283         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4433.974         4902.604         7.000000         1.680000         37.79645        95.00000     
 CM-244     5534.066         5884.596         28.00000         6.720002         18.89822        95.00000     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.676         3299.398         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.651         4906.097         8.000000         1.920000         35.35534        95.00000     
 CM-244     5532.465         5885.156         20.00000         4.800001         22.36068        95.00000     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.101         3300.458         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4434.992         4905.134         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5531.164         5882.876        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.426         3300.432         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.857         4905.885         6.000000         1.440000         40.82483        95.00000     
 CM-244     5530.638         5884.280         1.000000        0.2400001         100.0000        95.00000     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.771         3302.197         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4436.574         4905.333         1.000000        0.2400001         100.0000        95.00000     
 CM-244     5535.580         5887.011         7.000000         1.680000         37.79645        95.00000     

 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.049         3301.769         5.000000         1.200000         44.72136        95.00000     
 NP-237     4434.602         4905.649         10.00000         2.400001         31.62278        95.00000     
 CM-244     5531.759         5886.170         12.00000         2.880001         28.86751        95.00000     
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 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.581         3300.359         5.000000         1.200000         44.72136        95.00000     
 NP-237     4436.660         4902.349         7.000000         1.680000         37.79645        95.00000     
 CM-244     5531.416         5886.697         8.000000         1.920000         35.35534        95.00000     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.335         3298.034         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4436.130         4905.688         5.000000         1.200000         44.72136        95.00000     
 CM-244     5533.780         5885.687         7.000000         1.680000         37.79645        95.00000     

 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.103         3297.602         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.292         4904.928         2.000000        0.4799997         70.71068        95.00000     
 CM-244     5533.907         5882.435         6.000000         1.439999         40.82483        95.00000     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.051         3299.338         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.690         4902.641         14.00000         3.359998         26.72612        95.00000     
 CM-244     5534.583         5884.077         2.000000        0.4799997         70.71068        95.00000     
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 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.900         3301.261         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.481         4902.358         8.000000         1.919999         35.35534        95.00000     
 CM-244     5531.072         5886.893         11.00000         2.639998         30.15113        95.00000     

 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.326         3297.879         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.417         4904.998         6.000000         1.439999         40.82483        95.00000     
 CM-244     5530.546         5887.545         12.00000         2.879998         28.86751        95.00000     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.864         3298.193         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4433.713         4903.301         6.000000         1.439999         40.82483        95.00000     
 CM-244     5532.387         5885.311         5.000000         1.199999         44.72136        95.00000     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.692         3299.231         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4436.633         4906.337         13.00000         3.119998         27.73501        95.00000     
 CM-244     5531.463         5885.707         4.000000        0.9599993         50.00000        95.00000     

408



 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.114         3298.235         5.000000         1.199999         44.72136        95.00000     
 NP-237     4433.943         4904.032         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.154         5882.456         2.000000        0.4799997         70.71068        95.00000     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.818         3302.392         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.559         4903.145         5.000000         1.199999         44.72136        95.00000     
 CM-244     5530.451         5882.813         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.007         3299.583         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4433.040         4906.173         5.000000         1.199999         44.72136        95.00000     
 CM-244     5534.157         5886.981        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.795         3301.434         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.750         4903.571         7.000000         1.679999         37.79645        95.00000     
 CM-244     5531.750         5884.227         1.000000        0.2399998         100.0000        95.00000     
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 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.801         3298.671         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.176         4903.594         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5531.545         5884.042        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.238         3298.166         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.954         4905.783         1.000000        0.2399998         100.0000        95.00000     
 CM-244     5535.330         5882.569         4.000000        0.9599993         50.00000        95.00000     

 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.992         3298.108         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4433.496         4901.950         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5531.164         5887.132         1.000000        0.2400000         100.0000        95.00000     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.530         3298.625        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.713         4904.216         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5530.875         5885.568         1.000000        0.2400000         100.0000        95.00000     
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 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.913         3301.393         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4432.277         4901.317         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.022         5883.576         2.000000        0.4800001         70.71068        95.00000     

 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.820         3301.897         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4434.941         4903.177         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.727         5884.222         14.00000         3.360001         26.72612        95.00000     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.243         3298.592         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4434.364         4904.138         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5533.541         5886.676         2.000000        0.4800001         70.71068        95.00000     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.436         3298.202         5.000000         1.200000         44.72136        95.00000     
 NP-237     4437.038         4903.471         6.000000         1.440000         40.82483        95.00000     
 CM-244     5530.603         5885.703         3.000000        0.7200001         57.73503        95.00000     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Background Analysis Date/Time   :    5-APR-2009 15:33:54                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.486         3302.135         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.471         4903.268         4.000000         1.200000         50.00000        95.00000     
 CM-244     5534.528         5882.772         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:26                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.801         3297.603        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.458         4901.837         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.179         5885.133         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Background Analysis Date/Time   :   19-MAR-2009 13:27:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.894         3299.194        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.153         4905.605         4.000000         1.200000         50.00000        95.00000     
 CM-244     5535.345         5882.385         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Background Analysis Date/Time   :   19-MAR-2009 13:27:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.417         3301.933         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.802         4903.870         6.000000         1.800000         40.82483        95.00000     
 CM-244     5531.673         5882.944         13.00000         3.900000         27.73501        95.00000     
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 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.262         3301.555         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.238         4904.502         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.711         5882.884         16.00000         4.800000         25.00000        95.00000     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:44                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.791         3302.165         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.707         4903.816         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.829         5883.292         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.004         3299.253         5.000000         1.200000         44.72136        95.00000     
 NP-237     4432.548         4906.013        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5530.584         5883.165        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Background Analysis Date/Time   :   15-MAR-2009 17:06:19                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.647         3302.203        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.647         4906.107         9.000000         2.160000         33.33334        95.00000     
 CM-244     5532.160         5885.592         2.000000        0.4800001         70.71068        95.00000     
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 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:58                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.228         3298.526         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.497         4901.939         5.000000         1.500000         44.72136        95.00000     
 CM-244     5534.747         5886.144         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:28:03                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.855         3299.976         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4433.367         4902.602         10.00000         3.000000         31.62278        95.00000     
 CM-244     5535.157         5886.428         26.00000         7.800000         19.61161        95.00000     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Background Analysis Date/Time   :   19-MAR-2009 13:28:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.795         3298.987         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4437.018         4905.719         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.944         5882.453         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Background Analysis Date/Time   :   19-MAR-2009 13:28:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.772         3298.841        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.757         4906.468         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.387         5882.705         8.000000         2.400000         35.35534        95.00000     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.411         3301.651         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4433.726         4901.700         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.920         5886.903         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.921         3302.232         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.664         4906.016         11.00000         3.300000         30.15113        95.00000     
 CM-244     5531.300         5885.703         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.274         3298.449         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.561         4905.357         6.000000         1.800000         40.82483        95.00000     
 CM-244     5531.764         5882.401         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:16                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.762         3300.873         6.000000         1.800000         40.82483        95.00000     
 NP-237     4433.481         4903.217         6.000000         1.800000         40.82483        95.00000     
 CM-244     5535.311         5885.777         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.124         3298.266         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.453         4901.437         5.000000         1.500000         44.72136        95.00000     
 CM-244     5532.390         5882.813         2.000000        0.6000000         70.71068        95.00000     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.499         3301.329         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.375         4902.239         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.856         5886.275         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:29                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.197         3300.906        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.936         4901.717         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.758         5884.791         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:33                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.278         3298.975         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.766         4902.877         7.000000         2.100000         37.79645        95.00000     
 CM-244     5533.946         5887.160         12.00000         3.600000         28.86751        95.00000     
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 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.867         3300.300        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.719         4904.799         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5535.515         5882.907         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.104         3299.047        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.603         4903.452         10.00000         3.000000         31.62278        95.00000     
 CM-244     5533.606         5883.289         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.196         3300.805         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.580         4905.601         4.000000         1.200000         50.00000        95.00000     
 CM-244     5534.878         5884.293         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.140         3302.030         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4436.070         4901.914         9.000000         2.700000         33.33334        95.00000     
 CM-244     5533.758         5886.358         9.000000         2.700000         33.33334        95.00000     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.010         3298.774         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.907         4903.908         6.000000         1.800000         40.82483        95.00000     
 CM-244     5534.799         5886.095         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:43                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.890         3302.323         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4436.361         4903.247         18.00000         5.400000         23.57022        95.00000     
 CM-244     5534.814         5883.318         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.205         3301.392        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.078         4906.369         9.000000         2.700000         33.33334        95.00000     
 CM-244     5535.485         5882.625         21.00000         6.300000         21.82179        95.00000     

 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:52                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.734         3298.237         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.351         4905.296         12.00000         3.600000         28.86751        95.00000     
 CM-244     5535.342         5883.020         1.000000        0.3000000         100.0000        95.00000     
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 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.485         3298.181         8.000000         2.400000         35.35534        95.00000     
 NP-237     4436.842         4901.637         13.00000         3.900000         27.73501        95.00000     
 CM-244     5530.529         5882.989         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.115         3299.470         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.823         4905.356         14.00000         4.200000         26.72612        95.00000     
 CM-244     5534.767         5887.416         16.00000         4.800000         25.00000        95.00000     

 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:06                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.956         3297.484         8.000000         2.400000         35.35534        95.00000     
 NP-237     4432.534         4905.319         11.00000         3.300000         30.15113        95.00000     
 CM-244     5532.625         5887.168         23.00000         6.900000         20.85144        95.00000     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.383         3301.680         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.188         4906.151         13.00000         3.900000         27.73501        95.00000     
 CM-244     5534.606         5886.628         15.00000         4.500000         25.81989        95.00000     
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 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:14                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.293         3299.347        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.914         4902.945        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5533.168         5886.207         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.960         3299.371         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.116         4903.137         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5533.971         5884.246         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.928         3301.316         9.000000         2.700000         33.33334        95.00000     
 NP-237     4434.694         4903.548         10.00000         3.000000         31.62278        95.00000     
 CM-244     5535.255         5885.894         19.00000         5.700000         22.94157        95.00000     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.308         3301.913         7.000000         2.100000         37.79645        95.00000     
 NP-237     4434.411         4903.759         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.584         5883.344         7.000000         2.100000         37.79645        95.00000     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.491         3301.900         6.000000         1.800000         40.82483        95.00000     
 NP-237     4434.479         4904.212         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.858         5885.227         13.00000         3.900000         27.73501        95.00000     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.965         3298.130         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.688         4902.849         5.000000         1.500000         44.72136        95.00000     
 CM-244     5531.727         5884.061         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.515         3301.594         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.892         4906.361         5.000000         1.500000         44.72136        95.00000     
 CM-244     5531.511         5887.131         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:21                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.234         3301.886         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.184         4904.220         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5535.614         5886.459         3.000000        0.9000000         57.73503        95.00000     
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 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.338         3302.084         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.606         4903.751         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.117         5882.530         19.00000         5.700000         22.94157        95.00000     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:29                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.525         3299.226        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.672         4905.675         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.775         5884.004         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:33                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.048         3301.398         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.973         4901.510         8.000000         2.400000         35.35534        95.00000     
 CM-244     5532.469         5885.944         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.760         3300.347         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.182         4905.827         19.00000         5.700000         22.94157        95.00000     
 CM-244     5531.070         5884.179         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.616         3300.915         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.977         4905.426         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.521         5883.600         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:45                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.018         3298.746         4.000000         1.200000         50.00000        95.00000     
 NP-237     4432.669         4901.694         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.860         5886.402         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.028         3298.313         4.000000         1.200000         50.00000        95.00000     
 NP-237     4432.856         4905.601         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.999         5887.665         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.049         3302.166         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.419         4906.428         21.00000         6.300000         21.82179        95.00000     
 CM-244     5533.752         5882.782         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.715         3301.755         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4437.475         4906.489         4.000000         1.200000         50.00000        95.00000     
 CM-244     5530.699         5884.426         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.709         3301.289         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.854         4904.233         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.993         5887.612         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.308         3299.068         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.250         4906.557         7.000000         2.100000         37.79645        95.00000     
 CM-244     5531.296         5884.743         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.085         3297.982        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.675         4906.194         9.000000         2.700000         33.33334        95.00000     
 CM-244     5531.218         5884.827         8.000000         2.400000         35.35534        95.00000     
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 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.669         3299.796         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.042         4904.000         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.538         5884.649         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.080         3301.889        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.989         4904.268         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5534.293         5882.375         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:31                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.511         3301.462        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.488         4906.264         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.612         5883.988         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.971         3299.952         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.020         4904.064         7.000000         2.100000         37.79645        95.00000     
 CM-244     5532.858         5885.180         10.00000         3.000000         31.62278        95.00000     
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 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.250         3298.336         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.903         4903.927         14.00000         4.200000         26.72612        95.00000     
 CM-244     5533.960         5887.592         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.073         3300.356         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.533         4905.829         8.000000         2.400000         35.35534        95.00000     
 CM-244     5532.006         5886.326         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:45                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.870         3298.545        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.533         4903.960         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.523         5885.004         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.765         3301.736         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.697         4903.598         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.837         5885.719         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.501         3301.709        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.449         4903.909         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.624         5884.595         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.110         3301.545         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.327         4905.779         11.00000         3.300000         30.15113        95.00000     
 CM-244     5531.156         5885.591        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.257         3298.962         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.373         4906.243         5.000000         1.500000         44.72136        95.00000     
 CM-244     5530.689         5883.461         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.677         3300.454         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4435.342         4905.957         5.000000         1.500000         44.72136        95.00000     
 CM-244     5533.868         5884.896         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.923         3301.975        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.294         4903.726        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.532         5884.616         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.851         3298.789        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.619         4901.454         8.000000         2.400000         35.35534        95.00000     
 CM-244     5534.209         5885.167         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.194         3298.946         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.938         4905.374         5.000000         1.500000         44.72136        95.00000     
 CM-244     5534.338         5886.585         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.590         3298.558         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.456         4903.767         17.00000         5.100000         24.25356        95.00000     
 CM-244     5531.002         5886.847         10.00000         3.000000         31.62278        95.00000     
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 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:19                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.296         3299.833         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.124         4905.307         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.966         5886.057         18.00000         5.400000         23.57022        95.00000     

 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.266         3301.012         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.168         4903.110         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.529         5886.813         23.00000         6.900000         20.85144        95.00000     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.978         3301.914         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.116         4903.631         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.665         5884.932         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:31                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.688         3302.119         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4432.730         4903.044         6.000000         1.800000         40.82483        95.00000     
 CM-244     5535.274         5885.508         11.00000         3.300000         30.15113        95.00000     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.934         3298.515         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4432.958         4906.450         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5533.067         5884.234         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.689         3298.951         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.565         4901.760         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.144         5885.263         2.000000        0.6000000         70.71068        95.00000     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:42                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.305         3301.652         8.000000         2.400000         35.35534        95.00000     
 NP-237     4435.774         4902.783         7.000000         2.100000         37.79645        95.00000     
 CM-244     5534.595         5883.271         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.599         3299.552         5.000000         1.500000         44.72136        95.00000     
 NP-237     4437.457         4903.937         8.000000         2.400000         35.35534        95.00000     
 CM-244     5535.038         5883.324         6.000000         1.800000         40.82483        95.00000     
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 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.253         3300.578         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.743         4902.451         7.000000         2.100000         37.79645        95.00000     
 CM-244     5533.912         5884.391         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.044         3299.733        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.517         4901.935         20.00000         6.000000         22.36068        95.00000     
 CM-244     5535.121         5886.928         27.00000         8.100000         19.24501        95.00000     

 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.305         3299.762         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.512         4905.293         10.00000         3.000000         31.62278        95.00000     
 CM-244     5530.867         5884.236         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.548         3298.127         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.103         4905.743         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.756         5887.083         22.00000         6.600000         21.32007        95.00000     
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 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:05                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.999         3298.482         4.000000         1.200000         50.00000        95.00000     
 NP-237     4433.740         4902.857         37.00000         11.10000         16.43990        95.00000     
 CM-244     5530.997         5883.236         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.325         3301.135        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.328         4903.943        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.106         5884.048         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.628         3297.581         37.00000         11.10000         16.43990        95.00000     
 NP-237     4435.740         4904.940         77.00000         23.10000         11.39606        95.00000     
 CM-244     5532.222         5883.511         62.00000         18.60000         12.70001        95.00000     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:16                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.103         3301.927         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.521         4903.604         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.805         5887.428         9.000000         2.700000         33.33334        95.00000     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Background Analysis Date/Time   :    5-APR-2009 15:39:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.707         3298.603         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.778         4903.577         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5535.292         5884.005        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Background Analysis Date/Time   :    5-APR-2009 15:39:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.352         3301.152        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.971         4901.730         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5532.338         5885.960         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Background Analysis Date/Time   :    5-APR-2009 15:39:42                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.206         3301.420        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.929         4902.346        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5534.536         5883.983        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Background Analysis Date/Time   :    5-APR-2009 15:39:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.723         3301.102        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.864         4904.750         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.267         5885.561         17.00000         5.100000         24.25356        95.00000     
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 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Background Analysis Date/Time   :    5-APR-2009 15:39:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.615         3302.122        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.301         4906.337         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5533.037         5887.425         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Background Analysis Date/Time   :    5-APR-2009 15:39:54                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.776         3299.690         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.250         4904.609         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5531.143         5885.797        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Background Analysis Date/Time   :    5-APR-2009 15:39:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.691         3300.587         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.871         4901.872         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5532.851         5886.703         17.00000         5.100000         24.25356        95.00000     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Background Analysis Date/Time   :    5-APR-2009 15:40:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.999         3297.687         9.000000         2.700000         33.33334        95.00000     
 NP-237     4437.557         4903.381         10.00000         3.000000         31.62278        95.00000     
 CM-244     5534.136         5882.490         8.000000         2.400000         35.35534        95.00000     
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 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Background Analysis Date/Time   :    1-APR-2009 08:03:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.215         3300.876         6.000000         1.800000         40.82483        95.00000     
 NP-237     4436.206         4902.614         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.487         5883.613         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Background Analysis Date/Time   :    5-APR-2009 15:40:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.403         3300.254         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.259         4906.316         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5531.674         5885.284         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Background Analysis Date/Time   :    5-APR-2009 15:40:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.413         3299.625        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.611         4903.501         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.500         5885.160         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Background Analysis Date/Time   :    5-APR-2009 15:40:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.353         3297.884         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.440         4905.487        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.814         5882.458         13.00000         3.900000         27.73501        95.00000     
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Subsection 3:    Efficiency Calibration 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 12:58:51                                            
Average Efficiency   :    0.3074158     

Average Efficiency Error  :    8.4792590E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2989.136         3301.372         14783.00        0.2982648        1.2824208E-02     64.77818     
 NP-237     171.0024      28-FEB-2010                  4435.108         4906.104         12988.00        0.3163858        1.6061183E-02     77.64301     
 CM-244     158.1060      28-FEB-2010                  5531.779         5885.766         11376.00        0.3126974        1.5907951E-02     60.44155     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:03:36                                            
Average Efficiency   :    0.3147031     

Average Efficiency Error  :    8.6625163E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2987.485         3298.816         14917.00        0.3138280        1.3491177E-02     42.95275     
 NP-237     200.4990      28-FEB-2010                  4435.401         4905.729         15325.00        0.3184417        1.6128592E-02     57.18177     
 CM-244     196.5558      28-FEB-2010                  5531.437         5882.689         14115.00        0.3123049        1.5835136E-02     51.11760     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:04:03                                            
Average Efficiency   :    0.2860807     

Average Efficiency Error  :    7.8854263E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2990.289         3302.457         13648.00        0.2831165        1.2191433E-02     54.42154     
 NP-237     203.2080      28-FEB-2010                  4434.032         4903.174         13995.00        0.2869108        1.4549185E-02     67.80383     
 CM-244     197.2236      28-FEB-2010                  5531.593         5886.267         13122.00        0.2895412        1.4696115E-02     56.58839     

436



 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:04:37                                            
Average Efficiency   :    0.3092589     

Average Efficiency Error  :    8.5125519E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2990.375         3302.354         14944.00        0.3052765        1.3123129E-02     53.21014     
 NP-237     204.2586      28-FEB-2010                  4433.171         4902.083         15360.00        0.3132749        1.5866464E-02     58.92495     
 CM-244     198.8100      28-FEB-2010                  5534.859         5886.569         14220.00        0.3110426        1.5769813E-02     55.30366     

 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:05:34                                            
Average Efficiency   :    0.3069293     

Average Efficiency Error  :    8.4466925E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2992.220         3298.802         15129.00        0.3022858        1.2991675E-02     50.71173     
 NP-237     209.5938      28-FEB-2010                  4436.167         4901.655         15626.00        0.3106219        1.5728649E-02     66.53160     
 CM-244     202.7478      28-FEB-2010                  5532.561         5886.674         14444.00        0.3100373        1.5715148E-02     52.87250     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:06:30                                            
Average Efficiency   :    0.3011943     

Average Efficiency Error  :    8.2951495E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.319         3299.909         14417.00        0.2980343        1.2820257E-02     50.71696     
 NP-237     204.7038      28-FEB-2010                  4433.173         4901.776         14785.00        0.3009336        1.5248874E-02     67.85226     
 CM-244     195.0060      28-FEB-2010                  5532.215         5884.911         13714.00        0.3060995        1.5526605E-02     54.64219     
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 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:07:04                                            
Average Efficiency   :    0.2980058     

Average Efficiency Error  :    8.2065305E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2987.868         3299.972         14539.00        0.2961124        1.2735626E-02     50.23426     
 NP-237     205.0260      28-FEB-2010                  4437.211         4905.781         14762.00        0.2999640        1.5200099E-02     63.82650     
 CM-244     199.6806      28-FEB-2010                  5532.568         5885.043         13708.00        0.2987399        1.5153483E-02     50.38874     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:07:33                                            
Average Efficiency   :    0.3064250     

Average Efficiency Error  :    8.4347762E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2988.500         3301.908         14810.00        0.3026508        1.3012399E-02     46.33791     
 NP-237     209.2716      28-FEB-2010                  4435.428         4904.472         15450.00        0.3075481        1.5575290E-02     54.84291     
 CM-244     199.6488      28-FEB-2010                  5530.546         5883.841         14258.00        0.3108099        1.5757050E-02     51.83173     

 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:10:12                                            
Average Efficiency   :    0.3336254     

Average Efficiency Error  :    9.1737024E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2992.293         3300.538         15992.00        0.3310688        1.4214949E-02     47.68869     
 NP-237     204.0192      28-FEB-2010                  4433.189         4906.000         16482.00        0.3365766        1.7031861E-02     63.24785     
 CM-244     197.2128      28-FEB-2010                  5534.225         5884.312         15158.00        0.3343364        1.6936030E-02     50.36408     
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 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:10:53                                            
Average Efficiency   :    0.3087636     

Average Efficiency Error  :    8.5008591E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2988.265         3301.122         14645.00        0.3052708        1.3127737E-02     48.42060     
 NP-237     202.9926      28-FEB-2010                  4433.354         4902.076         15135.00        0.3106053        1.5734239E-02     54.95590     
 CM-244     196.2330      28-FEB-2010                  5533.907         5884.760         14068.00        0.3119738        1.5819019E-02     50.37575     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:11:26                                            
Average Efficiency   :    0.2972011     

Average Efficiency Error  :    8.1798472E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2991.767         3302.163         15024.00        0.2972483        1.2776768E-02     47.97921     
 NP-237     214.4868      28-FEB-2010                  4436.773         4901.605         15306.00        0.2972914        1.5057617E-02     59.40623     
 CM-244     208.4184      28-FEB-2010                  5532.925         5884.611         14228.00        0.2970454        1.5059758E-02     50.87700     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:11:52                                            
Average Efficiency   :    0.2952333     

Average Efficiency Error  :    8.1307990E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2991.816         3299.697         14514.00        0.2963599        1.2746643E-02     49.56310     
 NP-237     205.8930      28-FEB-2010                  4432.876         4902.322         14700.00        0.2974219        1.5072159E-02     59.94623     
 CM-244     203.1954      28-FEB-2010                  5535.425         5887.126         13617.00        0.2916076        1.4793131E-02     47.02879     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:12:38                                            
Average Efficiency   :    0.3410103     

Average Efficiency Error  :    9.3720304E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2987.601         3299.211         16637.00        0.3439927        1.4760153E-02     43.88014     
 NP-237     210.2526      28-FEB-2010                  4435.952         4906.135         17273.00        0.3422876        1.7311435E-02     61.99565     
 CM-244     201.9108      28-FEB-2010                  5530.762         5884.170         15578.00        0.3358192        1.7005173E-02     49.42690     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:13:04                                            
Average Efficiency   :    0.3121529     

Average Efficiency Error  :    8.5859504E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2991.193         3300.186         15699.00        0.3078212        1.3220999E-02     54.14943     
 NP-237     211.7160      28-FEB-2010                  4433.664         4905.970         15972.00        0.3142938        1.5910313E-02     70.28948     
 CM-244     207.3882      28-FEB-2010                  5532.790         5887.132         15085.00        0.3163454        1.6025761E-02     53.97918     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:14:01                                            
Average Efficiency   :    0.3250935     

Average Efficiency Error  :    8.9436229E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2992.211         3302.307         15521.00        0.3203170        1.3760414E-02     59.21011     
 NP-237     200.6460      28-FEB-2010                  4436.081         4901.826         15808.00        0.3282582        1.6619289E-02     68.97340     
 CM-244     195.9270      28-FEB-2010                  5535.396         5884.559         14810.00        0.3289178        1.6666654E-02     59.77497     
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 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:14:41                                            
Average Efficiency   :    0.3329312     

Average Efficiency Error  :    9.1561014E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2991.351         3300.949         15919.00        0.3285035        1.4105910E-02     43.25510     
 NP-237     199.3962      28-FEB-2010                  4434.834         4901.467         16303.00        0.3406595        1.7240683E-02     62.88612     
 CM-244     198.6402      28-FEB-2010                  5531.703         5887.592         15146.00        0.3318718        1.6811302E-02     49.07970     

 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:15:11                                            
Average Efficiency   :    0.2920503     

Average Efficiency Error  :    8.0424994E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2988.594         3302.304         14605.00        0.2927374        1.2589375E-02     41.78447     
 NP-237     208.5846      28-FEB-2010                  4435.326         4902.490         14726.00        0.2941558        1.4906217E-02     56.06429     
 CM-244     205.5828      28-FEB-2010                  5535.047         5884.390         13654.00        0.2890805        1.4664232E-02     45.32915     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:16:12                                            
Average Efficiency   :    0.2764480     

Average Efficiency Error  :    7.6233400E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2990.222         3298.391         13334.00        0.2776965        1.1963586E-02     58.09602     
 NP-237     208.8990      28-FEB-2010                  4433.081         4903.352         13642.00        0.2720678        1.3801438E-02     62.82279     
 CM-244     198.1458      28-FEB-2010                  5532.421         5884.885         12721.00        0.2793195        1.4184067E-02     58.85748     
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 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:16:44                                            
Average Efficiency   :    0.2893008     

Average Efficiency Error  :    7.9742102E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2989.737         3298.456         13669.00        0.2812115        1.2109011E-02     46.37702     
 NP-237     202.9140      28-FEB-2010                  4433.204         4902.364         14475.00        0.2972125        1.5064585E-02     60.35783     
 CM-244     199.3140      28-FEB-2010                  5535.006         5883.146         13462.00        0.2938136        1.4907385E-02     45.25450     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:17:48                                            
Average Efficiency   :    0.3444771     

Average Efficiency Error  :    9.4707767E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2991.365         3301.325         16305.00        0.3339480        1.4333928E-02     48.37738     
 NP-237     203.4984      28-FEB-2010                  4437.346         4904.984         17233.00        0.3528001        1.7843619E-02     72.11222     
 CM-244     197.1096      28-FEB-2010                  5532.162         5886.519         15965.00        0.3524699        1.7843008E-02     50.29170     

 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:08                                            
Average Efficiency   :    0.3032879     

Average Efficiency Error  :    8.3492957E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2989.569         3298.426         14836.00        0.2997790        1.2888482E-02     48.88153     
 NP-237     210.1548      28-FEB-2010                  4434.743         4905.286         15162.00        0.3005693        1.5225477E-02     65.04488     
 CM-244     200.7390      28-FEB-2010                  5534.369         5886.670         14381.00        0.3114775        1.5789276E-02     53.93853     
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 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:28                                            
Average Efficiency   :    0.3131479     

Average Efficiency Error  :    8.6175725E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2989.704         3298.632         15191.00        0.3050689        1.3110333E-02     51.86388     
 NP-237     206.8830      28-FEB-2010                  4434.481         4904.509         15866.00        0.3194870        1.6174542E-02     73.70702     
 CM-244     203.0208      28-FEB-2010                  5532.621         5884.243         14899.00        0.3191012        1.6168298E-02     57.66979     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:47                                            
Average Efficiency   :    0.3384319     

Average Efficiency Error  :    9.3034571E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2989.423         3299.604         16314.00        0.3309970        1.4207279E-02     45.48362     
 NP-237     207.4998      28-FEB-2010                  4437.009         4905.468         17090.00        0.3431205        1.7355703E-02     61.63387     
 CM-244     199.8804      28-FEB-2010                  5533.967         5883.775         15850.00        0.3449176        1.7462468E-02     53.98987     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:19:49                                            
Average Efficiency   :    0.3361492     

Average Efficiency Error  :    9.2437286E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2991.375         3300.248         15871.00        0.3281835        1.4093198E-02     48.26291     
 NP-237     205.6662      28-FEB-2010                  4435.145         4904.447         16958.00        0.3434421        1.7373601E-02     72.29070     
 CM-244     198.3060      28-FEB-2010                  5531.301         5887.409         15542.00        0.3409011        1.7263332E-02     53.38466     

443



 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:20:36                                            
Average Efficiency   :    0.3253276     

Average Efficiency Error  :    8.9670466E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2990.384         3299.120         15233.00        0.3279726        1.4093928E-02     66.06454     
 NP-237     167.9916      28-FEB-2010                  4432.520         4906.176         13130.00        0.3256318        1.6527785E-02     76.50018     
 CM-244     157.2432      28-FEB-2010                  5531.124         5883.566         11625.00        0.3214712        1.6348327E-02     61.83232     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:21:04                                            
Average Efficiency   :    0.3179234     

Average Efficiency Error  :    9.3195159E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2989.991         3298.011         15033.00        0.3172690        1.6073691E-02     51.08852     
 NP-237     168.0294      28-FEB-2010                  4434.617         4901.494         13201.00        0.3272954        1.6610939E-02     63.69016     
 CM-244     160.5822      28-FEB-2010                  5533.953         5883.379         11450.00        0.3101022        1.5774073E-02     51.12527     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:21:48                                            
Average Efficiency   :    0.3438748     

Average Efficiency Error  :    1.0077704E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2988.821         3299.052         15180.00        0.3304528        1.6739508E-02     57.27001     
 NP-237     161.6154      28-FEB-2010                  4436.629         4905.156         13621.00        0.3511128        1.7811641E-02     77.46281     
 CM-244     148.1754      28-FEB-2010                  5533.744         5883.600         11996.00        0.3519004        1.7886814E-02     60.48972     
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 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:22:18                                            
Average Efficiency   :    0.3048087     

Average Efficiency Error  :    8.9400616E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.644         3298.976         14268.00        0.3009064        1.5255299E-02     43.48267     
 NP-237     168.1992      28-FEB-2010                  4437.596         4905.674         12446.00        0.3082738        1.5659494E-02     56.81778     
 CM-244     156.7614      28-FEB-2010                  5534.717         5885.335         11006.00        0.3054464        1.5547629E-02     46.20062     

 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 15:01:47                                            
Average Efficiency   :    0.3158048     

Average Efficiency Error  :    9.2588225E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.484         3297.776         14692.00        0.3069024        1.5553151E-02     55.69736     
 NP-237     169.7700      28-FEB-2010                  4436.028         4903.653         12980.00        0.3185275        1.6169980E-02     64.33618     
 CM-244     154.8234      28-FEB-2010                  5534.526         5885.098         11497.00        0.3229243        1.6425226E-02     57.70979     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 15:02:16                                            
Average Efficiency   :    0.3245663     

Average Efficiency Error  :    9.5131900E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2992.234         3300.259         14835.00        0.3139310        1.5907316E-02     61.33533     
 NP-237     166.3758      28-FEB-2010                  4434.757         4905.096         13140.00        0.3290026        1.6698757E-02     72.84238     
 CM-244     157.1856      28-FEB-2010                  5534.390         5887.042         12005.00        0.3320046        1.6875271E-02     58.66016     
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 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:25:48                                            
Average Efficiency   :    0.3293029     

Average Efficiency Error  :    9.0814941E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2991.563         3302.290         14670.00        0.3189273        1.3714563E-02     63.13657     
 NP-237     162.9186      28-FEB-2010                  4434.446         4906.398         13328.00        0.3407491        1.7291421E-02     68.94162     
 CM-244     153.1968      28-FEB-2010                  5535.423         5883.636         11781.00        0.3341763        1.6990891E-02     60.23269     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:27:13                                            
Average Efficiency   :    0.3092850     

Average Efficiency Error  :    8.5339360E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2991.381         3298.431         14222.00        0.3067092        1.3196797E-02     53.38612     
 NP-237     165.9822      28-FEB-2010                  4434.678         4904.001         12275.00        0.3080864        1.5653392E-02     63.47343     
 CM-244     153.7938      28-FEB-2010                  5531.496         5886.105         11120.00        0.3143215        1.5996786E-02     50.33584     

 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:27:44                                            
Average Efficiency   :    0.3142736     

Average Efficiency Error  :    8.6741745E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2989.797         3298.578         14072.00        0.3079124        1.3251268E-02     41.71342     
 NP-237     161.7816      28-FEB-2010                  4436.803         4903.827         12467.00        0.3210554        1.6308317E-02     57.70754     
 CM-244     147.2670      28-FEB-2010                  5530.681         5885.099         10736.00        0.3170701        1.6146390E-02     46.93776     
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 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 15:04:06                                            
Average Efficiency   :    0.3170184     

Average Efficiency Error  :    8.7417634E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2989.394         3299.260         14851.00        0.3117853        1.3404418E-02     61.10540     
 NP-237     167.2962      28-FEB-2010                  4434.309         4904.402         12849.00        0.3199865        1.6246505E-02     76.27268     
 CM-244     154.4388      28-FEB-2010                  5530.550         5883.816         11424.00        0.3218099        1.6369838E-02     59.40048     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:46:56                                            
Average Efficiency   :    0.3007390     

Average Efficiency Error  :    8.3002718E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2988.719         3297.926         14105.00        0.2989237        1.2863854E-02     43.24429     
 NP-237     168.2934      28-FEB-2010                  4433.858         4902.628         12498.00        0.3093290        1.5712181E-02     56.82856     
 CM-244     158.8128      28-FEB-2010                  5532.346         5883.219         10793.00        0.2953503        1.5039380E-02     41.49134     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:47:41                                            
Average Efficiency   :    0.3255249     

Average Efficiency Error  :    8.9713298E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2991.217         3297.529         15392.00        0.3218998        1.3830410E-02     50.71688     
 NP-237     167.4312      28-FEB-2010                  4435.221         4901.419         13313.00        0.3312815        1.6811114E-02     60.97124     
 CM-244     156.4188      28-FEB-2010                  5533.791         5883.566         11704.00        0.3251376        1.6533146E-02     50.04154     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:48:53                                            
Average Efficiency   :    0.3523535     

Average Efficiency Error  :    9.7024702E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2991.367         3298.002         16090.00        0.3425995        1.4708520E-02     67.35622     
 NP-237     167.1294      28-FEB-2010                  4436.250         4903.313         14446.00        0.3600907        1.8252192E-02     82.42387     
 CM-244     154.7664      28-FEB-2010                  5532.936         5882.576         12806.00        0.3596441        1.8261522E-02     67.52037     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:49:27                                            
Average Efficiency   :    0.3420714     

Average Efficiency Error  :    9.4187800E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2990.258         3297.595         16180.00        0.3403733        1.4611583E-02     52.89114     
 NP-237     170.0886      28-FEB-2010                  4433.271         4905.739         14124.00        0.3459084        1.7538758E-02     71.02046     
 CM-244     157.7460      28-FEB-2010                  5533.943         5884.226         12362.00        0.3407173        1.7309731E-02     51.85280     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:49:59                                            
Average Efficiency   :    0.3669707     

Average Efficiency Error  :    1.0104094E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2988.853         3299.852         16292.00        0.3568118        1.5315493E-02     58.11806     
 NP-237     159.1506      28-FEB-2010                  4433.202         4901.475         14518.00        0.3800096        1.9260574E-02     76.79900     
 CM-244     151.7142      28-FEB-2010                  5533.742         5885.339         12910.00        0.3698482        1.8777374E-02     60.68376     
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 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:50:29                                            
Average Efficiency   :    0.3248384     

Average Efficiency Error  :    8.9547960E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2991.365         3301.615         15076.00        0.3263852        1.4028279E-02     44.52572     
 NP-237     166.8174      28-FEB-2010                  4433.757         4902.195         13001.00        0.3246898        1.6482411E-02     53.92081     
 CM-244     155.0100      28-FEB-2010                  5535.271         5887.599         11506.00        0.3228664        1.6421702E-02     42.68086     

 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:50:57                                            
Average Efficiency   :    0.3333805     

Average Efficiency Error  :    9.1817025E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2992.491         3300.809         15917.00        0.3286667        1.4112941E-02     45.26864     
 NP-237     171.2268      28-FEB-2010                  4435.825         4905.246         13812.00        0.3360693        1.7045103E-02     62.75795     
 CM-244     159.5796      28-FEB-2010                  5531.338         5883.578         12392.00        0.3376203        1.7151741E-02     44.83782     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:51:12                                            
Average Efficiency   :    0.3366255     

Average Efficiency Error  :    9.2799477E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.829         3300.575         14974.00        0.3340741        1.4360550E-02     44.73132     
 NP-237     159.6558      28-FEB-2010                  4434.832         4904.280         13111.00        0.3421062        1.7364385E-02     62.79778     
 CM-244     150.5208      28-FEB-2010                  5533.508         5886.673         11593.00        0.3349410        1.7033828E-02     49.37699     
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 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:51:41                                            
Average Efficiency   :    0.3384261     

Average Efficiency Error  :    9.3218787E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2989.109         3301.458         15679.00        0.3337728        1.4335929E-02     51.40458     
 NP-237     168.7422      28-FEB-2010                  4435.228         4906.071         13868.00        0.3424183        1.7366098E-02     72.45228     
 CM-244     156.3252      28-FEB-2010                  5531.401         5885.122         12270.00        0.3412533        1.7338984E-02     52.94244     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:52:25                                            
Average Efficiency   :    0.3491022     

Average Efficiency Error  :    9.6128285E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.484         3299.315         16163.00        0.3499563        1.5023235E-02     57.76017     
 NP-237     166.6248      28-FEB-2010                  4434.397         4903.052         14131.00        0.3533042        1.7913580E-02     69.69213     
 CM-244     155.8290      28-FEB-2010                  5532.816         5883.813         12330.00        0.3439482        1.7474683E-02     59.16615     

 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:53:02                                            
Average Efficiency   :    0.3365245     

Average Efficiency Error  :    9.2796292E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2989.078         3301.376         14862.00        0.3346138        1.4385705E-02     44.72704     
 NP-237     160.8066      28-FEB-2010                  4436.112         4902.591         12785.00        0.3311736        1.6815891E-02     61.71127     
 CM-244     145.8384      28-FEB-2010                  5534.836         5884.300         11588.00        0.3452028        1.7556459E-02     52.83641     
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 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:53:31                                            
Average Efficiency   :    0.3395342     

Average Efficiency Error  :    9.3554826E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2990.240         3299.601         15473.00        0.3345045        1.4370644E-02     50.85932     
 NP-237     164.6658      28-FEB-2010                  4435.253         4903.762         13488.00        0.3412492        1.7313693E-02     69.18295     
 CM-244     151.3824      28-FEB-2010                  5532.215         5885.178         12027.00        0.3452728        1.7549025E-02     53.81519     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:54:15                                            
Average Efficiency   :    0.3425172     

Average Efficiency Error  :    9.4327750E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2988.531         3302.370         16025.00        0.3416507        1.4668799E-02     58.77261     
 NP-237     168.3948      28-FEB-2010                  4435.720         4902.958         13797.00        0.3413560        1.7313492E-02     71.11342     
 CM-244     154.6032      28-FEB-2010                  5535.564         5884.909         12268.00        0.3449440        1.7526649E-02     59.73870     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:54:28                                            
Average Efficiency   :    0.3132162     

Average Efficiency Error  :    8.6439289E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2991.735         3299.185         14054.00        0.3084456        1.3274539E-02     53.35275     
 NP-237     161.5530      28-FEB-2010                  4436.784         4906.322         12321.00        0.3177073        1.6141288E-02     67.62350     
 CM-244     151.1856      28-FEB-2010                  5534.552         5886.613         10984.00        0.3157572        1.6073428E-02     58.94576     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:20:25                                            
Average Efficiency   :    0.3116991     

Average Efficiency Error  :    8.5950084E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2989.947         3300.374         15008.00        0.3026152        1.3007630E-02     62.71006     
 NP-237     171.0024      28-FEB-2010                  4434.287         4903.952         13118.00        0.3195534        1.6219579E-02     63.12767     
 CM-244     158.1060      28-FEB-2010                  5533.783         5887.436         11592.00        0.3179296        1.6168812E-02     58.55110     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:20:35                                            
Average Efficiency   :    0.3105424     

Average Efficiency Error  :    8.5496353E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2987.899         3297.536         14652.00        0.3080749        1.3248111E-02     50.44354     
 NP-237     200.4990      28-FEB-2010                  4436.276         4902.364         14971.00        0.3110452        1.5758766E-02     64.80755     
 CM-244     196.5558      28-FEB-2010                  5532.288         5884.977         14211.00        0.3135843        1.5898610E-02     56.51514     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:20:47                                            
Average Efficiency   :    0.3265288     

Average Efficiency Error  :    8.9819394E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2990.243         3299.192         15540.00        0.3221603        1.3839243E-02     67.09565     
 NP-237     203.2080      28-FEB-2010                  4435.737         4906.324         16052.00        0.3291033        1.6658973E-02     82.00040     
 CM-244     197.2236      28-FEB-2010                  5535.422         5882.355         15011.00        0.3303185        1.6734691E-02     69.98693     
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 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:20:58                                            
Average Efficiency   :    0.2993013     

Average Efficiency Error  :    8.2421973E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2992.500         3302.448         14509.00        0.2962093        1.2740199E-02     41.60586     
 NP-237     204.2586      28-FEB-2010                  4434.708         4903.568         14786.00        0.3015952        1.5282409E-02     56.08962     
 CM-244     198.8100      28-FEB-2010                  5532.968         5883.453         13806.00        0.3014585        1.5289810E-02     45.58427     

 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:11                                            
Average Efficiency   :    0.3207160     

Average Efficiency Error  :    8.8193621E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2990.185         3298.014         16040.00        0.3202980        1.3751726E-02     43.41089     
 NP-237     209.5938      28-FEB-2010                  4434.401         4901.399         16200.00        0.3219995        1.6297597E-02     59.17278     
 CM-244     202.7478      28-FEB-2010                  5534.205         5883.913         14946.00        0.3200269        1.6214121E-02     45.43625     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:24                                            
Average Efficiency   :    0.3497353     

Average Efficiency Error  :    9.6132290E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2990.237         3298.007         16467.00        0.3401955        1.4599618E-02     67.79591     
 NP-237     204.7038      28-FEB-2010                  4435.453         4904.341         17483.00        0.3558211        1.7993476E-02     76.40144     
 CM-244     195.0060      28-FEB-2010                  5531.191         5887.568         16096.00        0.3582729        1.8135015E-02     67.80053     

453



 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:35                                            
Average Efficiency   :    0.3179218     

Average Efficiency Error  :    8.7474911E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2990.591         3301.479         15318.00        0.3118090        1.3397930E-02     58.34072     
 NP-237     205.0260      28-FEB-2010                  4434.790         4903.035         15806.00        0.3212003        1.6261989E-02     59.79361     
 CM-244     199.6806      28-FEB-2010                  5530.694         5885.159         14894.00        0.3237488        1.6403524E-02     57.16601     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:46                                            
Average Efficiency   :    0.3213977     

Average Efficiency Error  :    8.8405460E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2991.562         3299.456         15587.00        0.3183461        1.3674653E-02     49.30595     
 NP-237     209.2716      28-FEB-2010                  4432.796         4902.356         16060.00        0.3197173        1.6183777E-02     65.17193     
 CM-244     199.6488      28-FEB-2010                  5530.345         5887.489         15073.00        0.3276618        1.6599247E-02     56.35740     

 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:56                                            
Average Efficiency   :    0.3354127     

Average Efficiency Error  :    9.2221713E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2990.646         3301.526         16137.00        0.3338572        1.4332430E-02     42.34295     
 NP-237     204.0192      28-FEB-2010                  4436.663         4901.392         16280.00        0.3324659        1.6826298E-02     62.18345     
 CM-244     197.2128      28-FEB-2010                  5531.404         5885.080         15490.00        0.3407677        1.7257094E-02     50.32231     
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 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:22:06                                            
Average Efficiency   :    0.3169869     

Average Efficiency Error  :    8.7236036E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2988.752         3301.643         15065.00        0.3138397        1.3489200E-02     49.96434     
 NP-237     202.9926      28-FEB-2010                  4434.604         4902.902         15443.00        0.3169373        1.6050853E-02     66.86167     
 CM-244     196.2330      28-FEB-2010                  5533.432         5887.626         14538.00        0.3216344        1.6301502E-02     48.61880     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:22:17                                            
Average Efficiency   :    0.2994800     

Average Efficiency Error  :    8.2414886E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2990.154         3297.691         15146.00        0.2994701        1.2870348E-02     54.72668     
 NP-237     214.4868      28-FEB-2010                  4437.199         4902.961         15435.00        0.2997508        1.5180632E-02     68.04384     
 CM-244     208.4184      28-FEB-2010                  5533.709         5887.477         14368.00        0.2992233        1.5168135E-02     53.76937     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:22:26                                            
Average Efficiency   :    0.3047316     

Average Efficiency Error  :    8.3883088E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2991.514         3300.198         14792.00        0.3018525        1.2978269E-02     41.30341     
 NP-237     205.8930      28-FEB-2010                  4437.196         4903.339         15178.00        0.3071243        1.5557299E-02     61.27497     
 CM-244     203.1954      28-FEB-2010                  5534.017         5887.459         14347.00        0.3064710        1.5535836E-02     46.61131     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:10:29                                            
Average Efficiency   :    0.3272916     

Average Efficiency Error  :    8.9996923E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2991.901         3298.857         15902.00        0.3285778        1.4109294E-02     54.13565     
 NP-237     210.2526      28-FEB-2010                  4435.174         4904.424         16446.00        0.3258751        1.6490771E-02     63.31226     
 CM-244     201.9108      28-FEB-2010                  5532.477         5884.540         15214.00        0.3269483        1.6561169E-02     52.31952     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:11:10                                            
Average Efficiency   :    0.3168613     

Average Efficiency Error  :    8.7136347E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2989.552         3300.764         15937.00        0.3123047        1.3410012E-02     52.98029     
 NP-237     211.7160      28-FEB-2010                  4435.646         4904.882         16390.00        0.3225394        1.6322609E-02     62.78500     
 CM-244     207.3882      28-FEB-2010                  5533.421         5886.001         15209.00        0.3179055        1.6103394E-02     54.73440     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:11:21                                            
Average Efficiency   :    0.3276419     

Average Efficiency Error  :    9.0119764E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2989.200         3300.514         15765.00        0.3251520        1.3964258E-02     49.92044     
 NP-237     200.6460      28-FEB-2010                  4434.913         4903.576         15806.00        0.3282170        1.6617225E-02     65.23976     
 CM-244     195.9270      28-FEB-2010                  5531.022         5882.832         14936.00        0.3306409        1.6752413E-02     48.75608     
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 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:11:37                                            
Average Efficiency   :    0.3354443     

Average Efficiency Error  :    9.2248395E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2987.956         3299.956         16059.00        0.3311731        1.4218365E-02     49.41670     
 NP-237     199.3962      28-FEB-2010                  4437.590         4902.432         16567.00        0.3461664        1.7516056E-02     61.78337     
 CM-244     198.6402      28-FEB-2010                  5532.680         5883.246         15180.00        0.3315465        1.6794628E-02     51.56067     

 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:12:07                                            
Average Efficiency   :    0.3232909     

Average Efficiency Error  :    8.8898428E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2987.712         3298.353         16022.00        0.3209318        1.3779212E-02     48.91979     
 NP-237     208.5846      28-FEB-2010                  4435.493         4903.219         16514.00        0.3298586        1.6691513E-02     64.60860     
 CM-244     205.5828      28-FEB-2010                  5534.718         5885.874         15180.00        0.3203551        1.6227717E-02     50.29906     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:12:19                                            
Average Efficiency   :    0.3268235     

Average Efficiency Error  :    8.9890687E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2989.849         3298.069         15791.00        0.3286595        1.4114485E-02     51.82515     
 NP-237     208.8990      28-FEB-2010                  4435.150         4902.106         16052.00        0.3201136        1.6203957E-02     66.61649     
 CM-244     198.1458      28-FEB-2010                  5534.571         5883.952         15140.00        0.3314290        1.6789349E-02     54.75724     
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 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:12:31                                            
Average Efficiency   :    0.3394389     

Average Efficiency Error  :    9.3380520E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2991.393         3298.715         15788.00        0.3246011        1.3940237E-02     53.35468     
 NP-237     202.9140      28-FEB-2010                  4434.211         4901.846         17069.00        0.3504384        1.7726116E-02     73.15015     
 CM-244     199.3140      28-FEB-2010                  5532.689         5885.320         16206.00        0.3526086        1.7846959E-02     59.09642     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:13:02                                            
Average Efficiency   :    0.3433028     

Average Efficiency Error  :    9.4386321E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2987.920         3299.277         16276.00        0.3331525        1.4300112E-02     47.78755     
 NP-237     203.4984      28-FEB-2010                  4434.160         4902.996         17046.00        0.3490005        1.7653601E-02     61.32406     
 CM-244     197.1096      28-FEB-2010                  5531.394         5886.250         16049.00        0.3533329        1.7885638E-02     53.18367     

 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:13:12                                            
Average Efficiency   :    0.3257607     

Average Efficiency Error  :    8.9598950E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2990.034         3301.028         15693.00        0.3168856        1.3610316E-02     45.17327     
 NP-237     210.1548      28-FEB-2010                  4433.966         4901.726         16780.00        0.3326534        1.6829796E-02     60.42759     
 CM-244     200.7390      28-FEB-2010                  5533.786         5887.610         15383.00        0.3324443        1.6837034E-02     47.07553     
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 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:13:31                                            
Average Efficiency   :    0.3004244     

Average Efficiency Error  :    8.2714027E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2988.763         3298.948         14693.00        0.2948805        1.2680073E-02     45.58765     
 NP-237     206.8830      28-FEB-2010                  4432.753         4903.398         15212.00        0.3063633        1.5518269E-02     64.29003     
 CM-244     203.0208      28-FEB-2010                  5531.772         5883.265         14169.00        0.3027377        1.5349432E-02     45.55861     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:04                                            
Average Efficiency   :    0.3158620     

Average Efficiency Error  :    8.6903963E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2988.125         3301.283         15369.00        0.3117029        1.3392608E-02     44.47689     
 NP-237     207.4998      28-FEB-2010                  4433.974         4902.604         15758.00        0.3163925        1.6019193E-02     60.11209     
 CM-244     199.8804      28-FEB-2010                  5534.066         5884.596         14808.00        0.3214662        1.6289180E-02     43.63193     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:14                                            
Average Efficiency   :    0.3028272     

Average Efficiency Error  :    8.3400048E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2987.676         3299.398         14306.00        0.2957902        1.2725521E-02     57.86567     
 NP-237     205.6662      28-FEB-2010                  4435.651         4906.097         15196.00        0.3078226        1.5592438E-02     64.93418     
 CM-244     198.3060      28-FEB-2010                  5532.465         5885.156         14094.00        0.3084301        1.5638985E-02     61.34729     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:26                                            
Average Efficiency   :    0.3004579     

Average Efficiency Error  :    8.2925837E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2990.101         3300.458         14005.00        0.3013310        1.2969175E-02     45.30003     
 NP-237     167.9916      28-FEB-2010                  4434.992         4905.134         12173.00        0.3019071        1.5341397E-02     61.80435     
 CM-244     157.2432      28-FEB-2010                  5531.164         5882.876         10789.00        0.2978478        1.5165950E-02     45.41029     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:36                                            
Average Efficiency   :    0.3302385     

Average Efficiency Error  :    9.6729128E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2989.426         3300.432         15705.00        0.3312471        1.6772471E-02     43.51139     
 NP-237     168.0294      28-FEB-2010                  4435.857         4905.885         13425.00        0.3328675        1.6889559E-02     62.21084     
 CM-244     160.5822      28-FEB-2010                  5530.638         5884.280         12086.00        0.3267094        1.6603610E-02     51.76941     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:45                                            
Average Efficiency   :    0.3493148     

Average Efficiency Error  :    1.0231617E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2988.771         3302.197         15773.00        0.3431341        1.7373448E-02     43.41927     
 NP-237     161.6154      28-FEB-2010                  4436.574         4905.333         13540.00        0.3490738        1.7709631E-02     59.87376     
 CM-244     148.1754      28-FEB-2010                  5535.580         5887.011         12163.00        0.3562786        1.8104576E-02     45.82005     
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 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:57                                            
Average Efficiency   :    0.3184246     

Average Efficiency Error  :    9.3327221E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.049         3301.769         15009.00        0.3163185        1.6025815E-02     53.90740     
 NP-237     168.1992      28-FEB-2010                  4434.602         4905.649         12927.00        0.3201711        1.6254447E-02     64.77624     
 CM-244     156.7614      28-FEB-2010                  5531.759         5886.170         11517.00        0.3188429        1.6216787E-02     52.54034     

 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:15:09                                            
Average Efficiency   :    0.3273827     

Average Efficiency Error  :    9.5925583E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.581         3300.359         15357.00        0.3205704        1.6236456E-02     50.55642     
 NP-237     169.7700      28-FEB-2010                  4436.660         4902.349         13297.00        0.3263073        1.6559016E-02     67.56496     
 CM-244     154.8234      28-FEB-2010                  5531.416         5886.697         11988.00        0.3360668        1.7081484E-02     51.24853     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:15:19                                            
Average Efficiency   :    0.3074006     

Average Efficiency Error  :    9.0149082E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2990.335         3298.034         14491.00        0.3064468        1.5532870E-02     43.40741     
 NP-237     166.3758      28-FEB-2010                  4436.130         4905.688         12332.00        0.3088091        1.5688924E-02     57.51366     
 CM-244     157.1856      28-FEB-2010                  5533.780         5885.687         11117.00        0.3069688        1.5622226E-02     45.22958     

461



 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:15:43                                            
Average Efficiency   :    0.3238779     

Average Efficiency Error  :    8.9306552E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2991.103         3297.602         14814.00        0.3218544        1.3837875E-02     57.86534     
 NP-237     162.9186      28-FEB-2010                  4435.292         4904.928         12834.00        0.3282195        1.6664777E-02     59.60000     
 CM-244     153.1968      28-FEB-2010                  5533.907         5882.435         11387.00        0.3225144        1.6406590E-02     51.60062     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:15:59                                            
Average Efficiency   :    0.3094636     

Average Efficiency Error  :    8.5381027E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2988.051         3299.338         14407.00        0.3104973        1.3356461E-02     55.14584     
 NP-237     165.9822      28-FEB-2010                  4436.690         4902.641         12301.00        0.3087092        1.5684567E-02     55.19885     
 CM-244     153.7938      28-FEB-2010                  5534.583         5884.077         10944.00        0.3087896        1.5719134E-02     53.60799     

 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:16:11                                            
Average Efficiency   :    0.3418063     

Average Efficiency Error  :    9.4214985E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2987.900         3301.261         15212.00        0.3326474        1.4295079E-02     53.87262     
 NP-237     161.7816      28-FEB-2010                  4434.481         4902.358         13460.00        0.3466056        1.7585993E-02     65.79442     
 CM-244     147.2670      28-FEB-2010                  5531.072         5886.893         11919.00        0.3511419        1.7849421E-02     57.25290     
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 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:16:24                                            
Average Efficiency   :    0.3410996     

Average Efficiency Error  :    9.3954084E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.326         3297.879         15879.00        0.3331468        1.4305839E-02     47.72833     
 NP-237     167.2962      28-FEB-2010                  4435.417         4904.998         13965.00        0.3477758        1.7636124E-02     63.38130     
 CM-244     154.4388      28-FEB-2010                  5530.546         5887.545         12334.00        0.3464899        1.7603327E-02     47.26495     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:16:44                                            
Average Efficiency   :    0.3372534     

Average Efficiency Error  :    9.2888931E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2991.864         3298.193         15756.00        0.3337081        1.4331836E-02     51.24236     
 NP-237     168.2934      28-FEB-2010                  4433.713         4903.301         13833.00        0.3424470        1.7368203E-02     68.58164     
 CM-244     158.8128      28-FEB-2010                  5532.387         5885.311         12344.00        0.3372661        1.7134413E-02     55.13155     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:16:56                                            
Average Efficiency   :    0.3328588     

Average Efficiency Error  :    9.1771046E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2989.692         3299.231         14945.00        0.3228850        1.3879959E-02     66.66042     
 NP-237     164.6658      28-FEB-2010                  4436.633         4906.337         13295.00        0.3363291        1.7067695E-02     68.71675     
 CM-244     151.3824      28-FEB-2010                  5531.463         5885.707         12042.00        0.3451216        1.7540393E-02     59.39949     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:08                                            
Average Efficiency   :    0.3394164     

Average Efficiency Error  :    9.3518114E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2992.114         3298.235         15516.00        0.3301477        1.4182732E-02     65.57442     
 NP-237     167.1294      28-FEB-2010                  4433.943         4904.032         13721.00        0.3420398        1.7349539E-02     68.14974     
 CM-244     154.7664      28-FEB-2010                  5534.154         5882.456         12530.00        0.3513132        1.7843867E-02     60.27023     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:21                                            
Average Efficiency   :    0.3362832     

Average Efficiency Error  :    9.2616668E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2988.818         3302.392         15884.00        0.3339397        1.4339794E-02     51.08141     
 NP-237     170.0886      28-FEB-2010                  4435.559         4903.145         13702.00        0.3356294        1.7024707E-02     63.61989     
 CM-244     157.7460      28-FEB-2010                  5530.451         5882.813         12373.00        0.3403651        1.7291170E-02     54.51112     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:33                                            
Average Efficiency   :    0.3336415     

Average Efficiency Error  :    9.1992812E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2991.007         3299.583         14898.00        0.3260795        1.4018081E-02     51.44613     
 NP-237     159.1506      28-FEB-2010                  4433.040         4906.173         13158.00        0.3444541        1.7482581E-02     66.05667     
 CM-244     151.7142      28-FEB-2010                  5534.157         5886.981         11696.00        0.3345399        1.7010624E-02     54.00166     
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 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:44                                            
Average Efficiency   :    0.3193786     

Average Efficiency Error  :    8.8066710E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2990.795         3301.434         14705.00        0.3181465        1.3680301E-02     45.21799     
 NP-237     166.8174      28-FEB-2010                  4434.750         4903.571         12865.00        0.3212929        1.6312545E-02     57.13456     
 CM-244     155.0100      28-FEB-2010                  5531.750         5884.227         11403.00        0.3192177        1.6238436E-02     50.25121     

 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:58                                            
Average Efficiency   :    0.3286258     

Average Efficiency Error  :    9.0524200E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2988.801         3298.671         15753.00        0.3250743        1.3961081E-02     45.54795     
 NP-237     171.2268      28-FEB-2010                  4435.176         4903.594         13692.00        0.3331609        1.6899657E-02     65.55449     
 CM-244     159.5796      28-FEB-2010                  5531.545         5884.042         12109.00        0.3292817        1.6733814E-02     46.06564     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:18:12                                            
Average Efficiency   :    0.3158617     

Average Efficiency Error  :    8.7224515E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.238         3298.166         13590.00        0.3030188        1.3049455E-02     62.20533     
 NP-237     159.6558      28-FEB-2010                  4434.954         4905.783         12594.00        0.3286700        1.6692445E-02     73.88165     
 CM-244     150.5208      28-FEB-2010                  5535.330         5882.569         11234.00        0.3238591        1.6478751E-02     64.46143     
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 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:18:25                                            
Average Efficiency   :    0.3080723     

Average Efficiency Error  :    8.4984303E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2988.992         3298.108         14430.00        0.3070032        1.3205762E-02     51.91785     
 NP-237     168.7422      28-FEB-2010                  4433.496         4901.950         12382.00        0.3057190        1.5530934E-02     63.12563     
 CM-244     156.3252      28-FEB-2010                  5531.164         5887.132         11243.00        0.3120781        1.5879072E-02     49.83012     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:18:41                                            
Average Efficiency   :    0.3499280     

Average Efficiency Error  :    9.6345963E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2991.530         3298.625         16076.00        0.3478674        1.4934811E-02     42.54592     
 NP-237     166.6248      28-FEB-2010                  4432.713         4904.216         14071.00        0.3518516        1.7840900E-02     64.32921     
 CM-244     155.8290      28-FEB-2010                  5530.875         5885.568         12603.00        0.3509431        1.7823456E-02     46.86776     

 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:19:07                                            
Average Efficiency   :    0.3484384     

Average Efficiency Error  :    9.6028652E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2987.913         3301.393         15190.00        0.3417985        1.4688700E-02     65.13660     
 NP-237     160.8066      28-FEB-2010                  4432.277         4901.317         13480.00        0.3492313        1.7718825E-02     83.59286     
 CM-244     145.8384      28-FEB-2010                  5533.022         5883.576         12025.00        0.3577792        1.8184090E-02     68.46324     
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 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :    8-JAN-2007 09:29:00                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:19:24                                            
Average Efficiency   :    0.3241835     

Average Efficiency Error  :    8.9391395E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.6531      28-FEB-2010                  2991.820         3301.897         14821.00        0.3187728        1.3707080E-02     48.27178     
 NP-237     164.3834      28-FEB-2010                  4434.941         4903.177         12941.00        0.3279886        1.6651003E-02     63.38155     
 CM-244     159.4253      28-FEB-2010                  5530.727         5884.222         11565.00        0.3283881        1.6701151E-02     52.28094     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:19:34                                            
Average Efficiency   :    0.3325956     

Average Efficiency Error  :    9.1640549E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2992.243         3298.592         15467.00        0.3295346        1.4157170E-02     50.85163     
 NP-237     168.3948      28-FEB-2010                  4434.364         4904.138         13411.00        0.3318107        1.6836172E-02     69.48360     
 CM-244     154.6032      28-FEB-2010                  5533.541         5886.676         12040.00        0.3379169        1.7174248E-02     54.87958     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:20:02                                            
Average Efficiency   :    0.3178636     

Average Efficiency Error  :    8.7690037E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2991.436         3298.202         14406.00        0.3159551        1.3591291E-02     41.80312     
 NP-237     161.5530      28-FEB-2010                  4437.038         4903.471         12312.00        0.3175059        1.6131181E-02     54.61184     
 CM-244     151.1856      28-FEB-2010                  5530.603         5885.703         11184.00        0.3209870        1.6333865E-02     38.46136     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:03                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:31                                            
Average Efficiency   :    0.2520173     

Average Efficiency Error  :    6.9483076E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2987.486         3302.135         15167.00        0.2447082        1.0516563E-02     66.01752     
 NP-237     171.0024      28-FEB-2010                  4436.471         4903.268         13363.00        0.2604778        1.3217388E-02     74.15916     
 CM-244     158.1060      28-FEB-2010                  5534.528         5882.772         11608.00        0.2549866        1.2967256E-02     68.03498     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:43                                            
Average Efficiency   :    0.2544286     

Average Efficiency Error  :    6.9994275E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2988.801         3297.603         15533.00        0.2529972        1.0868231E-02     46.92398     
 NP-237     205.0260      28-FEB-2010                  4432.458         4901.837         15695.00        0.2551612        1.2919626E-02     54.76837     
 CM-244     199.6806      28-FEB-2010                  5534.179         5885.133         14692.00        0.2557267        1.2959269E-02     51.01443     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:13                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:54                                            
Average Efficiency   :    0.2655345     

Average Efficiency Error  :    7.3030163E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2988.894         3299.194         15788.00        0.2656242        1.1407434E-02     66.68095     
 NP-237     200.4990      28-FEB-2010                  4434.153         4905.605         16058.00        0.2669475        1.3512619E-02     72.22025     
 CM-244     196.5558      28-FEB-2010                  5535.345         5882.385         14940.00        0.2640266        1.3376955E-02     69.15646     
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 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:52:07                                            
Average Efficiency   :    0.2625398     

Average Efficiency Error  :    7.2188810E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2992.417         3301.933         16017.00        0.2617473        1.1238206E-02     60.88219     
 NP-237     209.2716      28-FEB-2010                  4433.802         4903.870         16449.00        0.2619754        1.3257117E-02     71.41977     
 CM-244     199.6488      28-FEB-2010                  5531.673         5882.944         15181.00        0.2642393        1.3384999E-02     63.03669     

 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:22                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:52:35                                            
Average Efficiency   :    0.2532342     

Average Efficiency Error  :    6.9687283E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2988.262         3301.555         15128.00        0.2509541        1.0785505E-02     70.94779     
 NP-237     203.2080      28-FEB-2010                  4435.238         4904.502         15554.00        0.2551212        1.2919072E-02     72.83056     
 CM-244     197.2236      28-FEB-2010                  5531.711         5882.884         14453.00        0.2546159        1.2905899E-02     64.70773     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:27                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:53:04                                            
Average Efficiency   :    0.2575493     

Average Efficiency Error  :    7.0851240E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2987.791         3302.165         15587.00        0.2580299        1.1083763E-02     45.15157     
 NP-237     204.0192      28-FEB-2010                  4433.707         4903.816         15733.00        0.2570314        1.3013941E-02     55.43172     
 CM-244     197.2128      28-FEB-2010                  5531.829         5883.292         14614.00        0.2574040        1.3045217E-02     48.97112     
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 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   19-MAR-2009 08:48:22                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    2-FEB-2009 15:15:38                                            
Average Efficiency   :    0.2936279     

Average Efficiency Error  :    1.2630888E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2992.004         3299.253         11333.00        0.2936279        1.2630888E-02     60.75020     
 NP-237     204.2586      28-FEB-2010                  4432.548         4906.013        0.0000000E+00    0.0000000E+00    0.0000000E+00    0.0000000E+00 
 CM-244     198.8100      28-FEB-2010                  5530.584         5883.165        0.0000000E+00    0.0000000E+00    0.0000000E+00    0.0000000E+00 

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   19-MAR-2009 08:48:29                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:53:47                                            
Average Efficiency   :    0.2619410     

Average Efficiency Error  :    7.2310572E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2991.647         3302.203         12538.00        0.2612196        1.1268159E-02     49.60022     
 NP-237     202.9926      28-FEB-2010                  4433.647         4906.107         12783.00        0.2623715        1.3322271E-02     66.23161     
 CM-244     196.2330      28-FEB-2010                  5532.160         5885.592         11858.00        0.2625209        1.3345622E-02     53.41961     

 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:01                                            
Average Efficiency   :    0.2473443     

Average Efficiency Error  :    6.8056067E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2990.228         3298.526         15360.00        0.2454141        1.0544558E-02     48.41915     
 NP-237     209.5938      28-FEB-2010                  4432.497         4901.939         15688.00        0.2494748        1.2631795E-02     59.33520     
 CM-244     202.7478      28-FEB-2010                  5534.747         5886.144         14466.00        0.2479775        1.2569191E-02     55.35804     
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 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:20                                            
Average Efficiency   :    0.2545506     

Average Efficiency Error  :    6.9988850E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2991.855         3299.976         16110.00        0.2548674        1.0941754E-02     48.04057     
 NP-237     214.4868      28-FEB-2010                  4433.367         4902.602         16387.00        0.2546233        1.2885676E-02     63.21507     
 CM-244     208.4184      28-FEB-2010                  5535.157         5886.428         15240.00        0.2540399        1.2867806E-02     53.86578     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:50                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:48                                            
Average Efficiency   :    0.2603555     

Average Efficiency Error  :    7.1625826E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2990.795         3298.987         15500.00        0.2562223        1.1007195E-02     65.82755     
 NP-237     204.7038      28-FEB-2010                  4437.018         4905.719         15962.00        0.2599007        1.3156880E-02     73.49940     
 CM-244     195.0060      28-FEB-2010                  5531.944         5882.453         14987.00        0.2670825        1.3531266E-02     71.25665     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 15:43:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 08:12:56                                            
Average Efficiency   :    0.2594814     

Average Efficiency Error  :    7.1369144E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2989.772         3298.841         15639.00        0.2553611        1.0968485E-02     71.31868     
 NP-237     205.8930      28-FEB-2010                  4435.757         4906.468         16403.00        0.2655296        1.3437424E-02     75.48143     
 CM-244     203.1954      28-FEB-2010                  5530.387         5882.705         15178.00        0.2596113        1.3150566E-02     67.84224     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:52:37                                            
Average Efficiency   :    0.2584914     

Average Efficiency Error  :    7.1092122E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2988.411         3301.651         15672.00        0.2591060        1.1128957E-02     45.94814     
 NP-237     210.2526      28-FEB-2010                  4433.726         4901.700         16325.00        0.2587968        1.3097435E-02     54.67021     
 CM-244     201.9108      28-FEB-2010                  5531.920         5886.903         14949.00        0.2573451        1.3038281E-02     48.74614     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:53:39                                            
Average Efficiency   :    0.2522880     

Average Efficiency Error  :    6.9446736E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.921         3302.232         14962.00        0.2461428        1.0580827E-02     47.70005     
 NP-237     202.9140      28-FEB-2010                  4436.664         4906.016         15954.00        0.2620273        1.3264666E-02     57.11144     
 CM-244     199.3140      28-FEB-2010                  5531.300         5885.703         14472.00        0.2522126        1.2783798E-02     50.89373     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:53:50                                            
Average Efficiency   :    0.2487286     

Average Efficiency Error  :    6.8417424E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2990.274         3298.449         15637.00        0.2451970        1.0531927E-02     43.50451     
 NP-237     211.7160      28-FEB-2010                  4436.561         4905.357         15941.00        0.2509526        1.2704121E-02     52.07046     
 CM-244     207.3882      28-FEB-2010                  5531.764         5882.401         15023.00        0.2516640        1.2749631E-02     50.53164     
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 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:03                                            
Average Efficiency   :    0.2567700     

Average Efficiency Error  :    7.0649278E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2990.762         3300.873         15357.00        0.2514952        1.0805921E-02     45.48186     
 NP-237     203.4984      28-FEB-2010                  4433.481         4903.217         15922.00        0.2607751        1.3201566E-02     56.29815     
 CM-244     197.1096      28-FEB-2010                  5535.311         5885.777         14781.00        0.2606409        1.3207222E-02     50.43021     

 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:16                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:17                                            
Average Efficiency   :    0.2681807     

Average Efficiency Error  :    7.3738717E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2991.124         3298.266         16183.00        0.2670762        1.1465004E-02     44.19899     
 NP-237     200.6460      28-FEB-2010                  4433.453         4901.437         16188.00        0.2689064        1.3610455E-02     58.64674     
 CM-244     195.9270      28-FEB-2010                  5532.390         5882.813         15164.00        0.2690137        1.3626954E-02     45.73934     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:59                                            
Average Efficiency   :    0.2500516     

Average Efficiency Error  :    6.8802671E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2987.499         3301.329         15248.00        0.2463804        1.0587437E-02     44.84489     
 NP-237     210.1548      28-FEB-2010                  4434.375         4902.239         15824.00        0.2509516        1.2705234E-02     51.94156     
 CM-244     200.7390      28-FEB-2010                  5531.856         5886.275         14711.00        0.2545745        1.2900659E-02     46.70763     

473



 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:13                                            
Average Efficiency   :    0.2575659     

Average Efficiency Error  :    7.0865280E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2988.197         3300.906         15395.00        0.2540433        1.0914874E-02     64.22292     
 NP-237     199.3962      28-FEB-2010                  4432.936         4901.717         15625.00        0.2611853        1.3225394E-02     65.83034     
 CM-244     198.6402      28-FEB-2010                  5533.758         5884.791         14809.00        0.2590957        1.3128649E-02     63.89211     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:26                                            
Average Efficiency   :    0.2509651     

Average Efficiency Error  :    6.9046444E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2988.278         3298.975         15418.00        0.2475986        1.0637713E-02     56.98193     
 NP-237     206.8830      28-FEB-2010                  4435.766         4902.877         15753.00        0.2537811        1.2849193E-02     68.00234     
 CM-244     203.0208      28-FEB-2010                  5533.946         5887.160         14784.00        0.2530520        1.2822724E-02     57.65803     

 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:32                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:36                                            
Average Efficiency   :    0.2444426     

Average Efficiency Error  :    6.7265807E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2990.867         3300.300         15301.00        0.2452491        1.0538175E-02     50.22575     
 NP-237     208.5846      28-FEB-2010                  4435.719         4904.799         15290.00        0.2443310        1.2375337E-02     55.60260     
 CM-244     205.5828      28-FEB-2010                  5535.515         5882.907         14401.00        0.2434476        1.2340341E-02     54.05517     
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 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 15:58:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 08:02:34                                            
Average Efficiency   :    0.2452067     

Average Efficiency Error  :    6.7494884E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2991.104         3299.047         14905.00        0.2419002        1.0399161E-02     43.80572     
 NP-237     207.4998      28-FEB-2010                  4435.603         4903.452         15323.00        0.2461049        1.2464893E-02     58.67646     
 CM-244     199.8804      28-FEB-2010                  5533.606         5883.289         14331.00        0.2491625        1.2630888E-02     43.77586     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:40                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:59:38                                            
Average Efficiency   :    0.2545108     

Average Efficiency Error  :    7.0024640E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2989.196         3300.805         15434.00        0.2570346        1.1042915E-02     50.45547     
 NP-237     208.8990      28-FEB-2010                  4433.580         4905.601         15799.00        0.2520804        1.2762605E-02     56.44734     
 CM-244     198.1458      28-FEB-2010                  5534.878         5884.293         14457.00        0.2535568        1.2852117E-02     50.83198     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:44                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 16:01:56                                            
Average Efficiency   :    0.2491204     

Average Efficiency Error  :    6.8585575E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2989.140         3302.030         14665.00        0.2426181        1.0433142E-02     58.17271     
 NP-237     205.6662      28-FEB-2010                  4436.070         4901.914         15531.00        0.2516750        1.2744828E-02     71.72572     
 CM-244     198.3060      28-FEB-2010                  5533.758         5886.358         14640.00        0.2565602        1.3002153E-02     61.14215     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:38                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:09                                            
Average Efficiency   :    0.2556350     

Average Efficiency Error  :    7.0488579E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2988.010         3298.774         15071.00        0.2594748        1.1152472E-02     66.19999     
 NP-237     167.9916      28-FEB-2010                  4433.907         4903.908         12964.00        0.2571995        1.3056926E-02     75.31219     
 CM-244     157.2432      28-FEB-2010                  5534.799         5886.095         11277.00        0.2491968        1.2679042E-02     70.28278     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:22                                            
Average Efficiency   :    0.2567179     

Average Efficiency Error  :    7.0798188E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2987.890         3302.323         14864.00        0.2583986        1.1108995E-02     56.20068     
 NP-237     162.9186      28-FEB-2010                  4436.361         4903.247         12580.00        0.2572779        1.3067007E-02     65.20203     
 CM-244     153.1968      28-FEB-2010                  5534.814         5883.318         11198.00        0.2538972        1.2919774E-02     54.76398     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:35                                            
Average Efficiency   :    0.2509815     

Average Efficiency Error  :    7.3573855E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2988.205         3301.392         15067.00        0.2542929        1.2882723E-02     48.24360     
 NP-237     168.0294      28-FEB-2010                  4436.078         4906.369         12693.00        0.2517478        1.2784283E-02     58.22779     
 CM-244     160.5822      28-FEB-2010                  5535.485         5882.625         11422.00        0.2470887        1.2569178E-02     52.25526     
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 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:12                                            
Average Efficiency   :    0.2570702     

Average Efficiency Error  :    7.0880512E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2989.734         3298.237         14965.00        0.2580606        1.1093101E-02     41.93603     
 NP-237     165.9822      28-FEB-2010                  4434.351         4905.296         12806.00        0.2571040        1.3054554E-02     56.03046     
 CM-244     153.7938      28-FEB-2010                  5535.342         5883.020         11317.00        0.2556747        1.3007714E-02     42.59746     

 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:07                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:28                                            
Average Efficiency   :    0.2576947     

Average Efficiency Error  :    7.5582950E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2990.485         3298.181         14347.00        0.2497097        1.2658815E-02     49.13896     
 NP-237     161.6154      28-FEB-2010                  4436.842         4901.637         12606.00        0.2599195        1.3200697E-02     57.63084     
 CM-244     148.1754      28-FEB-2010                  5530.529         5882.989         11276.00        0.2644022        1.3452750E-02     53.49955     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:15                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:46                                            
Average Efficiency   :    0.2609465     

Average Efficiency Error  :    7.1970336E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2991.115         3299.470         14697.00        0.2571593        1.1057992E-02     50.89617     
 NP-237     161.7816      28-FEB-2010                  4434.823         4905.356         12682.00        0.2612122        1.3265137E-02     58.90142     
 CM-244     147.2670      28-FEB-2010                  5534.767         5887.416         11294.00        0.2663573        1.3551883E-02     54.98767     
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 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:04                                            
Average Efficiency   :    0.2441785     

Average Efficiency Error  :    7.1613565E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2987.956         3297.484         14415.00        0.2430692        1.2321381E-02     63.08699     
 NP-237     168.1992      28-FEB-2010                  4432.534         4905.319         12274.00        0.2431780        1.2355556E-02     70.54834     
 CM-244     156.7614      28-FEB-2010                  5532.625         5887.168         11118.00        0.2463575        1.2537817E-02     65.00507     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:31                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:36                                            
Average Efficiency   :    0.2484085     

Average Efficiency Error  :    6.8521523E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.383         3301.680         14561.00        0.2444523        1.0513382E-02     43.22196     
 NP-237     167.2962      28-FEB-2010                  4436.188         4906.151         12623.00        0.2514323        1.2769388E-02     54.23110     
 CM-244     154.4388      28-FEB-2010                  5534.606         5886.628         11171.00        0.2512276        1.2784507E-02     48.59486     

 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:39                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:49                                            
Average Efficiency   :    0.2511008     

Average Efficiency Error  :    7.3611690E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2990.293         3299.347         14899.00        0.2488789        1.2610286E-02     46.24204     
 NP-237     169.7700      28-FEB-2010                  4436.914         4902.945         12741.00        0.2501622        1.2702934E-02     58.78979     
 CM-244     154.8234      28-FEB-2010                  5533.168         5886.207         11336.00        0.2544161        1.2943445E-02     48.43949     
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 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:47                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:18                                            
Average Efficiency   :    0.2523435     

Average Efficiency Error  :    6.9577633E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2991.960         3299.371         14794.00        0.2507120        1.0779453E-02     45.94505     
 NP-237     168.2934      28-FEB-2010                  4435.116         4903.137         12917.00        0.2558250        1.2987825E-02     56.82076     
 CM-244     158.8128      28-FEB-2010                  5533.971         5884.246         11489.00        0.2512658        1.2780320E-02     48.58016     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:55                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:31                                            
Average Efficiency   :    0.2485655     

Average Efficiency Error  :    7.2887004E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2987.928         3301.316         14538.00        0.2459701        1.2467015E-02     42.56599     
 NP-237     166.3758      28-FEB-2010                  4434.694         4903.548         12594.00        0.2522602        1.2811856E-02     57.21646     
 CM-244     157.1856      28-FEB-2010                  5535.255         5885.894         11205.00        0.2476429        1.2601479E-02     46.14186     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:02                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:42                                            
Average Efficiency   :    0.2477539     

Average Efficiency Error  :    6.8333824E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2989.308         3301.913         14659.00        0.2451243        1.0541028E-02     51.83606     
 NP-237     167.4312      28-FEB-2010                  4434.411         4903.759         12580.00        0.2504033        1.2717742E-02     54.39626     
 CM-244     156.4188      28-FEB-2010                  5531.584         5883.344         11208.00        0.2489228        1.2666385E-02     49.81320     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:24:10                                            
Average Efficiency   :    0.2517333     

Average Efficiency Error  :    6.9422903E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2989.491         3301.900         14777.00        0.2515794        1.0817014E-02     59.57510     
 NP-237     167.1294      28-FEB-2010                  4434.479         4904.212         12574.00        0.2507122        1.2733566E-02     65.38152     
 CM-244     154.7664      28-FEB-2010                  5532.858         5885.227         11273.00        0.2529948        1.2872391E-02     59.72915     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:24:39                                            
Average Efficiency   :    0.2475567     

Average Efficiency Error  :    6.8284464E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2989.965         3298.130         14494.00        0.2467420        1.0612766E-02     50.71590     
 NP-237     168.7422      28-FEB-2010                  4432.688         4902.849         12600.00        0.2488708        1.2639564E-02     59.28905     
 CM-244     156.3252      28-FEB-2010                  5531.727         5884.061         11134.00        0.2473996        1.2590347E-02     54.65120     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:25:03                                            
Average Efficiency   :    0.2432553     

Average Efficiency Error  :    6.7106360E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2990.515         3301.594         14512.00        0.2441202        1.0499768E-02     52.77708     
 NP-237     170.0886      28-FEB-2010                  4433.892         4906.361         12322.00        0.2414526        1.2267071E-02     59.55226     
 CM-244     157.7460      28-FEB-2010                  5531.511         5887.131         11074.00        0.2438924        1.2412963E-02     55.45536     
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 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:31                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:25:30                                            
Average Efficiency   :    0.2475416     

Average Efficiency Error  :    6.8298168E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.234         3301.886         14512.00        0.2512662        1.0807111E-02     49.47242     
 NP-237     166.6248      28-FEB-2010                  4436.184         4904.220         12168.00        0.2434031        1.2368608E-02     56.56195     
 CM-244     155.8290      28-FEB-2010                  5535.614         5886.459         11069.00        0.2467782        1.2559924E-02     49.94270     

 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:38                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:20                                            
Average Efficiency   :    0.2526323     

Average Efficiency Error  :    6.9709811E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2989.338         3302.084         14260.00        0.2497426        1.0745116E-02     45.28481     
 NP-237     159.1506      28-FEB-2010                  4434.606         4903.751         12277.00        0.2570857        1.3062101E-02     54.58139     
 CM-244     151.7142      28-FEB-2010                  5531.117         5882.530         11029.00        0.2524553        1.2849902E-02     42.74293     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:43                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:36                                            
Average Efficiency   :    0.2606496     

Average Efficiency Error  :    7.1905828E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2991.525         3299.226         14408.00        0.2594197        1.1159286E-02     42.01026     
 NP-237     160.8066      28-FEB-2010                  4436.672         4905.675         12485.00        0.2587746        1.3144410E-02     50.73558     
 CM-244     145.8384      28-FEB-2010                  5532.775         5884.004         11101.00        0.2644032        1.3456366E-02     43.93153     
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 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:48                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:49                                            
Average Efficiency   :    0.2588251     

Average Efficiency Error  :    7.1353964E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2992.048         3301.398         15021.00        0.2600393        1.1177387E-02     49.13113     
 NP-237     166.8174      28-FEB-2010                  4434.973         4901.510         12944.00        0.2585981        1.3128252E-02     58.28874     
 CM-244     155.0100      28-FEB-2010                  5532.469         5885.944         11486.00        0.2573852        1.3091577E-02     52.77578     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:53                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:27:07                                            
Average Efficiency   :    0.2503949     

Average Efficiency Error  :    6.9090854E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2990.760         3300.347         14205.00        0.2455609        1.0565992E-02     47.74791     
 NP-237     164.6658      28-FEB-2010                  4434.182         4905.827         12521.00        0.2533475        1.2868331E-02     57.64832     
 CM-244     151.3824      28-FEB-2010                  5531.070         5884.179         11102.00        0.2546736        1.2961276E-02     50.70944     

 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:58                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:27:35                                            
Average Efficiency   :    0.2477181     

Average Efficiency Error  :    6.8302532E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2991.616         3300.915         14872.00        0.2455599        1.0556926E-02     48.06524     
 NP-237     171.2268      28-FEB-2010                  4433.977         4905.426         12771.00        0.2485826        1.2622337E-02     57.09883     
 CM-244     159.5796      28-FEB-2010                  5530.521         5883.600         11484.00        0.2499713        1.2714517E-02     50.50063     
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 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:04                                            
Average Efficiency   :    0.2511608     

Average Efficiency Error  :    6.9267829E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2988.018         3298.746         14801.00        0.2523235        1.0848667E-02     58.38779     
 NP-237     168.3948      28-FEB-2010                  4432.669         4901.694         12525.00        0.2478877        1.2590820E-02     68.17695     
 CM-244     154.6032      28-FEB-2010                  5530.860         5886.402         11259.00        0.2529441        1.2870072E-02     58.50626     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:18                                            
Average Efficiency   :    0.2525046     

Average Efficiency Error  :    6.9681555E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.028         3298.313         14157.00        0.2525643        1.0868044E-02     45.81075     
 NP-237     159.6558      28-FEB-2010                  4432.856         4905.601         12039.00        0.2512781        1.2771060E-02     53.64231     
 CM-244     150.5208      28-FEB-2010                  5532.999         5887.665         10993.00        0.2536744        1.2912594E-02     48.90850     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:45                                            
Average Efficiency   :    0.2456149     

Average Efficiency Error  :    6.7802905E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2992.049         3302.166         14151.00        0.2483515        1.0686832E-02     43.88551     
 NP-237     161.5530      28-FEB-2010                  4433.419         4906.428         11910.00        0.2456160        1.2485559E-02     49.90463     
 CM-244     151.1856      28-FEB-2010                  5533.752         5882.782         10534.00        0.2419731        1.2326462E-02     38.59703     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:14:55                                            
Average Efficiency   :    0.3686562     

Average Efficiency Error  :    1.0116320E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2987.715         3301.755         21789.00        0.3516091        1.5028569E-02     62.38443     
 NP-237     171.0024      28-FEB-2010                  4437.475         4906.489         19786.00        0.3856634        1.9477138E-02     77.30417     
 CM-244     158.1060      28-FEB-2010                  5530.699         5884.426         17284.00        0.3799739        1.9217385E-02     62.82312     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:11                                            
Average Efficiency   :    0.3698853     

Average Efficiency Error  :    1.0131445E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2989.709         3301.289         22128.00        0.3604664        1.5404216E-02     53.17897     
 NP-237     205.0260      28-FEB-2010                  4435.854         4904.233         23160.00        0.3765233        1.8988060E-02     77.00843     
 CM-244     199.6806      28-FEB-2010                  5530.993         5887.612         21680.00        0.3776123        1.9054078E-02     60.04848     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:16                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:20                                            
Average Efficiency   :    0.3808772     

Average Efficiency Error  :    1.0432309E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2992.308         3299.068         22041.00        0.3708907        1.5850432E-02     58.71647     
 NP-237     200.4990      28-FEB-2010                  4436.250         4906.557         23442.00        0.3896931        1.9650223E-02     78.92159     
 CM-244     196.5558      28-FEB-2010                  5531.296         5884.743         21901.00        0.3873387        1.9543067E-02     58.45347     
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 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:21                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:30                                            
Average Efficiency   :    0.3815646     

Average Efficiency Error  :    1.0446744E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2991.085         3297.982         22882.00        0.3740170        1.5976751E-02     55.88804     
 NP-237     209.2716      28-FEB-2010                  4435.675         4906.194         24142.00        0.3844975        1.9383527E-02     77.95572     
 CM-244     199.6488      28-FEB-2010                  5531.218         5884.827         22385.00        0.3899875        1.9672871E-02     58.68917     

 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:27                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:40                                            
Average Efficiency   :    0.3809628     

Average Efficiency Error  :    1.0434522E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2991.669         3299.796         22259.00        0.3693187        1.5781345E-02     67.15953     
 NP-237     203.2080      28-FEB-2010                  4434.042         4904.000         23746.00        0.3894894        1.9637838E-02     93.34480     
 CM-244     197.2236      28-FEB-2010                  5532.538         5884.649         22147.00        0.3905292        1.9702071E-02     68.12046     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:32                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:56                                            
Average Efficiency   :    0.3945582     

Average Efficiency Error  :    1.0800036E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2990.080         3301.889         23493.00        0.3889939        1.6611321E-02     57.37174     
 NP-237     204.0192      28-FEB-2010                  4433.989         4904.268         24688.00        0.4033462        2.0330044E-02     74.10541     
 CM-244     197.2128      28-FEB-2010                  5534.293         5882.375         22360.00        0.3941245        1.9881796E-02     54.19042     
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 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:39                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:06                                            
Average Efficiency   :    0.3884836     

Average Efficiency Error  :    1.0637359E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2990.511         3301.462         23043.00        0.3765033        1.6081613E-02     55.53409     
 NP-237     204.2586      28-FEB-2010                  4436.488         4906.264         24382.00        0.3978555        2.0055324E-02     70.41014     
 CM-244     198.8100      28-FEB-2010                  5530.612         5883.988         22736.00        0.3977500        2.0061761E-02     56.01041     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:15                                            
Average Efficiency   :    0.3818104     

Average Efficiency Error  :    1.0459205E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2991.971         3299.952         22103.00        0.3685063        1.5748002E-02     64.32256     
 NP-237     202.9926      28-FEB-2010                  4434.020         4904.064         23816.00        0.3910475        1.9715918E-02     82.72855     
 CM-244     196.2330      28-FEB-2010                  5532.858         5885.180         22206.00        0.3935922        1.9856127E-02     64.94098     

 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:51                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:25                                            
Average Efficiency   :    0.3783907     

Average Efficiency Error  :    1.0360043E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2992.250         3298.336         23132.00        0.3696569        1.5788469E-02     56.00939     
 NP-237     209.5938      28-FEB-2010                  4433.903         4903.927         23912.00        0.3802245        1.9169640E-02     72.47238     
 CM-244     202.7478      28-FEB-2010                  5533.960         5887.592         22735.00        0.3900180        1.9671770E-02     61.82905     
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 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:57                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:35                                            
Average Efficiency   :    0.3714363     

Average Efficiency Error  :    1.0167838E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2988.073         3300.356         23176.00        0.3667380        1.5663445E-02     59.10311     
 NP-237     214.4868      28-FEB-2010                  4434.533         4905.829         23950.00        0.3721691        1.8763242E-02     76.40807     
 CM-244     208.4184      28-FEB-2010                  5532.006         5886.326         22628.00        0.3776288        1.9047650E-02     56.71130     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:56:03                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:44                                            
Average Efficiency   :    0.3811684     

Average Efficiency Error  :    1.0440029E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.870         3298.545         22350.00        0.3695313        1.5789637E-02     57.64641     
 NP-237     204.7038      28-FEB-2010                  4434.533         4903.960         23923.00        0.3895257        1.9638466E-02     81.57375     
 CM-244     195.0060      28-FEB-2010                  5532.523         5885.004         21915.00        0.3908954        1.9722383E-02     56.42289     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:56:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:53                                            
Average Efficiency   :    0.3849101     

Average Efficiency Error  :    1.0536536E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2989.765         3301.736         23275.00        0.3801071        1.6233621E-02     58.15801     
 NP-237     205.8930      28-FEB-2010                  4433.697         4903.598         24262.00        0.3927740        1.9799942E-02     80.41135     
 CM-244     203.1954      28-FEB-2010                  5532.837         5885.719         22444.00        0.3842215        1.9381527E-02     59.96611     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:07                                            
Average Efficiency   :    0.2592151     

Average Efficiency Error  :    7.1290373E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2992.501         3301.709         15813.00        0.2615200        1.1230910E-02     48.50274     
 NP-237     210.2526      28-FEB-2010                  4433.449         4903.909         16137.00        0.2558068        1.2947932E-02     59.11089     
 CM-244     201.9108      28-FEB-2010                  5532.624         5884.595         15066.00        0.2595708        1.3149817E-02     51.70679     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:17                                            
Average Efficiency   :    0.2587744     

Average Efficiency Error  :    7.1194535E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.110         3301.545         15406.00        0.2535132        1.0891995E-02     51.03628     
 NP-237     202.9140      28-FEB-2010                  4436.327         4905.779         16143.00        0.2651322        1.3419922E-02     63.36108     
 CM-244     199.3140      28-FEB-2010                  5531.156         5885.591         14920.00        0.2603483        1.3190762E-02     53.58960     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:26                                            
Average Efficiency   :    0.2583164     

Average Efficiency Error  :    7.1011712E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2990.257         3298.962         16377.00        0.2568675        1.1024590E-02     45.41450     
 NP-237     211.7160      28-FEB-2010                  4435.373         4906.243         16410.00        0.2583414        1.3073586E-02     55.02213     
 CM-244     207.3882      28-FEB-2010                  5530.689         5883.461         15528.00        0.2603632        1.3184840E-02     49.45105     

488



 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:36                                            
Average Efficiency   :    0.2623205     

Average Efficiency Error  :    7.2154333E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2989.677         3300.454         15722.00        0.2575549        1.1061752E-02     46.91119     
 NP-237     203.4984      28-FEB-2010                  4435.342         4905.957         16046.00        0.2628113        1.3303380E-02     58.92968     
 CM-244     197.1096      28-FEB-2010                  5533.868         5884.896         15245.00        0.2690380        1.3627363E-02     49.13740     

 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:46                                            
Average Efficiency   :    0.2694523     

Average Efficiency Error  :    7.4098175E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2987.923         3301.975         15977.00        0.2637448        1.1324467E-02     47.00409     
 NP-237     200.6460      28-FEB-2010                  4433.294         4903.726         16537.00        0.2747294        1.3901606E-02     53.21355     
 CM-244     195.9270      28-FEB-2010                  5532.532         5884.616         15359.00        0.2727341        1.3813204E-02     47.25250     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:56                                            
Average Efficiency   :    0.2594252     

Average Efficiency Error  :    7.1340059E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2988.851         3298.789         15889.00        0.2568095        1.1027701E-02     45.25098     
 NP-237     210.1548      28-FEB-2010                  4436.619         4901.454         16395.00        0.2600084        1.3158108E-02     50.75814     
 CM-244     200.7390      28-FEB-2010                  5534.209         5885.167         15162.00        0.2626359        1.3303970E-02     46.39705     

489



 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:07                                            
Average Efficiency   :    0.2650046     

Average Efficiency Error  :    7.2884969E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2990.194         3298.946         15798.00        0.2607512        1.1198090E-02     47.54335     
 NP-237     199.3962      28-FEB-2010                  4434.938         4905.374         16146.00        0.2698899        1.3660663E-02     56.26534     
 CM-244     198.6402      28-FEB-2010                  5534.338         5886.585         15210.00        0.2664145        1.3494791E-02     52.12916     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:51                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:16                                            
Average Efficiency   :    0.2543271     

Average Efficiency Error  :    6.9963280E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2987.590         3298.558         15618.00        0.2508756        1.0776102E-02     49.02956     
 NP-237     206.8830      28-FEB-2010                  4433.456         4903.767         16196.00        0.2608706        1.3203733E-02     53.88174     
 CM-244     203.0208      28-FEB-2010                  5531.002         5886.847         14767.00        0.2530429        1.2822442E-02     49.61524     

 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:25                                            
Average Efficiency   :    0.2565559     

Average Efficiency Error  :    7.0553590E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2991.296         3299.833         15852.00        0.2541418        1.0913601E-02     47.33108     
 NP-237     208.5846      28-FEB-2010                  4435.124         4905.307         16233.00        0.2593960        1.3128652E-02     56.65423     
 CM-244     205.5828      28-FEB-2010                  5533.966         5886.057         15201.00        0.2571993        1.3028205E-02     52.06258     
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 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:18                                            
Average Efficiency   :    0.2555183     

Average Efficiency Error  :    7.0302752E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2991.266         3301.012         15403.00        0.2500359        1.0742641E-02     45.89799     
 NP-237     207.4998      28-FEB-2010                  4433.168         4903.110         15921.00        0.2557449        1.2946903E-02     58.58659     
 CM-244     199.8804      28-FEB-2010                  5530.529         5886.813         15158.00        0.2637574        1.3360927E-02     47.79594     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:28                                            
Average Efficiency   :    0.2641869     

Average Efficiency Error  :    7.2656153E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2987.978         3301.914         15937.00        0.2654755        1.1399274E-02     47.01687     
 NP-237     208.8990      28-FEB-2010                  4433.116         4903.631         16161.00        0.2578232        1.3049794E-02     53.88590     
 CM-244     198.1458      28-FEB-2010                  5532.665         5884.932         15337.00        0.2692937        1.3639207E-02     48.76160     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:37                                            
Average Efficiency   :    0.2604443     

Average Efficiency Error  :    7.1652727E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2990.688         3302.119         15351.00        0.2540287        1.0914852E-02     45.54290     
 NP-237     205.6662      28-FEB-2010                  4432.730         4903.044         16291.00        0.2640072        1.3361474E-02     54.54456     
 CM-244     198.3060      28-FEB-2010                  5535.274         5885.508         15198.00        0.2666270        1.3505722E-02     55.39476     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:54                                            
Average Efficiency   :    0.2579819     

Average Efficiency Error  :    7.1116774E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2991.934         3298.515         15051.00        0.2591970        1.1140822E-02     52.34642     
 NP-237     167.9916      28-FEB-2010                  4432.958         4906.450         13040.00        0.2587313        1.3133503E-02     59.26225     
 CM-244     157.2432      28-FEB-2010                  5533.067         5884.234         11555.00        0.2555934        1.2999174E-02     53.94246     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:05                                            
Average Efficiency   :    0.2537318     

Average Efficiency Error  :    6.9992128E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2990.689         3298.951         14493.00        0.2520238        1.0839986E-02     53.07257     
 NP-237     162.9186      28-FEB-2010                  4432.565         4901.760         12615.00        0.2580922        1.3107629E-02     57.62673     
 CM-244     153.1968      28-FEB-2010                  5534.144         5885.263         11097.00        0.2519490        1.2822501E-02     49.69352     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:15                                            
Average Efficiency   :    0.2514302     

Average Efficiency Error  :    7.3709143E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2992.305         3301.652         14935.00        0.2520892        1.2772625E-02     49.43468     
 NP-237     168.0294      28-FEB-2010                  4435.774         4902.783         12938.00        0.2566199        1.3027905E-02     58.32872     
 CM-244     160.5822      28-FEB-2010                  5534.595         5883.271         11357.00        0.2460082        1.2515295E-02     50.54832     
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 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:25                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:25                                            
Average Efficiency   :    0.2594205     

Average Efficiency Error  :    7.1517807E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2990.599         3299.552         15044.00        0.2594741        1.1152854E-02     49.22178     
 NP-237     165.9822      28-FEB-2010                  4437.457         4903.937         12914.00        0.2593030        1.3164487E-02     60.07402     
 CM-244     153.7938      28-FEB-2010                  5535.038         5883.324         11474.00        0.2594635        1.3197457E-02     48.50361     

 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:29                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:34                                            
Average Efficiency   :    0.2613689     

Average Efficiency Error  :    7.6626986E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2992.253         3300.578         14901.00        0.2594623        1.3146532E-02     50.13268     
 NP-237     161.6154      28-FEB-2010                  4433.743         4902.451         12769.00        0.2633186        1.3370634E-02     57.80761     
 CM-244     148.1754      28-FEB-2010                  5533.912         5884.391         11134.00        0.2613912        1.3302378E-02     55.23290     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:44                                            
Average Efficiency   :    0.2640930     

Average Efficiency Error  :    7.2827796E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2992.044         3299.733         14794.00        0.2589335        1.1132949E-02     51.32822     
 NP-237     161.7816      28-FEB-2010                  4432.517         4901.935         12939.00        0.2664766        1.3528415E-02     54.97078     
 CM-244     147.2670      28-FEB-2010                  5535.121         5886.928         11417.00        0.2694678        1.3707766E-02     46.34133     
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 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:52                                            
Average Efficiency   :    0.2621950     

Average Efficiency Error  :    7.6819658E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.305         3299.762         15633.00        0.2637088        1.3353525E-02     82.33515     
 NP-237     168.1992      28-FEB-2010                  4433.512         4905.293         13354.00        0.2645872        1.3426133E-02     90.89060     
 CM-244     156.7614      28-FEB-2010                  5530.867         5884.236         11645.00        0.2584365        1.3141952E-02     75.22292     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:11                                            
Average Efficiency   :    0.2569973     

Average Efficiency Error  :    7.0847375E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.548         3298.127         15126.00        0.2540030        1.0916583E-02     44.14172     
 NP-237     167.2962      28-FEB-2010                  4433.103         4905.743         13049.00        0.2599742        1.3196479E-02     59.09604     
 CM-244     154.4388      28-FEB-2010                  5532.756         5887.083         11479.00        0.2583844        1.3142686E-02     47.15074     

 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:44                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:20                                            
Average Efficiency   :    0.2651266     

Average Efficiency Error  :    7.7662985E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.999         3298.482         15647.00        0.2614209        1.3237535E-02     52.49310     
 NP-237     169.7700      28-FEB-2010                  4433.740         4902.857         13564.00        0.2661092        1.3500577E-02     61.65032     
 CM-244     154.8234      28-FEB-2010                  5530.997         5883.236         11931.00        0.2680518        1.3625564E-02     48.42278     
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 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:48                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:29                                            
Average Efficiency   :    0.2572887     

Average Efficiency Error  :    7.0917285E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2988.325         3301.135         15296.00        0.2592964        1.1141857E-02     45.31519     
 NP-237     168.2934      28-FEB-2010                  4434.328         4903.943         13012.00        0.2577246        1.3082800E-02     57.34764     
 CM-244     158.8128      28-FEB-2010                  5532.106         5884.048         11606.00        0.2541613        1.2925272E-02     49.18843     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:38                                            
Average Efficiency   :    0.2545959     

Average Efficiency Error  :    7.4633346E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2989.628         3297.581         15049.00        0.2545406        1.2895774E-02     50.81460     
 NP-237     166.3758      28-FEB-2010                  4435.740         4904.940         12940.00        0.2587898        1.3138770E-02     55.18464     
 CM-244     157.1856      28-FEB-2010                  5532.222         5883.511         11344.00        0.2506977        1.2754791E-02     49.40612     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:55                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:47                                            
Average Efficiency   :    0.2568277     

Average Efficiency Error  :    7.0790779E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2989.103         3301.927         15303.00        0.2559804        1.0999308E-02     54.74443     
 NP-237     167.4312      28-FEB-2010                  4434.521         4903.604         12913.00        0.2570331        1.3049270E-02     54.99361     
 CM-244     156.4188      28-FEB-2010                  5530.805         5887.428         11597.00        0.2578244        1.3111779E-02     51.05744     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:32:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:44:31                                            
Average Efficiency   :    0.3825902     

Average Efficiency Error  :    1.0491861E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2989.707         3298.603         21886.00        0.3727776        1.5932491E-02     59.41614     
 NP-237     167.1294      28-FEB-2010                  4436.778         4903.577         19612.00        0.3911423        1.9755561E-02     83.50397     
 CM-244     154.7664      28-FEB-2010                  5535.292         5884.005         17307.00        0.3890730        1.9677183E-02     62.99901     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:00                                            
Average Efficiency   :    0.3756292     

Average Efficiency Error  :    1.0301736E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2988.352         3301.152         21582.00        0.3675235        1.5710710E-02     62.94045     
 NP-237     168.7422      28-FEB-2010                  4435.971         4901.730         19407.00        0.3833601        1.9364543E-02     74.37384     
 CM-244     156.3252      28-FEB-2010                  5532.338         5885.960         17081.00        0.3801484        1.9228699E-02     61.70079     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:22                                            
Average Efficiency   :    0.3714056     

Average Efficiency Error  :    1.0184642E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2989.206         3301.420         21833.00        0.3673987        1.5703088E-02     56.66065     
 NP-237     170.0886      28-FEB-2010                  4435.929         4902.346         19169.00        0.3756554        1.8977745E-02     77.50703     
 CM-244     157.7460      28-FEB-2010                  5534.536         5883.983         16911.00        0.3729898        1.8868769E-02     63.84888     
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 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:45                                            
Average Efficiency   :    0.3943375     

Average Efficiency Error  :    1.0809179E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2987.723         3301.102         22440.00        0.3886694        1.6606573E-02     58.07225     
 NP-237     166.6248      28-FEB-2010                  4432.864         4904.750         19830.00        0.3966939        2.0033749E-02     73.19129     
 CM-244     155.8290      28-FEB-2010                  5531.267         5885.561         17932.00        0.4003521        2.0239651E-02     57.10165     

 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:46:12                                            
Average Efficiency   :    0.3872887     

Average Efficiency Error  :    1.0624680E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2988.615         3302.122         21430.00        0.3754448        1.6050758E-02     49.27362     
 NP-237     159.1506      28-FEB-2010                  4434.301         4906.337         19165.00        0.4013895        2.0277847E-02     76.49972     
 CM-244     151.7142      28-FEB-2010                  5533.037         5887.425         17088.00        0.3918781        1.9821918E-02     52.63866     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:18                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:46:40                                            
Average Efficiency   :    0.3960885     

Average Efficiency Error  :    1.0863046E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2987.776         3299.690         21815.00        0.3929127        1.6793748E-02     50.36967     
 NP-237     160.8066      28-FEB-2010                  4433.250         4904.609         18819.00        0.3900837        1.9710394E-02     70.10960     
 CM-244     145.8384      28-FEB-2010                  5531.143         5885.797         17079.00        0.4074361        2.0608991E-02     54.44336     
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 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:23                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:47:02                                            
Average Efficiency   :    0.3834215     

Average Efficiency Error  :    1.0513165E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2987.691         3300.587         21881.00        0.3789289        1.6195444E-02     55.71231     
 NP-237     166.8174      28-FEB-2010                  4435.871         4901.872         19429.00        0.3882290        1.9610250E-02     75.19374     
 CM-244     155.0100      28-FEB-2010                  5532.851         5886.703         17161.00        0.3851779        1.9482067E-02     56.25860     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:47:22                                            
Average Efficiency   :    0.3750989     

Average Efficiency Error  :    1.0289310E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2989.999         3297.687         21349.00        0.3691663        1.5783150E-02     59.51852     
 NP-237     164.6658      28-FEB-2010                  4437.557         4903.381         18602.00        0.3765123        1.9027002E-02     77.09018     
 CM-244     151.3824      28-FEB-2010                  5534.136         5882.490         16649.00        0.3825592        1.9356437E-02     57.16441     

 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:08                                            
Average Efficiency   :    0.3731586     

Average Efficiency Error  :    1.0234016E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2988.215         3300.876         21933.00        0.3622511        1.5482210E-02     56.45155     
 NP-237     171.2268      28-FEB-2010                  4436.206         4902.614         19846.00        0.3863377        1.9510597E-02     75.17143     
 CM-244     159.5796      28-FEB-2010                  5534.487         5883.613         17299.00        0.3771177        1.9072708E-02     54.77157     
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 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:30                                            
Average Efficiency   :    0.3777702     

Average Efficiency Error  :    1.0360043E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2992.403         3300.254         21701.00        0.3700934        1.5819468E-02     58.26996     
 NP-237     168.3948      28-FEB-2010                  4435.259         4906.316         19307.00        0.3821775        1.9305808E-02     71.23963     
 CM-244     154.6032      28-FEB-2010                  5531.674         5885.284         17105.00        0.3849159        1.9469546E-02     57.99568     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:42                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:55                                            
Average Efficiency   :    0.3816005     

Average Efficiency Error  :    1.0470065E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2991.413         3299.625         20887.00        0.3727823        1.5942218E-02     53.56333     
 NP-237     159.6558      28-FEB-2010                  4436.611         4903.501         18852.00        0.3935780        1.9886600E-02     73.96103     
 CM-244     150.5208      28-FEB-2010                  5530.500         5885.160         16581.00        0.3832590        1.9392733E-02     56.79219     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:49:23                                            
Average Efficiency   :    0.3741489     

Average Efficiency Error  :    1.0267029E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2990.353         3297.884         20848.00        0.3660090        1.5652951E-02     56.46708     
 NP-237     161.5530      28-FEB-2010                  4433.440         4905.487         18814.00        0.3881907        1.9614782E-02     72.76767     
 CM-244     151.1856      28-FEB-2010                  5532.814         5882.458         16208.00        0.3729821        1.8877832E-02     60.24603     
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Subsection 1:     Energy Calibration 
The Energy Calibration energy=Cal_Zero+(e1*C)+(e2*C^2) 

where :      Cal_Zero =  Energy Calibration Zero 
                   e1 =  Energy Calibration Slope 
                   e2 =  Energy Calibration Quadratic 
                   C  =  Channel 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Calibration Date/Time   :    6-APR-2009 12:58:51                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.553     
 NP-237  4341  2/28/10    4768.800        4768.660     
 CM-244  4320A  2/28/10    5795.020        5794.881     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.456     

 Energy Calibration Slope   :     4.931817     
 Energy Calibration Quadratic   :    3.3200788E-04 

 Energy Calibration Range   :     7761.000     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Calibration Date/Time   :    6-APR-2009 13:03:36                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.659     
 NP-237  4341  2/28/10    4768.800        4768.615     
 CM-244  4320A  2/28/10    5795.020        5794.779     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.644     

 Energy Calibration Slope   :     5.006940     
 Energy Calibration Quadratic   :    3.0747175E-04 

 Energy Calibration Range   :     7796.000     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Calibration Date/Time   :    6-APR-2009 13:04:03                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.454     
 NP-237  4341  2/28/10    4768.800        4768.352     
 CM-244  4320A  2/28/10    5795.020        5794.822     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.849     

 Energy Calibration Slope   :     5.038005     
 Energy Calibration Quadratic   :    2.6238136E-04 

 Energy Calibration Range   :     7811.000     
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 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Calibration Date/Time   :    6-APR-2009 13:04:37                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.729     
 NP-237  4341  2/28/10    4768.800        4768.613     
 CM-244  4320A  2/28/10    5795.020        5794.959     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.399     

 Energy Calibration Slope   :     4.938306     
 Energy Calibration Quadratic   :    3.0002519E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Calibration Date/Time   :    6-APR-2009 13:05:34                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.952     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.026     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.053     

 Energy Calibration Slope   :     4.918316     
 Energy Calibration Quadratic   :    3.4386959E-04 

 Energy Calibration Range   :     7764.000     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Calibration Date/Time   :    6-APR-2009 13:06:30                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.496     
 CM-244  4320A  2/28/10    5795.020        5794.898     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2327.011     

 Energy Calibration Slope   :     4.882113     
 Energy Calibration Quadratic   :    2.8657101E-04 

 Energy Calibration Range   :     7627.000     
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 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Calibration Date/Time   :    6-APR-2009 13:07:04                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.892     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2426.757     

 Energy Calibration Slope   :     5.113023     
 Energy Calibration Quadratic   :    3.1910368E-04 

 Energy Calibration Range   :     7997.000     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Calibration Date/Time   :    6-APR-2009 13:07:33                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.689     
 NP-237  4341  2/28/10    4768.800        4768.435     
 CM-244  4320A  2/28/10    5795.020        5794.617     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2329.761     

 Energy Calibration Slope   :     4.875983     
 Energy Calibration Quadratic   :    2.9833676E-04 

 Energy Calibration Range   :     7636.000     

 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Calibration Date/Time   :    6-APR-2009 13:10:12                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.594     
 CM-244  4320A  2/28/10    5795.020        5795.015     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.470     

 Energy Calibration Slope   :     4.948487     
 Energy Calibration Quadratic   :    3.3885636E-04 

 Energy Calibration Range   :     7796.000     
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 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Calibration Date/Time   :    6-APR-2009 13:10:53                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.667     
 NP-237  4341  2/28/10    4768.800        4768.768     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.840     

 Energy Calibration Slope   :     4.961565     
 Energy Calibration Quadratic   :    2.7261511E-04 

 Energy Calibration Range   :     7735.000     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Calibration Date/Time   :    6-APR-2009 13:11:26                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.745     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.412     

 Energy Calibration Slope   :     4.984505     
 Energy Calibration Quadratic   :    3.3001977E-04 

 Energy Calibration Range   :     7804.000     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Calibration Date/Time   :    6-APR-2009 13:11:52                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.196     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.413     

 Energy Calibration Slope   :     4.960374     
 Energy Calibration Quadratic   :    2.8473127E-04 

 Energy Calibration Range   :     7760.000     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Calibration Date/Time   :    6-APR-2009 13:12:38                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.855     
 CM-244  4320A  2/28/10    5795.020        5794.731     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.131     

 Energy Calibration Slope   :     4.922171     
 Energy Calibration Quadratic   :    3.3269136E-04 

 Energy Calibration Range   :     7756.000     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Calibration Date/Time   :    6-APR-2009 13:13:04                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.025     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2350.282     

 Energy Calibration Slope   :     4.967618     
 Energy Calibration Quadratic   :    3.0861920E-04 

 Energy Calibration Range   :     7761.000     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Calibration Date/Time   :    6-APR-2009 13:14:01                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.438     
 NP-237  4341  2/28/10    4768.800        4768.971     
 CM-244  4320A  2/28/10    5795.020        5795.194     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2339.432     

 Energy Calibration Slope   :     4.907022     
 Energy Calibration Quadratic   :    2.8995721E-04 

 Energy Calibration Range   :     7668.000     
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 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Calibration Date/Time   :    6-APR-2009 13:14:41                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.792     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2350.175     

 Energy Calibration Slope   :     4.890538     
 Energy Calibration Quadratic   :    3.1985081E-04 

 Energy Calibration Range   :     7693.000     

 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Calibration Date/Time   :    6-APR-2009 13:15:11                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.733     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.599     

 Energy Calibration Slope   :     4.959947     
 Energy Calibration Quadratic   :    3.2012837E-04 

 Energy Calibration Range   :     7778.000     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Calibration Date/Time   :    6-APR-2009 13:16:12                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.524     

 Energy Calibration Slope   :     4.961061     
 Energy Calibration Quadratic   :    2.9221922E-04 

 Energy Calibration Range   :     7752.000     
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 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Calibration Date/Time   :    6-APR-2009 13:16:44                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.375     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.481     

 Energy Calibration Slope   :     5.078040     
 Energy Calibration Quadratic   :    2.1563405E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Calibration Date/Time   :    6-APR-2009 13:17:48                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.357     
 NP-237  4341  2/28/10    4768.800        4768.444     
 CM-244  4320A  2/28/10    5795.020        5794.756     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2338.077     

 Energy Calibration Slope   :     4.987164     
 Energy Calibration Quadratic   :    2.9329740E-04 

 Energy Calibration Range   :     7752.000     

 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Calibration Date/Time   :    6-APR-2009 13:18:08                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.542     
 NP-237  4341  2/28/10    4768.800        4768.354     
 CM-244  4320A  2/28/10    5795.020        5794.802     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2273.645     

 Energy Calibration Slope   :     4.966667     
 Energy Calibration Quadratic   :    2.7828364E-04 

 Energy Calibration Range   :     7651.000     
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 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Calibration Date/Time   :    6-APR-2009 13:18:28                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.999     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.802     

 Energy Calibration Slope   :     4.983055     
 Energy Calibration Quadratic   :    2.6666990E-04 

 Energy Calibration Range   :     7760.000     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Calibration Date/Time   :    6-APR-2009 13:18:47                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.667     
 NP-237  4341  2/28/10    4768.800        4768.558     
 CM-244  4320A  2/28/10    5795.020        5794.497     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.813     

 Energy Calibration Slope   :     4.993198     
 Energy Calibration Quadratic   :    3.0278138E-04 

 Energy Calibration Range   :     7811.000     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Calibration Date/Time   :    6-APR-2009 13:19:49                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.472     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.428     

 Energy Calibration Slope   :     4.982252     
 Energy Calibration Quadratic   :    2.5462170E-04 

 Energy Calibration Range   :     7713.000     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Calibration Date/Time   :    6-APR-2009 13:20:36                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.389     
 NP-237  4341  2/28/10    4768.800        4769.488     
 CM-244  4320A  2/28/10    5795.020        5795.167     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2325.594     

 Energy Calibration Slope   :     4.886506     
 Energy Calibration Quadratic   :    2.8044375E-04 

 Energy Calibration Range   :     7623.000     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Calibration Date/Time   :    6-APR-2009 13:21:04                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.470     
 NP-237  4341  2/28/10    4768.800        4768.434     
 CM-244  4320A  2/28/10    5795.020        5794.906     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.566     

 Energy Calibration Slope   :     4.945718     
 Energy Calibration Quadratic   :    3.3158966E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Calibration Date/Time   :    6-APR-2009 13:21:48                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.229     
 NP-237  4341  2/28/10    4768.800        4768.304     
 CM-244  4320A  2/28/10    5795.020        5794.701     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.113     

 Energy Calibration Slope   :     4.994022     
 Energy Calibration Quadratic   :    3.0271555E-04 

 Energy Calibration Range   :     7811.000     
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 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Calibration Date/Time   :    6-APR-2009 13:22:18                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.810     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5794.925     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2317.417     

 Energy Calibration Slope   :     4.940191     
 Energy Calibration Quadratic   :    3.4573264E-04 

 Energy Calibration Range   :     7739.000     

 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Calibration Date/Time   :    6-APR-2009 15:01:47                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.778     

 Energy Calibration Slope   :     4.929035     
 Energy Calibration Quadratic   :    2.9254600E-04 

 Energy Calibration Range   :     7715.000     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Calibration Date/Time   :    6-APR-2009 15:02:16                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.827     

 Energy Calibration Slope   :     4.958842     
 Energy Calibration Quadratic   :    2.9750221E-04 

 Energy Calibration Range   :     7773.000     
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 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Calibration Date/Time   :    6-APR-2009 13:25:48                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2403.002     

 Energy Calibration Slope   :     4.988713     
 Energy Calibration Quadratic   :    3.5655219E-04 

 Energy Calibration Range   :     7885.000     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Calibration Date/Time   :    6-APR-2009 13:27:13                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2336.683     

 Energy Calibration Slope   :     4.840258     
 Energy Calibration Quadratic   :    3.3991461E-04 

 Energy Calibration Range   :     7650.000     

 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Calibration Date/Time   :    6-APR-2009 13:27:44                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.254     
 NP-237  4341  2/28/10    4768.800        4768.941     
 CM-244  4320A  2/28/10    5795.020        5795.071     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.263     

 Energy Calibration Slope   :     4.965797     
 Energy Calibration Quadratic   :    3.1331257E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Calibration Date/Time   :    6-APR-2009 15:04:06                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.699     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5794.857     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2413.531     

 Energy Calibration Slope   :     5.146168     
 Energy Calibration Quadratic   :    3.7651160E-04 

 Energy Calibration Range   :     8078.000     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Calibration Date/Time   :    6-APR-2009 13:46:56                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2333.129     

 Energy Calibration Slope   :     4.960517     
 Energy Calibration Quadratic   :    3.3577872E-04 

 Energy Calibration Range   :     7765.000     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Calibration Date/Time   :    6-APR-2009 13:47:41                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.740     
 CM-244  4320A  2/28/10    5795.020        5794.863     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.383     

 Energy Calibration Slope   :     4.905147     
 Energy Calibration Quadratic   :    3.6476713E-04 

 Energy Calibration Range   :     7758.000     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Calibration Date/Time   :    6-APR-2009 13:48:53                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.392     
 NP-237  4341  2/28/10    4768.800        4769.454     
 CM-244  4320A  2/28/10    5795.020        5795.396     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2384.184     

 Energy Calibration Slope   :     4.943643     
 Energy Calibration Quadratic   :    2.7267355E-04 

 Energy Calibration Range   :     7732.000     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Calibration Date/Time   :    6-APR-2009 13:49:27                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.109     
 CM-244  4320A  2/28/10    5795.020        5795.144     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.611     

 Energy Calibration Slope   :     4.928907     
 Energy Calibration Quadratic   :    3.5636651E-04 

 Energy Calibration Range   :     7799.000     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Calibration Date/Time   :    6-APR-2009 13:49:59                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.151     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.928     

 Energy Calibration Slope   :     4.920143     
 Energy Calibration Quadratic   :    3.1362279E-04 

 Energy Calibration Range   :     7751.000     
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 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Calibration Date/Time   :    6-APR-2009 13:50:29                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.749     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.250     

 Energy Calibration Slope   :     4.895535     
 Energy Calibration Quadratic   :    3.3696624E-04 

 Energy Calibration Range   :     7716.000     

 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Calibration Date/Time   :    6-APR-2009 13:50:57                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.259     
 NP-237  4341  2/28/10    4768.800        4768.875     
 CM-244  4320A  2/28/10    5795.020        5795.114     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.489     

 Energy Calibration Slope   :     4.936915     
 Energy Calibration Quadratic   :    3.7290287E-04 

 Energy Calibration Range   :     7806.000     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Calibration Date/Time   :    6-APR-2009 13:51:12                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.140     

 Energy Calibration Slope   :     4.906584     
 Energy Calibration Quadratic   :    3.4236698E-04 

 Energy Calibration Range   :     7764.000     
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 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Calibration Date/Time   :    6-APR-2009 13:51:41                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.282     
 NP-237  4341  2/28/10    4768.800        4769.305     
 CM-244  4320A  2/28/10    5795.020        5795.116     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2371.929     

 Energy Calibration Slope   :     4.936819     
 Energy Calibration Quadratic   :    3.2606977E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Calibration Date/Time   :    6-APR-2009 13:52:25                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.104     
 NP-237  4341  2/28/10    4768.800        4767.807     
 CM-244  4320A  2/28/10    5795.020        5794.121     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.421     

 Energy Calibration Slope   :     4.959243     
 Energy Calibration Quadratic   :    3.4402995E-04 

 Energy Calibration Range   :     7829.000     

 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Calibration Date/Time   :    6-APR-2009 13:53:02                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.830     
 NP-237  4341  2/28/10    4768.800        4768.643     
 CM-244  4320A  2/28/10    5795.020        5794.908     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2387.220     

 Energy Calibration Slope   :     4.932350     
 Energy Calibration Quadratic   :    3.4446726E-04 

 Energy Calibration Range   :     7799.000     
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 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Calibration Date/Time   :    6-APR-2009 13:53:31                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.455     
 NP-237  4341  2/28/10    4768.800        4769.188     
 CM-244  4320A  2/28/10    5795.020        5795.434     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.093     

 Energy Calibration Slope   :     4.876299     
 Energy Calibration Quadratic   :    3.6112565E-04 

 Energy Calibration Range   :     7742.000     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Calibration Date/Time   :    6-APR-2009 13:54:15                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.228     

 Energy Calibration Slope   :     4.962677     
 Energy Calibration Quadratic   :    3.1803889E-04 

 Energy Calibration Range   :     7778.000     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Calibration Date/Time   :    6-APR-2009 13:54:28                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.802     
 CM-244  4320A  2/28/10    5795.020        5794.948     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.525     

 Energy Calibration Slope   :     4.948871     
 Energy Calibration Quadratic   :    2.9736495E-04 

 Energy Calibration Range   :     7758.000     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Calibration Date/Time   :   13-APR-2009 14:51:12                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.205     
 NP-237  4341  2/28/10    4768.800        4768.255     
 CM-244  4320A  2/28/10    5795.020        5794.460     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2387.150     

 Energy Calibration Slope   :     4.907468     
 Energy Calibration Quadratic   :    3.5827042E-04 

 Energy Calibration Range   :     7788.000     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Calibration Date/Time   :   13-APR-2009 14:51:45                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.605     
 NP-237  4341  2/28/10    4768.800        4768.604     
 CM-244  4320A  2/28/10    5795.020        5794.831     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.923     

 Energy Calibration Slope   :     4.991252     
 Energy Calibration Quadratic   :    2.7249113E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Calibration Date/Time   :   13-APR-2009 14:52:21                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.978     
 NP-237  4341  2/28/10    4768.800        4767.731     
 CM-244  4320A  2/28/10    5795.020        5794.261     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2403.343     

 Energy Calibration Slope   :     4.989522     
 Energy Calibration Quadratic   :    2.8533844E-04 

 Energy Calibration Range   :     7812.000     
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 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Calibration Date/Time   :   13-APR-2009 14:53:00                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.204     
 NP-237  4341  2/28/10    4768.800        4768.421     
 CM-244  4320A  2/28/10    5795.020        5794.772     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.279     

 Energy Calibration Slope   :     4.979439     
 Energy Calibration Quadratic   :    3.1535840E-04 

 Energy Calibration Range   :     7790.000     

 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Calibration Date/Time   :   13-APR-2009 14:53:55                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.518     
 NP-237  4341  2/28/10    4768.800        4768.442     
 CM-244  4320A  2/28/10    5795.020        5794.664     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.727     

 Energy Calibration Slope   :     4.946905     
 Energy Calibration Quadratic   :    3.2938438E-04 

 Energy Calibration Range   :     7784.000     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Calibration Date/Time   :   13-APR-2009 14:55:14                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.489     
 NP-237  4341  2/28/10    4768.800        4768.269     
 CM-244  4320A  2/28/10    5795.020        5794.729     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.522     

 Energy Calibration Slope   :     4.939168     
 Energy Calibration Quadratic   :    3.1144838E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Calibration Date/Time   :   13-APR-2009 14:55:56                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.590     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.644     

 Energy Calibration Slope   :     4.989100     
 Energy Calibration Quadratic   :    3.0472194E-04 

 Energy Calibration Range   :     7811.000     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Calibration Date/Time   :   13-APR-2009 14:56:50                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.250     
 NP-237  4341  2/28/10    4768.800        4768.418     
 CM-244  4320A  2/28/10    5795.020        5794.724     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.800     

 Energy Calibration Slope   :     4.944605     
 Energy Calibration Quadratic   :    3.1654417E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Calibration Date/Time   :   13-APR-2009 14:57:46                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.405     
 NP-237  4341  2/28/10    4768.800        4768.534     
 CM-244  4320A  2/28/10    5795.020        5794.933     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2333.449     

 Energy Calibration Slope   :     4.915167     
 Energy Calibration Quadratic   :    3.2835442E-04 

 Energy Calibration Range   :     7711.000     
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 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Calibration Date/Time   :   13-APR-2009 14:59:13                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.854     
 NP-237  4341  2/28/10    4768.800        4768.042     
 CM-244  4320A  2/28/10    5795.020        5794.099     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2392.284     

 Energy Calibration Slope   :     5.059223     
 Energy Calibration Quadratic   :    3.2164634E-04 

 Energy Calibration Range   :     7910.000     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Calibration Date/Time   :   13-APR-2009 15:01:09                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.170     
 NP-237  4341  2/28/10    4768.800        4768.277     
 CM-244  4320A  2/28/10    5795.020        5794.248     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.292     

 Energy Calibration Slope   :     4.943631     
 Energy Calibration Quadratic   :    3.2913056E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Calibration Date/Time   :   13-APR-2009 15:02:20                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.303     
 NP-237  4341  2/28/10    4768.800        4768.374     
 CM-244  4320A  2/28/10    5795.020        5794.748     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2345.437     

 Energy Calibration Slope   :     4.963116     
 Energy Calibration Quadratic   :    3.0810290E-04 

 Energy Calibration Range   :     7751.000     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Calibration Date/Time   :   13-APR-2009 15:03:07                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.871     

 Energy Calibration Slope   :     4.930130     
 Energy Calibration Quadratic   :    3.1315890E-04 

 Energy Calibration Range   :     7743.000     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Calibration Date/Time   :   13-APR-2009 15:04:39                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.547     

 Energy Calibration Slope   :     4.919441     
 Energy Calibration Quadratic   :    3.2758035E-04 

 Energy Calibration Range   :     7771.000     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Calibration Date/Time   :   13-APR-2009 15:05:10                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.689     
 NP-237  4341  2/28/10    4768.800        4768.213     
 CM-244  4320A  2/28/10    5795.020        5794.819     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.506     

 Energy Calibration Slope   :     4.951405     
 Energy Calibration Quadratic   :    2.8809396E-04 

 Energy Calibration Range   :     7743.000     
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 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Calibration Date/Time   :   13-APR-2009 15:05:43                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.372     
 NP-237  4341  2/28/10    4768.800        4768.880     
 CM-244  4320A  2/28/10    5795.020        5795.178     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.629     

 Energy Calibration Slope   :     5.027619     
 Energy Calibration Quadratic   :    2.7117966E-04 

 Energy Calibration Range   :     7787.000     

 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Calibration Date/Time   :   13-APR-2009 15:06:51                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.206     
 NP-237  4341  2/28/10    4768.800        4767.141     
 CM-244  4320A  2/28/10    5795.020        5793.908     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2388.427     

 Energy Calibration Slope   :     4.949917     
 Energy Calibration Quadratic   :    3.0119886E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Calibration Date/Time   :   13-APR-2009 15:07:46                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.903     

 Energy Calibration Slope   :     4.946121     
 Energy Calibration Quadratic   :    3.3385414E-04 

 Energy Calibration Range   :     7798.000     
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 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Calibration Date/Time   :   13-APR-2009 15:09:15                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.102     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.275     

 Energy Calibration Slope   :     5.066185     
 Energy Calibration Quadratic   :    2.0921866E-04 

 Energy Calibration Range   :     7779.000     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Calibration Date/Time   :   13-APR-2009 15:09:52                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.471     
 CM-244  4320A  2/28/10    5795.020        5795.015     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.454     

 Energy Calibration Slope   :     5.024891     
 Energy Calibration Quadratic   :    2.6919754E-04 

 Energy Calibration Range   :     7792.000     

 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Calibration Date/Time   :   13-APR-2009 15:10:37                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.536     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5794.728     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.675     

 Energy Calibration Slope   :     4.987167     
 Energy Calibration Quadratic   :    2.9936104E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Calibration Date/Time   :   13-APR-2009 15:11:06                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.974     

 Energy Calibration Slope   :     4.994454     
 Energy Calibration Quadratic   :    2.6422139E-04 

 Energy Calibration Range   :     7748.000     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Calibration Date/Time   :   13-APR-2009 15:11:58                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.576     
 NP-237  4341  2/28/10    4768.800        4768.472     
 CM-244  4320A  2/28/10    5795.020        5794.540     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.428     

 Energy Calibration Slope   :     4.975018     
 Energy Calibration Quadratic   :    2.6395716E-04 

 Energy Calibration Range   :     7718.000     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Calibration Date/Time   :   13-APR-2009 15:12:54                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.984     
 NP-237  4341  2/28/10    4768.800        4768.488     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.439     

 Energy Calibration Slope   :     4.936648     
 Energy Calibration Quadratic   :    2.5306165E-04 

 Energy Calibration Range   :     7676.000     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Calibration Date/Time   :   13-APR-2009 15:13:34                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.805     
 NP-237  4341  2/28/10    4768.800        4768.744     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.952     

 Energy Calibration Slope   :     4.997909     
 Energy Calibration Quadratic   :    3.1919676E-04 

 Energy Calibration Range   :     7807.000     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Calibration Date/Time   :   13-APR-2009 15:16:09                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.804     
 NP-237  4341  2/28/10    4768.800        4768.749     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.035     

 Energy Calibration Slope   :     4.905818     
 Energy Calibration Quadratic   :    3.4581186E-04 

 Energy Calibration Range   :     7745.000     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Calibration Date/Time   :   13-APR-2009 15:16:41                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.992     
 NP-237  4341  2/28/10    4768.800        4768.625     
 CM-244  4320A  2/28/10    5795.020        5794.824     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.965     

 Energy Calibration Slope   :     4.961516     
 Energy Calibration Quadratic   :    3.3385112E-04 

 Energy Calibration Range   :     7797.000     
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 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Calibration Date/Time   :   13-APR-2009 15:17:40                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.645     
 NP-237  4341  2/28/10    4768.800        4768.618     
 CM-244  4320A  2/28/10    5795.020        5795.011     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.501     

 Energy Calibration Slope   :     4.912975     
 Energy Calibration Quadratic   :    3.5535375E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Calibration Date/Time   :   13-APR-2009 15:18:21                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.717     
 NP-237  4341  2/28/10    4768.800        4768.312     
 CM-244  4320A  2/28/10    5795.020        5794.464     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.317     

 Energy Calibration Slope   :     4.909558     
 Energy Calibration Quadratic   :    3.3290175E-04 

 Energy Calibration Range   :     7744.000     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Calibration Date/Time   :   13-APR-2009 15:19:02                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.789     
 CM-244  4320A  2/28/10    5795.020        5794.853     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.715     

 Energy Calibration Slope   :     4.943599     
 Energy Calibration Quadratic   :    3.0841850E-04 

 Energy Calibration Range   :     7744.000     
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 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Calibration Date/Time   :   13-APR-2009 15:19:43                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.618     
 NP-237  4341  2/28/10    4768.800        4768.467     
 CM-244  4320A  2/28/10    5795.020        5794.708     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2441.532     

 Energy Calibration Slope   :     5.110598     
 Energy Calibration Quadratic   :    3.5022269E-04 

 Energy Calibration Range   :     8042.000     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Calibration Date/Time   :   13-APR-2009 15:20:28                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.238     
 NP-237  4341  2/28/10    4768.800        4768.661     
 CM-244  4320A  2/28/10    5795.020        5794.897     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.169     

 Energy Calibration Slope   :     4.923781     
 Energy Calibration Quadratic   :    3.4834209E-04 

 Energy Calibration Range   :     7763.000     

 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Calibration Date/Time   :   13-APR-2009 15:20:42                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.802     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.311     

 Energy Calibration Slope   :     4.953571     
 Energy Calibration Quadratic   :    3.3700597E-04 

 Energy Calibration Range   :     7799.000     
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 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Calibration Date/Time   :   13-APR-2009 15:21:14                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.740     
 CM-244  4320A  2/28/10    5795.020        5794.868     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.438     

 Energy Calibration Slope   :     4.970328     
 Energy Calibration Quadratic   :    3.5039001E-04 

 Energy Calibration Range   :     7847.000     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Calibration Date/Time   :   13-APR-2009 15:21:46                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.653     
 NP-237  4341  2/28/10    4768.800        4768.792     
 CM-244  4320A  2/28/10    5795.020        5794.933     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.577     

 Energy Calibration Slope   :     4.914857     
 Energy Calibration Quadratic   :    3.4105792E-04 

 Energy Calibration Range   :     7760.000     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Calibration Date/Time   :   13-APR-2009 15:22:18                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.500     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.246     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2385.656     

 Energy Calibration Slope   :     4.888164     
 Energy Calibration Quadratic   :    3.5764696E-04 

 Energy Calibration Range   :     7766.000     

527



 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Calibration Date/Time   :   13-APR-2009 15:23:01                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.437     
 NP-237  4341  2/28/10    4768.800        4768.339     
 CM-244  4320A  2/28/10    5795.020        5794.784     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2409.580     

 Energy Calibration Slope   :     4.929469     
 Energy Calibration Quadratic   :    3.3109862E-04 

 Energy Calibration Range   :     7805.000     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Calibration Date/Time   :   13-APR-2009 15:23:29                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.637     
 NP-237  4341  2/28/10    4768.800        4768.587     
 CM-244  4320A  2/28/10    5795.020        5794.825     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.427     

 Energy Calibration Slope   :     4.875785     
 Energy Calibration Quadratic   :    3.4854008E-04 

 Energy Calibration Range   :     7728.000     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Calibration Date/Time   :   13-APR-2009 15:23:58                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.177     
 NP-237  4341  2/28/10    4768.800        4768.519     
 CM-244  4320A  2/28/10    5795.020        5794.677     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2399.290     

 Energy Calibration Slope   :     4.889423     
 Energy Calibration Quadratic   :    3.5246403E-04 

 Energy Calibration Range   :     7776.000     
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 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Calibration Date/Time   :   13-APR-2009 15:25:04                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.847     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.646     

 Energy Calibration Slope   :     4.888439     
 Energy Calibration Quadratic   :    3.4609274E-04 

 Energy Calibration Range   :     7725.000     

 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Calibration Date/Time   :   13-APR-2009 15:25:30                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.873     

 Energy Calibration Slope   :     4.873909     
 Energy Calibration Quadratic   :    3.6905476E-04 

 Energy Calibration Range   :     7755.000     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Calibration Date/Time   :   13-APR-2009 15:29:15                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.843     
 NP-237  4341  2/28/10    4768.800        4769.818     
 CM-244  4320A  2/28/10    5795.020        5795.330     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2387.765     

 Energy Calibration Slope   :     4.934225     
 Energy Calibration Quadratic   :    3.3484571E-04 

 Energy Calibration Range   :     7792.000     
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 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Calibration Date/Time   :   13-APR-2009 15:29:45                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.687     
 NP-237  4341  2/28/10    4768.800        4768.620     
 CM-244  4320A  2/28/10    5795.020        5794.738     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.013     

 Energy Calibration Slope   :     4.985866     
 Energy Calibration Quadratic   :    3.1863715E-04 

 Energy Calibration Range   :     7807.000     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Calibration Date/Time   :   13-APR-2009 15:33:32                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.700     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2371.307     

 Energy Calibration Slope   :     4.906446     
 Energy Calibration Quadratic   :    3.7039281E-04 

 Energy Calibration Range   :     7784.000     

 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Calibration Date/Time   :   13-APR-2009 15:38:49                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3192.191     
 NP-237  4341  2/28/10    4768.800        4825.258     
 CM-244  4320A  2/28/10    5795.020        5800.966     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2476.271     

 Energy Calibration Slope   :     5.063444     
 Energy Calibration Quadratic   :    6.5954291E-04 

 Energy Calibration Range   :     8353.000     
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 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Calibration Date/Time   :   13-APR-2009 15:39:38                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.583     
 NP-237  4341  2/28/10    4768.800        4768.561     
 CM-244  4320A  2/28/10    5795.020        5794.803     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2456.819     

 Energy Calibration Slope   :     5.093572     
 Energy Calibration Quadratic   :    3.5519610E-04 

 Energy Calibration Range   :     8045.000     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Calibration Date/Time   :   13-APR-2009 15:41:04                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.389     
 NP-237  4341  2/28/10    4768.800        4768.403     
 CM-244  4320A  2/28/10    5795.020        5794.871     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.855     

 Energy Calibration Slope   :     4.946125     
 Energy Calibration Quadratic   :    3.1959711E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Calibration Date/Time   :   13-APR-2009 15:41:20                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.074     

 Energy Calibration Slope   :     4.917214     
 Energy Calibration Quadratic   :    3.5561869E-04 

 Energy Calibration Range   :     7783.000     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Calibration Date/Time   :   20-MAR-2009 13:51:31                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.832     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.013     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.754     

 Energy Calibration Slope   :     4.988745     
 Energy Calibration Quadratic   :    2.8750030E-04 

 Energy Calibration Range   :     7800.000     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Calibration Date/Time   :   20-MAR-2009 13:51:43                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.104     

 Energy Calibration Slope   :     4.979509     
 Energy Calibration Quadratic   :    2.5800819E-04 

 Energy Calibration Range   :     7707.000     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Calibration Date/Time   :   20-MAR-2009 13:51:54                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.004     
 CM-244  4320A  2/28/10    5795.020        5795.198     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.008     

 Energy Calibration Slope   :     5.008197     
 Energy Calibration Quadratic   :    2.5630640E-04 

 Energy Calibration Range   :     7766.000     
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 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Calibration Date/Time   :   20-MAR-2009 13:52:07                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.305     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.021     

 Energy Calibration Slope   :     4.995662     
 Energy Calibration Quadratic   :    2.5201842E-04 

 Energy Calibration Range   :     7744.000     

 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Calibration Date/Time   :   20-MAR-2009 13:52:35                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.835     

 Energy Calibration Slope   :     4.970750     
 Energy Calibration Quadratic   :    2.7092927E-04 

 Energy Calibration Range   :     7757.000     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Calibration Date/Time   :   20-MAR-2009 13:53:04                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.015     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2340.054     

 Energy Calibration Slope   :     4.987895     
 Energy Calibration Quadratic   :    2.5827254E-04 

 Energy Calibration Range   :     7718.000     

533



 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Calibration Date/Time   :    2-FEB-2009 15:15:38                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3109.382     
 NP-237  4341  2/28/10    4768.800        4669.281     
 CM-244  4320A  2/28/10    5795.020        5706.875     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2437.949     

 Energy Calibration Slope   :     5.036866     
 Energy Calibration Quadratic   :                                                                   

 Energy Calibration Range   :     7596.000     

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Calibration Date/Time   :   20-MAR-2009 13:53:47                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2331.485     

 Energy Calibration Slope   :     5.004156     
 Energy Calibration Quadratic   :    2.6908101E-04 

 Energy Calibration Range   :     7738.000     

 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Calibration Date/Time   :   20-MAR-2009 13:54:01                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.001     
 NP-237  4341  2/28/10    4768.800        4768.670     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2335.016     

 Energy Calibration Slope   :     4.965841     
 Energy Calibration Quadratic   :    2.7313517E-04 

 Energy Calibration Range   :     7706.000     
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 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Calibration Date/Time   :   20-MAR-2009 13:54:20                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.159     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2332.087     

 Energy Calibration Slope   :     4.962059     
 Energy Calibration Quadratic   :    2.7414435E-04 

 Energy Calibration Range   :     7701.000     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Calibration Date/Time   :   20-MAR-2009 13:54:48                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.216     
 NP-237  4341  2/28/10    4768.800        4769.247     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.245     

 Energy Calibration Slope   :     4.972630     
 Energy Calibration Quadratic   :    2.6128639E-04 

 Energy Calibration Range   :     7746.000     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Calibration Date/Time   :   23-MAR-2009 08:12:56                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.985     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.770     

 Energy Calibration Slope   :     4.983198     
 Energy Calibration Quadratic   :    2.7558714E-04 

 Energy Calibration Range   :     7775.000     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Calibration Date/Time   :   20-MAR-2009 15:52:37                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.812     

 Energy Calibration Slope   :     4.972337     
 Energy Calibration Quadratic   :    2.4822183E-04 

 Energy Calibration Range   :     7690.000     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Calibration Date/Time   :   20-MAR-2009 15:53:39                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.436     
 NP-237  4341  2/28/10    4768.800        4769.152     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.289     

 Energy Calibration Slope   :     5.043994     
 Energy Calibration Quadratic   :    1.8878102E-04 

 Energy Calibration Range   :     7710.000     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Calibration Date/Time   :   20-MAR-2009 15:53:50                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.254     
 NP-237  4341  2/28/10    4768.800        4768.927     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.116     

 Energy Calibration Slope   :     4.966410     
 Energy Calibration Quadratic   :    2.6351991E-04 

 Energy Calibration Range   :     7692.000     
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 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:03                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.310     
 NP-237  4341  2/28/10    4768.800        4768.798     
 CM-244  4320A  2/28/10    5795.020        5795.201     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2325.543     

 Energy Calibration Slope   :     5.009267     
 Energy Calibration Quadratic   :    2.2929002E-04 

 Energy Calibration Range   :     7695.000     

 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:17                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.159     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.431     

 Energy Calibration Slope   :     4.946262     
 Energy Calibration Quadratic   :    2.7680930E-04 

 Energy Calibration Range   :     7699.000     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:59                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.008     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.225     

 Energy Calibration Slope   :     4.987213     
 Energy Calibration Quadratic   :    2.3013890E-04 

 Energy Calibration Range   :     7678.000     
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 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:13                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.183     

 Energy Calibration Slope   :     4.957605     
 Energy Calibration Quadratic   :    2.7774065E-04 

 Energy Calibration Range   :     7737.000     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:26                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.015     
 CM-244  4320A  2/28/10    5795.020        5795.220     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.693     

 Energy Calibration Slope   :     5.010604     
 Energy Calibration Quadratic   :    2.6280206E-04 

 Energy Calibration Range   :     7754.000     

 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:36                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.266     
 NP-237  4341  2/28/10    4768.800        4768.972     
 CM-244  4320A  2/28/10    5795.020        5795.131     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2309.654     

 Energy Calibration Slope   :     4.898695     
 Energy Calibration Quadratic   :    2.7266255E-04 

 Energy Calibration Range   :     7612.000     
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 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Calibration Date/Time   :   23-MAR-2009 08:02:34                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2326.197     

 Energy Calibration Slope   :     4.965754     
 Energy Calibration Quadratic   :    2.5224153E-04 

 Energy Calibration Range   :     7676.000     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Calibration Date/Time   :   20-MAR-2009 15:59:38                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.196     
 NP-237  4341  2/28/10    4768.800        4768.886     
 CM-244  4320A  2/28/10    5795.020        5795.057     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2332.680     

 Energy Calibration Slope   :     4.937988     
 Energy Calibration Quadratic   :    2.6983488E-04 

 Energy Calibration Range   :     7672.000     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Calibration Date/Time   :   20-MAR-2009 16:01:56                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3184.369     
 NP-237  4341  2/28/10    4768.800        4770.434     
 CM-244  4320A  2/28/10    5795.020        5796.146     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.431     

 Energy Calibration Slope   :     4.978001     
 Energy Calibration Quadratic   :    2.1714697E-04 

 Energy Calibration Range   :     7679.000     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:09                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.274     
 NP-237  4341  2/28/10    4768.800        4768.945     
 CM-244  4320A  2/28/10    5795.020        5795.116     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.558     

 Energy Calibration Slope   :     4.999058     
 Energy Calibration Quadratic   :    3.1703810E-04 

 Energy Calibration Range   :     7835.000     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:22                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.744     
 CM-244  4320A  2/28/10    5795.020        5794.881     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.774     

 Energy Calibration Slope   :     4.981778     
 Energy Calibration Quadratic   :    2.9511662E-04 

 Energy Calibration Range   :     7792.000     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:35                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.146     
 NP-237  4341  2/28/10    4768.800        4768.891     
 CM-244  4320A  2/28/10    5795.020        5795.113     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.793     

 Energy Calibration Slope   :     4.957643     
 Energy Calibration Quadratic   :    2.9300826E-04 

 Energy Calibration Range   :     7728.000     
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 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:12                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.132     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.114     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2339.608     

 Energy Calibration Slope   :     4.962541     
 Energy Calibration Quadratic   :    2.9560257E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:28                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.234     
 NP-237  4341  2/28/10    4768.800        4768.828     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2357.035     

 Energy Calibration Slope   :     4.949696     
 Energy Calibration Quadratic   :    3.0001078E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:46                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.250     
 NP-237  4341  2/28/10    4768.800        4768.880     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.956     

 Energy Calibration Slope   :     4.965377     
 Energy Calibration Quadratic   :    2.9196273E-04 

 Energy Calibration Range   :     7767.000     
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 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:04                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.966     
 CM-244  4320A  2/28/10    5795.020        5795.174     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.641     

 Energy Calibration Slope   :     4.982494     
 Energy Calibration Quadratic   :    3.0277422E-04 

 Energy Calibration Range   :     7800.000     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:36                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.110     
 NP-237  4341  2/28/10    4768.800        4768.858     
 CM-244  4320A  2/28/10    5795.020        5795.092     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.517     

 Energy Calibration Slope   :     4.962343     
 Energy Calibration Quadratic   :    2.8387719E-04 

 Energy Calibration Range   :     7723.000     

 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:49                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.120     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.705     

 Energy Calibration Slope   :     4.976065     
 Energy Calibration Quadratic   :    2.8692774E-04 

 Energy Calibration Range   :     7750.000     
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 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:18                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.310     
 NP-237  4341  2/28/10    4768.800        4768.931     
 CM-244  4320A  2/28/10    5795.020        5795.066     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2348.480     

 Energy Calibration Slope   :     4.953371     
 Energy Calibration Quadratic   :    2.7009219E-04 

 Energy Calibration Range   :     7704.000     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:31                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.016     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.139     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.274     

 Energy Calibration Slope   :     4.971742     
 Energy Calibration Quadratic   :    2.6068027E-04 

 Energy Calibration Range   :     7712.000     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:42                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.191     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.061     

 Energy Calibration Slope   :     4.948849     
 Energy Calibration Quadratic   :    2.9117076E-04 

 Energy Calibration Range   :     7719.000     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Calibration Date/Time   :   20-MAR-2009 17:24:10                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.114     
 CM-244  4320A  2/28/10    5795.020        5795.067     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.517     

 Energy Calibration Slope   :     4.946508     
 Energy Calibration Quadratic   :    3.0372696E-04 

 Energy Calibration Range   :     7770.000     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Calibration Date/Time   :   20-MAR-2009 17:24:39                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.219     
 NP-237  4341  2/28/10    4768.800        4768.862     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.307     

 Energy Calibration Slope   :     4.960446     
 Energy Calibration Quadratic   :    2.9027814E-04 

 Energy Calibration Range   :     7739.000     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Calibration Date/Time   :   20-MAR-2009 17:25:03                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.145     
 NP-237  4341  2/28/10    4768.800        4768.850     
 CM-244  4320A  2/28/10    5795.020        5795.044     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2345.551     

 Energy Calibration Slope   :     4.923249     
 Energy Calibration Quadratic   :    2.9239827E-04 

 Energy Calibration Range   :     7694.000     
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 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Calibration Date/Time   :   20-MAR-2009 17:25:30                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.137     
 NP-237  4341  2/28/10    4768.800        4769.006     
 CM-244  4320A  2/28/10    5795.020        5795.141     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.044     

 Energy Calibration Slope   :     4.932791     
 Energy Calibration Quadratic   :    2.9151197E-04 

 Energy Calibration Range   :     7701.000     

 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:20                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.916     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.754     

 Energy Calibration Slope   :     4.951847     
 Energy Calibration Quadratic   :    2.8355792E-04 

 Energy Calibration Range   :     7699.000     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:36                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.055     
 NP-237  4341  2/28/10    4768.800        4768.826     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.781     

 Energy Calibration Slope   :     4.953677     
 Energy Calibration Quadratic   :    2.8045851E-04 

 Energy Calibration Range   :     7704.000     
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 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:49                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.184     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.858     

 Energy Calibration Slope   :     4.981354     
 Energy Calibration Quadratic   :    2.8928390E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Calibration Date/Time   :   20-MAR-2009 17:27:07                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.409     
 NP-237  4341  2/28/10    4768.800        4768.998     
 CM-244  4320A  2/28/10    5795.020        5795.045     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.862     

 Energy Calibration Slope   :     4.988223     
 Energy Calibration Quadratic   :    2.7968286E-04 

 Energy Calibration Range   :     7764.000     

 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Calibration Date/Time   :   20-MAR-2009 17:27:35                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.119     
 NP-237  4341  2/28/10    4768.800        4768.854     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.449     

 Energy Calibration Slope   :     4.980990     
 Energy Calibration Quadratic   :    2.8404358E-04 

 Energy Calibration Range   :     7753.000     
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 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:04                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.246     

 Energy Calibration Slope   :     5.002591     
 Energy Calibration Quadratic   :    2.9938444E-04 

 Energy Calibration Range   :     7810.000     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:18                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.141     
 NP-237  4341  2/28/10    4768.800        4768.811     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2357.448     

 Energy Calibration Slope   :     4.973632     
 Energy Calibration Quadratic   :    3.0872165E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:45                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.236     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.071     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.359     

 Energy Calibration Slope   :     4.992017     
 Energy Calibration Quadratic   :    2.9163322E-04 

 Energy Calibration Range   :     7771.000     

547



 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Calibration Date/Time   :   30-MAR-2009 08:14:55                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.299     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.372     

 Energy Calibration Slope   :     4.867168     
 Energy Calibration Quadratic   :    3.7813190E-04 

 Energy Calibration Range   :     7759.000     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:11                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.533     

 Energy Calibration Slope   :     4.931921     
 Energy Calibration Quadratic   :    2.9988508E-04 

 Energy Calibration Range   :     7733.000     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:20                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.242     

 Energy Calibration Slope   :     4.927336     
 Energy Calibration Quadratic   :    3.3069123E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:30                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.750     

 Energy Calibration Slope   :     4.929502     
 Energy Calibration Quadratic   :    3.3091530E-04 

 Energy Calibration Range   :     7775.000     

 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:40                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.797     

 Energy Calibration Slope   :     4.964153     
 Energy Calibration Quadratic   :    2.8749279E-04 

 Energy Calibration Range   :     7772.000     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:56                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.006     

 Energy Calibration Slope   :     4.927468     
 Energy Calibration Quadratic   :    3.3021177E-04 

 Energy Calibration Range   :     7771.000     
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 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:06                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.431     

 Energy Calibration Slope   :     4.909687     
 Energy Calibration Quadratic   :    3.4297883E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:15                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.556     

 Energy Calibration Slope   :     4.959439     
 Energy Calibration Quadratic   :    2.9317304E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:25                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.846     

 Energy Calibration Slope   :     4.912193     
 Energy Calibration Quadratic   :    3.4401834E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:35                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.130     

 Energy Calibration Slope   :     4.933905     
 Energy Calibration Quadratic   :    3.3635538E-04 

 Energy Calibration Range   :     7786.000     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:44                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.802     

 Energy Calibration Slope   :     4.928967     
 Energy Calibration Quadratic   :    3.1665963E-04 

 Energy Calibration Range   :     7750.000     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:53                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.173     

 Energy Calibration Slope   :     4.932994     
 Energy Calibration Quadratic   :    3.1871998E-04 

 Energy Calibration Range   :     7759.000     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:07                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.106     

 Energy Calibration Slope   :     4.985664     
 Energy Calibration Quadratic   :    2.6791944E-04 

 Energy Calibration Range   :     7751.000     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:17                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.798     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.324     

 Energy Calibration Slope   :     5.047641     
 Energy Calibration Quadratic   :    1.8721516E-04 

 Energy Calibration Range   :     7726.000     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:26                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.403     

 Energy Calibration Slope   :     4.970407     
 Energy Calibration Quadratic   :    2.8861160E-04 

 Energy Calibration Range   :     7752.000     
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 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:36                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.124     

 Energy Calibration Slope   :     5.024008     
 Energy Calibration Quadratic   :    2.2732108E-04 

 Energy Calibration Range   :     7741.000     

 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:46                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.137     

 Energy Calibration Slope   :     4.980155     
 Energy Calibration Quadratic   :    2.7307397E-04 

 Energy Calibration Range   :     7747.000     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:56                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.299     

 Energy Calibration Slope   :     5.005922     
 Energy Calibration Quadratic   :    2.3971348E-04 

 Energy Calibration Range   :     7732.000     
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 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:07                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.024     

 Energy Calibration Slope   :     4.974108     
 Energy Calibration Quadratic   :    2.7920396E-04 

 Energy Calibration Range   :     7745.000     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:16                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.001     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.388     

 Energy Calibration Slope   :     5.030578     
 Energy Calibration Quadratic   :    2.1629673E-04 

 Energy Calibration Range   :     7734.000     

 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:25                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.594     

 Energy Calibration Slope   :     4.970244     
 Energy Calibration Quadratic   :    2.8036340E-04 

 Energy Calibration Range   :     7744.000     
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 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:18                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.194     

 Energy Calibration Slope   :     5.001173     
 Energy Calibration Quadratic   :    2.4327284E-04 

 Energy Calibration Range   :     7728.000     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:28                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.534     

 Energy Calibration Slope   :     4.976827     
 Energy Calibration Quadratic   :    2.7777941E-04 

 Energy Calibration Range   :     7749.000     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:37                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.216     

 Energy Calibration Slope   :     5.041510     
 Energy Calibration Quadratic   :    2.0420850E-04 

 Energy Calibration Range   :     7729.000     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:54                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.745     

 Energy Calibration Slope   :     4.932212     
 Energy Calibration Quadratic   :    2.9747782E-04 

 Energy Calibration Range   :     7723.000     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:05                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.299     

 Energy Calibration Slope   :     4.969139     
 Energy Calibration Quadratic   :    2.6946943E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:15                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.313     

 Energy Calibration Slope   :     4.979070     
 Energy Calibration Quadratic   :    2.9835338E-04 

 Energy Calibration Range   :     7782.000     
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 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:25                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.406     

 Energy Calibration Slope   :     4.972644     
 Energy Calibration Quadratic   :    2.9822273E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:34                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.505     

 Energy Calibration Slope   :     4.973050     
 Energy Calibration Quadratic   :    2.5861213E-04 

 Energy Calibration Range   :     7720.000     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:44                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.359     

 Energy Calibration Slope   :     4.952878     
 Energy Calibration Quadratic   :    2.8951291E-04 

 Energy Calibration Range   :     7734.000     

557



 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:52                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.785     

 Energy Calibration Slope   :     4.985325     
 Energy Calibration Quadratic   :    2.8584892E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:11                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.090     

 Energy Calibration Slope   :     4.982796     
 Energy Calibration Quadratic   :    2.9861878E-04 

 Energy Calibration Range   :     7782.000     

 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:20                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.459     

 Energy Calibration Slope   :     4.924727     
 Energy Calibration Quadratic   :    3.1613579E-04 

 Energy Calibration Range   :     7736.000     
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 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:29                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.499     

 Energy Calibration Slope   :     4.954069     
 Energy Calibration Quadratic   :    2.9061513E-04 

 Energy Calibration Range   :     7737.000     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:38                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.062     

 Energy Calibration Slope   :     4.961628     
 Energy Calibration Quadratic   :    2.7721003E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:47                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.004     

 Energy Calibration Slope   :     4.957539     
 Energy Calibration Quadratic   :    2.8027029E-04 

 Energy Calibration Range   :     7730.000     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Calibration Date/Time   :    3-APR-2009 10:44:31                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.638     
 NP-237  4341  2/28/10    4768.800        4768.286     
 CM-244  4320A  2/28/10    5795.020        5793.626     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.772     

 Energy Calibration Slope   :     4.969982     
 Energy Calibration Quadratic   :    3.0582940E-04 

 Energy Calibration Range   :     7784.000     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Calibration Date/Time   :    3-APR-2009 10:45:00                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.514     
 NP-237  4341  2/28/10    4768.800        4767.845     
 CM-244  4320A  2/28/10    5795.020        5793.585     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.015     

 Energy Calibration Slope   :     4.947466     
 Energy Calibration Quadratic   :    3.1719072E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Calibration Date/Time   :    3-APR-2009 10:45:22                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.908     
 NP-237  4341  2/28/10    4768.800        4768.249     
 CM-244  4320A  2/28/10    5795.020        5794.013     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.674     

 Energy Calibration Slope   :     4.929296     
 Energy Calibration Quadratic   :    3.4555912E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Calibration Date/Time   :    3-APR-2009 10:45:45                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.710     
 NP-237  4341  2/28/10    4768.800        4767.908     
 CM-244  4320A  2/28/10    5795.020        5793.288     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.272     

 Energy Calibration Slope   :     4.956338     
 Energy Calibration Quadratic   :    3.1870403E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Calibration Date/Time   :    3-APR-2009 10:46:12                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.601     
 NP-237  4341  2/28/10    4768.800        4768.219     
 CM-244  4320A  2/28/10    5795.020        5794.076     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.934     

 Energy Calibration Slope   :     4.957986     
 Energy Calibration Quadratic   :    3.1803793E-04 

 Energy Calibration Range   :     7779.000     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Calibration Date/Time   :    3-APR-2009 10:46:40                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.918     
 NP-237  4341  2/28/10    4768.800        4768.453     
 CM-244  4320A  2/28/10    5795.020        5794.263     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.041     

 Energy Calibration Slope   :     4.922439     
 Energy Calibration Quadratic   :    3.4755000E-04 

 Energy Calibration Range   :     7772.000     
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 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Calibration Date/Time   :    3-APR-2009 10:47:02                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.989     
 NP-237  4341  2/28/10    4768.800        4768.313     
 CM-244  4320A  2/28/10    5795.020        5794.108     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.208     

 Energy Calibration Slope   :     4.948413     
 Energy Calibration Quadratic   :    3.1914903E-04 

 Energy Calibration Range   :     7776.000     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Calibration Date/Time   :    3-APR-2009 10:47:22                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.499     
 NP-237  4341  2/28/10    4768.800        4768.292     
 CM-244  4320A  2/28/10    5795.020        5794.087     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.812     

 Energy Calibration Slope   :     4.945933     
 Energy Calibration Quadratic   :    3.1968721E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Calibration Date/Time   :    3-APR-2009 10:48:08                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.670     
 NP-237  4341  2/28/10    4768.800        4767.917     
 CM-244  4320A  2/28/10    5795.020        5793.537     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.457     

 Energy Calibration Slope   :     4.940961     
 Energy Calibration Quadratic   :    3.3323694E-04 

 Energy Calibration Range   :     7789.000     
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 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Calibration Date/Time   :    3-APR-2009 10:48:30                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.453     
 NP-237  4341  2/28/10    4768.800        4768.266     
 CM-244  4320A  2/28/10    5795.020        5793.539     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.851     

 Energy Calibration Slope   :     4.949171     
 Energy Calibration Quadratic   :    3.1573806E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Calibration Date/Time   :    3-APR-2009 10:48:55                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.864     
 NP-237  4341  2/28/10    4768.800        4767.812     
 CM-244  4320A  2/28/10    5795.020        5793.669     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.326     

 Energy Calibration Slope   :     4.952408     
 Energy Calibration Quadratic   :    3.2653011E-04 

 Energy Calibration Range   :     7791.000     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Calibration Date/Time   :    3-APR-2009 10:49:23                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.141     
 NP-237  4341  2/28/10    4768.800        4768.024     
 CM-244  4320A  2/28/10    5795.020        5793.912     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.013     

 Energy Calibration Slope   :     4.936169     
 Energy Calibration Quadratic   :    3.4311009E-04 

 Energy Calibration Range   :     7792.000     
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Subsection 2:    Background Calibration 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.136         3301.372         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.108         4906.104         14.00000         3.359998         26.72612        95.00000     
 CM-244     5531.779         5885.766         45.00000         10.79999         14.90712        95.00000     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.485         3298.816         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.401         4905.729         7.000000         1.679999         37.79645        95.00000     
 CM-244     5531.437         5882.689         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.289         3302.457         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.032         4903.174         10.00000         2.399998         31.62278        95.00000     
 CM-244     5531.593         5886.267         6.000000         1.439999         40.82483        95.00000     

 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.375         3302.354         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4433.171         4902.083         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.859         5886.569         55.00000         13.19999         13.48400        95.00000     
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 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.220         3298.802         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.167         4901.655         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5532.561         5886.674         12.00000         2.879998         28.86751        95.00000     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.319         3299.909        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.173         4901.776         2.000000        0.4799997         70.71068        95.00000     
 CM-244     5532.215         5884.911         3.000000        0.7199995         57.73503        95.00000     

 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.868         3299.972         5.000000         1.199999         44.72136        95.00000     
 NP-237     4437.211         4905.781         8.000000         1.919999         35.35534        95.00000     
 CM-244     5532.568         5885.043         14.00000         3.359998         26.72612        95.00000     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.500         3301.908         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.428         4904.472         14.00000         3.359998         26.72612        95.00000     
 CM-244     5530.546         5883.841         8.000000         1.919999         35.35534        95.00000     
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 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.293         3300.538         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4433.189         4906.000         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.225         5884.312         9.000000         2.159998         33.33334        95.00000     

 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.265         3301.122         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4433.354         4902.076         12.00000         2.879998         28.86751        95.00000     
 CM-244     5533.907         5884.760         14.00000         3.359998         26.72612        95.00000     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.767         3302.163         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.773         4901.605         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.925         5884.611         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.816         3299.697         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4432.876         4902.322         13.00000         3.119998         27.73501        95.00000     
 CM-244     5535.425         5887.126         18.00000         4.319997         23.57022        95.00000     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.601         3299.211        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.952         4906.135         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5530.762         5884.170        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.193         3300.186         6.000000         1.440000         40.82483        95.00000     
 NP-237     4433.664         4905.970         9.000000         2.160001         33.33334        95.00000     
 CM-244     5532.790         5887.132         20.00000         4.800001         22.36068        95.00000     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.211         3302.307         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4436.081         4901.826         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5535.396         5884.559         18.00000         4.320001         23.57022        95.00000     

 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.351         3300.949        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.834         4901.467         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5531.703         5887.592         2.000000        0.4800001         70.71068        95.00000     
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 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.594         3302.304         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4435.326         4902.490         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5535.047         5884.390         1.000000        0.2400001         100.0000        95.00000     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.222         3298.391         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4433.081         4903.352         7.000000         1.680000         37.79645        95.00000     
 CM-244     5532.421         5884.885         23.00000         5.520001         20.85144        95.00000     

 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.737         3298.456         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.204         4902.364         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5535.006         5883.146         5.000000         1.199999         44.72136        95.00000     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.365         3301.325         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.346         4904.984         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.162         5886.519         12.00000         2.879998         28.86751        95.00000     
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 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.569         3298.426         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.743         4905.286         9.000000         2.159998         33.33334        95.00000     
 CM-244     5534.369         5886.670         36.00000         8.639994         16.66667        95.00000     

 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.704         3298.632         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.481         4904.509         12.00000         2.879998         28.86751        95.00000     
 CM-244     5532.621         5884.243         62.00000         14.87999         12.70001        95.00000     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.423         3299.604         21.00000         5.039997         21.82179        95.00000     
 NP-237     4437.009         4905.468         11.00000         2.639998         30.15113        95.00000     
 CM-244     5533.967         5883.775         43.00000         10.31999         15.24986        95.00000     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.375         3300.248         37.00000         8.879993         16.43990        95.00000     
 NP-237     4435.145         4904.447         24.00000         5.759996         20.41241        95.00000     
 CM-244     5531.301         5887.409         46.00000         11.03999         14.74419        95.00000     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.384         3299.120         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4432.520         4906.176         6.000000         1.439999         40.82483        95.00000     
 CM-244     5531.124         5883.566         47.00000         11.27999         14.58650        95.00000     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.991         3298.011         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.617         4901.494         9.000000         2.159998         33.33334        95.00000     
 CM-244     5533.953         5883.379         36.00000         8.639994         16.66667        95.00000     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.821         3299.052         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.629         4905.156         9.000000         2.159998         33.33334        95.00000     
 CM-244     5533.744         5883.600         65.00000         15.59999         12.40347        95.00000     

 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.644         3298.976         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.596         4905.674         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.717         5885.335         19.00000         4.559997         22.94157        95.00000     
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 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.484         3297.776         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.028         4903.653         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.526         5885.098         47.00000         11.27999         14.58650        95.00000     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.234         3300.259         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.757         4905.096         12.00000         2.879998         28.86751        95.00000     
 CM-244     5534.390         5887.042         61.00000         14.63999         12.80369        95.00000     

 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.563         3302.290         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4434.446         4906.398         19.00000         4.560001         22.94157        95.00000     
 CM-244     5535.423         5883.636         58.00000         13.92000         13.13064        95.00000     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.381         3298.431        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.678         4904.001         9.000000         2.160000         33.33334        95.00000     
 CM-244     5531.496         5886.105         40.00000         9.600001         15.81139        95.00000     
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 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.797         3298.578         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4436.803         4903.827         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.681         5885.099         17.00000         4.080001         24.25356        95.00000     

 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.394         3299.260         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4434.309         4904.402         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.550         5883.816         5.000000         1.200000         44.72136        95.00000     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.719         3297.926         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4433.858         4902.628         17.00000         4.080001         24.25356        95.00000     
 CM-244     5532.346         5883.219         52.00000         12.48000         13.86751        95.00000     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.217         3297.529         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.221         4901.419         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5533.791         5883.566         63.00000         15.12000         12.59882        95.00000     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.367         3298.002         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.250         4903.313         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.936         5882.576         56.00000         13.43999         13.36306        95.00000     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.258         3297.595         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.271         4905.739         15.00000         3.599998         25.81989        95.00000     
 CM-244     5533.943         5884.226         37.00000         8.879993         16.43990        95.00000     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.853         3299.852         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.202         4901.475         13.00000         3.119998         27.73501        95.00000     
 CM-244     5533.742         5885.339         56.00000         13.43999         13.36306        95.00000     

 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.365         3301.615        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.757         4902.195         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.271         5887.599         13.00000         3.119998         27.73501        95.00000     
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 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.491         3300.809         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.825         4905.246         6.000000         1.439999         40.82483        95.00000     
 CM-244     5531.338         5883.578         37.00000         8.879993         16.43990        95.00000     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.829         3300.575         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4434.832         4904.280         10.00000         2.399998         31.62278        95.00000     
 CM-244     5533.508         5886.673         23.00000         5.519996         20.85144        95.00000     

 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.109         3301.458         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.228         4906.071         3.000000        0.7199995         57.73503        95.00000     
 CM-244     5531.401         5885.122         35.00000         8.399994         16.90309        95.00000     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.484         3299.315         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.397         4903.052         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.816         5883.813         45.00000         10.79999         14.90712        95.00000     
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 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.078         3301.376         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4436.112         4902.591         16.00000         3.839997         25.00000        95.00000     
 CM-244     5534.836         5884.300         69.00000         16.55999         12.03858        95.00000     

 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.240         3299.601         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.253         4903.762         8.000000         1.919999         35.35534        95.00000     
 CM-244     5532.215         5885.178         51.00000         12.23999         14.00280        95.00000     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.531         3302.370         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.720         4902.958         5.000000         1.199999         44.72136        95.00000     
 CM-244     5535.564         5884.909         43.00000         10.31999         15.24986        95.00000     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.735         3299.185         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.784         4906.322         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.552         5886.613         48.00000         11.51999         14.43376        95.00000     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.194         3302.254         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.440         4904.132         13.00000         3.119998         27.73501        95.00000     
 CM-244     5535.402         5884.499         15.00000         3.599998         25.81989        95.00000     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.969         3298.539         4.000000        0.9599994         50.00000        95.00000     
 NP-237     4437.075         4903.099         12.00000         2.879998         28.86751        95.00000     
 CM-244     5532.954         5885.612         13.00000         3.119998         27.73501        95.00000     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.023         3300.519         5.000000         1.199999         44.72136        95.00000     
 NP-237     4434.372         4906.181         8.000000         1.919999         35.35534        95.00000     
 CM-244     5531.780         5885.156         12.00000         2.879998         28.86751        95.00000     

 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.636         3302.461        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.913         4902.372         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5531.177         5886.710         8.000000         1.919999         35.35534        95.00000     
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 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.208         3299.177         4.000000        0.9599994         50.00000        95.00000     
 NP-237     4435.464         4902.152         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.303         5883.535         10.00000         2.399998         31.62278        95.00000     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.722         3298.768         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.780         4905.476         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.265         5886.808         18.00000         4.319997         23.57022        95.00000     

 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.786         3300.753         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4437.506         4905.754         10.00000         2.399998         31.62278        95.00000     
 CM-244     5534.021         5883.725         13.00000         3.119998         27.73501        95.00000     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.799         3298.386         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4432.488         4903.199         8.000000         1.919999         35.35534        95.00000     
 CM-244     5533.458         5886.877         19.00000         4.559997         22.94157        95.00000     
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 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.972         3299.349         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.982         4904.594         6.000000         1.439999         40.82483        95.00000     
 CM-244     5533.692         5886.612         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.617         3297.844         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.550         4905.556         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5532.722         5882.450        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.415         3301.328         5.000000         1.199999         44.72136        95.00000     
 NP-237     4437.294         4903.846         17.00000         4.079997         24.25356        95.00000     
 CM-244     5530.459         5884.935         14.00000         3.359998         26.72612        95.00000     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.806         3299.551        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4437.322         4904.021         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.659         5884.356         5.000000         1.199999         44.72136        95.00000     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.039         3298.756         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4434.680         4903.982         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5532.294         5884.593         19.00000         4.560001         22.94157        95.00000     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.595         3300.775         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.652         4904.935         7.000000         1.680000         37.79645        95.00000     
 CM-244     5533.580         5886.240         25.00000         6.000001         20.00000        95.00000     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.909         3301.434         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4433.450         4902.516         8.000000         1.920000         35.35534        95.00000     
 CM-244     5535.197         5886.708         20.00000         4.800001         22.36068        95.00000     

 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.414         3299.148         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4435.295         4904.451         10.00000         2.400001         31.62278        95.00000     
 CM-244     5533.101         5882.617         17.00000         4.080001         24.25356        95.00000     
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 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.777         3299.289         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4437.354         4901.943         6.000000         1.440000         40.82483        95.00000     
 CM-244     5530.589         5882.928         18.00000         4.320001         23.57022        95.00000     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.299         3299.223         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.626         4902.484         7.000000         1.680000         37.79645        95.00000     
 CM-244     5534.972         5884.442         25.00000         6.000001         20.00000        95.00000     

 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.346         3301.251        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4437.458         4904.939         7.000000         1.680000         37.79645        95.00000     
 CM-244     5535.177         5887.275         26.00000         6.240001         19.61161        95.00000     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.679         3298.148        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.205         4901.863         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5535.159         5884.297         13.00000         3.120001         27.73501        95.00000     
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 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.686         3300.546        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.580         4904.390         5.000000         1.200000         44.72136        95.00000     
 CM-244     5531.945         5886.585         12.00000         2.880001         28.86751        95.00000     

 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.470         3300.177        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.485         4904.483         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.818         5886.087         14.00000         3.360001         26.72612        95.00000     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.555         3301.210         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4435.748         4905.166         9.000000         2.160000         33.33334        95.00000     
 CM-244     5532.404         5883.507         21.00000         5.040001         21.82179        95.00000     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.477         3297.506         6.000000         1.440000         40.82483        95.00000     
 NP-237     4437.440         4902.601         8.000000         1.920000         35.35534        95.00000     
 CM-244     5534.444         5887.496         26.00000         6.240001         19.61161        95.00000     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.756         3299.723         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.718         4906.128         5.000000         1.200000         44.72136        95.00000     
 CM-244     5532.226         5883.834         2.000000        0.4800001         70.71068        95.00000     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.651         3298.587         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4433.741         4903.649         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.572         5887.164         2.000000        0.4800001         70.71068        95.00000     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.371         3300.357        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.372         4903.718         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5532.826         5883.339        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.173         3300.563         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4432.744         4903.759         8.000000         1.920000         35.35534        95.00000     
 CM-244     5535.384         5884.639         1.000000        0.2400000         100.0000        95.00000     

582



 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.207         3302.080         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4436.197         4905.322         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.889         5886.571         3.000000        0.7200001         57.73503        95.00000     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.527         3299.012         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4437.436         4902.368         7.000000         1.680000         37.79645        95.00000     
 CM-244     5531.652         5884.433         6.000000         1.440000         40.82483        95.00000     

 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.376         3299.542         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.132         4904.562         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.529         5883.569         4.000000        0.9599994         50.00000        95.00000     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.121         3299.207         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4433.476         4905.146         18.00000         4.319997         23.57022        95.00000     
 CM-244     5532.106         5887.010         5.000000         1.199999         44.72136        95.00000     
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 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.699         3301.256         4.000000        0.9599994         50.00000        95.00000     
 NP-237     4434.785         4902.617         9.000000         2.159999         33.33334        95.00000     
 CM-244     5531.121         5886.749         3.000000        0.7199996         57.73503        95.00000     

 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.923         3301.546         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.631         4904.714         14.00000         3.359998         26.72612        95.00000     
 CM-244     5531.132         5883.288         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.263         3300.582         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4436.806         4901.759         9.000000         2.159999         33.33334        95.00000     
 CM-244     5531.881         5885.524         2.000000        0.4799997         70.71068        95.00000     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.311         3302.206         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.382         4903.415         15.00000         3.599998         25.81989        95.00000     
 CM-244     5532.476         5885.733         17.00000         4.079998         24.25356        95.00000     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.860         3297.516         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4434.343         4904.517         5.000000         1.199999         44.72136        95.00000     
 CM-244     5534.425         5882.453         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.309         3298.393         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.413         4904.904         5.000000         1.199999         44.72136        95.00000     
 CM-244     5531.701         5883.591         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.096         3300.840         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.319         4905.917         2.000000        0.4799997         70.71068        95.00000     
 CM-244     5534.273         5887.077         3.000000        0.7199996         57.73503        95.00000     

 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.036         3297.943         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.604         4903.095         7.000000         1.679999         37.79645        95.00000     
 CM-244     5531.153         5883.713        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
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 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.879         3301.200         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.214         4906.092         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.230         5883.292         2.000000        0.4799997         70.71068        95.00000     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.708         3301.941         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.844         4901.721         5.000000         1.199999         44.72136        95.00000     
 CM-244     5532.925         5887.092         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.160         3300.304         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4433.310         4902.490         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5532.332         5883.068         3.000000        0.7200001         57.73503        95.00000     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.400         3301.764         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4434.794         4906.576         1.000000        0.2400000         100.0000        95.00000     
 CM-244     5534.226         5884.371        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

586



 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.211         3298.032         5.000000         1.200000         44.72136        95.00000     
 NP-237     4434.486         4905.355         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.239         5886.785        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.393         3301.719         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4432.941         4902.133         7.000000         1.680000         37.79645        95.00000     
 CM-244     5530.579         5884.393         16.00000         3.840001         25.00000        95.00000     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.039         3298.699         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4433.253         4904.234         5.000000         1.200000         44.72136        95.00000     
 CM-244     5534.924         5883.241        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.277         3301.979         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4435.288         4901.500         9.000000         2.160000         33.33334        95.00000     
 CM-244     5533.665         5883.218         1.000000        0.2400000         100.0000        95.00000     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Background Analysis Date/Time   :    5-APR-2009 15:33:54                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.486         3302.135         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.471         4903.268         4.000000         1.200000         50.00000        95.00000     
 CM-244     5534.528         5882.772         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:26                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.801         3297.603        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.458         4901.837         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.179         5885.133         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Background Analysis Date/Time   :   19-MAR-2009 13:27:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.894         3299.194        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.153         4905.605         4.000000         1.200000         50.00000        95.00000     
 CM-244     5535.345         5882.385         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Background Analysis Date/Time   :   19-MAR-2009 13:27:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.417         3301.933         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.802         4903.870         6.000000         1.800000         40.82483        95.00000     
 CM-244     5531.673         5882.944         13.00000         3.900000         27.73501        95.00000     
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 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.262         3301.555         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.238         4904.502         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.711         5882.884         16.00000         4.800000         25.00000        95.00000     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:44                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.791         3302.165         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.707         4903.816         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.829         5883.292         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.004         3299.253         5.000000         1.200000         44.72136        95.00000     
 NP-237     4432.548         4906.013        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5530.584         5883.165        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Background Analysis Date/Time   :   15-MAR-2009 17:06:19                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.647         3302.203        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.647         4906.107         9.000000         2.160000         33.33334        95.00000     
 CM-244     5532.160         5885.592         2.000000        0.4800001         70.71068        95.00000     
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 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:58                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.228         3298.526         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.497         4901.939         5.000000         1.500000         44.72136        95.00000     
 CM-244     5534.747         5886.144         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:28:03                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.855         3299.976         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4433.367         4902.602         10.00000         3.000000         31.62278        95.00000     
 CM-244     5535.157         5886.428         26.00000         7.800000         19.61161        95.00000     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Background Analysis Date/Time   :   19-MAR-2009 13:28:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.795         3298.987         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4437.018         4905.719         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.944         5882.453         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Background Analysis Date/Time   :   19-MAR-2009 13:28:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.772         3298.841        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.757         4906.468         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.387         5882.705         8.000000         2.400000         35.35534        95.00000     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.411         3301.651         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4433.726         4901.700         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.920         5886.903         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.921         3302.232         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.664         4906.016         11.00000         3.300000         30.15113        95.00000     
 CM-244     5531.300         5885.703         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.274         3298.449         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.561         4905.357         6.000000         1.800000         40.82483        95.00000     
 CM-244     5531.764         5882.401         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:16                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.762         3300.873         6.000000         1.800000         40.82483        95.00000     
 NP-237     4433.481         4903.217         6.000000         1.800000         40.82483        95.00000     
 CM-244     5535.311         5885.777         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.124         3298.266         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.453         4901.437         5.000000         1.500000         44.72136        95.00000     
 CM-244     5532.390         5882.813         2.000000        0.6000000         70.71068        95.00000     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.499         3301.329         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.375         4902.239         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.856         5886.275         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:29                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.197         3300.906        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.936         4901.717         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.758         5884.791         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:33                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.278         3298.975         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.766         4902.877         7.000000         2.100000         37.79645        95.00000     
 CM-244     5533.946         5887.160         12.00000         3.600000         28.86751        95.00000     
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 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.867         3300.300        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.719         4904.799         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5535.515         5882.907         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.104         3299.047        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.603         4903.452         10.00000         3.000000         31.62278        95.00000     
 CM-244     5533.606         5883.289         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.196         3300.805         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.580         4905.601         4.000000         1.200000         50.00000        95.00000     
 CM-244     5534.878         5884.293         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.140         3302.030         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4436.070         4901.914         9.000000         2.700000         33.33334        95.00000     
 CM-244     5533.758         5886.358         9.000000         2.700000         33.33334        95.00000     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.010         3298.774         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.907         4903.908         6.000000         1.800000         40.82483        95.00000     
 CM-244     5534.799         5886.095         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:43                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.890         3302.323         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4436.361         4903.247         18.00000         5.400000         23.57022        95.00000     
 CM-244     5534.814         5883.318         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.205         3301.392        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.078         4906.369         9.000000         2.700000         33.33334        95.00000     
 CM-244     5535.485         5882.625         21.00000         6.300000         21.82179        95.00000     

 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:52                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.734         3298.237         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.351         4905.296         12.00000         3.600000         28.86751        95.00000     
 CM-244     5535.342         5883.020         1.000000        0.3000000         100.0000        95.00000     
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 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.485         3298.181         8.000000         2.400000         35.35534        95.00000     
 NP-237     4436.842         4901.637         13.00000         3.900000         27.73501        95.00000     
 CM-244     5530.529         5882.989         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.115         3299.470         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.823         4905.356         14.00000         4.200000         26.72612        95.00000     
 CM-244     5534.767         5887.416         16.00000         4.800000         25.00000        95.00000     

 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:06                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.956         3297.484         8.000000         2.400000         35.35534        95.00000     
 NP-237     4432.534         4905.319         11.00000         3.300000         30.15113        95.00000     
 CM-244     5532.625         5887.168         23.00000         6.900000         20.85144        95.00000     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.383         3301.680         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.188         4906.151         13.00000         3.900000         27.73501        95.00000     
 CM-244     5534.606         5886.628         15.00000         4.500000         25.81989        95.00000     
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 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:14                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.293         3299.347        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.914         4902.945        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5533.168         5886.207         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.960         3299.371         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.116         4903.137         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5533.971         5884.246         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.928         3301.316         9.000000         2.700000         33.33334        95.00000     
 NP-237     4434.694         4903.548         10.00000         3.000000         31.62278        95.00000     
 CM-244     5535.255         5885.894         19.00000         5.700000         22.94157        95.00000     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.308         3301.913         7.000000         2.100000         37.79645        95.00000     
 NP-237     4434.411         4903.759         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.584         5883.344         7.000000         2.100000         37.79645        95.00000     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.491         3301.900         6.000000         1.800000         40.82483        95.00000     
 NP-237     4434.479         4904.212         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.858         5885.227         13.00000         3.900000         27.73501        95.00000     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.965         3298.130         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.688         4902.849         5.000000         1.500000         44.72136        95.00000     
 CM-244     5531.727         5884.061         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.515         3301.594         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.892         4906.361         5.000000         1.500000         44.72136        95.00000     
 CM-244     5531.511         5887.131         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:21                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.234         3301.886         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.184         4904.220         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5535.614         5886.459         3.000000        0.9000000         57.73503        95.00000     
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 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.338         3302.084         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.606         4903.751         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.117         5882.530         19.00000         5.700000         22.94157        95.00000     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:29                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.525         3299.226        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.672         4905.675         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.775         5884.004         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:33                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.048         3301.398         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.973         4901.510         8.000000         2.400000         35.35534        95.00000     
 CM-244     5532.469         5885.944         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.760         3300.347         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.182         4905.827         19.00000         5.700000         22.94157        95.00000     
 CM-244     5531.070         5884.179         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.616         3300.915         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.977         4905.426         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.521         5883.600         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:45                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.018         3298.746         4.000000         1.200000         50.00000        95.00000     
 NP-237     4432.669         4901.694         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.860         5886.402         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.028         3298.313         4.000000         1.200000         50.00000        95.00000     
 NP-237     4432.856         4905.601         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.999         5887.665         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.049         3302.166         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.419         4906.428         21.00000         6.300000         21.82179        95.00000     
 CM-244     5533.752         5882.782         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.715         3301.755         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4437.475         4906.489         4.000000         1.200000         50.00000        95.00000     
 CM-244     5530.699         5884.426         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.709         3301.289         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.854         4904.233         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.993         5887.612         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.308         3299.068         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.250         4906.557         7.000000         2.100000         37.79645        95.00000     
 CM-244     5531.296         5884.743         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.085         3297.982        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.675         4906.194         9.000000         2.700000         33.33334        95.00000     
 CM-244     5531.218         5884.827         8.000000         2.400000         35.35534        95.00000     
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 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.669         3299.796         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.042         4904.000         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.538         5884.649         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.080         3301.889        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.989         4904.268         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5534.293         5882.375         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:31                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.511         3301.462        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.488         4906.264         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.612         5883.988         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.971         3299.952         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.020         4904.064         7.000000         2.100000         37.79645        95.00000     
 CM-244     5532.858         5885.180         10.00000         3.000000         31.62278        95.00000     
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 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.250         3298.336         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.903         4903.927         14.00000         4.200000         26.72612        95.00000     
 CM-244     5533.960         5887.592         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.073         3300.356         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.533         4905.829         8.000000         2.400000         35.35534        95.00000     
 CM-244     5532.006         5886.326         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:45                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.870         3298.545        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.533         4903.960         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.523         5885.004         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.765         3301.736         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.697         4903.598         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.837         5885.719         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.501         3301.709        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.449         4903.909         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.624         5884.595         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.110         3301.545         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.327         4905.779         11.00000         3.300000         30.15113        95.00000     
 CM-244     5531.156         5885.591        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.257         3298.962         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.373         4906.243         5.000000         1.500000         44.72136        95.00000     
 CM-244     5530.689         5883.461         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.677         3300.454         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4435.342         4905.957         5.000000         1.500000         44.72136        95.00000     
 CM-244     5533.868         5884.896         16.00000         4.800000         25.00000        95.00000     

603



 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.923         3301.975        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.294         4903.726        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.532         5884.616         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.851         3298.789        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.619         4901.454         8.000000         2.400000         35.35534        95.00000     
 CM-244     5534.209         5885.167         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.194         3298.946         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.938         4905.374         5.000000         1.500000         44.72136        95.00000     
 CM-244     5534.338         5886.585         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.590         3298.558         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.456         4903.767         17.00000         5.100000         24.25356        95.00000     
 CM-244     5531.002         5886.847         10.00000         3.000000         31.62278        95.00000     
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 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:19                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.296         3299.833         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.124         4905.307         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.966         5886.057         18.00000         5.400000         23.57022        95.00000     

 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.266         3301.012         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.168         4903.110         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.529         5886.813         23.00000         6.900000         20.85144        95.00000     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.978         3301.914         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.116         4903.631         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.665         5884.932         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:31                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.688         3302.119         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4432.730         4903.044         6.000000         1.800000         40.82483        95.00000     
 CM-244     5535.274         5885.508         11.00000         3.300000         30.15113        95.00000     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.934         3298.515         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4432.958         4906.450         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5533.067         5884.234         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.689         3298.951         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.565         4901.760         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.144         5885.263         2.000000        0.6000000         70.71068        95.00000     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:42                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.305         3301.652         8.000000         2.400000         35.35534        95.00000     
 NP-237     4435.774         4902.783         7.000000         2.100000         37.79645        95.00000     
 CM-244     5534.595         5883.271         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.599         3299.552         5.000000         1.500000         44.72136        95.00000     
 NP-237     4437.457         4903.937         8.000000         2.400000         35.35534        95.00000     
 CM-244     5535.038         5883.324         6.000000         1.800000         40.82483        95.00000     
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 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.253         3300.578         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.743         4902.451         7.000000         2.100000         37.79645        95.00000     
 CM-244     5533.912         5884.391         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.044         3299.733        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.517         4901.935         20.00000         6.000000         22.36068        95.00000     
 CM-244     5535.121         5886.928         27.00000         8.100000         19.24501        95.00000     

 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.305         3299.762         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.512         4905.293         10.00000         3.000000         31.62278        95.00000     
 CM-244     5530.867         5884.236         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.548         3298.127         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.103         4905.743         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.756         5887.083         22.00000         6.600000         21.32007        95.00000     
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 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:05                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.999         3298.482         4.000000         1.200000         50.00000        95.00000     
 NP-237     4433.740         4902.857         37.00000         11.10000         16.43990        95.00000     
 CM-244     5530.997         5883.236         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.325         3301.135        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.328         4903.943        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.106         5884.048         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.628         3297.581         37.00000         11.10000         16.43990        95.00000     
 NP-237     4435.740         4904.940         77.00000         23.10000         11.39606        95.00000     
 CM-244     5532.222         5883.511         62.00000         18.60000         12.70001        95.00000     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:16                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.103         3301.927         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.521         4903.604         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.805         5887.428         9.000000         2.700000         33.33334        95.00000     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Background Analysis Date/Time   :   12-APR-2009 16:38:21                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.707         3298.603        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.778         4903.577        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5535.292         5884.005         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Background Analysis Date/Time   :   12-APR-2009 16:38:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.352         3301.152        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.971         4901.730         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5532.338         5885.960         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Background Analysis Date/Time   :   12-APR-2009 16:38:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.206         3301.420         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.929         4902.346         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5534.536         5883.983         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Background Analysis Date/Time   :   12-APR-2009 16:38:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.723         3301.102         6.000000         1.800000         40.82483        95.00000     
 NP-237     4432.864         4904.750         10.00000         3.000000         31.62278        95.00000     
 CM-244     5531.267         5885.561         28.00000         8.400001         18.89822        95.00000     

609



 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Background Analysis Date/Time   :   12-APR-2009 16:38:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.615         3302.122         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.301         4906.337         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5533.037         5887.425         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Background Analysis Date/Time   :   12-APR-2009 16:38:44                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.776         3299.690        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.250         4904.609         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5531.143         5885.797         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Background Analysis Date/Time   :   12-APR-2009 16:38:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.691         3300.587         4.000000         1.200000         50.00000        95.00000     
 NP-237     4435.871         4901.872         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5532.851         5886.703         27.00000         8.100000         19.24501        95.00000     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Background Analysis Date/Time   :   12-APR-2009 16:38:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.999         3297.687         17.00000         5.100000         24.25356        95.00000     
 NP-237     4437.557         4903.381         14.00000         4.200000         26.72612        95.00000     
 CM-244     5534.136         5882.490         22.00000         6.600000         21.32007        95.00000     
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 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Background Analysis Date/Time   :    1-APR-2009 08:03:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.215         3300.876         6.000000         1.800000         40.82483        95.00000     
 NP-237     4436.206         4902.614         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.487         5883.613         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Background Analysis Date/Time   :   12-APR-2009 16:39:02                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.403         3300.254         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.259         4906.316         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5531.674         5885.284         13.00000         3.900000         27.73501        95.00000     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Background Analysis Date/Time   :   12-APR-2009 16:39:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.413         3299.625        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.611         4903.501         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5530.500         5885.160         23.00000         6.900000         20.85144        95.00000     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Background Analysis Date/Time   :   12-APR-2009 16:39:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.353         3297.884        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.440         4905.487        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.814         5882.458         18.00000         5.400000         23.57022        95.00000     
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Subsection 3:    Efficiency Calibration 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 12:58:51                                            
Average Efficiency   :    0.3074158     

Average Efficiency Error  :    8.4792590E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2989.136         3301.372         14783.00        0.2982648        1.2824208E-02     64.77818     
 NP-237     171.0024      28-FEB-2010                  4435.108         4906.104         12988.00        0.3163858        1.6061183E-02     77.64301     
 CM-244     158.1060      28-FEB-2010                  5531.779         5885.766         11376.00        0.3126974        1.5907951E-02     60.44155     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:03:36                                            
Average Efficiency   :    0.3147031     

Average Efficiency Error  :    8.6625163E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2987.485         3298.816         14917.00        0.3138280        1.3491177E-02     42.95275     
 NP-237     200.4990      28-FEB-2010                  4435.401         4905.729         15325.00        0.3184417        1.6128592E-02     57.18177     
 CM-244     196.5558      28-FEB-2010                  5531.437         5882.689         14115.00        0.3123049        1.5835136E-02     51.11760     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:04:03                                            
Average Efficiency   :    0.2860807     

Average Efficiency Error  :    7.8854263E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2990.289         3302.457         13648.00        0.2831165        1.2191433E-02     54.42154     
 NP-237     203.2080      28-FEB-2010                  4434.032         4903.174         13995.00        0.2869108        1.4549185E-02     67.80383     
 CM-244     197.2236      28-FEB-2010                  5531.593         5886.267         13122.00        0.2895412        1.4696115E-02     56.58839     
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 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:04:37                                            
Average Efficiency   :    0.3092589     

Average Efficiency Error  :    8.5125519E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2990.375         3302.354         14944.00        0.3052765        1.3123129E-02     53.21014     
 NP-237     204.2586      28-FEB-2010                  4433.171         4902.083         15360.00        0.3132749        1.5866464E-02     58.92495     
 CM-244     198.8100      28-FEB-2010                  5534.859         5886.569         14220.00        0.3110426        1.5769813E-02     55.30366     

 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:05:34                                            
Average Efficiency   :    0.3069293     

Average Efficiency Error  :    8.4466925E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2992.220         3298.802         15129.00        0.3022858        1.2991675E-02     50.71173     
 NP-237     209.5938      28-FEB-2010                  4436.167         4901.655         15626.00        0.3106219        1.5728649E-02     66.53160     
 CM-244     202.7478      28-FEB-2010                  5532.561         5886.674         14444.00        0.3100373        1.5715148E-02     52.87250     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:06:30                                            
Average Efficiency   :    0.3011943     

Average Efficiency Error  :    8.2951495E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.319         3299.909         14417.00        0.2980343        1.2820257E-02     50.71696     
 NP-237     204.7038      28-FEB-2010                  4433.173         4901.776         14785.00        0.3009336        1.5248874E-02     67.85226     
 CM-244     195.0060      28-FEB-2010                  5532.215         5884.911         13714.00        0.3060995        1.5526605E-02     54.64219     
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 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:07:04                                            
Average Efficiency   :    0.2980058     

Average Efficiency Error  :    8.2065305E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2987.868         3299.972         14539.00        0.2961124        1.2735626E-02     50.23426     
 NP-237     205.0260      28-FEB-2010                  4437.211         4905.781         14762.00        0.2999640        1.5200099E-02     63.82650     
 CM-244     199.6806      28-FEB-2010                  5532.568         5885.043         13708.00        0.2987399        1.5153483E-02     50.38874     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:07:33                                            
Average Efficiency   :    0.3064250     

Average Efficiency Error  :    8.4347762E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2988.500         3301.908         14810.00        0.3026508        1.3012399E-02     46.33791     
 NP-237     209.2716      28-FEB-2010                  4435.428         4904.472         15450.00        0.3075481        1.5575290E-02     54.84291     
 CM-244     199.6488      28-FEB-2010                  5530.546         5883.841         14258.00        0.3108099        1.5757050E-02     51.83173     

 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:10:12                                            
Average Efficiency   :    0.3336254     

Average Efficiency Error  :    9.1737024E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2992.293         3300.538         15992.00        0.3310688        1.4214949E-02     47.68869     
 NP-237     204.0192      28-FEB-2010                  4433.189         4906.000         16482.00        0.3365766        1.7031861E-02     63.24785     
 CM-244     197.2128      28-FEB-2010                  5534.225         5884.312         15158.00        0.3343364        1.6936030E-02     50.36408     
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 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:10:53                                            
Average Efficiency   :    0.3087636     

Average Efficiency Error  :    8.5008591E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2988.265         3301.122         14645.00        0.3052708        1.3127737E-02     48.42060     
 NP-237     202.9926      28-FEB-2010                  4433.354         4902.076         15135.00        0.3106053        1.5734239E-02     54.95590     
 CM-244     196.2330      28-FEB-2010                  5533.907         5884.760         14068.00        0.3119738        1.5819019E-02     50.37575     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:11:26                                            
Average Efficiency   :    0.2972011     

Average Efficiency Error  :    8.1798472E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2991.767         3302.163         15024.00        0.2972483        1.2776768E-02     47.97921     
 NP-237     214.4868      28-FEB-2010                  4436.773         4901.605         15306.00        0.2972914        1.5057617E-02     59.40623     
 CM-244     208.4184      28-FEB-2010                  5532.925         5884.611         14228.00        0.2970454        1.5059758E-02     50.87700     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:11:52                                            
Average Efficiency   :    0.2952333     

Average Efficiency Error  :    8.1307990E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2991.816         3299.697         14514.00        0.2963599        1.2746643E-02     49.56310     
 NP-237     205.8930      28-FEB-2010                  4432.876         4902.322         14700.00        0.2974219        1.5072159E-02     59.94623     
 CM-244     203.1954      28-FEB-2010                  5535.425         5887.126         13617.00        0.2916076        1.4793131E-02     47.02879     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:12:38                                            
Average Efficiency   :    0.3410103     

Average Efficiency Error  :    9.3720304E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2987.601         3299.211         16637.00        0.3439927        1.4760153E-02     43.88014     
 NP-237     210.2526      28-FEB-2010                  4435.952         4906.135         17273.00        0.3422876        1.7311435E-02     61.99565     
 CM-244     201.9108      28-FEB-2010                  5530.762         5884.170         15578.00        0.3358192        1.7005173E-02     49.42690     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:13:04                                            
Average Efficiency   :    0.3121529     

Average Efficiency Error  :    8.5859504E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2991.193         3300.186         15699.00        0.3078212        1.3220999E-02     54.14943     
 NP-237     211.7160      28-FEB-2010                  4433.664         4905.970         15972.00        0.3142938        1.5910313E-02     70.28948     
 CM-244     207.3882      28-FEB-2010                  5532.790         5887.132         15085.00        0.3163454        1.6025761E-02     53.97918     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:14:01                                            
Average Efficiency   :    0.3250935     

Average Efficiency Error  :    8.9436229E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2992.211         3302.307         15521.00        0.3203170        1.3760414E-02     59.21011     
 NP-237     200.6460      28-FEB-2010                  4436.081         4901.826         15808.00        0.3282582        1.6619289E-02     68.97340     
 CM-244     195.9270      28-FEB-2010                  5535.396         5884.559         14810.00        0.3289178        1.6666654E-02     59.77497     
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 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:14:41                                            
Average Efficiency   :    0.3329312     

Average Efficiency Error  :    9.1561014E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2991.351         3300.949         15919.00        0.3285035        1.4105910E-02     43.25510     
 NP-237     199.3962      28-FEB-2010                  4434.834         4901.467         16303.00        0.3406595        1.7240683E-02     62.88612     
 CM-244     198.6402      28-FEB-2010                  5531.703         5887.592         15146.00        0.3318718        1.6811302E-02     49.07970     

 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:15:11                                            
Average Efficiency   :    0.2920503     

Average Efficiency Error  :    8.0424994E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2988.594         3302.304         14605.00        0.2927374        1.2589375E-02     41.78447     
 NP-237     208.5846      28-FEB-2010                  4435.326         4902.490         14726.00        0.2941558        1.4906217E-02     56.06429     
 CM-244     205.5828      28-FEB-2010                  5535.047         5884.390         13654.00        0.2890805        1.4664232E-02     45.32915     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:16:12                                            
Average Efficiency   :    0.2764480     

Average Efficiency Error  :    7.6233400E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2990.222         3298.391         13334.00        0.2776965        1.1963586E-02     58.09602     
 NP-237     208.8990      28-FEB-2010                  4433.081         4903.352         13642.00        0.2720678        1.3801438E-02     62.82279     
 CM-244     198.1458      28-FEB-2010                  5532.421         5884.885         12721.00        0.2793195        1.4184067E-02     58.85748     
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 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:16:44                                            
Average Efficiency   :    0.2893008     

Average Efficiency Error  :    7.9742102E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2989.737         3298.456         13669.00        0.2812115        1.2109011E-02     46.37702     
 NP-237     202.9140      28-FEB-2010                  4433.204         4902.364         14475.00        0.2972125        1.5064585E-02     60.35783     
 CM-244     199.3140      28-FEB-2010                  5535.006         5883.146         13462.00        0.2938136        1.4907385E-02     45.25450     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:17:48                                            
Average Efficiency   :    0.3444771     

Average Efficiency Error  :    9.4707767E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2991.365         3301.325         16305.00        0.3339480        1.4333928E-02     48.37738     
 NP-237     203.4984      28-FEB-2010                  4437.346         4904.984         17233.00        0.3528001        1.7843619E-02     72.11222     
 CM-244     197.1096      28-FEB-2010                  5532.162         5886.519         15965.00        0.3524699        1.7843008E-02     50.29170     

 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:08                                            
Average Efficiency   :    0.3032879     

Average Efficiency Error  :    8.3492957E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2989.569         3298.426         14836.00        0.2997790        1.2888482E-02     48.88153     
 NP-237     210.1548      28-FEB-2010                  4434.743         4905.286         15162.00        0.3005693        1.5225477E-02     65.04488     
 CM-244     200.7390      28-FEB-2010                  5534.369         5886.670         14381.00        0.3114775        1.5789276E-02     53.93853     
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 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:28                                            
Average Efficiency   :    0.3131479     

Average Efficiency Error  :    8.6175725E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2989.704         3298.632         15191.00        0.3050689        1.3110333E-02     51.86388     
 NP-237     206.8830      28-FEB-2010                  4434.481         4904.509         15866.00        0.3194870        1.6174542E-02     73.70702     
 CM-244     203.0208      28-FEB-2010                  5532.621         5884.243         14899.00        0.3191012        1.6168298E-02     57.66979     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:47                                            
Average Efficiency   :    0.3384319     

Average Efficiency Error  :    9.3034571E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2989.423         3299.604         16314.00        0.3309970        1.4207279E-02     45.48362     
 NP-237     207.4998      28-FEB-2010                  4437.009         4905.468         17090.00        0.3431205        1.7355703E-02     61.63387     
 CM-244     199.8804      28-FEB-2010                  5533.967         5883.775         15850.00        0.3449176        1.7462468E-02     53.98987     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:19:49                                            
Average Efficiency   :    0.3361492     

Average Efficiency Error  :    9.2437286E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2991.375         3300.248         15871.00        0.3281835        1.4093198E-02     48.26291     
 NP-237     205.6662      28-FEB-2010                  4435.145         4904.447         16958.00        0.3434421        1.7373601E-02     72.29070     
 CM-244     198.3060      28-FEB-2010                  5531.301         5887.409         15542.00        0.3409011        1.7263332E-02     53.38466     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:20:36                                            
Average Efficiency   :    0.3253276     

Average Efficiency Error  :    8.9670466E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2990.384         3299.120         15233.00        0.3279726        1.4093928E-02     66.06454     
 NP-237     167.9916      28-FEB-2010                  4432.520         4906.176         13130.00        0.3256318        1.6527785E-02     76.50018     
 CM-244     157.2432      28-FEB-2010                  5531.124         5883.566         11625.00        0.3214712        1.6348327E-02     61.83232     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:21:04                                            
Average Efficiency   :    0.3179234     

Average Efficiency Error  :    9.3195159E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2989.991         3298.011         15033.00        0.3172690        1.6073691E-02     51.08852     
 NP-237     168.0294      28-FEB-2010                  4434.617         4901.494         13201.00        0.3272954        1.6610939E-02     63.69016     
 CM-244     160.5822      28-FEB-2010                  5533.953         5883.379         11450.00        0.3101022        1.5774073E-02     51.12527     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:21:48                                            
Average Efficiency   :    0.3438748     

Average Efficiency Error  :    1.0077704E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2988.821         3299.052         15180.00        0.3304528        1.6739508E-02     57.27001     
 NP-237     161.6154      28-FEB-2010                  4436.629         4905.156         13621.00        0.3511128        1.7811641E-02     77.46281     
 CM-244     148.1754      28-FEB-2010                  5533.744         5883.600         11996.00        0.3519004        1.7886814E-02     60.48972     
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 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:22:18                                            
Average Efficiency   :    0.3048087     

Average Efficiency Error  :    8.9400616E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.644         3298.976         14268.00        0.3009064        1.5255299E-02     43.48267     
 NP-237     168.1992      28-FEB-2010                  4437.596         4905.674         12446.00        0.3082738        1.5659494E-02     56.81778     
 CM-244     156.7614      28-FEB-2010                  5534.717         5885.335         11006.00        0.3054464        1.5547629E-02     46.20062     

 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 15:01:47                                            
Average Efficiency   :    0.3158048     

Average Efficiency Error  :    9.2588225E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.484         3297.776         14692.00        0.3069024        1.5553151E-02     55.69736     
 NP-237     169.7700      28-FEB-2010                  4436.028         4903.653         12980.00        0.3185275        1.6169980E-02     64.33618     
 CM-244     154.8234      28-FEB-2010                  5534.526         5885.098         11497.00        0.3229243        1.6425226E-02     57.70979     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 15:02:16                                            
Average Efficiency   :    0.3245663     

Average Efficiency Error  :    9.5131900E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2992.234         3300.259         14835.00        0.3139310        1.5907316E-02     61.33533     
 NP-237     166.3758      28-FEB-2010                  4434.757         4905.096         13140.00        0.3290026        1.6698757E-02     72.84238     
 CM-244     157.1856      28-FEB-2010                  5534.390         5887.042         12005.00        0.3320046        1.6875271E-02     58.66016     
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 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:25:48                                            
Average Efficiency   :    0.3293029     

Average Efficiency Error  :    9.0814941E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2991.563         3302.290         14670.00        0.3189273        1.3714563E-02     63.13657     
 NP-237     162.9186      28-FEB-2010                  4434.446         4906.398         13328.00        0.3407491        1.7291421E-02     68.94162     
 CM-244     153.1968      28-FEB-2010                  5535.423         5883.636         11781.00        0.3341763        1.6990891E-02     60.23269     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:27:13                                            
Average Efficiency   :    0.3092850     

Average Efficiency Error  :    8.5339360E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2991.381         3298.431         14222.00        0.3067092        1.3196797E-02     53.38612     
 NP-237     165.9822      28-FEB-2010                  4434.678         4904.001         12275.00        0.3080864        1.5653392E-02     63.47343     
 CM-244     153.7938      28-FEB-2010                  5531.496         5886.105         11120.00        0.3143215        1.5996786E-02     50.33584     

 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:27:44                                            
Average Efficiency   :    0.3142736     

Average Efficiency Error  :    8.6741745E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2989.797         3298.578         14072.00        0.3079124        1.3251268E-02     41.71342     
 NP-237     161.7816      28-FEB-2010                  4436.803         4903.827         12467.00        0.3210554        1.6308317E-02     57.70754     
 CM-244     147.2670      28-FEB-2010                  5530.681         5885.099         10736.00        0.3170701        1.6146390E-02     46.93776     

622



 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 15:04:06                                            
Average Efficiency   :    0.3170184     

Average Efficiency Error  :    8.7417634E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2989.394         3299.260         14851.00        0.3117853        1.3404418E-02     61.10540     
 NP-237     167.2962      28-FEB-2010                  4434.309         4904.402         12849.00        0.3199865        1.6246505E-02     76.27268     
 CM-244     154.4388      28-FEB-2010                  5530.550         5883.816         11424.00        0.3218099        1.6369838E-02     59.40048     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:46:56                                            
Average Efficiency   :    0.3007390     

Average Efficiency Error  :    8.3002718E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2988.719         3297.926         14105.00        0.2989237        1.2863854E-02     43.24429     
 NP-237     168.2934      28-FEB-2010                  4433.858         4902.628         12498.00        0.3093290        1.5712181E-02     56.82856     
 CM-244     158.8128      28-FEB-2010                  5532.346         5883.219         10793.00        0.2953503        1.5039380E-02     41.49134     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:47:41                                            
Average Efficiency   :    0.3255249     

Average Efficiency Error  :    8.9713298E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2991.217         3297.529         15392.00        0.3218998        1.3830410E-02     50.71688     
 NP-237     167.4312      28-FEB-2010                  4435.221         4901.419         13313.00        0.3312815        1.6811114E-02     60.97124     
 CM-244     156.4188      28-FEB-2010                  5533.791         5883.566         11704.00        0.3251376        1.6533146E-02     50.04154     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:48:53                                            
Average Efficiency   :    0.3523535     

Average Efficiency Error  :    9.7024702E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2991.367         3298.002         16090.00        0.3425995        1.4708520E-02     67.35622     
 NP-237     167.1294      28-FEB-2010                  4436.250         4903.313         14446.00        0.3600907        1.8252192E-02     82.42387     
 CM-244     154.7664      28-FEB-2010                  5532.936         5882.576         12806.00        0.3596441        1.8261522E-02     67.52037     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:49:27                                            
Average Efficiency   :    0.3420714     

Average Efficiency Error  :    9.4187800E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2990.258         3297.595         16180.00        0.3403733        1.4611583E-02     52.89114     
 NP-237     170.0886      28-FEB-2010                  4433.271         4905.739         14124.00        0.3459084        1.7538758E-02     71.02046     
 CM-244     157.7460      28-FEB-2010                  5533.943         5884.226         12362.00        0.3407173        1.7309731E-02     51.85280     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:49:59                                            
Average Efficiency   :    0.3669707     

Average Efficiency Error  :    1.0104094E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2988.853         3299.852         16292.00        0.3568118        1.5315493E-02     58.11806     
 NP-237     159.1506      28-FEB-2010                  4433.202         4901.475         14518.00        0.3800096        1.9260574E-02     76.79900     
 CM-244     151.7142      28-FEB-2010                  5533.742         5885.339         12910.00        0.3698482        1.8777374E-02     60.68376     
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 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:50:29                                            
Average Efficiency   :    0.3248384     

Average Efficiency Error  :    8.9547960E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2991.365         3301.615         15076.00        0.3263852        1.4028279E-02     44.52572     
 NP-237     166.8174      28-FEB-2010                  4433.757         4902.195         13001.00        0.3246898        1.6482411E-02     53.92081     
 CM-244     155.0100      28-FEB-2010                  5535.271         5887.599         11506.00        0.3228664        1.6421702E-02     42.68086     

 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:50:57                                            
Average Efficiency   :    0.3333805     

Average Efficiency Error  :    9.1817025E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2992.491         3300.809         15917.00        0.3286667        1.4112941E-02     45.26864     
 NP-237     171.2268      28-FEB-2010                  4435.825         4905.246         13812.00        0.3360693        1.7045103E-02     62.75795     
 CM-244     159.5796      28-FEB-2010                  5531.338         5883.578         12392.00        0.3376203        1.7151741E-02     44.83782     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:51:12                                            
Average Efficiency   :    0.3366255     

Average Efficiency Error  :    9.2799477E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.829         3300.575         14974.00        0.3340741        1.4360550E-02     44.73132     
 NP-237     159.6558      28-FEB-2010                  4434.832         4904.280         13111.00        0.3421062        1.7364385E-02     62.79778     
 CM-244     150.5208      28-FEB-2010                  5533.508         5886.673         11593.00        0.3349410        1.7033828E-02     49.37699     
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 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:51:41                                            
Average Efficiency   :    0.3384261     

Average Efficiency Error  :    9.3218787E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2989.109         3301.458         15679.00        0.3337728        1.4335929E-02     51.40458     
 NP-237     168.7422      28-FEB-2010                  4435.228         4906.071         13868.00        0.3424183        1.7366098E-02     72.45228     
 CM-244     156.3252      28-FEB-2010                  5531.401         5885.122         12270.00        0.3412533        1.7338984E-02     52.94244     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:52:25                                            
Average Efficiency   :    0.3491022     

Average Efficiency Error  :    9.6128285E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.484         3299.315         16163.00        0.3499563        1.5023235E-02     57.76017     
 NP-237     166.6248      28-FEB-2010                  4434.397         4903.052         14131.00        0.3533042        1.7913580E-02     69.69213     
 CM-244     155.8290      28-FEB-2010                  5532.816         5883.813         12330.00        0.3439482        1.7474683E-02     59.16615     

 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:53:02                                            
Average Efficiency   :    0.3365245     

Average Efficiency Error  :    9.2796292E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2989.078         3301.376         14862.00        0.3346138        1.4385705E-02     44.72704     
 NP-237     160.8066      28-FEB-2010                  4436.112         4902.591         12785.00        0.3311736        1.6815891E-02     61.71127     
 CM-244     145.8384      28-FEB-2010                  5534.836         5884.300         11588.00        0.3452028        1.7556459E-02     52.83641     
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 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:53:31                                            
Average Efficiency   :    0.3395342     

Average Efficiency Error  :    9.3554826E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2990.240         3299.601         15473.00        0.3345045        1.4370644E-02     50.85932     
 NP-237     164.6658      28-FEB-2010                  4435.253         4903.762         13488.00        0.3412492        1.7313693E-02     69.18295     
 CM-244     151.3824      28-FEB-2010                  5532.215         5885.178         12027.00        0.3452728        1.7549025E-02     53.81519     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:54:15                                            
Average Efficiency   :    0.3425172     

Average Efficiency Error  :    9.4327750E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2988.531         3302.370         16025.00        0.3416507        1.4668799E-02     58.77261     
 NP-237     168.3948      28-FEB-2010                  4435.720         4902.958         13797.00        0.3413560        1.7313492E-02     71.11342     
 CM-244     154.6032      28-FEB-2010                  5535.564         5884.909         12268.00        0.3449440        1.7526649E-02     59.73870     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:54:28                                            
Average Efficiency   :    0.3132162     

Average Efficiency Error  :    8.6439289E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2991.735         3299.185         14054.00        0.3084456        1.3274539E-02     53.35275     
 NP-237     161.5530      28-FEB-2010                  4436.784         4906.322         12321.00        0.3177073        1.6141288E-02     67.62350     
 CM-244     151.1856      28-FEB-2010                  5534.552         5886.613         10984.00        0.3157572        1.6073428E-02     58.94576     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:51:12                                            
Average Efficiency   :    0.3178994     

Average Efficiency Error  :    8.7634567E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2991.194         3302.254         15283.00        0.3084035        1.3252222E-02     59.63552     
 NP-237     171.0024      28-FEB-2010                  4433.440         4904.132         13310.00        0.3242376        1.6453806E-02     65.48103     
 CM-244     158.1060      28-FEB-2010                  5535.402         5884.499         11856.00        0.3263376        1.6590053E-02     60.10720     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:51:45                                            
Average Efficiency   :    0.3077694     

Average Efficiency Error  :    8.4744254E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2988.969         3298.539         14566.00        0.3064981        1.3181849E-02     53.62748     
 NP-237     200.4990      28-FEB-2010                  4437.075         4903.099         14885.00        0.3092729        1.5670134E-02     64.61971     
 CM-244     196.5558      28-FEB-2010                  5532.954         5885.612         13911.00        0.3080607        1.5623036E-02     55.70285     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:52:21                                            
Average Efficiency   :    0.3238548     

Average Efficiency Error  :    8.9098867E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2991.023         3300.519         15366.00        0.3188041        1.3697870E-02     69.90964     
 NP-237     203.2080      28-FEB-2010                  4434.372         4906.181         15989.00        0.3278066        1.6594138E-02     76.07147     
 CM-244     197.2236      28-FEB-2010                  5531.780         5885.156         14824.00        0.3273116        1.6585011E-02     71.39365     
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 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:53:00                                            
Average Efficiency   :    0.3009261     

Average Efficiency Error  :    8.2862629E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2987.636         3302.461         14608.00        0.2984805        1.2836328E-02     47.48132     
 NP-237     204.2586      28-FEB-2010                  4433.913         4902.372         14830.00        0.3024977        1.5327532E-02     56.51286     
 CM-244     198.8100      28-FEB-2010                  5531.177         5886.710         13824.00        0.3028495        1.5360062E-02     48.62946     

 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:53:55                                            
Average Efficiency   :    0.3224955     

Average Efficiency Error  :    8.8690463E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2991.208         3299.177         15851.00        0.3167544        1.3602455E-02     46.47528     
 NP-237     209.5938      28-FEB-2010                  4435.464         4902.152         16377.00        0.3255420        1.6474720E-02     64.89763     
 CM-244     202.7478      28-FEB-2010                  5534.303         5883.535         15267.00        0.3279600        1.6611513E-02     49.23052     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:55:14                                            
Average Efficiency   :    0.3506959     

Average Efficiency Error  :    9.6391626E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.722         3298.768         16531.00        0.3417871        1.4667090E-02     67.25863     
 NP-237     204.7038      28-FEB-2010                  4435.780         4905.476         17438.00        0.3549149        1.7948158E-02     78.51721     
 CM-244     195.0060      28-FEB-2010                  5534.265         5886.808         16125.00        0.3601032        1.8227255E-02     71.28000     
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 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:55:56                                            
Average Efficiency   :    0.3151013     

Average Efficiency Error  :    8.6726015E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2990.786         3300.753         15046.00        0.3065137        1.3174704E-02     59.55067     
 NP-237     205.0260      28-FEB-2010                  4437.506         4905.754         15889.00        0.3228530        1.6344655E-02     65.78065     
 CM-244     199.6806      28-FEB-2010                  5534.021         5883.725         14695.00        0.3204981        1.6241649E-02     56.40447     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:56:50                                            
Average Efficiency   :    0.3195634     

Average Efficiency Error  :    8.7907538E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2990.799         3298.386         15494.00        0.3166913        1.3605097E-02     51.66130     
 NP-237     209.2716      28-FEB-2010                  4432.488         4903.199         16032.00        0.3191646        1.6156137E-02     70.34035     
 CM-244     199.6488      28-FEB-2010                  5533.458         5886.877         14862.00        0.3241614        1.6424889E-02     62.27927     

 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:57:46                                            
Average Efficiency   :    0.3368142     

Average Efficiency Error  :    9.2600314E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2987.972         3299.349         16198.00        0.3353936        1.4397559E-02     43.75568     
 NP-237     204.0192      28-FEB-2010                  4434.982         4904.594         16630.00        0.3396041        1.7183242E-02     64.97086     
 CM-244     197.2128      28-FEB-2010                  5533.692         5886.612         15223.00        0.3360621        1.7022450E-02     49.62027     
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 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:59:13                                            
Average Efficiency   :    0.2983132     

Average Efficiency Error  :    8.2171848E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2988.617         3297.844         14294.00        0.2980174        1.2821626E-02     47.37363     
 NP-237     202.9926      28-FEB-2010                  4435.550         4905.556         14643.00        0.3005458        1.5231187E-02     63.22284     
 CM-244     196.2330      28-FEB-2010                  5532.722         5882.450         13359.00        0.2965418        1.5047437E-02     53.45935     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:01:09                                            
Average Efficiency   :    0.2999289     

Average Efficiency Error  :    8.2539627E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2988.415         3301.328         15094.00        0.2986678        1.2836765E-02     53.69741     
 NP-237     214.4868      28-FEB-2010                  4437.294         4903.846         15442.00        0.2999007        1.5188120E-02     63.66146     
 CM-244     208.4184      28-FEB-2010                  5530.459         5884.935         14441.00        0.3017478        1.5295028E-02     55.29631     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:02:20                                            
Average Efficiency   :    0.3061730     

Average Efficiency Error  :    8.4273424E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2990.806         3299.551         15014.00        0.3066294        1.3180172E-02     43.42613     
 NP-237     205.8930      28-FEB-2010                  4437.322         4904.021         15260.00        0.3087838        1.5640277E-02     66.96193     
 CM-244     203.1954      28-FEB-2010                  5535.659         5884.356         14137.00        0.3030334        1.5364576E-02     48.21590     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:03:07                                            
Average Efficiency   :    0.3240719     

Average Efficiency Error  :    8.9134118E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2992.039         3298.756         15618.00        0.3229715        1.3872958E-02     52.82618     
 NP-237     210.2526      28-FEB-2010                  4434.680         4903.982         16124.00        0.3195174        1.6172847E-02     61.27456     
 CM-244     201.9108      28-FEB-2010                  5532.294         5884.593         15327.00        0.3305554        1.6742198E-02     53.61607     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:04:39                                            
Average Efficiency   :    0.3152508     

Average Efficiency Error  :    8.6710555E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2989.595         3300.775         15720.00        0.3083071        1.3241554E-02     52.47879     
 NP-237     211.7160      28-FEB-2010                  4435.652         4904.935         16213.00        0.3190463        1.6147945E-02     62.97929     
 CM-244     207.3882      28-FEB-2010                  5533.580         5886.240         15340.00        0.3219084        1.6304109E-02     55.93251     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:05:10                                            
Average Efficiency   :    0.3243795     

Average Efficiency Error  :    8.9248763E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2988.909         3301.434         15427.00        0.3184440        1.3681412E-02     51.51672     
 NP-237     200.6460      28-FEB-2010                  4433.450         4902.516         15932.00        0.3308083        1.6746823E-02     65.45304     
 CM-244     195.9270      28-FEB-2010                  5535.197         5886.708         14704.00        0.3267895        1.6560407E-02     53.48357     
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 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:05:43                                            
Average Efficiency   :    0.3351106     

Average Efficiency Error  :    9.2170127E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2992.414         3299.148         15838.00        0.3268856        1.4037692E-02     46.22040     
 NP-237     199.3962      28-FEB-2010                  4435.295         4904.451         16582.00        0.3464544        1.7530479E-02     61.31906     
 CM-244     198.6402      28-FEB-2010                  5533.101         5882.617         15350.00        0.3365128        1.7043596E-02     50.57691     

 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:06:51                                            
Average Efficiency   :    0.3242920     

Average Efficiency Error  :    8.9165932E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2991.777         3299.289         16079.00        0.3223400        1.3838933E-02     77.56881     
 NP-237     208.5846      28-FEB-2010                  4437.354         4901.943         16395.00        0.3274764        1.6572399E-02     97.64529     
 CM-244     205.5828      28-FEB-2010                  5530.589         5882.928         15292.00        0.3239147        1.6406326E-02     98.67507     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:07:46                                            
Average Efficiency   :    0.3237862     

Average Efficiency Error  :    8.9063412E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2991.299         3299.223         15514.00        0.3231514        1.3882299E-02     54.68771     
 NP-237     208.8990      28-FEB-2010                  4435.626         4902.484         16147.00        0.3220322        1.6299874E-02     69.22336     
 CM-244     198.1458      28-FEB-2010                  5534.972         5884.442         14858.00        0.3264945        1.6543213E-02     56.30681     
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 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:09:15                                            
Average Efficiency   :    0.3358407     

Average Efficiency Error  :    9.2400135E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2988.346         3301.251         15638.00        0.3217883        1.3821797E-02     52.63874     
 NP-237     202.9140      28-FEB-2010                  4437.458         4904.939         16992.00        0.3488820        1.7648270E-02     77.26875     
 CM-244     199.3140      28-FEB-2010                  5535.177         5887.275         15825.00        0.3455378        1.7494075E-02     57.61486     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:09:52                                            
Average Efficiency   :    0.3472263     

Average Efficiency Error  :    9.5432019E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2991.679         3298.148         16614.00        0.3403475        1.4604095E-02     45.96752     
 NP-237     203.4984      28-FEB-2010                  4433.205         4901.863         17263.00        0.3534436        1.7875772E-02     68.64202     
 CM-244     197.1096      28-FEB-2010                  5535.159         5884.297         15899.00        0.3512729        1.7783320E-02     51.99830     

 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:10:37                                            
Average Efficiency   :    0.3241116     

Average Efficiency Error  :    8.9139733E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2990.686         3300.546         15792.00        0.3191634        1.3706732E-02     45.67143     
 NP-237     210.1548      28-FEB-2010                  4436.580         4904.390         16291.00        0.3229724        1.6345702E-02     57.11454     
 CM-244     200.7390      28-FEB-2010                  5531.945         5886.585         15348.00        0.3328059        1.6855838E-02     49.75082     
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 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:11:06                                            
Average Efficiency   :    0.3024662     

Average Efficiency Error  :    8.3300071E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2990.470         3300.177         14549.00        0.2922375        1.2568782E-02     46.17492     
 NP-237     206.8830      28-FEB-2010                  4433.485         4904.483         15594.00        0.3140279        1.5901553E-02     58.44432     
 CM-244     203.0208      28-FEB-2010                  5533.818         5886.087         14316.00        0.3070768        1.5566982E-02     51.41080     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:11:58                                            
Average Efficiency   :    0.3145837     

Average Efficiency Error  :    8.6554764E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2987.555         3301.210         15385.00        0.3122860        1.3417503E-02     45.14205     
 NP-237     207.4998      28-FEB-2010                  4435.748         4905.166         15622.00        0.3136519        1.5882162E-02     66.64881     
 CM-244     199.8804      28-FEB-2010                  5532.404         5883.507         14638.00        0.3188819        1.6160645E-02     51.94588     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:12:54                                            
Average Efficiency   :    0.3054208     

Average Efficiency Error  :    8.4106540E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2991.477         3297.506         14429.00        0.2985561        1.2842576E-02     52.64307     
 NP-237     205.6662      28-FEB-2010                  4437.440         4902.601         15168.00        0.3072553        1.5564073E-02     63.99911     
 CM-244     198.3060      28-FEB-2010                  5534.444         5887.496         14304.00        0.3140509        1.5920805E-02     61.37185     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:13:34                                            
Average Efficiency   :    0.2980328     

Average Efficiency Error  :    8.2276724E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2988.756         3299.723         13985.00        0.3011555        1.2962057E-02     41.88258     
 NP-237     167.9916      28-FEB-2010                  4435.718         4906.128         12105.00        0.3002086        1.5256474E-02     59.75832     
 CM-244     157.2432      28-FEB-2010                  5532.226         5883.834         10537.00        0.2918583        1.4867353E-02     49.95377     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:16:09                                            
Average Efficiency   :    0.3256922     

Average Efficiency Error  :    9.5420284E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2987.651         3298.587         15573.00        0.3287350        1.6647104E-02     45.80363     
 NP-237     168.0294      28-FEB-2010                  4433.741         4903.649         13181.00        0.3268051        1.6586417E-02     59.27659     
 CM-244     160.5822      28-FEB-2010                  5533.572         5887.164         11860.00        0.3216743        1.6352724E-02     49.53128     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:16:41                                            
Average Efficiency   :    0.3448636     

Average Efficiency Error  :    1.0103643E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2991.371         3300.357         15527.00        0.3380777        1.7120847E-02     44.52760     
 NP-237     161.6154      28-FEB-2010                  4435.372         4903.718         13354.00        0.3442661        1.7469231E-02     63.51916     
 CM-244     148.1754      28-FEB-2010                  5532.826         5883.339         12007.00        0.3529434        1.7938720E-02     48.16372     
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 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:17:40                                            
Average Efficiency   :    0.3154642     

Average Efficiency Error  :    9.2476020E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2989.173         3300.563         14781.00        0.3117813        1.5799172E-02     63.36565     
 NP-237     168.1992      28-FEB-2010                  4432.744         4903.759         12822.00        0.3175820        1.6124962E-02     72.04477     
 CM-244     156.7614      28-FEB-2010                  5535.384         5884.639         11416.00        0.3171848        1.6134711E-02     56.82187     

 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:18:21                                            
Average Efficiency   :    0.3216138     

Average Efficiency Error  :    9.4272569E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.207         3302.080         14906.00        0.3114133        1.5778791E-02     51.52250     
 NP-237     169.7700      28-FEB-2010                  4436.197         4905.322         13202.00        0.3239699        1.6442135E-02     56.96514     
 CM-244     154.8234      28-FEB-2010                  5533.889         5886.571         11757.00        0.3307349        1.6815748E-02     54.71742     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:19:02                                            
Average Efficiency   :    0.3058882     

Average Efficiency Error  :    8.9714453E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2991.527         3299.012         14442.00        0.3056588        1.5493717E-02     41.66726     
 NP-237     166.3758      28-FEB-2010                  4437.436         4902.368         12238.00        0.3064370        1.5570319E-02     53.37315     
 CM-244     157.1856      28-FEB-2010                  5531.652         5884.433         11029.00        0.3055719        1.5553274E-02     45.54815     
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 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:19:43                                            
Average Efficiency   :    0.3307391     

Average Efficiency Error  :    9.1173826E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2992.376         3299.542         15012.00        0.3264215        1.4030955E-02     51.72031     
 NP-237     162.9186      28-FEB-2010                  4434.132         4904.562         13182.00        0.3370890        1.7108332E-02     63.12387     
 CM-244     153.1968      28-FEB-2010                  5534.529         5883.569         11640.00        0.3308061        1.6822161E-02     55.63296     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:20:28                                            
Average Efficiency   :    0.3033974     

Average Efficiency Error  :    8.3739292E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2992.121         3299.207         14063.00        0.3033194        1.3053793E-02     50.81503     
 NP-237     165.9822      28-FEB-2010                  4433.476         4905.146         12040.00        0.3021332        1.5355750E-02     61.26026     
 CM-244     153.7938      28-FEB-2010                  5532.106         5887.010         10767.00        0.3047990        1.5520531E-02     53.34236     

 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:20:42                                            
Average Efficiency   :    0.3438542     

Average Efficiency Error  :    9.4765592E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2987.699         3301.256         15351.00        0.3359495        1.4434776E-02     57.90363     
 NP-237     161.7816      28-FEB-2010                  4434.785         4902.617         13488.00        0.3473267        1.7622054E-02     68.11932     
 CM-244     147.2670      28-FEB-2010                  5531.121         5886.749         11921.00        0.3524415        1.7915333E-02     51.52573     
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 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:21:14                                            
Average Efficiency   :    0.3374419     

Average Efficiency Error  :    9.2950435E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2991.923         3301.546         15868.00        0.3331967        1.4308239E-02     47.87946     
 NP-237     167.2962      28-FEB-2010                  4434.631         4904.714         13644.00        0.3397332        1.7233996E-02     59.48998     
 CM-244     154.4388      28-FEB-2010                  5531.132         5883.288         12108.00        0.3413606        1.7347690E-02     50.96558     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:21:46                                            
Average Efficiency   :    0.3425024     

Average Efficiency Error  :    9.4312076E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2989.263         3300.582         16235.00        0.3441227        1.4771734E-02     51.25420     
 NP-237     168.2934      28-FEB-2010                  4436.806         4901.759         13954.00        0.3454250        1.7517131E-02     63.92749     
 CM-244     158.8128      28-FEB-2010                  5531.881         5885.524         12311.00        0.3375180        1.7147901E-02     52.10757     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:22:18                                            
Average Efficiency   :    0.3319484     

Average Efficiency Error  :    9.1520371E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2992.311         3302.206         14910.00        0.3223907        1.3859400E-02     60.93437     
 NP-237     164.6658      28-FEB-2010                  4434.382         4903.415         13387.00        0.3386450        1.7183511E-02     72.65356     
 CM-244     151.3824      28-FEB-2010                  5532.476         5885.733         11828.00        0.3400410        1.7287372E-02     62.71343     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:23:01                                            
Average Efficiency   :    0.3363596     

Average Efficiency Error  :    9.2685306E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2990.860         3297.516         15386.00        0.3276577        1.4077928E-02     65.97784     
 NP-237     167.1294      28-FEB-2010                  4434.343         4904.517         13825.00        0.3446386        1.7479487E-02     73.55451     
 CM-244     154.7664      28-FEB-2010                  5534.425         5882.453         12136.00        0.3414197        1.7350053E-02     61.68425     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:23:29                                            
Average Efficiency   :    0.3376591     

Average Efficiency Error  :    9.2989728E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2989.309         3298.393         16083.00        0.3383933        1.4528081E-02     55.97035     
 NP-237     170.0886      28-FEB-2010                  4437.413         4904.904         13835.00        0.3388875        1.7187629E-02     69.39870     
 CM-244     157.7460      28-FEB-2010                  5531.701         5883.591         12153.00        0.3354400        1.7045802E-02     55.12101     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:23:58                                            
Average Efficiency   :    0.3393510     

Average Efficiency Error  :    9.3529159E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2991.096         3300.840         15222.00        0.3334368        1.4328937E-02     55.42299     
 NP-237     159.1506      28-FEB-2010                  4437.319         4905.917         13129.00        0.3437137        1.7445538E-02     70.28605     
 CM-244     151.7142      28-FEB-2010                  5534.273         5887.077         11979.00        0.3437689        1.7473113E-02     59.86648     
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 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:25:04                                            
Average Efficiency   :    0.3190783     

Average Efficiency Error  :    8.7987306E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2988.036         3297.943         14827.00        0.3210416        1.3802811E-02     46.75905     
 NP-237     166.8174      28-FEB-2010                  4434.604         4903.095         12666.00        0.3163224        1.6063992E-02     62.26957     
 CM-244     155.0100      28-FEB-2010                  5531.153         5883.713         11363.00        0.3191771        1.6237322E-02     49.06818     

 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:25:30                                            
Average Efficiency   :    0.3280036     

Average Efficiency Error  :    9.0360548E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2991.879         3301.200         15684.00        0.3239085        1.3912179E-02     40.87023     
 NP-237     171.2268      28-FEB-2010                  4437.214         4906.092         13728.00        0.3340194        1.6942602E-02     64.12489     
 CM-244     159.5796      28-FEB-2010                  5535.230         5883.292         12024.00        0.3280595        1.6673610E-02     42.35160     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:29:15                                            
Average Efficiency   :    0.3216980     

Average Efficiency Error  :    8.8764699E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.708         3301.941         14102.00        0.3146908        1.3542440E-02     55.63727     
 NP-237     159.6558      28-FEB-2010                  4435.844         4901.721         12532.00        0.3270269        1.6610302E-02     66.98833     
 CM-244     150.5208      28-FEB-2010                  5532.925         5887.092         11302.00        0.3269248        1.6633010E-02     55.51966     
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 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:29:45                                            
Average Efficiency   :    0.3081863     

Average Efficiency Error  :    8.5015045E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2990.160         3300.304         14542.00        0.3096274        1.3316834E-02     51.83008     
 NP-237     168.7422      28-FEB-2010                  4433.310         4902.490         12435.00        0.3070395        1.5596959E-02     64.65208     
 CM-244     156.3252      28-FEB-2010                  5532.332         5883.068         11036.00        0.3073514        1.5643639E-02     51.55825     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:33:32                                            
Average Efficiency   :    0.3459885     

Average Efficiency Error  :    9.5280427E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.400         3301.764         16103.00        0.3487297        1.4971525E-02     44.37483     
 NP-237     166.6248      28-FEB-2010                  4434.794         4906.576         13806.00        0.3452309        1.7509827E-02     66.03234     
 CM-244     155.8290      28-FEB-2010                  5534.226         5884.371         12277.00        0.3430243        1.7428387E-02     44.27481     

 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:38:49                                            
Average Efficiency   :    7.8631407E-03 

Average Efficiency Error  :    3.9093118E-04 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2989.211         3298.032         548.0000        1.2314041E-02    7.4036157E-04     95.36745     
 NP-237     160.8066      28-FEB-2010                  4434.486         4905.355         2418.000        6.2621839E-02    3.3804339E-03    0.0000000E+00 
 CM-244     145.8384      28-FEB-2010                  5530.239         5886.785         170.0000        5.0752559E-03    4.6466608E-04    0.0000000E+00 
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 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :    8-JAN-2007 09:29:00                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:39:38                                            
Average Efficiency   :    0.3233569     

Average Efficiency Error  :    8.9166388E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.6531      28-FEB-2010                  2990.393         3301.719         14842.00        0.3194840        1.3737504E-02     50.31845     
 NP-237     164.3834      28-FEB-2010                  4432.941         4902.133         12948.00        0.3281539        1.6659280E-02     67.74864     
 CM-244     159.4253      28-FEB-2010                  5530.579         5884.393         11381.00        0.3242377        1.6494559E-02     53.16167     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:41:04                                            
Average Efficiency   :    0.3350181     

Average Efficiency Error  :    9.2300382E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2991.039         3298.699         15538.00        0.3313217        1.4232897E-02     49.57528     
 NP-237     168.3948      28-FEB-2010                  4433.253         4904.234         13541.00        0.3350214        1.6996730E-02     77.69074     
 CM-244     154.6032      28-FEB-2010                  5534.924         5883.241         12090.00        0.3404777        1.7303223E-02     59.45493     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:41:20                                            
Average Efficiency   :    0.3210700     

Average Efficiency Error  :    8.8563701E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2990.277         3301.979         14474.00        0.3177152        1.3665880E-02     41.44841     
 NP-237     161.5530      28-FEB-2010                  4435.288         4901.500         12506.00        0.3224908        1.6380480E-02     54.16859     
 CM-244     151.1856      28-FEB-2010                  5533.665         5883.218         11269.00        0.3245239        1.6511682E-02     42.16517     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:03                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:31                                            
Average Efficiency   :    0.2520173     

Average Efficiency Error  :    6.9483076E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2987.486         3302.135         15167.00        0.2447082        1.0516563E-02     66.01752     
 NP-237     171.0024      28-FEB-2010                  4436.471         4903.268         13363.00        0.2604778        1.3217388E-02     74.15916     
 CM-244     158.1060      28-FEB-2010                  5534.528         5882.772         11608.00        0.2549866        1.2967256E-02     68.03498     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:43                                            
Average Efficiency   :    0.2544286     

Average Efficiency Error  :    6.9994275E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2988.801         3297.603         15533.00        0.2529972        1.0868231E-02     46.92398     
 NP-237     205.0260      28-FEB-2010                  4432.458         4901.837         15695.00        0.2551612        1.2919626E-02     54.76837     
 CM-244     199.6806      28-FEB-2010                  5534.179         5885.133         14692.00        0.2557267        1.2959269E-02     51.01443     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:13                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:54                                            
Average Efficiency   :    0.2655345     

Average Efficiency Error  :    7.3030163E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2988.894         3299.194         15788.00        0.2656242        1.1407434E-02     66.68095     
 NP-237     200.4990      28-FEB-2010                  4434.153         4905.605         16058.00        0.2669475        1.3512619E-02     72.22025     
 CM-244     196.5558      28-FEB-2010                  5535.345         5882.385         14940.00        0.2640266        1.3376955E-02     69.15646     
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 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:52:07                                            
Average Efficiency   :    0.2625398     

Average Efficiency Error  :    7.2188810E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2992.417         3301.933         16017.00        0.2617473        1.1238206E-02     60.88219     
 NP-237     209.2716      28-FEB-2010                  4433.802         4903.870         16449.00        0.2619754        1.3257117E-02     71.41977     
 CM-244     199.6488      28-FEB-2010                  5531.673         5882.944         15181.00        0.2642393        1.3384999E-02     63.03669     

 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:22                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:52:35                                            
Average Efficiency   :    0.2532342     

Average Efficiency Error  :    6.9687283E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2988.262         3301.555         15128.00        0.2509541        1.0785505E-02     70.94779     
 NP-237     203.2080      28-FEB-2010                  4435.238         4904.502         15554.00        0.2551212        1.2919072E-02     72.83056     
 CM-244     197.2236      28-FEB-2010                  5531.711         5882.884         14453.00        0.2546159        1.2905899E-02     64.70773     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:27                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:53:04                                            
Average Efficiency   :    0.2575493     

Average Efficiency Error  :    7.0851240E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2987.791         3302.165         15587.00        0.2580299        1.1083763E-02     45.15157     
 NP-237     204.0192      28-FEB-2010                  4433.707         4903.816         15733.00        0.2570314        1.3013941E-02     55.43172     
 CM-244     197.2128      28-FEB-2010                  5531.829         5883.292         14614.00        0.2574040        1.3045217E-02     48.97112     
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 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   19-MAR-2009 08:48:22                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    2-FEB-2009 15:15:38                                            
Average Efficiency   :    0.2936279     

Average Efficiency Error  :    1.2630888E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2992.004         3299.253         11333.00        0.2936279        1.2630888E-02     60.75020     
 NP-237     204.2586      28-FEB-2010                  4432.548         4906.013        0.0000000E+00    0.0000000E+00    0.0000000E+00    0.0000000E+00 
 CM-244     198.8100      28-FEB-2010                  5530.584         5883.165        0.0000000E+00    0.0000000E+00    0.0000000E+00    0.0000000E+00 

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   19-MAR-2009 08:48:29                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:53:47                                            
Average Efficiency   :    0.2619410     

Average Efficiency Error  :    7.2310572E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2991.647         3302.203         12538.00        0.2612196        1.1268159E-02     49.60022     
 NP-237     202.9926      28-FEB-2010                  4433.647         4906.107         12783.00        0.2623715        1.3322271E-02     66.23161     
 CM-244     196.2330      28-FEB-2010                  5532.160         5885.592         11858.00        0.2625209        1.3345622E-02     53.41961     

 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:01                                            
Average Efficiency   :    0.2473443     

Average Efficiency Error  :    6.8056067E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2990.228         3298.526         15360.00        0.2454141        1.0544558E-02     48.41915     
 NP-237     209.5938      28-FEB-2010                  4432.497         4901.939         15688.00        0.2494748        1.2631795E-02     59.33520     
 CM-244     202.7478      28-FEB-2010                  5534.747         5886.144         14466.00        0.2479775        1.2569191E-02     55.35804     
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 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:20                                            
Average Efficiency   :    0.2545506     

Average Efficiency Error  :    6.9988850E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2991.855         3299.976         16110.00        0.2548674        1.0941754E-02     48.04057     
 NP-237     214.4868      28-FEB-2010                  4433.367         4902.602         16387.00        0.2546233        1.2885676E-02     63.21507     
 CM-244     208.4184      28-FEB-2010                  5535.157         5886.428         15240.00        0.2540399        1.2867806E-02     53.86578     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:50                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:48                                            
Average Efficiency   :    0.2603555     

Average Efficiency Error  :    7.1625826E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2990.795         3298.987         15500.00        0.2562223        1.1007195E-02     65.82755     
 NP-237     204.7038      28-FEB-2010                  4437.018         4905.719         15962.00        0.2599007        1.3156880E-02     73.49940     
 CM-244     195.0060      28-FEB-2010                  5531.944         5882.453         14987.00        0.2670825        1.3531266E-02     71.25665     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 15:43:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 08:12:56                                            
Average Efficiency   :    0.2594814     

Average Efficiency Error  :    7.1369144E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2989.772         3298.841         15639.00        0.2553611        1.0968485E-02     71.31868     
 NP-237     205.8930      28-FEB-2010                  4435.757         4906.468         16403.00        0.2655296        1.3437424E-02     75.48143     
 CM-244     203.1954      28-FEB-2010                  5530.387         5882.705         15178.00        0.2596113        1.3150566E-02     67.84224     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:52:37                                            
Average Efficiency   :    0.2584914     

Average Efficiency Error  :    7.1092122E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2988.411         3301.651         15672.00        0.2591060        1.1128957E-02     45.94814     
 NP-237     210.2526      28-FEB-2010                  4433.726         4901.700         16325.00        0.2587968        1.3097435E-02     54.67021     
 CM-244     201.9108      28-FEB-2010                  5531.920         5886.903         14949.00        0.2573451        1.3038281E-02     48.74614     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:53:39                                            
Average Efficiency   :    0.2522880     

Average Efficiency Error  :    6.9446736E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.921         3302.232         14962.00        0.2461428        1.0580827E-02     47.70005     
 NP-237     202.9140      28-FEB-2010                  4436.664         4906.016         15954.00        0.2620273        1.3264666E-02     57.11144     
 CM-244     199.3140      28-FEB-2010                  5531.300         5885.703         14472.00        0.2522126        1.2783798E-02     50.89373     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:53:50                                            
Average Efficiency   :    0.2487286     

Average Efficiency Error  :    6.8417424E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2990.274         3298.449         15637.00        0.2451970        1.0531927E-02     43.50451     
 NP-237     211.7160      28-FEB-2010                  4436.561         4905.357         15941.00        0.2509526        1.2704121E-02     52.07046     
 CM-244     207.3882      28-FEB-2010                  5531.764         5882.401         15023.00        0.2516640        1.2749631E-02     50.53164     
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 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:03                                            
Average Efficiency   :    0.2567700     

Average Efficiency Error  :    7.0649278E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2990.762         3300.873         15357.00        0.2514952        1.0805921E-02     45.48186     
 NP-237     203.4984      28-FEB-2010                  4433.481         4903.217         15922.00        0.2607751        1.3201566E-02     56.29815     
 CM-244     197.1096      28-FEB-2010                  5535.311         5885.777         14781.00        0.2606409        1.3207222E-02     50.43021     

 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:16                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:17                                            
Average Efficiency   :    0.2681807     

Average Efficiency Error  :    7.3738717E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2991.124         3298.266         16183.00        0.2670762        1.1465004E-02     44.19899     
 NP-237     200.6460      28-FEB-2010                  4433.453         4901.437         16188.00        0.2689064        1.3610455E-02     58.64674     
 CM-244     195.9270      28-FEB-2010                  5532.390         5882.813         15164.00        0.2690137        1.3626954E-02     45.73934     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:59                                            
Average Efficiency   :    0.2500516     

Average Efficiency Error  :    6.8802671E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2987.499         3301.329         15248.00        0.2463804        1.0587437E-02     44.84489     
 NP-237     210.1548      28-FEB-2010                  4434.375         4902.239         15824.00        0.2509516        1.2705234E-02     51.94156     
 CM-244     200.7390      28-FEB-2010                  5531.856         5886.275         14711.00        0.2545745        1.2900659E-02     46.70763     
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 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:13                                            
Average Efficiency   :    0.2575659     

Average Efficiency Error  :    7.0865280E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2988.197         3300.906         15395.00        0.2540433        1.0914874E-02     64.22292     
 NP-237     199.3962      28-FEB-2010                  4432.936         4901.717         15625.00        0.2611853        1.3225394E-02     65.83034     
 CM-244     198.6402      28-FEB-2010                  5533.758         5884.791         14809.00        0.2590957        1.3128649E-02     63.89211     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:26                                            
Average Efficiency   :    0.2509651     

Average Efficiency Error  :    6.9046444E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2988.278         3298.975         15418.00        0.2475986        1.0637713E-02     56.98193     
 NP-237     206.8830      28-FEB-2010                  4435.766         4902.877         15753.00        0.2537811        1.2849193E-02     68.00234     
 CM-244     203.0208      28-FEB-2010                  5533.946         5887.160         14784.00        0.2530520        1.2822724E-02     57.65803     

 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:32                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:36                                            
Average Efficiency   :    0.2444426     

Average Efficiency Error  :    6.7265807E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2990.867         3300.300         15301.00        0.2452491        1.0538175E-02     50.22575     
 NP-237     208.5846      28-FEB-2010                  4435.719         4904.799         15290.00        0.2443310        1.2375337E-02     55.60260     
 CM-244     205.5828      28-FEB-2010                  5535.515         5882.907         14401.00        0.2434476        1.2340341E-02     54.05517     
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 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 15:58:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 08:02:34                                            
Average Efficiency   :    0.2452067     

Average Efficiency Error  :    6.7494884E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2991.104         3299.047         14905.00        0.2419002        1.0399161E-02     43.80572     
 NP-237     207.4998      28-FEB-2010                  4435.603         4903.452         15323.00        0.2461049        1.2464893E-02     58.67646     
 CM-244     199.8804      28-FEB-2010                  5533.606         5883.289         14331.00        0.2491625        1.2630888E-02     43.77586     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:40                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:59:38                                            
Average Efficiency   :    0.2545108     

Average Efficiency Error  :    7.0024640E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2989.196         3300.805         15434.00        0.2570346        1.1042915E-02     50.45547     
 NP-237     208.8990      28-FEB-2010                  4433.580         4905.601         15799.00        0.2520804        1.2762605E-02     56.44734     
 CM-244     198.1458      28-FEB-2010                  5534.878         5884.293         14457.00        0.2535568        1.2852117E-02     50.83198     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:44                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 16:01:56                                            
Average Efficiency   :    0.2491204     

Average Efficiency Error  :    6.8585575E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2989.140         3302.030         14665.00        0.2426181        1.0433142E-02     58.17271     
 NP-237     205.6662      28-FEB-2010                  4436.070         4901.914         15531.00        0.2516750        1.2744828E-02     71.72572     
 CM-244     198.3060      28-FEB-2010                  5533.758         5886.358         14640.00        0.2565602        1.3002153E-02     61.14215     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:38                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:09                                            
Average Efficiency   :    0.2556350     

Average Efficiency Error  :    7.0488579E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2988.010         3298.774         15071.00        0.2594748        1.1152472E-02     66.19999     
 NP-237     167.9916      28-FEB-2010                  4433.907         4903.908         12964.00        0.2571995        1.3056926E-02     75.31219     
 CM-244     157.2432      28-FEB-2010                  5534.799         5886.095         11277.00        0.2491968        1.2679042E-02     70.28278     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:22                                            
Average Efficiency   :    0.2567179     

Average Efficiency Error  :    7.0798188E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2987.890         3302.323         14864.00        0.2583986        1.1108995E-02     56.20068     
 NP-237     162.9186      28-FEB-2010                  4436.361         4903.247         12580.00        0.2572779        1.3067007E-02     65.20203     
 CM-244     153.1968      28-FEB-2010                  5534.814         5883.318         11198.00        0.2538972        1.2919774E-02     54.76398     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:35                                            
Average Efficiency   :    0.2509815     

Average Efficiency Error  :    7.3573855E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2988.205         3301.392         15067.00        0.2542929        1.2882723E-02     48.24360     
 NP-237     168.0294      28-FEB-2010                  4436.078         4906.369         12693.00        0.2517478        1.2784283E-02     58.22779     
 CM-244     160.5822      28-FEB-2010                  5535.485         5882.625         11422.00        0.2470887        1.2569178E-02     52.25526     
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 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:12                                            
Average Efficiency   :    0.2570702     

Average Efficiency Error  :    7.0880512E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2989.734         3298.237         14965.00        0.2580606        1.1093101E-02     41.93603     
 NP-237     165.9822      28-FEB-2010                  4434.351         4905.296         12806.00        0.2571040        1.3054554E-02     56.03046     
 CM-244     153.7938      28-FEB-2010                  5535.342         5883.020         11317.00        0.2556747        1.3007714E-02     42.59746     

 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:07                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:28                                            
Average Efficiency   :    0.2576947     

Average Efficiency Error  :    7.5582950E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2990.485         3298.181         14347.00        0.2497097        1.2658815E-02     49.13896     
 NP-237     161.6154      28-FEB-2010                  4436.842         4901.637         12606.00        0.2599195        1.3200697E-02     57.63084     
 CM-244     148.1754      28-FEB-2010                  5530.529         5882.989         11276.00        0.2644022        1.3452750E-02     53.49955     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:15                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:46                                            
Average Efficiency   :    0.2609465     

Average Efficiency Error  :    7.1970336E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2991.115         3299.470         14697.00        0.2571593        1.1057992E-02     50.89617     
 NP-237     161.7816      28-FEB-2010                  4434.823         4905.356         12682.00        0.2612122        1.3265137E-02     58.90142     
 CM-244     147.2670      28-FEB-2010                  5534.767         5887.416         11294.00        0.2663573        1.3551883E-02     54.98767     
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 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:04                                            
Average Efficiency   :    0.2441785     

Average Efficiency Error  :    7.1613565E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2987.956         3297.484         14415.00        0.2430692        1.2321381E-02     63.08699     
 NP-237     168.1992      28-FEB-2010                  4432.534         4905.319         12274.00        0.2431780        1.2355556E-02     70.54834     
 CM-244     156.7614      28-FEB-2010                  5532.625         5887.168         11118.00        0.2463575        1.2537817E-02     65.00507     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:31                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:36                                            
Average Efficiency   :    0.2484085     

Average Efficiency Error  :    6.8521523E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.383         3301.680         14561.00        0.2444523        1.0513382E-02     43.22196     
 NP-237     167.2962      28-FEB-2010                  4436.188         4906.151         12623.00        0.2514323        1.2769388E-02     54.23110     
 CM-244     154.4388      28-FEB-2010                  5534.606         5886.628         11171.00        0.2512276        1.2784507E-02     48.59486     

 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:39                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:49                                            
Average Efficiency   :    0.2511008     

Average Efficiency Error  :    7.3611690E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2990.293         3299.347         14899.00        0.2488789        1.2610286E-02     46.24204     
 NP-237     169.7700      28-FEB-2010                  4436.914         4902.945         12741.00        0.2501622        1.2702934E-02     58.78979     
 CM-244     154.8234      28-FEB-2010                  5533.168         5886.207         11336.00        0.2544161        1.2943445E-02     48.43949     
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 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:47                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:18                                            
Average Efficiency   :    0.2523435     

Average Efficiency Error  :    6.9577633E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2991.960         3299.371         14794.00        0.2507120        1.0779453E-02     45.94505     
 NP-237     168.2934      28-FEB-2010                  4435.116         4903.137         12917.00        0.2558250        1.2987825E-02     56.82076     
 CM-244     158.8128      28-FEB-2010                  5533.971         5884.246         11489.00        0.2512658        1.2780320E-02     48.58016     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:55                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:31                                            
Average Efficiency   :    0.2485655     

Average Efficiency Error  :    7.2887004E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2987.928         3301.316         14538.00        0.2459701        1.2467015E-02     42.56599     
 NP-237     166.3758      28-FEB-2010                  4434.694         4903.548         12594.00        0.2522602        1.2811856E-02     57.21646     
 CM-244     157.1856      28-FEB-2010                  5535.255         5885.894         11205.00        0.2476429        1.2601479E-02     46.14186     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:02                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:42                                            
Average Efficiency   :    0.2477539     

Average Efficiency Error  :    6.8333824E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2989.308         3301.913         14659.00        0.2451243        1.0541028E-02     51.83606     
 NP-237     167.4312      28-FEB-2010                  4434.411         4903.759         12580.00        0.2504033        1.2717742E-02     54.39626     
 CM-244     156.4188      28-FEB-2010                  5531.584         5883.344         11208.00        0.2489228        1.2666385E-02     49.81320     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:24:10                                            
Average Efficiency   :    0.2517333     

Average Efficiency Error  :    6.9422903E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2989.491         3301.900         14777.00        0.2515794        1.0817014E-02     59.57510     
 NP-237     167.1294      28-FEB-2010                  4434.479         4904.212         12574.00        0.2507122        1.2733566E-02     65.38152     
 CM-244     154.7664      28-FEB-2010                  5532.858         5885.227         11273.00        0.2529948        1.2872391E-02     59.72915     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:24:39                                            
Average Efficiency   :    0.2475567     

Average Efficiency Error  :    6.8284464E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2989.965         3298.130         14494.00        0.2467420        1.0612766E-02     50.71590     
 NP-237     168.7422      28-FEB-2010                  4432.688         4902.849         12600.00        0.2488708        1.2639564E-02     59.28905     
 CM-244     156.3252      28-FEB-2010                  5531.727         5884.061         11134.00        0.2473996        1.2590347E-02     54.65120     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:25:03                                            
Average Efficiency   :    0.2432553     

Average Efficiency Error  :    6.7106360E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2990.515         3301.594         14512.00        0.2441202        1.0499768E-02     52.77708     
 NP-237     170.0886      28-FEB-2010                  4433.892         4906.361         12322.00        0.2414526        1.2267071E-02     59.55226     
 CM-244     157.7460      28-FEB-2010                  5531.511         5887.131         11074.00        0.2438924        1.2412963E-02     55.45536     
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 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:31                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:25:30                                            
Average Efficiency   :    0.2475416     

Average Efficiency Error  :    6.8298168E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.234         3301.886         14512.00        0.2512662        1.0807111E-02     49.47242     
 NP-237     166.6248      28-FEB-2010                  4436.184         4904.220         12168.00        0.2434031        1.2368608E-02     56.56195     
 CM-244     155.8290      28-FEB-2010                  5535.614         5886.459         11069.00        0.2467782        1.2559924E-02     49.94270     

 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:38                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:20                                            
Average Efficiency   :    0.2526323     

Average Efficiency Error  :    6.9709811E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2989.338         3302.084         14260.00        0.2497426        1.0745116E-02     45.28481     
 NP-237     159.1506      28-FEB-2010                  4434.606         4903.751         12277.00        0.2570857        1.3062101E-02     54.58139     
 CM-244     151.7142      28-FEB-2010                  5531.117         5882.530         11029.00        0.2524553        1.2849902E-02     42.74293     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:43                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:36                                            
Average Efficiency   :    0.2606496     

Average Efficiency Error  :    7.1905828E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2991.525         3299.226         14408.00        0.2594197        1.1159286E-02     42.01026     
 NP-237     160.8066      28-FEB-2010                  4436.672         4905.675         12485.00        0.2587746        1.3144410E-02     50.73558     
 CM-244     145.8384      28-FEB-2010                  5532.775         5884.004         11101.00        0.2644032        1.3456366E-02     43.93153     
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 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:48                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:49                                            
Average Efficiency   :    0.2588251     

Average Efficiency Error  :    7.1353964E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2992.048         3301.398         15021.00        0.2600393        1.1177387E-02     49.13113     
 NP-237     166.8174      28-FEB-2010                  4434.973         4901.510         12944.00        0.2585981        1.3128252E-02     58.28874     
 CM-244     155.0100      28-FEB-2010                  5532.469         5885.944         11486.00        0.2573852        1.3091577E-02     52.77578     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:53                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:27:07                                            
Average Efficiency   :    0.2503949     

Average Efficiency Error  :    6.9090854E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2990.760         3300.347         14205.00        0.2455609        1.0565992E-02     47.74791     
 NP-237     164.6658      28-FEB-2010                  4434.182         4905.827         12521.00        0.2533475        1.2868331E-02     57.64832     
 CM-244     151.3824      28-FEB-2010                  5531.070         5884.179         11102.00        0.2546736        1.2961276E-02     50.70944     

 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:58                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:27:35                                            
Average Efficiency   :    0.2477181     

Average Efficiency Error  :    6.8302532E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2991.616         3300.915         14872.00        0.2455599        1.0556926E-02     48.06524     
 NP-237     171.2268      28-FEB-2010                  4433.977         4905.426         12771.00        0.2485826        1.2622337E-02     57.09883     
 CM-244     159.5796      28-FEB-2010                  5530.521         5883.600         11484.00        0.2499713        1.2714517E-02     50.50063     
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 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:04                                            
Average Efficiency   :    0.2511608     

Average Efficiency Error  :    6.9267829E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2988.018         3298.746         14801.00        0.2523235        1.0848667E-02     58.38779     
 NP-237     168.3948      28-FEB-2010                  4432.669         4901.694         12525.00        0.2478877        1.2590820E-02     68.17695     
 CM-244     154.6032      28-FEB-2010                  5530.860         5886.402         11259.00        0.2529441        1.2870072E-02     58.50626     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:18                                            
Average Efficiency   :    0.2525046     

Average Efficiency Error  :    6.9681555E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.028         3298.313         14157.00        0.2525643        1.0868044E-02     45.81075     
 NP-237     159.6558      28-FEB-2010                  4432.856         4905.601         12039.00        0.2512781        1.2771060E-02     53.64231     
 CM-244     150.5208      28-FEB-2010                  5532.999         5887.665         10993.00        0.2536744        1.2912594E-02     48.90850     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:45                                            
Average Efficiency   :    0.2456149     

Average Efficiency Error  :    6.7802905E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2992.049         3302.166         14151.00        0.2483515        1.0686832E-02     43.88551     
 NP-237     161.5530      28-FEB-2010                  4433.419         4906.428         11910.00        0.2456160        1.2485559E-02     49.90463     
 CM-244     151.1856      28-FEB-2010                  5533.752         5882.782         10534.00        0.2419731        1.2326462E-02     38.59703     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:14:55                                            
Average Efficiency   :    0.3686562     

Average Efficiency Error  :    1.0116320E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2987.715         3301.755         21789.00        0.3516091        1.5028569E-02     62.38443     
 NP-237     171.0024      28-FEB-2010                  4437.475         4906.489         19786.00        0.3856634        1.9477138E-02     77.30417     
 CM-244     158.1060      28-FEB-2010                  5530.699         5884.426         17284.00        0.3799739        1.9217385E-02     62.82312     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:11                                            
Average Efficiency   :    0.3698853     

Average Efficiency Error  :    1.0131445E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2989.709         3301.289         22128.00        0.3604664        1.5404216E-02     53.17897     
 NP-237     205.0260      28-FEB-2010                  4435.854         4904.233         23160.00        0.3765233        1.8988060E-02     77.00843     
 CM-244     199.6806      28-FEB-2010                  5530.993         5887.612         21680.00        0.3776123        1.9054078E-02     60.04848     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:16                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:20                                            
Average Efficiency   :    0.3808772     

Average Efficiency Error  :    1.0432309E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2992.308         3299.068         22041.00        0.3708907        1.5850432E-02     58.71647     
 NP-237     200.4990      28-FEB-2010                  4436.250         4906.557         23442.00        0.3896931        1.9650223E-02     78.92159     
 CM-244     196.5558      28-FEB-2010                  5531.296         5884.743         21901.00        0.3873387        1.9543067E-02     58.45347     
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 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:21                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:30                                            
Average Efficiency   :    0.3815646     

Average Efficiency Error  :    1.0446744E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2991.085         3297.982         22882.00        0.3740170        1.5976751E-02     55.88804     
 NP-237     209.2716      28-FEB-2010                  4435.675         4906.194         24142.00        0.3844975        1.9383527E-02     77.95572     
 CM-244     199.6488      28-FEB-2010                  5531.218         5884.827         22385.00        0.3899875        1.9672871E-02     58.68917     

 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:27                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:40                                            
Average Efficiency   :    0.3809628     

Average Efficiency Error  :    1.0434522E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2991.669         3299.796         22259.00        0.3693187        1.5781345E-02     67.15953     
 NP-237     203.2080      28-FEB-2010                  4434.042         4904.000         23746.00        0.3894894        1.9637838E-02     93.34480     
 CM-244     197.2236      28-FEB-2010                  5532.538         5884.649         22147.00        0.3905292        1.9702071E-02     68.12046     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:32                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:56                                            
Average Efficiency   :    0.3945582     

Average Efficiency Error  :    1.0800036E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2990.080         3301.889         23493.00        0.3889939        1.6611321E-02     57.37174     
 NP-237     204.0192      28-FEB-2010                  4433.989         4904.268         24688.00        0.4033462        2.0330044E-02     74.10541     
 CM-244     197.2128      28-FEB-2010                  5534.293         5882.375         22360.00        0.3941245        1.9881796E-02     54.19042     
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 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:39                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:06                                            
Average Efficiency   :    0.3884836     

Average Efficiency Error  :    1.0637359E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2990.511         3301.462         23043.00        0.3765033        1.6081613E-02     55.53409     
 NP-237     204.2586      28-FEB-2010                  4436.488         4906.264         24382.00        0.3978555        2.0055324E-02     70.41014     
 CM-244     198.8100      28-FEB-2010                  5530.612         5883.988         22736.00        0.3977500        2.0061761E-02     56.01041     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:15                                            
Average Efficiency   :    0.3818104     

Average Efficiency Error  :    1.0459205E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2991.971         3299.952         22103.00        0.3685063        1.5748002E-02     64.32256     
 NP-237     202.9926      28-FEB-2010                  4434.020         4904.064         23816.00        0.3910475        1.9715918E-02     82.72855     
 CM-244     196.2330      28-FEB-2010                  5532.858         5885.180         22206.00        0.3935922        1.9856127E-02     64.94098     

 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:51                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:25                                            
Average Efficiency   :    0.3783907     

Average Efficiency Error  :    1.0360043E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2992.250         3298.336         23132.00        0.3696569        1.5788469E-02     56.00939     
 NP-237     209.5938      28-FEB-2010                  4433.903         4903.927         23912.00        0.3802245        1.9169640E-02     72.47238     
 CM-244     202.7478      28-FEB-2010                  5533.960         5887.592         22735.00        0.3900180        1.9671770E-02     61.82905     
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 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:57                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:35                                            
Average Efficiency   :    0.3714363     

Average Efficiency Error  :    1.0167838E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2988.073         3300.356         23176.00        0.3667380        1.5663445E-02     59.10311     
 NP-237     214.4868      28-FEB-2010                  4434.533         4905.829         23950.00        0.3721691        1.8763242E-02     76.40807     
 CM-244     208.4184      28-FEB-2010                  5532.006         5886.326         22628.00        0.3776288        1.9047650E-02     56.71130     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:56:03                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:44                                            
Average Efficiency   :    0.3811684     

Average Efficiency Error  :    1.0440029E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.870         3298.545         22350.00        0.3695313        1.5789637E-02     57.64641     
 NP-237     204.7038      28-FEB-2010                  4434.533         4903.960         23923.00        0.3895257        1.9638466E-02     81.57375     
 CM-244     195.0060      28-FEB-2010                  5532.523         5885.004         21915.00        0.3908954        1.9722383E-02     56.42289     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:56:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:53                                            
Average Efficiency   :    0.3849101     

Average Efficiency Error  :    1.0536536E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2989.765         3301.736         23275.00        0.3801071        1.6233621E-02     58.15801     
 NP-237     205.8930      28-FEB-2010                  4433.697         4903.598         24262.00        0.3927740        1.9799942E-02     80.41135     
 CM-244     203.1954      28-FEB-2010                  5532.837         5885.719         22444.00        0.3842215        1.9381527E-02     59.96611     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:07                                            
Average Efficiency   :    0.2592151     

Average Efficiency Error  :    7.1290373E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2992.501         3301.709         15813.00        0.2615200        1.1230910E-02     48.50274     
 NP-237     210.2526      28-FEB-2010                  4433.449         4903.909         16137.00        0.2558068        1.2947932E-02     59.11089     
 CM-244     201.9108      28-FEB-2010                  5532.624         5884.595         15066.00        0.2595708        1.3149817E-02     51.70679     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:17                                            
Average Efficiency   :    0.2587744     

Average Efficiency Error  :    7.1194535E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.110         3301.545         15406.00        0.2535132        1.0891995E-02     51.03628     
 NP-237     202.9140      28-FEB-2010                  4436.327         4905.779         16143.00        0.2651322        1.3419922E-02     63.36108     
 CM-244     199.3140      28-FEB-2010                  5531.156         5885.591         14920.00        0.2603483        1.3190762E-02     53.58960     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:26                                            
Average Efficiency   :    0.2583164     

Average Efficiency Error  :    7.1011712E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2990.257         3298.962         16377.00        0.2568675        1.1024590E-02     45.41450     
 NP-237     211.7160      28-FEB-2010                  4435.373         4906.243         16410.00        0.2583414        1.3073586E-02     55.02213     
 CM-244     207.3882      28-FEB-2010                  5530.689         5883.461         15528.00        0.2603632        1.3184840E-02     49.45105     
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 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:36                                            
Average Efficiency   :    0.2623205     

Average Efficiency Error  :    7.2154333E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2989.677         3300.454         15722.00        0.2575549        1.1061752E-02     46.91119     
 NP-237     203.4984      28-FEB-2010                  4435.342         4905.957         16046.00        0.2628113        1.3303380E-02     58.92968     
 CM-244     197.1096      28-FEB-2010                  5533.868         5884.896         15245.00        0.2690380        1.3627363E-02     49.13740     

 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:46                                            
Average Efficiency   :    0.2694523     

Average Efficiency Error  :    7.4098175E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2987.923         3301.975         15977.00        0.2637448        1.1324467E-02     47.00409     
 NP-237     200.6460      28-FEB-2010                  4433.294         4903.726         16537.00        0.2747294        1.3901606E-02     53.21355     
 CM-244     195.9270      28-FEB-2010                  5532.532         5884.616         15359.00        0.2727341        1.3813204E-02     47.25250     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:56                                            
Average Efficiency   :    0.2594252     

Average Efficiency Error  :    7.1340059E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2988.851         3298.789         15889.00        0.2568095        1.1027701E-02     45.25098     
 NP-237     210.1548      28-FEB-2010                  4436.619         4901.454         16395.00        0.2600084        1.3158108E-02     50.75814     
 CM-244     200.7390      28-FEB-2010                  5534.209         5885.167         15162.00        0.2626359        1.3303970E-02     46.39705     
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 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:07                                            
Average Efficiency   :    0.2650046     

Average Efficiency Error  :    7.2884969E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2990.194         3298.946         15798.00        0.2607512        1.1198090E-02     47.54335     
 NP-237     199.3962      28-FEB-2010                  4434.938         4905.374         16146.00        0.2698899        1.3660663E-02     56.26534     
 CM-244     198.6402      28-FEB-2010                  5534.338         5886.585         15210.00        0.2664145        1.3494791E-02     52.12916     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:51                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:16                                            
Average Efficiency   :    0.2543271     

Average Efficiency Error  :    6.9963280E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2987.590         3298.558         15618.00        0.2508756        1.0776102E-02     49.02956     
 NP-237     206.8830      28-FEB-2010                  4433.456         4903.767         16196.00        0.2608706        1.3203733E-02     53.88174     
 CM-244     203.0208      28-FEB-2010                  5531.002         5886.847         14767.00        0.2530429        1.2822442E-02     49.61524     

 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:25                                            
Average Efficiency   :    0.2565559     

Average Efficiency Error  :    7.0553590E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2991.296         3299.833         15852.00        0.2541418        1.0913601E-02     47.33108     
 NP-237     208.5846      28-FEB-2010                  4435.124         4905.307         16233.00        0.2593960        1.3128652E-02     56.65423     
 CM-244     205.5828      28-FEB-2010                  5533.966         5886.057         15201.00        0.2571993        1.3028205E-02     52.06258     
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 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:18                                            
Average Efficiency   :    0.2555183     

Average Efficiency Error  :    7.0302752E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2991.266         3301.012         15403.00        0.2500359        1.0742641E-02     45.89799     
 NP-237     207.4998      28-FEB-2010                  4433.168         4903.110         15921.00        0.2557449        1.2946903E-02     58.58659     
 CM-244     199.8804      28-FEB-2010                  5530.529         5886.813         15158.00        0.2637574        1.3360927E-02     47.79594     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:28                                            
Average Efficiency   :    0.2641869     

Average Efficiency Error  :    7.2656153E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2987.978         3301.914         15937.00        0.2654755        1.1399274E-02     47.01687     
 NP-237     208.8990      28-FEB-2010                  4433.116         4903.631         16161.00        0.2578232        1.3049794E-02     53.88590     
 CM-244     198.1458      28-FEB-2010                  5532.665         5884.932         15337.00        0.2692937        1.3639207E-02     48.76160     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:37                                            
Average Efficiency   :    0.2604443     

Average Efficiency Error  :    7.1652727E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2990.688         3302.119         15351.00        0.2540287        1.0914852E-02     45.54290     
 NP-237     205.6662      28-FEB-2010                  4432.730         4903.044         16291.00        0.2640072        1.3361474E-02     54.54456     
 CM-244     198.3060      28-FEB-2010                  5535.274         5885.508         15198.00        0.2666270        1.3505722E-02     55.39476     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:54                                            
Average Efficiency   :    0.2579819     

Average Efficiency Error  :    7.1116774E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2991.934         3298.515         15051.00        0.2591970        1.1140822E-02     52.34642     
 NP-237     167.9916      28-FEB-2010                  4432.958         4906.450         13040.00        0.2587313        1.3133503E-02     59.26225     
 CM-244     157.2432      28-FEB-2010                  5533.067         5884.234         11555.00        0.2555934        1.2999174E-02     53.94246     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:05                                            
Average Efficiency   :    0.2537318     

Average Efficiency Error  :    6.9992128E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2990.689         3298.951         14493.00        0.2520238        1.0839986E-02     53.07257     
 NP-237     162.9186      28-FEB-2010                  4432.565         4901.760         12615.00        0.2580922        1.3107629E-02     57.62673     
 CM-244     153.1968      28-FEB-2010                  5534.144         5885.263         11097.00        0.2519490        1.2822501E-02     49.69352     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:15                                            
Average Efficiency   :    0.2514302     

Average Efficiency Error  :    7.3709143E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2992.305         3301.652         14935.00        0.2520892        1.2772625E-02     49.43468     
 NP-237     168.0294      28-FEB-2010                  4435.774         4902.783         12938.00        0.2566199        1.3027905E-02     58.32872     
 CM-244     160.5822      28-FEB-2010                  5534.595         5883.271         11357.00        0.2460082        1.2515295E-02     50.54832     
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 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:25                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:25                                            
Average Efficiency   :    0.2594205     

Average Efficiency Error  :    7.1517807E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2990.599         3299.552         15044.00        0.2594741        1.1152854E-02     49.22178     
 NP-237     165.9822      28-FEB-2010                  4437.457         4903.937         12914.00        0.2593030        1.3164487E-02     60.07402     
 CM-244     153.7938      28-FEB-2010                  5535.038         5883.324         11474.00        0.2594635        1.3197457E-02     48.50361     

 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:29                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:34                                            
Average Efficiency   :    0.2613689     

Average Efficiency Error  :    7.6626986E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2992.253         3300.578         14901.00        0.2594623        1.3146532E-02     50.13268     
 NP-237     161.6154      28-FEB-2010                  4433.743         4902.451         12769.00        0.2633186        1.3370634E-02     57.80761     
 CM-244     148.1754      28-FEB-2010                  5533.912         5884.391         11134.00        0.2613912        1.3302378E-02     55.23290     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:44                                            
Average Efficiency   :    0.2640930     

Average Efficiency Error  :    7.2827796E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2992.044         3299.733         14794.00        0.2589335        1.1132949E-02     51.32822     
 NP-237     161.7816      28-FEB-2010                  4432.517         4901.935         12939.00        0.2664766        1.3528415E-02     54.97078     
 CM-244     147.2670      28-FEB-2010                  5535.121         5886.928         11417.00        0.2694678        1.3707766E-02     46.34133     
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 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:52                                            
Average Efficiency   :    0.2621950     

Average Efficiency Error  :    7.6819658E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.305         3299.762         15633.00        0.2637088        1.3353525E-02     82.33515     
 NP-237     168.1992      28-FEB-2010                  4433.512         4905.293         13354.00        0.2645872        1.3426133E-02     90.89060     
 CM-244     156.7614      28-FEB-2010                  5530.867         5884.236         11645.00        0.2584365        1.3141952E-02     75.22292     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:11                                            
Average Efficiency   :    0.2569973     

Average Efficiency Error  :    7.0847375E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.548         3298.127         15126.00        0.2540030        1.0916583E-02     44.14172     
 NP-237     167.2962      28-FEB-2010                  4433.103         4905.743         13049.00        0.2599742        1.3196479E-02     59.09604     
 CM-244     154.4388      28-FEB-2010                  5532.756         5887.083         11479.00        0.2583844        1.3142686E-02     47.15074     

 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:44                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:20                                            
Average Efficiency   :    0.2651266     

Average Efficiency Error  :    7.7662985E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.999         3298.482         15647.00        0.2614209        1.3237535E-02     52.49310     
 NP-237     169.7700      28-FEB-2010                  4433.740         4902.857         13564.00        0.2661092        1.3500577E-02     61.65032     
 CM-244     154.8234      28-FEB-2010                  5530.997         5883.236         11931.00        0.2680518        1.3625564E-02     48.42278     
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 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:48                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:29                                            
Average Efficiency   :    0.2572887     

Average Efficiency Error  :    7.0917285E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2988.325         3301.135         15296.00        0.2592964        1.1141857E-02     45.31519     
 NP-237     168.2934      28-FEB-2010                  4434.328         4903.943         13012.00        0.2577246        1.3082800E-02     57.34764     
 CM-244     158.8128      28-FEB-2010                  5532.106         5884.048         11606.00        0.2541613        1.2925272E-02     49.18843     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:38                                            
Average Efficiency   :    0.2545959     

Average Efficiency Error  :    7.4633346E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2989.628         3297.581         15049.00        0.2545406        1.2895774E-02     50.81460     
 NP-237     166.3758      28-FEB-2010                  4435.740         4904.940         12940.00        0.2587898        1.3138770E-02     55.18464     
 CM-244     157.1856      28-FEB-2010                  5532.222         5883.511         11344.00        0.2506977        1.2754791E-02     49.40612     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:55                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:47                                            
Average Efficiency   :    0.2568277     

Average Efficiency Error  :    7.0790779E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2989.103         3301.927         15303.00        0.2559804        1.0999308E-02     54.74443     
 NP-237     167.4312      28-FEB-2010                  4434.521         4903.604         12913.00        0.2570331        1.3049270E-02     54.99361     
 CM-244     156.4188      28-FEB-2010                  5530.805         5887.428         11597.00        0.2578244        1.3111779E-02     51.05744     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:32:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:44:31                                            
Average Efficiency   :    0.3825902     

Average Efficiency Error  :    1.0491861E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2989.707         3298.603         21886.00        0.3727776        1.5932491E-02     59.41614     
 NP-237     167.1294      28-FEB-2010                  4436.778         4903.577         19612.00        0.3911423        1.9755561E-02     83.50397     
 CM-244     154.7664      28-FEB-2010                  5535.292         5884.005         17307.00        0.3890730        1.9677183E-02     62.99901     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:00                                            
Average Efficiency   :    0.3756292     

Average Efficiency Error  :    1.0301736E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2988.352         3301.152         21582.00        0.3675235        1.5710710E-02     62.94045     
 NP-237     168.7422      28-FEB-2010                  4435.971         4901.730         19407.00        0.3833601        1.9364543E-02     74.37384     
 CM-244     156.3252      28-FEB-2010                  5532.338         5885.960         17081.00        0.3801484        1.9228699E-02     61.70079     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:22                                            
Average Efficiency   :    0.3714056     

Average Efficiency Error  :    1.0184642E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2989.206         3301.420         21833.00        0.3673987        1.5703088E-02     56.66065     
 NP-237     170.0886      28-FEB-2010                  4435.929         4902.346         19169.00        0.3756554        1.8977745E-02     77.50703     
 CM-244     157.7460      28-FEB-2010                  5534.536         5883.983         16911.00        0.3729898        1.8868769E-02     63.84888     
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 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:45                                            
Average Efficiency   :    0.3943375     

Average Efficiency Error  :    1.0809179E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2987.723         3301.102         22440.00        0.3886694        1.6606573E-02     58.07225     
 NP-237     166.6248      28-FEB-2010                  4432.864         4904.750         19830.00        0.3966939        2.0033749E-02     73.19129     
 CM-244     155.8290      28-FEB-2010                  5531.267         5885.561         17932.00        0.4003521        2.0239651E-02     57.10165     

 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:46:12                                            
Average Efficiency   :    0.3872887     

Average Efficiency Error  :    1.0624680E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2988.615         3302.122         21430.00        0.3754448        1.6050758E-02     49.27362     
 NP-237     159.1506      28-FEB-2010                  4434.301         4906.337         19165.00        0.4013895        2.0277847E-02     76.49972     
 CM-244     151.7142      28-FEB-2010                  5533.037         5887.425         17088.00        0.3918781        1.9821918E-02     52.63866     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:18                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:46:40                                            
Average Efficiency   :    0.3960885     

Average Efficiency Error  :    1.0863046E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2987.776         3299.690         21815.00        0.3929127        1.6793748E-02     50.36967     
 NP-237     160.8066      28-FEB-2010                  4433.250         4904.609         18819.00        0.3900837        1.9710394E-02     70.10960     
 CM-244     145.8384      28-FEB-2010                  5531.143         5885.797         17079.00        0.4074361        2.0608991E-02     54.44336     
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 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:23                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:47:02                                            
Average Efficiency   :    0.3834215     

Average Efficiency Error  :    1.0513165E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2987.691         3300.587         21881.00        0.3789289        1.6195444E-02     55.71231     
 NP-237     166.8174      28-FEB-2010                  4435.871         4901.872         19429.00        0.3882290        1.9610250E-02     75.19374     
 CM-244     155.0100      28-FEB-2010                  5532.851         5886.703         17161.00        0.3851779        1.9482067E-02     56.25860     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:47:22                                            
Average Efficiency   :    0.3750989     

Average Efficiency Error  :    1.0289310E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2989.999         3297.687         21349.00        0.3691663        1.5783150E-02     59.51852     
 NP-237     164.6658      28-FEB-2010                  4437.557         4903.381         18602.00        0.3765123        1.9027002E-02     77.09018     
 CM-244     151.3824      28-FEB-2010                  5534.136         5882.490         16649.00        0.3825592        1.9356437E-02     57.16441     

 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:08                                            
Average Efficiency   :    0.3731586     

Average Efficiency Error  :    1.0234016E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2988.215         3300.876         21933.00        0.3622511        1.5482210E-02     56.45155     
 NP-237     171.2268      28-FEB-2010                  4436.206         4902.614         19846.00        0.3863377        1.9510597E-02     75.17143     
 CM-244     159.5796      28-FEB-2010                  5534.487         5883.613         17299.00        0.3771177        1.9072708E-02     54.77157     
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 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:30                                            
Average Efficiency   :    0.3777702     

Average Efficiency Error  :    1.0360043E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2992.403         3300.254         21701.00        0.3700934        1.5819468E-02     58.26996     
 NP-237     168.3948      28-FEB-2010                  4435.259         4906.316         19307.00        0.3821775        1.9305808E-02     71.23963     
 CM-244     154.6032      28-FEB-2010                  5531.674         5885.284         17105.00        0.3849159        1.9469546E-02     57.99568     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:42                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:55                                            
Average Efficiency   :    0.3816005     

Average Efficiency Error  :    1.0470065E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2991.413         3299.625         20887.00        0.3727823        1.5942218E-02     53.56333     
 NP-237     159.6558      28-FEB-2010                  4436.611         4903.501         18852.00        0.3935780        1.9886600E-02     73.96103     
 CM-244     150.5208      28-FEB-2010                  5530.500         5885.160         16581.00        0.3832590        1.9392733E-02     56.79219     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:49:23                                            
Average Efficiency   :    0.3741489     

Average Efficiency Error  :    1.0267029E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2990.353         3297.884         20848.00        0.3660090        1.5652951E-02     56.46708     
 NP-237     161.5530      28-FEB-2010                  4433.440         4905.487         18814.00        0.3881907        1.9614782E-02     72.76767     
 CM-244     151.1856      28-FEB-2010                  5532.814         5882.458         16208.00        0.3729821        1.8877832E-02     60.24603     
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Subsection 1:     Energy Calibration 
The Energy Calibration energy=Cal_Zero+(e1*C)+(e2*C^2) 

where :      Cal_Zero =  Energy Calibration Zero 
                   e1 =  Energy Calibration Slope 
                   e2 =  Energy Calibration Quadratic 
                   C  =  Channel 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Calibration Date/Time   :    6-APR-2009 12:58:51                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.553     
 NP-237  4341  2/28/10    4768.800        4768.660     
 CM-244  4320A  2/28/10    5795.020        5794.881     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.456     

 Energy Calibration Slope   :     4.931817     
 Energy Calibration Quadratic   :    3.3200788E-04 

 Energy Calibration Range   :     7761.000     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Calibration Date/Time   :    6-APR-2009 13:03:36                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.659     
 NP-237  4341  2/28/10    4768.800        4768.615     
 CM-244  4320A  2/28/10    5795.020        5794.779     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.644     

 Energy Calibration Slope   :     5.006940     
 Energy Calibration Quadratic   :    3.0747175E-04 

 Energy Calibration Range   :     7796.000     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Calibration Date/Time   :    6-APR-2009 13:04:03                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.454     
 NP-237  4341  2/28/10    4768.800        4768.352     
 CM-244  4320A  2/28/10    5795.020        5794.822     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.849     

 Energy Calibration Slope   :     5.038005     
 Energy Calibration Quadratic   :    2.6238136E-04 

 Energy Calibration Range   :     7811.000     
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 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Calibration Date/Time   :    6-APR-2009 13:04:37                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.729     
 NP-237  4341  2/28/10    4768.800        4768.613     
 CM-244  4320A  2/28/10    5795.020        5794.959     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.399     

 Energy Calibration Slope   :     4.938306     
 Energy Calibration Quadratic   :    3.0002519E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Calibration Date/Time   :    6-APR-2009 13:05:34                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.952     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.026     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.053     

 Energy Calibration Slope   :     4.918316     
 Energy Calibration Quadratic   :    3.4386959E-04 

 Energy Calibration Range   :     7764.000     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Calibration Date/Time   :    6-APR-2009 13:06:30                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.496     
 CM-244  4320A  2/28/10    5795.020        5794.898     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2327.011     

 Energy Calibration Slope   :     4.882113     
 Energy Calibration Quadratic   :    2.8657101E-04 

 Energy Calibration Range   :     7627.000     

677



 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Calibration Date/Time   :    6-APR-2009 13:07:04                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.892     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2426.757     

 Energy Calibration Slope   :     5.113023     
 Energy Calibration Quadratic   :    3.1910368E-04 

 Energy Calibration Range   :     7997.000     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Calibration Date/Time   :    6-APR-2009 13:07:33                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.689     
 NP-237  4341  2/28/10    4768.800        4768.435     
 CM-244  4320A  2/28/10    5795.020        5794.617     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2329.761     

 Energy Calibration Slope   :     4.875983     
 Energy Calibration Quadratic   :    2.9833676E-04 

 Energy Calibration Range   :     7636.000     

 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Calibration Date/Time   :    6-APR-2009 13:10:12                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.594     
 CM-244  4320A  2/28/10    5795.020        5795.015     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.470     

 Energy Calibration Slope   :     4.948487     
 Energy Calibration Quadratic   :    3.3885636E-04 

 Energy Calibration Range   :     7796.000     
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 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Calibration Date/Time   :    6-APR-2009 13:10:53                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.667     
 NP-237  4341  2/28/10    4768.800        4768.768     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.840     

 Energy Calibration Slope   :     4.961565     
 Energy Calibration Quadratic   :    2.7261511E-04 

 Energy Calibration Range   :     7735.000     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Calibration Date/Time   :    6-APR-2009 13:11:26                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.745     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.412     

 Energy Calibration Slope   :     4.984505     
 Energy Calibration Quadratic   :    3.3001977E-04 

 Energy Calibration Range   :     7804.000     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Calibration Date/Time   :    6-APR-2009 13:11:52                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.196     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.413     

 Energy Calibration Slope   :     4.960374     
 Energy Calibration Quadratic   :    2.8473127E-04 

 Energy Calibration Range   :     7760.000     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Calibration Date/Time   :    6-APR-2009 13:12:38                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.855     
 CM-244  4320A  2/28/10    5795.020        5794.731     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.131     

 Energy Calibration Slope   :     4.922171     
 Energy Calibration Quadratic   :    3.3269136E-04 

 Energy Calibration Range   :     7756.000     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Calibration Date/Time   :    6-APR-2009 13:13:04                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.025     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2350.282     

 Energy Calibration Slope   :     4.967618     
 Energy Calibration Quadratic   :    3.0861920E-04 

 Energy Calibration Range   :     7761.000     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Calibration Date/Time   :    6-APR-2009 13:14:01                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.438     
 NP-237  4341  2/28/10    4768.800        4768.971     
 CM-244  4320A  2/28/10    5795.020        5795.194     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2339.432     

 Energy Calibration Slope   :     4.907022     
 Energy Calibration Quadratic   :    2.8995721E-04 

 Energy Calibration Range   :     7668.000     
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 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Calibration Date/Time   :    6-APR-2009 13:14:41                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.792     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2350.175     

 Energy Calibration Slope   :     4.890538     
 Energy Calibration Quadratic   :    3.1985081E-04 

 Energy Calibration Range   :     7693.000     

 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Calibration Date/Time   :    6-APR-2009 13:15:11                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.733     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.599     

 Energy Calibration Slope   :     4.959947     
 Energy Calibration Quadratic   :    3.2012837E-04 

 Energy Calibration Range   :     7778.000     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Calibration Date/Time   :    6-APR-2009 13:16:12                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.524     

 Energy Calibration Slope   :     4.961061     
 Energy Calibration Quadratic   :    2.9221922E-04 

 Energy Calibration Range   :     7752.000     
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 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Calibration Date/Time   :    6-APR-2009 13:16:44                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.375     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.481     

 Energy Calibration Slope   :     5.078040     
 Energy Calibration Quadratic   :    2.1563405E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Calibration Date/Time   :    6-APR-2009 13:17:48                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.357     
 NP-237  4341  2/28/10    4768.800        4768.444     
 CM-244  4320A  2/28/10    5795.020        5794.756     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2338.077     

 Energy Calibration Slope   :     4.987164     
 Energy Calibration Quadratic   :    2.9329740E-04 

 Energy Calibration Range   :     7752.000     

 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Calibration Date/Time   :    6-APR-2009 13:18:08                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.542     
 NP-237  4341  2/28/10    4768.800        4768.354     
 CM-244  4320A  2/28/10    5795.020        5794.802     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2273.645     

 Energy Calibration Slope   :     4.966667     
 Energy Calibration Quadratic   :    2.7828364E-04 

 Energy Calibration Range   :     7651.000     
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 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Calibration Date/Time   :    6-APR-2009 13:18:28                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.999     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.802     

 Energy Calibration Slope   :     4.983055     
 Energy Calibration Quadratic   :    2.6666990E-04 

 Energy Calibration Range   :     7760.000     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Calibration Date/Time   :    6-APR-2009 13:18:47                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.667     
 NP-237  4341  2/28/10    4768.800        4768.558     
 CM-244  4320A  2/28/10    5795.020        5794.497     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.813     

 Energy Calibration Slope   :     4.993198     
 Energy Calibration Quadratic   :    3.0278138E-04 

 Energy Calibration Range   :     7811.000     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Calibration Date/Time   :    6-APR-2009 13:19:49                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.472     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.428     

 Energy Calibration Slope   :     4.982252     
 Energy Calibration Quadratic   :    2.5462170E-04 

 Energy Calibration Range   :     7713.000     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Calibration Date/Time   :    6-APR-2009 13:20:36                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.389     
 NP-237  4341  2/28/10    4768.800        4769.488     
 CM-244  4320A  2/28/10    5795.020        5795.167     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2325.594     

 Energy Calibration Slope   :     4.886506     
 Energy Calibration Quadratic   :    2.8044375E-04 

 Energy Calibration Range   :     7623.000     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Calibration Date/Time   :    6-APR-2009 13:21:04                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.470     
 NP-237  4341  2/28/10    4768.800        4768.434     
 CM-244  4320A  2/28/10    5795.020        5794.906     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.566     

 Energy Calibration Slope   :     4.945718     
 Energy Calibration Quadratic   :    3.3158966E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Calibration Date/Time   :    6-APR-2009 13:21:48                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.229     
 NP-237  4341  2/28/10    4768.800        4768.304     
 CM-244  4320A  2/28/10    5795.020        5794.701     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.113     

 Energy Calibration Slope   :     4.994022     
 Energy Calibration Quadratic   :    3.0271555E-04 

 Energy Calibration Range   :     7811.000     
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 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Calibration Date/Time   :    6-APR-2009 13:22:18                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.810     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5794.925     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2317.417     

 Energy Calibration Slope   :     4.940191     
 Energy Calibration Quadratic   :    3.4573264E-04 

 Energy Calibration Range   :     7739.000     

 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Calibration Date/Time   :    6-APR-2009 15:01:47                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.778     

 Energy Calibration Slope   :     4.929035     
 Energy Calibration Quadratic   :    2.9254600E-04 

 Energy Calibration Range   :     7715.000     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Calibration Date/Time   :    6-APR-2009 15:02:16                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.827     

 Energy Calibration Slope   :     4.958842     
 Energy Calibration Quadratic   :    2.9750221E-04 

 Energy Calibration Range   :     7773.000     
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 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Calibration Date/Time   :    6-APR-2009 13:25:48                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2403.002     

 Energy Calibration Slope   :     4.988713     
 Energy Calibration Quadratic   :    3.5655219E-04 

 Energy Calibration Range   :     7885.000     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Calibration Date/Time   :    6-APR-2009 13:27:13                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2336.683     

 Energy Calibration Slope   :     4.840258     
 Energy Calibration Quadratic   :    3.3991461E-04 

 Energy Calibration Range   :     7650.000     

 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Calibration Date/Time   :    6-APR-2009 13:27:44                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.254     
 NP-237  4341  2/28/10    4768.800        4768.941     
 CM-244  4320A  2/28/10    5795.020        5795.071     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.263     

 Energy Calibration Slope   :     4.965797     
 Energy Calibration Quadratic   :    3.1331257E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Calibration Date/Time   :    6-APR-2009 15:04:06                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.699     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5794.857     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2413.531     

 Energy Calibration Slope   :     5.146168     
 Energy Calibration Quadratic   :    3.7651160E-04 

 Energy Calibration Range   :     8078.000     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Calibration Date/Time   :    6-APR-2009 13:46:56                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2333.129     

 Energy Calibration Slope   :     4.960517     
 Energy Calibration Quadratic   :    3.3577872E-04 

 Energy Calibration Range   :     7765.000     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Calibration Date/Time   :    6-APR-2009 13:47:41                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.740     
 CM-244  4320A  2/28/10    5795.020        5794.863     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.383     

 Energy Calibration Slope   :     4.905147     
 Energy Calibration Quadratic   :    3.6476713E-04 

 Energy Calibration Range   :     7758.000     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Calibration Date/Time   :    6-APR-2009 13:48:53                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.392     
 NP-237  4341  2/28/10    4768.800        4769.454     
 CM-244  4320A  2/28/10    5795.020        5795.396     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2384.184     

 Energy Calibration Slope   :     4.943643     
 Energy Calibration Quadratic   :    2.7267355E-04 

 Energy Calibration Range   :     7732.000     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Calibration Date/Time   :    6-APR-2009 13:49:27                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.109     
 CM-244  4320A  2/28/10    5795.020        5795.144     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.611     

 Energy Calibration Slope   :     4.928907     
 Energy Calibration Quadratic   :    3.5636651E-04 

 Energy Calibration Range   :     7799.000     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Calibration Date/Time   :    6-APR-2009 13:49:59                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.151     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.928     

 Energy Calibration Slope   :     4.920143     
 Energy Calibration Quadratic   :    3.1362279E-04 

 Energy Calibration Range   :     7751.000     
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 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Calibration Date/Time   :    6-APR-2009 13:50:29                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.749     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.250     

 Energy Calibration Slope   :     4.895535     
 Energy Calibration Quadratic   :    3.3696624E-04 

 Energy Calibration Range   :     7716.000     

 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Calibration Date/Time   :    6-APR-2009 13:50:57                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.259     
 NP-237  4341  2/28/10    4768.800        4768.875     
 CM-244  4320A  2/28/10    5795.020        5795.114     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.489     

 Energy Calibration Slope   :     4.936915     
 Energy Calibration Quadratic   :    3.7290287E-04 

 Energy Calibration Range   :     7806.000     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Calibration Date/Time   :    6-APR-2009 13:51:12                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.140     

 Energy Calibration Slope   :     4.906584     
 Energy Calibration Quadratic   :    3.4236698E-04 

 Energy Calibration Range   :     7764.000     
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 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Calibration Date/Time   :    6-APR-2009 13:51:41                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.282     
 NP-237  4341  2/28/10    4768.800        4769.305     
 CM-244  4320A  2/28/10    5795.020        5795.116     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2371.929     

 Energy Calibration Slope   :     4.936819     
 Energy Calibration Quadratic   :    3.2606977E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Calibration Date/Time   :    6-APR-2009 13:52:25                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.104     
 NP-237  4341  2/28/10    4768.800        4767.807     
 CM-244  4320A  2/28/10    5795.020        5794.121     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.421     

 Energy Calibration Slope   :     4.959243     
 Energy Calibration Quadratic   :    3.4402995E-04 

 Energy Calibration Range   :     7829.000     

 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Calibration Date/Time   :    6-APR-2009 13:53:02                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.830     
 NP-237  4341  2/28/10    4768.800        4768.643     
 CM-244  4320A  2/28/10    5795.020        5794.908     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2387.220     

 Energy Calibration Slope   :     4.932350     
 Energy Calibration Quadratic   :    3.4446726E-04 

 Energy Calibration Range   :     7799.000     
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 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Calibration Date/Time   :    6-APR-2009 13:53:31                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.455     
 NP-237  4341  2/28/10    4768.800        4769.188     
 CM-244  4320A  2/28/10    5795.020        5795.434     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.093     

 Energy Calibration Slope   :     4.876299     
 Energy Calibration Quadratic   :    3.6112565E-04 

 Energy Calibration Range   :     7742.000     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Calibration Date/Time   :    6-APR-2009 13:54:15                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.228     

 Energy Calibration Slope   :     4.962677     
 Energy Calibration Quadratic   :    3.1803889E-04 

 Energy Calibration Range   :     7778.000     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Calibration Date/Time   :    6-APR-2009 13:54:28                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.802     
 CM-244  4320A  2/28/10    5795.020        5794.948     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.525     

 Energy Calibration Slope   :     4.948871     
 Energy Calibration Quadratic   :    2.9736495E-04 

 Energy Calibration Range   :     7758.000     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Calibration Date/Time   :   13-APR-2009 14:51:12                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.205     
 NP-237  4341  2/28/10    4768.800        4768.255     
 CM-244  4320A  2/28/10    5795.020        5794.460     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2387.150     

 Energy Calibration Slope   :     4.907468     
 Energy Calibration Quadratic   :    3.5827042E-04 

 Energy Calibration Range   :     7788.000     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Calibration Date/Time   :   13-APR-2009 14:51:45                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.605     
 NP-237  4341  2/28/10    4768.800        4768.604     
 CM-244  4320A  2/28/10    5795.020        5794.831     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.923     

 Energy Calibration Slope   :     4.991252     
 Energy Calibration Quadratic   :    2.7249113E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Calibration Date/Time   :   13-APR-2009 14:52:21                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.978     
 NP-237  4341  2/28/10    4768.800        4767.731     
 CM-244  4320A  2/28/10    5795.020        5794.261     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2403.343     

 Energy Calibration Slope   :     4.989522     
 Energy Calibration Quadratic   :    2.8533844E-04 

 Energy Calibration Range   :     7812.000     
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 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Calibration Date/Time   :   13-APR-2009 14:53:00                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.204     
 NP-237  4341  2/28/10    4768.800        4768.421     
 CM-244  4320A  2/28/10    5795.020        5794.772     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.279     

 Energy Calibration Slope   :     4.979439     
 Energy Calibration Quadratic   :    3.1535840E-04 

 Energy Calibration Range   :     7790.000     

 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Calibration Date/Time   :   13-APR-2009 14:53:55                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.518     
 NP-237  4341  2/28/10    4768.800        4768.442     
 CM-244  4320A  2/28/10    5795.020        5794.664     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.727     

 Energy Calibration Slope   :     4.946905     
 Energy Calibration Quadratic   :    3.2938438E-04 

 Energy Calibration Range   :     7784.000     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Calibration Date/Time   :   13-APR-2009 14:55:14                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.489     
 NP-237  4341  2/28/10    4768.800        4768.269     
 CM-244  4320A  2/28/10    5795.020        5794.729     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.522     

 Energy Calibration Slope   :     4.939168     
 Energy Calibration Quadratic   :    3.1144838E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Calibration Date/Time   :   13-APR-2009 14:55:56                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.590     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.644     

 Energy Calibration Slope   :     4.989100     
 Energy Calibration Quadratic   :    3.0472194E-04 

 Energy Calibration Range   :     7811.000     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Calibration Date/Time   :   13-APR-2009 14:56:50                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.250     
 NP-237  4341  2/28/10    4768.800        4768.418     
 CM-244  4320A  2/28/10    5795.020        5794.724     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.800     

 Energy Calibration Slope   :     4.944605     
 Energy Calibration Quadratic   :    3.1654417E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Calibration Date/Time   :   13-APR-2009 14:57:46                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.405     
 NP-237  4341  2/28/10    4768.800        4768.534     
 CM-244  4320A  2/28/10    5795.020        5794.933     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2333.449     

 Energy Calibration Slope   :     4.915167     
 Energy Calibration Quadratic   :    3.2835442E-04 

 Energy Calibration Range   :     7711.000     
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 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Calibration Date/Time   :   13-APR-2009 14:59:13                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.854     
 NP-237  4341  2/28/10    4768.800        4768.042     
 CM-244  4320A  2/28/10    5795.020        5794.099     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2392.284     

 Energy Calibration Slope   :     5.059223     
 Energy Calibration Quadratic   :    3.2164634E-04 

 Energy Calibration Range   :     7910.000     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Calibration Date/Time   :   13-APR-2009 15:01:09                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.170     
 NP-237  4341  2/28/10    4768.800        4768.277     
 CM-244  4320A  2/28/10    5795.020        5794.248     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.292     

 Energy Calibration Slope   :     4.943631     
 Energy Calibration Quadratic   :    3.2913056E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Calibration Date/Time   :   13-APR-2009 15:02:20                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.303     
 NP-237  4341  2/28/10    4768.800        4768.374     
 CM-244  4320A  2/28/10    5795.020        5794.748     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2345.437     

 Energy Calibration Slope   :     4.963116     
 Energy Calibration Quadratic   :    3.0810290E-04 

 Energy Calibration Range   :     7751.000     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Calibration Date/Time   :   13-APR-2009 15:03:07                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.871     

 Energy Calibration Slope   :     4.930130     
 Energy Calibration Quadratic   :    3.1315890E-04 

 Energy Calibration Range   :     7743.000     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Calibration Date/Time   :   13-APR-2009 15:04:39                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.547     

 Energy Calibration Slope   :     4.919441     
 Energy Calibration Quadratic   :    3.2758035E-04 

 Energy Calibration Range   :     7771.000     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Calibration Date/Time   :   13-APR-2009 15:05:10                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.689     
 NP-237  4341  2/28/10    4768.800        4768.213     
 CM-244  4320A  2/28/10    5795.020        5794.819     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.506     

 Energy Calibration Slope   :     4.951405     
 Energy Calibration Quadratic   :    2.8809396E-04 

 Energy Calibration Range   :     7743.000     
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 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Calibration Date/Time   :   13-APR-2009 15:05:43                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.372     
 NP-237  4341  2/28/10    4768.800        4768.880     
 CM-244  4320A  2/28/10    5795.020        5795.178     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.629     

 Energy Calibration Slope   :     5.027619     
 Energy Calibration Quadratic   :    2.7117966E-04 

 Energy Calibration Range   :     7787.000     

 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Calibration Date/Time   :   13-APR-2009 15:06:51                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.206     
 NP-237  4341  2/28/10    4768.800        4767.141     
 CM-244  4320A  2/28/10    5795.020        5793.908     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2388.427     

 Energy Calibration Slope   :     4.949917     
 Energy Calibration Quadratic   :    3.0119886E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Calibration Date/Time   :   13-APR-2009 15:07:46                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.903     

 Energy Calibration Slope   :     4.946121     
 Energy Calibration Quadratic   :    3.3385414E-04 

 Energy Calibration Range   :     7798.000     
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 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Calibration Date/Time   :   13-APR-2009 15:09:15                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.102     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.275     

 Energy Calibration Slope   :     5.066185     
 Energy Calibration Quadratic   :    2.0921866E-04 

 Energy Calibration Range   :     7779.000     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Calibration Date/Time   :   13-APR-2009 15:09:52                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.471     
 CM-244  4320A  2/28/10    5795.020        5795.015     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.454     

 Energy Calibration Slope   :     5.024891     
 Energy Calibration Quadratic   :    2.6919754E-04 

 Energy Calibration Range   :     7792.000     

 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Calibration Date/Time   :   13-APR-2009 15:10:37                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.536     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5794.728     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.675     

 Energy Calibration Slope   :     4.987167     
 Energy Calibration Quadratic   :    2.9936104E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Calibration Date/Time   :   13-APR-2009 15:11:06                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.974     

 Energy Calibration Slope   :     4.994454     
 Energy Calibration Quadratic   :    2.6422139E-04 

 Energy Calibration Range   :     7748.000     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Calibration Date/Time   :   13-APR-2009 15:11:58                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.576     
 NP-237  4341  2/28/10    4768.800        4768.472     
 CM-244  4320A  2/28/10    5795.020        5794.540     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.428     

 Energy Calibration Slope   :     4.975018     
 Energy Calibration Quadratic   :    2.6395716E-04 

 Energy Calibration Range   :     7718.000     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Calibration Date/Time   :   13-APR-2009 15:12:54                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.984     
 NP-237  4341  2/28/10    4768.800        4768.488     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.439     

 Energy Calibration Slope   :     4.936648     
 Energy Calibration Quadratic   :    2.5306165E-04 

 Energy Calibration Range   :     7676.000     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Calibration Date/Time   :   13-APR-2009 15:13:34                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.805     
 NP-237  4341  2/28/10    4768.800        4768.744     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.952     

 Energy Calibration Slope   :     4.997909     
 Energy Calibration Quadratic   :    3.1919676E-04 

 Energy Calibration Range   :     7807.000     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Calibration Date/Time   :   13-APR-2009 15:16:09                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.804     
 NP-237  4341  2/28/10    4768.800        4768.749     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.035     

 Energy Calibration Slope   :     4.905818     
 Energy Calibration Quadratic   :    3.4581186E-04 

 Energy Calibration Range   :     7745.000     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Calibration Date/Time   :   13-APR-2009 15:16:41                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.992     
 NP-237  4341  2/28/10    4768.800        4768.625     
 CM-244  4320A  2/28/10    5795.020        5794.824     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.965     

 Energy Calibration Slope   :     4.961516     
 Energy Calibration Quadratic   :    3.3385112E-04 

 Energy Calibration Range   :     7797.000     
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 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Calibration Date/Time   :   13-APR-2009 15:17:40                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.645     
 NP-237  4341  2/28/10    4768.800        4768.618     
 CM-244  4320A  2/28/10    5795.020        5795.011     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.501     

 Energy Calibration Slope   :     4.912975     
 Energy Calibration Quadratic   :    3.5535375E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Calibration Date/Time   :   13-APR-2009 15:18:21                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.717     
 NP-237  4341  2/28/10    4768.800        4768.312     
 CM-244  4320A  2/28/10    5795.020        5794.464     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.317     

 Energy Calibration Slope   :     4.909558     
 Energy Calibration Quadratic   :    3.3290175E-04 

 Energy Calibration Range   :     7744.000     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Calibration Date/Time   :   13-APR-2009 15:19:02                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.789     
 CM-244  4320A  2/28/10    5795.020        5794.853     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.715     

 Energy Calibration Slope   :     4.943599     
 Energy Calibration Quadratic   :    3.0841850E-04 

 Energy Calibration Range   :     7744.000     
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 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Calibration Date/Time   :   13-APR-2009 15:19:43                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.618     
 NP-237  4341  2/28/10    4768.800        4768.467     
 CM-244  4320A  2/28/10    5795.020        5794.708     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2441.532     

 Energy Calibration Slope   :     5.110598     
 Energy Calibration Quadratic   :    3.5022269E-04 

 Energy Calibration Range   :     8042.000     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Calibration Date/Time   :   13-APR-2009 15:20:28                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.238     
 NP-237  4341  2/28/10    4768.800        4768.661     
 CM-244  4320A  2/28/10    5795.020        5794.897     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.169     

 Energy Calibration Slope   :     4.923781     
 Energy Calibration Quadratic   :    3.4834209E-04 

 Energy Calibration Range   :     7763.000     

 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Calibration Date/Time   :   13-APR-2009 15:20:42                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.802     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.311     

 Energy Calibration Slope   :     4.953571     
 Energy Calibration Quadratic   :    3.3700597E-04 

 Energy Calibration Range   :     7799.000     
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 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Calibration Date/Time   :   13-APR-2009 15:21:14                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.740     
 CM-244  4320A  2/28/10    5795.020        5794.868     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.438     

 Energy Calibration Slope   :     4.970328     
 Energy Calibration Quadratic   :    3.5039001E-04 

 Energy Calibration Range   :     7847.000     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Calibration Date/Time   :   13-APR-2009 15:21:46                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.653     
 NP-237  4341  2/28/10    4768.800        4768.792     
 CM-244  4320A  2/28/10    5795.020        5794.933     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.577     

 Energy Calibration Slope   :     4.914857     
 Energy Calibration Quadratic   :    3.4105792E-04 

 Energy Calibration Range   :     7760.000     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Calibration Date/Time   :   13-APR-2009 15:22:18                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.500     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.246     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2385.656     

 Energy Calibration Slope   :     4.888164     
 Energy Calibration Quadratic   :    3.5764696E-04 

 Energy Calibration Range   :     7766.000     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Calibration Date/Time   :   13-APR-2009 15:23:01                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.437     
 NP-237  4341  2/28/10    4768.800        4768.339     
 CM-244  4320A  2/28/10    5795.020        5794.784     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2409.580     

 Energy Calibration Slope   :     4.929469     
 Energy Calibration Quadratic   :    3.3109862E-04 

 Energy Calibration Range   :     7805.000     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Calibration Date/Time   :   13-APR-2009 15:23:29                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.637     
 NP-237  4341  2/28/10    4768.800        4768.587     
 CM-244  4320A  2/28/10    5795.020        5794.825     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.427     

 Energy Calibration Slope   :     4.875785     
 Energy Calibration Quadratic   :    3.4854008E-04 

 Energy Calibration Range   :     7728.000     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Calibration Date/Time   :   13-APR-2009 15:23:58                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.177     
 NP-237  4341  2/28/10    4768.800        4768.519     
 CM-244  4320A  2/28/10    5795.020        5794.677     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2399.290     

 Energy Calibration Slope   :     4.889423     
 Energy Calibration Quadratic   :    3.5246403E-04 

 Energy Calibration Range   :     7776.000     
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 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Calibration Date/Time   :   13-APR-2009 15:25:04                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.847     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.646     

 Energy Calibration Slope   :     4.888439     
 Energy Calibration Quadratic   :    3.4609274E-04 

 Energy Calibration Range   :     7725.000     

 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Calibration Date/Time   :   13-APR-2009 15:25:30                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.873     

 Energy Calibration Slope   :     4.873909     
 Energy Calibration Quadratic   :    3.6905476E-04 

 Energy Calibration Range   :     7755.000     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Calibration Date/Time   :   13-APR-2009 15:29:15                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.843     
 NP-237  4341  2/28/10    4768.800        4769.818     
 CM-244  4320A  2/28/10    5795.020        5795.330     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2387.765     

 Energy Calibration Slope   :     4.934225     
 Energy Calibration Quadratic   :    3.3484571E-04 

 Energy Calibration Range   :     7792.000     
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 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Calibration Date/Time   :   13-APR-2009 15:29:45                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.687     
 NP-237  4341  2/28/10    4768.800        4768.620     
 CM-244  4320A  2/28/10    5795.020        5794.738     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.013     

 Energy Calibration Slope   :     4.985866     
 Energy Calibration Quadratic   :    3.1863715E-04 

 Energy Calibration Range   :     7807.000     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Calibration Date/Time   :   13-APR-2009 15:33:32                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.700     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2371.307     

 Energy Calibration Slope   :     4.906446     
 Energy Calibration Quadratic   :    3.7039281E-04 

 Energy Calibration Range   :     7784.000     

 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Calibration Date/Time   :   13-APR-2009 15:38:49                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3192.191     
 NP-237  4341  2/28/10    4768.800        4825.258     
 CM-244  4320A  2/28/10    5795.020        5800.966     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2476.271     

 Energy Calibration Slope   :     5.063444     
 Energy Calibration Quadratic   :    6.5954291E-04 

 Energy Calibration Range   :     8353.000     
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 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Calibration Date/Time   :   13-APR-2009 15:39:38                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.583     
 NP-237  4341  2/28/10    4768.800        4768.561     
 CM-244  4320A  2/28/10    5795.020        5794.803     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2456.819     

 Energy Calibration Slope   :     5.093572     
 Energy Calibration Quadratic   :    3.5519610E-04 

 Energy Calibration Range   :     8045.000     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Calibration Date/Time   :   13-APR-2009 15:41:04                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.389     
 NP-237  4341  2/28/10    4768.800        4768.403     
 CM-244  4320A  2/28/10    5795.020        5794.871     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.855     

 Energy Calibration Slope   :     4.946125     
 Energy Calibration Quadratic   :    3.1959711E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Calibration Date/Time   :   13-APR-2009 15:41:20                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.074     

 Energy Calibration Slope   :     4.917214     
 Energy Calibration Quadratic   :    3.5561869E-04 

 Energy Calibration Range   :     7783.000     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Calibration Date/Time   :   20-APR-2009 15:55:03                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.781     

 Energy Calibration Slope   :     4.987228     
 Energy Calibration Quadratic   :    2.8707122E-04 

 Energy Calibration Range   :     7799.000     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Calibration Date/Time   :   20-APR-2009 15:55:41                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2334.788     

 Energy Calibration Slope   :     4.999506     
 Energy Calibration Quadratic   :    2.3315748E-04 

 Energy Calibration Range   :     7699.000     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Calibration Date/Time   :   20-APR-2009 15:55:56                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.611     
 CM-244  4320A  2/28/10    5795.020        5794.966     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.581     

 Energy Calibration Slope   :     5.011998     
 Energy Calibration Quadratic   :    2.5463369E-04 

 Energy Calibration Range   :     7768.000     
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 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Calibration Date/Time   :   20-APR-2009 15:56:28                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.673     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.473     

 Energy Calibration Slope   :     4.986252     
 Energy Calibration Quadratic   :    2.6295055E-04 

 Energy Calibration Range   :     7747.000     

 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Calibration Date/Time   :   20-APR-2009 15:56:52                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.992     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.464     

 Energy Calibration Slope   :     4.962188     
 Energy Calibration Quadratic   :    2.8009951E-04 

 Energy Calibration Range   :     7761.000     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Calibration Date/Time   :   20-APR-2009 15:57:31                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.908     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2342.626     

 Energy Calibration Slope   :     4.967328     
 Energy Calibration Quadratic   :    2.8218632E-04 

 Energy Calibration Range   :     7725.000     
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 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Calibration Date/Time   :    2-FEB-2009 15:15:38                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3150.666     
 NP-237  4341  2/28/10    4768.800        4669.281     
 CM-244  4320A  2/28/10    5795.020        5706.875     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2437.949     

 Energy Calibration Slope   :     5.036866     
 Energy Calibration Quadratic   :                                                                   

 Energy Calibration Range   :     7596.000     

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Calibration Date/Time   :   20-APR-2009 15:58:02                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.730     
 NP-237  4341  2/28/10    4768.800        4768.604     
 CM-244  4320A  2/28/10    5795.020        5794.914     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2333.204     

 Energy Calibration Slope   :     5.018580     
 Energy Calibration Quadratic   :    2.5951481E-04 

 Energy Calibration Range   :     7744.000     

 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Calibration Date/Time   :   20-APR-2009 15:58:48                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.999     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2333.171     

 Energy Calibration Slope   :     4.976232     
 Energy Calibration Quadratic   :    2.5710312E-04 

 Energy Calibration Range   :     7698.000     
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 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Calibration Date/Time   :   20-APR-2009 15:59:04                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5794.760     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2331.061     

 Energy Calibration Slope   :     4.968017     
 Energy Calibration Quadratic   :    2.6857504E-04 

 Energy Calibration Range   :     7700.000     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Calibration Date/Time   :   20-APR-2009 15:59:28                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.926     

 Energy Calibration Slope   :     4.969637     
 Energy Calibration Quadratic   :    2.6917330E-04 

 Energy Calibration Range   :     7751.000     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Calibration Date/Time   :   20-APR-2009 15:59:57                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.569     
 NP-237  4341  2/28/10    4768.800        4768.269     
 CM-244  4320A  2/28/10    5795.020        5794.866     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.935     

 Energy Calibration Slope   :     5.002424     
 Energy Calibration Quadratic   :    2.6343582E-04 

 Energy Calibration Range   :     7783.000     

711



 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Calibration Date/Time   :   20-APR-2009 16:00:35                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.992     
 NP-237  4341  2/28/10    4768.800        4768.894     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2341.322     

 Energy Calibration Slope   :     4.957345     
 Energy Calibration Quadratic   :    2.6087265E-04 

 Energy Calibration Range   :     7691.000     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Calibration Date/Time   :   20-APR-2009 16:01:20                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.255     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2348.434     

 Energy Calibration Slope   :     5.026514     
 Energy Calibration Quadratic   :    2.0838133E-04 

 Energy Calibration Range   :     7714.000     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Calibration Date/Time   :   20-APR-2009 16:02:20                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2328.363     

 Energy Calibration Slope   :     4.973876     
 Energy Calibration Quadratic   :    2.5453448E-04 

 Energy Calibration Range   :     7689.000     
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 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Calibration Date/Time   :   20-APR-2009 16:02:36                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.624     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2327.958     

 Energy Calibration Slope   :     5.007263     
 Energy Calibration Quadratic   :    2.2566838E-04 

 Energy Calibration Range   :     7692.000     

 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Calibration Date/Time   :   20-APR-2009 16:03:03                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.877     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.909     

 Energy Calibration Slope   :     4.949077     
 Energy Calibration Quadratic   :    2.6911020E-04 

 Energy Calibration Range   :     7695.000     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Calibration Date/Time   :   20-APR-2009 16:03:25                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2331.840     

 Energy Calibration Slope   :     4.981602     
 Energy Calibration Quadratic   :    2.3314920E-04 

 Energy Calibration Range   :     7677.000     
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 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Calibration Date/Time   :   20-APR-2009 16:04:54                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.245     
 NP-237  4341  2/28/10    4768.800        4768.445     
 CM-244  4320A  2/28/10    5795.020        5794.966     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2384.853     

 Energy Calibration Slope   :     4.915423     
 Energy Calibration Quadratic   :    3.2115410E-04 

 Energy Calibration Range   :     7755.000     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Calibration Date/Time   :   20-APR-2009 16:05:32                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.581     
 NP-237  4341  2/28/10    4768.800        4768.212     
 CM-244  4320A  2/28/10    5795.020        5794.636     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.529     

 Energy Calibration Slope   :     5.017768     
 Energy Calibration Quadratic   :    2.5285562E-04 

 Energy Calibration Range   :     7757.000     

 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Calibration Date/Time   :   20-APR-2009 16:06:16                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2305.927     

 Energy Calibration Slope   :     4.906789     
 Energy Calibration Quadratic   :    2.6330893E-04 

 Energy Calibration Range   :     7607.000     
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 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Calibration Date/Time   :   20-APR-2009 16:06:41                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2323.563     

 Energy Calibration Slope   :     4.977657     
 Energy Calibration Quadratic   :    2.3630487E-04 

 Energy Calibration Range   :     7668.000     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Calibration Date/Time   :   20-APR-2009 16:07:13                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2329.621     

 Energy Calibration Slope   :     4.951478     
 Energy Calibration Quadratic   :    2.5553966E-04 

 Energy Calibration Range   :     7668.000     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Calibration Date/Time   :   20-APR-2009 16:08:00                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3184.364     
 NP-237  4341  2/28/10    4768.800        4770.135     
 CM-244  4320A  2/28/10    5795.020        5795.500     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2335.071     

 Energy Calibration Slope   :     4.999128     
 Energy Calibration Quadratic   :    2.0603859E-04 

 Energy Calibration Range   :     7670.000     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Calibration Date/Time   :   20-APR-2009 16:08:19                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.122     
 NP-237  4341  2/28/10    4768.800        4768.999     
 CM-244  4320A  2/28/10    5795.020        5795.171     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.167     

 Energy Calibration Slope   :     4.997224     
 Energy Calibration Quadratic   :    3.1204478E-04 

 Energy Calibration Range   :     7824.000     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Calibration Date/Time   :   20-APR-2009 16:08:48                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.516     
 NP-237  4341  2/28/10    4768.800        4769.402     
 CM-244  4320A  2/28/10    5795.020        5795.101     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.594     

 Energy Calibration Slope   :     4.988297     
 Energy Calibration Quadratic   :    2.7098492E-04 

 Energy Calibration Range   :     7766.000     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Calibration Date/Time   :   20-APR-2009 16:09:20                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.244     

 Energy Calibration Slope   :     4.965322     
 Energy Calibration Quadratic   :    2.7760462E-04 

 Energy Calibration Range   :     7719.000     
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 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Calibration Date/Time   :   20-APR-2009 16:09:53                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.539     

 Energy Calibration Slope   :     4.969424     
 Energy Calibration Quadratic   :    2.8646397E-04 

 Energy Calibration Range   :     7727.000     

 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Calibration Date/Time   :   20-APR-2009 16:10:20                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.855     
 CM-244  4320A  2/28/10    5795.020        5795.164     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.834     

 Energy Calibration Slope   :     4.951031     
 Energy Calibration Quadratic   :    2.9392925E-04 

 Energy Calibration Range   :     7734.000     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Calibration Date/Time   :   20-APR-2009 16:10:58                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.008     
 NP-237  4341  2/28/10    4768.800        4768.827     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.088     

 Energy Calibration Slope   :     4.957294     
 Energy Calibration Quadratic   :    3.0408721E-04 

 Energy Calibration Range   :     7769.000     
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 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Calibration Date/Time   :   20-APR-2009 16:11:14                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.760     
 NP-237  4341  2/28/10    4768.800        4768.645     
 CM-244  4320A  2/28/10    5795.020        5794.926     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2388.368     

 Energy Calibration Slope   :     4.976676     
 Energy Calibration Quadratic   :    3.0769451E-04 

 Energy Calibration Range   :     7807.000     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Calibration Date/Time   :   20-APR-2009 16:11:42                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.585     

 Energy Calibration Slope   :     4.945043     
 Energy Calibration Quadratic   :    3.0162852E-04 

 Energy Calibration Range   :     7727.000     

 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Calibration Date/Time   :   21-APR-2009 12:58:33                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.878     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.930     

 Energy Calibration Slope   :     4.975018     
 Energy Calibration Quadratic   :    2.8744951E-04 

 Energy Calibration Range   :     7749.000     
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 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Calibration Date/Time   :   20-APR-2009 16:13:33                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.749     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2351.991     

 Energy Calibration Slope   :     4.931115     
 Energy Calibration Quadratic   :    2.9402040E-04 

 Energy Calibration Range   :     7710.000     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Calibration Date/Time   :   20-APR-2009 16:13:59                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.719     
 CM-244  4320A  2/28/10    5795.020        5794.900     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.975     

 Energy Calibration Slope   :     4.989298     
 Energy Calibration Quadratic   :    2.3771606E-04 

 Energy Calibration Range   :     7705.000     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Calibration Date/Time   :   20-APR-2009 16:14:16                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.840     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.894     

 Energy Calibration Slope   :     4.946472     
 Energy Calibration Quadratic   :    2.9191433E-04 

 Energy Calibration Range   :     7721.000     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Calibration Date/Time   :   20-APR-2009 16:14:36                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.242     
 NP-237  4341  2/28/10    4768.800        4768.963     
 CM-244  4320A  2/28/10    5795.020        5795.163     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.881     

 Energy Calibration Slope   :     4.950790     
 Energy Calibration Quadratic   :    2.9855969E-04 

 Energy Calibration Range   :     7765.000     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Calibration Date/Time   :   20-APR-2009 16:15:08                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.107     
 NP-237  4341  2/28/10    4768.800        4768.927     
 CM-244  4320A  2/28/10    5795.020        5795.067     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2351.640     

 Energy Calibration Slope   :     4.966304     
 Energy Calibration Quadratic   :    2.8207924E-04 

 Energy Calibration Range   :     7733.000     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Calibration Date/Time   :   20-APR-2009 16:15:48                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.091     

 Energy Calibration Slope   :     4.925522     
 Energy Calibration Quadratic   :    2.8786584E-04 

 Energy Calibration Range   :     7690.000     
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 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Calibration Date/Time   :   20-APR-2009 16:16:39                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2339.760     

 Energy Calibration Slope   :     4.952960     
 Energy Calibration Quadratic   :    2.6363280E-04 

 Energy Calibration Range   :     7688.000     

 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Calibration Date/Time   :   20-APR-2009 16:17:07                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.991     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2335.656     

 Energy Calibration Slope   :     4.932863     
 Energy Calibration Quadratic   :    3.0280784E-04 

 Energy Calibration Range   :     7704.000     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Calibration Date/Time   :   20-APR-2009 16:17:21                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.838     
 NP-237  4341  2/28/10    4768.800        4768.760     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2340.425     

 Energy Calibration Slope   :     4.952616     
 Energy Calibration Quadratic   :    2.7762199E-04 

 Energy Calibration Range   :     7703.000     
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 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Calibration Date/Time   :   20-APR-2009 16:17:48                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.807     
 NP-237  4341  2/28/10    4768.800        4768.831     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.538     

 Energy Calibration Slope   :     4.971138     
 Energy Calibration Quadratic   :    3.0001739E-04 

 Energy Calibration Range   :     7772.000     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Calibration Date/Time   :   20-APR-2009 16:18:23                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.768     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.432     

 Energy Calibration Slope   :     4.976557     
 Energy Calibration Quadratic   :    2.9581698E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Calibration Date/Time   :   21-APR-2009 12:59:48                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.148     
 NP-237  4341  2/28/10    4768.800        4769.080     
 CM-244  4320A  2/28/10    5795.020        5795.068     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.544     

 Energy Calibration Slope   :     4.972784     
 Energy Calibration Quadratic   :    2.9278069E-04 

 Energy Calibration Range   :     7754.000     
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 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Calibration Date/Time   :   21-APR-2009 13:00:04                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3184.366     
 NP-237  4341  2/28/10    4768.800        4772.578     
 CM-244  4320A  2/28/10    5795.020        5795.602     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.279     

 Energy Calibration Slope   :     5.022267     
 Energy Calibration Quadratic   :    2.6568698E-04 

 Energy Calibration Range   :     7797.000     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Calibration Date/Time   :   20-APR-2009 16:20:53                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.553     

 Energy Calibration Slope   :     4.975055     
 Energy Calibration Quadratic   :    3.0360671E-04 

 Energy Calibration Range   :     7771.000     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Calibration Date/Time   :   20-APR-2009 16:21:07                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.834     
 NP-237  4341  2/28/10    4768.800        4768.775     
 CM-244  4320A  2/28/10    5795.020        5794.946     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2357.439     

 Energy Calibration Slope   :     4.988945     
 Energy Calibration Quadratic   :    2.9129273E-04 

 Energy Calibration Range   :     7772.000     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Calibration Date/Time   :   30-MAR-2009 08:14:55                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.299     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.372     

 Energy Calibration Slope   :     4.867168     
 Energy Calibration Quadratic   :    3.7813190E-04 

 Energy Calibration Range   :     7759.000     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:11                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.533     

 Energy Calibration Slope   :     4.931921     
 Energy Calibration Quadratic   :    2.9988508E-04 

 Energy Calibration Range   :     7733.000     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:20                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.242     

 Energy Calibration Slope   :     4.927336     
 Energy Calibration Quadratic   :    3.3069123E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:30                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.750     

 Energy Calibration Slope   :     4.929502     
 Energy Calibration Quadratic   :    3.3091530E-04 

 Energy Calibration Range   :     7775.000     

 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:40                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.797     

 Energy Calibration Slope   :     4.964153     
 Energy Calibration Quadratic   :    2.8749279E-04 

 Energy Calibration Range   :     7772.000     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:56                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.006     

 Energy Calibration Slope   :     4.927468     
 Energy Calibration Quadratic   :    3.3021177E-04 

 Energy Calibration Range   :     7771.000     
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 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:06                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.431     

 Energy Calibration Slope   :     4.909687     
 Energy Calibration Quadratic   :    3.4297883E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:15                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.556     

 Energy Calibration Slope   :     4.959439     
 Energy Calibration Quadratic   :    2.9317304E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:25                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.846     

 Energy Calibration Slope   :     4.912193     
 Energy Calibration Quadratic   :    3.4401834E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:35                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.130     

 Energy Calibration Slope   :     4.933905     
 Energy Calibration Quadratic   :    3.3635538E-04 

 Energy Calibration Range   :     7786.000     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:44                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.802     

 Energy Calibration Slope   :     4.928967     
 Energy Calibration Quadratic   :    3.1665963E-04 

 Energy Calibration Range   :     7750.000     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:53                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.173     

 Energy Calibration Slope   :     4.932994     
 Energy Calibration Quadratic   :    3.1871998E-04 

 Energy Calibration Range   :     7759.000     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:07                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.106     

 Energy Calibration Slope   :     4.985664     
 Energy Calibration Quadratic   :    2.6791944E-04 

 Energy Calibration Range   :     7751.000     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:17                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.798     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.324     

 Energy Calibration Slope   :     5.047641     
 Energy Calibration Quadratic   :    1.8721516E-04 

 Energy Calibration Range   :     7726.000     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:26                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.403     

 Energy Calibration Slope   :     4.970407     
 Energy Calibration Quadratic   :    2.8861160E-04 

 Energy Calibration Range   :     7752.000     
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 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:36                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.124     

 Energy Calibration Slope   :     5.024008     
 Energy Calibration Quadratic   :    2.2732108E-04 

 Energy Calibration Range   :     7741.000     

 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:46                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.137     

 Energy Calibration Slope   :     4.980155     
 Energy Calibration Quadratic   :    2.7307397E-04 

 Energy Calibration Range   :     7747.000     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:56                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.299     

 Energy Calibration Slope   :     5.005922     
 Energy Calibration Quadratic   :    2.3971348E-04 

 Energy Calibration Range   :     7732.000     
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 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:07                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.024     

 Energy Calibration Slope   :     4.974108     
 Energy Calibration Quadratic   :    2.7920396E-04 

 Energy Calibration Range   :     7745.000     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:16                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.001     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.388     

 Energy Calibration Slope   :     5.030578     
 Energy Calibration Quadratic   :    2.1629673E-04 

 Energy Calibration Range   :     7734.000     

 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:25                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.594     

 Energy Calibration Slope   :     4.970244     
 Energy Calibration Quadratic   :    2.8036340E-04 

 Energy Calibration Range   :     7744.000     
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 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:18                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.194     

 Energy Calibration Slope   :     5.001173     
 Energy Calibration Quadratic   :    2.4327284E-04 

 Energy Calibration Range   :     7728.000     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:28                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.534     

 Energy Calibration Slope   :     4.976827     
 Energy Calibration Quadratic   :    2.7777941E-04 

 Energy Calibration Range   :     7749.000     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:37                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.216     

 Energy Calibration Slope   :     5.041510     
 Energy Calibration Quadratic   :    2.0420850E-04 

 Energy Calibration Range   :     7729.000     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:54                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.745     

 Energy Calibration Slope   :     4.932212     
 Energy Calibration Quadratic   :    2.9747782E-04 

 Energy Calibration Range   :     7723.000     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:05                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.299     

 Energy Calibration Slope   :     4.969139     
 Energy Calibration Quadratic   :    2.6946943E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:15                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.313     

 Energy Calibration Slope   :     4.979070     
 Energy Calibration Quadratic   :    2.9835338E-04 

 Energy Calibration Range   :     7782.000     
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 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:25                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.406     

 Energy Calibration Slope   :     4.972644     
 Energy Calibration Quadratic   :    2.9822273E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:34                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.505     

 Energy Calibration Slope   :     4.973050     
 Energy Calibration Quadratic   :    2.5861213E-04 

 Energy Calibration Range   :     7720.000     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:44                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.359     

 Energy Calibration Slope   :     4.952878     
 Energy Calibration Quadratic   :    2.8951291E-04 

 Energy Calibration Range   :     7734.000     
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 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:52                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.785     

 Energy Calibration Slope   :     4.985325     
 Energy Calibration Quadratic   :    2.8584892E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:11                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.090     

 Energy Calibration Slope   :     4.982796     
 Energy Calibration Quadratic   :    2.9861878E-04 

 Energy Calibration Range   :     7782.000     

 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:20                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.459     

 Energy Calibration Slope   :     4.924727     
 Energy Calibration Quadratic   :    3.1613579E-04 

 Energy Calibration Range   :     7736.000     
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 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:29                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.499     

 Energy Calibration Slope   :     4.954069     
 Energy Calibration Quadratic   :    2.9061513E-04 

 Energy Calibration Range   :     7737.000     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:38                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.062     

 Energy Calibration Slope   :     4.961628     
 Energy Calibration Quadratic   :    2.7721003E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:47                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.004     

 Energy Calibration Slope   :     4.957539     
 Energy Calibration Quadratic   :    2.8027029E-04 

 Energy Calibration Range   :     7730.000     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Calibration Date/Time   :    3-APR-2009 10:44:31                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.638     
 NP-237  4341  2/28/10    4768.800        4768.286     
 CM-244  4320A  2/28/10    5795.020        5793.626     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.772     

 Energy Calibration Slope   :     4.969982     
 Energy Calibration Quadratic   :    3.0582940E-04 

 Energy Calibration Range   :     7784.000     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Calibration Date/Time   :    3-APR-2009 10:45:00                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.514     
 NP-237  4341  2/28/10    4768.800        4767.845     
 CM-244  4320A  2/28/10    5795.020        5793.585     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.015     

 Energy Calibration Slope   :     4.947466     
 Energy Calibration Quadratic   :    3.1719072E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Calibration Date/Time   :    3-APR-2009 10:45:22                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.908     
 NP-237  4341  2/28/10    4768.800        4768.249     
 CM-244  4320A  2/28/10    5795.020        5794.013     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.674     

 Energy Calibration Slope   :     4.929296     
 Energy Calibration Quadratic   :    3.4555912E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Calibration Date/Time   :    3-APR-2009 10:45:45                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.710     
 NP-237  4341  2/28/10    4768.800        4767.908     
 CM-244  4320A  2/28/10    5795.020        5793.288     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.272     

 Energy Calibration Slope   :     4.956338     
 Energy Calibration Quadratic   :    3.1870403E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Calibration Date/Time   :    3-APR-2009 10:46:12                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.601     
 NP-237  4341  2/28/10    4768.800        4768.219     
 CM-244  4320A  2/28/10    5795.020        5794.076     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.934     

 Energy Calibration Slope   :     4.957986     
 Energy Calibration Quadratic   :    3.1803793E-04 

 Energy Calibration Range   :     7779.000     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Calibration Date/Time   :    3-APR-2009 10:46:40                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.918     
 NP-237  4341  2/28/10    4768.800        4768.453     
 CM-244  4320A  2/28/10    5795.020        5794.263     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.041     

 Energy Calibration Slope   :     4.922439     
 Energy Calibration Quadratic   :    3.4755000E-04 

 Energy Calibration Range   :     7772.000     
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 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Calibration Date/Time   :    3-APR-2009 10:47:02                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.989     
 NP-237  4341  2/28/10    4768.800        4768.313     
 CM-244  4320A  2/28/10    5795.020        5794.108     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.208     

 Energy Calibration Slope   :     4.948413     
 Energy Calibration Quadratic   :    3.1914903E-04 

 Energy Calibration Range   :     7776.000     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Calibration Date/Time   :    3-APR-2009 10:47:22                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.499     
 NP-237  4341  2/28/10    4768.800        4768.292     
 CM-244  4320A  2/28/10    5795.020        5794.087     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.812     

 Energy Calibration Slope   :     4.945933     
 Energy Calibration Quadratic   :    3.1968721E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Calibration Date/Time   :    3-APR-2009 10:48:08                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.670     
 NP-237  4341  2/28/10    4768.800        4767.917     
 CM-244  4320A  2/28/10    5795.020        5793.537     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.457     

 Energy Calibration Slope   :     4.940961     
 Energy Calibration Quadratic   :    3.3323694E-04 

 Energy Calibration Range   :     7789.000     
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 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Calibration Date/Time   :    3-APR-2009 10:48:30                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.453     
 NP-237  4341  2/28/10    4768.800        4768.266     
 CM-244  4320A  2/28/10    5795.020        5793.539     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.851     

 Energy Calibration Slope   :     4.949171     
 Energy Calibration Quadratic   :    3.1573806E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Calibration Date/Time   :    3-APR-2009 10:48:55                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.864     
 NP-237  4341  2/28/10    4768.800        4767.812     
 CM-244  4320A  2/28/10    5795.020        5793.669     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.326     

 Energy Calibration Slope   :     4.952408     
 Energy Calibration Quadratic   :    3.2653011E-04 

 Energy Calibration Range   :     7791.000     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Calibration Date/Time   :    3-APR-2009 10:49:23                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.141     
 NP-237  4341  2/28/10    4768.800        4768.024     
 CM-244  4320A  2/28/10    5795.020        5793.912     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.013     

 Energy Calibration Slope   :     4.936169     
 Energy Calibration Quadratic   :    3.4311009E-04 

 Energy Calibration Range   :     7792.000     
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Subsection 2:    Background Calibration 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.136         3301.372         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.108         4906.104         14.00000         3.359998         26.72612        95.00000     
 CM-244     5531.779         5885.766         45.00000         10.79999         14.90712        95.00000     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.485         3298.816         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.401         4905.729         7.000000         1.679999         37.79645        95.00000     
 CM-244     5531.437         5882.689         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.289         3302.457         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.032         4903.174         10.00000         2.399998         31.62278        95.00000     
 CM-244     5531.593         5886.267         6.000000         1.439999         40.82483        95.00000     

 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.375         3302.354         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4433.171         4902.083         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.859         5886.569         55.00000         13.19999         13.48400        95.00000     
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 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.220         3298.802         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.167         4901.655         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5532.561         5886.674         12.00000         2.879998         28.86751        95.00000     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.319         3299.909        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.173         4901.776         2.000000        0.4799997         70.71068        95.00000     
 CM-244     5532.215         5884.911         3.000000        0.7199995         57.73503        95.00000     

 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.868         3299.972         5.000000         1.199999         44.72136        95.00000     
 NP-237     4437.211         4905.781         8.000000         1.919999         35.35534        95.00000     
 CM-244     5532.568         5885.043         14.00000         3.359998         26.72612        95.00000     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.500         3301.908         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.428         4904.472         14.00000         3.359998         26.72612        95.00000     
 CM-244     5530.546         5883.841         8.000000         1.919999         35.35534        95.00000     
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 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.293         3300.538         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4433.189         4906.000         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.225         5884.312         9.000000         2.159998         33.33334        95.00000     

 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.265         3301.122         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4433.354         4902.076         12.00000         2.879998         28.86751        95.00000     
 CM-244     5533.907         5884.760         14.00000         3.359998         26.72612        95.00000     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.767         3302.163         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.773         4901.605         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.925         5884.611         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.816         3299.697         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4432.876         4902.322         13.00000         3.119998         27.73501        95.00000     
 CM-244     5535.425         5887.126         18.00000         4.319997         23.57022        95.00000     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.601         3299.211        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.952         4906.135         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5530.762         5884.170        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.193         3300.186         6.000000         1.440000         40.82483        95.00000     
 NP-237     4433.664         4905.970         9.000000         2.160001         33.33334        95.00000     
 CM-244     5532.790         5887.132         20.00000         4.800001         22.36068        95.00000     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.211         3302.307         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4436.081         4901.826         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5535.396         5884.559         18.00000         4.320001         23.57022        95.00000     

 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.351         3300.949        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.834         4901.467         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5531.703         5887.592         2.000000        0.4800001         70.71068        95.00000     
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 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.594         3302.304         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4435.326         4902.490         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5535.047         5884.390         1.000000        0.2400001         100.0000        95.00000     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:09                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.222         3298.391         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4433.081         4903.352         7.000000         1.680000         37.79645        95.00000     
 CM-244     5532.421         5884.885         23.00000         5.520001         20.85144        95.00000     

 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.737         3298.456         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.204         4902.364         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5535.006         5883.146         5.000000         1.199999         44.72136        95.00000     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.365         3301.325         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.346         4904.984         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.162         5886.519         12.00000         2.879998         28.86751        95.00000     
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 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.569         3298.426         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.743         4905.286         9.000000         2.159998         33.33334        95.00000     
 CM-244     5534.369         5886.670         36.00000         8.639994         16.66667        95.00000     

 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.704         3298.632         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.481         4904.509         12.00000         2.879998         28.86751        95.00000     
 CM-244     5532.621         5884.243         62.00000         14.87999         12.70001        95.00000     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.423         3299.604         21.00000         5.039997         21.82179        95.00000     
 NP-237     4437.009         4905.468         11.00000         2.639998         30.15113        95.00000     
 CM-244     5533.967         5883.775         43.00000         10.31999         15.24986        95.00000     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.375         3300.248         36.00000         8.639994         16.66667        95.00000     
 NP-237     4435.145         4904.447         24.00000         5.759996         20.41241        95.00000     
 CM-244     5531.301         5887.409         46.00000         11.03999         14.74419        95.00000     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.384         3299.120         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4432.520         4906.176         6.000000         1.439999         40.82483        95.00000     
 CM-244     5531.124         5883.566         47.00000         11.27999         14.58650        95.00000     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.991         3298.011         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.617         4901.494         9.000000         2.159998         33.33334        95.00000     
 CM-244     5533.953         5883.379         36.00000         8.639994         16.66667        95.00000     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.821         3299.052         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.629         4905.156         8.000000         1.919999         35.35534        95.00000     
 CM-244     5533.744         5883.600         61.00000         14.63999         12.80369        95.00000     

 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.644         3298.976         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.596         4905.674         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.717         5885.335         19.00000         4.559997         22.94157        95.00000     
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 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.484         3297.776         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.028         4903.653         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.526         5885.098         47.00000         11.27999         14.58650        95.00000     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.234         3300.259         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.757         4905.096         12.00000         2.879998         28.86751        95.00000     
 CM-244     5534.390         5887.042         61.00000         14.63999         12.80369        95.00000     

 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.563         3302.290         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4434.446         4906.398         19.00000         4.560001         22.94157        95.00000     
 CM-244     5535.423         5883.636         58.00000         13.92000         13.13064        95.00000     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.381         3298.431        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.678         4904.001         9.000000         2.160000         33.33334        95.00000     
 CM-244     5531.496         5886.105         40.00000         9.600001         15.81139        95.00000     
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 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.797         3298.578         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4436.803         4903.827         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.681         5885.099         17.00000         4.080001         24.25356        95.00000     

 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.394         3299.260         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4434.309         4904.402         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.550         5883.816         5.000000         1.200000         44.72136        95.00000     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.719         3297.926         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4433.858         4902.628         17.00000         4.080001         24.25356        95.00000     
 CM-244     5532.346         5883.219         52.00000         12.48000         13.86751        95.00000     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.217         3297.529         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.221         4901.419         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5533.791         5883.566         63.00000         15.12000         12.59882        95.00000     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.367         3298.002         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.250         4903.313         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.936         5882.576         56.00000         13.43999         13.36306        95.00000     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.258         3297.595         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.271         4905.739         15.00000         3.599998         25.81989        95.00000     
 CM-244     5533.943         5884.226         37.00000         8.879993         16.43990        95.00000     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.853         3299.852         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.202         4901.475         13.00000         3.119998         27.73501        95.00000     
 CM-244     5533.742         5885.339         56.00000         13.43999         13.36306        95.00000     

 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.365         3301.615        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.757         4902.195         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.271         5887.599         13.00000         3.119998         27.73501        95.00000     
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 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.491         3300.809         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.825         4905.246         6.000000         1.439999         40.82483        95.00000     
 CM-244     5531.338         5883.578         37.00000         8.879993         16.43990        95.00000     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.829         3300.575         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4434.832         4904.280         10.00000         2.399998         31.62278        95.00000     
 CM-244     5533.508         5886.673         23.00000         5.519996         20.85144        95.00000     

 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.109         3301.458         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.228         4906.071         3.000000        0.7199995         57.73503        95.00000     
 CM-244     5531.401         5885.122         35.00000         8.399994         16.90309        95.00000     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.484         3299.315         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.397         4903.052         10.00000         2.399998         31.62278        95.00000     
 CM-244     5532.816         5883.813         45.00000         10.79999         14.90712        95.00000     
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 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.078         3301.376         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4436.112         4902.591         16.00000         3.839997         25.00000        95.00000     
 CM-244     5534.836         5884.300         69.00000         16.55999         12.03858        95.00000     

 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.240         3299.601         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.253         4903.762         8.000000         1.919999         35.35534        95.00000     
 CM-244     5532.215         5885.178         51.00000         12.23999         14.00280        95.00000     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.531         3302.370         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.720         4902.958         5.000000         1.199999         44.72136        95.00000     
 CM-244     5535.564         5884.909         43.00000         10.31999         15.24986        95.00000     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Background Analysis Date/Time   :    5-APR-2009 15:33:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.735         3299.185         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.784         4906.322         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.552         5886.613         48.00000         11.51999         14.43376        95.00000     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.194         3302.254         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.440         4904.132         12.00000         2.879998         28.86751        95.00000     
 CM-244     5535.402         5884.499         15.00000         3.599998         25.81989        95.00000     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.969         3298.539         4.000000        0.9599994         50.00000        95.00000     
 NP-237     4437.075         4903.099         12.00000         2.879998         28.86751        95.00000     
 CM-244     5532.954         5885.612         13.00000         3.119998         27.73501        95.00000     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.023         3300.519         5.000000         1.199999         44.72136        95.00000     
 NP-237     4434.372         4906.181         5.000000         1.199999         44.72136        95.00000     
 CM-244     5531.780         5885.156         11.00000         2.639998         30.15113        95.00000     

 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.636         3302.461        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.913         4902.372         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5531.177         5886.710         8.000000         1.919999         35.35534        95.00000     

752



 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.208         3299.177         4.000000        0.9599994         50.00000        95.00000     
 NP-237     4435.464         4902.152         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.303         5883.535         10.00000         2.399998         31.62278        95.00000     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Background Analysis Date/Time   :   12-APR-2009 17:14:31                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.722         3298.768         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.780         4905.476         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.265         5886.808         18.00000         4.319997         23.57022        95.00000     

 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.786         3300.753         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4437.506         4905.754         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.021         5883.725         13.00000         3.119998         27.73501        95.00000     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.799         3298.386         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4432.488         4903.199         8.000000         1.919999         35.35534        95.00000     
 CM-244     5533.458         5886.877         19.00000         4.559997         22.94157        95.00000     
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 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.972         3299.349         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.982         4904.594         6.000000         1.439999         40.82483        95.00000     
 CM-244     5533.692         5886.612         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.617         3297.844         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.550         4905.556         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5532.722         5882.450        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.415         3301.328         5.000000         1.199999         44.72136        95.00000     
 NP-237     4437.294         4903.846         18.00000         4.319997         23.57022        95.00000     
 CM-244     5530.459         5884.935         14.00000         3.359998         26.72612        95.00000     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.806         3299.551        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4437.322         4904.021         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.659         5884.356         5.000000         1.199999         44.72136        95.00000     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.039         3298.756         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4434.680         4903.982         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5532.294         5884.593         19.00000         4.560001         22.94157        95.00000     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.595         3300.775         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.652         4904.935         7.000000         1.680000         37.79645        95.00000     
 CM-244     5533.580         5886.240         25.00000         6.000001         20.00000        95.00000     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.909         3301.434         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4433.450         4902.516         8.000000         1.920000         35.35534        95.00000     
 CM-244     5535.197         5886.708         24.00000         5.760001         20.41241        95.00000     

 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.414         3299.148         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4435.295         4904.451         10.00000         2.400001         31.62278        95.00000     
 CM-244     5533.101         5882.617         18.00000         4.320001         23.57022        95.00000     
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 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.777         3299.289         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4437.354         4901.943         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.589         5882.928         17.00000         4.080001         24.25356        95.00000     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:33                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.299         3299.223         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.626         4902.484         7.000000         1.680000         37.79645        95.00000     
 CM-244     5534.972         5884.442         25.00000         6.000001         20.00000        95.00000     

 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.346         3301.251        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4437.458         4904.939         7.000000         1.680000         37.79645        95.00000     
 CM-244     5535.177         5887.275         26.00000         6.240001         19.61161        95.00000     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.679         3298.148        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.205         4901.863         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5535.159         5884.297         11.00000         2.640000         30.15113        95.00000     
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 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.686         3300.546        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.580         4904.390         5.000000         1.200000         44.72136        95.00000     
 CM-244     5531.945         5886.585         12.00000         2.880001         28.86751        95.00000     

 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.470         3300.177        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.485         4904.483         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.818         5886.087         14.00000         3.360001         26.72612        95.00000     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.555         3301.210         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4435.748         4905.166         9.000000         2.160000         33.33334        95.00000     
 CM-244     5532.404         5883.507         21.00000         5.040001         21.82179        95.00000     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.477         3297.506         6.000000         1.440000         40.82483        95.00000     
 NP-237     4437.440         4902.601         8.000000         1.920000         35.35534        95.00000     
 CM-244     5534.444         5887.496         26.00000         6.240001         19.61161        95.00000     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.756         3299.723         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.718         4906.128         5.000000         1.200000         44.72136        95.00000     
 CM-244     5532.226         5883.834         2.000000        0.4800001         70.71068        95.00000     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.651         3298.587         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4433.741         4903.649         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.572         5887.164         2.000000        0.4800001         70.71068        95.00000     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.371         3300.357        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.372         4903.718         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5532.826         5883.339        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.173         3300.563         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4432.744         4903.759         8.000000         1.920000         35.35534        95.00000     
 CM-244     5535.384         5884.639         1.000000        0.2400000         100.0000        95.00000     
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 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.207         3302.080         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4436.197         4905.322         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.889         5886.571         3.000000        0.7200001         57.73503        95.00000     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.527         3299.012         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4437.436         4902.368         7.000000         1.680000         37.79645        95.00000     
 CM-244     5531.652         5884.433         6.000000         1.440000         40.82483        95.00000     

 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.376         3299.542         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.132         4904.562         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.529         5883.569         4.000000        0.9599994         50.00000        95.00000     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.121         3299.207         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4433.476         4905.146         18.00000         4.319997         23.57022        95.00000     
 CM-244     5532.106         5887.010         5.000000         1.199999         44.72136        95.00000     
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 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.699         3301.256         4.000000        0.9599994         50.00000        95.00000     
 NP-237     4434.785         4902.617         9.000000         2.159999         33.33334        95.00000     
 CM-244     5531.121         5886.749         3.000000        0.7199996         57.73503        95.00000     

 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.923         3301.546         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.631         4904.714         14.00000         3.359998         26.72612        95.00000     
 CM-244     5531.132         5883.288         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.263         3300.582         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4436.806         4901.759         9.000000         2.159999         33.33334        95.00000     
 CM-244     5531.881         5885.524         2.000000        0.4799997         70.71068        95.00000     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.311         3302.206         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.382         4903.415         16.00000         3.839998         25.00000        95.00000     
 CM-244     5532.476         5885.733         17.00000         4.079998         24.25356        95.00000     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.860         3297.516         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4434.343         4904.517         5.000000         1.199999         44.72136        95.00000     
 CM-244     5534.425         5882.453         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.309         3298.393         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.413         4904.904         5.000000         1.199999         44.72136        95.00000     
 CM-244     5531.701         5883.591         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.096         3300.840         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.319         4905.917         2.000000        0.4799997         70.71068        95.00000     
 CM-244     5534.273         5887.077         3.000000        0.7199996         57.73503        95.00000     

 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.036         3297.943         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.604         4903.095         7.000000         1.679999         37.79645        95.00000     
 CM-244     5531.153         5883.713        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
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 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.879         3301.200         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.214         4906.092         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.230         5883.292         2.000000        0.4799997         70.71068        95.00000     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:36                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.708         3301.941         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.844         4901.721         5.000000         1.199999         44.72136        95.00000     
 CM-244     5532.925         5887.092         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.160         3300.304         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4433.310         4902.490         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5532.332         5883.068         4.000000        0.9600002         50.00000        95.00000     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.400         3301.764         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4434.794         4906.576         1.000000        0.2400000         100.0000        95.00000     
 CM-244     5534.226         5884.371        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
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 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.211         3298.032         5.000000         1.200000         44.72136        95.00000     
 NP-237     4434.486         4905.355         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.239         5886.785        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.393         3301.719         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4432.941         4902.133         6.000000         1.440000         40.82483        95.00000     
 CM-244     5530.579         5884.393         16.00000         3.840001         25.00000        95.00000     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.039         3298.699         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4433.253         4904.234         7.000000         1.680000         37.79645        95.00000     
 CM-244     5534.924         5883.241        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Background Analysis Date/Time   :   12-APR-2009 17:14:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.277         3301.979         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4435.288         4901.500         9.000000         2.160000         33.33334        95.00000     
 CM-244     5533.665         5883.218         1.000000        0.2400000         100.0000        95.00000     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Background Analysis Date/Time   :   19-APR-2009 17:10:47                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.327         3297.784         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.821         4903.449         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5534.473         5882.583         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Background Analysis Date/Time   :   19-APR-2009 17:10:52                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.664         3298.199         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.162         4903.297         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5534.686         5884.812         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Background Analysis Date/Time   :   19-APR-2009 17:10:56                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.909         3299.410         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.988         4901.385         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.295         5883.767         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Background Analysis Date/Time   :   19-APR-2009 17:11:00                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.811         3302.012         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.235         4903.344         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.473         5883.057         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.989         3298.860         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4436.904         4906.139         6.000000         1.800000         40.82483        95.00000     
 CM-244     5533.538         5884.926         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.107         3301.680         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4437.064         4902.086         4.000000         1.200000         50.00000        95.00000     
 CM-244     5530.842         5883.009         6.000000         1.800000         40.82483        95.00000     

 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.004         3299.253         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.548         4906.013        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5530.584         5883.165        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:16                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.006         3301.220         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.447         4902.096         5.000000         1.500000         44.72136        95.00000     
 CM-244     5533.802         5887.329         3.000000        0.9000000         57.73503        95.00000     
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 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:21                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.469         3298.085         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4437.397         4906.500         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.153         5883.847         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.519         3299.892        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.853         4903.164         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.377         5886.861         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Background Analysis Date/Time   :   19-APR-2009 17:11:29                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.228         3298.384         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.780         4905.850         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.760         5883.745         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Background Analysis Date/Time   :   19-APR-2009 17:11:33                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.019         3298.004        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4437.481         4903.634         5.000000         1.500000         44.72136        95.00000     
 CM-244     5533.438         5885.958         1.000000        0.3000000         100.0000        95.00000     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.185         3297.691         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.202         4906.089         5.000000         1.500000         44.72136        95.00000     
 CM-244     5531.000         5886.091         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:42                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.162         3300.783        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.939         4903.317         12.00000         3.600000         28.86751        95.00000     
 CM-244     5534.405         5884.062         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:47                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.349         3297.802        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.359         4905.083         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.171         5886.847         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:51                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.782         3297.672        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.450         4903.708         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5535.071         5885.092        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
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 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:55                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.818         3300.000        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.780         4902.382         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5532.634         5882.576         3.000000        0.9000000         57.73503        95.00000     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Background Analysis Date/Time   :   19-APR-2009 17:11:59                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.431         3301.974         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.185         4901.792         7.000000         2.100000         37.79645        95.00000     
 CM-244     5531.143         5885.452         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.314         3300.163        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.452         4901.912         4.000000         1.200000         50.00000        95.00000     
 CM-244     5534.617         5886.547         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.782         3300.694         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.423         4904.549         12.00000         3.600000         28.86751        95.00000     
 CM-244     5535.093         5882.532         3.000000        0.9000000         57.73503        95.00000     
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 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.078         3297.817         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.742         4902.759         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.152         5885.529         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.772         3298.123         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.163         4902.761         8.000000         2.400000         35.35534        95.00000     
 CM-244     5532.179         5886.565         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:21                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.669         3299.825         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.659         4905.707         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5534.658         5883.718         6.000000         1.800000         40.82483        95.00000     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.439         3302.499         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.854         4901.761         16.00000         4.800000         25.00000        95.00000     
 CM-244     5534.753         5882.564         9.000000         2.700000         33.33334        95.00000     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.399         3298.998         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4433.231         4902.729         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.831         5883.633         6.000000         1.800000         40.82483        95.00000     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.254         3300.615         5.000000         1.500000         44.72136        95.00000     
 NP-237     4433.095         4903.942         31.00000         9.300000         17.96053        95.00000     
 CM-244     5533.248         5885.583         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.391         3301.748         4.000000         1.200000         50.00000        95.00000     
 NP-237     4436.079         4905.794         7.000000         2.100000         37.79645        95.00000     
 CM-244     5533.766         5885.442         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:43                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.406         3302.229         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.567         4904.380         11.00000         3.300000         30.15113        95.00000     
 CM-244     5534.023         5886.735         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.356         3302.079         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4435.167         4904.833         15.00000         4.500000         25.81989        95.00000     
 CM-244     5533.145         5885.209         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:51                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.436         3301.595         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4436.874         4902.457         19.00000         5.700000         22.94157        95.00000     
 CM-244     5532.506         5885.657         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Background Analysis Date/Time   :   19-APR-2009 17:12:56                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.000         3299.227         12.00000         3.600000         28.86751        95.00000     
 NP-237     4433.493         4906.095         12.00000         3.600000         28.86751        95.00000     
 CM-244     5533.282         5882.426         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:00                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.515         3302.092         5.000000         1.500000         44.72136        95.00000     
 NP-237     4435.142         4905.008         11.00000         3.300000         30.15113        95.00000     
 CM-244     5533.777         5886.189         6.000000         1.800000         40.82483        95.00000     
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 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.394         3298.393        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.798         4901.778         5.000000         1.500000         44.72136        95.00000     
 CM-244     5531.945         5884.960         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.991         3299.518         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4433.519         4901.505         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5532.897         5883.771         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.500         3298.444         4.000000         1.200000         50.00000        95.00000     
 NP-237     4432.547         4906.280         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5531.718         5886.818         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:18                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.825         3300.261         5.000000         1.500000         44.72136        95.00000     
 NP-237     4437.391         4906.586         11.00000         3.300000         30.15113        95.00000     
 CM-244     5534.227         5885.895         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:22                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.321         3297.874        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.922         4905.677         5.000000         1.500000         44.72136        95.00000     
 CM-244     5534.222         5886.473         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:28                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.948         3300.347         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4435.242         4905.312         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5533.863         5885.917         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:32                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.274         3300.404         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4432.597         4904.893         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5534.991         5885.078         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:36                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.101         3300.448         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.472         4903.020         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.061         5882.819         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:40                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.070         3298.978         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.945         4903.975         6.000000         1.800000         40.82483        95.00000     
 CM-244     5531.668         5883.498         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:43                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.957         3301.561        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.208         4901.832         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.658         5884.570         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.573         3301.549         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.274         4906.032         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.922         5885.640         13.00000         3.900000         27.73501        95.00000     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:52                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.073         3302.305         5.000000         1.500000         44.72136        95.00000     
 NP-237     4435.675         4902.310         15.00000         4.500000         25.81989        95.00000     
 CM-244     5533.560         5887.276         8.000000         2.400000         35.35534        95.00000     
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 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:55                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.810         3299.776         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4437.390         4903.602         7.000000         2.100000         37.79645        95.00000     
 CM-244     5534.210         5887.535         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Background Analysis Date/Time   :   19-APR-2009 17:13:59                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.950         3298.133         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4437.167         4905.265         7.000000         2.100000         37.79645        95.00000     
 CM-244     5532.378         5886.364         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Background Analysis Date/Time   :   19-APR-2009 17:14:03                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.230         3299.505         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.692         4906.149         15.00000         4.500000         25.81989        95.00000     
 CM-244     5533.043         5887.366         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Background Analysis Date/Time   :   19-APR-2009 17:14:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.670         3300.558         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.192         4903.618         12.00000         3.600000         28.86751        95.00000     
 CM-244     5530.467         5884.615         7.000000         2.100000         37.79645        95.00000     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.715         3301.755         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4437.475         4906.489         4.000000         1.200000         50.00000        95.00000     
 CM-244     5530.699         5884.426         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.709         3301.289         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.854         4904.233         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.993         5887.612         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.308         3299.068         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.250         4906.557         7.000000         2.100000         37.79645        95.00000     
 CM-244     5531.296         5884.743         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.085         3297.982        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.675         4906.194         9.000000         2.700000         33.33334        95.00000     
 CM-244     5531.218         5884.827         8.000000         2.400000         35.35534        95.00000     

776



 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.669         3299.796         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.042         4904.000         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.538         5884.649         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.080         3301.889        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.989         4904.268         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5534.293         5882.375         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:31                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.511         3301.462        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.488         4906.264         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.612         5883.988         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.971         3299.952         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.020         4904.064         7.000000         2.100000         37.79645        95.00000     
 CM-244     5532.858         5885.180         10.00000         3.000000         31.62278        95.00000     
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 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.250         3298.336         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.903         4903.927         14.00000         4.200000         26.72612        95.00000     
 CM-244     5533.960         5887.592         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.073         3300.356         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.533         4905.829         8.000000         2.400000         35.35534        95.00000     
 CM-244     5532.006         5886.326         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:45                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.870         3298.545        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.533         4903.960         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.523         5885.004         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.765         3301.736         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.697         4903.598         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.837         5885.719         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.501         3301.709        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.449         4903.909         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.624         5884.595         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.110         3301.545         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.327         4905.779         11.00000         3.300000         30.15113        95.00000     
 CM-244     5531.156         5885.591        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.257         3298.962         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.373         4906.243         5.000000         1.500000         44.72136        95.00000     
 CM-244     5530.689         5883.461         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.677         3300.454         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4435.342         4905.957         5.000000         1.500000         44.72136        95.00000     
 CM-244     5533.868         5884.896         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.923         3301.975        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.294         4903.726        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.532         5884.616         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.851         3298.789        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.619         4901.454         8.000000         2.400000         35.35534        95.00000     
 CM-244     5534.209         5885.167         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.194         3298.946         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.938         4905.374         5.000000         1.500000         44.72136        95.00000     
 CM-244     5534.338         5886.585         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.590         3298.558         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.456         4903.767         17.00000         5.100000         24.25356        95.00000     
 CM-244     5531.002         5886.847         10.00000         3.000000         31.62278        95.00000     
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 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:19                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.296         3299.833         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.124         4905.307         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.966         5886.057         18.00000         5.400000         23.57022        95.00000     

 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.266         3301.012         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.168         4903.110         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.529         5886.813         23.00000         6.900000         20.85144        95.00000     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.978         3301.914         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.116         4903.631         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.665         5884.932         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:31                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.688         3302.119         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4432.730         4903.044         6.000000         1.800000         40.82483        95.00000     
 CM-244     5535.274         5885.508         11.00000         3.300000         30.15113        95.00000     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.934         3298.515         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4432.958         4906.450         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5533.067         5884.234         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.689         3298.951         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.565         4901.760         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.144         5885.263         2.000000        0.6000000         70.71068        95.00000     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:42                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.305         3301.652         8.000000         2.400000         35.35534        95.00000     
 NP-237     4435.774         4902.783         7.000000         2.100000         37.79645        95.00000     
 CM-244     5534.595         5883.271         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.599         3299.552         5.000000         1.500000         44.72136        95.00000     
 NP-237     4437.457         4903.937         8.000000         2.400000         35.35534        95.00000     
 CM-244     5535.038         5883.324         6.000000         1.800000         40.82483        95.00000     
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 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.253         3300.578         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.743         4902.451         7.000000         2.100000         37.79645        95.00000     
 CM-244     5533.912         5884.391         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.044         3299.733        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.517         4901.935         20.00000         6.000000         22.36068        95.00000     
 CM-244     5535.121         5886.928         27.00000         8.100000         19.24501        95.00000     

 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.305         3299.762         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.512         4905.293         10.00000         3.000000         31.62278        95.00000     
 CM-244     5530.867         5884.236         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.548         3298.127         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.103         4905.743         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.756         5887.083         22.00000         6.600000         21.32007        95.00000     
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 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:05                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.999         3298.482         4.000000         1.200000         50.00000        95.00000     
 NP-237     4433.740         4902.857         37.00000         11.10000         16.43990        95.00000     
 CM-244     5530.997         5883.236         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.325         3301.135        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.328         4903.943        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.106         5884.048         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.628         3297.581         37.00000         11.10000         16.43990        95.00000     
 NP-237     4435.740         4904.940         77.00000         23.10000         11.39606        95.00000     
 CM-244     5532.222         5883.511         62.00000         18.60000         12.70001        95.00000     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:16                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.103         3301.927         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.521         4903.604         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.805         5887.428         9.000000         2.700000         33.33334        95.00000     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Background Analysis Date/Time   :   19-APR-2009 17:16:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.707         3298.603         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.778         4903.577        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5535.292         5884.005         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Background Analysis Date/Time   :   19-APR-2009 17:16:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.352         3301.152         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.971         4901.730         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5532.338         5885.960         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Background Analysis Date/Time   :   19-APR-2009 17:16:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.206         3301.420         4.000000         1.200000         50.00000        95.00000     
 NP-237     4435.929         4902.346        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5534.536         5883.983         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Background Analysis Date/Time   :   19-APR-2009 17:16:42                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.723         3301.102         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.864         4904.750         10.00000         3.000000         31.62278        95.00000     
 CM-244     5531.267         5885.561         35.00000         10.50000         16.90309        95.00000     
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 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Background Analysis Date/Time   :   19-APR-2009 17:16:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.615         3302.122         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.301         4906.337         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5533.037         5887.425         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Background Analysis Date/Time   :   19-APR-2009 17:16:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.776         3299.690         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.250         4904.609        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5531.143         5885.797         3.000000        0.9000000         57.73503        95.00000     

 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Background Analysis Date/Time   :   19-APR-2009 17:16:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.691         3300.587         6.000000         1.800000         40.82483        95.00000     
 NP-237     4435.871         4901.872         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5532.851         5886.703         6.000000         1.800000         40.82483        95.00000     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Background Analysis Date/Time   :   19-APR-2009 17:16:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.999         3297.687         23.00000         6.900000         20.85144        95.00000     
 NP-237     4437.557         4903.381         20.00000         6.000000         22.36068        95.00000     
 CM-244     5534.136         5882.490         20.00000         6.000000         22.36068        95.00000     
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 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Background Analysis Date/Time   :    1-APR-2009 08:03:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.215         3300.876         6.000000         1.800000         40.82483        95.00000     
 NP-237     4436.206         4902.614         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.487         5883.613         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Background Analysis Date/Time   :   19-APR-2009 17:17:05                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.403         3300.254        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.259         4906.316         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5531.674         5885.284         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Background Analysis Date/Time   :   19-APR-2009 17:17:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.413         3299.625        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.611         4903.501         5.000000         1.500000         44.72136        95.00000     
 CM-244     5530.500         5885.160         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Background Analysis Date/Time   :   19-APR-2009 17:17:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.353         3297.884         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.440         4905.487         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5532.814         5882.458         6.000000         1.800000         40.82483        95.00000     
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Subsection 3:    Efficiency Calibration 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 12:58:51                                            
Average Efficiency   :    0.3074158     

Average Efficiency Error  :    8.4792590E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2989.136         3301.372         14783.00        0.2982648        1.2824208E-02     64.77818     
 NP-237     171.0024      28-FEB-2010                  4435.108         4906.104         12988.00        0.3163858        1.6061183E-02     77.64301     
 CM-244     158.1060      28-FEB-2010                  5531.779         5885.766         11376.00        0.3126974        1.5907951E-02     60.44155     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:03:36                                            
Average Efficiency   :    0.3147031     

Average Efficiency Error  :    8.6625163E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2987.485         3298.816         14917.00        0.3138280        1.3491177E-02     42.95275     
 NP-237     200.4990      28-FEB-2010                  4435.401         4905.729         15325.00        0.3184417        1.6128592E-02     57.18177     
 CM-244     196.5558      28-FEB-2010                  5531.437         5882.689         14115.00        0.3123049        1.5835136E-02     51.11760     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:04:03                                            
Average Efficiency   :    0.2860807     

Average Efficiency Error  :    7.8854263E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2990.289         3302.457         13648.00        0.2831165        1.2191433E-02     54.42154     
 NP-237     203.2080      28-FEB-2010                  4434.032         4903.174         13995.00        0.2869108        1.4549185E-02     67.80383     
 CM-244     197.2236      28-FEB-2010                  5531.593         5886.267         13122.00        0.2895412        1.4696115E-02     56.58839     
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 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:04:37                                            
Average Efficiency   :    0.3092589     

Average Efficiency Error  :    8.5125519E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2990.375         3302.354         14944.00        0.3052765        1.3123129E-02     53.21014     
 NP-237     204.2586      28-FEB-2010                  4433.171         4902.083         15360.00        0.3132749        1.5866464E-02     58.92495     
 CM-244     198.8100      28-FEB-2010                  5534.859         5886.569         14220.00        0.3110426        1.5769813E-02     55.30366     

 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:05:34                                            
Average Efficiency   :    0.3069293     

Average Efficiency Error  :    8.4466925E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2992.220         3298.802         15129.00        0.3022858        1.2991675E-02     50.71173     
 NP-237     209.5938      28-FEB-2010                  4436.167         4901.655         15626.00        0.3106219        1.5728649E-02     66.53160     
 CM-244     202.7478      28-FEB-2010                  5532.561         5886.674         14444.00        0.3100373        1.5715148E-02     52.87250     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:43:59                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:06:30                                            
Average Efficiency   :    0.3011943     

Average Efficiency Error  :    8.2951495E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.319         3299.909         14417.00        0.2980343        1.2820257E-02     50.71696     
 NP-237     204.7038      28-FEB-2010                  4433.173         4901.776         14785.00        0.3009336        1.5248874E-02     67.85226     
 CM-244     195.0060      28-FEB-2010                  5532.215         5884.911         13714.00        0.3060995        1.5526605E-02     54.64219     
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 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:07:04                                            
Average Efficiency   :    0.2980058     

Average Efficiency Error  :    8.2065305E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2987.868         3299.972         14539.00        0.2961124        1.2735626E-02     50.23426     
 NP-237     205.0260      28-FEB-2010                  4437.211         4905.781         14762.00        0.2999640        1.5200099E-02     63.82650     
 CM-244     199.6806      28-FEB-2010                  5532.568         5885.043         13708.00        0.2987399        1.5153483E-02     50.38874     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:07:33                                            
Average Efficiency   :    0.3064250     

Average Efficiency Error  :    8.4347762E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2988.500         3301.908         14810.00        0.3026508        1.3012399E-02     46.33791     
 NP-237     209.2716      28-FEB-2010                  4435.428         4904.472         15450.00        0.3075481        1.5575290E-02     54.84291     
 CM-244     199.6488      28-FEB-2010                  5530.546         5883.841         14258.00        0.3108099        1.5757050E-02     51.83173     

 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:10:12                                            
Average Efficiency   :    0.3336254     

Average Efficiency Error  :    9.1737024E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2992.293         3300.538         15992.00        0.3310688        1.4214949E-02     47.68869     
 NP-237     204.0192      28-FEB-2010                  4433.189         4906.000         16482.00        0.3365766        1.7031861E-02     63.24785     
 CM-244     197.2128      28-FEB-2010                  5534.225         5884.312         15158.00        0.3343364        1.6936030E-02     50.36408     
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 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:10:53                                            
Average Efficiency   :    0.3087636     

Average Efficiency Error  :    8.5008591E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2988.265         3301.122         14645.00        0.3052708        1.3127737E-02     48.42060     
 NP-237     202.9926      28-FEB-2010                  4433.354         4902.076         15135.00        0.3106053        1.5734239E-02     54.95590     
 CM-244     196.2330      28-FEB-2010                  5533.907         5884.760         14068.00        0.3119738        1.5819019E-02     50.37575     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:11:26                                            
Average Efficiency   :    0.2972011     

Average Efficiency Error  :    8.1798472E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2991.767         3302.163         15024.00        0.2972483        1.2776768E-02     47.97921     
 NP-237     214.4868      28-FEB-2010                  4436.773         4901.605         15306.00        0.2972914        1.5057617E-02     59.40623     
 CM-244     208.4184      28-FEB-2010                  5532.925         5884.611         14228.00        0.2970454        1.5059758E-02     50.87700     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:01                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:11:52                                            
Average Efficiency   :    0.2952333     

Average Efficiency Error  :    8.1307990E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2991.816         3299.697         14514.00        0.2963599        1.2746643E-02     49.56310     
 NP-237     205.8930      28-FEB-2010                  4432.876         4902.322         14700.00        0.2974219        1.5072159E-02     59.94623     
 CM-244     203.1954      28-FEB-2010                  5535.425         5887.126         13617.00        0.2916076        1.4793131E-02     47.02879     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:12:38                                            
Average Efficiency   :    0.3410103     

Average Efficiency Error  :    9.3720304E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2987.601         3299.211         16637.00        0.3439927        1.4760153E-02     43.88014     
 NP-237     210.2526      28-FEB-2010                  4435.952         4906.135         17273.00        0.3422876        1.7311435E-02     61.99565     
 CM-244     201.9108      28-FEB-2010                  5530.762         5884.170         15578.00        0.3358192        1.7005173E-02     49.42690     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:13:04                                            
Average Efficiency   :    0.3121529     

Average Efficiency Error  :    8.5859504E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2991.193         3300.186         15699.00        0.3078212        1.3220999E-02     54.14943     
 NP-237     211.7160      28-FEB-2010                  4433.664         4905.970         15972.00        0.3142938        1.5910313E-02     70.28948     
 CM-244     207.3882      28-FEB-2010                  5532.790         5887.132         15085.00        0.3163454        1.6025761E-02     53.97918     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:14:01                                            
Average Efficiency   :    0.3250935     

Average Efficiency Error  :    8.9436229E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2992.211         3302.307         15521.00        0.3203170        1.3760414E-02     59.21011     
 NP-237     200.6460      28-FEB-2010                  4436.081         4901.826         15808.00        0.3282582        1.6619289E-02     68.97340     
 CM-244     195.9270      28-FEB-2010                  5535.396         5884.559         14810.00        0.3289178        1.6666654E-02     59.77497     
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 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:14:41                                            
Average Efficiency   :    0.3329312     

Average Efficiency Error  :    9.1561014E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2991.351         3300.949         15919.00        0.3285035        1.4105910E-02     43.25510     
 NP-237     199.3962      28-FEB-2010                  4434.834         4901.467         16303.00        0.3406595        1.7240683E-02     62.88612     
 CM-244     198.6402      28-FEB-2010                  5531.703         5887.592         15146.00        0.3318718        1.6811302E-02     49.07970     

 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:15:11                                            
Average Efficiency   :    0.2920503     

Average Efficiency Error  :    8.0424994E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2988.594         3302.304         14605.00        0.2927374        1.2589375E-02     41.78447     
 NP-237     208.5846      28-FEB-2010                  4435.326         4902.490         14726.00        0.2941558        1.4906217E-02     56.06429     
 CM-244     205.5828      28-FEB-2010                  5535.047         5884.390         13654.00        0.2890805        1.4664232E-02     45.32915     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:16:12                                            
Average Efficiency   :    0.2764480     

Average Efficiency Error  :    7.6233400E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2990.222         3298.391         13334.00        0.2776965        1.1963586E-02     58.09602     
 NP-237     208.8990      28-FEB-2010                  4433.081         4903.352         13642.00        0.2720678        1.3801438E-02     62.82279     
 CM-244     198.1458      28-FEB-2010                  5532.421         5884.885         12721.00        0.2793195        1.4184067E-02     58.85748     
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 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:16:44                                            
Average Efficiency   :    0.2893008     

Average Efficiency Error  :    7.9742102E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2989.737         3298.456         13669.00        0.2812115        1.2109011E-02     46.37702     
 NP-237     202.9140      28-FEB-2010                  4433.204         4902.364         14475.00        0.2972125        1.5064585E-02     60.35783     
 CM-244     199.3140      28-FEB-2010                  5535.006         5883.146         13462.00        0.2938136        1.4907385E-02     45.25450     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:17:48                                            
Average Efficiency   :    0.3444771     

Average Efficiency Error  :    9.4707767E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2991.365         3301.325         16305.00        0.3339480        1.4333928E-02     48.37738     
 NP-237     203.4984      28-FEB-2010                  4437.346         4904.984         17233.00        0.3528001        1.7843619E-02     72.11222     
 CM-244     197.1096      28-FEB-2010                  5532.162         5886.519         15965.00        0.3524699        1.7843008E-02     50.29170     

 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:08                                            
Average Efficiency   :    0.3032879     

Average Efficiency Error  :    8.3492957E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2989.569         3298.426         14836.00        0.2997790        1.2888482E-02     48.88153     
 NP-237     210.1548      28-FEB-2010                  4434.743         4905.286         15162.00        0.3005693        1.5225477E-02     65.04488     
 CM-244     200.7390      28-FEB-2010                  5534.369         5886.670         14381.00        0.3114775        1.5789276E-02     53.93853     

794



 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:28                                            
Average Efficiency   :    0.3131479     

Average Efficiency Error  :    8.6175725E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2989.704         3298.632         15191.00        0.3050689        1.3110333E-02     51.86388     
 NP-237     206.8830      28-FEB-2010                  4434.481         4904.509         15866.00        0.3194870        1.6174542E-02     73.70702     
 CM-244     203.0208      28-FEB-2010                  5532.621         5884.243         14899.00        0.3191012        1.6168298E-02     57.66979     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:18:47                                            
Average Efficiency   :    0.3384319     

Average Efficiency Error  :    9.3034571E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2989.423         3299.604         16314.00        0.3309970        1.4207279E-02     45.48362     
 NP-237     207.4998      28-FEB-2010                  4437.009         4905.468         17090.00        0.3431205        1.7355703E-02     61.63387     
 CM-244     199.8804      28-FEB-2010                  5533.967         5883.775         15850.00        0.3449176        1.7462468E-02     53.98987     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:03                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:19:49                                            
Average Efficiency   :    0.3361492     

Average Efficiency Error  :    9.2437286E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2991.375         3300.248         15871.00        0.3281835        1.4093198E-02     48.26291     
 NP-237     205.6662      28-FEB-2010                  4435.145         4904.447         16958.00        0.3434421        1.7373601E-02     72.29070     
 CM-244     198.3060      28-FEB-2010                  5531.301         5887.409         15542.00        0.3409011        1.7263332E-02     53.38466     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:20:36                                            
Average Efficiency   :    0.3253276     

Average Efficiency Error  :    8.9670466E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2990.384         3299.120         15233.00        0.3279726        1.4093928E-02     66.06454     
 NP-237     167.9916      28-FEB-2010                  4432.520         4906.176         13130.00        0.3256318        1.6527785E-02     76.50018     
 CM-244     157.2432      28-FEB-2010                  5531.124         5883.566         11625.00        0.3214712        1.6348327E-02     61.83232     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:21:04                                            
Average Efficiency   :    0.3179234     

Average Efficiency Error  :    9.3195159E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2989.991         3298.011         15033.00        0.3172690        1.6073691E-02     51.08852     
 NP-237     168.0294      28-FEB-2010                  4434.617         4901.494         13201.00        0.3272954        1.6610939E-02     63.69016     
 CM-244     160.5822      28-FEB-2010                  5533.953         5883.379         11450.00        0.3101022        1.5774073E-02     51.12527     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:21:48                                            
Average Efficiency   :    0.3438748     

Average Efficiency Error  :    1.0077704E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2988.821         3299.052         15180.00        0.3304528        1.6739508E-02     57.27001     
 NP-237     161.6154      28-FEB-2010                  4436.629         4905.156         13621.00        0.3511128        1.7811641E-02     77.46281     
 CM-244     148.1754      28-FEB-2010                  5533.744         5883.600         11996.00        0.3519004        1.7886814E-02     60.48972     
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 Instrument   :   CHAMBER 028                                                     
Detector  :   78792                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:22:18                                            
Average Efficiency   :    0.3048087     

Average Efficiency Error  :    8.9400616E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.644         3298.976         14268.00        0.3009064        1.5255299E-02     43.48267     
 NP-237     168.1992      28-FEB-2010                  4437.596         4905.674         12446.00        0.3082738        1.5659494E-02     56.81778     
 CM-244     156.7614      28-FEB-2010                  5534.717         5885.335         11006.00        0.3054464        1.5547629E-02     46.20062     

 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 15:01:47                                            
Average Efficiency   :    0.3158048     

Average Efficiency Error  :    9.2588225E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.484         3297.776         14692.00        0.3069024        1.5553151E-02     55.69736     
 NP-237     169.7700      28-FEB-2010                  4436.028         4903.653         12980.00        0.3185275        1.6169980E-02     64.33618     
 CM-244     154.8234      28-FEB-2010                  5534.526         5885.098         11497.00        0.3229243        1.6425226E-02     57.70979     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:04                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 15:02:16                                            
Average Efficiency   :    0.3245663     

Average Efficiency Error  :    9.5131900E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2992.234         3300.259         14835.00        0.3139310        1.5907316E-02     61.33533     
 NP-237     166.3758      28-FEB-2010                  4434.757         4905.096         13140.00        0.3290026        1.6698757E-02     72.84238     
 CM-244     157.1856      28-FEB-2010                  5534.390         5887.042         12005.00        0.3320046        1.6875271E-02     58.66016     
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 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:25:48                                            
Average Efficiency   :    0.3293029     

Average Efficiency Error  :    9.0814941E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2991.563         3302.290         14670.00        0.3189273        1.3714563E-02     63.13657     
 NP-237     162.9186      28-FEB-2010                  4434.446         4906.398         13328.00        0.3407491        1.7291421E-02     68.94162     
 CM-244     153.1968      28-FEB-2010                  5535.423         5883.636         11781.00        0.3341763        1.6990891E-02     60.23269     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:27:13                                            
Average Efficiency   :    0.3092850     

Average Efficiency Error  :    8.5339360E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2991.381         3298.431         14222.00        0.3067092        1.3196797E-02     53.38612     
 NP-237     165.9822      28-FEB-2010                  4434.678         4904.001         12275.00        0.3080864        1.5653392E-02     63.47343     
 CM-244     153.7938      28-FEB-2010                  5531.496         5886.105         11120.00        0.3143215        1.5996786E-02     50.33584     

 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:27:44                                            
Average Efficiency   :    0.3142736     

Average Efficiency Error  :    8.6741745E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2989.797         3298.578         14072.00        0.3079124        1.3251268E-02     41.71342     
 NP-237     161.7816      28-FEB-2010                  4436.803         4903.827         12467.00        0.3210554        1.6308317E-02     57.70754     
 CM-244     147.2670      28-FEB-2010                  5530.681         5885.099         10736.00        0.3170701        1.6146390E-02     46.93776     
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 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 15:04:06                                            
Average Efficiency   :    0.3170184     

Average Efficiency Error  :    8.7417634E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2989.394         3299.260         14851.00        0.3117853        1.3404418E-02     61.10540     
 NP-237     167.2962      28-FEB-2010                  4434.309         4904.402         12849.00        0.3199865        1.6246505E-02     76.27268     
 CM-244     154.4388      28-FEB-2010                  5530.550         5883.816         11424.00        0.3218099        1.6369838E-02     59.40048     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:46:56                                            
Average Efficiency   :    0.3007390     

Average Efficiency Error  :    8.3002718E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2988.719         3297.926         14105.00        0.2989237        1.2863854E-02     43.24429     
 NP-237     168.2934      28-FEB-2010                  4433.858         4902.628         12498.00        0.3093290        1.5712181E-02     56.82856     
 CM-244     158.8128      28-FEB-2010                  5532.346         5883.219         10793.00        0.2953503        1.5039380E-02     41.49134     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:05                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    6-APR-2009 13:47:41                                            
Average Efficiency   :    0.3255249     

Average Efficiency Error  :    8.9713298E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2991.217         3297.529         15392.00        0.3218998        1.3830410E-02     50.71688     
 NP-237     167.4312      28-FEB-2010                  4435.221         4901.419         13313.00        0.3312815        1.6811114E-02     60.97124     
 CM-244     156.4188      28-FEB-2010                  5533.791         5883.566         11704.00        0.3251376        1.6533146E-02     50.04154     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:48:53                                            
Average Efficiency   :    0.3523535     

Average Efficiency Error  :    9.7024702E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2991.367         3298.002         16090.00        0.3425995        1.4708520E-02     67.35622     
 NP-237     167.1294      28-FEB-2010                  4436.250         4903.313         14446.00        0.3600907        1.8252192E-02     82.42387     
 CM-244     154.7664      28-FEB-2010                  5532.936         5882.576         12806.00        0.3596441        1.8261522E-02     67.52037     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:49:27                                            
Average Efficiency   :    0.3420714     

Average Efficiency Error  :    9.4187800E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2990.258         3297.595         16180.00        0.3403733        1.4611583E-02     52.89114     
 NP-237     170.0886      28-FEB-2010                  4433.271         4905.739         14124.00        0.3459084        1.7538758E-02     71.02046     
 CM-244     157.7460      28-FEB-2010                  5533.943         5884.226         12362.00        0.3407173        1.7309731E-02     51.85280     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:49:59                                            
Average Efficiency   :    0.3669707     

Average Efficiency Error  :    1.0104094E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2988.853         3299.852         16292.00        0.3568118        1.5315493E-02     58.11806     
 NP-237     159.1506      28-FEB-2010                  4433.202         4901.475         14518.00        0.3800096        1.9260574E-02     76.79900     
 CM-244     151.7142      28-FEB-2010                  5533.742         5885.339         12910.00        0.3698482        1.8777374E-02     60.68376     
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 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:50:29                                            
Average Efficiency   :    0.3248384     

Average Efficiency Error  :    8.9547960E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2991.365         3301.615         15076.00        0.3263852        1.4028279E-02     44.52572     
 NP-237     166.8174      28-FEB-2010                  4433.757         4902.195         13001.00        0.3246898        1.6482411E-02     53.92081     
 CM-244     155.0100      28-FEB-2010                  5535.271         5887.599         11506.00        0.3228664        1.6421702E-02     42.68086     

 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:50:57                                            
Average Efficiency   :    0.3333805     

Average Efficiency Error  :    9.1817025E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2992.491         3300.809         15917.00        0.3286667        1.4112941E-02     45.26864     
 NP-237     171.2268      28-FEB-2010                  4435.825         4905.246         13812.00        0.3360693        1.7045103E-02     62.75795     
 CM-244     159.5796      28-FEB-2010                  5531.338         5883.578         12392.00        0.3376203        1.7151741E-02     44.83782     

 Instrument   :   CHAMBER 042                                                     
Detector  :   78793                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:51:12                                            
Average Efficiency   :    0.3366255     

Average Efficiency Error  :    9.2799477E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.829         3300.575         14974.00        0.3340741        1.4360550E-02     44.73132     
 NP-237     159.6558      28-FEB-2010                  4434.832         4904.280         13111.00        0.3421062        1.7364385E-02     62.79778     
 CM-244     150.5208      28-FEB-2010                  5533.508         5886.673         11593.00        0.3349410        1.7033828E-02     49.37699     
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 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:51:41                                            
Average Efficiency   :    0.3384261     

Average Efficiency Error  :    9.3218787E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2989.109         3301.458         15679.00        0.3337728        1.4335929E-02     51.40458     
 NP-237     168.7422      28-FEB-2010                  4435.228         4906.071         13868.00        0.3424183        1.7366098E-02     72.45228     
 CM-244     156.3252      28-FEB-2010                  5531.401         5885.122         12270.00        0.3412533        1.7338984E-02     52.94244     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:52:25                                            
Average Efficiency   :    0.3491022     

Average Efficiency Error  :    9.6128285E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.484         3299.315         16163.00        0.3499563        1.5023235E-02     57.76017     
 NP-237     166.6248      28-FEB-2010                  4434.397         4903.052         14131.00        0.3533042        1.7913580E-02     69.69213     
 CM-244     155.8290      28-FEB-2010                  5532.816         5883.813         12330.00        0.3439482        1.7474683E-02     59.16615     

 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:53:02                                            
Average Efficiency   :    0.3365245     

Average Efficiency Error  :    9.2796292E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2989.078         3301.376         14862.00        0.3346138        1.4385705E-02     44.72704     
 NP-237     160.8066      28-FEB-2010                  4436.112         4902.591         12785.00        0.3311736        1.6815891E-02     61.71127     
 CM-244     145.8384      28-FEB-2010                  5534.836         5884.300         11588.00        0.3452028        1.7556459E-02     52.83641     
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 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:53:31                                            
Average Efficiency   :    0.3395342     

Average Efficiency Error  :    9.3554826E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2990.240         3299.601         15473.00        0.3345045        1.4370644E-02     50.85932     
 NP-237     164.6658      28-FEB-2010                  4435.253         4903.762         13488.00        0.3412492        1.7313693E-02     69.18295     
 CM-244     151.3824      28-FEB-2010                  5532.215         5885.178         12027.00        0.3452728        1.7549025E-02     53.81519     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:54:15                                            
Average Efficiency   :    0.3425172     

Average Efficiency Error  :    9.4327750E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2988.531         3302.370         16025.00        0.3416507        1.4668799E-02     58.77261     
 NP-237     168.3948      28-FEB-2010                  4435.720         4902.958         13797.00        0.3413560        1.7313492E-02     71.11342     
 CM-244     154.6032      28-FEB-2010                  5535.564         5884.909         12268.00        0.3449440        1.7526649E-02     59.73870     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    6-APR-2009 08:44:08                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    6-APR-2009 13:54:28                                            
Average Efficiency   :    0.3132162     

Average Efficiency Error  :    8.6439289E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2991.735         3299.185         14054.00        0.3084456        1.3274539E-02     53.35275     
 NP-237     161.5530      28-FEB-2010                  4436.784         4906.322         12321.00        0.3177073        1.6141288E-02     67.62350     
 CM-244     151.1856      28-FEB-2010                  5534.552         5886.613         10984.00        0.3157572        1.6073428E-02     58.94576     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:51:12                                            
Average Efficiency   :    0.3178994     

Average Efficiency Error  :    8.7634567E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2991.194         3302.254         15283.00        0.3084035        1.3252222E-02     59.63552     
 NP-237     171.0024      28-FEB-2010                  4433.440         4904.132         13310.00        0.3242376        1.6453806E-02     65.48103     
 CM-244     158.1060      28-FEB-2010                  5535.402         5884.499         11856.00        0.3263376        1.6590053E-02     60.10720     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:51:45                                            
Average Efficiency   :    0.3077694     

Average Efficiency Error  :    8.4744254E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2988.969         3298.539         14566.00        0.3064981        1.3181849E-02     53.62748     
 NP-237     200.4990      28-FEB-2010                  4437.075         4903.099         14885.00        0.3092729        1.5670134E-02     64.61971     
 CM-244     196.5558      28-FEB-2010                  5532.954         5885.612         13911.00        0.3080607        1.5623036E-02     55.70285     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:52:21                                            
Average Efficiency   :    0.3238548     

Average Efficiency Error  :    8.9098867E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2991.023         3300.519         15366.00        0.3188041        1.3697870E-02     69.90964     
 NP-237     203.2080      28-FEB-2010                  4434.372         4906.181         15989.00        0.3278066        1.6594138E-02     76.07147     
 CM-244     197.2236      28-FEB-2010                  5531.780         5885.156         14824.00        0.3273116        1.6585011E-02     71.39365     
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 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:53:00                                            
Average Efficiency   :    0.3009261     

Average Efficiency Error  :    8.2862629E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2987.636         3302.461         14608.00        0.2984805        1.2836328E-02     47.48132     
 NP-237     204.2586      28-FEB-2010                  4433.913         4902.372         14830.00        0.3024977        1.5327532E-02     56.51286     
 CM-244     198.8100      28-FEB-2010                  5531.177         5886.710         13824.00        0.3028495        1.5360062E-02     48.62946     

 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:53:55                                            
Average Efficiency   :    0.3224955     

Average Efficiency Error  :    8.8690463E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2991.208         3299.177         15851.00        0.3167544        1.3602455E-02     46.47528     
 NP-237     209.5938      28-FEB-2010                  4435.464         4902.152         16377.00        0.3255420        1.6474720E-02     64.89763     
 CM-244     202.7478      28-FEB-2010                  5534.303         5883.535         15267.00        0.3279600        1.6611513E-02     49.23052     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:06                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:55:14                                            
Average Efficiency   :    0.3506959     

Average Efficiency Error  :    9.6391626E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.722         3298.768         16531.00        0.3417871        1.4667090E-02     67.25863     
 NP-237     204.7038      28-FEB-2010                  4435.780         4905.476         17438.00        0.3549149        1.7948158E-02     78.51721     
 CM-244     195.0060      28-FEB-2010                  5534.265         5886.808         16125.00        0.3601032        1.8227255E-02     71.28000     
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 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:55:56                                            
Average Efficiency   :    0.3151013     

Average Efficiency Error  :    8.6726015E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2990.786         3300.753         15046.00        0.3065137        1.3174704E-02     59.55067     
 NP-237     205.0260      28-FEB-2010                  4437.506         4905.754         15889.00        0.3228530        1.6344655E-02     65.78065     
 CM-244     199.6806      28-FEB-2010                  5534.021         5883.725         14695.00        0.3204981        1.6241649E-02     56.40447     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:56:50                                            
Average Efficiency   :    0.3195634     

Average Efficiency Error  :    8.7907538E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2990.799         3298.386         15494.00        0.3166913        1.3605097E-02     51.66130     
 NP-237     209.2716      28-FEB-2010                  4432.488         4903.199         16032.00        0.3191646        1.6156137E-02     70.34035     
 CM-244     199.6488      28-FEB-2010                  5533.458         5886.877         14862.00        0.3241614        1.6424889E-02     62.27927     

 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:57:46                                            
Average Efficiency   :    0.3368142     

Average Efficiency Error  :    9.2600314E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2987.972         3299.349         16198.00        0.3353936        1.4397559E-02     43.75568     
 NP-237     204.0192      28-FEB-2010                  4434.982         4904.594         16630.00        0.3396041        1.7183242E-02     64.97086     
 CM-244     197.2128      28-FEB-2010                  5533.692         5886.612         15223.00        0.3360621        1.7022450E-02     49.62027     
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 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 14:59:13                                            
Average Efficiency   :    0.2983132     

Average Efficiency Error  :    8.2171848E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2988.617         3297.844         14294.00        0.2980174        1.2821626E-02     47.37363     
 NP-237     202.9926      28-FEB-2010                  4435.550         4905.556         14643.00        0.3005458        1.5231187E-02     63.22284     
 CM-244     196.2330      28-FEB-2010                  5532.722         5882.450         13359.00        0.2965418        1.5047437E-02     53.45935     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:01:09                                            
Average Efficiency   :    0.2999289     

Average Efficiency Error  :    8.2539627E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2988.415         3301.328         15094.00        0.2986678        1.2836765E-02     53.69741     
 NP-237     214.4868      28-FEB-2010                  4437.294         4903.846         15442.00        0.2999007        1.5188120E-02     63.66146     
 CM-244     208.4184      28-FEB-2010                  5530.459         5884.935         14441.00        0.3017478        1.5295028E-02     55.29631     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:07                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:02:20                                            
Average Efficiency   :    0.3061730     

Average Efficiency Error  :    8.4273424E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2990.806         3299.551         15014.00        0.3066294        1.3180172E-02     43.42613     
 NP-237     205.8930      28-FEB-2010                  4437.322         4904.021         15260.00        0.3087838        1.5640277E-02     66.96193     
 CM-244     203.1954      28-FEB-2010                  5535.659         5884.356         14137.00        0.3030334        1.5364576E-02     48.21590     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:03:07                                            
Average Efficiency   :    0.3240719     

Average Efficiency Error  :    8.9134118E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2992.039         3298.756         15618.00        0.3229715        1.3872958E-02     52.82618     
 NP-237     210.2526      28-FEB-2010                  4434.680         4903.982         16124.00        0.3195174        1.6172847E-02     61.27456     
 CM-244     201.9108      28-FEB-2010                  5532.294         5884.593         15327.00        0.3305554        1.6742198E-02     53.61607     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:04:39                                            
Average Efficiency   :    0.3152508     

Average Efficiency Error  :    8.6710555E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2989.595         3300.775         15720.00        0.3083071        1.3241554E-02     52.47879     
 NP-237     211.7160      28-FEB-2010                  4435.652         4904.935         16213.00        0.3190463        1.6147945E-02     62.97929     
 CM-244     207.3882      28-FEB-2010                  5533.580         5886.240         15340.00        0.3219084        1.6304109E-02     55.93251     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:05:10                                            
Average Efficiency   :    0.3243795     

Average Efficiency Error  :    8.9248763E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2988.909         3301.434         15427.00        0.3184440        1.3681412E-02     51.51672     
 NP-237     200.6460      28-FEB-2010                  4433.450         4902.516         15932.00        0.3308083        1.6746823E-02     65.45304     
 CM-244     195.9270      28-FEB-2010                  5535.197         5886.708         14704.00        0.3267895        1.6560407E-02     53.48357     
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 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:05:43                                            
Average Efficiency   :    0.3351106     

Average Efficiency Error  :    9.2170127E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2992.414         3299.148         15838.00        0.3268856        1.4037692E-02     46.22040     
 NP-237     199.3962      28-FEB-2010                  4435.295         4904.451         16582.00        0.3464544        1.7530479E-02     61.31906     
 CM-244     198.6402      28-FEB-2010                  5533.101         5882.617         15350.00        0.3365128        1.7043596E-02     50.57691     

 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:06:51                                            
Average Efficiency   :    0.3242920     

Average Efficiency Error  :    8.9165932E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2991.777         3299.289         16079.00        0.3223400        1.3838933E-02     77.56881     
 NP-237     208.5846      28-FEB-2010                  4437.354         4901.943         16395.00        0.3274764        1.6572399E-02     97.64529     
 CM-244     205.5828      28-FEB-2010                  5530.589         5882.928         15292.00        0.3239147        1.6406326E-02     98.67507     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:09                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:07:46                                            
Average Efficiency   :    0.3237862     

Average Efficiency Error  :    8.9063412E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2991.299         3299.223         15514.00        0.3231514        1.3882299E-02     54.68771     
 NP-237     208.8990      28-FEB-2010                  4435.626         4902.484         16147.00        0.3220322        1.6299874E-02     69.22336     
 CM-244     198.1458      28-FEB-2010                  5534.972         5884.442         14858.00        0.3264945        1.6543213E-02     56.30681     
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 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:09:15                                            
Average Efficiency   :    0.3358407     

Average Efficiency Error  :    9.2400135E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2988.346         3301.251         15638.00        0.3217883        1.3821797E-02     52.63874     
 NP-237     202.9140      28-FEB-2010                  4437.458         4904.939         16992.00        0.3488820        1.7648270E-02     77.26875     
 CM-244     199.3140      28-FEB-2010                  5535.177         5887.275         15825.00        0.3455378        1.7494075E-02     57.61486     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:09:52                                            
Average Efficiency   :    0.3472263     

Average Efficiency Error  :    9.5432019E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2991.679         3298.148         16614.00        0.3403475        1.4604095E-02     45.96752     
 NP-237     203.4984      28-FEB-2010                  4433.205         4901.863         17263.00        0.3534436        1.7875772E-02     68.64202     
 CM-244     197.1096      28-FEB-2010                  5535.159         5884.297         15899.00        0.3512729        1.7783320E-02     51.99830     

 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:10:37                                            
Average Efficiency   :    0.3241116     

Average Efficiency Error  :    8.9139733E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2990.686         3300.546         15792.00        0.3191634        1.3706732E-02     45.67143     
 NP-237     210.1548      28-FEB-2010                  4436.580         4904.390         16291.00        0.3229724        1.6345702E-02     57.11454     
 CM-244     200.7390      28-FEB-2010                  5531.945         5886.585         15348.00        0.3328059        1.6855838E-02     49.75082     
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 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:11:06                                            
Average Efficiency   :    0.3024662     

Average Efficiency Error  :    8.3300071E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2990.470         3300.177         14549.00        0.2922375        1.2568782E-02     46.17492     
 NP-237     206.8830      28-FEB-2010                  4433.485         4904.483         15594.00        0.3140279        1.5901553E-02     58.44432     
 CM-244     203.0208      28-FEB-2010                  5533.818         5886.087         14316.00        0.3070768        1.5566982E-02     51.41080     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:11:58                                            
Average Efficiency   :    0.3145837     

Average Efficiency Error  :    8.6554764E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2987.555         3301.210         15385.00        0.3122860        1.3417503E-02     45.14205     
 NP-237     207.4998      28-FEB-2010                  4435.748         4905.166         15622.00        0.3136519        1.5882162E-02     66.64881     
 CM-244     199.8804      28-FEB-2010                  5532.404         5883.507         14638.00        0.3188819        1.6160645E-02     51.94588     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:10                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:12:54                                            
Average Efficiency   :    0.3054208     

Average Efficiency Error  :    8.4106540E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2991.477         3297.506         14429.00        0.2985561        1.2842576E-02     52.64307     
 NP-237     205.6662      28-FEB-2010                  4437.440         4902.601         15168.00        0.3072553        1.5564073E-02     63.99911     
 CM-244     198.3060      28-FEB-2010                  5534.444         5887.496         14304.00        0.3140509        1.5920805E-02     61.37185     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:13:34                                            
Average Efficiency   :    0.2980328     

Average Efficiency Error  :    8.2276724E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2988.756         3299.723         13985.00        0.3011555        1.2962057E-02     41.88258     
 NP-237     167.9916      28-FEB-2010                  4435.718         4906.128         12105.00        0.3002086        1.5256474E-02     59.75832     
 CM-244     157.2432      28-FEB-2010                  5532.226         5883.834         10537.00        0.2918583        1.4867353E-02     49.95377     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:16:09                                            
Average Efficiency   :    0.3256922     

Average Efficiency Error  :    9.5420284E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2987.651         3298.587         15573.00        0.3287350        1.6647104E-02     45.80363     
 NP-237     168.0294      28-FEB-2010                  4433.741         4903.649         13181.00        0.3268051        1.6586417E-02     59.27659     
 CM-244     160.5822      28-FEB-2010                  5533.572         5887.164         11860.00        0.3216743        1.6352724E-02     49.53128     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:16:41                                            
Average Efficiency   :    0.3448636     

Average Efficiency Error  :    1.0103643E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2991.371         3300.357         15527.00        0.3380777        1.7120847E-02     44.52760     
 NP-237     161.6154      28-FEB-2010                  4435.372         4903.718         13354.00        0.3442661        1.7469231E-02     63.51916     
 CM-244     148.1754      28-FEB-2010                  5532.826         5883.339         12007.00        0.3529434        1.7938720E-02     48.16372     
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 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:17:40                                            
Average Efficiency   :    0.3154642     

Average Efficiency Error  :    9.2476020E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2989.173         3300.563         14781.00        0.3117813        1.5799172E-02     63.36565     
 NP-237     168.1992      28-FEB-2010                  4432.744         4903.759         12822.00        0.3175820        1.6124962E-02     72.04477     
 CM-244     156.7614      28-FEB-2010                  5535.384         5884.639         11416.00        0.3171848        1.6134711E-02     56.82187     

 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:18:21                                            
Average Efficiency   :    0.3216138     

Average Efficiency Error  :    9.4272569E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.207         3302.080         14906.00        0.3114133        1.5778791E-02     51.52250     
 NP-237     169.7700      28-FEB-2010                  4436.197         4905.322         13202.00        0.3239699        1.6442135E-02     56.96514     
 CM-244     154.8234      28-FEB-2010                  5533.889         5886.571         11757.00        0.3307349        1.6815748E-02     54.71742     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:11                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:19:02                                            
Average Efficiency   :    0.3058882     

Average Efficiency Error  :    8.9714453E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2991.527         3299.012         14442.00        0.3056588        1.5493717E-02     41.66726     
 NP-237     166.3758      28-FEB-2010                  4437.436         4902.368         12238.00        0.3064370        1.5570319E-02     53.37315     
 CM-244     157.1856      28-FEB-2010                  5531.652         5884.433         11029.00        0.3055719        1.5553274E-02     45.54815     
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 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:19:43                                            
Average Efficiency   :    0.3307391     

Average Efficiency Error  :    9.1173826E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2992.376         3299.542         15012.00        0.3264215        1.4030955E-02     51.72031     
 NP-237     162.9186      28-FEB-2010                  4434.132         4904.562         13182.00        0.3370890        1.7108332E-02     63.12387     
 CM-244     153.1968      28-FEB-2010                  5534.529         5883.569         11640.00        0.3308061        1.6822161E-02     55.63296     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:20:28                                            
Average Efficiency   :    0.3033974     

Average Efficiency Error  :    8.3739292E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2992.121         3299.207         14063.00        0.3033194        1.3053793E-02     50.81503     
 NP-237     165.9822      28-FEB-2010                  4433.476         4905.146         12040.00        0.3021332        1.5355750E-02     61.26026     
 CM-244     153.7938      28-FEB-2010                  5532.106         5887.010         10767.00        0.3047990        1.5520531E-02     53.34236     

 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:20:42                                            
Average Efficiency   :    0.3438542     

Average Efficiency Error  :    9.4765592E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2987.699         3301.256         15351.00        0.3359495        1.4434776E-02     57.90363     
 NP-237     161.7816      28-FEB-2010                  4434.785         4902.617         13488.00        0.3473267        1.7622054E-02     68.11932     
 CM-244     147.2670      28-FEB-2010                  5531.121         5886.749         11921.00        0.3524415        1.7915333E-02     51.52573     
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 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:21:14                                            
Average Efficiency   :    0.3374419     

Average Efficiency Error  :    9.2950435E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2991.923         3301.546         15868.00        0.3331967        1.4308239E-02     47.87946     
 NP-237     167.2962      28-FEB-2010                  4434.631         4904.714         13644.00        0.3397332        1.7233996E-02     59.48998     
 CM-244     154.4388      28-FEB-2010                  5531.132         5883.288         12108.00        0.3413606        1.7347690E-02     50.96558     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:21:46                                            
Average Efficiency   :    0.3425024     

Average Efficiency Error  :    9.4312076E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2989.263         3300.582         16235.00        0.3441227        1.4771734E-02     51.25420     
 NP-237     168.2934      28-FEB-2010                  4436.806         4901.759         13954.00        0.3454250        1.7517131E-02     63.92749     
 CM-244     158.8128      28-FEB-2010                  5531.881         5885.524         12311.00        0.3375180        1.7147901E-02     52.10757     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:12                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:22:18                                            
Average Efficiency   :    0.3319484     

Average Efficiency Error  :    9.1520371E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2992.311         3302.206         14910.00        0.3223907        1.3859400E-02     60.93437     
 NP-237     164.6658      28-FEB-2010                  4434.382         4903.415         13387.00        0.3386450        1.7183511E-02     72.65356     
 CM-244     151.3824      28-FEB-2010                  5532.476         5885.733         11828.00        0.3400410        1.7287372E-02     62.71343     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:23:01                                            
Average Efficiency   :    0.3363596     

Average Efficiency Error  :    9.2685306E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2990.860         3297.516         15386.00        0.3276577        1.4077928E-02     65.97784     
 NP-237     167.1294      28-FEB-2010                  4434.343         4904.517         13825.00        0.3446386        1.7479487E-02     73.55451     
 CM-244     154.7664      28-FEB-2010                  5534.425         5882.453         12136.00        0.3414197        1.7350053E-02     61.68425     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:23:29                                            
Average Efficiency   :    0.3376591     

Average Efficiency Error  :    9.2989728E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2989.309         3298.393         16083.00        0.3383933        1.4528081E-02     55.97035     
 NP-237     170.0886      28-FEB-2010                  4437.413         4904.904         13835.00        0.3388875        1.7187629E-02     69.39870     
 CM-244     157.7460      28-FEB-2010                  5531.701         5883.591         12153.00        0.3354400        1.7045802E-02     55.12101     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:23:58                                            
Average Efficiency   :    0.3393510     

Average Efficiency Error  :    9.3529159E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2991.096         3300.840         15222.00        0.3334368        1.4328937E-02     55.42299     
 NP-237     159.1506      28-FEB-2010                  4437.319         4905.917         13129.00        0.3437137        1.7445538E-02     70.28605     
 CM-244     151.7142      28-FEB-2010                  5534.273         5887.077         11979.00        0.3437689        1.7473113E-02     59.86648     
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 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:25:04                                            
Average Efficiency   :    0.3190783     

Average Efficiency Error  :    8.7987306E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2988.036         3297.943         14827.00        0.3210416        1.3802811E-02     46.75905     
 NP-237     166.8174      28-FEB-2010                  4434.604         4903.095         12666.00        0.3163224        1.6063992E-02     62.26957     
 CM-244     155.0100      28-FEB-2010                  5531.153         5883.713         11363.00        0.3191771        1.6237322E-02     49.06818     

 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:25:30                                            
Average Efficiency   :    0.3280036     

Average Efficiency Error  :    9.0360548E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2991.879         3301.200         15684.00        0.3239085        1.3912179E-02     40.87023     
 NP-237     171.2268      28-FEB-2010                  4437.214         4906.092         13728.00        0.3340194        1.6942602E-02     64.12489     
 CM-244     159.5796      28-FEB-2010                  5535.230         5883.292         12024.00        0.3280595        1.6673610E-02     42.35160     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:13                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-APR-2009 15:29:15                                            
Average Efficiency   :    0.3216980     

Average Efficiency Error  :    8.8764699E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.708         3301.941         14102.00        0.3146908        1.3542440E-02     55.63727     
 NP-237     159.6558      28-FEB-2010                  4435.844         4901.721         12532.00        0.3270269        1.6610302E-02     66.98833     
 CM-244     150.5208      28-FEB-2010                  5532.925         5887.092         11302.00        0.3269248        1.6633010E-02     55.51966     
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 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:29:45                                            
Average Efficiency   :    0.3081863     

Average Efficiency Error  :    8.5015045E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2990.160         3300.304         14542.00        0.3096274        1.3316834E-02     51.83008     
 NP-237     168.7422      28-FEB-2010                  4433.310         4902.490         12435.00        0.3070395        1.5596959E-02     64.65208     
 CM-244     156.3252      28-FEB-2010                  5532.332         5883.068         11036.00        0.3073514        1.5643639E-02     51.55825     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:33:32                                            
Average Efficiency   :    0.3459885     

Average Efficiency Error  :    9.5280427E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.400         3301.764         16103.00        0.3487297        1.4971525E-02     44.37483     
 NP-237     166.6248      28-FEB-2010                  4434.794         4906.576         13806.00        0.3452309        1.7509827E-02     66.03234     
 CM-244     155.8290      28-FEB-2010                  5534.226         5884.371         12277.00        0.3430243        1.7428387E-02     44.27481     

 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:38:49                                            
Average Efficiency   :    7.8631407E-03 

Average Efficiency Error  :    3.9093118E-04 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2989.211         3298.032         548.0000        1.2314041E-02    7.4036157E-04     95.36745     
 NP-237     160.8066      28-FEB-2010                  4434.486         4905.355         2418.000        6.2621839E-02    3.3804339E-03    0.0000000E+00 
 CM-244     145.8384      28-FEB-2010                  5530.239         5886.785         170.0000        5.0752559E-03    4.6466608E-04    0.0000000E+00 
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 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :    8-JAN-2007 09:29:00                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:39:38                                            
Average Efficiency   :    0.3233569     

Average Efficiency Error  :    8.9166388E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.6531      28-FEB-2010                  2990.393         3301.719         14842.00        0.3194840        1.3737504E-02     50.31845     
 NP-237     164.3834      28-FEB-2010                  4432.941         4902.133         12948.00        0.3281539        1.6659280E-02     67.74864     
 CM-244     159.4253      28-FEB-2010                  5530.579         5884.393         11381.00        0.3242377        1.6494559E-02     53.16167     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:41:04                                            
Average Efficiency   :    0.3350181     

Average Efficiency Error  :    9.2300382E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2991.039         3298.699         15538.00        0.3313217        1.4232897E-02     49.57528     
 NP-237     168.3948      28-FEB-2010                  4433.253         4904.234         13541.00        0.3350214        1.6996730E-02     77.69074     
 CM-244     154.6032      28-FEB-2010                  5534.924         5883.241         12090.00        0.3404777        1.7303223E-02     59.45493     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   13-APR-2009 10:47:14                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   13-APR-2009 15:41:20                                            
Average Efficiency   :    0.3210700     

Average Efficiency Error  :    8.8563701E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2990.277         3301.979         14474.00        0.3177152        1.3665880E-02     41.44841     
 NP-237     161.5530      28-FEB-2010                  4435.288         4901.500         12506.00        0.3224908        1.6380480E-02     54.16859     
 CM-244     151.1856      28-FEB-2010                  5533.665         5883.218         11269.00        0.3245239        1.6511682E-02     42.16517     

819



 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:35:59                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:55:03                                            
Average Efficiency   :    0.2522039     

Average Efficiency Error  :    6.9511347E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2988.327         3297.784         15506.00        0.2503653        1.0755575E-02     66.57283     
 NP-237     171.0024      28-FEB-2010                  4436.821         4903.449         12955.00        0.2525130        1.2819112E-02     71.82854     
 CM-244     158.1060      28-FEB-2010                  5534.473         5882.583         11549.00        0.2545527        1.2946228E-02     69.87264     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:55:41                                            
Average Efficiency   :    0.2569574     

Average Efficiency Error  :    7.0686145E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2988.664         3298.199         15626.00        0.2547028        1.0940460E-02     45.90405     
 NP-237     205.0260      28-FEB-2010                  4434.162         4903.297         16108.00        0.2618710        1.3255144E-02     56.38344     
 CM-244     199.6806      28-FEB-2010                  5534.686         5884.812         14627.00        0.2554275        1.2944871E-02     50.08447     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:55:56                                            
Average Efficiency   :    0.2634779     

Average Efficiency Error  :    7.2475630E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2988.909         3299.410         15582.00        0.2623499        1.1269481E-02     61.85361     
 NP-237     200.4990      28-FEB-2010                  4434.988         4901.385         16002.00        0.2660164        1.3466063E-02     74.59308     
 CM-244     196.5558      28-FEB-2010                  5531.295         5883.767         14809.00        0.2625720        1.3304787E-02     69.21996     
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 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:56:28                                            
Average Efficiency   :    0.2620323     

Average Efficiency Error  :    7.2053457E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2987.811         3302.012         16144.00        0.2640308        1.1334820E-02     60.29313     
 NP-237     209.2716      28-FEB-2010                  4433.235         4903.344         16234.00        0.2585604        1.3086351E-02     72.57182     
 CM-244     199.6488      28-FEB-2010                  5531.473         5883.057         15054.00        0.2628691        1.3317059E-02     62.26303     

 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:56:52                                            
Average Efficiency   :    0.2527874     

Average Efficiency Error  :    6.9567831E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2990.989         3298.860         15103.00        0.2507269        1.0776156E-02     69.22538     
 NP-237     203.2080      28-FEB-2010                  4436.904         4906.139         15586.00        0.2556364        1.2944841E-02     71.69792     
 CM-244     197.2236      28-FEB-2010                  5533.538         5884.926         14307.00        0.2529094        1.2821098E-02     67.88936     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:57:31                                            
Average Efficiency   :    0.2578307     

Average Efficiency Error  :    7.0929043E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2988.107         3301.680         15621.00        0.2587967        1.1116358E-02     46.05996     
 NP-237     204.0192      28-FEB-2010                  4437.064         4902.086         15716.00        0.2567537        1.3000060E-02     50.75640     
 CM-244     197.2128      28-FEB-2010                  5530.842         5883.009         14576.00        0.2575845        1.3054804E-02     46.34647     
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 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    2-FEB-2009 15:15:38                                            
Average Efficiency   :    0.2936279     

Average Efficiency Error  :    1.2630888E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2992.004         3299.253         2.000000        0.2936279        1.2630888E-02     231.6958     
 NP-237     204.2586      28-FEB-2010                  4432.548         4906.013        0.0000000E+00    0.0000000E+00    0.0000000E+00    0.0000000E+00 
 CM-244     198.8100      28-FEB-2010                  5530.584         5883.165        0.0000000E+00    0.0000000E+00    0.0000000E+00    0.0000000E+00 

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:58:02                                            
Average Efficiency   :    0.2610786     

Average Efficiency Error  :    7.1819415E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2990.006         3301.220         15508.00        0.2587076        1.1113941E-02     49.52203     
 NP-237     202.9926      28-FEB-2010                  4434.447         4902.096         15943.00        0.2617749        1.3251956E-02     61.50686     
 CM-244     196.2330      28-FEB-2010                  5533.802         5887.329         14845.00        0.2637999        1.3366548E-02     52.87091     

 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:58:48                                            
Average Efficiency   :    0.2464357     

Average Efficiency Error  :    6.7812325E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2989.469         3298.085         15255.00        0.2439286        1.0482079E-02     49.20491     
 NP-237     209.5938      28-FEB-2010                  4437.397         4906.500         15603.00        0.2481277        1.2564431E-02     59.61714     
 CM-244     202.7478      28-FEB-2010                  5533.153         5883.847         14441.00        0.2483530        1.2588525E-02     53.33868     
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 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:59:04                                            
Average Efficiency   :    0.2536266     

Average Efficiency Error  :    6.9740857E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2991.519         3299.892         15951.00        0.2525650        1.0844785E-02     48.91240     
 NP-237     214.4868      28-FEB-2010                  4433.853         4903.164         16326.00        0.2536847        1.2838735E-02     59.88986     
 CM-244     208.4184      28-FEB-2010                  5530.377         5886.861         15248.00        0.2550745        1.2920024E-02     52.63872     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:47                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:59:28                                            
Average Efficiency   :    0.2593197     

Average Efficiency Error  :    7.1339728E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2990.228         3298.384         15585.00        0.2578306        1.1075308E-02     68.49880     
 NP-237     204.7038      28-FEB-2010                  4436.780         4905.850         15775.00        0.2568557        1.3004618E-02     76.42121     
 CM-244     195.0060      28-FEB-2010                  5532.760         5883.745         14771.00        0.2641036        1.3382872E-02     67.29939     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 15:59:57                                            
Average Efficiency   :    0.2616571     

Average Efficiency Error  :    7.1954266E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2988.019         3298.004         16170.00        0.2642373        1.1343362E-02     67.59875     
 NP-237     205.8930      28-FEB-2010                  4437.481         4903.634         16289.00        0.2636888        1.3345372E-02     73.08825     
 CM-244     203.1954      28-FEB-2010                  5533.438         5885.958         14937.00        0.2563502        1.2988009E-02     70.07363     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:36:58                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:00:35                                            
Average Efficiency   :    0.2568682     

Average Efficiency Error  :    7.0658131E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2990.185         3297.691         15535.00        0.2570477        1.1042305E-02     46.89167     
 NP-237     210.2526      28-FEB-2010                  4433.202         4906.089         15952.00        0.2528785        1.2801505E-02     52.84501     
 CM-244     201.9108      28-FEB-2010                  5531.000         5886.091         15105.00        0.2608625        1.3214735E-02     50.25877     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:03                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:01:20                                            
Average Efficiency   :    0.2556313     

Average Efficiency Error  :    7.0345383E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.162         3300.783         15180.00        0.2499355        1.0741127E-02     49.51794     
 NP-237     202.9140      28-FEB-2010                  4433.939         4903.317         15944.00        0.2618582        1.3256215E-02     60.97440     
 CM-244     199.3140      28-FEB-2010                  5534.405         5884.062         14757.00        0.2580133        1.3074424E-02     55.69386     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:02:20                                            
Average Efficiency   :    0.2461514     

Average Efficiency Error  :    6.7718802E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2989.349         3297.802         15517.00        0.2435113        1.0460987E-02     44.67989     
 NP-237     211.7160      28-FEB-2010                  4436.359         4905.083         15871.00        0.2498600        1.2649481E-02     53.28368     
 CM-244     207.3882      28-FEB-2010                  5531.171         5886.847         14655.00        0.2462992        1.2481908E-02     50.98132     
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 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:02:36                                            
Average Efficiency   :    0.2551259     

Average Efficiency Error  :    7.0212437E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2987.782         3297.672         15189.00        0.2489686        1.0699473E-02     51.00263     
 NP-237     203.4984      28-FEB-2010                  4434.450         4903.708         16040.00        0.2627326        1.3299426E-02     57.89251     
 CM-244     197.1096      28-FEB-2010                  5535.071         5885.092         14524.00        0.2569541        1.3023429E-02     47.62707     

 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:18                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:03:03                                            
Average Efficiency   :    0.2656962     

Average Efficiency Error  :    7.3070982E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2987.818         3300.000         15900.00        0.2626168        1.1277007E-02     49.62640     
 NP-237     200.6460      28-FEB-2010                  4434.780         4902.382         16073.00        0.2670111        1.3515671E-02     57.46520     
 CM-244     195.9270      28-FEB-2010                  5532.634         5882.576         15106.00        0.2688527        1.3619480E-02     46.92229     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:03:25                                            
Average Efficiency   :    0.2489594     

Average Efficiency Error  :    6.8507846E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2988.431         3301.974         15318.00        0.2477061        1.0643613E-02     48.85612     
 NP-237     210.1548      28-FEB-2010                  4434.185         4901.792         15468.00        0.2453098        1.2423120E-02     51.96674     
 CM-244     200.7390      28-FEB-2010                  5531.143         5885.452         14673.00        0.2547443        1.2909709E-02     47.81444     
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 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:04:54                                            
Average Efficiency   :    0.2541535     

Average Efficiency Error  :    6.9948109E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2989.314         3300.163         15142.00        0.2500647        1.0747172E-02     71.67513     
 NP-237     199.3962      28-FEB-2010                  4433.452         4901.912         15618.00        0.2610681        1.3219537E-02     66.95344     
 CM-244     198.6402      28-FEB-2010                  5534.617         5886.547         14439.00        0.2534656        1.2847661E-02     66.72932     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:05:32                                            
Average Efficiency   :    0.2515059     

Average Efficiency Error  :    6.9214776E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2989.782         3300.694         15190.00        0.2441288        1.0491477E-02     58.81009     
 NP-237     206.8830      28-FEB-2010                  4432.423         4904.549         16028.00        0.2581879        1.3069569E-02     69.26091     
 CM-244     203.0208      28-FEB-2010                  5535.093         5882.532         14917.00        0.2562075        1.2981026E-02     65.91517     

 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:06:16                                            
Average Efficiency   :    0.2460871     

Average Efficiency Error  :    6.7714532E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2988.078         3297.817         15296.00        0.2453568        1.0542949E-02     46.78139     
 NP-237     208.5846      28-FEB-2010                  4433.742         4902.759         15531.00        0.2481775        1.2567680E-02     54.31145     
 CM-244     205.5828      28-FEB-2010                  5533.152         5885.529         14448.00        0.2450586        1.2421425E-02     55.58502     
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 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:06:41                                            
Average Efficiency   :    0.2440951     

Average Efficiency Error  :    6.7201434E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2989.772         3298.123         14724.00        0.2391391        1.0282846E-02     44.00718     
 NP-237     207.4998      28-FEB-2010                  4435.163         4902.761         15346.00        0.2464839        1.2483838E-02     54.86148     
 CM-244     199.8804      28-FEB-2010                  5532.179         5886.565         14281.00        0.2491265        1.2629614E-02     47.54143     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:07:13                                            
Average Efficiency   :    0.2548998     

Average Efficiency Error  :    7.0133605E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2987.669         3299.825         15442.00        0.2573650        1.1057096E-02     48.69872     
 NP-237     208.8990      28-FEB-2010                  4433.659         4905.707         15698.00        0.2504832        1.2682725E-02     57.63119     
 CM-244     198.1458      28-FEB-2010                  5534.658         5883.718         14555.00        0.2561290        1.2981284E-02     54.66148     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:50                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:08:00                                            
Average Efficiency   :    0.2526766     

Average Efficiency Error  :    6.9529600E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2988.439         3302.499         15198.00        0.2516291        1.0813721E-02     54.20227     
 NP-237     205.6662      28-FEB-2010                  4434.854         4901.761         15594.00        0.2526620        1.2794214E-02     70.00076     
 CM-244     198.3060      28-FEB-2010                  5534.753         5882.564         14457.00        0.2541782        1.2883609E-02     57.45457     

827



 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:37:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:08:19                                            
Average Efficiency   :    0.2536862     

Average Efficiency Error  :    6.9955792E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2988.399         3298.998         14863.00        0.2560888        1.1009792E-02     58.75948     
 NP-237     167.9916      28-FEB-2010                  4433.231         4902.729         12824.00        0.2544215        1.2918008E-02     69.68252     
 CM-244     157.2432      28-FEB-2010                  5532.831         5883.633         11265.00        0.2497732        1.2708539E-02     64.53264     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:08:48                                            
Average Efficiency   :    0.2563280     

Average Efficiency Error  :    7.0695737E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2991.254         3300.615         14737.00        0.2563809        1.1024077E-02     54.15655     
 NP-237     162.9186      28-FEB-2010                  4433.095         4903.942         12684.00        0.2593260        1.3169507E-02     65.20576     
 CM-244     153.1968      28-FEB-2010                  5533.248         5885.583         11137.00        0.2533815        1.2894657E-02     57.46985     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:09:20                                            
Average Efficiency   :    0.2504545     

Average Efficiency Error  :    7.3419902E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2988.391         3301.748         14887.00        0.2514314        1.2739846E-02     48.96263     
 NP-237     168.0294      28-FEB-2010                  4436.079         4905.794         12724.00        0.2523747        1.2815622E-02     55.53045     
 CM-244     160.5822      28-FEB-2010                  5533.766         5885.442         11407.00        0.2476436        1.2597532E-02     50.70605     
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 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:10                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:09:53                                            
Average Efficiency   :    0.2562486     

Average Efficiency Error  :    7.0661735E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2988.406         3302.229         14915.00        0.2574101        1.1065871E-02     40.86088     
 NP-237     165.9822      28-FEB-2010                  4433.567         4904.380         12577.00        0.2525112        1.2824882E-02     53.13407     
 CM-244     153.7938      28-FEB-2010                  5534.023         5886.735         11407.00        0.2585382        1.3151640E-02     49.44461     

 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:10:20                                            
Average Efficiency   :    0.2581818     

Average Efficiency Error  :    7.5709694E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2989.356         3302.079         14652.00        0.2552503        1.2936052E-02     51.09732     
 NP-237     161.6154      28-FEB-2010                  4435.167         4904.833         12502.00        0.2577624        1.3092840E-02     59.63342     
 CM-244     148.1754      28-FEB-2010                  5533.145         5885.209         11123.00        0.2617238        1.3319490E-02     49.76022     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:18                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:10:58                                            
Average Efficiency   :    0.2614664     

Average Efficiency Error  :    7.2108917E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2988.436         3301.595         14813.00        0.2593868        1.1152256E-02     55.10708     
 NP-237     161.7816      28-FEB-2010                  4436.874         4902.457         12649.00        0.2605016        1.3229635E-02     60.11203     
 CM-244     147.2670      28-FEB-2010                  5532.506         5885.657         11222.00        0.2655251        1.3511017E-02     55.42130     
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 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:22                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:11:14                                            
Average Efficiency   :    0.2454724     

Average Efficiency Error  :    7.1991296E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.000         3299.227         14481.00        0.2443532        1.2385805E-02     67.39039     
 NP-237     168.1992      28-FEB-2010                  4433.493         4906.095         12556.00        0.2487608        1.2634738E-02     78.94094     
 CM-244     156.7614      28-FEB-2010                  5533.282         5882.426         10948.00        0.2434294        1.2392039E-02     65.88992     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:27                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:11:42                                            
Average Efficiency   :    0.2491953     

Average Efficiency Error  :    6.8734246E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2989.515         3302.092         14666.00        0.2463878        1.0595325E-02     43.58581     
 NP-237     167.2962      28-FEB-2010                  4435.142         4905.008         12503.00        0.2490535        1.2650421E-02     52.43967     
 CM-244     154.4388      28-FEB-2010                  5533.777         5886.189         11233.00        0.2535039        1.2898987E-02     50.49081     

 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   21-APR-2009 07:23:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   21-APR-2009 12:58:33                                            
Average Efficiency   :    0.2514039     

Average Efficiency Error  :    7.3700049E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2989.394         3298.393         14920.00        0.2494304        1.2638060E-02     45.77448     
 NP-237     169.7700      28-FEB-2010                  4435.798         4901.778         12784.00        0.2509768        1.2743703E-02     55.72618     
 CM-244     154.8234      28-FEB-2010                  5531.945         5884.960         11275.00        0.2539050        1.2918608E-02     47.90853     
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 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:13:33                                            
Average Efficiency   :    0.2515093     

Average Efficiency Error  :    6.9352360E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2987.991         3299.518         14774.00        0.2505640        1.0773444E-02     52.31913     
 NP-237     168.2934      28-FEB-2010                  4433.519         4901.505         12850.00        0.2545042        1.2921769E-02     56.68239     
 CM-244     158.8128      28-FEB-2010                  5532.897         5883.771         11389.00        0.2499264        1.2713994E-02     53.15545     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:42                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:13:59                                            
Average Efficiency   :    0.2471354     

Average Efficiency Error  :    7.2475420E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2989.500         3298.444         14578.00        0.2468656        1.2511966E-02     46.34689     
 NP-237     166.3758      28-FEB-2010                  4432.547         4906.280         12486.00        0.2501388        1.2705727E-02     56.95654     
 CM-244     157.1856      28-FEB-2010                  5531.718         5886.818         11025.00        0.2445206        1.2445970E-02     49.84152     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:47                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:14:16                                            
Average Efficiency   :    0.2489514     

Average Efficiency Error  :    6.8666982E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2987.825         3300.261         14592.00        0.2442049        1.0502438E-02     48.86641     
 NP-237     167.4312      28-FEB-2010                  4437.391         4906.586         12733.00        0.2534315        1.2869187E-02     55.62215     
 CM-244     156.4188      28-FEB-2010                  5534.227         5885.895         11289.00        0.2515697        1.2799425E-02     53.60721     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:14:36                                            
Average Efficiency   :    0.2516031     

Average Efficiency Error  :    6.9389623E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2990.321         3297.874         14782.00        0.2518923        1.0830420E-02     63.35472     
 NP-237     167.1294      28-FEB-2010                  4435.922         4905.677         12513.00        0.2495372        1.2674770E-02     63.72813     
 CM-244     154.7664      28-FEB-2010                  5534.222         5886.473         11249.00        0.2533300        1.2889807E-02     60.40302     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:38:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:15:08                                            
Average Efficiency   :    0.2476446     

Average Efficiency Error  :    6.8309577E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2991.948         3300.347         14607.00        0.2488502        1.0701995E-02     51.64218     
 NP-237     168.7422      28-FEB-2010                  4435.242         4905.312         12455.00        0.2460304        1.2497504E-02     56.99094     
 CM-244     156.3252      28-FEB-2010                  5533.863         5885.917         11107.00        0.2476144        1.2601783E-02     50.26412     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:39:01                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:15:48                                            
Average Efficiency   :    0.2444907     

Average Efficiency Error  :    6.7443340E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2989.274         3300.404         14533.00        0.2446599        1.0522780E-02     52.57335     
 NP-237     170.0886      28-FEB-2010                  4432.597         4904.893         12539.00        0.2457173        1.2480319E-02     57.84542     
 CM-244     157.7460      28-FEB-2010                  5534.991         5885.078         11001.00        0.2430514        1.2371635E-02     55.52216     
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 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:39:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:16:39                                            
Average Efficiency   :    0.2472437     

Average Efficiency Error  :    6.8214666E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2988.101         3300.448         14289.00        0.2475936        1.0652329E-02     47.49819     
 NP-237     166.6248      28-FEB-2010                  4435.472         4903.020         12376.00        0.2475584        1.2576405E-02     54.33519     
 CM-244     155.8290      28-FEB-2010                  5533.061         5882.819         11018.00        0.2464456        1.2543994E-02     48.66229     

 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:39:10                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:17:07                                            
Average Efficiency   :    0.2528469     

Average Efficiency Error  :    6.9767479E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2992.070         3298.978         14277.00        0.2502362        1.0766184E-02     45.43381     
 NP-237     159.1506      28-FEB-2010                  4434.945         4903.975         12217.00        0.2558416        1.2999878E-02     54.74337     
 CM-244     151.7142      28-FEB-2010                  5531.668         5883.498         11041.00        0.2536474        1.2910137E-02     50.96168     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:39:15                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:17:21                                            
Average Efficiency   :    0.2602530     

Average Efficiency Error  :    7.1800440E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2988.957         3301.561         14333.00        0.2582714        1.1111059E-02     44.19751     
 NP-237     160.8066      28-FEB-2010                  4433.208         4901.832         12518.00        0.2594589        1.3178631E-02     52.79098     
 CM-244     145.8384      28-FEB-2010                  5533.658         5884.570         11046.00        0.2639759        1.3435731E-02     48.01625     
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 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:39:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:17:48                                            
Average Efficiency   :    0.2596685     

Average Efficiency Error  :    7.1589476E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2987.573         3301.549         15239.00        0.2640148        1.1345430E-02     52.73717     
 NP-237     166.8174      28-FEB-2010                  4434.274         4906.032         12803.00        0.2557809        1.2987375E-02     56.17015     
 CM-244     155.0100      28-FEB-2010                  5531.922         5885.640         11469.00        0.2578252        1.3114315E-02     48.43795     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:39:25                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:18:23                                            
Average Efficiency   :    0.2484059     

Average Efficiency Error  :    6.8550855E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2988.073         3302.305         14296.00        0.2473173        1.0640372E-02     48.54018     
 NP-237     164.6658      28-FEB-2010                  4435.675         4902.310         12075.00        0.2443313        1.2417454E-02     59.06730     
 CM-244     151.3824      28-FEB-2010                  5533.560         5887.276         11054.00        0.2544508        1.2950802E-02     53.73734     

 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   21-APR-2009 07:23:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   21-APR-2009 12:59:48                                            
Average Efficiency   :    0.2485313     

Average Efficiency Error  :    6.8523916E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2990.810         3299.776         14936.00        0.2468103        1.0609939E-02     47.19751     
 NP-237     171.2268      28-FEB-2010                  4437.390         4903.602         12833.00        0.2497839        1.2682416E-02     54.88166     
 CM-244     159.5796      28-FEB-2010                  5534.210         5887.535         11435.00        0.2497419        1.2703755E-02     51.01231     
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 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   21-APR-2009 07:23:21                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   21-APR-2009 13:00:04                                            
Average Efficiency   :    0.2495802     

Average Efficiency Error  :    6.8839835E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2991.950         3298.133         14595.00        0.2490169        1.0709327E-02     61.48684     
 NP-237     168.3948      28-FEB-2010                  4437.167         4905.265         12567.00        0.2487193        1.2632403E-02     66.53953     
 CM-244     154.6032      28-FEB-2010                  5532.378         5886.364         11145.00        0.2512654        1.2786807E-02     62.94448     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:39:38                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:20:53                                            
Average Efficiency   :    0.2533907     

Average Efficiency Error  :    6.9925939E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2990.230         3299.505         14292.00        0.2551833        1.0978822E-02     47.50861     
 NP-237     159.6558      28-FEB-2010                  4433.692         4906.149         12194.00        0.2544955        1.2931969E-02     52.73744     
 CM-244     150.5208      28-FEB-2010                  5533.043         5887.366         10795.00        0.2499128        1.2725225E-02     50.33448     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-APR-2009 10:39:42                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-APR-2009 16:21:07                                            
Average Efficiency   :    0.2460201     

Average Efficiency Error  :    6.7911474E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2990.670         3300.558         13951.00        0.2450384        1.0547213E-02     45.25425     
 NP-237     161.5530      28-FEB-2010                  4436.192         4903.618         11953.00        0.2465528        1.2532352E-02     51.13090     
 CM-244     151.1856      28-FEB-2010                  5530.467         5884.615         10710.00        0.2468790        1.2572457E-02     45.82283     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:14:55                                            
Average Efficiency   :    0.3686562     

Average Efficiency Error  :    1.0116320E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2987.715         3301.755         21789.00        0.3516091        1.5028569E-02     62.38443     
 NP-237     171.0024      28-FEB-2010                  4437.475         4906.489         19786.00        0.3856634        1.9477138E-02     77.30417     
 CM-244     158.1060      28-FEB-2010                  5530.699         5884.426         17284.00        0.3799739        1.9217385E-02     62.82312     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:11                                            
Average Efficiency   :    0.3698853     

Average Efficiency Error  :    1.0131445E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2989.709         3301.289         22128.00        0.3604664        1.5404216E-02     53.17897     
 NP-237     205.0260      28-FEB-2010                  4435.854         4904.233         23160.00        0.3765233        1.8988060E-02     77.00843     
 CM-244     199.6806      28-FEB-2010                  5530.993         5887.612         21680.00        0.3776123        1.9054078E-02     60.04848     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:16                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:20                                            
Average Efficiency   :    0.3808772     

Average Efficiency Error  :    1.0432309E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2992.308         3299.068         22041.00        0.3708907        1.5850432E-02     58.71647     
 NP-237     200.4990      28-FEB-2010                  4436.250         4906.557         23442.00        0.3896931        1.9650223E-02     78.92159     
 CM-244     196.5558      28-FEB-2010                  5531.296         5884.743         21901.00        0.3873387        1.9543067E-02     58.45347     
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 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:21                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:30                                            
Average Efficiency   :    0.3815646     

Average Efficiency Error  :    1.0446744E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2991.085         3297.982         22882.00        0.3740170        1.5976751E-02     55.88804     
 NP-237     209.2716      28-FEB-2010                  4435.675         4906.194         24142.00        0.3844975        1.9383527E-02     77.95572     
 CM-244     199.6488      28-FEB-2010                  5531.218         5884.827         22385.00        0.3899875        1.9672871E-02     58.68917     

 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:27                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:40                                            
Average Efficiency   :    0.3809628     

Average Efficiency Error  :    1.0434522E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2991.669         3299.796         22259.00        0.3693187        1.5781345E-02     67.15953     
 NP-237     203.2080      28-FEB-2010                  4434.042         4904.000         23746.00        0.3894894        1.9637838E-02     93.34480     
 CM-244     197.2236      28-FEB-2010                  5532.538         5884.649         22147.00        0.3905292        1.9702071E-02     68.12046     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:32                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:56                                            
Average Efficiency   :    0.3945582     

Average Efficiency Error  :    1.0800036E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2990.080         3301.889         23493.00        0.3889939        1.6611321E-02     57.37174     
 NP-237     204.0192      28-FEB-2010                  4433.989         4904.268         24688.00        0.4033462        2.0330044E-02     74.10541     
 CM-244     197.2128      28-FEB-2010                  5534.293         5882.375         22360.00        0.3941245        1.9881796E-02     54.19042     
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 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:39                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:06                                            
Average Efficiency   :    0.3884836     

Average Efficiency Error  :    1.0637359E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2990.511         3301.462         23043.00        0.3765033        1.6081613E-02     55.53409     
 NP-237     204.2586      28-FEB-2010                  4436.488         4906.264         24382.00        0.3978555        2.0055324E-02     70.41014     
 CM-244     198.8100      28-FEB-2010                  5530.612         5883.988         22736.00        0.3977500        2.0061761E-02     56.01041     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:15                                            
Average Efficiency   :    0.3818104     

Average Efficiency Error  :    1.0459205E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2991.971         3299.952         22103.00        0.3685063        1.5748002E-02     64.32256     
 NP-237     202.9926      28-FEB-2010                  4434.020         4904.064         23816.00        0.3910475        1.9715918E-02     82.72855     
 CM-244     196.2330      28-FEB-2010                  5532.858         5885.180         22206.00        0.3935922        1.9856127E-02     64.94098     

 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:51                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:25                                            
Average Efficiency   :    0.3783907     

Average Efficiency Error  :    1.0360043E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2992.250         3298.336         23132.00        0.3696569        1.5788469E-02     56.00939     
 NP-237     209.5938      28-FEB-2010                  4433.903         4903.927         23912.00        0.3802245        1.9169640E-02     72.47238     
 CM-244     202.7478      28-FEB-2010                  5533.960         5887.592         22735.00        0.3900180        1.9671770E-02     61.82905     
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 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:57                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:35                                            
Average Efficiency   :    0.3714363     

Average Efficiency Error  :    1.0167838E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2988.073         3300.356         23176.00        0.3667380        1.5663445E-02     59.10311     
 NP-237     214.4868      28-FEB-2010                  4434.533         4905.829         23950.00        0.3721691        1.8763242E-02     76.40807     
 CM-244     208.4184      28-FEB-2010                  5532.006         5886.326         22628.00        0.3776288        1.9047650E-02     56.71130     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:56:03                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:44                                            
Average Efficiency   :    0.3811684     

Average Efficiency Error  :    1.0440029E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.870         3298.545         22350.00        0.3695313        1.5789637E-02     57.64641     
 NP-237     204.7038      28-FEB-2010                  4434.533         4903.960         23923.00        0.3895257        1.9638466E-02     81.57375     
 CM-244     195.0060      28-FEB-2010                  5532.523         5885.004         21915.00        0.3908954        1.9722383E-02     56.42289     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:56:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:53                                            
Average Efficiency   :    0.3849101     

Average Efficiency Error  :    1.0536536E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2989.765         3301.736         23275.00        0.3801071        1.6233621E-02     58.15801     
 NP-237     205.8930      28-FEB-2010                  4433.697         4903.598         24262.00        0.3927740        1.9799942E-02     80.41135     
 CM-244     203.1954      28-FEB-2010                  5532.837         5885.719         22444.00        0.3842215        1.9381527E-02     59.96611     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:07                                            
Average Efficiency   :    0.2592151     

Average Efficiency Error  :    7.1290373E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2992.501         3301.709         15813.00        0.2615200        1.1230910E-02     48.50274     
 NP-237     210.2526      28-FEB-2010                  4433.449         4903.909         16137.00        0.2558068        1.2947932E-02     59.11089     
 CM-244     201.9108      28-FEB-2010                  5532.624         5884.595         15066.00        0.2595708        1.3149817E-02     51.70679     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:17                                            
Average Efficiency   :    0.2587744     

Average Efficiency Error  :    7.1194535E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.110         3301.545         15406.00        0.2535132        1.0891995E-02     51.03628     
 NP-237     202.9140      28-FEB-2010                  4436.327         4905.779         16143.00        0.2651322        1.3419922E-02     63.36108     
 CM-244     199.3140      28-FEB-2010                  5531.156         5885.591         14920.00        0.2603483        1.3190762E-02     53.58960     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:26                                            
Average Efficiency   :    0.2583164     

Average Efficiency Error  :    7.1011712E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2990.257         3298.962         16377.00        0.2568675        1.1024590E-02     45.41450     
 NP-237     211.7160      28-FEB-2010                  4435.373         4906.243         16410.00        0.2583414        1.3073586E-02     55.02213     
 CM-244     207.3882      28-FEB-2010                  5530.689         5883.461         15528.00        0.2603632        1.3184840E-02     49.45105     
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 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:36                                            
Average Efficiency   :    0.2623205     

Average Efficiency Error  :    7.2154333E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2989.677         3300.454         15722.00        0.2575549        1.1061752E-02     46.91119     
 NP-237     203.4984      28-FEB-2010                  4435.342         4905.957         16046.00        0.2628113        1.3303380E-02     58.92968     
 CM-244     197.1096      28-FEB-2010                  5533.868         5884.896         15245.00        0.2690380        1.3627363E-02     49.13740     

 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:46                                            
Average Efficiency   :    0.2694523     

Average Efficiency Error  :    7.4098175E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2987.923         3301.975         15977.00        0.2637448        1.1324467E-02     47.00409     
 NP-237     200.6460      28-FEB-2010                  4433.294         4903.726         16537.00        0.2747294        1.3901606E-02     53.21355     
 CM-244     195.9270      28-FEB-2010                  5532.532         5884.616         15359.00        0.2727341        1.3813204E-02     47.25250     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:56                                            
Average Efficiency   :    0.2594252     

Average Efficiency Error  :    7.1340059E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2988.851         3298.789         15889.00        0.2568095        1.1027701E-02     45.25098     
 NP-237     210.1548      28-FEB-2010                  4436.619         4901.454         16395.00        0.2600084        1.3158108E-02     50.75814     
 CM-244     200.7390      28-FEB-2010                  5534.209         5885.167         15162.00        0.2626359        1.3303970E-02     46.39705     
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 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:07                                            
Average Efficiency   :    0.2650046     

Average Efficiency Error  :    7.2884969E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2990.194         3298.946         15798.00        0.2607512        1.1198090E-02     47.54335     
 NP-237     199.3962      28-FEB-2010                  4434.938         4905.374         16146.00        0.2698899        1.3660663E-02     56.26534     
 CM-244     198.6402      28-FEB-2010                  5534.338         5886.585         15210.00        0.2664145        1.3494791E-02     52.12916     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:51                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:16                                            
Average Efficiency   :    0.2543271     

Average Efficiency Error  :    6.9963280E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2987.590         3298.558         15618.00        0.2508756        1.0776102E-02     49.02956     
 NP-237     206.8830      28-FEB-2010                  4433.456         4903.767         16196.00        0.2608706        1.3203733E-02     53.88174     
 CM-244     203.0208      28-FEB-2010                  5531.002         5886.847         14767.00        0.2530429        1.2822442E-02     49.61524     

 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:25                                            
Average Efficiency   :    0.2565559     

Average Efficiency Error  :    7.0553590E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2991.296         3299.833         15852.00        0.2541418        1.0913601E-02     47.33108     
 NP-237     208.5846      28-FEB-2010                  4435.124         4905.307         16233.00        0.2593960        1.3128652E-02     56.65423     
 CM-244     205.5828      28-FEB-2010                  5533.966         5886.057         15201.00        0.2571993        1.3028205E-02     52.06258     
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 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:18                                            
Average Efficiency   :    0.2555183     

Average Efficiency Error  :    7.0302752E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2991.266         3301.012         15403.00        0.2500359        1.0742641E-02     45.89799     
 NP-237     207.4998      28-FEB-2010                  4433.168         4903.110         15921.00        0.2557449        1.2946903E-02     58.58659     
 CM-244     199.8804      28-FEB-2010                  5530.529         5886.813         15158.00        0.2637574        1.3360927E-02     47.79594     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:28                                            
Average Efficiency   :    0.2641869     

Average Efficiency Error  :    7.2656153E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2987.978         3301.914         15937.00        0.2654755        1.1399274E-02     47.01687     
 NP-237     208.8990      28-FEB-2010                  4433.116         4903.631         16161.00        0.2578232        1.3049794E-02     53.88590     
 CM-244     198.1458      28-FEB-2010                  5532.665         5884.932         15337.00        0.2692937        1.3639207E-02     48.76160     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:37                                            
Average Efficiency   :    0.2604443     

Average Efficiency Error  :    7.1652727E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2990.688         3302.119         15351.00        0.2540287        1.0914852E-02     45.54290     
 NP-237     205.6662      28-FEB-2010                  4432.730         4903.044         16291.00        0.2640072        1.3361474E-02     54.54456     
 CM-244     198.3060      28-FEB-2010                  5535.274         5885.508         15198.00        0.2666270        1.3505722E-02     55.39476     

843



 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:54                                            
Average Efficiency   :    0.2579819     

Average Efficiency Error  :    7.1116774E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2991.934         3298.515         15051.00        0.2591970        1.1140822E-02     52.34642     
 NP-237     167.9916      28-FEB-2010                  4432.958         4906.450         13040.00        0.2587313        1.3133503E-02     59.26225     
 CM-244     157.2432      28-FEB-2010                  5533.067         5884.234         11555.00        0.2555934        1.2999174E-02     53.94246     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:05                                            
Average Efficiency   :    0.2537318     

Average Efficiency Error  :    6.9992128E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2990.689         3298.951         14493.00        0.2520238        1.0839986E-02     53.07257     
 NP-237     162.9186      28-FEB-2010                  4432.565         4901.760         12615.00        0.2580922        1.3107629E-02     57.62673     
 CM-244     153.1968      28-FEB-2010                  5534.144         5885.263         11097.00        0.2519490        1.2822501E-02     49.69352     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:15                                            
Average Efficiency   :    0.2514302     

Average Efficiency Error  :    7.3709143E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2992.305         3301.652         14935.00        0.2520892        1.2772625E-02     49.43468     
 NP-237     168.0294      28-FEB-2010                  4435.774         4902.783         12938.00        0.2566199        1.3027905E-02     58.32872     
 CM-244     160.5822      28-FEB-2010                  5534.595         5883.271         11357.00        0.2460082        1.2515295E-02     50.54832     
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 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:25                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:25                                            
Average Efficiency   :    0.2594205     

Average Efficiency Error  :    7.1517807E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2990.599         3299.552         15044.00        0.2594741        1.1152854E-02     49.22178     
 NP-237     165.9822      28-FEB-2010                  4437.457         4903.937         12914.00        0.2593030        1.3164487E-02     60.07402     
 CM-244     153.7938      28-FEB-2010                  5535.038         5883.324         11474.00        0.2594635        1.3197457E-02     48.50361     

 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:29                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:34                                            
Average Efficiency   :    0.2613689     

Average Efficiency Error  :    7.6626986E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2992.253         3300.578         14901.00        0.2594623        1.3146532E-02     50.13268     
 NP-237     161.6154      28-FEB-2010                  4433.743         4902.451         12769.00        0.2633186        1.3370634E-02     57.80761     
 CM-244     148.1754      28-FEB-2010                  5533.912         5884.391         11134.00        0.2613912        1.3302378E-02     55.23290     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:44                                            
Average Efficiency   :    0.2640930     

Average Efficiency Error  :    7.2827796E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2992.044         3299.733         14794.00        0.2589335        1.1132949E-02     51.32822     
 NP-237     161.7816      28-FEB-2010                  4432.517         4901.935         12939.00        0.2664766        1.3528415E-02     54.97078     
 CM-244     147.2670      28-FEB-2010                  5535.121         5886.928         11417.00        0.2694678        1.3707766E-02     46.34133     

845



 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:52                                            
Average Efficiency   :    0.2621950     

Average Efficiency Error  :    7.6819658E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.305         3299.762         15633.00        0.2637088        1.3353525E-02     82.33515     
 NP-237     168.1992      28-FEB-2010                  4433.512         4905.293         13354.00        0.2645872        1.3426133E-02     90.89060     
 CM-244     156.7614      28-FEB-2010                  5530.867         5884.236         11645.00        0.2584365        1.3141952E-02     75.22292     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:11                                            
Average Efficiency   :    0.2569973     

Average Efficiency Error  :    7.0847375E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.548         3298.127         15126.00        0.2540030        1.0916583E-02     44.14172     
 NP-237     167.2962      28-FEB-2010                  4433.103         4905.743         13049.00        0.2599742        1.3196479E-02     59.09604     
 CM-244     154.4388      28-FEB-2010                  5532.756         5887.083         11479.00        0.2583844        1.3142686E-02     47.15074     

 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:44                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:20                                            
Average Efficiency   :    0.2651266     

Average Efficiency Error  :    7.7662985E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.999         3298.482         15647.00        0.2614209        1.3237535E-02     52.49310     
 NP-237     169.7700      28-FEB-2010                  4433.740         4902.857         13564.00        0.2661092        1.3500577E-02     61.65032     
 CM-244     154.8234      28-FEB-2010                  5530.997         5883.236         11931.00        0.2680518        1.3625564E-02     48.42278     
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 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:48                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:29                                            
Average Efficiency   :    0.2572887     

Average Efficiency Error  :    7.0917285E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2988.325         3301.135         15296.00        0.2592964        1.1141857E-02     45.31519     
 NP-237     168.2934      28-FEB-2010                  4434.328         4903.943         13012.00        0.2577246        1.3082800E-02     57.34764     
 CM-244     158.8128      28-FEB-2010                  5532.106         5884.048         11606.00        0.2541613        1.2925272E-02     49.18843     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:38                                            
Average Efficiency   :    0.2545959     

Average Efficiency Error  :    7.4633346E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2989.628         3297.581         15049.00        0.2545406        1.2895774E-02     50.81460     
 NP-237     166.3758      28-FEB-2010                  4435.740         4904.940         12940.00        0.2587898        1.3138770E-02     55.18464     
 CM-244     157.1856      28-FEB-2010                  5532.222         5883.511         11344.00        0.2506977        1.2754791E-02     49.40612     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:55                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:47                                            
Average Efficiency   :    0.2568277     

Average Efficiency Error  :    7.0790779E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2989.103         3301.927         15303.00        0.2559804        1.0999308E-02     54.74443     
 NP-237     167.4312      28-FEB-2010                  4434.521         4903.604         12913.00        0.2570331        1.3049270E-02     54.99361     
 CM-244     156.4188      28-FEB-2010                  5530.805         5887.428         11597.00        0.2578244        1.3111779E-02     51.05744     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:32:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:44:31                                            
Average Efficiency   :    0.3825902     

Average Efficiency Error  :    1.0491861E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2989.707         3298.603         21886.00        0.3727776        1.5932491E-02     59.41614     
 NP-237     167.1294      28-FEB-2010                  4436.778         4903.577         19612.00        0.3911423        1.9755561E-02     83.50397     
 CM-244     154.7664      28-FEB-2010                  5535.292         5884.005         17307.00        0.3890730        1.9677183E-02     62.99901     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:00                                            
Average Efficiency   :    0.3756292     

Average Efficiency Error  :    1.0301736E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2988.352         3301.152         21582.00        0.3675235        1.5710710E-02     62.94045     
 NP-237     168.7422      28-FEB-2010                  4435.971         4901.730         19407.00        0.3833601        1.9364543E-02     74.37384     
 CM-244     156.3252      28-FEB-2010                  5532.338         5885.960         17081.00        0.3801484        1.9228699E-02     61.70079     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:22                                            
Average Efficiency   :    0.3714056     

Average Efficiency Error  :    1.0184642E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2989.206         3301.420         21833.00        0.3673987        1.5703088E-02     56.66065     
 NP-237     170.0886      28-FEB-2010                  4435.929         4902.346         19169.00        0.3756554        1.8977745E-02     77.50703     
 CM-244     157.7460      28-FEB-2010                  5534.536         5883.983         16911.00        0.3729898        1.8868769E-02     63.84888     
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 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:45                                            
Average Efficiency   :    0.3943375     

Average Efficiency Error  :    1.0809179E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2987.723         3301.102         22440.00        0.3886694        1.6606573E-02     58.07225     
 NP-237     166.6248      28-FEB-2010                  4432.864         4904.750         19830.00        0.3966939        2.0033749E-02     73.19129     
 CM-244     155.8290      28-FEB-2010                  5531.267         5885.561         17932.00        0.4003521        2.0239651E-02     57.10165     

 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:46:12                                            
Average Efficiency   :    0.3872887     

Average Efficiency Error  :    1.0624680E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2988.615         3302.122         21430.00        0.3754448        1.6050758E-02     49.27362     
 NP-237     159.1506      28-FEB-2010                  4434.301         4906.337         19165.00        0.4013895        2.0277847E-02     76.49972     
 CM-244     151.7142      28-FEB-2010                  5533.037         5887.425         17088.00        0.3918781        1.9821918E-02     52.63866     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:18                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:46:40                                            
Average Efficiency   :    0.3960885     

Average Efficiency Error  :    1.0863046E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2987.776         3299.690         21815.00        0.3929127        1.6793748E-02     50.36967     
 NP-237     160.8066      28-FEB-2010                  4433.250         4904.609         18819.00        0.3900837        1.9710394E-02     70.10960     
 CM-244     145.8384      28-FEB-2010                  5531.143         5885.797         17079.00        0.4074361        2.0608991E-02     54.44336     

849



 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:23                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:47:02                                            
Average Efficiency   :    0.3834215     

Average Efficiency Error  :    1.0513165E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2987.691         3300.587         21881.00        0.3789289        1.6195444E-02     55.71231     
 NP-237     166.8174      28-FEB-2010                  4435.871         4901.872         19429.00        0.3882290        1.9610250E-02     75.19374     
 CM-244     155.0100      28-FEB-2010                  5532.851         5886.703         17161.00        0.3851779        1.9482067E-02     56.25860     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:47:22                                            
Average Efficiency   :    0.3750989     

Average Efficiency Error  :    1.0289310E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2989.999         3297.687         21349.00        0.3691663        1.5783150E-02     59.51852     
 NP-237     164.6658      28-FEB-2010                  4437.557         4903.381         18602.00        0.3765123        1.9027002E-02     77.09018     
 CM-244     151.3824      28-FEB-2010                  5534.136         5882.490         16649.00        0.3825592        1.9356437E-02     57.16441     

 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:08                                            
Average Efficiency   :    0.3731586     

Average Efficiency Error  :    1.0234016E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2988.215         3300.876         21933.00        0.3622511        1.5482210E-02     56.45155     
 NP-237     171.2268      28-FEB-2010                  4436.206         4902.614         19846.00        0.3863377        1.9510597E-02     75.17143     
 CM-244     159.5796      28-FEB-2010                  5534.487         5883.613         17299.00        0.3771177        1.9072708E-02     54.77157     
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 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:30                                            
Average Efficiency   :    0.3777702     

Average Efficiency Error  :    1.0360043E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2992.403         3300.254         21701.00        0.3700934        1.5819468E-02     58.26996     
 NP-237     168.3948      28-FEB-2010                  4435.259         4906.316         19307.00        0.3821775        1.9305808E-02     71.23963     
 CM-244     154.6032      28-FEB-2010                  5531.674         5885.284         17105.00        0.3849159        1.9469546E-02     57.99568     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:42                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:55                                            
Average Efficiency   :    0.3816005     

Average Efficiency Error  :    1.0470065E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2991.413         3299.625         20887.00        0.3727823        1.5942218E-02     53.56333     
 NP-237     159.6558      28-FEB-2010                  4436.611         4903.501         18852.00        0.3935780        1.9886600E-02     73.96103     
 CM-244     150.5208      28-FEB-2010                  5530.500         5885.160         16581.00        0.3832590        1.9392733E-02     56.79219     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:49:23                                            
Average Efficiency   :    0.3741489     

Average Efficiency Error  :    1.0267029E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2990.353         3297.884         20848.00        0.3660090        1.5652951E-02     56.46708     
 NP-237     161.5530      28-FEB-2010                  4433.440         4905.487         18814.00        0.3881907        1.9614782E-02     72.76767     
 CM-244     151.1856      28-FEB-2010                  5532.814         5882.458         16208.00        0.3729821        1.8877832E-02     60.24603     
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Subsection 1:     Energy Calibration 
The Energy Calibration energy=Cal_Zero+(e1*C)+(e2*C^2) 

where :      Cal_Zero =  Energy Calibration Zero 
                   e1 =  Energy Calibration Slope 
                   e2 =  Energy Calibration Quadratic 
                   C  =  Channel 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Calibration Date/Time   :    5-MAR-2009 11:50:05                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.622     
 CM-244  4320A  2/28/10    5795.020        5794.905     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.404     

 Energy Calibration Slope   :     4.914675     
 Energy Calibration Quadratic   :    3.4558741E-04 

 Energy Calibration Range   :     7757.000     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Calibration Date/Time   :    5-MAR-2009 11:50:40                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.008     
 CM-244  4320A  2/28/10    5795.020        5795.115     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2341.472     

 Energy Calibration Slope   :     5.010329     
 Energy Calibration Quadratic   :    2.9017788E-04 

 Energy Calibration Range   :     7776.000     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Calibration Date/Time   :    5-MAR-2009 12:04:25                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3180.098     
 NP-237  4341  2/28/10    4768.800        4768.209     
 CM-244  4320A  2/28/10    5795.020        5793.991     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.141     

 Energy Calibration Slope   :     5.019219     
 Energy Calibration Quadratic   :    2.8331816E-04 

 Energy Calibration Range   :     7811.000     
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 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Calibration Date/Time   :    5-MAR-2009 11:52:01                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.173     
 NP-237  4341  2/28/10    4768.800        4768.692     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.690     

 Energy Calibration Slope   :     4.934613     
 Energy Calibration Quadratic   :    2.9616512E-04 

 Energy Calibration Range   :     7728.000     

 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Calibration Date/Time   :    5-MAR-2009 11:52:28                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.730     
 NP-237  4341  2/28/10    4768.800        4768.005     
 CM-244  4320A  2/28/10    5795.020        5794.893     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.318     

 Energy Calibration Slope   :     4.930480     
 Energy Calibration Quadratic   :    3.3642285E-04 

 Energy Calibration Range   :     7765.000     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Calibration Date/Time   :    5-MAR-2009 11:52:50                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2323.543     

 Energy Calibration Slope   :     4.890721     
 Energy Calibration Quadratic   :    2.6746918E-04 

 Energy Calibration Range   :     7612.000     
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 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Calibration Date/Time   :   23-MAR-2009 17:31:08                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.716     
 NP-237  4341  2/28/10    4768.800        4768.664     
 CM-244  4320A  2/28/10    5795.020        5794.833     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2425.916     

 Energy Calibration Slope   :     5.121233     
 Energy Calibration Quadratic   :    3.0890491E-04 

 Energy Calibration Range   :     7994.000     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Calibration Date/Time   :   23-MAR-2009 17:31:56                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.722     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.189     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2326.971     

 Energy Calibration Slope   :     4.850602     
 Energy Calibration Quadratic   :    3.1669938E-04 

 Energy Calibration Range   :     7626.000     

 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Calibration Date/Time   :   23-MAR-2009 17:32:48                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.993     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.717     

 Energy Calibration Slope   :     4.962461     
 Energy Calibration Quadratic   :    3.1911672E-04 

 Energy Calibration Range   :     7786.000     
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 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Calibration Date/Time   :   23-MAR-2009 17:33:02                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.329     

 Energy Calibration Slope   :     4.954119     
 Energy Calibration Quadratic   :    2.7738925E-04 

 Energy Calibration Range   :     7732.000     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Calibration Date/Time   :   23-MAR-2009 17:33:17                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5794.815     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.865     

 Energy Calibration Slope   :     4.989058     
 Energy Calibration Quadratic   :    3.2057302E-04 

 Energy Calibration Range   :     7798.000     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Calibration Date/Time   :   25-MAR-2009 11:30:17                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.503     
 CM-244  4320A  2/28/10    5795.020        5794.963     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.270     

 Energy Calibration Slope   :     4.954333     
 Energy Calibration Quadratic   :    2.9555440E-04 

 Energy Calibration Range   :     7766.000     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Calibration Date/Time   :   25-MAR-2009 11:30:27                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.727     
 NP-237  4341  2/28/10    4768.800        4767.706     
 CM-244  4320A  2/28/10    5795.020        5794.000     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.601     

 Energy Calibration Slope   :     4.936959     
 Energy Calibration Quadratic   :    3.0873221E-04 

 Energy Calibration Range   :     7746.000     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Calibration Date/Time   :   23-MAR-2009 17:36:50                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.590     
 NP-237  4341  2/28/10    4768.800        4768.634     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.221     

 Energy Calibration Slope   :     4.952267     
 Energy Calibration Quadratic   :    3.3046148E-04 

 Energy Calibration Range   :     7770.000     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Calibration Date/Time   :   23-MAR-2009 17:37:39                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.678     
 NP-237  4341  2/28/10    4768.800        4768.671     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.552     

 Energy Calibration Slope   :     4.887681     
 Energy Calibration Quadratic   :    3.1929271E-04 

 Energy Calibration Range   :     7684.000     
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 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Calibration Date/Time   :   23-MAR-2009 17:37:50                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.830     
 NP-237  4341  2/28/10    4768.800        4768.677     
 CM-244  4320A  2/28/10    5795.020        5794.969     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2348.646     

 Energy Calibration Slope   :     4.890735     
 Energy Calibration Quadratic   :    3.2216246E-04 

 Energy Calibration Range   :     7695.000     

 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Calibration Date/Time   :   23-MAR-2009 17:38:02                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.780     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.472     

 Energy Calibration Slope   :     4.974973     
 Energy Calibration Quadratic   :    3.0530582E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Calibration Date/Time   :   23-MAR-2009 17:38:33                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.521     
 NP-237  4341  2/28/10    4768.800        4768.526     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.330     

 Energy Calibration Slope   :     4.965035     
 Energy Calibration Quadratic   :    2.8894914E-04 

 Energy Calibration Range   :     7754.000     

857



 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Calibration Date/Time   :    9-MAR-2009 12:21:50                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.130     
 CM-244  4320A  2/28/10    5795.020        5795.488     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.025     

 Energy Calibration Slope   :     5.079302     
 Energy Calibration Quadratic   :    2.2803915E-04 

 Energy Calibration Range   :     7787.000     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Calibration Date/Time   :   10-MAR-2009 11:43:25                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2332.929     

 Energy Calibration Slope   :     4.971319     
 Energy Calibration Quadratic   :    3.1737314E-04 

 Energy Calibration Range   :     7756.000     

 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Calibration Date/Time   :    5-MAR-2009 11:54:16                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2268.289     

 Energy Calibration Slope   :     4.973593     
 Energy Calibration Quadratic   :    2.6664624E-04 

 Energy Calibration Range   :     7641.000     
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 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Calibration Date/Time   :    5-MAR-2009 11:54:41                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.481     
 NP-237  4341  2/28/10    4768.800        4768.391     
 CM-244  4320A  2/28/10    5795.020        5794.761     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.160     

 Energy Calibration Slope   :     4.983625     
 Energy Calibration Quadratic   :    2.6402166E-04 

 Energy Calibration Range   :     7759.000     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Calibration Date/Time   :    5-MAR-2009 11:55:03                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.144     
 NP-237  4341  2/28/10    4768.800        4768.242     
 CM-244  4320A  2/28/10    5795.020        5794.661     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.146     

 Energy Calibration Slope   :     4.987594     
 Energy Calibration Quadratic   :    2.8638454E-04 

 Energy Calibration Range   :     7787.000     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Calibration Date/Time   :    5-MAR-2009 11:55:36                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.486     
 NP-237  4341  2/28/10    4768.800        4768.352     
 CM-244  4320A  2/28/10    5795.020        5794.797     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.155     

 Energy Calibration Slope   :     4.970904     
 Energy Calibration Quadratic   :    2.6397829E-04 

 Energy Calibration Range   :     7716.000     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Calibration Date/Time   :    5-MAR-2009 11:55:56                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.268     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2329.493     

 Energy Calibration Slope   :     4.882421     
 Energy Calibration Quadratic   :    2.9925673E-04 

 Energy Calibration Range   :     7643.000     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Calibration Date/Time   :    5-MAR-2009 11:56:28                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.846     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2350.973     

 Energy Calibration Slope   :     4.933072     
 Energy Calibration Quadratic   :    3.4949987E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Calibration Date/Time   :    5-MAR-2009 11:56:55                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.400     

 Energy Calibration Slope   :     4.989911     
 Energy Calibration Quadratic   :    2.9609012E-04 

 Energy Calibration Range   :     7793.000     
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 Instrument   :   CHAMBER 028                                                     
Detector  :   64257                                                           

Calibration Date/Time   :    5-MAR-2009 11:57:33                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.811     
 CM-244  4320A  2/28/10    5795.020        5795.167     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2308.820     

 Energy Calibration Slope   :     4.957260     
 Energy Calibration Quadratic   :    3.2639355E-04 

 Energy Calibration Range   :     7727.000     

 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Calibration Date/Time   :    5-MAR-2009 11:57:57                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.009     
 CM-244  4320A  2/28/10    5795.020        5795.112     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.768     

 Energy Calibration Slope   :     4.900011     
 Energy Calibration Quadratic   :    3.4650232E-04 

 Energy Calibration Range   :     7751.000     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Calibration Date/Time   :    5-MAR-2009 11:58:18                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3184.100     
 NP-237  4341  2/28/10    4768.800        4771.987     
 CM-244  4320A  2/28/10    5795.020        5797.063     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.464     

 Energy Calibration Slope   :     4.972229     
 Energy Calibration Quadratic   :    2.5514810E-04 

 Energy Calibration Range   :     7730.000     
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 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Calibration Date/Time   :    5-MAR-2009 11:58:32                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.976     
 NP-237  4341  2/28/10    4768.800        4768.697     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2404.337     

 Energy Calibration Slope   :     4.984827     
 Energy Calibration Quadratic   :    3.5331445E-04 

 Energy Calibration Range   :     7879.000     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Calibration Date/Time   :   10-MAR-2009 12:06:24                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2331.047     

 Energy Calibration Slope   :     4.866842     
 Energy Calibration Quadratic   :    3.1372765E-04 

 Energy Calibration Range   :     7644.000     

 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Calibration Date/Time   :    9-MAR-2009 12:22:30                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.983     

 Energy Calibration Slope   :     4.952434     
 Energy Calibration Quadratic   :    3.4521020E-04 

 Energy Calibration Range   :     7813.000     
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 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Calibration Date/Time   :    5-MAR-2009 11:59:52                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.291     
 NP-237  4341  2/28/10    4768.800        4767.884     
 CM-244  4320A  2/28/10    5795.020        5793.914     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.116     

 Energy Calibration Slope   :     5.086673     
 Energy Calibration Quadratic   :    3.6926483E-04 

 Energy Calibration Range   :     7986.000     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Calibration Date/Time   :    5-MAR-2009 12:00:06                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.296     

 Energy Calibration Slope   :     4.976603     
 Energy Calibration Quadratic   :    3.1488057E-04 

 Energy Calibration Range   :     7757.000     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Calibration Date/Time   :    5-MAR-2009 12:00:25                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.877     
 CM-244  4320A  2/28/10    5795.020        5795.065     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2348.222     

 Energy Calibration Slope   :     4.910131     
 Energy Calibration Quadratic   :    3.5850357E-04 

 Energy Calibration Range   :     7752.000     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Calibration Date/Time   :    5-MAR-2009 12:00:52                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.346     
 NP-237  4341  2/28/10    4768.800        4768.870     
 CM-244  4320A  2/28/10    5795.020        5795.182     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2391.575     

 Energy Calibration Slope   :     4.927688     
 Energy Calibration Quadratic   :    2.9840405E-04 

 Energy Calibration Range   :     7750.000     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Calibration Date/Time   :    5-MAR-2009 12:01:06                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.681     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.413     

 Energy Calibration Slope   :     4.955222     
 Energy Calibration Quadratic   :    3.3402629E-04 

 Energy Calibration Range   :     7801.000     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Calibration Date/Time   :    5-MAR-2009 12:01:20                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.456     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2387.903     

 Energy Calibration Slope   :     4.906387     
 Energy Calibration Quadratic   :    3.3957869E-04 

 Energy Calibration Range   :     7768.000     
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 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Calibration Date/Time   :   10-MAR-2009 11:43:36                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.250     

 Energy Calibration Slope   :     4.887366     
 Energy Calibration Quadratic   :    3.4040672E-04 

 Energy Calibration Range   :     7711.000     

 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Calibration Date/Time   :    5-MAR-2009 12:01:59                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.186     

 Energy Calibration Slope   :     4.939706     
 Energy Calibration Quadratic   :    3.8202523E-04 

 Energy Calibration Range   :     7820.000     

 Instrument   :   CHAMBER 042                                                     
Detector  :   67617                                                           

Calibration Date/Time   :    5-MAR-2009 12:02:13                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.837     
 CM-244  4320A  2/28/10    5795.020        5795.113     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.106     

 Energy Calibration Slope   :     4.907225     
 Energy Calibration Quadratic   :    3.4795265E-04 

 Energy Calibration Range   :     7769.000     
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 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Calibration Date/Time   :    5-MAR-2009 12:02:25                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.645     
 NP-237  4341  2/28/10    4768.800        4768.780     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.809     

 Energy Calibration Slope   :     4.952487     
 Energy Calibration Quadratic   :    3.1309808E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Calibration Date/Time   :    5-MAR-2009 12:02:43                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.630     
 NP-237  4341  2/28/10    4768.800        4768.580     
 CM-244  4320A  2/28/10    5795.020        5794.788     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.818     

 Energy Calibration Slope   :     4.932005     
 Energy Calibration Quadratic   :    3.3946120E-04 

 Energy Calibration Range   :     7790.000     

 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Calibration Date/Time   :    5-MAR-2009 12:03:00                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.204     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.537     

 Energy Calibration Slope   :     4.918207     
 Energy Calibration Quadratic   :    3.5284218E-04 

 Energy Calibration Range   :     7793.000     
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 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Calibration Date/Time   :    5-MAR-2009 12:03:19                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.698     
 NP-237  4341  2/28/10    4768.800        4768.367     
 CM-244  4320A  2/28/10    5795.020        5794.652     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.982     

 Energy Calibration Slope   :     4.898464     
 Energy Calibration Quadratic   :    3.4375937E-04 

 Energy Calibration Range   :     7751.000     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Calibration Date/Time   :    5-MAR-2009 12:03:33                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.739     
 NP-237  4341  2/28/10    4768.800        4768.692     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.038     

 Energy Calibration Slope   :     4.950567     
 Energy Calibration Quadratic   :    3.3156629E-04 

 Energy Calibration Range   :     7782.000     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Calibration Date/Time   :    5-MAR-2009 12:03:43                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.780     
 NP-237  4341  2/28/10    4768.800        4768.652     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.275     

 Energy Calibration Slope   :     4.951340     
 Energy Calibration Quadratic   :    2.8748062E-04 

 Energy Calibration Range   :     7748.000     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Calibration Date/Time   :   13-MAR-2009 11:20:25                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.036     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.282     

 Energy Calibration Slope   :     4.896818     
 Energy Calibration Quadratic   :    3.5505110E-04 

 Energy Calibration Range   :     7764.000     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Calibration Date/Time   :   13-MAR-2009 11:20:35                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.710     

 Energy Calibration Slope   :     4.992016     
 Energy Calibration Quadratic   :    2.7183423E-04 

 Energy Calibration Range   :     7762.000     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Calibration Date/Time   :   13-MAR-2009 11:20:47                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.177     
 CM-244  4320A  2/28/10    5795.020        5795.231     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2393.461     

 Energy Calibration Slope   :     4.982059     
 Energy Calibration Quadratic   :    2.7655027E-04 

 Energy Calibration Range   :     7785.000     
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 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Calibration Date/Time   :   13-MAR-2009 11:20:58                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.746     
 CM-244  4320A  2/28/10    5795.020        5794.756     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.810     

 Energy Calibration Slope   :     4.980313     
 Energy Calibration Quadratic   :    3.1797198E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Calibration Date/Time   :   13-MAR-2009 11:21:11                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.333     

 Energy Calibration Slope   :     4.940224     
 Energy Calibration Quadratic   :    3.3915672E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Calibration Date/Time   :   13-MAR-2009 11:21:24                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.032     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.869     

 Energy Calibration Slope   :     4.961095     
 Energy Calibration Quadratic   :    2.7642085E-04 

 Energy Calibration Range   :     7751.000     
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 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Calibration Date/Time   :   13-MAR-2009 11:21:35                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5794.682     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.067     

 Energy Calibration Slope   :     5.011117     
 Energy Calibration Quadratic   :    2.8002827E-04 

 Energy Calibration Range   :     7800.000     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Calibration Date/Time   :   13-MAR-2009 11:21:46                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.591     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.334     

 Energy Calibration Slope   :     4.957768     
 Energy Calibration Quadratic   :    2.8650014E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Calibration Date/Time   :   13-MAR-2009 11:21:56                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.988     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2327.904     

 Energy Calibration Slope   :     4.899108     
 Energy Calibration Quadratic   :    3.4872713E-04 

 Energy Calibration Range   :     7710.000     
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 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Calibration Date/Time   :   13-MAR-2009 11:22:06                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.045     
 CM-244  4320A  2/28/10    5795.020        5795.075     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2390.449     

 Energy Calibration Slope   :     5.031458     
 Energy Calibration Quadratic   :    3.2966709E-04 

 Energy Calibration Range   :     7888.000     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Calibration Date/Time   :   13-MAR-2009 11:22:17                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.340     
 NP-237  4341  2/28/10    4768.800        4769.728     
 CM-244  4320A  2/28/10    5795.020        5795.457     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.637     

 Energy Calibration Slope   :     4.939292     
 Energy Calibration Quadratic   :    3.2271090E-04 

 Energy Calibration Range   :     7749.000     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Calibration Date/Time   :   13-MAR-2009 11:22:26                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.213     
 NP-237  4341  2/28/10    4768.800        4768.974     
 CM-244  4320A  2/28/10    5795.020        5795.189     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2336.130     

 Energy Calibration Slope   :     4.963729     
 Energy Calibration Quadratic   :    2.9927163E-04 

 Energy Calibration Range   :     7733.000     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Calibration Date/Time   :   12-MAR-2009 12:10:29                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.506     
 NP-237  4341  2/28/10    4768.800        4768.498     
 CM-244  4320A  2/28/10    5795.020        5794.542     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.062     

 Energy Calibration Slope   :     4.936412     
 Energy Calibration Quadratic   :    3.0559002E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Calibration Date/Time   :   12-MAR-2009 12:11:10                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.696     
 NP-237  4341  2/28/10    4768.800        4768.561     
 CM-244  4320A  2/28/10    5795.020        5794.678     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.403     

 Energy Calibration Slope   :     4.920486     
 Energy Calibration Quadratic   :    3.2583860E-04 

 Energy Calibration Range   :     7770.000     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Calibration Date/Time   :   12-MAR-2009 12:11:21                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.679     
 NP-237  4341  2/28/10    4768.800        4768.612     
 CM-244  4320A  2/28/10    5795.020        5794.878     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.854     

 Energy Calibration Slope   :     4.923721     
 Energy Calibration Quadratic   :    3.1238669E-04 

 Energy Calibration Range   :     7738.000     
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 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Calibration Date/Time   :   12-MAR-2009 12:11:37                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.068     
 NP-237  4341  2/28/10    4768.800        4768.243     
 CM-244  4320A  2/28/10    5795.020        5794.352     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.246     

 Energy Calibration Slope   :     5.025999     
 Energy Calibration Quadratic   :    2.8540698E-04 

 Energy Calibration Range   :     7801.000     

 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Calibration Date/Time   :   12-MAR-2009 12:12:07                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.014     
 NP-237  4341  2/28/10    4768.800        4769.601     
 CM-244  4320A  2/28/10    5795.020        5795.490     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.542     

 Energy Calibration Slope   :     4.914219     
 Energy Calibration Quadratic   :    3.1207455E-04 

 Energy Calibration Range   :     7738.000     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Calibration Date/Time   :   12-MAR-2009 12:12:19                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.993     
 NP-237  4341  2/28/10    4768.800        4768.456     
 CM-244  4320A  2/28/10    5795.020        5794.876     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.721     

 Energy Calibration Slope   :     4.952895     
 Energy Calibration Quadratic   :    3.2754047E-04 

 Energy Calibration Range   :     7796.000     
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 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Calibration Date/Time   :   12-MAR-2009 12:12:31                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.145     
 CM-244  4320A  2/28/10    5795.020        5794.469     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2371.508     

 Energy Calibration Slope   :     5.053528     
 Energy Calibration Quadratic   :    2.2536243E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Calibration Date/Time   :   12-MAR-2009 12:13:02                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.543     
 NP-237  4341  2/28/10    4768.800        4767.700     
 CM-244  4320A  2/28/10    5795.020        5794.244     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.381     

 Energy Calibration Slope   :     5.018235     
 Energy Calibration Quadratic   :    2.7823509E-04 

 Energy Calibration Range   :     7792.000     

 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Calibration Date/Time   :   12-MAR-2009 12:13:12                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.543     
 NP-237  4341  2/28/10    4768.800        4768.072     
 CM-244  4320A  2/28/10    5795.020        5794.832     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.980     

 Energy Calibration Slope   :     5.014958     
 Energy Calibration Quadratic   :    2.6781534E-04 

 Energy Calibration Range   :     7775.000     
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 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Calibration Date/Time   :   12-MAR-2009 12:13:31                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.226     
 NP-237  4341  2/28/10    4768.800        4768.347     
 CM-244  4320A  2/28/10    5795.020        5794.541     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.809     

 Energy Calibration Slope   :     5.008537     
 Energy Calibration Quadratic   :    2.4430885E-04 

 Energy Calibration Range   :     7739.000     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:04                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.161     
 NP-237  4341  2/28/10    4768.800        4768.480     
 CM-244  4320A  2/28/10    5795.020        5794.872     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.027     

 Energy Calibration Slope   :     4.966862     
 Energy Calibration Quadratic   :    2.6274298E-04 

 Energy Calibration Range   :     7705.000     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:14                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.576     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2349.886     

 Energy Calibration Slope   :     4.952398     
 Energy Calibration Quadratic   :    2.3699914E-04 

 Energy Calibration Range   :     7670.000     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:26                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.742     
 NP-237  4341  2/28/10    4768.800        4768.718     
 CM-244  4320A  2/28/10    5795.020        5794.922     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2351.852     

 Energy Calibration Slope   :     4.983537     
 Energy Calibration Quadratic   :    3.3106629E-04 

 Energy Calibration Range   :     7802.000     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:36                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.814     
 NP-237  4341  2/28/10    4768.800        4768.576     
 CM-244  4320A  2/28/10    5795.020        5794.708     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.767     

 Energy Calibration Slope   :     4.906150     
 Energy Calibration Quadratic   :    3.4614422E-04 

 Energy Calibration Range   :     7743.000     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:45                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.556     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.236     

 Energy Calibration Slope   :     4.943504     
 Energy Calibration Quadratic   :    3.5817982E-04 

 Energy Calibration Range   :     7803.000     
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 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Calibration Date/Time   :   12-MAR-2009 12:14:57                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.690     
 NP-237  4341  2/28/10    4768.800        4768.726     
 CM-244  4320A  2/28/10    5795.020        5794.794     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.611     

 Energy Calibration Slope   :     4.920186     
 Energy Calibration Quadratic   :    3.4697275E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Calibration Date/Time   :   12-MAR-2009 12:15:09                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.790     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.214     

 Energy Calibration Slope   :     4.876163     
 Energy Calibration Quadratic   :    3.2337513E-04 

 Energy Calibration Range   :     7684.000     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Calibration Date/Time   :   12-MAR-2009 12:15:19                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.519     
 CM-244  4320A  2/28/10    5795.020        5794.784     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.661     

 Energy Calibration Slope   :     4.952625     
 Energy Calibration Quadratic   :    2.9085696E-04 

 Energy Calibration Range   :     7733.000     
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 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Calibration Date/Time   :   12-MAR-2009 12:15:43                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.970     
 CM-244  4320A  2/28/10    5795.020        5795.067     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2436.415     

 Energy Calibration Slope   :     5.097895     
 Energy Calibration Quadratic   :    3.5279189E-04 

 Energy Calibration Range   :     8027.000     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Calibration Date/Time   :   12-MAR-2009 12:15:59                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.117     
 NP-237  4341  2/28/10    4768.800        4768.742     
 CM-244  4320A  2/28/10    5795.020        5794.948     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.075     

 Energy Calibration Slope   :     4.906751     
 Energy Calibration Quadratic   :    3.6075976E-04 

 Energy Calibration Range   :     7762.000     

 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Calibration Date/Time   :   12-MAR-2009 12:16:11                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3181.562     
 NP-237  4341  2/28/10    4768.800        4768.128     
 CM-244  4320A  2/28/10    5795.020        5794.180     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.040     

 Energy Calibration Slope   :     4.948520     
 Energy Calibration Quadratic   :    3.4318419E-04 

 Energy Calibration Range   :     7801.000     
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 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Calibration Date/Time   :   12-MAR-2009 12:16:24                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.693     
 NP-237  4341  2/28/10    4768.800        4768.611     
 CM-244  4320A  2/28/10    5795.020        5794.935     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.790     

 Energy Calibration Slope   :     4.971808     
 Energy Calibration Quadratic   :    3.4161669E-04 

 Energy Calibration Range   :     7836.000     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Calibration Date/Time   :   12-MAR-2009 12:16:44                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.643     
 CM-244  4320A  2/28/10    5795.020        5794.935     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.871     

 Energy Calibration Slope   :     4.918782     
 Energy Calibration Quadratic   :    3.2914517E-04 

 Energy Calibration Range   :     7749.000     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Calibration Date/Time   :   12-MAR-2009 12:16:56                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.226     
 NP-237  4341  2/28/10    4768.800        4768.449     
 CM-244  4320A  2/28/10    5795.020        5794.670     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.096     

 Energy Calibration Slope   :     4.876735     
 Energy Calibration Quadratic   :    3.7854380E-04 

 Energy Calibration Range   :     7780.000     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:08                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.498     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2407.215     

 Energy Calibration Slope   :     4.916148     
 Energy Calibration Quadratic   :    3.4422966E-04 

 Energy Calibration Range   :     7802.000     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:21                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.477     

 Energy Calibration Slope   :     4.861971     
 Energy Calibration Quadratic   :    3.6400429E-04 

 Energy Calibration Range   :     7726.000     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:33                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.671     
 CM-244  4320A  2/28/10    5795.020        5794.774     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2392.138     

 Energy Calibration Slope   :     4.863501     
 Energy Calibration Quadratic   :    3.7100894E-04 

 Energy Calibration Range   :     7761.000     
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 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:44                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5794.997     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.686     

 Energy Calibration Slope   :     4.903550     
 Energy Calibration Quadratic   :    3.3358022E-04 

 Energy Calibration Range   :     7724.000     

 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Calibration Date/Time   :   12-MAR-2009 12:17:58                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.777     
 NP-237  4341  2/28/10    4768.800        4768.741     
 CM-244  4320A  2/28/10    5795.020        5794.803     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.143     

 Energy Calibration Slope   :     4.890046     
 Energy Calibration Quadratic   :    3.4571218E-04 

 Energy Calibration Range   :     7742.000     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Calibration Date/Time   :   12-MAR-2009 12:18:12                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3180.017     
 NP-237  4341  2/28/10    4768.800        4766.970     
 CM-244  4320A  2/28/10    5795.020        5794.228     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2392.608     

 Energy Calibration Slope   :     4.980177     
 Energy Calibration Quadratic   :    2.8168320E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Calibration Date/Time   :   12-MAR-2009 12:18:25                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.703     
 NP-237  4341  2/28/10    4768.800        4768.653     
 CM-244  4320A  2/28/10    5795.020        5794.949     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2363.282     

 Energy Calibration Slope   :     4.964136     
 Energy Calibration Quadratic   :    3.3229371E-04 

 Energy Calibration Range   :     7795.000     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Calibration Date/Time   :   12-MAR-2009 12:18:41                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.539     
 CM-244  4320A  2/28/10    5795.020        5794.791     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.332     

 Energy Calibration Slope   :     4.926358     
 Energy Calibration Quadratic   :    3.4498281E-04 

 Energy Calibration Range   :     7772.000     

 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Calibration Date/Time   :   12-MAR-2009 12:19:07                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3176.818     
 NP-237  4341  2/28/10    4768.800        4764.804     
 CM-244  4320A  2/28/10    5795.020        5789.559     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2493.713     

 Energy Calibration Slope   :     5.223169     
 Energy Calibration Quadratic   :    3.6458342E-04 

 Energy Calibration Range   :     8225.000     
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 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Calibration Date/Time   :   12-MAR-2009 12:19:24                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.779     
 CM-244  4320A  2/28/10    5795.020        5794.882     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2455.613     

 Energy Calibration Slope   :     5.067777     
 Energy Calibration Quadratic   :    3.7100250E-04 

 Energy Calibration Range   :     8034.000     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Calibration Date/Time   :   12-MAR-2009 12:19:34                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.165     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.153     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.119     

 Energy Calibration Slope   :     4.919501     
 Energy Calibration Quadratic   :    3.3207823E-04 

 Energy Calibration Range   :     7763.000     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Calibration Date/Time   :   12-MAR-2009 12:20:02                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.746     
 NP-237  4341  2/28/10    4768.800        4768.665     
 CM-244  4320A  2/28/10    5795.020        5794.738     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.031     

 Energy Calibration Slope   :     4.918711     
 Energy Calibration Quadratic   :    3.5672245E-04 

 Energy Calibration Range   :     7787.000     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Calibration Date/Time   :   20-MAR-2009 13:51:31                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.832     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.013     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2389.754     

 Energy Calibration Slope   :     4.988745     
 Energy Calibration Quadratic   :    2.8750030E-04 

 Energy Calibration Range   :     7800.000     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Calibration Date/Time   :   20-MAR-2009 13:51:43                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.104     

 Energy Calibration Slope   :     4.979509     
 Energy Calibration Quadratic   :    2.5800819E-04 

 Energy Calibration Range   :     7707.000     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Calibration Date/Time   :   20-MAR-2009 13:51:54                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.004     
 CM-244  4320A  2/28/10    5795.020        5795.198     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.008     

 Energy Calibration Slope   :     5.008197     
 Energy Calibration Quadratic   :    2.5630640E-04 

 Energy Calibration Range   :     7766.000     
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 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Calibration Date/Time   :   20-MAR-2009 13:52:07                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.305     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.021     

 Energy Calibration Slope   :     4.995662     
 Energy Calibration Quadratic   :    2.5201842E-04 

 Energy Calibration Range   :     7744.000     

 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Calibration Date/Time   :   20-MAR-2009 13:52:35                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.835     

 Energy Calibration Slope   :     4.970750     
 Energy Calibration Quadratic   :    2.7092927E-04 

 Energy Calibration Range   :     7757.000     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Calibration Date/Time   :   20-MAR-2009 13:53:04                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.015     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2340.054     

 Energy Calibration Slope   :     4.987895     
 Energy Calibration Quadratic   :    2.5827254E-04 

 Energy Calibration Range   :     7718.000     
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 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Calibration Date/Time   :    2-FEB-2009 15:15:38                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3109.382     
 NP-237  4341  2/28/10    4768.800        4669.281     
 CM-244  4320A  2/28/10    5795.020        5706.875     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2437.949     

 Energy Calibration Slope   :     5.036866     
 Energy Calibration Quadratic   :                                                                   

 Energy Calibration Range   :     7596.000     

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Calibration Date/Time   :   20-MAR-2009 13:53:47                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2331.485     

 Energy Calibration Slope   :     5.004156     
 Energy Calibration Quadratic   :    2.6908101E-04 

 Energy Calibration Range   :     7738.000     

 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Calibration Date/Time   :   20-MAR-2009 13:54:01                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.001     
 NP-237  4341  2/28/10    4768.800        4768.670     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2335.016     

 Energy Calibration Slope   :     4.965841     
 Energy Calibration Quadratic   :    2.7313517E-04 

 Energy Calibration Range   :     7706.000     
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 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Calibration Date/Time   :   20-MAR-2009 13:54:20                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.159     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2332.087     

 Energy Calibration Slope   :     4.962059     
 Energy Calibration Quadratic   :    2.7414435E-04 

 Energy Calibration Range   :     7701.000     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Calibration Date/Time   :   20-MAR-2009 13:54:48                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.216     
 NP-237  4341  2/28/10    4768.800        4769.247     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.245     

 Energy Calibration Slope   :     4.972630     
 Energy Calibration Quadratic   :    2.6128639E-04 

 Energy Calibration Range   :     7746.000     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Calibration Date/Time   :   23-MAR-2009 08:12:56                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.985     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.770     

 Energy Calibration Slope   :     4.983198     
 Energy Calibration Quadratic   :    2.7558714E-04 

 Energy Calibration Range   :     7775.000     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Calibration Date/Time   :   20-MAR-2009 15:52:37                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.812     

 Energy Calibration Slope   :     4.972337     
 Energy Calibration Quadratic   :    2.4822183E-04 

 Energy Calibration Range   :     7690.000     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Calibration Date/Time   :   20-MAR-2009 15:53:39                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.436     
 NP-237  4341  2/28/10    4768.800        4769.152     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.289     

 Energy Calibration Slope   :     5.043994     
 Energy Calibration Quadratic   :    1.8878102E-04 

 Energy Calibration Range   :     7710.000     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Calibration Date/Time   :   20-MAR-2009 15:53:50                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.254     
 NP-237  4341  2/28/10    4768.800        4768.927     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.116     

 Energy Calibration Slope   :     4.966410     
 Energy Calibration Quadratic   :    2.6351991E-04 

 Energy Calibration Range   :     7692.000     
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 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:03                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.310     
 NP-237  4341  2/28/10    4768.800        4768.798     
 CM-244  4320A  2/28/10    5795.020        5795.201     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2325.543     

 Energy Calibration Slope   :     5.009267     
 Energy Calibration Quadratic   :    2.2929002E-04 

 Energy Calibration Range   :     7695.000     

 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:17                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.159     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.431     

 Energy Calibration Slope   :     4.946262     
 Energy Calibration Quadratic   :    2.7680930E-04 

 Energy Calibration Range   :     7699.000     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Calibration Date/Time   :   20-MAR-2009 15:54:59                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.008     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.225     

 Energy Calibration Slope   :     4.987213     
 Energy Calibration Quadratic   :    2.3013890E-04 

 Energy Calibration Range   :     7678.000     
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 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:13                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.183     

 Energy Calibration Slope   :     4.957605     
 Energy Calibration Quadratic   :    2.7774065E-04 

 Energy Calibration Range   :     7737.000     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:26                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.015     
 CM-244  4320A  2/28/10    5795.020        5795.220     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.693     

 Energy Calibration Slope   :     5.010604     
 Energy Calibration Quadratic   :    2.6280206E-04 

 Energy Calibration Range   :     7754.000     

 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Calibration Date/Time   :   20-MAR-2009 15:55:36                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.266     
 NP-237  4341  2/28/10    4768.800        4768.972     
 CM-244  4320A  2/28/10    5795.020        5795.131     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2309.654     

 Energy Calibration Slope   :     4.898695     
 Energy Calibration Quadratic   :    2.7266255E-04 

 Energy Calibration Range   :     7612.000     
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 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Calibration Date/Time   :   23-MAR-2009 08:02:34                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2326.197     

 Energy Calibration Slope   :     4.965754     
 Energy Calibration Quadratic   :    2.5224153E-04 

 Energy Calibration Range   :     7676.000     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Calibration Date/Time   :   20-MAR-2009 15:59:38                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.196     
 NP-237  4341  2/28/10    4768.800        4768.886     
 CM-244  4320A  2/28/10    5795.020        5795.057     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2332.680     

 Energy Calibration Slope   :     4.937988     
 Energy Calibration Quadratic   :    2.6983488E-04 

 Energy Calibration Range   :     7672.000     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Calibration Date/Time   :   20-MAR-2009 16:01:56                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3184.369     
 NP-237  4341  2/28/10    4768.800        4770.434     
 CM-244  4320A  2/28/10    5795.020        5796.146     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.431     

 Energy Calibration Slope   :     4.978001     
 Energy Calibration Quadratic   :    2.1714697E-04 

 Energy Calibration Range   :     7679.000     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:09                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.274     
 NP-237  4341  2/28/10    4768.800        4768.945     
 CM-244  4320A  2/28/10    5795.020        5795.116     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2383.558     

 Energy Calibration Slope   :     4.999058     
 Energy Calibration Quadratic   :    3.1703810E-04 

 Energy Calibration Range   :     7835.000     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:22                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.744     
 CM-244  4320A  2/28/10    5795.020        5794.881     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.774     

 Energy Calibration Slope   :     4.981778     
 Energy Calibration Quadratic   :    2.9511662E-04 

 Energy Calibration Range   :     7792.000     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Calibration Date/Time   :   20-MAR-2009 17:20:35                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.146     
 NP-237  4341  2/28/10    4768.800        4768.891     
 CM-244  4320A  2/28/10    5795.020        5795.113     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.793     

 Energy Calibration Slope   :     4.957643     
 Energy Calibration Quadratic   :    2.9300826E-04 

 Energy Calibration Range   :     7728.000     
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 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:12                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.132     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.114     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2339.608     

 Energy Calibration Slope   :     4.962541     
 Energy Calibration Quadratic   :    2.9560257E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:28                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.234     
 NP-237  4341  2/28/10    4768.800        4768.828     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2357.035     

 Energy Calibration Slope   :     4.949696     
 Energy Calibration Quadratic   :    3.0001078E-04 

 Energy Calibration Range   :     7740.000     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Calibration Date/Time   :   20-MAR-2009 17:21:46                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.250     
 NP-237  4341  2/28/10    4768.800        4768.880     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.956     

 Energy Calibration Slope   :     4.965377     
 Energy Calibration Quadratic   :    2.9196273E-04 

 Energy Calibration Range   :     7767.000     
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 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:04                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.966     
 CM-244  4320A  2/28/10    5795.020        5795.174     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.641     

 Energy Calibration Slope   :     4.982494     
 Energy Calibration Quadratic   :    3.0277422E-04 

 Energy Calibration Range   :     7800.000     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:36                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.110     
 NP-237  4341  2/28/10    4768.800        4768.858     
 CM-244  4320A  2/28/10    5795.020        5795.092     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2343.517     

 Energy Calibration Slope   :     4.962343     
 Energy Calibration Quadratic   :    2.8387719E-04 

 Energy Calibration Range   :     7723.000     

 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Calibration Date/Time   :   20-MAR-2009 17:22:49                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.120     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.705     

 Energy Calibration Slope   :     4.976065     
 Energy Calibration Quadratic   :    2.8692774E-04 

 Energy Calibration Range   :     7750.000     
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 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:18                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.310     
 NP-237  4341  2/28/10    4768.800        4768.931     
 CM-244  4320A  2/28/10    5795.020        5795.066     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2348.480     

 Energy Calibration Slope   :     4.953371     
 Energy Calibration Quadratic   :    2.7009219E-04 

 Energy Calibration Range   :     7704.000     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:31                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.016     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.139     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2347.274     

 Energy Calibration Slope   :     4.971742     
 Energy Calibration Quadratic   :    2.6068027E-04 

 Energy Calibration Range   :     7712.000     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Calibration Date/Time   :   20-MAR-2009 17:23:42                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.191     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2346.061     

 Energy Calibration Slope   :     4.948849     
 Energy Calibration Quadratic   :    2.9117076E-04 

 Energy Calibration Range   :     7719.000     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Calibration Date/Time   :   20-MAR-2009 17:24:10                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4769.114     
 CM-244  4320A  2/28/10    5795.020        5795.067     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.517     

 Energy Calibration Slope   :     4.946508     
 Energy Calibration Quadratic   :    3.0372696E-04 

 Energy Calibration Range   :     7770.000     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Calibration Date/Time   :   20-MAR-2009 17:24:39                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.219     
 NP-237  4341  2/28/10    4768.800        4768.862     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.307     

 Energy Calibration Slope   :     4.960446     
 Energy Calibration Quadratic   :    2.9027814E-04 

 Energy Calibration Range   :     7739.000     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Calibration Date/Time   :   20-MAR-2009 17:25:03                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.145     
 NP-237  4341  2/28/10    4768.800        4768.850     
 CM-244  4320A  2/28/10    5795.020        5795.044     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2345.551     

 Energy Calibration Slope   :     4.923249     
 Energy Calibration Quadratic   :    2.9239827E-04 

 Energy Calibration Range   :     7694.000     
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 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Calibration Date/Time   :   20-MAR-2009 17:25:30                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.137     
 NP-237  4341  2/28/10    4768.800        4769.006     
 CM-244  4320A  2/28/10    5795.020        5795.141     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2344.044     

 Energy Calibration Slope   :     4.932791     
 Energy Calibration Quadratic   :    2.9151197E-04 

 Energy Calibration Range   :     7701.000     

 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:20                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.916     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2330.754     

 Energy Calibration Slope   :     4.951847     
 Energy Calibration Quadratic   :    2.8355792E-04 

 Energy Calibration Range   :     7699.000     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:36                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.055     
 NP-237  4341  2/28/10    4768.800        4768.826     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2337.781     

 Energy Calibration Slope   :     4.953677     
 Energy Calibration Quadratic   :    2.8045851E-04 

 Energy Calibration Range   :     7704.000     
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 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Calibration Date/Time   :   20-MAR-2009 17:26:49                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.184     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2364.858     

 Energy Calibration Slope   :     4.981354     
 Energy Calibration Quadratic   :    2.8928390E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Calibration Date/Time   :   20-MAR-2009 17:27:07                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.409     
 NP-237  4341  2/28/10    4768.800        4768.998     
 CM-244  4320A  2/28/10    5795.020        5795.045     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2362.862     

 Energy Calibration Slope   :     4.988223     
 Energy Calibration Quadratic   :    2.7968286E-04 

 Energy Calibration Range   :     7764.000     

 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Calibration Date/Time   :   20-MAR-2009 17:27:35                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.119     
 NP-237  4341  2/28/10    4768.800        4768.854     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.449     

 Energy Calibration Slope   :     4.980990     
 Energy Calibration Quadratic   :    2.8404358E-04 

 Energy Calibration Range   :     7753.000     
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 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:04                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.246     

 Energy Calibration Slope   :     5.002591     
 Energy Calibration Quadratic   :    2.9938444E-04 

 Energy Calibration Range   :     7810.000     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:18                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.141     
 NP-237  4341  2/28/10    4768.800        4768.811     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2357.448     

 Energy Calibration Slope   :     4.973632     
 Energy Calibration Quadratic   :    3.0872165E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Calibration Date/Time   :   20-MAR-2009 17:28:45                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.236     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.071     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2353.359     

 Energy Calibration Slope   :     4.992017     
 Energy Calibration Quadratic   :    2.9163322E-04 

 Energy Calibration Range   :     7771.000     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Calibration Date/Time   :   30-MAR-2009 08:14:55                                            
Calibration Source Id   :   AESS-001                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3182.299     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.372     

 Energy Calibration Slope   :     4.867168     
 Energy Calibration Quadratic   :    3.7813190E-04 

 Energy Calibration Range   :     7759.000     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:11                                            
Calibration Source Id   :   AESS-007                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.533     

 Energy Calibration Slope   :     4.931921     
 Energy Calibration Quadratic   :    2.9988508E-04 

 Energy Calibration Range   :     7733.000     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:20                                            
Calibration Source Id   :   AESS-002                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.242     

 Energy Calibration Slope   :     4.927336     
 Energy Calibration Quadratic   :    3.3069123E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:30                                            
Calibration Source Id   :   AESS-008                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.750     

 Energy Calibration Slope   :     4.929502     
 Energy Calibration Quadratic   :    3.3091530E-04 

 Energy Calibration Range   :     7775.000     

 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:40                                            
Calibration Source Id   :   AESS-003                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2386.797     

 Energy Calibration Slope   :     4.964153     
 Energy Calibration Quadratic   :    2.8749279E-04 

 Energy Calibration Range   :     7772.000     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Calibration Date/Time   :   30-MAR-2009 08:15:56                                            
Calibration Source Id   :   AESS-009                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2379.006     

 Energy Calibration Slope   :     4.927468     
 Energy Calibration Quadratic   :    3.3021177E-04 

 Energy Calibration Range   :     7771.000     
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 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:06                                            
Calibration Source Id   :   AESS-004                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.431     

 Energy Calibration Slope   :     4.909687     
 Energy Calibration Quadratic   :    3.4297883E-04 

 Energy Calibration Range   :     7769.000     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:15                                            
Calibration Source Id   :   AESS-010                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.556     

 Energy Calibration Slope   :     4.959439     
 Energy Calibration Quadratic   :    2.9317304E-04 

 Energy Calibration Range   :     7768.000     

 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:25                                            
Calibration Source Id   :   AESS-005                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2382.846     

 Energy Calibration Slope   :     4.912193     
 Energy Calibration Quadratic   :    3.4401834E-04 

 Energy Calibration Range   :     7774.000     
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 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:35                                            
Calibration Source Id   :   AESS-011                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2381.130     

 Energy Calibration Slope   :     4.933905     
 Energy Calibration Quadratic   :    3.3635538E-04 

 Energy Calibration Range   :     7786.000     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:44                                            
Calibration Source Id   :   AESS-006                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.802     

 Energy Calibration Slope   :     4.928967     
 Energy Calibration Quadratic   :    3.1665963E-04 

 Energy Calibration Range   :     7750.000     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Calibration Date/Time   :   30-MAR-2009 08:16:53                                            
Calibration Source Id   :   AESS-012                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.173     

 Energy Calibration Slope   :     4.932994     
 Energy Calibration Quadratic   :    3.1871998E-04 

 Energy Calibration Range   :     7759.000     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:07                                            
Calibration Source Id   :   AESS-013                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2365.106     

 Energy Calibration Slope   :     4.985664     
 Energy Calibration Quadratic   :    2.6791944E-04 

 Energy Calibration Range   :     7751.000     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:17                                            
Calibration Source Id   :   AESS-019                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.798     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.324     

 Energy Calibration Slope   :     5.047641     
 Energy Calibration Quadratic   :    1.8721516E-04 

 Energy Calibration Range   :     7726.000     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:26                                            
Calibration Source Id   :   AESS-014                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.403     

 Energy Calibration Slope   :     4.970407     
 Energy Calibration Quadratic   :    2.8861160E-04 

 Energy Calibration Range   :     7752.000     
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 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:36                                            
Calibration Source Id   :   AESS-020                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.124     

 Energy Calibration Slope   :     5.024008     
 Energy Calibration Quadratic   :    2.2732108E-04 

 Energy Calibration Range   :     7741.000     

 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:46                                            
Calibration Source Id   :   AESS-015                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.137     

 Energy Calibration Slope   :     4.980155     
 Energy Calibration Quadratic   :    2.7307397E-04 

 Energy Calibration Range   :     7747.000     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Calibration Date/Time   :   31-MAR-2009 13:07:56                                            
Calibration Source Id   :   AESS-021                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2354.299     

 Energy Calibration Slope   :     5.005922     
 Energy Calibration Quadratic   :    2.3971348E-04 

 Energy Calibration Range   :     7732.000     
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 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:07                                            
Calibration Source Id   :   AESS-016                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.024     

 Energy Calibration Slope   :     4.974108     
 Energy Calibration Quadratic   :    2.7920396E-04 

 Energy Calibration Range   :     7745.000     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:16                                            
Calibration Source Id   :   AESS-022                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.001     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2355.388     

 Energy Calibration Slope   :     5.030578     
 Energy Calibration Quadratic   :    2.1629673E-04 

 Energy Calibration Range   :     7734.000     

 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Calibration Date/Time   :   31-MAR-2009 13:08:25                                            
Calibration Source Id   :   AESS-017                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.594     

 Energy Calibration Slope   :     4.970244     
 Energy Calibration Quadratic   :    2.8036340E-04 

 Energy Calibration Range   :     7744.000     
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 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:18                                            
Calibration Source Id   :   AESS-023                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.194     

 Energy Calibration Slope   :     5.001173     
 Energy Calibration Quadratic   :    2.4327284E-04 

 Energy Calibration Range   :     7728.000     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:28                                            
Calibration Source Id   :   AESS-018                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.534     

 Energy Calibration Slope   :     4.976827     
 Energy Calibration Quadratic   :    2.7777941E-04 

 Energy Calibration Range   :     7749.000     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:37                                            
Calibration Source Id   :   AESS-024                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2352.216     

 Energy Calibration Slope   :     5.041510     
 Energy Calibration Quadratic   :    2.0420850E-04 

 Energy Calibration Range   :     7729.000     

907



 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Calibration Date/Time   :   31-MAR-2009 13:13:54                                            
Calibration Source Id   :   AESS-025                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.745     

 Energy Calibration Slope   :     4.932212     
 Energy Calibration Quadratic   :    2.9747782E-04 

 Energy Calibration Range   :     7723.000     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:05                                            
Calibration Source Id   :   AESS-031                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.299     

 Energy Calibration Slope   :     4.969139     
 Energy Calibration Quadratic   :    2.6946943E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:15                                            
Calibration Source Id   :   AESS-026                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2370.313     

 Energy Calibration Slope   :     4.979070     
 Energy Calibration Quadratic   :    2.9835338E-04 

 Energy Calibration Range   :     7782.000     
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 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:25                                            
Calibration Source Id   :   AESS-032                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2369.406     

 Energy Calibration Slope   :     4.972644     
 Energy Calibration Quadratic   :    2.9822273E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:34                                            
Calibration Source Id   :   AESS-027                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.799     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2356.505     

 Energy Calibration Slope   :     4.973050     
 Energy Calibration Quadratic   :    2.5861213E-04 

 Energy Calibration Range   :     7720.000     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:44                                            
Calibration Source Id   :   AESS-033                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2358.359     

 Energy Calibration Slope   :     4.952878     
 Energy Calibration Quadratic   :    2.8951291E-04 

 Energy Calibration Range   :     7734.000     
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 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Calibration Date/Time   :   31-MAR-2009 13:14:52                                            
Calibration Source Id   :   AESS-028                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2372.785     

 Energy Calibration Slope   :     4.985325     
 Energy Calibration Quadratic   :    2.8584892E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:11                                            
Calibration Source Id   :   AESS-034                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2366.090     

 Energy Calibration Slope   :     4.982796     
 Energy Calibration Quadratic   :    2.9861878E-04 

 Energy Calibration Range   :     7782.000     

 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:20                                            
Calibration Source Id   :   AESS-029                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2361.459     

 Energy Calibration Slope   :     4.924727     
 Energy Calibration Quadratic   :    3.1613579E-04 

 Energy Calibration Range   :     7736.000     
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 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:29                                            
Calibration Source Id   :   AESS-035                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.801     
 CM-244  4320A  2/28/10    5795.020        5795.019     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2359.499     

 Energy Calibration Slope   :     4.954069     
 Energy Calibration Quadratic   :    2.9061513E-04 

 Energy Calibration Range   :     7737.000     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:38                                            
Calibration Source Id   :   AESS-030                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.020     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.062     

 Energy Calibration Slope   :     4.961628     
 Energy Calibration Quadratic   :    2.7721003E-04 

 Energy Calibration Range   :     7731.000     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Calibration Date/Time   :   31-MAR-2009 13:15:47                                            
Calibration Source Id   :   AESS-036                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3183.000     
 NP-237  4341  2/28/10    4768.800        4768.800     
 CM-244  4320A  2/28/10    5795.020        5795.021     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2360.004     

 Energy Calibration Slope   :     4.957539     
 Energy Calibration Quadratic   :    2.8027029E-04 

 Energy Calibration Range   :     7730.000     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Calibration Date/Time   :    3-APR-2009 10:44:31                                            
Calibration Source Id   :   AESS-037                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.638     
 NP-237  4341  2/28/10    4768.800        4768.286     
 CM-244  4320A  2/28/10    5795.020        5793.626     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.772     

 Energy Calibration Slope   :     4.969982     
 Energy Calibration Quadratic   :    3.0582940E-04 

 Energy Calibration Range   :     7784.000     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Calibration Date/Time   :    3-APR-2009 10:45:00                                            
Calibration Source Id   :   AESS-043                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.514     
 NP-237  4341  2/28/10    4768.800        4767.845     
 CM-244  4320A  2/28/10    5795.020        5793.585     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2375.015     

 Energy Calibration Slope   :     4.947466     
 Energy Calibration Quadratic   :    3.1719072E-04 

 Energy Calibration Range   :     7774.000     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Calibration Date/Time   :    3-APR-2009 10:45:22                                            
Calibration Source Id   :   AESS-038                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.908     
 NP-237  4341  2/28/10    4768.800        4768.249     
 CM-244  4320A  2/28/10    5795.020        5794.013     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.674     

 Energy Calibration Slope   :     4.929296     
 Energy Calibration Quadratic   :    3.4555912E-04 

 Energy Calibration Range   :     7788.000     
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 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Calibration Date/Time   :    3-APR-2009 10:45:45                                            
Calibration Source Id   :   AESS-044                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.710     
 NP-237  4341  2/28/10    4768.800        4767.908     
 CM-244  4320A  2/28/10    5795.020        5793.288     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.272     

 Energy Calibration Slope   :     4.956338     
 Energy Calibration Quadratic   :    3.1870403E-04 

 Energy Calibration Range   :     7783.000     

 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Calibration Date/Time   :    3-APR-2009 10:46:12                                            
Calibration Source Id   :   AESS-039                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.601     
 NP-237  4341  2/28/10    4768.800        4768.219     
 CM-244  4320A  2/28/10    5795.020        5794.076     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2368.934     

 Energy Calibration Slope   :     4.957986     
 Energy Calibration Quadratic   :    3.1803793E-04 

 Energy Calibration Range   :     7779.000     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Calibration Date/Time   :    3-APR-2009 10:46:40                                            
Calibration Source Id   :   AESS-045                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.918     
 NP-237  4341  2/28/10    4768.800        4768.453     
 CM-244  4320A  2/28/10    5795.020        5794.263     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2367.041     

 Energy Calibration Slope   :     4.922439     
 Energy Calibration Quadratic   :    3.4755000E-04 

 Energy Calibration Range   :     7772.000     
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 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Calibration Date/Time   :    3-APR-2009 10:47:02                                            
Calibration Source Id   :   AESS-040                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.989     
 NP-237  4341  2/28/10    4768.800        4768.313     
 CM-244  4320A  2/28/10    5795.020        5794.108     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2374.208     

 Energy Calibration Slope   :     4.948413     
 Energy Calibration Quadratic   :    3.1914903E-04 

 Energy Calibration Range   :     7776.000     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Calibration Date/Time   :    3-APR-2009 10:47:22                                            
Calibration Source Id   :   AESS-046                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.499     
 NP-237  4341  2/28/10    4768.800        4768.292     
 CM-244  4320A  2/28/10    5795.020        5794.087     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2376.812     

 Energy Calibration Slope   :     4.945933     
 Energy Calibration Quadratic   :    3.1968721E-04 

 Energy Calibration Range   :     7777.000     

 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Calibration Date/Time   :    3-APR-2009 10:48:08                                            
Calibration Source Id   :   AESS-041                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.670     
 NP-237  4341  2/28/10    4768.800        4767.917     
 CM-244  4320A  2/28/10    5795.020        5793.537     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2380.457     

 Energy Calibration Slope   :     4.940961     
 Energy Calibration Quadratic   :    3.3323694E-04 

 Energy Calibration Range   :     7789.000     
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 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Calibration Date/Time   :    3-APR-2009 10:48:30                                            
Calibration Source Id   :   AESS-047                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.453     
 NP-237  4341  2/28/10    4768.800        4768.266     
 CM-244  4320A  2/28/10    5795.020        5793.539     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2373.851     

 Energy Calibration Slope   :     4.949171     
 Energy Calibration Quadratic   :    3.1573806E-04 

 Energy Calibration Range   :     7773.000     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Calibration Date/Time   :    3-APR-2009 10:48:55                                            
Calibration Source Id   :   AESS-042                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3178.864     
 NP-237  4341  2/28/10    4768.800        4767.812     
 CM-244  4320A  2/28/10    5795.020        5793.669     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2377.326     

 Energy Calibration Slope   :     4.952408     
 Energy Calibration Quadratic   :    3.2653011E-04 

 Energy Calibration Range   :     7791.000     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Calibration Date/Time   :    3-APR-2009 10:49:23                                            
Calibration Source Id   :   AESS-048                                                        

Cal. Isotopes                                                     Source Id  Expiration Date  Standard Energy  Actual Energy 
 GD-148  6445-278  2/28/10    3183.000        3179.141     
 NP-237  4341  2/28/10    4768.800        4768.024     
 CM-244  4320A  2/28/10    5795.020        5793.912     

Energy/Channel Equation   :   see above                                                       
Energy Calibration Zero   :     2378.013     

 Energy Calibration Slope   :     4.936169     
 Energy Calibration Quadratic   :    3.4311009E-04 

 Energy Calibration Range   :     7792.000     
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Subsection 2:    Background Calibration 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.142         3298.577         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.514         4906.138         15.00000         3.599998         25.81989        95.00000     
 CM-244     5531.661         5885.727         46.00000         11.03999         14.74419        95.00000     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.549         3298.790         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4433.991         4903.283         9.000000         2.159998         33.33334        95.00000     
 CM-244     5532.577         5882.674         11.00000         2.639998         30.15113        95.00000     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.703         3302.146        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.406         4901.583         6.000000         1.439999         40.82483        95.00000     
 CM-244     5530.559         5885.799         11.00000         2.639998         30.15113        95.00000     

 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.153         3297.819         9.000000         2.159998         33.33334        95.00000     
 NP-237     4432.489         4906.038         19.00000         4.559997         22.94157        95.00000     
 CM-244     5532.694         5883.868         68.00000         16.31999         12.12678        95.00000     
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 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.899         3302.138         5.000000         1.199999         44.72136        95.00000     
 NP-237     4436.161         4902.131         10.00000         2.399998         31.62278        95.00000     
 CM-244     5533.496         5882.384         31.00000         7.439995         17.96053        95.00000     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.665         3302.392         4.000000        0.9599993         50.00000        95.00000     
 NP-237     4435.060         4902.873         3.000000        0.7199995         57.73503        95.00000     
 CM-244     5531.771         5883.373         7.000000         1.679999         37.79645        95.00000     

 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:06                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.801         3300.227         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4432.661         4906.544         10.00000         2.400001         31.62278        95.00000     
 CM-244     5533.035         5885.229         19.00000         4.560001         22.94157        95.00000     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:06                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.574         3299.806         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4435.442         4903.851         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5534.804         5882.869         10.00000         2.400001         31.62278        95.00000     
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 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:06                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.969         3298.694        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4437.078         4904.327         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5531.620         5886.354         17.00000         4.080001         24.25356        95.00000     

 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:06                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.928         3299.392        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.785         4904.273         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5530.619         5886.725         16.00000         3.840001         25.00000        95.00000     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:06                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.646         3302.138         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4436.514         4906.304         8.000000         1.920000         35.35534        95.00000     
 CM-244     5531.619         5882.809         17.00000         4.080001         24.25356        95.00000     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:06                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.098         3299.811         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4433.060         4902.836         10.00000         2.400001         31.62278        95.00000     
 CM-244     5531.336         5883.525         31.00000         7.440001         17.96053        95.00000     
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 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:07                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.545         3300.608         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4437.462         4901.773         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5535.554         5882.564         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:07                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.525         3300.004         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4432.978         4905.688         7.000000         1.679999         37.79645        95.00000     
 CM-244     5533.573         5883.373         25.00000         5.999996         20.00000        95.00000     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:07                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.318         3299.768         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4433.083         4904.680         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.651         5885.055         26.00000         6.239996         19.61161        95.00000     

 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:07                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.886         3299.543         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4433.785         4905.843         8.000000         1.919999         35.35534        95.00000     
 CM-244     5531.200         5887.307         3.000000        0.7199996         57.73503        95.00000     
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 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:07                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.165         3300.468        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.859         4902.168         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.554         5883.626         3.000000        0.7199996         57.73503        95.00000     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:02:07                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.474         3299.823         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.963         4905.325         5.000000         1.199999         44.72136        95.00000     
 CM-244     5534.435         5886.881         27.00000         6.479996         19.24501        95.00000     

 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:07:49                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.637         3299.664         5.000000         1.199999         44.72136        95.00000     
 NP-237     4436.283         4906.545         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5535.610         5884.842         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:07:49                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.618         3299.122         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4434.985         4903.221         9.000000         2.160001         33.33334        95.00000     
 CM-244     5531.781         5887.202         1.000000        0.2400001         100.0000        95.00000     
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 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:24                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.016         3299.081         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.430         4905.659         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.039         5885.808         47.00000         11.27999         14.58650        95.00000     

 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:24                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.092         3300.005         4.000000        0.9599994         50.00000        95.00000     
 NP-237     4435.637         4905.501         9.000000         2.159999         33.33334        95.00000     
 CM-244     5533.333         5884.766         49.00000         11.75999         14.28572        95.00000     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:24                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.895         3301.467         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.658         4902.366         13.00000         3.119998         27.73501        95.00000     
 CM-244     5533.479         5887.006         17.00000         4.079998         24.25356        95.00000     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:24                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.756         3298.086         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.788         4905.837         1.000000        0.2399998         100.0000        95.00000     
 CM-244     5532.589         5883.422         44.00000         10.55999         15.07557        95.00000     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Background Analysis Date/Time   :    1-MAR-2009 17:17:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.111         3297.944         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4432.899         4902.553         6.000000         1.440000         40.82483        95.00000     
 CM-244     5534.714         5883.223         67.00000         16.08000         12.21694        95.00000     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.133         3300.874         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4437.504         4904.884         9.000000         2.160000         33.33334        95.00000     
 CM-244     5533.094         5883.299         48.00000         11.52000         14.43376        95.00000     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.639         3300.568         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4436.651         4904.391         11.00000         2.640000         30.15113        95.00000     
 CM-244     5531.772         5886.277         74.00000         17.76000         11.62476        95.00000     

 Instrument   :   CHAMBER 028                                                     
Detector  :   64257                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.044         3298.067        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.753         4906.049         8.000000         1.920000         35.35534        95.00000     
 CM-244     5534.605         5884.725         1.000000        0.2400000         100.0000        95.00000     
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 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.683         3298.187         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4437.020         4906.399         8.000000         1.920000         35.35534        95.00000     
 CM-244     5535.641         5883.488         60.00000         14.40000         12.90994        95.00000     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.944         3299.059         5.000000         1.200000         44.72136        95.00000     
 NP-237     4436.427         4904.686         16.00000         3.840001         25.00000        95.00000     
 CM-244     5535.461         5885.521         49.00000         11.76000         14.28572        95.00000     

 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:26                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.399         3297.721         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4433.734         4905.087         17.00000         4.079997         24.25356        95.00000     
 CM-244     5533.246         5886.402         59.00000         14.15999         13.01889        95.00000     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Background Analysis Date/Time   :    9-MAR-2009 15:06:57                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.838         3301.991         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4435.594         4905.112         6.000000         1.439999         40.82483        95.00000     
 CM-244     5532.202         5886.258         26.00000         6.239996         19.61161        95.00000     
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 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:07:51                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.318         3297.839         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4437.110         4905.436         8.000000         1.919999         35.35534        95.00000     
 CM-244     5534.794         5885.582         4.000000        0.9599993         50.00000        95.00000     

 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:26                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.312         3302.026         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.458         4905.917         6.000000         1.439999         40.82483        95.00000     
 CM-244     5530.840         5885.882         21.00000         5.039997         21.82179        95.00000     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:26                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.635         3302.510         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.106         4902.609         12.00000         2.879998         28.86751        95.00000     
 CM-244     5531.463         5887.020         42.00000         10.07999         15.43033        95.00000     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:26                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.595         3299.136         5.000000         1.199999         44.72136        95.00000     
 NP-237     4437.256         4903.453         2.000000        0.4799997         70.71068        95.00000     
 CM-244     5535.668         5885.283         57.00000         13.67999         13.24532        95.00000     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Background Analysis Date/Time   :    1-MAR-2009 17:17:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.194         3298.299         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.234         4903.897         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.967         5885.719         58.00000         13.91999         13.13064        95.00000     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.959         3299.483         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4432.841         4905.808         17.00000         4.079997         24.25356        95.00000     
 CM-244     5534.117         5884.192         62.00000         14.87999         12.70001        95.00000     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Background Analysis Date/Time   :    1-MAR-2009 17:17:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.536         3302.175         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4435.871         4905.013         9.000000         2.159998         33.33334        95.00000     
 CM-244     5533.768         5886.636         92.00000         22.07998         10.42572        95.00000     

 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:07:54                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.360         3300.173         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4436.133         4904.182         6.000000         1.440000         40.82483        95.00000     
 CM-244     5531.513         5883.600         1.000000        0.2400001         100.0000        95.00000     
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 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.654         3298.270         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4434.929         4905.265         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5532.779         5885.917         45.00000         10.79999         14.90712        95.00000     

 Instrument   :   CHAMBER 042                                                     
Detector  :   67617                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.959         3298.851         5.000000         1.199999         44.72136        95.00000     
 NP-237     4433.985         4903.944         9.000000         2.159998         33.33334        95.00000     
 CM-244     5533.989         5887.675         4.000000        0.9599993         50.00000        95.00000     

 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:28                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.701         3300.735         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4436.128         4902.006         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5532.672         5886.276         25.00000         6.000001         20.00000        95.00000     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:28                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.575         3297.743         1.000000        0.2400001         100.0000        95.00000     
 NP-237     4436.960         4903.069         9.000000         2.160001         33.33334        95.00000     
 CM-244     5534.696         5883.763         68.00000         16.32000         12.12678        95.00000     
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 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:28                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.810         3298.386         5.000000         1.200000         44.72136        95.00000     
 NP-237     4436.286         4902.238         11.00000         2.640001         30.15113        95.00000     
 CM-244     5533.986         5883.278         70.00000         16.80000         11.95229        95.00000     

 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:28                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.677         3297.989         5.000000         1.200000         44.72136        95.00000     
 NP-237     4435.958         4904.912         6.000000         1.440000         40.82483        95.00000     
 CM-244     5533.523         5886.362         50.00000         12.00000         14.14214        95.00000     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Background Analysis Date/Time   :    1-MAR-2009 17:17:28                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.039         3302.388         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4434.842         4902.090         10.00000         2.400001         31.62278        95.00000     
 CM-244     5535.043         5884.740         75.00000         18.00000         11.54701        95.00000     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Background Analysis Date/Time   :    1-MAR-2009 17:17:28                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.639         3302.112         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4433.907         4902.865         13.00000         3.120001         27.73501        95.00000     
 CM-244     5535.387         5886.804         87.00000         20.88000         10.72113        95.00000     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.947         3300.374         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.287         4903.952         14.00000         3.359998         26.72612        95.00000     
 CM-244     5533.783         5887.436         31.00000         7.439995         17.96053        95.00000     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.899         3297.536         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4436.276         4902.364         15.00000         3.599998         25.81989        95.00000     
 CM-244     5532.288         5884.977         31.00000         7.439995         17.96053        95.00000     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.243         3299.192         5.000000         1.199999         44.72136        95.00000     
 NP-237     4435.737         4906.324         7.000000         1.679999         37.79645        95.00000     
 CM-244     5535.422         5882.355         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.500         3302.448         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4434.708         4903.568         5.000000         1.199999         44.72136        95.00000     
 CM-244     5532.968         5883.453         10.00000         2.399998         31.62278        95.00000     
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 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.185         3298.014        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.401         4901.399         11.00000         2.639998         30.15113        95.00000     
 CM-244     5534.205         5883.913         8.000000         1.919999         35.35534        95.00000     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Background Analysis Date/Time   :   12-MAR-2009 12:34:35                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.237         3298.007         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.453         4904.341         8.000000         1.919999         35.35534        95.00000     
 CM-244     5531.191         5887.568         20.00000         4.799997         22.36068        95.00000     

 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.591         3301.479         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.790         4903.035         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5530.694         5885.159         19.00000         4.559997         22.94157        95.00000     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.562         3299.456         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4432.796         4902.356         9.000000         2.159999         33.33334        95.00000     
 CM-244     5530.345         5887.489         25.00000         5.999996         20.00000        95.00000     
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 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.646         3301.526         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4436.663         4901.392         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5531.404         5885.080         15.00000         3.599998         25.81989        95.00000     

 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.752         3301.643         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.604         4902.902         10.00000         2.399998         31.62278        95.00000     
 CM-244     5533.432         5887.626         5.000000         1.199999         44.72136        95.00000     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.154         3297.691         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4437.199         4902.961         19.00000         4.559997         22.94157        95.00000     
 CM-244     5533.709         5887.477         19.00000         4.559997         22.94157        95.00000     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Background Analysis Date/Time   :   12-MAR-2009 12:34:37                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.514         3300.198         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4437.196         4903.339         7.000000         1.679999         37.79645        95.00000     
 CM-244     5534.017         5887.459         17.00000         4.079998         24.25356        95.00000     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.901         3298.857         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.174         4904.424         9.000000         2.159999         33.33334        95.00000     
 CM-244     5532.477         5884.540         31.00000         7.439995         17.96053        95.00000     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.552         3300.764         3.000000        0.7199996         57.73503        95.00000     
 NP-237     4435.646         4904.882         5.000000         1.199999         44.72136        95.00000     
 CM-244     5533.421         5886.001         57.00000         13.67999         13.24532        95.00000     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.200         3300.514         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.913         4903.576         3.000000        0.7199996         57.73503        95.00000     
 CM-244     5531.022         5882.832         57.00000         13.67999         13.24532        95.00000     

 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.956         3299.956         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4437.590         4902.432         4.000000        0.9599994         50.00000        95.00000     
 CM-244     5532.680         5883.246         37.00000         8.879994         16.43990        95.00000     
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 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.712         3298.353         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.493         4903.219         5.000000         1.199999         44.72136        95.00000     
 CM-244     5534.718         5885.874         43.00000         10.31999         15.24986        95.00000     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:01                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.849         3298.069         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.150         4902.106         12.00000         2.879998         28.86751        95.00000     
 CM-244     5534.571         5883.952         50.00000         11.99999         14.14214        95.00000     

 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.393         3298.715         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4434.211         4901.846         12.00000         2.880001         28.86751        95.00000     
 CM-244     5532.689         5885.320         36.00000         8.640002         16.66667        95.00000     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.920         3299.277        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.160         4902.996         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5531.394         5886.250         24.00000         5.760001         20.41241        95.00000     
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 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.034         3301.028         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4433.966         4901.726         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.786         5887.610         12.00000         2.880001         28.86751        95.00000     

 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.763         3298.948         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4432.753         4903.398         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5531.772         5883.265         45.00000         10.80000         14.90712        95.00000     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.125         3301.283         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4433.974         4902.604         7.000000         1.680000         37.79645        95.00000     
 CM-244     5534.066         5884.596         28.00000         6.720002         18.89822        95.00000     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:04                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.676         3299.398         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.651         4906.097         8.000000         1.920000         35.35534        95.00000     
 CM-244     5532.465         5885.156         20.00000         4.800001         22.36068        95.00000     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.101         3300.458         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4434.992         4905.134         3.000000        0.7200001         57.73503        95.00000     
 CM-244     5531.164         5882.876        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.426         3300.432         2.000000        0.4800001         70.71068        95.00000     
 NP-237     4435.857         4905.885         6.000000         1.440000         40.82483        95.00000     
 CM-244     5530.638         5884.280         1.000000        0.2400001         100.0000        95.00000     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.771         3302.197         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4436.574         4905.333         1.000000        0.2400001         100.0000        95.00000     
 CM-244     5535.580         5887.011         7.000000         1.680000         37.79645        95.00000     

 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.049         3301.769         5.000000         1.200000         44.72136        95.00000     
 NP-237     4434.602         4905.649         10.00000         2.400001         31.62278        95.00000     
 CM-244     5531.759         5886.170         12.00000         2.880001         28.86751        95.00000     
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 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.581         3300.359         5.000000         1.200000         44.72136        95.00000     
 NP-237     4436.660         4902.349         7.000000         1.680000         37.79645        95.00000     
 CM-244     5531.416         5886.697         8.000000         1.920000         35.35534        95.00000     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:05                                            
Background Count Time   :     59999.99     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.335         3298.034         3.000000        0.7200001         57.73503        95.00000     
 NP-237     4436.130         4905.688         5.000000         1.200000         44.72136        95.00000     
 CM-244     5533.780         5885.687         7.000000         1.680000         37.79645        95.00000     

 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.103         3297.602         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.292         4904.928         2.000000        0.4799997         70.71068        95.00000     
 CM-244     5533.907         5882.435         6.000000         1.439999         40.82483        95.00000     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.051         3299.338         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4436.690         4902.641         14.00000         3.359998         26.72612        95.00000     
 CM-244     5534.583         5884.077         2.000000        0.4799997         70.71068        95.00000     
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 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.900         3301.261         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4434.481         4902.358         8.000000         1.919999         35.35534        95.00000     
 CM-244     5531.072         5886.893         11.00000         2.639998         30.15113        95.00000     

 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.326         3297.879         2.000000        0.4799997         70.71068        95.00000     
 NP-237     4435.417         4904.998         6.000000         1.439999         40.82483        95.00000     
 CM-244     5530.546         5887.545         12.00000         2.879998         28.86751        95.00000     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.864         3298.193         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4433.713         4903.301         6.000000         1.439999         40.82483        95.00000     
 CM-244     5532.387         5885.311         5.000000         1.199999         44.72136        95.00000     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:07                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.692         3299.231         3.000000        0.7199995         57.73503        95.00000     
 NP-237     4436.633         4906.337         13.00000         3.119998         27.73501        95.00000     
 CM-244     5531.463         5885.707         4.000000        0.9599993         50.00000        95.00000     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.114         3298.235         5.000000         1.199999         44.72136        95.00000     
 NP-237     4433.943         4904.032         6.000000         1.439999         40.82483        95.00000     
 CM-244     5534.154         5882.456         2.000000        0.4799997         70.71068        95.00000     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.818         3302.392         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.559         4903.145         5.000000         1.199999         44.72136        95.00000     
 CM-244     5530.451         5882.813         1.000000        0.2399998         100.0000        95.00000     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.007         3299.583         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4433.040         4906.173         5.000000         1.199999         44.72136        95.00000     
 CM-244     5534.157         5886.981        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.795         3301.434         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.750         4903.571         7.000000         1.679999         37.79645        95.00000     
 CM-244     5531.750         5884.227         1.000000        0.2399998         100.0000        95.00000     
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 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.801         3298.671         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4435.176         4903.594         4.000000        0.9599993         50.00000        95.00000     
 CM-244     5531.545         5884.042        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.238         3298.166         1.000000        0.2399998         100.0000        95.00000     
 NP-237     4434.954         4905.783         1.000000        0.2399998         100.0000        95.00000     
 CM-244     5535.330         5882.569         4.000000        0.9599993         50.00000        95.00000     

 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.992         3298.108         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4433.496         4901.950         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5531.164         5887.132         1.000000        0.2400000         100.0000        95.00000     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.530         3298.625        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.713         4904.216         2.000000        0.4800001         70.71068        95.00000     
 CM-244     5530.875         5885.568         1.000000        0.2400000         100.0000        95.00000     
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 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.913         3301.393         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4432.277         4901.317         8.000000         1.920000         35.35534        95.00000     
 CM-244     5533.022         5883.576         2.000000        0.4800001         70.71068        95.00000     

 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.820         3301.897         1.000000        0.2400000         100.0000        95.00000     
 NP-237     4434.941         4903.177         5.000000         1.200000         44.72136        95.00000     
 CM-244     5530.727         5884.222         14.00000         3.360001         26.72612        95.00000     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.243         3298.592         4.000000        0.9600002         50.00000        95.00000     
 NP-237     4434.364         4904.138         4.000000        0.9600002         50.00000        95.00000     
 CM-244     5533.541         5886.676         2.000000        0.4800001         70.71068        95.00000     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Background Analysis Date/Time   :    8-MAR-2009 11:08:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.436         3298.202         5.000000         1.200000         44.72136        95.00000     
 NP-237     4437.038         4903.471         6.000000         1.440000         40.82483        95.00000     
 CM-244     5530.603         5885.703         3.000000        0.7200001         57.73503        95.00000     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Background Analysis Date/Time   :   19-MAR-2009 13:27:21                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.486         3302.135        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.471         4903.268         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5534.528         5882.772         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:26                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.801         3297.603        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.458         4901.837         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.179         5885.133         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Background Analysis Date/Time   :   19-MAR-2009 13:27:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.894         3299.194        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.153         4905.605         4.000000         1.200000         50.00000        95.00000     
 CM-244     5535.345         5882.385         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Background Analysis Date/Time   :   19-MAR-2009 13:27:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.417         3301.933         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.802         4903.870         6.000000         1.800000         40.82483        95.00000     
 CM-244     5531.673         5882.944         13.00000         3.900000         27.73501        95.00000     
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 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.262         3301.555         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.238         4904.502         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.711         5882.884         16.00000         4.800000         25.00000        95.00000     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:44                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.791         3302.165         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.707         4903.816         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.829         5883.292         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.004         3299.253         5.000000         1.200000         44.72136        95.00000     
 NP-237     4432.548         4906.013        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5530.584         5883.165        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Background Analysis Date/Time   :   15-MAR-2009 17:06:19                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.647         3302.203        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.647         4906.107         9.000000         2.160000         33.33334        95.00000     
 CM-244     5532.160         5885.592         2.000000        0.4800001         70.71068        95.00000     
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 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:27:58                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.228         3298.526         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.497         4901.939         5.000000         1.500000         44.72136        95.00000     
 CM-244     5534.747         5886.144         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Background Analysis Date/Time   :   19-MAR-2009 13:28:03                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.855         3299.976         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4433.367         4902.602         10.00000         3.000000         31.62278        95.00000     
 CM-244     5535.157         5886.428         26.00000         7.800000         19.61161        95.00000     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Background Analysis Date/Time   :   19-MAR-2009 13:28:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.795         3298.987         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4437.018         4905.719         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.944         5882.453         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Background Analysis Date/Time   :   19-MAR-2009 13:28:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.772         3298.841        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.757         4906.468         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.387         5882.705         8.000000         2.400000         35.35534        95.00000     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.411         3301.651         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4433.726         4901.700         4.000000         1.200000         50.00000        95.00000     
 CM-244     5531.920         5886.903         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.921         3302.232         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.664         4906.016         11.00000         3.300000         30.15113        95.00000     
 CM-244     5531.300         5885.703         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.274         3298.449         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.561         4905.357         6.000000         1.800000         40.82483        95.00000     
 CM-244     5531.764         5882.401         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:16                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.762         3300.873         6.000000         1.800000         40.82483        95.00000     
 NP-237     4433.481         4903.217         6.000000         1.800000         40.82483        95.00000     
 CM-244     5535.311         5885.777         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.124         3298.266         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.453         4901.437         5.000000         1.500000         44.72136        95.00000     
 CM-244     5532.390         5882.813         2.000000        0.6000000         70.71068        95.00000     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.499         3301.329         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.375         4902.239         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.856         5886.275         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:29                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.197         3300.906        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.936         4901.717         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.758         5884.791         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:33                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.278         3298.975         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.766         4902.877         7.000000         2.100000         37.79645        95.00000     
 CM-244     5533.946         5887.160         12.00000         3.600000         28.86751        95.00000     
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 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.867         3300.300        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.719         4904.799         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5535.515         5882.907         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.104         3299.047        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.603         4903.452         10.00000         3.000000         31.62278        95.00000     
 CM-244     5533.606         5883.289         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.196         3300.805         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.580         4905.601         4.000000         1.200000         50.00000        95.00000     
 CM-244     5534.878         5884.293         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Background Analysis Date/Time   :   19-MAR-2009 16:19:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.140         3302.030         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4436.070         4901.914         9.000000         2.700000         33.33334        95.00000     
 CM-244     5533.758         5886.358         9.000000         2.700000         33.33334        95.00000     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.010         3298.774         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.907         4903.908         6.000000         1.800000         40.82483        95.00000     
 CM-244     5534.799         5886.095         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:43                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.890         3302.323         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4436.361         4903.247         18.00000         5.400000         23.57022        95.00000     
 CM-244     5534.814         5883.318         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.205         3301.392        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.078         4906.369         9.000000         2.700000         33.33334        95.00000     
 CM-244     5535.485         5882.625         21.00000         6.300000         21.82179        95.00000     

 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:52                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.734         3298.237         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.351         4905.296         12.00000         3.600000         28.86751        95.00000     
 CM-244     5535.342         5883.020         1.000000        0.3000000         100.0000        95.00000     
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 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:00:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.485         3298.181         8.000000         2.400000         35.35534        95.00000     
 NP-237     4436.842         4901.637         13.00000         3.900000         27.73501        95.00000     
 CM-244     5530.529         5882.989         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.115         3299.470         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.823         4905.356         14.00000         4.200000         26.72612        95.00000     
 CM-244     5534.767         5887.416         16.00000         4.800000         25.00000        95.00000     

 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:06                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.956         3297.484         8.000000         2.400000         35.35534        95.00000     
 NP-237     4432.534         4905.319         11.00000         3.300000         30.15113        95.00000     
 CM-244     5532.625         5887.168         23.00000         6.900000         20.85144        95.00000     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:10                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.383         3301.680         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.188         4906.151         13.00000         3.900000         27.73501        95.00000     
 CM-244     5534.606         5886.628         15.00000         4.500000         25.81989        95.00000     
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 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:14                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.293         3299.347        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.914         4902.945        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5533.168         5886.207         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.960         3299.371         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.116         4903.137         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5533.971         5884.246         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.928         3301.316         9.000000         2.700000         33.33334        95.00000     
 NP-237     4434.694         4903.548         10.00000         3.000000         31.62278        95.00000     
 CM-244     5535.255         5885.894         19.00000         5.700000         22.94157        95.00000     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:01:30                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.308         3301.913         7.000000         2.100000         37.79645        95.00000     
 NP-237     4434.411         4903.759         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.584         5883.344         7.000000         2.100000         37.79645        95.00000     
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 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.491         3301.900         6.000000         1.800000         40.82483        95.00000     
 NP-237     4434.479         4904.212         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.858         5885.227         13.00000         3.900000         27.73501        95.00000     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.965         3298.130         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.688         4902.849         5.000000         1.500000         44.72136        95.00000     
 CM-244     5531.727         5884.061         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.515         3301.594         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.892         4906.361         5.000000         1.500000         44.72136        95.00000     
 CM-244     5531.511         5887.131         4.000000         1.200000         50.00000        95.00000     

 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:21                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.234         3301.886         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.184         4904.220         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5535.614         5886.459         3.000000        0.9000000         57.73503        95.00000     
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 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:25                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.338         3302.084         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.606         4903.751         8.000000         2.400000         35.35534        95.00000     
 CM-244     5531.117         5882.530         19.00000         5.700000         22.94157        95.00000     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:29                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.525         3299.226        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.672         4905.675         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.775         5884.004         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:33                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.048         3301.398         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.973         4901.510         8.000000         2.400000         35.35534        95.00000     
 CM-244     5532.469         5885.944         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:37                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.760         3300.347         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.182         4905.827         19.00000         5.700000         22.94157        95.00000     
 CM-244     5531.070         5884.179         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.616         3300.915         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.977         4905.426         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.521         5883.600         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:45                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.018         3298.746         4.000000         1.200000         50.00000        95.00000     
 NP-237     4432.669         4901.694         7.000000         2.100000         37.79645        95.00000     
 CM-244     5530.860         5886.402         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.028         3298.313         4.000000         1.200000         50.00000        95.00000     
 NP-237     4432.856         4905.601         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.999         5887.665         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Background Analysis Date/Time   :   19-MAR-2009 17:31:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.049         3302.166         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.419         4906.428         21.00000         6.300000         21.82179        95.00000     
 CM-244     5533.752         5882.782         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:09                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.715         3301.755         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4437.475         4906.489         4.000000         1.200000         50.00000        95.00000     
 CM-244     5530.699         5884.426         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:13                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.709         3301.289         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.854         4904.233         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.993         5887.612         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:17                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.308         3299.068         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4436.250         4906.557         7.000000         2.100000         37.79645        95.00000     
 CM-244     5531.296         5884.743         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:20                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.085         3297.982        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.675         4906.194         9.000000         2.700000         33.33334        95.00000     
 CM-244     5531.218         5884.827         8.000000         2.400000         35.35534        95.00000     
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 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.669         3299.796         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.042         4904.000         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.538         5884.649         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.080         3301.889        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.989         4904.268         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5534.293         5882.375         15.00000         4.500000         25.81989        95.00000     

 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:31                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.511         3301.462        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.488         4906.264         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.612         5883.988         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:34                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.971         3299.952         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.020         4904.064         7.000000         2.100000         37.79645        95.00000     
 CM-244     5532.858         5885.180         10.00000         3.000000         31.62278        95.00000     
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 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:38                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.250         3298.336         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.903         4903.927         14.00000         4.200000         26.72612        95.00000     
 CM-244     5533.960         5887.592         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:41                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.073         3300.356         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4434.533         4905.829         8.000000         2.400000         35.35534        95.00000     
 CM-244     5532.006         5886.326         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:45                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.870         3298.545        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.533         4903.960         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.523         5885.004         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Background Analysis Date/Time   :   22-MAR-2009 17:06:48                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.765         3301.736         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.697         4903.598         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.837         5885.719         2.000000        0.6000000         70.71068        95.00000     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.501         3301.709        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.449         4903.909         6.000000         1.800000         40.82483        95.00000     
 CM-244     5532.624         5884.595         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.110         3301.545         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4436.327         4905.779         11.00000         3.300000         30.15113        95.00000     
 CM-244     5531.156         5885.591        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:47:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.257         3298.962         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.373         4906.243         5.000000         1.500000         44.72136        95.00000     
 CM-244     5530.689         5883.461         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.677         3300.454         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4435.342         4905.957         5.000000         1.500000         44.72136        95.00000     
 CM-244     5533.868         5884.896         16.00000         4.800000         25.00000        95.00000     
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 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:04                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.923         3301.975        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.294         4903.726        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.532         5884.616         8.000000         2.400000         35.35534        95.00000     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.851         3298.789        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.619         4901.454         8.000000         2.400000         35.35534        95.00000     
 CM-244     5534.209         5885.167         10.00000         3.000000         31.62278        95.00000     

 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.194         3298.946         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4434.938         4905.374         5.000000         1.500000         44.72136        95.00000     
 CM-244     5534.338         5886.585         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.590         3298.558         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.456         4903.767         17.00000         5.100000         24.25356        95.00000     
 CM-244     5531.002         5886.847         10.00000         3.000000         31.62278        95.00000     
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 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:19                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.296         3299.833         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4435.124         4905.307         4.000000         1.200000         50.00000        95.00000     
 CM-244     5533.966         5886.057         18.00000         5.400000         23.57022        95.00000     

 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.266         3301.012         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.168         4903.110         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.529         5886.813         23.00000         6.900000         20.85144        95.00000     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:27                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.978         3301.914         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.116         4903.631         12.00000         3.600000         28.86751        95.00000     
 CM-244     5532.665         5884.932         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:31                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.688         3302.119         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4432.730         4903.044         6.000000         1.800000         40.82483        95.00000     
 CM-244     5535.274         5885.508         11.00000         3.300000         30.15113        95.00000     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:35                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.934         3298.515         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4432.958         4906.450         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5533.067         5884.234         14.00000         4.200000         26.72612        95.00000     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.689         3298.951         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4432.565         4901.760         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.144         5885.263         2.000000        0.6000000         70.71068        95.00000     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:42                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.305         3301.652         8.000000         2.400000         35.35534        95.00000     
 NP-237     4435.774         4902.783         7.000000         2.100000         37.79645        95.00000     
 CM-244     5534.595         5883.271         12.00000         3.600000         28.86751        95.00000     

 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:46                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.599         3299.552         5.000000         1.500000         44.72136        95.00000     
 NP-237     4437.457         4903.937         8.000000         2.400000         35.35534        95.00000     
 CM-244     5535.038         5883.324         6.000000         1.800000         40.82483        95.00000     
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 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:50                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.253         3300.578         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.743         4902.451         7.000000         2.100000         37.79645        95.00000     
 CM-244     5533.912         5884.391         9.000000         2.700000         33.33334        95.00000     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:53                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.044         3299.733        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.517         4901.935         20.00000         6.000000         22.36068        95.00000     
 CM-244     5535.121         5886.928         27.00000         8.100000         19.24501        95.00000     

 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:48:57                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.305         3299.762         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.512         4905.293         10.00000         3.000000         31.62278        95.00000     
 CM-244     5530.867         5884.236         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.548         3298.127         1.000000        0.3000000         100.0000        95.00000     
 NP-237     4433.103         4905.743         4.000000         1.200000         50.00000        95.00000     
 CM-244     5532.756         5887.083         22.00000         6.600000         21.32007        95.00000     
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 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:05                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.999         3298.482         4.000000         1.200000         50.00000        95.00000     
 NP-237     4433.740         4902.857         37.00000         11.10000         16.43990        95.00000     
 CM-244     5530.997         5883.236         11.00000         3.300000         30.15113        95.00000     

 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:08                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.325         3301.135        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.328         4903.943        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.106         5884.048         5.000000         1.500000         44.72136        95.00000     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:12                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.628         3297.581         37.00000         11.10000         16.43990        95.00000     
 NP-237     4435.740         4904.940         77.00000         23.10000         11.39606        95.00000     
 CM-244     5532.222         5883.511         62.00000         18.60000         12.70001        95.00000     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Background Analysis Date/Time   :   29-MAR-2009 17:49:16                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.103         3301.927         3.000000        0.9000000         57.73503        95.00000     
 NP-237     4434.521         4903.604         8.000000         2.400000         35.35534        95.00000     
 CM-244     5530.805         5887.428         9.000000         2.700000         33.33334        95.00000     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Background Analysis Date/Time   :    1-APR-2009 08:02:18                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.707         3298.603        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.778         4903.577         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5535.292         5884.005        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Background Analysis Date/Time   :    1-APR-2009 08:02:23                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.352         3301.152         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.971         4901.730         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5532.338         5885.960        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Background Analysis Date/Time   :    1-APR-2009 08:02:28                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.206         3301.420         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.929         4902.346         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.536         5883.983        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Background Analysis Date/Time   :    1-APR-2009 08:02:33                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.723         3301.102        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4432.864         4904.750         1.000000        0.3000000         100.0000        95.00000     
 CM-244     5531.267         5885.561         1.000000        0.3000000         100.0000        95.00000     
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 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Background Analysis Date/Time   :    1-APR-2009 08:02:39                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.615         3302.122        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4434.301         4906.337         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5533.037         5887.425        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Background Analysis Date/Time   :    1-APR-2009 08:02:44                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.776         3299.690        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4433.250         4904.609         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5531.143         5885.797        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     

 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Background Analysis Date/Time   :    1-APR-2009 08:02:49                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2987.691         3300.587        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4435.871         4901.872        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.851         5886.703         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Background Analysis Date/Time   :    1-APR-2009 08:02:55                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2989.999         3297.687         7.000000         2.100000         37.79645        95.00000     
 NP-237     4437.557         4903.381         8.000000         2.400000         35.35534        95.00000     
 CM-244     5534.136         5882.490         6.000000         1.800000         40.82483        95.00000     
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 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Background Analysis Date/Time   :    1-APR-2009 08:03:01                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2988.215         3300.876         6.000000         1.800000         40.82483        95.00000     
 NP-237     4436.206         4902.614         2.000000        0.6000000         70.71068        95.00000     
 CM-244     5534.487         5883.613         7.000000         2.100000         37.79645        95.00000     

 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Background Analysis Date/Time   :    1-APR-2009 08:03:06                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2992.403         3300.254         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4435.259         4906.316        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5531.674         5885.284         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Background Analysis Date/Time   :    1-APR-2009 08:03:11                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2991.413         3299.625        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 NP-237     4436.611         4903.501         3.000000        0.9000000         57.73503        95.00000     
 CM-244     5530.500         5885.160         1.000000        0.3000000         100.0000        95.00000     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Background Analysis Date/Time   :    1-APR-2009 08:03:15                                            
Background Count Time   :     60000.00     

Cal. Isotopes                                                     Start Energy  End Energy 
 Counts  Counts 
 in 1000 min  during Cal  % Error  Confidence

 GD-148     2990.353         3297.884         2.000000        0.6000000         70.71068        95.00000     
 NP-237     4433.440         4905.487        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
 CM-244     5532.814         5882.458        0.0000000E+00    0.0000000E+00    0.0000000E+00    95.00000     
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Subsection 3:    Efficiency Calibration 

 Instrument   :   CHAMBER 001                                                     
Detector  :   67602                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:18                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:50:05                                            
Average Efficiency   :    0.3107763     

Average Efficiency Error  :    8.5692639E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2992.142         3298.577         15021.00        0.3028164        1.3016050E-02     65.89223     
 NP-237     171.0024      28-FEB-2010                  4435.514         4906.138         13022.00        0.3172084        1.6102323E-02     70.01612     
 CM-244     158.1060      28-FEB-2010                  5531.661         5885.727         11554.00        0.3165236        1.6098386E-02     60.43484     

 Instrument   :   CHAMBER 002                                                     
Detector  :   78266                                                           

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:18                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:50:40                                            
Average Efficiency   :    0.3110773     

Average Efficiency Error  :    8.5638165E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2987.549         3298.790         14776.00        0.3106246        1.3355657E-02     40.39417     
 NP-237     200.4990      28-FEB-2010                  4433.991         4903.283         15065.00        0.3130286        1.5857918E-02     57.38132     
 CM-244     196.5558      28-FEB-2010                  5532.577         5882.674         14046.00        0.3097889        1.5708545E-02     51.73599     

 Instrument   :   CHAMBER 003                                                     
Detector  :   67617                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:18                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:04:25                                            
Average Efficiency   :    0.2867939     

Average Efficiency Error  :    7.9043517E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2990.703         3302.146         13745.00        0.2849126        1.2266952E-02     53.66626     
 NP-237     203.2080      28-FEB-2010                  4432.406         4901.583         13970.00        0.2864179        1.4524519E-02     64.10594     
 CM-244     197.2236      28-FEB-2010                  5530.559         5885.799         13183.00        0.2898858        1.4712646E-02     61.35339     
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 Instrument   :   CHAMBER 004                                                     
Detector  :   64279                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:18                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:52:01                                            
Average Efficiency   :    0.3103068     

Average Efficiency Error  :    8.5423505E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2991.153         3297.819         14830.00        0.3026726        1.3012967E-02     52.04467     
 NP-237     204.2586      28-FEB-2010                  4432.489         4906.038         15470.00        0.3154796        1.5976740E-02     65.86326     
 CM-244     198.8100      28-FEB-2010                  5532.694         5883.868         14530.00        0.3167017        1.6052116E-02     53.47477     

 Instrument   :   CHAMBER 005                                                     
Detector  :   67612                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:18                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:52:28                                            
Average Efficiency   :    0.2987918     

Average Efficiency Error  :    8.2250275E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2989.899         3302.138         14971.00        0.2988673        1.2847119E-02     48.12251     
 NP-237     209.5938      28-FEB-2010                  4436.161         4902.131         15000.00        0.2981485        1.5104954E-02     65.91011     
 CM-244     202.7478      28-FEB-2010                  5533.496         5882.384         13997.00        0.2993360        1.5179406E-02     54.18352     

 Instrument   :   CHAMBER 006                                                     
Detector  :   67613                                                           

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:18                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:52:50                                            
Average Efficiency   :    0.2947859     

Average Efficiency Error  :    8.1212223E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2988.665         3302.392         14146.00        0.2921752        1.2572683E-02     51.77316     
 NP-237     204.7038      28-FEB-2010                  4435.060         4902.873         14424.00        0.2935807        1.4881201E-02     63.66220     
 CM-244     195.0060      28-FEB-2010                  5531.771         5883.373         13481.00        0.2998686        1.5214310E-02     57.91970     
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 Instrument   :   CHAMBER 007                                                     
Detector  :   67607                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:45                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:31:08                                            
Average Efficiency   :    0.3000481     

Average Efficiency Error  :    8.2630394E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2987.801         3300.227         14449.00        0.2941809        1.2653971E-02     45.43492     
 NP-237     205.0260      28-FEB-2010                  4432.661         4906.544         14984.00        0.3044656        1.5425207E-02     57.32614     
 CM-244     199.6806      28-FEB-2010                  5533.035         5885.229         13987.00        0.3043538        1.5433916E-02     54.07270     

 Instrument   :   CHAMBER 008                                                     
Detector  :   67608                                                           

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:45                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:31:56                                            
Average Efficiency   :    0.3027686     

Average Efficiency Error  :    8.3354078E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2987.574         3299.806         14773.00        0.3017887        1.2975888E-02     49.19768     
 NP-237     209.2716      28-FEB-2010                  4435.442         4903.851         15029.00        0.2992182        1.5158717E-02     54.36366     
 CM-244     199.6488      28-FEB-2010                  5534.804         5882.869         14148.00        0.3079543        1.5613952E-02     51.37836     

 Instrument   :   CHAMBER 009                                                     
Detector  :   72528                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:45                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:32:48                                            
Average Efficiency   :    0.3355852     

Average Efficiency Error  :    9.2266547E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2989.969         3298.694         16113.00        0.3334617        1.4315818E-02     46.02725     
 NP-237     204.0192      28-FEB-2010                  4437.078         4904.327         16440.00        0.3357333        1.6989680E-02     63.19111     
 CM-244     197.2128      28-FEB-2010                  5531.620         5886.354         15370.00        0.3384795        1.7142918E-02     49.36443     
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 Instrument   :   CHAMBER 010                                                     
Detector  :   72529                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:45                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:33:02                                            
Average Efficiency   :    0.3132852     

Average Efficiency Error  :    8.6237704E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2991.928         3299.392         14798.00        0.3083670        1.3258284E-02     49.29120     
 NP-237     202.9926      28-FEB-2010                  4435.785         4904.273         15420.00        0.3164945        1.6028687E-02     58.23811     
 CM-244     196.2330      28-FEB-2010                  5530.619         5886.725         14329.00        0.3172919        1.6084645E-02     50.18162     

 Instrument   :   CHAMBER 011                                                     
Detector  :   72531                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:45                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:33:17                                            
Average Efficiency   :    0.2964703     

Average Efficiency Error  :    8.1603089E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2991.646         3302.138         14924.00        0.2951614        1.2688568E-02     48.40398     
 NP-237     214.4868      28-FEB-2010                  4436.514         4906.304         15456.00        0.3002144        1.5203773E-02     60.05339     
 CM-244     208.4184      28-FEB-2010                  5531.619         5882.809         14134.00        0.2946695        1.4940645E-02     49.92408     

 Instrument   :   CHAMBER 012                                                     
Detector  :   67594                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   24-MAR-2009 08:14:45                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   25-MAR-2009 11:30:17                                            
Average Efficiency   :    0.2956370     

Average Efficiency Error  :    8.1417896E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2992.098         3299.811         14487.00        0.2956962        1.2718528E-02     49.28305     
 NP-237     205.8930      28-FEB-2010                  4433.060         4902.836         14783.00        0.2991159        1.5156853E-02     62.69239     
 CM-244     203.1954      28-FEB-2010                  5531.336         5883.525         13668.00        0.2922289        1.4823972E-02     54.58294     

967



 Instrument   :   CHAMBER 013                                                     
Detector  :   78790                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   24-MAR-2009 08:14:46                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   25-MAR-2009 11:30:27                                            
Average Efficiency   :    0.3407006     

Average Efficiency Error  :    9.3632517E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2988.545         3300.608         16569.00        0.3424692        1.4695730E-02     44.14546     
 NP-237     210.2526      28-FEB-2010                  4437.462         4901.773         17047.00        0.3378092        1.7087499E-02     60.55941     
 CM-244     201.9108      28-FEB-2010                  5535.554         5882.564         15850.00        0.3412120        1.7274547E-02     50.34800     

 Instrument   :   CHAMBER 014                                                     
Detector  :   67616                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:46                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:36:50                                            
Average Efficiency   :    0.3150349     

Average Efficiency Error  :    8.6650010E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2991.525         3300.004         15740.00        0.3085315        1.3250849E-02     51.12942     
 NP-237     211.7160      28-FEB-2010                  4432.978         4905.688         16387.00        0.3224709        1.6319189E-02     61.35367     
 CM-244     207.3882      28-FEB-2010                  5533.573         5883.373         15158.00        0.3173914        1.6077787E-02     56.05395     

 Instrument   :   CHAMBER 015                                                     
Detector  :   61581                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:46                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:37:39                                            
Average Efficiency   :    0.3244485     

Average Efficiency Error  :    8.9258887E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2990.318         3299.768         15524.00        0.3202720        1.3758383E-02     61.73450     
 NP-237     200.6460      28-FEB-2010                  4433.083         4904.680         15808.00        0.3282435        1.6618565E-02     75.03787     
 CM-244     195.9270      28-FEB-2010                  5534.651         5885.055         14735.00        0.3267300        1.6556975E-02     60.72819     
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 Instrument   :   CHAMBER 016                                                     
Detector  :   78774                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:46                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:37:50                                            
Average Efficiency   :    0.3349179     

Average Efficiency Error  :    9.2101628E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2989.886         3299.543         15958.00        0.3291785        1.4134285E-02     42.14550     
 NP-237     199.3962      28-FEB-2010                  4433.785         4905.843         16402.00        0.3427034        1.7342906E-02     59.78986     
 CM-244     198.6402      28-FEB-2010                  5531.200         5887.307         15345.00        0.3357404        1.7004436E-02     43.67214     

 Instrument   :   CHAMBER 017                                                     
Detector  :   78791                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:46                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:38:02                                            
Average Efficiency   :    0.2907057     

Average Efficiency Error  :    8.0062579E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2991.165         3300.468         14476.00        0.2900552        1.2476036E-02     42.80142     
 NP-237     208.5846      28-FEB-2010                  4434.859         4902.168         14769.00        0.2949958        1.4948240E-02     57.47712     
 CM-244     205.5828      28-FEB-2010                  5534.554         5883.626         13600.00        0.2875103        1.4585418E-02     43.92667     

 Instrument   :   CHAMBER 018                                                     
Detector  :   21063                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   23-MAR-2009 12:45:46                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   23-MAR-2009 17:38:33                                            
Average Efficiency   :    0.2814124     

Average Efficiency Error  :    7.7584684E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2991.474         3299.823         13601.00        0.2831583        1.2194012E-02     56.43970     
 NP-237     208.8990      28-FEB-2010                  4434.963         4905.325         13761.00        0.2744512        1.3920610E-02     71.02116     
 CM-244     198.1458      28-FEB-2010                  5534.435         5886.881         13069.00        0.2865275        1.4544210E-02     62.54448     
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 Instrument   :   CHAMBER 019                                                     
Detector  :   78786                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :    9-MAR-2009 07:58:41                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    9-MAR-2009 12:21:50                                            
Average Efficiency   :    0.2905628     

Average Efficiency Error  :    8.0085676E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.637         3299.664         13713.00        0.2819019        1.2137926E-02     40.29417     
 NP-237     202.9140      28-FEB-2010                  4436.283         4906.545         14516.00        0.2980544        1.5106683E-02     62.16100     
 CM-244     199.3140      28-FEB-2010                  5535.610         5884.842         13621.00        0.2964330        1.5037720E-02     45.26513     

 Instrument   :   CHAMBER 020                                                     
Detector  :   78787                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   10-MAR-2009 07:39:00                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   10-MAR-2009 11:43:25                                            
Average Efficiency   :    0.3478081     

Average Efficiency Error  :    9.5600961E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2989.618         3299.122         16534.00        0.3384015        1.4521654E-02     41.42680     
 NP-237     203.4984      28-FEB-2010                  4434.985         4903.221         17327.00        0.3547294        1.7940085E-02     63.43726     
 CM-244     197.1096      28-FEB-2010                  5531.781         5887.202         16135.00        0.3552788        1.7982800E-02     48.04192     

 Instrument   :   CHAMBER 021                                                     
Detector  :   67047                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:19                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:54:16                                            
Average Efficiency   :    0.3035256     

Average Efficiency Error  :    8.3555887E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2990.016         3299.081         14820.00        0.2992130        1.2864311E-02     51.18515     
 NP-237     210.1548      28-FEB-2010                  4435.430         4905.659         15688.00        0.3110077        1.5747428E-02     62.81028     
 CM-244     200.7390      28-FEB-2010                  5534.039         5885.808         14019.00        0.3025575        1.5342565E-02     52.62526     
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 Instrument   :   CHAMBER 022                                                     
Detector  :   72530                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:19                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:54:41                                            
Average Efficiency   :    0.3199882     

Average Efficiency Error  :    8.8047953E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2991.092         3300.005         15421.00        0.3094273        1.3294023E-02     48.63551     
 NP-237     206.8830      28-FEB-2010                  4435.637         4905.501         16496.00        0.3321898        1.6809719E-02     69.38521     
 CM-244     203.0208      28-FEB-2010                  5533.333         5884.766         15197.00        0.3244656        1.6435774E-02     53.32333     

 Instrument   :   CHAMBER 023                                                     
Detector  :   78264                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:19                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:55:03                                            
Average Efficiency   :    0.3390990     

Average Efficiency Error  :    9.3224281E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2991.895         3301.467         16263.00        0.3297870        1.4155833E-02     47.63382     
 NP-237     207.4998      28-FEB-2010                  4435.658         4902.366         17160.00        0.3445165        1.7425515E-02     65.83524     
 CM-244     199.8804      28-FEB-2010                  5533.479         5887.006         16038.00        0.3479822        1.7614877E-02     52.99593     

 Instrument   :   CHAMBER 024                                                     
Detector  :   76542                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:19                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:55:36                                            
Average Efficiency   :    0.3370417     

Average Efficiency Error  :    9.2686396E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2989.756         3298.086         15840.00        0.3274553        1.4062002E-02     53.07003     
 NP-237     205.6662      28-FEB-2010                  4436.788         4905.837         16930.00        0.3429866        1.7350746E-02     61.50507     
 CM-244     198.3060      28-FEB-2010                  5532.589         5883.422         15821.00        0.3458511        1.7510129E-02     54.82770     
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 Instrument   :   CHAMBER 025                                                     
Detector  :   45-149AA5                                                       

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:20                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:55:56                                            
Average Efficiency   :    0.3285831     

Average Efficiency Error  :    9.0550026E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2989.111         3297.944         15370.00        0.3306539        1.4206799E-02     58.34231     
 NP-237     167.9916      28-FEB-2010                  4432.899         4902.553         13269.00        0.3290732        1.6699878E-02     72.10272     
 CM-244     157.2432      28-FEB-2010                  5534.714         5883.223         11808.00        0.3252960        1.6538827E-02     59.76078     

 Instrument   :   CHAMBER 026                                                     
Detector  :   78204                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:20                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:56:28                                            
Average Efficiency   :    0.3194352     

Average Efficiency Error  :    9.3610026E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2988.133         3300.874         15257.00        0.3217355        1.6296789E-02     45.16370     
 NP-237     168.0294      28-FEB-2010                  4437.504         4904.884         12923.00        0.3204014        1.6266204E-02     58.06054     
 CM-244     160.5822      28-FEB-2010                  5533.094         5883.299         11719.00        0.3162511        1.6080745E-02     47.75601     

 Instrument   :   CHAMBER 027                                                     
Detector  :   42484                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:20                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:56:55                                            
Average Efficiency   :    0.3407505     

Average Efficiency Error  :    9.9842539E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2990.639         3300.568         15391.00        0.3347796        1.6955610E-02     55.05470     
 NP-237     161.6154      28-FEB-2010                  4436.651         4904.391         13235.00        0.3411486        1.7313387E-02     68.21565     
 CM-244     148.1754      28-FEB-2010                  5531.772         5886.277         11864.00        0.3467931        1.7630512E-02     58.58730     
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 Instrument   :   CHAMBER 028                                                     
Detector  :   64257                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:20                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:57:33                                            
Average Efficiency   :    0.3038403     

Average Efficiency Error  :    8.9116385E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2989.044         3298.067         14498.00        0.3055193        1.5485716E-02     39.59666     
 NP-237     168.1992      28-FEB-2010                  4432.753         4906.049         12209.00        0.3023966        1.5365602E-02     57.90348     
 CM-244     156.7614      28-FEB-2010                  5534.605         5884.725         10973.00        0.3036287        1.5455680E-02     38.43298     

 Instrument   :   CHAMBER 029                                                     
Detector  :   33454                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:20                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:57:57                                            
Average Efficiency   :    0.3144230     

Average Efficiency Error  :    9.2183435E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2987.683         3298.187         14790.00        0.3086989        1.5642742E-02     55.10523     
 NP-237     169.7700      28-FEB-2010                  4437.020         4906.399         12722.00        0.3121892        1.5853036E-02     62.29569     
 CM-244     154.8234      28-FEB-2010                  5535.641         5883.488         11548.00        0.3231427        1.6435353E-02     56.11595     

 Instrument   :   CHAMBER 030                                                     
Detector  :   33447                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:20                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:58:18                                            
Average Efficiency   :    0.3203992     

Average Efficiency Error  :    9.3913628E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2990.944         3299.059         14810.00        0.3131274        1.5866896E-02     55.27325     
 NP-237     166.3758      28-FEB-2010                  4436.427         4904.686         13034.00        0.3263297        1.6565112E-02     69.83638     
 CM-244     157.1856      28-FEB-2010                  5535.461         5885.521         11692.00        0.3223531        1.6391620E-02     62.75739     
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 Instrument   :   CHAMBER 031                                                     
Detector  :   67042                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:21                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:58:32                                            
Average Efficiency   :    0.3268404     

Average Efficiency Error  :    9.0129375E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2992.399         3297.721         14706.00        0.3194459        1.3736158E-02     62.17639     
 NP-237     162.9186      28-FEB-2010                  4433.734         4905.087         13177.00        0.3368998        1.7098924E-02     70.01728     
 CM-244     153.1968      28-FEB-2010                  5533.246         5886.402         11608.00        0.3281731        1.6689740E-02     58.67364     

 Instrument   :   CHAMBER 032                                                     
Detector  :   67041                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   10-MAR-2009 08:02:02                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   10-MAR-2009 12:06:24                                            
Average Efficiency   :    0.3055786     

Average Efficiency Error  :    8.4331054E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2988.838         3301.991         14106.00        0.3039843        1.3081546E-02     54.79386     
 NP-237     165.9822      28-FEB-2010                  4435.594         4905.112         12317.00        0.3091590        1.5707014E-02     60.52660     
 CM-244     153.7938      28-FEB-2010                  5532.202         5886.258         10794.00        0.3043308        1.5496285E-02     54.73683     

 Instrument   :   CHAMBER 033                                                     
Detector  :   78785                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    9-MAR-2009 08:02:09                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    9-MAR-2009 12:22:30                                            
Average Efficiency   :    0.3193808     

Average Efficiency Error  :    8.8116508E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2989.318         3297.839         14399.00        0.3148500        1.3543832E-02     44.13505     
 NP-237     161.7816      28-FEB-2010                  4437.110         4905.436         12443.00        0.3204190        1.6276510E-02     65.16332     
 CM-244     147.2670      28-FEB-2010                  5534.794         5885.582         11036.00        0.3250697        1.6545478E-02     49.40283     
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 Instrument   :   CHAMBER 034                                                     
Detector  :   61586                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:21                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 11:59:52                                            
Average Efficiency   :    0.3136561     

Average Efficiency Error  :    8.6515015E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2990.312         3302.026         14587.00        0.3059897        1.3159506E-02     61.45533     
 NP-237     167.2962      28-FEB-2010                  4435.458         4905.917         12797.00        0.3186916        1.6181754E-02     69.93508     
 CM-244     154.4388      28-FEB-2010                  5530.840         5885.882         11409.00        0.3203035        1.6293587E-02     58.68550     

 Instrument   :   CHAMBER 035                                                     
Detector  :   78202                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:21                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:00:06                                            
Average Efficiency   :    0.3044491     

Average Efficiency Error  :    8.3996775E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2987.635         3302.510         14538.00        0.3078460        1.3240174E-02     44.51955     
 NP-237     168.2934      28-FEB-2010                  4434.106         4902.609         12343.00        0.3055214        1.5521750E-02     59.91212     
 CM-244     158.8128      28-FEB-2010                  5531.463         5887.020         10958.00        0.2989314        1.5217480E-02     45.88656     

 Instrument   :   CHAMBER 036                                                     
Detector  :   78203                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:21                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:00:25                                            
Average Efficiency   :    0.3260813     

Average Efficiency Error  :    8.9855837E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2987.595         3299.136         15543.00        0.3247796        1.3951683E-02     49.64195     
 NP-237     167.4312      28-FEB-2010                  4437.256         4903.453         13067.00        0.3251718        1.6505584E-02     59.53819     
 CM-244     156.4188      28-FEB-2010                  5535.668         5885.283         11877.00        0.3288839        1.6719522E-02     51.98883     
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 Instrument   :   CHAMBER 037                                                     
Detector  :   45-149BB5                                                       

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:22                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:00:52                                            
Average Efficiency   :    0.3589026     

Average Efficiency Error  :    9.8793982E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2992.194         3298.299         16447.00        0.3499121        1.5016872E-02     72.80401     
 NP-237     167.1294      28-FEB-2010                  4436.234         4903.897         14555.00        0.3628261        1.8388961E-02     75.71854     
 CM-244     154.7664      28-FEB-2010                  5534.967         5885.719         13177.00        0.3688065        1.8718777E-02     69.82225     

 Instrument   :   CHAMBER 038                                                     
Detector  :   72532                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:22                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:01:06                                            
Average Efficiency   :    0.3401268     

Average Efficiency Error  :    9.3660513E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2990.959         3299.483         16096.00        0.3383267        1.4524904E-02     49.18687     
 NP-237     170.0886      28-FEB-2010                  4432.841         4905.808         14092.00        0.3451127        1.7498979E-02     58.30718     
 CM-244     157.7460      28-FEB-2010                  5534.117         5884.192         12305.00        0.3378434        1.7165273E-02     55.34460     

 Instrument   :   CHAMBER 039                                                     
Detector  :   45-149BB2                                                       

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:22                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:01:20                                            
Average Efficiency   :    0.3648728     

Average Efficiency Error  :    1.0046730E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2991.536         3302.175         16268.00        0.3559922        1.5280588E-02     59.20239     
 NP-237     159.1506      28-FEB-2010                  4435.871         4905.013         14462.00        0.3785686        1.9188497E-02     74.62836     
 CM-244     151.7142      28-FEB-2010                  5533.768         5886.636         12798.00        0.3651604        1.8542245E-02     60.67612     

976



 Instrument   :   CHAMBER 040                                                     
Detector  :   78773                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   10-MAR-2009 07:39:02                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   10-MAR-2009 11:43:36                                            
Average Efficiency   :    0.3260976     

Average Efficiency Error  :    8.9892671E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2990.360         3300.173         14919.00        0.3227598        1.3875005E-02     43.10131     
 NP-237     166.8174      28-FEB-2010                  4436.133         4904.182         13258.00        0.3311147        1.6803687E-02     59.10121     
 CM-244     155.0100      28-FEB-2010                  5531.513         5883.600         11647.00        0.3259794        1.6576506E-02     49.56721     

 Instrument   :   CHAMBER 041                                                     
Detector  :   78205                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:22                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:01:59                                            
Average Efficiency   :    0.3351386     

Average Efficiency Error  :    9.2293238E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2989.654         3298.270         16042.00        0.3309695        1.4209853E-02     41.05038     
 NP-237     171.2268      28-FEB-2010                  4434.929         4905.265         13732.00        0.3341343        1.6948329E-02     54.33707     
 CM-244     159.5796      28-FEB-2010                  5532.779         5885.917         12613.00        0.3424417        1.7391987E-02     44.54117     

 Instrument   :   CHAMBER 042                                                     
Detector  :   67617                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:22                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:02:13                                            
Average Efficiency   :    0.3329060     

Average Efficiency Error  :    9.1784755E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2987.959         3298.851         14933.00        0.3328840        1.4310009E-02     42.82553     
 NP-237     159.6558      28-FEB-2010                  4433.985         4903.944         12859.00        0.3355358        1.7035823E-02     58.59842     
 CM-244     150.5208      28-FEB-2010                  5533.989         5887.675         11469.00        0.3303774        1.6804524E-02     50.75462     
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 Instrument   :   CHAMBER 043                                                     
Detector  :   76543                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:23                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:02:25                                            
Average Efficiency   :    0.3426164     

Average Efficiency Error  :    9.4346954E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2987.701         3300.735         15997.00        0.3402767        1.4610135E-02     49.88435     
 NP-237     168.7422      28-FEB-2010                  4436.128         4902.006         13891.00        0.3429918        1.7394774E-02     64.00176     
 CM-244     156.3252      28-FEB-2010                  5532.672         5886.276         12466.00        0.3456124        1.7555974E-02     51.93884     

 Instrument   :   CHAMBER 044                                                     
Detector  :   67612                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:23                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:02:43                                            
Average Efficiency   :    0.3390702     

Average Efficiency Error  :    9.3411282E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.575         3297.743         15423.00        0.3336728        1.4335619E-02     58.76391     
 NP-237     166.6248      28-FEB-2010                  4436.960         4903.069         13712.00        0.3428323        1.7389927E-02     71.30698     
 CM-244     155.8290      28-FEB-2010                  5534.696         5883.763         12353.00        0.3432747        1.7440239E-02     58.89839     

 Instrument   :   CHAMBER 045                                                     
Detector  :   67601                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:23                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:03:00                                            
Average Efficiency   :    0.3487844     

Average Efficiency Error  :    9.6115051E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2991.810         3298.386         15384.00        0.3460808        1.4869405E-02     46.77663     
 NP-237     160.8066      28-FEB-2010                  4436.286         4902.238         13314.00        0.3449114        1.7502826E-02     59.66028     
 CM-244     145.8384      28-FEB-2010                  5533.986         5883.278         12023.00        0.3569718        1.8143993E-02     48.00655     
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 Instrument   :   CHAMBER 046                                                     
Detector  :   76544                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:23                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:03:19                                            
Average Efficiency   :    0.3352336     

Average Efficiency Error  :    9.2389546E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2987.677         3297.989         15267.00        0.3297728        1.4170632E-02     54.10794     
 NP-237     164.6658      28-FEB-2010                  4435.958         4904.912         13288.00        0.3362003        1.7061209E-02     62.69640     
 CM-244     151.3824      28-FEB-2010                  5533.523         5886.362         11969.00        0.3424678        1.7407792E-02     58.34417     

 Instrument   :   CHAMBER 047                                                     
Detector  :   46-089B1                                                        

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:23                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:03:33                                            
Average Efficiency   :    0.3510030     

Average Efficiency Error  :    9.6629458E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2989.039         3302.388         16326.00        0.3477756        1.4927022E-02     55.67809     
 NP-237     168.3948      28-FEB-2010                  4434.842         4902.090         14191.00        0.3510690        1.7799221E-02     71.95319     
 CM-244     154.6032      28-FEB-2010                  5535.043         5884.740         12699.00        0.3556602        1.8061792E-02     61.69354     

 Instrument   :   CHAMBER 048                                                     
Detector  :   42483                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    5-MAR-2009 07:45:23                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    5-MAR-2009 12:03:43                                            
Average Efficiency   :    0.3110171     

Average Efficiency Error  :    8.5835028E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2989.639         3302.112         14078.00        0.3087217        1.3285893E-02     53.16057     
 NP-237     161.5530      28-FEB-2010                  4433.907         4902.865         12086.00        0.3116275        1.5837276E-02     70.71798     
 CM-244     151.1856      28-FEB-2010                  5535.387         5886.804         10959.00        0.3137130        1.5970556E-02     59.89840     
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 Instrument   :   CHAMBER 065                                                     
Detector  :   68551                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:20:25                                            
Average Efficiency   :    0.3116991     

Average Efficiency Error  :    8.5950084E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2989.947         3300.374         15008.00        0.3026152        1.3007630E-02     62.71006     
 NP-237     171.0024      28-FEB-2010                  4434.287         4903.952         13118.00        0.3195534        1.6219579E-02     63.12767     
 CM-244     158.1060      28-FEB-2010                  5533.783         5887.436         11592.00        0.3179296        1.6168812E-02     58.55110     

 Instrument   :   CHAMBER 066                                                     
Detector  :   46-089C1                                                        

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:20:35                                            
Average Efficiency   :    0.3105424     

Average Efficiency Error  :    8.5496353E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2987.899         3297.536         14652.00        0.3080749        1.3248111E-02     50.44354     
 NP-237     200.4990      28-FEB-2010                  4436.276         4902.364         14971.00        0.3110452        1.5758766E-02     64.80755     
 CM-244     196.5558      28-FEB-2010                  5532.288         5884.977         14211.00        0.3135843        1.5898610E-02     56.51514     

 Instrument   :   CHAMBER 067                                                     
Detector  :   46-089B4                                                        

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:20:47                                            
Average Efficiency   :    0.3265288     

Average Efficiency Error  :    8.9819394E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2990.243         3299.192         15540.00        0.3221603        1.3839243E-02     67.09565     
 NP-237     203.2080      28-FEB-2010                  4435.737         4906.324         16052.00        0.3291033        1.6658973E-02     82.00040     
 CM-244     197.2236      28-FEB-2010                  5535.422         5882.355         15011.00        0.3303185        1.6734691E-02     69.98693     
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 Instrument   :   CHAMBER 068                                                     
Detector  :   78794                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:20:58                                            
Average Efficiency   :    0.2993013     

Average Efficiency Error  :    8.2421973E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2992.500         3302.448         14509.00        0.2962093        1.2740199E-02     41.60586     
 NP-237     204.2586      28-FEB-2010                  4434.708         4903.568         14786.00        0.3015952        1.5282409E-02     56.08962     
 CM-244     198.8100      28-FEB-2010                  5532.968         5883.453         13806.00        0.3014585        1.5289810E-02     45.58427     

 Instrument   :   CHAMBER 069                                                     
Detector  :   78795                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:11                                            
Average Efficiency   :    0.3207160     

Average Efficiency Error  :    8.8193621E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2990.185         3298.014         16040.00        0.3202980        1.3751726E-02     43.41089     
 NP-237     209.5938      28-FEB-2010                  4434.401         4901.399         16200.00        0.3219995        1.6297597E-02     59.17278     
 CM-244     202.7478      28-FEB-2010                  5534.205         5883.913         14946.00        0.3200269        1.6214121E-02     45.43625     

 Instrument   :   CHAMBER 070                                                     
Detector  :   46-089B2                                                        

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:55                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:24                                            
Average Efficiency   :    0.3497353     

Average Efficiency Error  :    9.6132290E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2990.237         3298.007         16467.00        0.3401955        1.4599618E-02     67.79591     
 NP-237     204.7038      28-FEB-2010                  4435.453         4904.341         17483.00        0.3558211        1.7993476E-02     76.40144     
 CM-244     195.0060      28-FEB-2010                  5531.191         5887.568         16096.00        0.3582729        1.8135015E-02     67.80053     
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 Instrument   :   CHAMBER 071                                                     
Detector  :   64259                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:35                                            
Average Efficiency   :    0.3179218     

Average Efficiency Error  :    8.7474911E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2990.591         3301.479         15318.00        0.3118090        1.3397930E-02     58.34072     
 NP-237     205.0260      28-FEB-2010                  4434.790         4903.035         15806.00        0.3212003        1.6261989E-02     59.79361     
 CM-244     199.6806      28-FEB-2010                  5530.694         5885.159         14894.00        0.3237488        1.6403524E-02     57.16601     

 Instrument   :   CHAMBER 072                                                     
Detector  :   45-149AA3                                                       

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:46                                            
Average Efficiency   :    0.3213977     

Average Efficiency Error  :    8.8405460E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2991.562         3299.456         15587.00        0.3183461        1.3674653E-02     49.30595     
 NP-237     209.2716      28-FEB-2010                  4432.796         4902.356         16060.00        0.3197173        1.6183777E-02     65.17193     
 CM-244     199.6488      28-FEB-2010                  5530.345         5887.489         15073.00        0.3276618        1.6599247E-02     56.35740     

 Instrument   :   CHAMBER 073                                                     
Detector  :   78775                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:21:56                                            
Average Efficiency   :    0.3354127     

Average Efficiency Error  :    9.2221713E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2990.646         3301.526         16137.00        0.3338572        1.4332430E-02     42.34295     
 NP-237     204.0192      28-FEB-2010                  4436.663         4901.392         16280.00        0.3324659        1.6826298E-02     62.18345     
 CM-244     197.2128      28-FEB-2010                  5531.404         5885.080         15490.00        0.3407677        1.7257094E-02     50.32231     

982



 Instrument   :   CHAMBER 074                                                     
Detector  :   68569                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:22:06                                            
Average Efficiency   :    0.3169869     

Average Efficiency Error  :    8.7236036E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2988.752         3301.643         15065.00        0.3138397        1.3489200E-02     49.96434     
 NP-237     202.9926      28-FEB-2010                  4434.604         4902.902         15443.00        0.3169373        1.6050853E-02     66.86167     
 CM-244     196.2330      28-FEB-2010                  5533.432         5887.626         14538.00        0.3216344        1.6301502E-02     48.61880     

 Instrument   :   CHAMBER 075                                                     
Detector  :   68550                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:22:17                                            
Average Efficiency   :    0.2994800     

Average Efficiency Error  :    8.2414886E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2990.154         3297.691         15146.00        0.2994701        1.2870348E-02     54.72668     
 NP-237     214.4868      28-FEB-2010                  4437.199         4902.961         15435.00        0.2997508        1.5180632E-02     68.04384     
 CM-244     208.4184      28-FEB-2010                  5533.709         5887.477         14368.00        0.2992233        1.5168135E-02     53.76937     

 Instrument   :   CHAMBER 076                                                     
Detector  :   78779                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   13-MAR-2009 06:52:56                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   13-MAR-2009 11:22:26                                            
Average Efficiency   :    0.3047316     

Average Efficiency Error  :    8.3883088E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2991.514         3300.198         14792.00        0.3018525        1.2978269E-02     41.30341     
 NP-237     205.8930      28-FEB-2010                  4437.196         4903.339         15178.00        0.3071243        1.5557299E-02     61.27497     
 CM-244     203.1954      28-FEB-2010                  5534.017         5887.459         14347.00        0.3064710        1.5535836E-02     46.61131     
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 Instrument   :   CHAMBER 077                                                     
Detector  :   67576                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:10:29                                            
Average Efficiency   :    0.3272916     

Average Efficiency Error  :    8.9996923E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2991.901         3298.857         15902.00        0.3285778        1.4109294E-02     54.13565     
 NP-237     210.2526      28-FEB-2010                  4435.174         4904.424         16446.00        0.3258751        1.6490771E-02     63.31226     
 CM-244     201.9108      28-FEB-2010                  5532.477         5884.540         15214.00        0.3269483        1.6561169E-02     52.31952     

 Instrument   :   CHAMBER 078                                                     
Detector  :   67577                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:11:10                                            
Average Efficiency   :    0.3168613     

Average Efficiency Error  :    8.7136347E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2989.552         3300.764         15937.00        0.3123047        1.3410012E-02     52.98029     
 NP-237     211.7160      28-FEB-2010                  4435.646         4904.882         16390.00        0.3225394        1.6322609E-02     62.78500     
 CM-244     207.3882      28-FEB-2010                  5533.421         5886.001         15209.00        0.3179055        1.6103394E-02     54.73440     

 Instrument   :   CHAMBER 079                                                     
Detector  :   67598                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:11:21                                            
Average Efficiency   :    0.3276419     

Average Efficiency Error  :    9.0119764E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2989.200         3300.514         15765.00        0.3251520        1.3964258E-02     49.92044     
 NP-237     200.6460      28-FEB-2010                  4434.913         4903.576         15806.00        0.3282170        1.6617225E-02     65.23976     
 CM-244     195.9270      28-FEB-2010                  5531.022         5882.832         14936.00        0.3306409        1.6752413E-02     48.75608     
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 Instrument   :   CHAMBER 080                                                     
Detector  :   78197                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:11:37                                            
Average Efficiency   :    0.3354443     

Average Efficiency Error  :    9.2248395E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2987.956         3299.956         16059.00        0.3311731        1.4218365E-02     49.41670     
 NP-237     199.3962      28-FEB-2010                  4437.590         4902.432         16567.00        0.3461664        1.7516056E-02     61.78337     
 CM-244     198.6402      28-FEB-2010                  5532.680         5883.246         15180.00        0.3315465        1.6794628E-02     51.56067     

 Instrument   :   CHAMBER 081                                                     
Detector  :   72533                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:12:07                                            
Average Efficiency   :    0.3232909     

Average Efficiency Error  :    8.8898428E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2987.712         3298.353         16022.00        0.3209318        1.3779212E-02     48.91979     
 NP-237     208.5846      28-FEB-2010                  4435.493         4903.219         16514.00        0.3298586        1.6691513E-02     64.60860     
 CM-244     205.5828      28-FEB-2010                  5534.718         5885.874         15180.00        0.3203551        1.6227717E-02     50.29906     

 Instrument   :   CHAMBER 082                                                     
Detector  :   64263                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:33                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:12:19                                            
Average Efficiency   :    0.3268235     

Average Efficiency Error  :    8.9890687E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2989.849         3298.069         15791.00        0.3286595        1.4114485E-02     51.82515     
 NP-237     208.8990      28-FEB-2010                  4435.150         4902.106         16052.00        0.3201136        1.6203957E-02     66.61649     
 CM-244     198.1458      28-FEB-2010                  5534.571         5883.952         15140.00        0.3314290        1.6789349E-02     54.75724     
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 Instrument   :   CHAMBER 083                                                     
Detector  :   64278                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:12:31                                            
Average Efficiency   :    0.3394389     

Average Efficiency Error  :    9.3380520E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2991.393         3298.715         15788.00        0.3246011        1.3940237E-02     53.35468     
 NP-237     202.9140      28-FEB-2010                  4434.211         4901.846         17069.00        0.3504384        1.7726116E-02     73.15015     
 CM-244     199.3140      28-FEB-2010                  5532.689         5885.320         16206.00        0.3526086        1.7846959E-02     59.09642     

 Instrument   :   CHAMBER 084                                                     
Detector  :   78265                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:13:02                                            
Average Efficiency   :    0.3433028     

Average Efficiency Error  :    9.4386321E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2987.920         3299.277         16276.00        0.3331525        1.4300112E-02     47.78755     
 NP-237     203.4984      28-FEB-2010                  4434.160         4902.996         17046.00        0.3490005        1.7653601E-02     61.32406     
 CM-244     197.1096      28-FEB-2010                  5531.394         5886.250         16049.00        0.3533329        1.7885638E-02     53.18367     

 Instrument   :   CHAMBER 085                                                     
Detector  :   78776                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:13:12                                            
Average Efficiency   :    0.3257607     

Average Efficiency Error  :    8.9598950E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2990.034         3301.028         15693.00        0.3168856        1.3610316E-02     45.17327     
 NP-237     210.1548      28-FEB-2010                  4433.966         4901.726         16780.00        0.3326534        1.6829796E-02     60.42759     
 CM-244     200.7390      28-FEB-2010                  5533.786         5887.610         15383.00        0.3324443        1.6837034E-02     47.07553     
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 Instrument   :   CHAMBER 086                                                     
Detector  :   78198                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:13:31                                            
Average Efficiency   :    0.3004244     

Average Efficiency Error  :    8.2714027E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2988.763         3298.948         14693.00        0.2948805        1.2680073E-02     45.58765     
 NP-237     206.8830      28-FEB-2010                  4432.753         4903.398         15212.00        0.3063633        1.5518269E-02     64.29003     
 CM-244     203.0208      28-FEB-2010                  5531.772         5883.265         14169.00        0.3027377        1.5349432E-02     45.55861     

 Instrument   :   CHAMBER 087                                                     
Detector  :   78199                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:04                                            
Average Efficiency   :    0.3158620     

Average Efficiency Error  :    8.6903963E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2988.125         3301.283         15369.00        0.3117029        1.3392608E-02     44.47689     
 NP-237     207.4998      28-FEB-2010                  4433.974         4902.604         15758.00        0.3163925        1.6019193E-02     60.11209     
 CM-244     199.8804      28-FEB-2010                  5534.066         5884.596         14808.00        0.3214662        1.6289180E-02     43.63193     

 Instrument   :   CHAMBER 088                                                     
Detector  :   33452                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:34                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:14                                            
Average Efficiency   :    0.3028272     

Average Efficiency Error  :    8.3400048E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2987.676         3299.398         14306.00        0.2957902        1.2725521E-02     57.86567     
 NP-237     205.6662      28-FEB-2010                  4435.651         4906.097         15196.00        0.3078226        1.5592438E-02     64.93418     
 CM-244     198.3060      28-FEB-2010                  5532.465         5885.156         14094.00        0.3084301        1.5638985E-02     61.34729     
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 Instrument   :   CHAMBER 089                                                     
Detector  :   78262                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:26                                            
Average Efficiency   :    0.3004579     

Average Efficiency Error  :    8.2925837E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2990.101         3300.458         14005.00        0.3013310        1.2969175E-02     45.30003     
 NP-237     167.9916      28-FEB-2010                  4434.992         4905.134         12173.00        0.3019071        1.5341397E-02     61.80435     
 CM-244     157.2432      28-FEB-2010                  5531.164         5882.876         10789.00        0.2978478        1.5165950E-02     45.41029     

 Instrument   :   CHAMBER 090                                                     
Detector  :   78263                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:36                                            
Average Efficiency   :    0.3302385     

Average Efficiency Error  :    9.6729128E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2989.426         3300.432         15705.00        0.3312471        1.6772471E-02     43.51139     
 NP-237     168.0294      28-FEB-2010                  4435.857         4905.885         13425.00        0.3328675        1.6889559E-02     62.21084     
 CM-244     160.5822      28-FEB-2010                  5530.638         5884.280         12086.00        0.3267094        1.6603610E-02     51.76941     

 Instrument   :   CHAMBER 091                                                     
Detector  :   78259                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:45                                            
Average Efficiency   :    0.3493148     

Average Efficiency Error  :    1.0231617E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2988.771         3302.197         15773.00        0.3431341        1.7373448E-02     43.41927     
 NP-237     161.6154      28-FEB-2010                  4436.574         4905.333         13540.00        0.3490738        1.7709631E-02     59.87376     
 CM-244     148.1754      28-FEB-2010                  5535.580         5887.011         12163.00        0.3562786        1.8104576E-02     45.82005     
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 Instrument   :   CHAMBER 092                                                     
Detector  :   67044                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:14:57                                            
Average Efficiency   :    0.3184246     

Average Efficiency Error  :    9.3327221E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.049         3301.769         15009.00        0.3163185        1.6025815E-02     53.90740     
 NP-237     168.1992      28-FEB-2010                  4434.602         4905.649         12927.00        0.3201711        1.6254447E-02     64.77624     
 CM-244     156.7614      28-FEB-2010                  5531.759         5886.170         11517.00        0.3188429        1.6216787E-02     52.54034     

 Instrument   :   CHAMBER 093                                                     
Detector  :   33206                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:15:09                                            
Average Efficiency   :    0.3273827     

Average Efficiency Error  :    9.5925583E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.581         3300.359         15357.00        0.3205704        1.6236456E-02     50.55642     
 NP-237     169.7700      28-FEB-2010                  4436.660         4902.349         13297.00        0.3263073        1.6559016E-02     67.56496     
 CM-244     154.8234      28-FEB-2010                  5531.416         5886.697         11988.00        0.3360668        1.7081484E-02     51.24853     

 Instrument   :   CHAMBER 094                                                     
Detector  :   78267                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:15:19                                            
Average Efficiency   :    0.3074006     

Average Efficiency Error  :    9.0149082E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2990.335         3298.034         14491.00        0.3064468        1.5532870E-02     43.40741     
 NP-237     166.3758      28-FEB-2010                  4436.130         4905.688         12332.00        0.3088091        1.5688924E-02     57.51366     
 CM-244     157.1856      28-FEB-2010                  5533.780         5885.687         11117.00        0.3069688        1.5622226E-02     45.22958     
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 Instrument   :   CHAMBER 095                                                     
Detector  :   64267                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:15:43                                            
Average Efficiency   :    0.3238779     

Average Efficiency Error  :    8.9306552E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2991.103         3297.602         14814.00        0.3218544        1.3837875E-02     57.86534     
 NP-237     162.9186      28-FEB-2010                  4435.292         4904.928         12834.00        0.3282195        1.6664777E-02     59.60000     
 CM-244     153.1968      28-FEB-2010                  5533.907         5882.435         11387.00        0.3225144        1.6406590E-02     51.60062     

 Instrument   :   CHAMBER 096                                                     
Detector  :   67605                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:15:59                                            
Average Efficiency   :    0.3094636     

Average Efficiency Error  :    8.5381027E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2988.051         3299.338         14407.00        0.3104973        1.3356461E-02     55.14584     
 NP-237     165.9822      28-FEB-2010                  4436.690         4902.641         12301.00        0.3087092        1.5684567E-02     55.19885     
 CM-244     153.7938      28-FEB-2010                  5534.583         5884.077         10944.00        0.3087896        1.5719134E-02     53.60799     

 Instrument   :   CHAMBER 097                                                     
Detector  :   67599                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:16:11                                            
Average Efficiency   :    0.3418063     

Average Efficiency Error  :    9.4214985E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2987.900         3301.261         15212.00        0.3326474        1.4295079E-02     53.87262     
 NP-237     161.7816      28-FEB-2010                  4434.481         4902.358         13460.00        0.3466056        1.7585993E-02     65.79442     
 CM-244     147.2670      28-FEB-2010                  5531.072         5886.893         11919.00        0.3511419        1.7849421E-02     57.25290     
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 Instrument   :   CHAMBER 098                                                     
Detector  :   68644                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:16:24                                            
Average Efficiency   :    0.3410996     

Average Efficiency Error  :    9.3954084E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.326         3297.879         15879.00        0.3331468        1.4305839E-02     47.72833     
 NP-237     167.2962      28-FEB-2010                  4435.417         4904.998         13965.00        0.3477758        1.7636124E-02     63.38130     
 CM-244     154.4388      28-FEB-2010                  5530.546         5887.545         12334.00        0.3464899        1.7603327E-02     47.26495     

 Instrument   :   CHAMBER 099                                                     
Detector  :   70317                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:16:44                                            
Average Efficiency   :    0.3372534     

Average Efficiency Error  :    9.2888931E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2991.864         3298.193         15756.00        0.3337081        1.4331836E-02     51.24236     
 NP-237     168.2934      28-FEB-2010                  4433.713         4903.301         13833.00        0.3424470        1.7368203E-02     68.58164     
 CM-244     158.8128      28-FEB-2010                  5532.387         5885.311         12344.00        0.3372661        1.7134413E-02     55.13155     

 Instrument   :   CHAMBER 100                                                     
Detector  :   42468                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:35                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:16:56                                            
Average Efficiency   :    0.3328588     

Average Efficiency Error  :    9.1771046E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2989.692         3299.231         14945.00        0.3228850        1.3879959E-02     66.66042     
 NP-237     164.6658      28-FEB-2010                  4436.633         4906.337         13295.00        0.3363291        1.7067695E-02     68.71675     
 CM-244     151.3824      28-FEB-2010                  5531.463         5885.707         12042.00        0.3451216        1.7540393E-02     59.39949     
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 Instrument   :   CHAMBER 101                                                     
Detector  :   64253                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:08                                            
Average Efficiency   :    0.3394164     

Average Efficiency Error  :    9.3518114E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2992.114         3298.235         15516.00        0.3301477        1.4182732E-02     65.57442     
 NP-237     167.1294      28-FEB-2010                  4433.943         4904.032         13721.00        0.3420398        1.7349539E-02     68.14974     
 CM-244     154.7664      28-FEB-2010                  5534.154         5882.456         12530.00        0.3513132        1.7843867E-02     60.27023     

 Instrument   :   CHAMBER 102                                                     
Detector  :   72525                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:21                                            
Average Efficiency   :    0.3362832     

Average Efficiency Error  :    9.2616668E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2988.818         3302.392         15884.00        0.3339397        1.4339794E-02     51.08141     
 NP-237     170.0886      28-FEB-2010                  4435.559         4903.145         13702.00        0.3356294        1.7024707E-02     63.61989     
 CM-244     157.7460      28-FEB-2010                  5530.451         5882.813         12373.00        0.3403651        1.7291170E-02     54.51112     

 Instrument   :   CHAMBER 103                                                     
Detector  :   28643                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:33                                            
Average Efficiency   :    0.3336415     

Average Efficiency Error  :    9.1992812E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2991.007         3299.583         14898.00        0.3260795        1.4018081E-02     51.44613     
 NP-237     159.1506      28-FEB-2010                  4433.040         4906.173         13158.00        0.3444541        1.7482581E-02     66.05667     
 CM-244     151.7142      28-FEB-2010                  5534.157         5886.981         11696.00        0.3345399        1.7010624E-02     54.00166     
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 Instrument   :   CHAMBER 104                                                     
Detector  :   72524                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:44                                            
Average Efficiency   :    0.3193786     

Average Efficiency Error  :    8.8066710E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2990.795         3301.434         14705.00        0.3181465        1.3680301E-02     45.21799     
 NP-237     166.8174      28-FEB-2010                  4434.750         4903.571         12865.00        0.3212929        1.6312545E-02     57.13456     
 CM-244     155.0100      28-FEB-2010                  5531.750         5884.227         11403.00        0.3192177        1.6238436E-02     50.25121     

 Instrument   :   CHAMBER 105                                                     
Detector  :   78777                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:17:58                                            
Average Efficiency   :    0.3286258     

Average Efficiency Error  :    9.0524200E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2988.801         3298.671         15753.00        0.3250743        1.3961081E-02     45.54795     
 NP-237     171.2268      28-FEB-2010                  4435.176         4903.594         13692.00        0.3331609        1.6899657E-02     65.55449     
 CM-244     159.5796      28-FEB-2010                  5531.545         5884.042         12109.00        0.3292817        1.6733814E-02     46.06564     

 Instrument   :   CHAMBER 106                                                     
Detector  :   64274                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:36                                            
Calibration Count Time   :     239.9998     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:18:12                                            
Average Efficiency   :    0.3158617     

Average Efficiency Error  :    8.7224515E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.238         3298.166         13590.00        0.3030188        1.3049455E-02     62.20533     
 NP-237     159.6558      28-FEB-2010                  4434.954         4905.783         12594.00        0.3286700        1.6692445E-02     73.88165     
 CM-244     150.5208      28-FEB-2010                  5535.330         5882.569         11234.00        0.3238591        1.6478751E-02     64.46143     
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 Instrument   :   CHAMBER 107                                                     
Detector  :   67578                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:18:25                                            
Average Efficiency   :    0.3080723     

Average Efficiency Error  :    8.4984303E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2988.992         3298.108         14430.00        0.3070032        1.3205762E-02     51.91785     
 NP-237     168.7422      28-FEB-2010                  4433.496         4901.950         12382.00        0.3057190        1.5530934E-02     63.12563     
 CM-244     156.3252      28-FEB-2010                  5531.164         5887.132         11243.00        0.3120781        1.5879072E-02     49.83012     

 Instrument   :   CHAMBER 108                                                     
Detector  :   78778                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:18:41                                            
Average Efficiency   :    0.3499280     

Average Efficiency Error  :    9.6345963E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2991.530         3298.625         16076.00        0.3478674        1.4934811E-02     42.54592     
 NP-237     166.6248      28-FEB-2010                  4432.713         4904.216         14071.00        0.3518516        1.7840900E-02     64.32921     
 CM-244     155.8290      28-FEB-2010                  5530.875         5885.568         12603.00        0.3509431        1.7823456E-02     46.86776     

 Instrument   :   CHAMBER 109                                                     
Detector  :   64256                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:19:07                                            
Average Efficiency   :    0.3484384     

Average Efficiency Error  :    9.6028652E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2987.913         3301.393         15190.00        0.3417985        1.4688700E-02     65.13660     
 NP-237     160.8066      28-FEB-2010                  4432.277         4901.317         13480.00        0.3492313        1.7718825E-02     83.59286     
 CM-244     145.8384      28-FEB-2010                  5533.022         5883.576         12025.00        0.3577792        1.8184090E-02     68.46324     
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 Instrument   :   CHAMBER 110                                                     
Detector  :   67602                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :    8-JAN-2007 09:29:00                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:19:24                                            
Average Efficiency   :    0.3241835     

Average Efficiency Error  :    8.9391395E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.6531      28-FEB-2010                  2991.820         3301.897         14821.00        0.3187728        1.3707080E-02     48.27178     
 NP-237     164.3834      28-FEB-2010                  4434.941         4903.177         12941.00        0.3279886        1.6651003E-02     63.38155     
 CM-244     159.4253      28-FEB-2010                  5530.727         5884.222         11565.00        0.3283881        1.6701151E-02     52.28094     

 Instrument   :   CHAMBER 111                                                     
Detector  :   67606                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:19:34                                            
Average Efficiency   :    0.3325956     

Average Efficiency Error  :    9.1640549E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2992.243         3298.592         15467.00        0.3295346        1.4157170E-02     50.85163     
 NP-237     168.3948      28-FEB-2010                  4434.364         4904.138         13411.00        0.3318107        1.6836172E-02     69.48360     
 CM-244     154.6032      28-FEB-2010                  5533.541         5886.676         12040.00        0.3379169        1.7174248E-02     54.87958     

 Instrument   :   CHAMBER 112                                                     
Detector  :   78261                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   12-MAR-2009 08:00:37                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   12-MAR-2009 12:20:02                                            
Average Efficiency   :    0.3178636     

Average Efficiency Error  :    8.7690037E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2991.436         3298.202         14406.00        0.3159551        1.3591291E-02     41.80312     
 NP-237     161.5530      28-FEB-2010                  4437.038         4903.471         12312.00        0.3175059        1.6131181E-02     54.61184     
 CM-244     151.1856      28-FEB-2010                  5530.603         5885.703         11184.00        0.3209870        1.6333865E-02     38.46136     
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 Instrument   :   CHAMBER 113                                                     
Detector  :   45-111B4                                                        

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:03                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:31                                            
Average Efficiency   :    0.2520173     

Average Efficiency Error  :    6.9483076E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2987.486         3302.135         15167.00        0.2447082        1.0516563E-02     66.01752     
 NP-237     171.0024      28-FEB-2010                  4436.471         4903.268         13363.00        0.2604778        1.3217388E-02     74.15916     
 CM-244     158.1060      28-FEB-2010                  5534.528         5882.772         11608.00        0.2549866        1.2967256E-02     68.03498     

 Instrument   :   CHAMBER 114                                                     
Detector  :   78258                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:43                                            
Average Efficiency   :    0.2544286     

Average Efficiency Error  :    6.9994275E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2988.801         3297.603         15533.00        0.2529972        1.0868231E-02     46.92398     
 NP-237     205.0260      28-FEB-2010                  4432.458         4901.837         15695.00        0.2551612        1.2919626E-02     54.76837     
 CM-244     199.6806      28-FEB-2010                  5534.179         5885.133         14692.00        0.2557267        1.2959269E-02     51.01443     

 Instrument   :   CHAMBER 115                                                     
Detector  :   45-132FF4                                                       

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:13                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:51:54                                            
Average Efficiency   :    0.2655345     

Average Efficiency Error  :    7.3030163E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2988.894         3299.194         15788.00        0.2656242        1.1407434E-02     66.68095     
 NP-237     200.4990      28-FEB-2010                  4434.153         4905.605         16058.00        0.2669475        1.3512619E-02     72.22025     
 CM-244     196.5558      28-FEB-2010                  5535.345         5882.385         14940.00        0.2640266        1.3376955E-02     69.15646     
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 Instrument   :   CHAMBER 116                                                     
Detector  :   45-132FF2                                                       

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:52:07                                            
Average Efficiency   :    0.2625398     

Average Efficiency Error  :    7.2188810E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2992.417         3301.933         16017.00        0.2617473        1.1238206E-02     60.88219     
 NP-237     209.2716      28-FEB-2010                  4433.802         4903.870         16449.00        0.2619754        1.3257117E-02     71.41977     
 CM-244     199.6488      28-FEB-2010                  5531.673         5882.944         15181.00        0.2642393        1.3384999E-02     63.03669     

 Instrument   :   CHAMBER 117                                                     
Detector  :   33450                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:22                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:52:35                                            
Average Efficiency   :    0.2532342     

Average Efficiency Error  :    6.9687283E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2988.262         3301.555         15128.00        0.2509541        1.0785505E-02     70.94779     
 NP-237     203.2080      28-FEB-2010                  4435.238         4904.502         15554.00        0.2551212        1.2919072E-02     72.83056     
 CM-244     197.2236      28-FEB-2010                  5531.711         5882.884         14453.00        0.2546159        1.2905899E-02     64.70773     

 Instrument   :   CHAMBER 118                                                     
Detector  :   75544                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:27                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:53:04                                            
Average Efficiency   :    0.2575493     

Average Efficiency Error  :    7.0851240E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2987.791         3302.165         15587.00        0.2580299        1.1083763E-02     45.15157     
 NP-237     204.0192      28-FEB-2010                  4433.707         4903.816         15733.00        0.2570314        1.3013941E-02     55.43172     
 CM-244     197.2128      28-FEB-2010                  5531.829         5883.292         14614.00        0.2574040        1.3045217E-02     48.97112     
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 Instrument   :   CHAMBER 119                                                     
Detector  :   74429                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   19-MAR-2009 08:48:22                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :    2-FEB-2009 15:15:38                                            
Average Efficiency   :    0.2936279     

Average Efficiency Error  :    1.2630888E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2992.004         3299.253         11333.00        0.2936279        1.2630888E-02     60.75020     
 NP-237     204.2586      28-FEB-2010                  4432.548         4906.013        0.0000000E+00    0.0000000E+00    0.0000000E+00    0.0000000E+00 
 CM-244     198.8100      28-FEB-2010                  5530.584         5883.165        0.0000000E+00    0.0000000E+00    0.0000000E+00    0.0000000E+00 

 Instrument   :   CHAMBER 120                                                     
Detector  :   74430                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   19-MAR-2009 08:48:29                                            
Calibration Count Time   :     240.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:53:47                                            
Average Efficiency   :    0.2619410     

Average Efficiency Error  :    7.2310572E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2991.647         3302.203         12538.00        0.2612196        1.1268159E-02     49.60022     
 NP-237     202.9926      28-FEB-2010                  4433.647         4906.107         12783.00        0.2623715        1.3322271E-02     66.23161     
 CM-244     196.2330      28-FEB-2010                  5532.160         5885.592         11858.00        0.2625209        1.3345622E-02     53.41961     

 Instrument   :   CHAMBER 121                                                     
Detector  :   75545                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:01                                            
Average Efficiency   :    0.2473443     

Average Efficiency Error  :    6.8056067E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2990.228         3298.526         15360.00        0.2454141        1.0544558E-02     48.41915     
 NP-237     209.5938      28-FEB-2010                  4432.497         4901.939         15688.00        0.2494748        1.2631795E-02     59.33520     
 CM-244     202.7478      28-FEB-2010                  5534.747         5886.144         14466.00        0.2479775        1.2569191E-02     55.35804     
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 Instrument   :   CHAMBER 122                                                     
Detector  :   75546                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:20                                            
Average Efficiency   :    0.2545506     

Average Efficiency Error  :    6.9988850E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2991.855         3299.976         16110.00        0.2548674        1.0941754E-02     48.04057     
 NP-237     214.4868      28-FEB-2010                  4433.367         4902.602         16387.00        0.2546233        1.2885676E-02     63.21507     
 CM-244     208.4184      28-FEB-2010                  5535.157         5886.428         15240.00        0.2540399        1.2867806E-02     53.86578     

 Instrument   :   CHAMBER 123                                                     
Detector  :   45-142V3                                                        

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   20-MAR-2009 07:06:50                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 13:54:48                                            
Average Efficiency   :    0.2603555     

Average Efficiency Error  :    7.1625826E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2990.795         3298.987         15500.00        0.2562223        1.1007195E-02     65.82755     
 NP-237     204.7038      28-FEB-2010                  4437.018         4905.719         15962.00        0.2599007        1.3156880E-02     73.49940     
 CM-244     195.0060      28-FEB-2010                  5531.944         5882.453         14987.00        0.2670825        1.3531266E-02     71.25665     

 Instrument   :   CHAMBER 124                                                     
Detector  :   45-142V2                                                        

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   20-MAR-2009 15:43:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 08:12:56                                            
Average Efficiency   :    0.2594814     

Average Efficiency Error  :    7.1369144E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2989.772         3298.841         15639.00        0.2553611        1.0968485E-02     71.31868     
 NP-237     205.8930      28-FEB-2010                  4435.757         4906.468         16403.00        0.2655296        1.3437424E-02     75.48143     
 CM-244     203.1954      28-FEB-2010                  5530.387         5882.705         15178.00        0.2596113        1.3150566E-02     67.84224     
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 Instrument   :   CHAMBER 125                                                     
Detector  :   75547                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:52:37                                            
Average Efficiency   :    0.2584914     

Average Efficiency Error  :    7.1092122E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2988.411         3301.651         15672.00        0.2591060        1.1128957E-02     45.94814     
 NP-237     210.2526      28-FEB-2010                  4433.726         4901.700         16325.00        0.2587968        1.3097435E-02     54.67021     
 CM-244     201.9108      28-FEB-2010                  5531.920         5886.903         14949.00        0.2573451        1.3038281E-02     48.74614     

 Instrument   :   CHAMBER 126                                                     
Detector  :   75548                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:53:39                                            
Average Efficiency   :    0.2522880     

Average Efficiency Error  :    6.9446736E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.921         3302.232         14962.00        0.2461428        1.0580827E-02     47.70005     
 NP-237     202.9140      28-FEB-2010                  4436.664         4906.016         15954.00        0.2620273        1.3264666E-02     57.11144     
 CM-244     199.3140      28-FEB-2010                  5531.300         5885.703         14472.00        0.2522126        1.2783798E-02     50.89373     

 Instrument   :   CHAMBER 127                                                     
Detector  :   78770                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:53:50                                            
Average Efficiency   :    0.2487286     

Average Efficiency Error  :    6.8417424E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2990.274         3298.449         15637.00        0.2451970        1.0531927E-02     43.50451     
 NP-237     211.7160      28-FEB-2010                  4436.561         4905.357         15941.00        0.2509526        1.2704121E-02     52.07046     
 CM-244     207.3882      28-FEB-2010                  5531.764         5882.401         15023.00        0.2516640        1.2749631E-02     50.53164     
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 Instrument   :   CHAMBER 128                                                     
Detector  :   75549                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:03                                            
Average Efficiency   :    0.2567700     

Average Efficiency Error  :    7.0649278E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2990.762         3300.873         15357.00        0.2514952        1.0805921E-02     45.48186     
 NP-237     203.4984      28-FEB-2010                  4433.481         4903.217         15922.00        0.2607751        1.3201566E-02     56.29815     
 CM-244     197.1096      28-FEB-2010                  5535.311         5885.777         14781.00        0.2606409        1.3207222E-02     50.43021     

 Instrument   :   CHAMBER 129                                                     
Detector  :   76227                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:16                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:17                                            
Average Efficiency   :    0.2681807     

Average Efficiency Error  :    7.3738717E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2991.124         3298.266         16183.00        0.2670762        1.1465004E-02     44.19899     
 NP-237     200.6460      28-FEB-2010                  4433.453         4901.437         16188.00        0.2689064        1.3610455E-02     58.64674     
 CM-244     195.9270      28-FEB-2010                  5532.390         5882.813         15164.00        0.2690137        1.3626954E-02     45.73934     

 Instrument   :   CHAMBER 130                                                     
Detector  :   76228                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:54:59                                            
Average Efficiency   :    0.2500516     

Average Efficiency Error  :    6.8802671E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2987.499         3301.329         15248.00        0.2463804        1.0587437E-02     44.84489     
 NP-237     210.1548      28-FEB-2010                  4434.375         4902.239         15824.00        0.2509516        1.2705234E-02     51.94156     
 CM-244     200.7390      28-FEB-2010                  5531.856         5886.275         14711.00        0.2545745        1.2900659E-02     46.70763     
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 Instrument   :   CHAMBER 131                                                     
Detector  :   33448                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:13                                            
Average Efficiency   :    0.2575659     

Average Efficiency Error  :    7.0865280E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2988.197         3300.906         15395.00        0.2540433        1.0914874E-02     64.22292     
 NP-237     199.3962      28-FEB-2010                  4432.936         4901.717         15625.00        0.2611853        1.3225394E-02     65.83034     
 CM-244     198.6402      28-FEB-2010                  5533.758         5884.791         14809.00        0.2590957        1.3128649E-02     63.89211     

 Instrument   :   CHAMBER 132                                                     
Detector  :   67579                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:26                                            
Average Efficiency   :    0.2509651     

Average Efficiency Error  :    6.9046444E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2988.278         3298.975         15418.00        0.2475986        1.0637713E-02     56.98193     
 NP-237     206.8830      28-FEB-2010                  4435.766         4902.877         15753.00        0.2537811        1.2849193E-02     68.00234     
 CM-244     203.0208      28-FEB-2010                  5533.946         5887.160         14784.00        0.2530520        1.2822724E-02     57.65803     

 Instrument   :   CHAMBER 133                                                     
Detector  :   76229                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:32                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:55:36                                            
Average Efficiency   :    0.2444426     

Average Efficiency Error  :    6.7265807E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2990.867         3300.300         15301.00        0.2452491        1.0538175E-02     50.22575     
 NP-237     208.5846      28-FEB-2010                  4435.719         4904.799         15290.00        0.2443310        1.2375337E-02     55.60260     
 CM-244     205.5828      28-FEB-2010                  5535.515         5882.907         14401.00        0.2434476        1.2340341E-02     54.05517     
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 Instrument   :   CHAMBER 134                                                     
Detector  :   76230                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 15:58:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   23-MAR-2009 08:02:34                                            
Average Efficiency   :    0.2452067     

Average Efficiency Error  :    6.7494884E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2991.104         3299.047         14905.00        0.2419002        1.0399161E-02     43.80572     
 NP-237     207.4998      28-FEB-2010                  4435.603         4903.452         15323.00        0.2461049        1.2464893E-02     58.67646     
 CM-244     199.8804      28-FEB-2010                  5533.606         5883.289         14331.00        0.2491625        1.2630888E-02     43.77586     

 Instrument   :   CHAMBER 135                                                     
Detector  :   64270                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:40                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 15:59:38                                            
Average Efficiency   :    0.2545108     

Average Efficiency Error  :    7.0024640E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2989.196         3300.805         15434.00        0.2570346        1.1042915E-02     50.45547     
 NP-237     208.8990      28-FEB-2010                  4433.580         4905.601         15799.00        0.2520804        1.2762605E-02     56.44734     
 CM-244     198.1458      28-FEB-2010                  5534.878         5884.293         14457.00        0.2535568        1.2852117E-02     50.83198     

 Instrument   :   CHAMBER 136                                                     
Detector  :   68549                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   20-MAR-2009 09:27:44                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 16:01:56                                            
Average Efficiency   :    0.2491204     

Average Efficiency Error  :    6.8585575E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2989.140         3302.030         14665.00        0.2426181        1.0433142E-02     58.17271     
 NP-237     205.6662      28-FEB-2010                  4436.070         4901.914         15531.00        0.2516750        1.2744828E-02     71.72572     
 CM-244     198.3060      28-FEB-2010                  5533.758         5886.358         14640.00        0.2565602        1.3002153E-02     61.14215     
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 Instrument   :   CHAMBER 137                                                     
Detector  :   64288                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:38                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:09                                            
Average Efficiency   :    0.2556350     

Average Efficiency Error  :    7.0488579E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2988.010         3298.774         15071.00        0.2594748        1.1152472E-02     66.19999     
 NP-237     167.9916      28-FEB-2010                  4433.907         4903.908         12964.00        0.2571995        1.3056926E-02     75.31219     
 CM-244     157.2432      28-FEB-2010                  5534.799         5886.095         11277.00        0.2491968        1.2679042E-02     70.28278     

 Instrument   :   CHAMBER 138                                                     
Detector  :   65877                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:22                                            
Average Efficiency   :    0.2567179     

Average Efficiency Error  :    7.0798188E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2987.890         3302.323         14864.00        0.2583986        1.1108995E-02     56.20068     
 NP-237     162.9186      28-FEB-2010                  4436.361         4903.247         12580.00        0.2572779        1.3067007E-02     65.20203     
 CM-244     153.1968      28-FEB-2010                  5534.814         5883.318         11198.00        0.2538972        1.2919774E-02     54.76398     

 Instrument   :   CHAMBER 139                                                     
Detector  :   76231                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:02:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:20:35                                            
Average Efficiency   :    0.2509815     

Average Efficiency Error  :    7.3573855E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2988.205         3301.392         15067.00        0.2542929        1.2882723E-02     48.24360     
 NP-237     168.0294      28-FEB-2010                  4436.078         4906.369         12693.00        0.2517478        1.2784283E-02     58.22779     
 CM-244     160.5822      28-FEB-2010                  5535.485         5882.625         11422.00        0.2470887        1.2569178E-02     52.25526     
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 Instrument   :   CHAMBER 140                                                     
Detector  :   78771                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:12                                            
Average Efficiency   :    0.2570702     

Average Efficiency Error  :    7.0880512E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2989.734         3298.237         14965.00        0.2580606        1.1093101E-02     41.93603     
 NP-237     165.9822      28-FEB-2010                  4434.351         4905.296         12806.00        0.2571040        1.3054554E-02     56.03046     
 CM-244     153.7938      28-FEB-2010                  5535.342         5883.020         11317.00        0.2556747        1.3007714E-02     42.59746     

 Instrument   :   CHAMBER 141                                                     
Detector  :   76232                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:07                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:28                                            
Average Efficiency   :    0.2576947     

Average Efficiency Error  :    7.5582950E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2990.485         3298.181         14347.00        0.2497097        1.2658815E-02     49.13896     
 NP-237     161.6154      28-FEB-2010                  4436.842         4901.637         12606.00        0.2599195        1.3200697E-02     57.63084     
 CM-244     148.1754      28-FEB-2010                  5530.529         5882.989         11276.00        0.2644022        1.3452750E-02     53.49955     

 Instrument   :   CHAMBER 142                                                     
Detector  :   64261                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:15                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:21:46                                            
Average Efficiency   :    0.2609465     

Average Efficiency Error  :    7.1970336E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2991.115         3299.470         14697.00        0.2571593        1.1057992E-02     50.89617     
 NP-237     161.7816      28-FEB-2010                  4434.823         4905.356         12682.00        0.2612122        1.3265137E-02     58.90142     
 CM-244     147.2670      28-FEB-2010                  5534.767         5887.416         11294.00        0.2663573        1.3551883E-02     54.98767     
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 Instrument   :   CHAMBER 143                                                     
Detector  :   65882                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:04                                            
Average Efficiency   :    0.2441785     

Average Efficiency Error  :    7.1613565E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2987.956         3297.484         14415.00        0.2430692        1.2321381E-02     63.08699     
 NP-237     168.1992      28-FEB-2010                  4432.534         4905.319         12274.00        0.2431780        1.2355556E-02     70.54834     
 CM-244     156.7614      28-FEB-2010                  5532.625         5887.168         11118.00        0.2463575        1.2537817E-02     65.00507     

 Instrument   :   CHAMBER 144                                                     
Detector  :   75551                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:31                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:36                                            
Average Efficiency   :    0.2484085     

Average Efficiency Error  :    6.8521523E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.383         3301.680         14561.00        0.2444523        1.0513382E-02     43.22196     
 NP-237     167.2962      28-FEB-2010                  4436.188         4906.151         12623.00        0.2514323        1.2769388E-02     54.23110     
 CM-244     154.4388      28-FEB-2010                  5534.606         5886.628         11171.00        0.2512276        1.2784507E-02     48.59486     

 Instrument   :   CHAMBER 145                                                     
Detector  :   72526                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:39                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:22:49                                            
Average Efficiency   :    0.2511008     

Average Efficiency Error  :    7.3611690E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2990.293         3299.347         14899.00        0.2488789        1.2610286E-02     46.24204     
 NP-237     169.7700      28-FEB-2010                  4436.914         4902.945         12741.00        0.2501622        1.2702934E-02     58.78979     
 CM-244     154.8234      28-FEB-2010                  5533.168         5886.207         11336.00        0.2544161        1.2943445E-02     48.43949     
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 Instrument   :   CHAMBER 146                                                     
Detector  :   72527                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:47                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:18                                            
Average Efficiency   :    0.2523435     

Average Efficiency Error  :    6.9577633E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2991.960         3299.371         14794.00        0.2507120        1.0779453E-02     45.94505     
 NP-237     168.2934      28-FEB-2010                  4435.116         4903.137         12917.00        0.2558250        1.2987825E-02     56.82076     
 CM-244     158.8128      28-FEB-2010                  5533.971         5884.246         11489.00        0.2512658        1.2780320E-02     48.58016     

 Instrument   :   CHAMBER 147                                                     
Detector  :   75550                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:03:55                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:31                                            
Average Efficiency   :    0.2485655     

Average Efficiency Error  :    7.2887004E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2987.928         3301.316         14538.00        0.2459701        1.2467015E-02     42.56599     
 NP-237     166.3758      28-FEB-2010                  4434.694         4903.548         12594.00        0.2522602        1.2811856E-02     57.21646     
 CM-244     157.1856      28-FEB-2010                  5535.255         5885.894         11205.00        0.2476429        1.2601479E-02     46.14186     

 Instrument   :   CHAMBER 148                                                     
Detector  :   74429                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:02                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:23:42                                            
Average Efficiency   :    0.2477539     

Average Efficiency Error  :    6.8333824E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2989.308         3301.913         14659.00        0.2451243        1.0541028E-02     51.83606     
 NP-237     167.4312      28-FEB-2010                  4434.411         4903.759         12580.00        0.2504033        1.2717742E-02     54.39626     
 CM-244     156.4188      28-FEB-2010                  5531.584         5883.344         11208.00        0.2489228        1.2666385E-02     49.81320     

1007



 Instrument   :   CHAMBER 149                                                     
Detector  :   33449                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:24:10                                            
Average Efficiency   :    0.2517333     

Average Efficiency Error  :    6.9422903E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2989.491         3301.900         14777.00        0.2515794        1.0817014E-02     59.57510     
 NP-237     167.1294      28-FEB-2010                  4434.479         4904.212         12574.00        0.2507122        1.2733566E-02     65.38152     
 CM-244     154.7664      28-FEB-2010                  5532.858         5885.227         11273.00        0.2529948        1.2872391E-02     59.72915     

 Instrument   :   CHAMBER 150                                                     
Detector  :   75552                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:24:39                                            
Average Efficiency   :    0.2475567     

Average Efficiency Error  :    6.8284464E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2989.965         3298.130         14494.00        0.2467420        1.0612766E-02     50.71590     
 NP-237     168.7422      28-FEB-2010                  4432.688         4902.849         12600.00        0.2488708        1.2639564E-02     59.28905     
 CM-244     156.3252      28-FEB-2010                  5531.727         5884.061         11134.00        0.2473996        1.2590347E-02     54.65120     

 Instrument   :   CHAMBER 151                                                     
Detector  :   75556                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:25:03                                            
Average Efficiency   :    0.2432553     

Average Efficiency Error  :    6.7106360E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2990.515         3301.594         14512.00        0.2441202        1.0499768E-02     52.77708     
 NP-237     170.0886      28-FEB-2010                  4433.892         4906.361         12322.00        0.2414526        1.2267071E-02     59.55226     
 CM-244     157.7460      28-FEB-2010                  5531.511         5887.131         11074.00        0.2438924        1.2412963E-02     55.45536     
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 Instrument   :   CHAMBER 152                                                     
Detector  :   76222                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:31                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:25:30                                            
Average Efficiency   :    0.2475416     

Average Efficiency Error  :    6.8298168E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2990.234         3301.886         14512.00        0.2512662        1.0807111E-02     49.47242     
 NP-237     166.6248      28-FEB-2010                  4436.184         4904.220         12168.00        0.2434031        1.2368608E-02     56.56195     
 CM-244     155.8290      28-FEB-2010                  5535.614         5886.459         11069.00        0.2467782        1.2559924E-02     49.94270     

 Instrument   :   CHAMBER 153                                                     
Detector  :   76223                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:38                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:20                                            
Average Efficiency   :    0.2526323     

Average Efficiency Error  :    6.9709811E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2989.338         3302.084         14260.00        0.2497426        1.0745116E-02     45.28481     
 NP-237     159.1506      28-FEB-2010                  4434.606         4903.751         12277.00        0.2570857        1.3062101E-02     54.58139     
 CM-244     151.7142      28-FEB-2010                  5531.117         5882.530         11029.00        0.2524553        1.2849902E-02     42.74293     

 Instrument   :   CHAMBER 154                                                     
Detector  :   76224                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:43                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:36                                            
Average Efficiency   :    0.2606496     

Average Efficiency Error  :    7.1905828E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2991.525         3299.226         14408.00        0.2594197        1.1159286E-02     42.01026     
 NP-237     160.8066      28-FEB-2010                  4436.672         4905.675         12485.00        0.2587746        1.3144410E-02     50.73558     
 CM-244     145.8384      28-FEB-2010                  5532.775         5884.004         11101.00        0.2644032        1.3456366E-02     43.93153     
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 Instrument   :   CHAMBER 155                                                     
Detector  :   75553                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:48                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:26:49                                            
Average Efficiency   :    0.2588251     

Average Efficiency Error  :    7.1353964E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2992.048         3301.398         15021.00        0.2600393        1.1177387E-02     49.13113     
 NP-237     166.8174      28-FEB-2010                  4434.973         4901.510         12944.00        0.2585981        1.3128252E-02     58.28874     
 CM-244     155.0100      28-FEB-2010                  5532.469         5885.944         11486.00        0.2573852        1.3091577E-02     52.77578     

 Instrument   :   CHAMBER 156                                                     
Detector  :   75554                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:53                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:27:07                                            
Average Efficiency   :    0.2503949     

Average Efficiency Error  :    6.9090854E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2990.760         3300.347         14205.00        0.2455609        1.0565992E-02     47.74791     
 NP-237     164.6658      28-FEB-2010                  4434.182         4905.827         12521.00        0.2533475        1.2868331E-02     57.64832     
 CM-244     151.3824      28-FEB-2010                  5531.070         5884.179         11102.00        0.2546736        1.2961276E-02     50.70944     

 Instrument   :   CHAMBER 157                                                     
Detector  :   75555                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:04:58                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:27:35                                            
Average Efficiency   :    0.2477181     

Average Efficiency Error  :    6.8302532E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2991.616         3300.915         14872.00        0.2455599        1.0556926E-02     48.06524     
 NP-237     171.2268      28-FEB-2010                  4433.977         4905.426         12771.00        0.2485826        1.2622337E-02     57.09883     
 CM-244     159.5796      28-FEB-2010                  5530.521         5883.600         11484.00        0.2499713        1.2714517E-02     50.50063     
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 Instrument   :   CHAMBER 158                                                     
Detector  :   33451                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:04                                            
Average Efficiency   :    0.2511608     

Average Efficiency Error  :    6.9267829E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2988.018         3298.746         14801.00        0.2523235        1.0848667E-02     58.38779     
 NP-237     168.3948      28-FEB-2010                  4432.669         4901.694         12525.00        0.2478877        1.2590820E-02     68.17695     
 CM-244     154.6032      28-FEB-2010                  5530.860         5886.402         11259.00        0.2529441        1.2870072E-02     58.50626     

 Instrument   :   CHAMBER 159                                                     
Detector  :   76225                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:18                                            
Average Efficiency   :    0.2525046     

Average Efficiency Error  :    6.9681555E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2989.028         3298.313         14157.00        0.2525643        1.0868044E-02     45.81075     
 NP-237     159.6558      28-FEB-2010                  4432.856         4905.601         12039.00        0.2512781        1.2771060E-02     53.64231     
 CM-244     150.5208      28-FEB-2010                  5532.999         5887.665         10993.00        0.2536744        1.2912594E-02     48.90850     

 Instrument   :   CHAMBER 160                                                     
Detector  :   76226                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :   20-MAR-2009 12:05:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   20-MAR-2009 17:28:45                                            
Average Efficiency   :    0.2456149     

Average Efficiency Error  :    6.7802905E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2992.049         3302.166         14151.00        0.2483515        1.0686832E-02     43.88551     
 NP-237     161.5530      28-FEB-2010                  4433.419         4906.428         11910.00        0.2456160        1.2485559E-02     49.90463     
 CM-244     151.1856      28-FEB-2010                  5533.752         5882.782         10534.00        0.2419731        1.2326462E-02     38.59703     
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 Instrument   :   CHAMBER 161                                                     
Detector  :   70321                                                           

Standard ID   :   AESS-001                                                        
Standard Reference Date   :   20-FEB-2008 09:54:53                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:04                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:14:55                                            
Average Efficiency   :    0.3686562     

Average Efficiency Error  :    1.0116320E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.6698      28-FEB-2010                  2987.715         3301.755         21789.00        0.3516091        1.5028569E-02     62.38443     
 NP-237     171.0024      28-FEB-2010                  4437.475         4906.489         19786.00        0.3856634        1.9477138E-02     77.30417     
 CM-244     158.1060      28-FEB-2010                  5530.699         5884.426         17284.00        0.3799739        1.9217385E-02     62.82312     

 Instrument   :   CHAMBER 162                                                     
Detector  :   70323                                                           

Standard ID   :   AESS-007                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:11                                            
Average Efficiency   :    0.3698853     

Average Efficiency Error  :    1.0131445E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.7342      28-FEB-2010                  2989.709         3301.289         22128.00        0.3604664        1.5404216E-02     53.17897     
 NP-237     205.0260      28-FEB-2010                  4435.854         4904.233         23160.00        0.3765233        1.8988060E-02     77.00843     
 CM-244     199.6806      28-FEB-2010                  5530.993         5887.612         21680.00        0.3776123        1.9054078E-02     60.04848     

 Instrument   :   CHAMBER 163                                                     
Detector  :   70324                                                           

Standard ID   :   AESS-002                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:16                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:20                                            
Average Efficiency   :    0.3808772     

Average Efficiency Error  :    1.0432309E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1144      28-FEB-2010                  2992.308         3299.068         22041.00        0.3708907        1.5850432E-02     58.71647     
 NP-237     200.4990      28-FEB-2010                  4436.250         4906.557         23442.00        0.3896931        1.9650223E-02     78.92159     
 CM-244     196.5558      28-FEB-2010                  5531.296         5884.743         21901.00        0.3873387        1.9543067E-02     58.45347     
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 Instrument   :   CHAMBER 164                                                     
Detector  :   70325                                                           

Standard ID   :   AESS-008                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:21                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:30                                            
Average Efficiency   :    0.3815646     

Average Efficiency Error  :    1.0446744E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.0418      28-FEB-2010                  2991.085         3297.982         22882.00        0.3740170        1.5976751E-02     55.88804     
 NP-237     209.2716      28-FEB-2010                  4435.675         4906.194         24142.00        0.3844975        1.9383527E-02     77.95572     
 CM-244     199.6488      28-FEB-2010                  5531.218         5884.827         22385.00        0.3899875        1.9672871E-02     58.68917     

 Instrument   :   CHAMBER 165                                                     
Detector  :   72544                                                           

Standard ID   :   AESS-003                                                        
Standard Reference Date   :   15-FEB-2008 13:12:27                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:27                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:40                                            
Average Efficiency   :    0.3809628     

Average Efficiency Error  :    1.0434522E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.9740      28-FEB-2010                  2991.669         3299.796         22259.00        0.3693187        1.5781345E-02     67.15953     
 NP-237     203.2080      28-FEB-2010                  4434.042         4904.000         23746.00        0.3894894        1.9637838E-02     93.34480     
 CM-244     197.2236      28-FEB-2010                  5532.538         5884.649         22147.00        0.3905292        1.9702071E-02     68.12046     

 Instrument   :   CHAMBER 166                                                     
Detector  :   74545                                                           

Standard ID   :   AESS-009                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:32                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:15:56                                            
Average Efficiency   :    0.3945582     

Average Efficiency Error  :    1.0800036E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.3736      28-FEB-2010                  2990.080         3301.889         23493.00        0.3889939        1.6611321E-02     57.37174     
 NP-237     204.0192      28-FEB-2010                  4433.989         4904.268         24688.00        0.4033462        2.0330044E-02     74.10541     
 CM-244     197.2128      28-FEB-2010                  5534.293         5882.375         22360.00        0.3941245        1.9881796E-02     54.19042     
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 Instrument   :   CHAMBER 167                                                     
Detector  :   72546                                                           

Standard ID   :   AESS-004                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:39                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:06                                            
Average Efficiency   :    0.3884836     

Average Efficiency Error  :    1.0637359E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.1222      28-FEB-2010                  2990.511         3301.462         23043.00        0.3765033        1.6081613E-02     55.53409     
 NP-237     204.2586      28-FEB-2010                  4436.488         4906.264         24382.00        0.3978555        2.0055324E-02     70.41014     
 CM-244     198.8100      28-FEB-2010                  5530.612         5883.988         22736.00        0.3977500        2.0061761E-02     56.01041     

 Instrument   :   CHAMBER 168                                                     
Detector  :   72547                                                           

Standard ID   :   AESS-010                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:45                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:15                                            
Average Efficiency   :    0.3818104     

Average Efficiency Error  :    1.0459205E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.0008      28-FEB-2010                  2991.971         3299.952         22103.00        0.3685063        1.5748002E-02     64.32256     
 NP-237     202.9926      28-FEB-2010                  4434.020         4904.064         23816.00        0.3910475        1.9715918E-02     82.72855     
 CM-244     196.2330      28-FEB-2010                  5532.858         5885.180         22206.00        0.3935922        1.9856127E-02     64.94098     

 Instrument   :   CHAMBER 169                                                     
Detector  :   72548                                                           

Standard ID   :   AESS-005                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:51                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:25                                            
Average Efficiency   :    0.3783907     

Average Efficiency Error  :    1.0360043E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.7452      28-FEB-2010                  2992.250         3298.336         23132.00        0.3696569        1.5788469E-02     56.00939     
 NP-237     209.5938      28-FEB-2010                  4433.903         4903.927         23912.00        0.3802245        1.9169640E-02     72.47238     
 CM-244     202.7478      28-FEB-2010                  5533.960         5887.592         22735.00        0.3900180        1.9671770E-02     61.82905     
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 Instrument   :   CHAMBER 170                                                     
Detector  :   72549                                                           

Standard ID   :   AESS-011                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:55:57                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:35                                            
Average Efficiency   :    0.3714363     

Average Efficiency Error  :    1.0167838E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     212.8284      28-FEB-2010                  2988.073         3300.356         23176.00        0.3667380        1.5663445E-02     59.10311     
 NP-237     214.4868      28-FEB-2010                  4434.533         4905.829         23950.00        0.3721691        1.8763242E-02     76.40807     
 CM-244     208.4184      28-FEB-2010                  5532.006         5886.326         22628.00        0.3776288        1.9047650E-02     56.71130     

 Instrument   :   CHAMBER 171                                                     
Detector  :   78260                                                           

Standard ID   :   AESS-006                                                        
Standard Reference Date   :   14-FEB-2008 09:35:18                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:56:03                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:44                                            
Average Efficiency   :    0.3811684     

Average Efficiency Error  :    1.0440029E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6952      28-FEB-2010                  2991.870         3298.545         22350.00        0.3695313        1.5789637E-02     57.64641     
 NP-237     204.7038      28-FEB-2010                  4434.533         4903.960         23923.00        0.3895257        1.9638466E-02     81.57375     
 CM-244     195.0060      28-FEB-2010                  5532.523         5885.004         21915.00        0.3908954        1.9722383E-02     56.42289     

 Instrument   :   CHAMBER 172                                                     
Detector  :   78772                                                           

Standard ID   :   AESS-012                                                        
Standard Reference Date   :   14-FEB-2008 13:39:25                                            

Calibration Analysis Date/Time   :   27-MAR-2009 13:56:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   30-MAR-2009 08:16:53                                            
Average Efficiency   :    0.3849101     

Average Efficiency Error  :    1.0536536E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     206.2200      28-FEB-2010                  2989.765         3301.736         23275.00        0.3801071        1.6233621E-02     58.15801     
 NP-237     205.8930      28-FEB-2010                  4433.697         4903.598         24262.00        0.3927740        1.9799942E-02     80.41135     
 CM-244     203.1954      28-FEB-2010                  5532.837         5885.719         22444.00        0.3842215        1.9381527E-02     59.96611     
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 Instrument   :   CHAMBER 173                                                     
Detector  :   74431                                                           

Standard ID   :   AESS-013                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:07                                            
Average Efficiency   :    0.2592151     

Average Efficiency Error  :    7.1290373E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.6544      28-FEB-2010                  2992.501         3301.709         15813.00        0.2615200        1.1230910E-02     48.50274     
 NP-237     210.2526      28-FEB-2010                  4433.449         4903.909         16137.00        0.2558068        1.2947932E-02     59.11089     
 CM-244     201.9108      28-FEB-2010                  5532.624         5884.595         15066.00        0.2595708        1.3149817E-02     51.70679     

 Instrument   :   CHAMBER 174                                                     
Detector  :   74432                                                           

Standard ID   :   AESS-019                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:24                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:17                                            
Average Efficiency   :    0.2587744     

Average Efficiency Error  :    7.1194535E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.6468      28-FEB-2010                  2990.110         3301.545         15406.00        0.2535132        1.0891995E-02     51.03628     
 NP-237     202.9140      28-FEB-2010                  4436.327         4905.779         16143.00        0.2651322        1.3419922E-02     63.36108     
 CM-244     199.3140      28-FEB-2010                  5531.156         5885.591         14920.00        0.2603483        1.3190762E-02     53.58960     

 Instrument   :   CHAMBER 175                                                     
Detector  :   74433                                                           

Standard ID   :   AESS-014                                                        
Standard Reference Date   :   19-FEB-2008 11:05:22                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:26                                            
Average Efficiency   :    0.2583164     

Average Efficiency Error  :    7.1011712E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     214.7088      28-FEB-2010                  2990.257         3298.962         16377.00        0.2568675        1.1024590E-02     45.41450     
 NP-237     211.7160      28-FEB-2010                  4435.373         4906.243         16410.00        0.2583414        1.3073586E-02     55.02213     
 CM-244     207.3882      28-FEB-2010                  5530.689         5883.461         15528.00        0.2603632        1.3184840E-02     49.45105     
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 Instrument   :   CHAMBER 176                                                     
Detector  :   74434                                                           

Standard ID   :   AESS-020                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:36                                            
Average Efficiency   :    0.2623205     

Average Efficiency Error  :    7.2154333E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     205.5870      28-FEB-2010                  2989.677         3300.454         15722.00        0.2575549        1.1061752E-02     46.91119     
 NP-237     203.4984      28-FEB-2010                  4435.342         4905.957         16046.00        0.2628113        1.3303380E-02     58.92968     
 CM-244     197.1096      28-FEB-2010                  5533.868         5884.896         15245.00        0.2690380        1.3627363E-02     49.13740     

 Instrument   :   CHAMBER 177                                                     
Detector  :   74435                                                           

Standard ID   :   AESS-015                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:46                                            
Average Efficiency   :    0.2694523     

Average Efficiency Error  :    7.4098175E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0270      28-FEB-2010                  2987.923         3301.975         15977.00        0.2637448        1.1324467E-02     47.00409     
 NP-237     200.6460      28-FEB-2010                  4433.294         4903.726         16537.00        0.2747294        1.3901606E-02     53.21355     
 CM-244     195.9270      28-FEB-2010                  5532.532         5884.616         15359.00        0.2727341        1.3813204E-02     47.25250     

 Instrument   :   CHAMBER 178                                                     
Detector  :   74436                                                           

Standard ID   :   AESS-021                                                        
Standard Reference Date   :   19-FEB-2008 15:31:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:07:56                                            
Average Efficiency   :    0.2594252     

Average Efficiency Error  :    7.1340059E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     208.3608      28-FEB-2010                  2988.851         3298.789         15889.00        0.2568095        1.1027701E-02     45.25098     
 NP-237     210.1548      28-FEB-2010                  4436.619         4901.454         16395.00        0.2600084        1.3158108E-02     50.75814     
 CM-244     200.7390      28-FEB-2010                  5534.209         5885.167         15162.00        0.2626359        1.3303970E-02     46.39705     
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 Instrument   :   CHAMBER 179                                                     
Detector  :   74437                                                           

Standard ID   :   AESS-016                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:07                                            
Average Efficiency   :    0.2650046     

Average Efficiency Error  :    7.2884969E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     204.0534      28-FEB-2010                  2990.194         3298.946         15798.00        0.2607512        1.1198090E-02     47.54335     
 NP-237     199.3962      28-FEB-2010                  4434.938         4905.374         16146.00        0.2698899        1.3660663E-02     56.26534     
 CM-244     198.6402      28-FEB-2010                  5534.338         5886.585         15210.00        0.2664145        1.3494791E-02     52.12916     

 Instrument   :   CHAMBER 180                                                     
Detector  :   74438                                                           

Standard ID   :   AESS-022                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:51                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:16                                            
Average Efficiency   :    0.2543271     

Average Efficiency Error  :    6.9963280E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     209.6724      28-FEB-2010                  2987.590         3298.558         15618.00        0.2508756        1.0776102E-02     49.02956     
 NP-237     206.8830      28-FEB-2010                  4433.456         4903.767         16196.00        0.2608706        1.3203733E-02     53.88174     
 CM-244     203.0208      28-FEB-2010                  5531.002         5886.847         14767.00        0.2530429        1.2822442E-02     49.61524     

 Instrument   :   CHAMBER 181                                                     
Detector  :   74439                                                           

Standard ID   :   AESS-017                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:30:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:08:25                                            
Average Efficiency   :    0.2565559     

Average Efficiency Error  :    7.0553590E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     210.0798      28-FEB-2010                  2991.296         3299.833         15852.00        0.2541418        1.0913601E-02     47.33108     
 NP-237     208.5846      28-FEB-2010                  4435.124         4905.307         16233.00        0.2593960        1.3128652E-02     56.65423     
 CM-244     205.5828      28-FEB-2010                  5533.966         5886.057         15201.00        0.2571993        1.3028205E-02     52.06258     
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 Instrument   :   CHAMBER 182                                                     
Detector  :   74440                                                           

Standard ID   :   AESS-023                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:18                                            
Average Efficiency   :    0.2555183     

Average Efficiency Error  :    7.0302752E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     207.4764      28-FEB-2010                  2991.266         3301.012         15403.00        0.2500359        1.0742641E-02     45.89799     
 NP-237     207.4998      28-FEB-2010                  4433.168         4903.110         15921.00        0.2557449        1.2946903E-02     58.58659     
 CM-244     199.8804      28-FEB-2010                  5530.529         5886.813         15158.00        0.2637574        1.3360927E-02     47.79594     

 Instrument   :   CHAMBER 183                                                     
Detector  :   74441                                                           

Standard ID   :   AESS-018                                                        
Standard Reference Date   :   14-FEB-2008 17:45:04                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:28                                            
Average Efficiency   :    0.2641869     

Average Efficiency Error  :    7.2656153E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     202.1856      28-FEB-2010                  2987.978         3301.914         15937.00        0.2654755        1.1399274E-02     47.01687     
 NP-237     208.8990      28-FEB-2010                  4433.116         4903.631         16161.00        0.2578232        1.3049794E-02     53.88590     
 CM-244     198.1458      28-FEB-2010                  5532.665         5884.932         15337.00        0.2692937        1.3639207E-02     48.76160     

 Instrument   :   CHAMBER 184                                                     
Detector  :   74442                                                           

Standard ID   :   AESS-024                                                        
Standard Reference Date   :   14-FEB-2008 21:55:55                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:08                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:37                                            
Average Efficiency   :    0.2604443     

Average Efficiency Error  :    7.1652727E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.5218      28-FEB-2010                  2990.688         3302.119         15351.00        0.2540287        1.0914852E-02     45.54290     
 NP-237     205.6662      28-FEB-2010                  4432.730         4903.044         16291.00        0.2640072        1.3361474E-02     54.54456     
 CM-244     198.3060      28-FEB-2010                  5535.274         5885.508         15198.00        0.2666270        1.3505722E-02     55.39476     
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 Instrument   :   CHAMBER 185                                                     
Detector  :   68615                                                           

Standard ID   :   AESS-025                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:12                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:13:54                                            
Average Efficiency   :    0.2579819     

Average Efficiency Error  :    7.1116774E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.5670      28-FEB-2010                  2991.934         3298.515         15051.00        0.2591970        1.1140822E-02     52.34642     
 NP-237     167.9916      28-FEB-2010                  4432.958         4906.450         13040.00        0.2587313        1.3133503E-02     59.26225     
 CM-244     157.2432      28-FEB-2010                  5533.067         5884.234         11555.00        0.2555934        1.2999174E-02     53.94246     

 Instrument   :   CHAMBER 186                                                     
Detector  :   68616                                                           

Standard ID   :   AESS-031                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:17                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:05                                            
Average Efficiency   :    0.2537318     

Average Efficiency Error  :    6.9992128E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.6650      28-FEB-2010                  2990.689         3298.951         14493.00        0.2520238        1.0839986E-02     53.07257     
 NP-237     162.9186      28-FEB-2010                  4432.565         4901.760         12615.00        0.2580922        1.3107629E-02     57.62673     
 CM-244     153.1968      28-FEB-2010                  5534.144         5885.263         11097.00        0.2519490        1.2822501E-02     49.69352     

 Instrument   :   CHAMBER 187                                                     
Detector  :   68620                                                           

Standard ID   :   AESS-026                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:20                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:15                                            
Average Efficiency   :    0.2514302     

Average Efficiency Error  :    7.3709143E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.5072      28-FEB-2010                  2992.305         3301.652         14935.00        0.2520892        1.2772625E-02     49.43468     
 NP-237     168.0294      28-FEB-2010                  4435.774         4902.783         12938.00        0.2566199        1.3027905E-02     58.32872     
 CM-244     160.5822      28-FEB-2010                  5534.595         5883.271         11357.00        0.2460082        1.2515295E-02     50.54832     
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 Instrument   :   CHAMBER 188                                                     
Detector  :   68621                                                           

Standard ID   :   AESS-032                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:25                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:25                                            
Average Efficiency   :    0.2594205     

Average Efficiency Error  :    7.1517807E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     195.2364      28-FEB-2010                  2990.599         3299.552         15044.00        0.2594741        1.1152854E-02     49.22178     
 NP-237     165.9822      28-FEB-2010                  4437.457         4903.937         12914.00        0.2593030        1.3164487E-02     60.07402     
 CM-244     153.7938      28-FEB-2010                  5535.038         5883.324         11474.00        0.2594635        1.3197457E-02     48.50361     

 Instrument   :   CHAMBER 189                                                     
Detector  :   68622                                                           

Standard ID   :   AESS-027                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:29                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:34                                            
Average Efficiency   :    0.2613689     

Average Efficiency Error  :    7.6626986E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     193.4238      28-FEB-2010                  2992.253         3300.578         14901.00        0.2594623        1.3146532E-02     50.13268     
 NP-237     161.6154      28-FEB-2010                  4433.743         4902.451         12769.00        0.2633186        1.3370634E-02     57.80761     
 CM-244     148.1754      28-FEB-2010                  5533.912         5884.391         11134.00        0.2613912        1.3302378E-02     55.23290     

 Instrument   :   CHAMBER 190                                                     
Detector  :   68623                                                           

Standard ID   :   AESS-033                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:44                                            
Average Efficiency   :    0.2640930     

Average Efficiency Error  :    7.2827796E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.4158      28-FEB-2010                  2992.044         3299.733         14794.00        0.2589335        1.1132949E-02     51.32822     
 NP-237     161.7816      28-FEB-2010                  4432.517         4901.935         12939.00        0.2664766        1.3528415E-02     54.97078     
 CM-244     147.2670      28-FEB-2010                  5535.121         5886.928         11417.00        0.2694678        1.3707766E-02     46.34133     
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 Instrument   :   CHAMBER 191                                                     
Detector  :   68624                                                           

Standard ID   :   AESS-028                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:14:52                                            
Average Efficiency   :    0.2621950     

Average Efficiency Error  :    7.6819658E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     199.6542      28-FEB-2010                  2990.305         3299.762         15633.00        0.2637088        1.3353525E-02     82.33515     
 NP-237     168.1992      28-FEB-2010                  4433.512         4905.293         13354.00        0.2645872        1.3426133E-02     90.89060     
 CM-244     156.7614      28-FEB-2010                  5530.867         5884.236         11645.00        0.2584365        1.3141952E-02     75.22292     

 Instrument   :   CHAMBER 192                                                     
Detector  :   74430                                                           

Standard ID   :   AESS-034                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:41                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:11                                            
Average Efficiency   :    0.2569973     

Average Efficiency Error  :    7.0847375E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.5488      28-FEB-2010                  2988.548         3298.127         15126.00        0.2540030        1.0916583E-02     44.14172     
 NP-237     167.2962      28-FEB-2010                  4433.103         4905.743         13049.00        0.2599742        1.3196479E-02     59.09604     
 CM-244     154.4388      28-FEB-2010                  5532.756         5887.083         11479.00        0.2583844        1.3142686E-02     47.15074     

 Instrument   :   CHAMBER 193                                                     
Detector  :   68627                                                           

Standard ID   :   AESS-029                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:44                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:20                                            
Average Efficiency   :    0.2651266     

Average Efficiency Error  :    7.7662985E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.5742      28-FEB-2010                  2991.999         3298.482         15647.00        0.2614209        1.3237535E-02     52.49310     
 NP-237     169.7700      28-FEB-2010                  4433.740         4902.857         13564.00        0.2661092        1.3500577E-02     61.65032     
 CM-244     154.8234      28-FEB-2010                  5530.997         5883.236         11931.00        0.2680518        1.3625564E-02     48.42278     
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 Instrument   :   CHAMBER 194                                                     
Detector  :   68635                                                           

Standard ID   :   AESS-035                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:48                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:29                                            
Average Efficiency   :    0.2572887     

Average Efficiency Error  :    7.0917285E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.6666      28-FEB-2010                  2988.325         3301.135         15296.00        0.2592964        1.1141857E-02     45.31519     
 NP-237     168.2934      28-FEB-2010                  4434.328         4903.943         13012.00        0.2577246        1.3082800E-02     57.34764     
 CM-244     158.8128      28-FEB-2010                  5532.106         5884.048         11606.00        0.2541613        1.2925272E-02     49.18843     

 Instrument   :   CHAMBER 195                                                     
Detector  :   68636                                                           

Standard ID   :   AESS-030                                                        
Standard Reference Date   :   15-FEB-2008 09:06:52                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:52                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:38                                            
Average Efficiency   :    0.2545959     

Average Efficiency Error  :    7.4633346E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     198.9792      28-FEB-2010                  2989.628         3297.581         15049.00        0.2545406        1.2895774E-02     50.81460     
 NP-237     166.3758      28-FEB-2010                  4435.740         4904.940         12940.00        0.2587898        1.3138770E-02     55.18464     
 CM-244     157.1856      28-FEB-2010                  5532.222         5883.511         11344.00        0.2506977        1.2754791E-02     49.40612     

 Instrument   :   CHAMBER 196                                                     
Detector  :   68637                                                           

Standard ID   :   AESS-036                                                        
Standard Reference Date   :   18-FEB-2008 11:28:15                                            

Calibration Analysis Date/Time   :   30-MAR-2009 15:31:55                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :   31-MAR-2009 13:15:47                                            
Average Efficiency   :    0.2568277     

Average Efficiency Error  :    7.0790779E-03 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     201.3204      28-FEB-2010                  2989.103         3301.927         15303.00        0.2559804        1.0999308E-02     54.74443     
 NP-237     167.4312      28-FEB-2010                  4434.521         4903.604         12913.00        0.2570331        1.3049270E-02     54.99361     
 CM-244     156.4188      28-FEB-2010                  5530.805         5887.428         11597.00        0.2578244        1.3111779E-02     51.05744     
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 Instrument   :   CHAMBER 197                                                     
Detector  :   78894                                                           

Standard ID   :   AESS-037                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:32:56                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:44:31                                            
Average Efficiency   :    0.3825902     

Average Efficiency Error  :    1.0491861E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7372      28-FEB-2010                  2989.707         3298.603         21886.00        0.3727776        1.5932491E-02     59.41614     
 NP-237     167.1294      28-FEB-2010                  4436.778         4903.577         19612.00        0.3911423        1.9755561E-02     83.50397     
 CM-244     154.7664      28-FEB-2010                  5535.292         5884.005         17307.00        0.3890730        1.9677183E-02     62.99901     

 Instrument   :   CHAMBER 198                                                     
Detector  :   78895                                                           

Standard ID   :   AESS-043                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:00                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:00                                            
Average Efficiency   :    0.3756292     

Average Efficiency Error  :    1.0301736E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.7708      28-FEB-2010                  2988.352         3301.152         21582.00        0.3675235        1.5710710E-02     62.94045     
 NP-237     168.7422      28-FEB-2010                  4435.971         4901.730         19407.00        0.3833601        1.9364543E-02     74.37384     
 CM-244     156.3252      28-FEB-2010                  5532.338         5885.960         17081.00        0.3801484        1.9228699E-02     61.70079     

 Instrument   :   CHAMBER 199                                                     
Detector  :   78896                                                           

Standard ID   :   AESS-038                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:05                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:22                                            
Average Efficiency   :    0.3714056     

Average Efficiency Error  :    1.0184642E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     200.1408      28-FEB-2010                  2989.206         3301.420         21833.00        0.3673987        1.5703088E-02     56.66065     
 NP-237     170.0886      28-FEB-2010                  4435.929         4902.346         19169.00        0.3756554        1.8977745E-02     77.50703     
 CM-244     157.7460      28-FEB-2010                  5534.536         5883.983         16911.00        0.3729898        1.8868769E-02     63.84888     

1024



 Instrument   :   CHAMBER 200                                                     
Detector  :   78900                                                           

Standard ID   :   AESS-044                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:09                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:45:45                                            
Average Efficiency   :    0.3943375     

Average Efficiency Error  :    1.0809179E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4510      28-FEB-2010                  2987.723         3301.102         22440.00        0.3886694        1.6606573E-02     58.07225     
 NP-237     166.6248      28-FEB-2010                  4432.864         4904.750         19830.00        0.3966939        2.0033749E-02     73.19129     
 CM-244     155.8290      28-FEB-2010                  5531.267         5885.561         17932.00        0.4003521        2.0239651E-02     57.10165     

 Instrument   :   CHAMBER 201                                                     
Detector  :   78902                                                           

Standard ID   :   AESS-039                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:14                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:46:12                                            
Average Efficiency   :    0.3872887     

Average Efficiency Error  :    1.0624680E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     192.2418      28-FEB-2010                  2988.615         3302.122         21430.00        0.3754448        1.6050758E-02     49.27362     
 NP-237     159.1506      28-FEB-2010                  4434.301         4906.337         19165.00        0.4013895        2.0277847E-02     76.49972     
 CM-244     151.7142      28-FEB-2010                  5533.037         5887.425         17088.00        0.3918781        1.9821918E-02     52.63866     

 Instrument   :   CHAMBER 202                                                     
Detector  :   78903                                                           

Standard ID   :   AESS-045                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:18                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:46:40                                            
Average Efficiency   :    0.3960885     

Average Efficiency Error  :    1.0863046E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     186.9936      28-FEB-2010                  2987.776         3299.690         21815.00        0.3929127        1.6793748E-02     50.36967     
 NP-237     160.8066      28-FEB-2010                  4433.250         4904.609         18819.00        0.3900837        1.9710394E-02     70.10960     
 CM-244     145.8384      28-FEB-2010                  5531.143         5885.797         17079.00        0.4074361        2.0608991E-02     54.44336     
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 Instrument   :   CHAMBER 203                                                     
Detector  :   78905                                                           

Standard ID   :   AESS-040                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:23                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:47:02                                            
Average Efficiency   :    0.3834215     

Average Efficiency Error  :    1.0513165E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.4828      28-FEB-2010                  2987.691         3300.587         21881.00        0.3789289        1.6195444E-02     55.71231     
 NP-237     166.8174      28-FEB-2010                  4435.871         4901.872         19429.00        0.3882290        1.9610250E-02     75.19374     
 CM-244     155.0100      28-FEB-2010                  5532.851         5886.703         17161.00        0.3851779        1.9482067E-02     56.25860     

 Instrument   :   CHAMBER 204                                                     
Detector  :   78907                                                           

Standard ID   :   AESS-046                                                        
Standard Reference Date   :   19-FEB-2008 19:35:48                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:28                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:47:22                                            
Average Efficiency   :    0.3750989     

Average Efficiency Error  :    1.0289310E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     194.7474      28-FEB-2010                  2989.999         3297.687         21349.00        0.3691663        1.5783150E-02     59.51852     
 NP-237     164.6658      28-FEB-2010                  4437.557         4903.381         18602.00        0.3765123        1.9027002E-02     77.09018     
 CM-244     151.3824      28-FEB-2010                  5534.136         5882.490         16649.00        0.3825592        1.9356437E-02     57.16441     

 Instrument   :   CHAMBER 205                                                     
Detector  :   78908                                                           

Standard ID   :   AESS-041                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:33                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:08                                            
Average Efficiency   :    0.3731586     

Average Efficiency Error  :    1.0234016E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     203.9034      28-FEB-2010                  2988.215         3300.876         21933.00        0.3622511        1.5482210E-02     56.45155     
 NP-237     171.2268      28-FEB-2010                  4436.206         4902.614         19846.00        0.3863377        1.9510597E-02     75.17143     
 CM-244     159.5796      28-FEB-2010                  5534.487         5883.613         17299.00        0.3771177        1.9072708E-02     54.77157     
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 Instrument   :   CHAMBER 206                                                     
Detector  :   78909                                                           

Standard ID   :   AESS-047                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:37                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:30                                            
Average Efficiency   :    0.3777702     

Average Efficiency Error  :    1.0360043E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     197.4804      28-FEB-2010                  2992.403         3300.254         21701.00        0.3700934        1.5819468E-02     58.26996     
 NP-237     168.3948      28-FEB-2010                  4435.259         4906.316         19307.00        0.3821775        1.9305808E-02     71.23963     
 CM-244     154.6032      28-FEB-2010                  5531.674         5885.284         17105.00        0.3849159        1.9469546E-02     57.99568     

 Instrument   :   CHAMBER 207                                                     
Detector  :   78910                                                           

Standard ID   :   AESS-042                                                        
Standard Reference Date   :   18-FEB-2008 15:31:47                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:42                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:48:55                                            
Average Efficiency   :    0.3816005     

Average Efficiency Error  :    1.0470065E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     188.7090      28-FEB-2010                  2991.413         3299.625         20887.00        0.3727823        1.5942218E-02     53.56333     
 NP-237     159.6558      28-FEB-2010                  4436.611         4903.501         18852.00        0.3935780        1.9886600E-02     73.96103     
 CM-244     150.5208      28-FEB-2010                  5530.500         5885.160         16581.00        0.3832590        1.9392733E-02     56.79219     

 Instrument   :   CHAMBER 208                                                     
Detector  :   78911                                                           

Standard ID   :   AESS-048                                                        
Standard Reference Date   :   19-FEB-2008 00:32:27                                            

Calibration Analysis Date/Time   :    2-APR-2009 09:33:46                                            
Calibration Count Time   :     300.0000     

Efficiency Calibration Date/Time   :    3-APR-2009 10:49:23                                            
Average Efficiency   :    0.3741489     

Average Efficiency Error  :    1.0267029E-02 
Confidence   :     95.00000     

Cal. Istps                                                        DPM Exp. Date  Start Engy  End Engy  Counts  EFF.  EFF Err  Resolution 
 GD-148     191.8350      28-FEB-2010                  2990.353         3297.884         20848.00        0.3660090        1.5652951E-02     56.46708     
 NP-237     161.5530      28-FEB-2010                  4433.440         4905.487         18814.00        0.3881907        1.9614782E-02     72.76767     
 CM-244     151.1856      28-FEB-2010                  5532.814         5882.458         16208.00        0.3729821        1.8877832E-02     60.24603     
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Standard Traceability Log Rad http://prodsvr01.gel.com:7778/pls/lims/dr_ref_material.rad_second_rpt?...

1 of 1 2/6/2009 2:39 PM

Standard Traceability Log Rad

Source Material Info
Parent Code: 0934
Prepared By: Daniel Roy
Carrier Conc: 0.05M HNO3

Reference Date: 05/02/2006
Ampoule Mass (g): 5.05657 g

Uncertainty: +/- 3.5 %
LogBook No: RC-S-041-110

A Solution Material Info
Isotope: Thorium-229

Prepared By: Daniel Roy
Prep Date: 04/23/2008

Verification Date: 04/23/2008
Expiration Date: 04/23/2009
Primary Code: 0934-A
Dilution(mL): 100 mL

Mass of Parent(g): 4.8973 g
Density(g/mL): 1.0143

Balance ID: 38080204

Calculations Converting parent activity to dpm/mL|dpm/g
(Mass of parent(g)) * (Parm Activity (dps)) * (conversion dpm to dps) / (Ampoule Mass(g) *(Dilution Vol)) = 

Parent Activity (dpm/mL)

(Mass of parent(g)) * (Parm Activity (dps)) * (conversion dpm to dps) / Density / (Ampoule Mass (g) * (Dilution
Vol)) = Parent Activity (dpm/g)

(4.8973 g) * (3842 dps) * (60 dpm/dps) / (5.05657 g * 100 mL ) = 2232.5917 dpm/mL
(4.8973 g) * (3842 dps) * (60 dpm/dps) / ( 1.0143 g/mL)/ (5.05657 g * 100 mL) = 2201.0332 dpm/g

Secondary Standards

Prep Date Preparer Mass 
Primary

Dilution 
(mL) Code Conc 

dpm/mL
Verification 

Date
Expiration 

Date

04/23/2008 Daniel 
Roy 2.5898 250 0934-B 22.8009 

dpm/ml 04/23/2008 04/23/2009

09/25/2008 Daniel 
Roy 2.6237 250 0934-C 23.0994 

dpm/ml 09/25/2008 09/25/2009

12/16/2008 Daniel 
Roy 2.6547 250 0934-D 23.3723 

dpm/ml 12/16/2008 12/16/2009

01/09/2009 Daniel 
Roy 2.5399 250 0934-E 22.3616 

dpm/ml 01/09/2009 01/09/2010

GEL Laboratories LLC 
Version 1.0 9/18/2000
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Standard Traceability Log Rad http://prodsvr01.gel.com:7778/pls/lims/dr_ref_material.rad_second_rpt?...

1 of 1 12/5/2008 1:37 PM

Standard Traceability Log Rad

Source Material Info
Parent Code: 1032
Prepared By: Daniel Roy
Carrier Conc: 4 M HCL

Reference Date: 10/01/2006
Ampoule Mass (g): 5.31725 g

Uncertainty: +/- 2.81 %
LogBook No: RC-S-045-073

A Solution Material Info
Isotope: Mixed Gamma

Prepared By: Daniel Roy
Prep Date: 11/30/2006

Verification Date: 12/04/2008
Expiration Date: 12/04/2009
Primary Code: 1032-A
Dilution(mL): 100 mL

Mass of Parent(g): 5.2579 g
Density(g/mL): 1.0611

Balance ID: 38080204

Calculations Converting parent activity to dpm/mL|dpm/g
(Mass of parent(g)) * (Parm Activity (dpm)) * (conversion dpm to dpm) / (Ampoule Mass(g) *(Dilution Vol)) = 

Parent Activity (dpm/mL)

(Mass of parent(g)) * (Parm Activity (dpm)) * (conversion dpm to dpm) / Density / (Ampoule Mass (g) * (Dilution
Vol)) = Parent Activity (dpm/g)

(5.2579 g) * (218817 dpm) * (1 dpm/dpm) / (5.31725 g * 100 mL ) = 2163.7461 dpm/mL
(5.2579 g) * (218817 dpm) * (1 dpm/dpm) / ( 1.0611 g/mL)/ (5.31725 g * 100 mL) = 2039.2400 dpm/g

Secondary Standards
Prep 
Date Preparer Mass 

Primary
Dilution 

(mL) Code Conc 
dpm/mL

Verification 
Date

Expiration 
Date

GEL Laboratories LLC 
Version 1.0 9/18/2000
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Standard Traceability Log Rad http://prodsvr01.gel.com:7778/pls/lims/dr_ref_material.rad_second_rpt?...

1 of 1 2/6/2009 3:16 PM

Standard Traceability Log Rad

Source Material Info
Parent Code: 1245
Prepared By: Daniel Roy
Carrier Conc: 0.5M HNO3

Reference Date: 10/01/2008
Ampoule Mass (g): 5.08901 g

Uncertainty: +/- 3.3 %
LogBook No: RC-S-048-126

A Solution Material Info
Isotope: Thorium-232

Prepared By: Daniel Roy
Prep Date: 10/14/2008

Verification Date: 10/14/2008
Expiration Date: 10/21/2009
Primary Code: 1245-A
Dilution(mL): 100 mL

Mass of Parent(g): 4.9614 g
Density(g/mL): 1.0161

Balance ID: 38080204

Calculations Converting parent activity to dpm/mL|dpm/g
(Mass of parent(g)) * (Parm Activity (Bq)) * (conversion dpm to Bq) / (Ampoule Mass(g) *(Dilution Vol)) = Parent 

Activity (dpm/mL)

(Mass of parent(g)) * (Parm Activity (Bq)) * (conversion dpm to Bq) / Density / (Ampoule Mass (g) * (Dilution
Vol)) = Parent Activity (dpm/g)

(4.9614 g) * (156.4 Bq) * (60 dpm/Bq) / (5.08901 g * 100 mL ) = 91.4869 dpm/mL
(4.9614 g) * (156.4 Bq) * (60 dpm/Bq) / ( 1.0161 g/mL)/ (5.08901 g * 100 mL) = 90.0372 dpm/g

Secondary Standards

Prep Date Preparer Mass 
Primary

Dilution 
(mL) Code Conc 

dpm/mL
Verification 

Date
Expiration 

Date

10/14/2008 Daniel 
Roy 50.0051 100 1245-B 45.0232 

dpm/ml 10/14/2008 10/14/2009

10/14/2008 Daniel 
Roy 51.1608 100 1245-C 46.0638 

dpm/mL 01/12/2009 10/14/2009

GEL Laboratories LLC 
Version 1.0 9/18/2000
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Standard Traceability Log Rad http://prodsvr01.gel.com:7778/pls/lims/dr_ref_material.rad_second_rpt?...

1 of 1 4/15/2009 6:06 PM

Standard Traceability Log Rad

Source Material Info

Parent Code: 0518

Prepared By: Penet Melton

Carrier Conc: 0.1 M HCL

Reference Date: 11/27/1995

Ampoule Mass (g): 5.02014 g

Uncertainty: +/- 1.79 %

LogBook No: RC S 035 033

A Solution Material Info

Isotope: Neptunium-237

Prepared By: Angela Johnson

Prep Date: 12/20/2002

Verification Date: 10/14/2008

Expiration Date: 10/14/2009

Primary Code: 0518-A

Dilution(mL): 100 mL

Mass of Parent(g): 3.003 g

Density(g/mL): 0.9992

Balance ID:

Calculations Converting parent activity to dpm/mL|dpm/g
(Mass of parent(g)) * (Parm Activity (kBq/g)) * (conversion dpm to kBq) / (Dilution Vol) = Parent Activity (dpm/mL)

(Mass of parent(g)) * (Parm Activity (kBq/g)) * (conversion dpm to kBq) / Density (g/mL)/ (Dilution Vol) = Parent Activity (dpm/g)

(3.003 g) * (45.86 kBq/g) * (60000 dpm/kBq) / (100 mL) = 82630.5480 dpm/mL

(3.003 g) * (45.86 kBq/g) * (60000 dpm/kBq) / ( 0.9992 g/mL) / (100 mL) = 82693.3120 dpm/g

Secondary Standards
Prep Date Preparer Mass Primary Dilution (mL) Code Conc dpm/mL Verification Date Expiration Date

09/05/2003 Amanda Fehr .1004 100 0518-B 83.0241 dpm/mL 09/10/2004 09/10/2005

01/19/2004 Tim Chandler .1612 250 0518-C 53.3206 dpm/mL 01/18/2004 01/18/2005

11/23/2004 Amanda Fehr .25 250 0518-D 82.69 dpm/mL 11/30/2007 11/29/2008

04/16/2008 Daniel Roy .1312 100 0518-E 108.4936 dpm/ml 08/23/2008 04/16/2009

12/05/2008 Julie Strock .096 250 0518-F 31.7542 dpm/mL 12/05/2008 12/05/2009

12/05/2008 Julie Strock .0060406148 250 0518-G .02555 dpm/mL 12/05/2008 12/05/2009

10/14/2008 Daniel Roy .2195 250 0518-H 72.6047 dpm/ml 10/14/2008 10/14/2009

02/02/2009 Tina Schoneman .001312 500 0518-I .216872 dpm/mL 02/02/2009 02/03/2010

02/11/2009 Tina Schoneman .0569 250 0518-J 18.821 dpm/mL 02/11/2009 02/11/2010

GEL Laboratories LLC 
Version 1.0 9/18/2000
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Standard Traceability Log Rad

Source Material Info
Parent Code: 0533
Prepared By: Angela Johnson
Carrier Conc: 1 M HCL

Reference Date: 01/15/2003
Ampoule Mass (g): 5.10649 g

Uncertainty: +/- 3.2 %
LogBook No: RC S 035 048

A Solution Material Info
Isotope: Americium-241

Prepared By: Angela Johnson
Prep Date: 02/05/2003

Verification Date: 09/29/2008
Expiration Date: 09/29/2009
Primary Code: 0533-A
Dilution(mL): 100 mL

Mass of Parent(g): 4.8225 g
Density(g/mL): 1.0139

Balance ID:
Calculations Converting parent activity to dpm/mL|dpm/g

(Mass of parent(g)) * (Parm Activity (dps)) * (conversion dpm to dps) / (Ampoule Mass(g) *(Dilution Vol)) = Parent Activity
(dpm/mL)

(Mass of parent(g)) * (Parm Activity (dps)) * (conversion dpm to dps) / Density / (Ampoule Mass (g) * (Dilution Vol)) =
Parent Activity (dpm/g)

(4.8225 g) * (39200 dps) * (60 dpm/dps) / (5.10649 g * 100 mL ) = 22211.9695 dpm/mL
(4.8225 g) * (39200 dps) * (60 dpm/dps) / ( 1.0139 g/mL)/ (5.10649 g * 100 mL) = 21907.2185 dpm/g

Secondary Standards

Prep Date Preparer Mass
Primary

Dilution
(mL) Code Conc

dpm/mL
Verification

Date
Expiration

Date

02/20/2003 Angela
Johnson 1.0151 100 0533-B 222.38

dpm/mL 03/01/2006 03/01/2007

02/20/2003 Angela
Johnson .6819 250 0533-C 59.754

dpm/mL 02/20/2004 02/20/2005

05/07/2003 Tim Chandler .1245 100 0533-D 27.2745
dpm/mL 05/03/2004 05/03/2005

09/10/2004 Amanda Fehr .6933 250 0533-E 60.753
dpm/mL 09/10/2005 09/10/2006

12/17/2004 Brenda Burke .0093 100 0533-F 2.0374
dpm/mL 12/20/2004 12/20/2005

12/21/2004 Brenda Burke .009273 100 0533-G 2.0315
dpm/mL 12/07/2005 12/07/2006

04/28/2005 Brenda Burke .1347 100 0533-H 29.4598
dpm/mL 04/27/2006 04/27/2007

10/19/2005 Mary Aders .6948 250 0533-I 60.7831
dpm/mL 10/18/2006 10/18/2007
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05/08/2006 Julie Strock .0711 100 0533-J 15.576
dpm/mL 05/10/2008 05/10/2009

05/11/2006 Brenda Burke .00092601 100 0533-K .20286
dpm/mL 08/02/2007 07/28/2007

11/15/2006 Tina
Schoneman .132 1000 0533-L 2.88586

dpm/mL 10/30/2008 10/30/2009

06/12/2007 Julie Strock .000979 100 0533-M .21448
dpm/mL 05/27/2008 05/27/2009

08/03/2007 Daniel Roy .7042 250 0533-N 61.7083
dpm/ml 08/02/2008 08/02/2009

09/25/2008 Daniel Roy 1.4561 500 0533-O 63.7982
dpm/ml 10/08/2008 09/25/2009

09/29/2008 Julie Strock .1004 100 0533-P 21.9948
dpm/mL 09/30/2008 09/29/2009

GEL Laboratories LLC
Version 1.0 9/18/2000
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Standard Traceability Log Rad http://prodsvr01.gel.com:7778/pls/lims/dr_ref_material.rad_second_rpt?...

1 of 2 6/10/2008 5:05 PM

Standard Traceability Log Rad

Source Material Info

Parent Code: 445-96-2

Prepared By: Genie Bost

Carrier Conc: 2M HNO3

Reference Date: 01/01/1994

Ampoule Mass (g): 5.3739 g

Uncertainty: +/- 3 %

LogBook No: RC S 005 032

A Solution Material Info

Isotope: Americium-243

Prepared By: Angela Johnson

Prep Date: 01/05/1994

Verification Date: 06/12/2007

Expiration Date: 06/12/2008

Primary Code: 445-96-2-A

Dilution(mL): 100 mL

Mass of Parent(g): 5.3419 g

Density(g/mL): 1.0785

Balance ID: 38080204

Calculations Converting parent activity to dpm/mL|dpm/g
(Mass of parent(g)) * (Parm Activity (uCi/g)) * (conversion dpm to uCi) / (Dilution Vol) = Parent Activity (dpm/mL)

(Mass of parent(g)) * (Parm Activity (uCi/g)) * (conversion dpm to uCi) / Density (g/mL)/ (Dilution Vol) = Parent Activity (dpm/g)

(5.3419 g) * (18.84 uCi/g) * (2220000 dpm/uCi) / (100 mL) = 2234238.9912 dpm/mL

(5.3419 g) * (18.84 uCi/g) * (2220000 dpm/uCi) / ( 1.0785 g/mL) / (100 mL) = 2071617.0528 dpm/g

Secondary Standards

Prep Date Preparer Mass 
Primary

Dilution 
(mL) Code Conc dpm/mL Verification 

Date
Expiration 

Date

01/05/1994 Genie Bost .0058 100 445-96-2-B 120.1 dpm/ml 01/05/1995 01/05/1996

09/10/2004 Amanda Fehr .0325 1000 445-96-2-BB 67.328 dpm/mL 09/10/2005 09/10/2006

01/05/1994 Genie Bost .0025 100 445-96-2-C 51.77 dpm/ml 01/05/1995 01/05/1996

05/27/2005 Brenda Burke .000246 100 445-96-2-CC 5.10613 
dpm/mL 05/31/2005 05/31/2006

03/25/1994 Genie Bost .0064 100 445-96-2-D 132.53 dpm/ml 01/05/1995 01/05/1996

08/16/2005 Brenda Burke .001224 500 445-96-2-DD 5.07144 
dpm/mL 08/18/2007 08/18/2008

08/04/1994 Genie Bost .0094 100 445-96-2-E 194.65 dpm/ml 01/05/1995 01/05/1996

10/13/2005 Brenda Burke .0017 500 445-96-2-EE 7.0435 dpm/mL 11/15/2005 11/15/2006

08/04/1994 Genie Bost .0046 100 445-96-2-F 95.25 dpm/ml 01/05/1995 01/05/1996

10/14/2005 Mary Aders .0141 500 445-96-2-FF 58.4196 
dpm/mL 10/14/2005 10/14/2006

09/01/1994 Genie Bost .0031 100 445-96-2-G 64.19 dpm/ml 01/05/1995 01/05/1996

05/10/2006 Mary Aders 2.0753 1000 445-96-2-GG 4299.227 
dpm/mL 05/14/2008 05/14/2009

10/17/1994 Genie Bost .0969 100 445-96-2-H 2006.52 dpm/ml 01/05/1995 01/05/1996

06/07/2006 Mary Aders .0365 1000 445-96-2-HH 75.614 dpm/mL 06/19/2006 06/19/2007

02/06/1995 Genie Bost .0043 100 445-96-2-I 89.04 dpm/ml 01/05/1995 01/05/1996

05/11/2006 Brenda Burke .000009739 100 445-96-2-II .201761 
dpm/mL 07/26/2006 07/26/2007

07/20/1995 Theresa Austin .0041 100 445-96-2-J 84.9 dpm/ml 01/05/1995 01/05/1996

05/01/2007 Daniel Roy .0352 1000 445-96-2-JJ 72.9209 dpm/ml 04/30/2008 04/30/2009

08/10/1995 Garret Ray .0952 100 445-96-2-K 1971.32 dpm/ml 01/05/1995 01/05/1996
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Standard Traceability Log Rad http://prodsvr01.gel.com:7778/pls/lims/dr_ref_material.rad_second_rpt?...

2 of 2 6/10/2008 5:05 PM

06/12/2007 Julie Strock .01038 250 445-96-2-KK 22.1496 
dpm/mL 06/12/2007 06/12/2008

09/11/1995 Theresa Austin 1.0525 100 445-96-2-L 21794.23 
dpm/ml 01/05/1995 01/05/1996

09/11/1995 Theresa Austin .5107 100 445-96-2-L-1 111.3 dpm/ml 01/05/1995 01/05/1996

04/28/1998 Richard Kinney .1264 100 445-96-2-M 2617.4 dpm/ml 04/28/1998 04/28/1999

11/01/2007 Eric Williamson .001274 500 445-96-2-MM 5.27945 
dpm/mL 05/10/2008 05/10/2009

12/17/2007 Kathleen 
Grimball 100 724781 12/24/2006 12/24/2007

10/12/1998 Gregory Smith .1348 100 445-96-2-N 2791.32 
dpm/mL 01/05/1995 01/05/1996

01/25/1999 Gregory Smith 1.9382 100 445-96-2-N-1 50.16 dpm/ml 01/05/1995 01/05/1996

04/19/2008 Daniel Roy .0424 1000 445-96-2-NN 87.8366 dpm/ml 05/02/2008 05/02/2009

04/21/1999 Greg Smith .1645 100 445-96-2-O 3406.32 
dpm/mL 04/21/1999 04/21/2000

07/27/1999 Gregory Smith 1.567 100 445-96-2-O-2 50.56 dpm/ml 05/13/1999 05/13/2000

10/12/1999 Richard Kinney 1.5589 100 445-96-2-O-3 50.31 dpm/mL 05/13/1999 05/13/2000

04/21/1999 Greg Smith 1.5309 100 445-96-2-O-1 49.4 dpm/mL 04/21/1999 04/21/2000

11/10/1999 Joe Davis .1809 100 445-96-2-P 3745.92 
dpm/mL 05/13/1999 05/13/2000

01/04/2008 Julie Strock .00001005 100 445-96-2-PP .20819 dpm/mL 01/12/2008 01/12/2009

01/28/2000 Angela Johnson .0354 1000 445-96-2-Q 73.3 dpm/mL 02/08/2001 02/08/2002

04/18/2000 Robert Timm .429 250 445-96-2-R 3553.34 
dpm/mL 04/18/2000 04/18/2001

04/13/2001 Angela Johnson .1869 100 445-96-2-S 3870.16 
dpm/mL 04/13/2001 04/13/2002

07/03/2001 Lonnie Morris 2.0057 1000 445-96-2-T-103 4153.225 
dpm/mL 07/03/2002 07/03/2003

07/03/2001 Lonnie Morris 2.0057 1000 445-96-2-T-203 4153.225 
dpm/mL 07/03/2002 07/03/2003

07/03/2001 Lonnie Morris 2.0057 1000 445-96-2-T-303 4153.225 
dpm/mL 07/03/2002 07/03/2003

08/23/2001 Angela Johnson .0194 500 445-96-2-U-103 80.34 dpm/mL 08/23/2001 08/23/2002

08/23/2001 Angela Johnson .0194 500 445-96-2-U-203 80.34 dpm/mL 08/23/2001 08/23/2002

08/23/2001 Angela Johnson .0194 500 445-96-2-U-303 80.34 dpm/ml 08/23/2001 08/23/2002

08/27/2001 Angela Johnson .0394 1000 445-96-2-V-103 81.586 dpm/mL 08/27/2002 08/27/2003

08/27/2001 Angela Johnson .0394 1000 445-96-2-V-203 81.586 dpm/mL 08/27/2002 08/27/2003

08/27/2001 Angela Johnson .0394 1000 445-96-2-V-303 81.586 dpm/mL 08/27/2002 08/27/2003

03/17/2003 Angela Johnson 2.1108 1000 445-96-2-W 4370.857 
dpm/mL 03/14/2006 03/14/2007

04/14/2003 Lonnie Morris .0315 1000 445-96-2-X 65.2559 
dpm/mL 04/14/2004 04/14/2005

05/03/2003 Tim Chandler .0103 1000 445-96-2-Y 21.3376 
dpm/mL 05/05/2003 05/05/2004

05/05/2003 Eric Williamson .011 1000 445-96-2-Z 22.7877 
dpm/mL 04/03/2007 04/03/2008

GEL Laboratories LLC 
Version 1.0 9/18/2000
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Standard Traceability Log Rad http://prodsvr01.gel.com:7778/pls/lims/dr_ref_material.rad_second_rpt?...

1 of 2 12/31/2008 10:07 AM

Standard Traceability Log Rad

Source Material Info
Parent Code: 0338
Prepared By: Penet Melton
Carrier Conc: 3 M HNO3

Reference Date: 10/30/2000
Ampoule Mass (g): 5.45541 g

Uncertainty: +/- 5 %
LogBook No: RC S 027 167

A Solution Material Info
Isotope: Plutonium-239

Prepared By: Penet Melton
Prep Date: 12/01/2000

Verification Date: 09/29/2008
Expiration Date: 09/29/2009
Primary Code: 0338-A
Dilution(mL): 100 mL

Mass of Parent(g): 5.1674 g
Density(g/mL): 1.0121

Balance ID: 38080204

Calculations Converting parent activity to dpm/mL|dpm/g
(Mass of parent(g)) * (Parm Activity (dps)) * (conversion dpm to dps) / (Ampoule Mass(g) *(Dilution Vol)) = 

Parent Activity (dpm/mL)

(Mass of parent(g)) * (Parm Activity (dps)) * (conversion dpm to dps) / Density / (Ampoule Mass (g) * (Dilution
Vol)) = Parent Activity (dpm/g)

(5.1674 g) * (36740 dps) * (60 dpm/dps) / (5.45541 g * 100 mL ) = 20880.2208 dpm/mL
(5.1674 g) * (36740 dps) * (60 dpm/dps) / ( 1.0121 g/mL)/ (5.45541 g * 100 mL) = 20630.6111 dpm/g

1352



Standard Traceability Log Rad http://prodsvr01.gel.com:7778/pls/lims/dr_ref_material.rad_second_rpt?...

2 of 2 12/31/2008 10:07 AM

Secondary Standards

Prep Date Preparer Mass 
Primary

Dilution 
(mL) Code Conc 

dpm/mL
Verification 

Date
Expiration 

Date

10/29/2001 Tim 
Chandler .3032 250 0338-E 25.0232 

dpm/mL 10/16/2003 10/16/2004

12/30/2002 Tim 
Chandler 10.0252 100 0338-I 2068.458 

dpm/mL 10/24/2003 10/24/2004

08/12/2003 Amanda Fehr .2282 100 0338-K 47.084 
dpm/mL 08/12/2003 08/12/2004

12/09/2003 Amanda Fehr .2409 100 0338-L 50.2764 
dpm/mL 12/09/2003 12/09/2004

03/18/2004 Tim 
Chandler 10.0192 500 0338-M 413.4441 

dpm/ml 03/18/2004 03/18/2005

04/26/2004 Amanda Fehr .643 250 0338-N 53.067 
dpm/mL 04/26/2005 04/26/2006

05/26/2004 Eric 
Williamson .355 250 0338-O 29.298 

dpm/mL 05/17/2007 05/17/2008

12/20/2004 Brenda 
Burke .01957 100 0338-P 4.0371 

dpm/mL 12/19/2006 12/19/2007

03/16/2005 Julie Strock 10.0395 100 0338-Q 2071.4087 
dpm/mL 06/12/2008 06/12/2009

07/19/2005 Amanda Fehr .677 250 0338-R 55.8732 
dpm/mL 07/10/2006 07/10/2007

05/11/2006 Brenda 
Burke .0009935 100 0338-S .20498 

dpm/mL 07/30/2007 07/28/2007

01/04/2007 Julie Strock .050286 250 0338-T 4.1501 
dpm/mL 12/31/2007 12/31/2008

01/05/2007 Daniel Roy .7285 250 0338-U 60.1235 
dpm/mL 01/05/2008 01/05/2009

03/16/2005 Julie Strock .010175 1000 0338-V .20994 
dpm/mL 05/03/2008 05/03/2009

05/15/2007 Eric 
Williamson .253 250 0338-W 20.88018 

dpm/mL 05/27/2008 05/27/2009

07/31/2007 Julie Strock .0010045 100 0338-X .20726 
dpm/mL 12/31/2007 12/31/2008

12/10/2008 Daniel Roy .7715 250 0338-Y 63.6721 
dpm/ml 12/10/2008 12/10/2009

09/29/2008 Julie Strock .0504 250 0338-Z 4.15916 
dpm/mL 09/30/2008 09/29/2009

GEL Laboratories LLC 
Version 1.0 9/18/2000
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Standard Traceability Log Rad

Source Material Info
Parent Code: 1260
Prepared By: Daniel Roy
Carrier Conc: 0.5M HNO3

Reference Date: 06/07/1994
Ampoule Mass (g): 5.5 g

Uncertainty: +/- .72 %
LogBook No: RC-S-048-141

A Solution Material Info
Isotope: Plutonium-242

Prepared By: Mary Aders
Prep Date: 02/10/2009

Verification Date: 02/11/2009
Expiration Date: 02/10/2010
Primary Code: 1260-A
Dilution(mL): 200 mL

Mass of Parent(g): 5.3336 g
Density(g/mL): 1.0000

Balance ID:
Calculations Converting parent activity to dpm/mL|dpm/g

(Mass of parent(g)) * (Parm Activity (Bq/g)) * (conversion dpm to Bq) / (Dilution Vol) = Parent Activity (dpm/mL)

(Mass of parent(g)) * (Parm Activity (Bq/g)) * (conversion dpm to Bq) / Density (g/mL)/ (Dilution Vol) = Parent Activity
(dpm/g)

(5.3336 g) * (26.31 Bq/g) * (60 dpm/Bq) / (200 mL) = 42.0981 dpm/mL
(5.3336 g) * (26.31 Bq/g) * (60 dpm/Bq) / ( 1.0000 g/mL) / (200 mL) = 42.0981 dpm/g

Secondary Standards
Prep
Date Preparer Mass

Primary
Dilution

(mL) Code Conc
dpm/mL

Verification
Date

Expiration
Date

GEL Laboratories LLC
Version 1.0 9/18/2000
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Standard Traceability Log Rad

Source Material Info
Parent Code: 1163
Prepared By: Daniel Roy
Carrier Conc: 1M HCL

Reference Date: 08/01/1997
Ampoule Mass (g): 5.258 g

Uncertainty: +/- .6 %
LogBook No: RC-S-048-044

A Solution Material Info
Isotope: Uranium-238

Prepared By: Daniel Roy
Prep Date: 08/01/1997

Verification Date: 03/01/2008
Expiration Date: 03/01/2009
Primary Code: 1163-A
Dilution(mL): 100 mL

Mass of Parent(g): 5.118 g
Density(g/mL): 1.0327

Balance ID: 38080204
Calculations Converting parent activity to dpm/mL|dpm/g

(Mass of parent(g)) * (Parm Activity (Bq/g)) * (conversion dpm to Bq) / (Dilution Vol) = Parent Activity (dpm/mL)

(Mass of parent(g)) * (Parm Activity (Bq/g)) * (conversion dpm to Bq) / Density (g/mL)/ (Dilution Vol) = Parent Activity
(dpm/g)

(5.118 g) * (242 Bq/g) * (60 dpm/Bq) / (100 mL) = 743.1336 dpm/mL
(5.118 g) * (242 Bq/g) * (60 dpm/Bq) / ( 1.0327 g/mL) / (100 mL) = 719.5817 dpm/g

Secondary Standards

Prep Date Preparer Mass
Primary

Dilution
(mL) Code Conc

dpm/mL
Verification

Date
Expiration

Date

02/27/2008 Daniel Roy 8.0851 100 1163-B 58.1789
dpm/ml 03/01/2008 03/01/2009

02/27/2008 Daniel Roy 8.1015 100 1163-C 58.2969
dpm/ml 03/01/2008 03/01/2009

04/16/2008 Julie Strock .5619 100 1163-D 4.0433
dpm/mL 04/16/2008 04/16/2009

07/10/2008 Daniel Roy 20.0175 250 1163-E 57.6169
dpm/ml 07/13/2008 07/13/2009

01/05/2009 Tina
Schoneman .519 100 1163-F 3.7346

dpm/mL 01/05/2009 01/05/2010

GEL Laboratories LLC
Version 1.0 9/18/2000
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Standard Traceability Log Rad

Source Material Info
Parent Code: 1283
Prepared By: Daniel Roy
Carrier Conc: 1M HNO3

Reference Date: 12/09/2008
Ampoule Mass (g): 5.20453 g

Uncertainty: +/- 5 %
LogBook No: RC-S-051-002

A Solution Material Info
Isotope: Uranium-232

Prepared By: Daniel Roy
Prep Date: 12/16/2008

Verification Date: 12/30/2008
Expiration Date: 12/30/2009
Primary Code: 1283-A
Dilution(mL): 100 mL

Mass of Parent(g): 5.0245 g
Density(g/mL): 1.0285

Balance ID:
Calculations Converting parent activity to dpm/mL|dpm/g

(Mass of parent(g)) * (Parm Activity (Bq)) * (conversion dpm to Bq) / (Ampoule Mass(g) *(Dilution Vol)) = Parent Activity
(dpm/mL)

(Mass of parent(g)) * (Parm Activity (Bq)) * (conversion dpm to Bq) / Density / (Ampoule Mass (g) * (Dilution Vol)) =
Parent Activity (dpm/g)

(5.0245 g) * (3754 Bq) * (60 dpm/Bq) / (5.20453 g * 100 mL ) = 2174.4872 dpm/mL
(5.0245 g) * (3754 Bq) * (60 dpm/Bq) / ( 1.0285 g/mL)/ (5.20453 g * 100 mL) = 2114.1700 dpm/g

Secondary Standards

Prep Date Preparer Mass
Primary

Dilution
(mL) Code Conc

dpm/mL
Verification

Date
Expiration

Date

12/16/2008 Daniel Roy 25.1813 1000 1283-B 53.2375
dpm/ml 12/16/2008 12/16/2009

12/30/2008 Tina
Schoneman 2.05 250 1283-C 17.336

dpm/mL 12/30/2008 12/30/2009

12/30/2008 Tina
Schoneman .49 250 1283-D 4.1438

dpm/mL 01/09/2009 01/09/2010

01/14/2009 Mary Aders 25.0528 1000 1283-E 52.9659
dpm/ml 01/15/2009 01/15/2010

GEL Laboratories LLC
Version 1.0 9/18/2000
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Instrument Run Log

ALPHA SPECTROMETERInstrument Type:

227075001
227075002
227075003
227075004
227075005
1201809873
1201809874
1201809875
1201809876

Sample
ID

SAMPLE
SAMPLE
SAMPLE
SAMPLE
SAMPLE
MB
DUP
MS
LCS

Sample
Type

KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4

Analyst

1032
1033
1035
1037
1038
1039
1040
1041
1048

Instrument

03-APR-09 12:59
03-APR-09 12:59
03-APR-09 12:59
03-APR-09 12:59
03-APR-09 12:59
03-APR-09 12:59
03-APR-09 12:59
03-APR-09 12:59
03-APR-09 15:37

Run Date

DONE
DONE
DONE
DONE
DONE
DONE
DONE
DONE
DONE

Status Geometry Calibration Date

Batch ID:855383
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Instrument Run Log

ALPHA SPECTROMETERInstrument Type:

1201809878
1201809879
1201809880
227075001
227075002
227075003
227075004
227075005
1201809877
227075001
227075003
1201809877

Sample
ID

DUP
MS
LCS
SAMPLE
SAMPLE
SAMPLE
SAMPLE
SAMPLE
MB
SAMPLE
SAMPLE
MB

Sample
Type

KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4

Analyst

1001
1002
1004
1019
1020
1021
1022
1023
1024
1001
1004
1006

Instrument

03-APR-09 16:06
03-APR-09 16:06
03-APR-09 16:06
03-APR-09 16:06
03-APR-09 16:06
03-APR-09 16:06
03-APR-09 16:06
03-APR-09 16:06
03-APR-09 16:06
14-APR-09 17:58
14-APR-09 17:58
14-APR-09 17:58

Run Date

DONE
DONE
DONE
DUSE
DONE
DUSE
DONE
DONE
DUSE
DONE
DONE
DONE

Status Geometry Calibration Date

Batch ID:855386
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Instrument Run Log

ALPHA SPECTROMETERInstrument Type:

227075001
227075002
227075003
227075004
227075005
1201809886
1201809887
1201809888
1201809889

Sample
ID

SAMPLE
SAMPLE
SAMPLE
SAMPLE
SAMPLE
MB
DUP
MS
LCS

Sample
Type

KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4

Analyst

1007
1009
1010
1011
1012
1013
1014
1015
1016

Instrument

02-APR-09 13:51
02-APR-09 13:51
02-APR-09 13:51
02-APR-09 13:51
02-APR-09 13:51
02-APR-09 13:51
02-APR-09 13:51
02-APR-09 13:51
02-APR-09 13:51

Run Date

DONE
DONE
DONE
DONE
DONE
DONE
DONE
DONE
DONE

Status Geometry Calibration Date

Batch ID:855387
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Instrument Run Log

ALPHA SPECTROMETERInstrument Type:

227075001
1201809893
227075004
227075005
1201809890
1201809891
1201809892
227075002
227075003

Sample
ID

SAMPLE
LCS
SAMPLE
SAMPLE
MB
DUP
MS
SAMPLE
SAMPLE

Sample
Type

KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4

Analyst

1196
1203
1204
1205
1206
1207
1208
1178
1179

Instrument

03-APR-09 13:28
03-APR-09 13:44
03-APR-09 13:44
03-APR-09 13:44
03-APR-09 13:44
03-APR-09 13:44
03-APR-09 13:44
03-APR-09 19:50
03-APR-09 19:50

Run Date

DONE
DONE
DONE
DONE
DONE
DONE
DONE
DONE
DONE

Status Geometry Calibration Date

Batch ID:855388

1377



Instrument Run Log

ALPHA SPECTROMETERInstrument Type:

227075001
227075002
227075003
227075004
227075005
1201809895
1201809896
1201809897
1201809898
227075004
1201809895
1201809897

Sample
ID

SAMPLE
SAMPLE
SAMPLE
SAMPLE
SAMPLE
MB
DUP
MS
LCS
SAMPLE
MB
MS

Sample
Type

KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4
KXM4

Analyst

1131
1132
1133
1134
1135
1136
1145
1146
1147
1113
1114
1115

Instrument

03-APR-09 11:07
03-APR-09 11:07
03-APR-09 11:07
03-APR-09 11:07
03-APR-09 11:07
03-APR-09 11:08
03-APR-09 11:08
03-APR-09 11:08
03-APR-09 11:08
06-APR-09 15:08
06-APR-09 15:08
06-APR-09 15:08

Run Date

DONE
DONE
DONE
DUSE
DONE
DUSE
DONE
DUSE
DONE
DONE
DONE
DONE

Status Geometry Calibration Date

Batch ID:855389

1378



Instrument Run Log

GAMMA SPECTROMETERInstrument Type:

227075001
227075002
227075003
227075004
227075005
1201810183
1201810184
1201810185

Sample
ID

SAMPLE
SAMPLE
SAMPLE
SAMPLE
SAMPLE
MB
DUP
LCS

Sample
Type

MJH1
MJH1
MJH1
MJH1
MJH1
MJH1
MJH1
MJH1

Analyst

GAM12
GAM13
GAM14
GAM20
GAM23
GAM06
GAM07
GAM02

Instrument

22-APR-09 00:32
22-APR-09 00:33
22-APR-09 00:33
22-APR-09 00:34
22-APR-09 00:34
22-APR-09 00:36
22-APR-09 00:37
22-APR-09 11:37

Run Date

DONE
DONE
DONE
DONE
DONE
DONE
DONE
DONE

Status

CAN
CAN
CAN
CAN
CAN
CAN
CAN
CAN

Geometry

10-FEB-09 00:00
02-FEB-09 00:00
06-MAR-09 00:00
30-SEP-08 00:00
14-MAY-08 00:00
04-FEB-09 00:00
01-NOV-08 00:00
01-NOV-08 00:00

Calibration Date

Batch ID:855520

1379


